ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100140
Location: BRADFORD VSP
Calibration Date:  04/12/2017
Certification Date: 04/12/2017
AInstallation Date: 04/13/2017
APM Date: 06/25/2024
Performed by: JEFFERY DUKETTE
Diagnostic Results Simulator Vapor Test
Concentration =0.099 g/210L
Lot # =23-10-100
VERSIONS Range =0.094 -0.104
DMT: 2.06 Simulator Vapor =0.102 g/210L
PIC: 2.08
Modem: 2.6 A
Questions: 2.1 RF Detection Test
Passed
~ TEMPERATURES RF detected
Sample Chamber = 49.2°C
Breath Tube = 47.4°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.59 Vv
Cooler Voltage = 1.55 V
Bias Voltage =80V 0.10 ; ; ; 40.0
Chopper Freq = 535 Hz _— ?ig‘?’hgiég/‘i}ﬁ%) _________ J36.0
PUMP INFO Min. Flow Rate(L/M)
Flow Rate = 5.608 L/M 0.08 : 32.0
DETECTOR INFO
PIJMP ON OFF O = 07 SN TRNSST Sy "N— —. 1) | N [ T VT, VTR, e~ 28 2 0
MAX (V) 0.5998 0.6020
MIN(V) 0.5984 0.6008 0-00=== B
FILTER INFO o. 05 ............ P ~S— - SURIRR S— . S— e fomensomseove - 20_ O
Filter 1 0.601 Zero = true
Filter 2 0.940 Zerxro = true 0.04 16.0
Filter 3 1.462 Zero = true
0 . 03 PSRN | NS UISIIny PSS S N 1 €. 11§ § (N . G N, W, wm—— 12 s O
CALIBRATION CHECK
Xq = 0.080 1.54% 0.02 8.0
0- Ol ................... 4 ) 0
APM PASSED 0.00 i | 53
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VERMONT FORENSIC LABORATORY

Simulator Temperature Check

Simulator Serial Number:

MP 250

DMT Serial Number / Simulator Location:

\Goo [USP Badbd

\

NIST Traceable Thermometer Serial Number: QNVFHMMOT 249
As Found
Thermometer | Simulator | Within
Item Temperature | Temperature Difference Tolerance?*
Guth 12v500 Simulator | “ O L U0\ 0.\ U\
* +0.10°C agreement between thermometer and simulator
* 34,0 + 0.2°C acceptable range
Was temperature adjustment performed? Y /@
As Left (if applicable)
Thermometer Simulator Within
Item Temperature | Temperature Difference Tolerance?*
Guth 12V500 Simulator
Notes:
Check Performed By: Date: Cﬂ /25(2%
Reviewed by: ‘}X}& Date: j\‘l\(&ﬂ
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TOX_F200_5_v3_07132020
Approved by Lab Director Page 1 of 1

[Co(H U

Fr



