ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100140

Location: BRADFORD VSP
Calibration Date:  04/12/2017
Certification Date: 04/12/2017
Installation Date: ~ 04/13/2017

RPC Date: 02/29/2024
Supervisor Name: JASON M HALEY

Diagnostic Results

VERSIONS

DMT: 2.06
PIC: 2.08
Modem: 2.6
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 45.7°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.59V
Cooler Voltage = 1.55 V
Bias Voltage =80V
Chopper Freq = 534 Hz

PUMP INFO
Flow Rate = 5.670 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.5711 0.5738
MIN (V) 0.5697 0.5724

FILTER INFO

Filter 1 0.573 Zero =
Filter 2 0.908 Zero =
Filter 3 1.442 Zero =

CALIBRATION CHECK
Xq = 0.079 1.10%

true
true
true

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =23-10-100
Range =0.094 - 0.104
Average =0.100 g/210L
Std Dev =0.0000
RF Detection Test

Passed

RF detected

Sample Acceptance Test

Passed

0.10 i T T 40.0
Alcohol (g/210L)

0.09 Flow Rate (L/M) 36.0
Min. Flow Rate (L/M)

0.08 320

0.07 28.0

0.06 A\/NJJ \ 24.0

0.05 \ 20.0

0.04 Iﬂ r \ 16.0

0.03 \ \ 3.2 0

0.02 ‘ W \ 8.0

0.01 i l 4.0

M |
0.00 0.0

30

35

40

AN 76
Performed by *
Reviewed by ? O Y?
DMT Serial Number #100140

Page 1 of 1

100140

Date 02/29/2024

Date 3/1/20Z4

S8

75\@\®d\

02/29/2024 2:42 PM

Fge

43



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

100140
BRADFORD VSP
04/12/2017
04/12/2017
04/13/2017
02/29/2024

JASON M HALEY

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =23-10-100
VERSIONS Range =0.094 - 0.104
DMT: 2.06 Average =0.100 g/210L
PIC: 2.08 Std Dev =0.0004
Modem: 2.6
Opestionsy 2.1 RF Detection Test
iled

TEMPERATURES Fatleset
Sample Chamber = 49.1°C
Breath Tube = 47.1°C
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1.59 V
Cooler Voltage = 1.55 V
Bias Voltage = 80 V
Chopper Freq = 535 Hz
PUMP INFO
Flow Rate = 5.710 L/M
DETECTOR INFO
PUMP ON OFF
MAX (V) 0.5681 0.5703
MIN (V) 0.5661 0.5687
FILTER INFO
Filter 1 0.569 Zero = true
Filter 2 0.904 Zero = true
Filter 3 1.437 Zero = true
CALIBRATION CHECK
Xqg = 0.079 0.88%
Routine Performance Check Failed

Reason: RF NOT DETECTED
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3/1/24, 8:37 AM Mail - DPS - DMT - Outlook

RE: RPC

Haley, Jason <Jason.Haley@vermont.gov>

Fri 2024-03-01 8:36 AM

To:DPS - DMT <DPS.DMT@vermont.gov>

Did not have too once | keyed the radio it went on to the next step.

From: DPS - DMT <DPS.DMT@vermont.gov>
Sent: Friday, March 1, 2024 8:35 AM

To: Haley, Jason <Jason.Haley@vermont.gov>
Subject: Re: RPC

Did you do anything differently between that attempt and the passing one?
Thanks.

From: Haley, Jason <Jason.Haley@vermont.gov>
Sent: Friday, March 1, 2024 8:33 AM

To: DPS - DMT <DPS.DMT@vermont.gov>
Subject: RE: RPC

That is correct.

From: DPS - DMT <DPS.DMT@vermont.gov>
Sent: Friday, March 1, 2024 8:32 AM

To: Haley, Jason <Jason.Haley@vermont.gov>
Subject: RPC

Good morning,

Thank you for completing the RPC. | just wanted to check in on what happened with the first
attempt. | see that it failed the RF detection test. Was the instrument not giving an error when
the radio was keyed?

Thank you,

Sarah

100IHO R34 S
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