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Operator
SH

ALB
DMR

RJD

ALB
HXB

SH

ALB

DMR

Date

10/17/2007.

10/17/2007

10/19/2007

10/23/2007

10/26/2007
10/26/2007

10/29/2007

10/31/2007

11/6/2007

11/6/2007

0.3971
0.0205
0.0821
0.162

0.162
0.3971
0.0821'

0.0205
0.0205
0.162
0.0821
0.3971
0.3971
0.0821
0.0205
0.162-
0.0821
0.0821
0.0821
0.0205
0.162
0.3971
0.3971
0.162
0.0205
0.0821
0.0821
0.0205
0.162
0.3971
0.0821
0.0821
0.0205
0.3971
0.162
0.162

0.4038
0.0187
0.0799
0.1653
0.1657
0.4037
0.0801
0.0185

- 0.0192

0.1657
0.0802
0.4036
0.4007
0.0812

0.0183 .
0.1644

0.0795
0.082
0.0793

- 0.0181

0.1643
0.3998
0.3965
0.1603
0.0169
0.0796
0.0816
0.0177
0.162
0.396
0.0797
0.0804

0.0175 -

0.3928

- 0.1614

0.1614

GCValue DMT Result . Std Dev
0.0008

0.0009
0.0003
.0.0005

© 0.0005
0.0011"

0.0003
0.0005
0.0006
0.0005
0.0006
0.0008
0.0018

0.0011

0.0005
0.0005
0.0005
0.0005
0.0005
0.0003

0.0005

0.0008
0.0013
0.0013
0.0006
0.0007
0.0008
0.0009
0.0012
0.0012
0.0007
0.0011
0.0005
0.0012
0.0007

0.0007 .

103006

Forgot to purge sim tubes, reran

1-1°




0.3971 0.3933 0.0008
0.0205 0.0177 0.0005
0.0821 0.0789 0.0006
SH 11/7/2007 0.0821 0.0781 . 0.0009
- 0.0205 0.0172 0.0009
' 0.162 0.1588 0.0006
0.3971 0.3901 0.0011. . 98.2
DMR -1/9/2008 0.020 0.019 0.0007 95.0
0.082 0.087 0 106.1
0.162 0.172 0.0003 106.2
~.0.397 0.432 0.0009 - . 108.8
DMR 1/29/2008 0.020 0.018 0 -90.0
0.082 0.081 0.0006 98.8
0.162 0.16 0.0005 98.8
0.397 0.408 0.0008 102.8
0.100 0.103 0.0022 103.0
: 0.100 0.102 = 1020
0.100 0.102 -0 11020
o 0.100 0.101 0.0005 101.0
ALB 1/30/2008 0.040 0.039 0.0003 97.5
LINEARITY 103006
= 0.5
2 04
8 03
- 0.2
= 0.1
B o
0 01 02 . 03 d mmwm o%@mmw
y=1.0182x - 0.
GC Result R? = 0.9985

Interference detected'on 2 reps, avg hand calculated

Bad
Calibration

Good O.m_mcqmﬁ__g Results

based on Certification Test

e e e e e e




DMT Result
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102 03,4 o - 0.002%
| - GCResult  R?2_0.9085 -




Operator
ALB

ALB

ALB

RJD

Date
10/17/2007

10/18/2007

10/18/2007

10/23/2007

Volume L DMT Result L

1.1
1.2

13

1.4
1.5
1.5
1.6
1.7
1.8
1.9
2

2

1.1
1.2
1.3
1.4
1.5
1.6
1.6

1.7

1.7
1.8
1.8

- 1.8
1.9
2
2
2
1.1
1.2
1.3
1.4
1.5
1.5
1.6
1.5

- 1.7
1.8
DROP
1.1
1.2
1.3
14
1.5
1.6

17

1.8

1.9 -

2
1.5

DNAS
DNAS

DNAS

DNAS
DNAS
DNAS

.DNAS

DNAS
DNAS
DNAS
DNAS

DNAS

DNAS
DNAS

' DNAS

DNAS
DNAS

DNAS

DNAS
DNAS
DNAS
DNAS
DNAS
DNAS
DNAS
DNAS

DNAS

DNAS
DNAS
DNAS
DNAS
DNAS
DNAS
DNAS
1.6

1.6

1.6
1.7

1.6

DNAS
DNAS
DNAS
DNAS
1.5
1.6
1.6
1.9
2.
2
1.5

" Notes
DNAS= did not accept sample

Adjusted volume _
measurement settings and
retested

Adjusted volume
measurement settings and
retested

Point dropped, operator forgot to piug hole on plunger while delivering sample



HXB

SH

DMR

10/29/2007

10/30/2007

11/6/2007

145

1.1
1.2
1.3°
1.4
1.5
1.6
1.7
1.8 -
1.9
2
1.1

1.2

1.3
1.4
15
1.6
1.7
1.8
19
2

1.1
12

1.3 -

1.4
1.5
1.6
1.7
1.8
1.9
2

24
'DNAS

15

-DNAS
DNAS

1.5
1.6
1.7

- 1.8

1.9

2.1

DNAS
DNAS
1.5

1.6~

1.7
1.8

19

DNAS
1.5
15
15 -
16
1.7
1.7

1-5

RFI detected from unknown source -



103006

Concentration

Operator] Date Lot Number DMT Result Apparent EtOH | N =10
. ALB [11/27/07] 0.01 Acetone in water |09-20-070A1| INTERFERENCE 0.004 :
SH 11/28/07] 0.01 Acetone in water | 09-20-070A1| INTERFERENCE 0.003
RJD |12/06/07] - 0.01 Acetone in water | 09-20-070A1| INTERFERENCE 0.004
. SH 11/28/07] 0.02 Acetone inwater |09-20-070A2| INTERFERENCE | - 0.005
RJD |12/07/07| .0.02 Acetone in water | 09-20-070A2| INTERFERENCE 0.005
DMR |01/02/08] 0.02 Acetone in water | 09-20-070A2} INTERFERENCE 0.004
ALB {11/27/07] .01 Acetone in .08 EtOH. ] 07-09-080A1}] 8 OUT OF 10 0.080
ALB 111/27/07] .01 Acetone in .08 EtOH | 07-09-080A1} - 7 OUT OF 10 0.080
“RJD |12/06/07] .01 Acetone in .08 EtOH |07-09-080A1] 1 OUT OF 10 0.079
HXB ]11/30/07] .01 Acetone in .04 EtOH ] 07-14-040A1] INTERFERENCE 0.044
SH 11/28/07] .01 Acetone in .04 EtOH | 07-14-040A1} INTERFERENCE 0.043
RJD | 12/06/07] .01 Acetone in .04 EtOH {07-14-040A1] INTERFERENCE 0.043
ALB | 03/05/08] .02Acetone in .08 EtOH |07-09-080A2| INTERFERENCE
- DMR | 03/05/08] .02Acetone in .08 EtOH |07-09-080A2] INTERFERENCE
ALB [083/07/08] .02 Acetone in .04 EtOH | 07-14-040B | INTERFERENCE |-
SH 03/07/08] .02 Acetone in .04 EtOH | 07-17-040B | INTERFERENCE
ALB | 03/06/08 .04 MeOH in water 08-12-040M | INTERFERENCE
DMR ]03/06/08 .04 MeOH in water 08-12-040M | INTERFERENCE | :
RJD |03/06/08] .04 MeOH in .08 EtOH [07-09-080M4] INTERFERENCE 0.104
ALB ]03/06/08| .04 MeOH in .08 EtOH [07-09-080M4] INTERFERENCE ‘
ALB | 03/05/08 .04 IPA in water . 08-13-0401 | INTERFERENCE
SH 03/05/08 .04 IPA in water 08-13-040!. | INTERFERENCE
ALB | 03/05/08 .04 IPA in .08 EtOH 07-09-08014 | INTERFERENCE
HXB- | 03/05/08 .04 IPA in .08 EtOH 07-09-08014 | INTERFERENCE

| \\Seagull\Public\Alcocho\DMT\Testing results\j 03006
1-6



Operator
RJD

RJD

RJD

ALB

HXB

- SH

DMR

Date
10/26/2007

10/26/2007 -

10/26/2007

10/26/2007

10/29/2007

11/1/2007

11/6/2007

- DMT Resulit

Invalid
0.087
0.088
0.088
0.089
0.084
Invalid
0.085
0.085
0.085
0.083
0.084 -
0.086
0.083
0.084
0.082
0.084
0.083
Invalid
Invalid
Invalid
0.083
0.082
0.081
Invalid
. Invalid
Invalid
. 0.087
0.085
0.084
Invalid .
invalid
Invalid
- 0.081 .
. 0.082
0.08
Invalid
0.071
0.072
Invalid -
Invalid
Invalid
‘Invalid
invalid
- Invalid
Invalid
- Invalid
0.078

Conditions
4 tygon 3 minute charge .0821 sim

.4 tygon 5 minute charge .0821sim

No Charged Tube |

.4 tygon 10 minute charge .0821 sim
.4 tygon 10 minute charge .0821 sim
.4 tygon 10 minute charge .0821 sim

.4 tygon 10 minute charge .0821 sim -

.4 tygon 10 minute charge .0821 éim



—y



N
W
(D]

f
Q.

-
B
O
=
o

al

.
.

@\
-
o

=
O
O

N







National Patent
Analytical Systems, Inc.

Certificate of Calibration

/osocb

Instrument Serial Number

oo 2
Standard Reference Number

The above instrument has been calibrated and is hereby
certified for use in determining alcohol breath concentration
when used in accordance with the operatmg gwdelmes bya
properly tramed operator

(220

Date o &Chnician ~

21



CALIBRATIONREPORT : IR
DataMaster DMT: 103006 AR o B g ’ _’
Calibration Date:  10/12/2007 o /\\ VE I/ O‘\ I I I

Calibrated by: AL.B‘ S Y w ¥ ‘ ‘! S/ -
- DEPARTMENT OF HEALTH )

.101000.

Ca = 0 - .
CAL = 0.980763 0.800 <= CAL < 1.200.°
bl = 0.000371 0.000 <= bl < 0.004
b2 = 0.004124  0.002. <= b2 < 0.013:
b3 = .0.002722 0.000 <= b3 < 0.004
'Xq = 0.156246 = 0.050 <= Xq < 0.200
a2l = 1.163746 1.050 <= a2l < 1.300
a3l = 0.473867  0.300 <= a3l < 0.800
. . .
Performed by - QM T Date 10/12/2007

10/12/2007 11:30



' OPTIONS PRINT OUT

DataMaster DMT: 103006

- Location: VDHL

Calibration Date: 20071009
Certification Date: 10/09/2007
Installatiqn Date: 10/09/2007

Printer: yes:

'Number of Copies: 1

Number of Supervisor Tests: 10
Tolerance Check: yes-

Data Collection: yes

Units: g/210L _

Simulator Check: yes

Uses Wet Bath Simulator: yes

. Simulator Nominal: 0.101

Digital Simulator: guth

. Simulator Before: yes

Simulator Between: yes
Simulator After: no

. Number of Subject Tests: 2

AskQuestions: yes
Query Refusal: yes

. Alcohol Display: yeé
. .Show Two Digits: no

Volume Display: yes '
Number of Calibration Tests: 2
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

10/12/2007 11:06

3 VERMONT

* DEPARTMENT OF HEALTH

2-3



DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location: ;
Calibration Date:
Certification Date:
Installation Date:

Test Date: 10/12/2007

- Time: 11:31

VERSIONS

DMT 1.26

. PIC 2.03

. Questions 1.0
Reports 1.3

TEMPERATURES ‘
Sample Chamber = 49.1 C
Breath Tube = 45.4 C
' Simulator Hose = 0.0 C
Digital Sim = 34.0-C
SETTINGS
Lamp Voltage = 2,02V
Cooler Voltage = 1.83 V
Bias Voltage = 80.1V
Chopper Freq = 527.6 Hz

PUMP INFO )
Flow Rate = 4.618 L/M

DETECTOR INFO

PUMP ON ’ OFF
MAX (V) 0.0232 0.024s8
MIN(V) 0.0215 - 0.0226

FILTER INFO

Filter 1 0.025 Zero =
Filter 2 0.495 Zero = true

Filter 3 1.339 Zero

INTERNAL STANDARD
Xq = 0.1539 1.44%

10/12/2007 11:32

true

true

~ DEPARTMENT OF HEALTH

2-4



0.10 : — 5 : 40.0

Alcohol (g/210L)
- Flow Rate(L/M)
0.08 : : hed 3200
0.06 |- e : 24,0
DUI Subject Test
STATE OF VERMONT © 70.04 i D1 I P 16.0
| DataMaster DMT: 103006 B , ' ’ ' (f
J .
Installation Date: 3
Date: 10/12/2007 )
| Time: 11:33:55 o I RELY . e B 8.0
} Subject Name: POWER UP TEST
Date of Birth: 10/12/2007 Age: 0
Guardian Present: N
\ Gender: F
d License #: 1 VT
N 0.00 : 0.¢

'y | Case #: 1 : : : 0 5 10 15 20 25 30 .35 40 45
Time of Operation: 11:30 : .

Location of Incident: B
Town: ADDISON ) N
County: ADDISON ) .

J . Test Operator Name: A L B
Agency: VDHL

Obs. Period Start: T 11:33

)
> BLANK TEST _ 0.000  11:34
/ INTERNAL STANDARD PASSED 11:34
8 Xq = 0.1557 (0.29%) , ‘
: SIMULATOR VAPOR 0.101  11:35
- X[1] = 0.1016 (0.0000) (0.0014)
7 | BLANK TEST 0.000  11:36

4 SUBJECT SAMPLE (Vol=1.7L) 0.000 11:36
X[1] = 0.0000 (-0.0002) (0.0000)

PUMP ERROR
) All alcohol values reported in g/210L
' Sim. Vapor Concentration 0.101
N Sim. Vapor Range = - 0.096 - 0.106

Simulator Temp. 34.1°C

' 10/12/2007 11:37
2-5



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

‘Date: 10/12/2007
Time: 11:49:03

SUPERVISOR NAME: A L B

SOLUTION LOT #: 07-04-100
SOLUTION CONCENTRATION: 0.101

PUMP ERROR

10/12/2007 11:49

2-6



CALIBRATION REPORT

- DataMaster DMT: 103006 | =3 ' , |
Calibration Date:  10/15/2007 : ’\ VERMONT :
Calibrated by: -ALB , ‘ i oL v :

DEPARTMENT OF HEALTH

.161000

bl

Ca .=. 0
CAL =, 0.978961 0.800 <= CAL < 1.200
= 0.000000 0.000 <= bl < 0.004
b2 = 0.002320 0.002 <= b2 < 0.013
b3 = 0.000000 0.000 <= b3 < 0.004
~Xg = 0.155704  0.050 <= Xqg < 0.200
a2l = 1.174419 1.050 <= a2l < 1.300
a3l = 0.449782 0.300 <= a31 < 0.800
Performed by - P PAV A Date  10/15/2007

10/15/2007 11:03
2-7



9. 4.9
; 35:4
: g g
£ i
. 40.0
: i%‘g
ACCURACY AND PRECISION TEST : 0. - é;;?
- ’ e .
: &:
STATE OF VERMONT 0 5 10 15 20 25 30
DataMaster DMT: 103006 : 3%:
‘ Date: 10/15/2007 . %§:
Time: 11:08:07 : 5%;
- die
SUPERVISOR NAME: A L B : g;

R XOTH I

SOLUTION LOT #: 07-09-080

BOXIKD

LD

i}
SOLUTION CONCENTRATION: 0.082 i
32
BLANK - TEST 0.000  11:09 %g.
INTERNAL STANDARD _ PASSED  11:09 13
 Xg = 0.1550 (0.40%) - 6
SIMULATOR VAPOR (34.0°C) 0.079  11:09 8
X[1] = 0.0792 (-0.0004) (-0.0002) -
SIMULATOR VAPOR (34.0°C) 0.07%  11:10 42.
X[1] = 0.0797 (~0.0005) (~0.0005) 22:‘
SIMULATOR VAPOR (34.0°C) 0.080  11:11 594
X[1] = 0.0804 (~0.0003) (~0.0008) 20.¢
SIMULATOR VAPOR (33.9°C) 0.080  11:12 Eitg
X[1] = 0.0803 (=0.0005) (-0.0010) iy
SIMULATOR VAPOR (33.9°C) 0.080 11:13 o -
X{1] = 0.0801 -(~0.0009) (~0.0010). 49
SIMULATOR VAPOR (34.0°C) 0.079. 11:14 12
X[1] = 0.0799 (-0.0001) (-0.0005) Az
SIMULATOR VAPOR (34.0°C) 0.080 11:15 g4
X[1] = 0.0802 (0.0000) (-0.0006) - i
SIMULATOR VAPOR (33.9°C) 0.080 11:16 g
X[1] = 0.0801 (0.0000) (-0.0007) &
SIMULATOR VAPOR (34.0°C)  0.080  11:17 0
X[1] = 0.0807 {0.0005) (-0.0007) ‘
SIMULATOR VAPOR (33.9°C) '0.080 11:18 35
X[1] = 0.0802 (0.0006) (-0.0004) 3
BLANK TEST 0.000  11:19 7
T
Average = 0.0797
Std Dev = 0.0005

10/15/2007 11:19



0.10 - 5 i ; ' : 40.0

Alcohol (g/210L)
Flow Rate (L/M)

0.06 : - : 24.0
DUI Subject Test
DataMaster DMT: 103006 : R W \ . : , ,
Installation Date:
Date: 10/15/2007 ’ ' \
?1me: 11:21:20 : ‘ 0.02 9.0
Subject Name: POWERUP TEST : H : \

Date of Birth: 10/15/2007 RAge: O
Guardian Present: N

Gender: F

License #: 1 VT

0,00 ; : ? 5 940
Case #: 1 . 0 5 10 15 20 25 30 35 40 45
Time of Operation: 11:25 . :
Location of Incident: “ - 4
: ‘ 0.10 g : , i 40,0

Town: ADDISON
County: ADDISON

Alcochol (g/210L)
Flow Rate{L/M)

Test Operator Name: A L B
Agency: VDHL )
Obs. Period Start: . 11:21 0.08 |- é 2 . . “_; 32.0
BLANK TEST _ 0.000 11:22 : ; :
INTERNAL STANDARD ' PASSED  11:22
. Xqg = 0.1554 /(0.17%)
SIMULATOR VAPOR 0.079 11l:22
" X[1] = 0.0789 (~0.0006) (0.0002)
BLANK TEST 0.000 11:23
\ SUBJECT SAMPLE (Vol=1.6L) 0.000 11:24 0.06 24.0
‘ X[1] = 0.0000 (-0.0017) (0.0000)
: BLANK TEST 0.000 11:25
| INTERNAL STANDARD PASSED 11:25
Xq = 0.1552 (0.29%) '
v SIMULATOR VAPOR ’ . 0.081 11:25
- X[1] = 0.0810 (0.0006) (-0.0003) ' 0.04 16.C
) BLANK TEST . 0.000 11:26
} RFI DETECTED
- All alcohol values reported in g/ZlOL
3 Sim. Vapor Concentration 0.082
’ Sim. Vapor Range 0.078 - 0.086
) Simulator Temp 33.9°C 0.02 8.0
) ': : L :
0.00 - - ? ? 0.0

i 10/15/2007 11:26 -
S ‘ ) 2-9
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INSTALLATION REPORT

DataMaster DMT: ".103066 , ' g . » _ . v -
e, /3 VERMONT
- Calibration Date:  10/15/2007 : ' s ¥ . . , .
Certification Date: ' : , :
Installation Date:  01/03/2008 L , ' ’
salled By:  ALB DEPARTMENT OF HEALTH

Site meets sp ecification in doc P-ALC-210

Diagnostic Results : Accuracy and Precision Check

Concentration = 0.1000g/210L
VERSIONS Lot # . = 07-04-100
DMT 0.30 ’ : Average = (0.0940g/210L
PIC 2.03 ' . o Std Dev = 0.0007
Modem 1.01
Questions 1.00 ' B
Reports 0.03 RFI Interference Test
TEMPERATURES ‘
Sample Chamber = 49.03°C ' .
Breath Tube = 44.74°C Sample Acceptance Test

Digital Sim = 34.2°C

SETTINGS

Lamp Voltage =2.02V
Cooler Voltage = 1.83 V
Bias Voltage =80.1V
Chopper Freq =539.3 Hz

PUMP INFO
Flow Rate = 5:437L/M .

DETECTOR INFO
PUMP ON  OFF
MAX(V) -0.0622 -0.0604
MIN(V) -0.0640 -0.0620

FILTER INFO

Filter 1 -0.062 Zero = frue
Filter 2 0.421 Zero = true
Filter 3 -0.064 Zero.= true

INTERNAL STANDARD
Xq=0.1542 0.92%

INSTALLATION FAILED
Performed by = g : "~ Date -01/03/2008
Reviewed by ' ’ Daté

01/03/2008 15:25
31



ANNUAL PREVENTATIVE MAINTENANCE REPORT

' DataMaster DMT: 103006 -~ ’ R -
mE B, 7~ VERMONT
Calibration Date:  10/15/2007 ' ' o

imtaen2oswe  DEPARTMENT OF HEALTH

Technician: - ALB
- Site meets specification in doc P-ALC-210

Diagnostic Results - RFI Interference Test

RFI detected -
VERSIONS _
DMT 0.30 o ' :
PIC 2.03 : Sample Acceptance Test
Modem 1.01 ’ Passed ’ :
Questions 1.00
Reports 0.03
TEMPERATURES

Sample Chamber = 48.97°C
Breath Tube = 44.36°C
" Digital Sim = 34.2°C

SETTINGS :
Lamp Voltage =2.03V
Cooler Voltage =183V
Bias Voltage =80.1V .
Chopper Freq =538.5Hz

0.10 : . _ : 40.0

PUMP INFO ' ALcohol (g/210L)
- g
Flow Rate =5.360 L/M . _ —— Flow Rate(L/M)
: 0.08

DETECTOR INFO e
PUMP ON _ OFF
MAX(V) -0.0636 -0.0620 ‘

0.06 24.0

MIN(V) -0.0652 -0.0634

FILTER INFO | o | ' | : (\\

Filter 1 -0.064 Zero = true 0.04 16,0
Filter 2 0.418 Zero = true’ . Al RRE \f\
Filter 3 -0.065 Zero = true . z
0.02 : : 8.0
- INTERNAL STANDARD ) | .
Xq=0.1539 1.16% \‘ :
0.00 i 0.0
APM PASSED 0 5 10- 15 20 25 30 35 40 45 50 55 60

Performed by ~_AZTD Date 01/03/2008

. T

Reviewed by ' Date

01/03/2008 14:55



DUI Subject Test

DataMaster DMT: 103006
VDHL
Certification Date:

STATE OF VERMONT

Installation Date: 01/03/2008

Date: 01/03/2008
‘- Time: 15:35:36

Subject Name: A L B

Gender: F
License #: 1 VT

- Case #: 1
Time of Operation: 15:35

Town: ADDISON
County: ADDISON

Test Operator Name: A L B
Agency: VDHL

Date . of Birth: 10/06/1980 Age: 27

Location of -Incident: SOFTWARE TEST

Obs. Period Start:
Obs. Restart: burp

BLANK TEST
INTERNAL STANDARD
SIMULATOR VAPOR

STANDARD OUT OF RANGE

0.000
PASSED
0.094

15:35
15:35

15:36
15:36
15:36

01/03/2008 15:37



' DUI Subject Test

" STATE OF VERMONT

DataMaster DMT: 103006

"VDHL

Certification Date:
Installation Date: 01/03/2008

Date: 01/03/2008
Time: 15:38:50.

Subject Name: A L B

Date of Birth: 10/06/1980 RAge: 27
Gender: F

License #: 1 VT

Case #: 1

Time of Operation: 15:35

Location of Incident: SOFTWARE TEST
Town: ADDISON Co
County: ADDISON

Test Operator Name: A L B
Agency: VDHL

Obs. Period Start:
Obs. Restart: burp

BLANK TEST , 0.000

INTERNAL STANDARD . - PASSED
SIMULATOR VAPOR 0.093
BLANK TEST 0.000
- SUBJECT SAMPLE (Vol=1.9L) 0.000
BLANK TEST - 0.000
INTERNAL STANDARD PASSED
SIMULATOR VAPOR 0,094
BLANK TEST 4 0.000

SUBJECT SAMPLE REFUSED

15:35
15:35

15:39
15:39
15:40
15:41
15:41

15:42
15:42
15:42

7 15:43

15:44

01/03/2008 15:44

0.10

0.08

0.04

0.00

Alcohol (g/210L)
Flow Rate(L/M)

5 . 10 15

20

25

46.0



Alcohol (g/210L)
Flow Rate(L/M)

6.08 s 32.0

DUI Subject Test

STATE OF VERMONT "~ 0.04 : 16.C

DataMaster DMT: 103006

VDHL

Certification Date: )
Installation Date: 01/03/20608

- Date: 01/03/2008
Time: 15:45:48

Subject

Gender:
License

Name: A L B

F .
#: 1 VT

Date of Birth: 10/06/1980. Age: 27

Case #: 1

Time of Operation: 13:55

Location of Incident: SOFTWARE CHECK
Town: ADDISON

County: ADDISON

‘Test Operator Name: A L B
Agency: VDHL

s ' 0.02 = e s N g.0

Obs. Period Start: 15:45
BLANK TEST ’ 0.000 15:46
INTERNAL STANDARD PASSED 15:46
SIMULATOR VAPOR 0.094 15:47
BLANK TEST 0.000 15:47
SUBJECT SAMPLE - (Vol=1.9L) 0.000 15:48
SUBJECT SAMPLE REFUSED 15:48

01/03/2008 15:48

3-5




CALIBRATION REPORT . | S S
DataMaster DMT: 103006 | =T r ' -
Calibration Date:  01/29/2008 - /\ VERMO ‘

Calibrated by: = D MR ; ’ . ¥ A _ I J | o

DEPARTMENT OF HEALTH

Ca 0.100000

CAL = 0.977905 0.800 <= CAL < 1.200
bl = 0.000000 0.000 <= bl < 0.004
b2 = 0,002738 0.002 <= b2 < 0.013
b3 = 0.000783 0.000 <= b3 < 0.004
Xqg = '0.140534 0.050 <= Xq < 0.200
a2l = 1.163558 1.050 <= a21 < 1.300
a3l = 0.300 <= a31 < 0.800

0.476233

Performed by ~_\owna  Taahwl—— Date 01/29/2008

01/29/2008 09:49
3-6



CERTIFICATION REPORT

DataMaster DMT: 103006 __

mezee 3 VERMONT
Certification Date: 01/29/2008 ' , s LY ,

e DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 0.30
PIC2.04
Modem 1.01
Questions 1.00
Reports 0.03

TEMPERATURES ;
Sample Chamber = 48.63°C
Breath Tube =42.33°C
Digital Sim  =34.1°C

SETTINGS
Lamp Voltage =2.00V
Cooler Voltage =1.87 V
Bias Voltage =80.1V

" Chopper Freq =534.2 Hz

PUMP INFO
Flow Rate = 4.838 L/M

DETECTOR INFO
PUMP ON OFF
MAX(V)-0.0120 -0.0091
- MIN(V)-0.0136 -0.0110

FILTER INFO

Filter 1 -0.010 Zero = true
Filter 2 0.457 Zero = true
Filter 3 -0.011 Zero = true

INTERNAL STANDARD .
Xq=0.1407 0.13%

01/29/2008 11:36

Options

'Printer: yes

Number of Copies: 1

Number of Supervisor Tests: 10

Tolerance Check: no

Data Collection: yes

Units: g/210L

Simulator Check: no

Uses Wet Bath Simulator: yes

Simulator Nominal: 0.100

PPM: 260.5005 12410 VEL

1gital Simulator: none

Simulator Before: yes

Simulator Between: yes

Simulator After: no

Number of Subject Tests: 2

AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no.

* Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

ibration : 3500~ e v

Page 1 of2
3-7



Linearity Check Results

True Value  Reported Average Std Dev-

0.020g/210L.  0.018g/210L
Lot # 07-15-020

0.082g/210L  0.081g/210L
Lot # 07-09-080 :
0.162g/210L.  0.160g/210L
Lot # 07-08-160 _
0397g/210L 0.408g/210L
Lot # 07-12-400

R?=0.9998

Acetone Interference Test

Lot # 01-01-020
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RFI Interference Test
RFI detected

Sample Acceptance Test
. Passed

CERTIFICATION PASSED

Performed by =M;_ﬂh@mif_

Reviewed by

0.0000

0.0006

0.0005

0.0008

0
.08
.06
.04

.02

.00

.10
.08
.06
.04
.02

.00

0.50

- DMT Linearity

0.40

0.30

/

0.20 /-/
0.10 '

0.00
0.00 0.10 .20 0.30 0.
DMT Results
: g ‘ 40.
Alcohol (g/210L)
Flow Rate (L/M)
32.
’\\\ 24.
16.
8.
a.
5 10 20

Alcohol (g/210L)

Flow Rate(L/M)

nrm\

01/20/2008 11:36

10 15 20 25

30 35 40 45

' Date 01/29/2008

Date

Pag§2of2

3-8

. 40.

- 24.

16.0




INSTALLATION REPORT

DataMaster DMT: 103006 ' - . : B
e VERMONT
Calibration Date:  01/29/2008 ‘ M 1 '
Certification Date: 01/29/2008 . - . '
Installation Date:  01/29/2008 ey

mstalled By: ~ DMR - - DEPARTMENT OF HEALTH

Site does not meet specification in doc P-ALC-210
Reason for noncompliance: UNDER CONSTRUCTION

Diagnostic Results : - Accur d Precision Check , '

» - Concentration = 0.1000g/210L f—— 3 dLUM“ ’ PL"C €S
VERSIONS o Lot # = 07-04-100
DMT 030 S Average = 01034g210L g 3 Cheimal . P\qce s
PIC 2.04 Std Dev = 0.0022 ' )
Modem 1.01 ' '
Questions 1.00 '
Reports 0.03 _ .. RFI Interference Test

S c RFI detected
TEMPERATURES
Sample Chamber = 48.97°C
Breath Tube = 46.27°C S Sample Acceptance Test
Digital Sim =34.1°C : _ Failed
: testing failure

SETTINGS >

Lamp Voltage =199V
Cooler Voltage =1.87 V
Bias Voltage =80.1 V
Chopper Freq =542.3 Hz

0.10 — 40.0
PUMP INFO
. 3 Alcohol 0

. Flow Rate =4.707L/M - T e Rate i

. 0.08 : 32.0
DETECTOR INFO -
"PUMP ON OFF
MAX(V) 00563 0.0561
MIN(V) 0.0543 0.0545 0-06 -

\

FILTER INFO

Filter 1 0.055 Zero=true
Filter 2 0.523 Zero =true
Filter 3 0.056 Zero = true

INTERNAL STANDARD
Xq=0.1409 0.32%

. lNSTALLATIONPASSED‘ - 0"‘00 0 5 10 15 20 25 30 35 40 75 50 55 60

Performed by x__MAMv_hﬂM'/: Date 01/29/2008

Reviewed by Date

01/29/2008 13:32 :
39



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT 103006
Location: VDHL
Calibration Date: - 01/29/2008 -
Certification Date: 01/29/2008
Installation Date:  01/29/2008
RPC Date: ©01/29/2008
Supervisor Name: DMR

Diagnostic Resulis

" VERSIONS

- DMT 0.30

PIC 2.04
Modem 1.01

Questions 1.00
Reports 0.03

. TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube = 45.45°C
Digital Sim  =34.1°C

SETTINGS

Lamp Voltage =2.00V
Cooler Voltage =1.87 V
Bias Voltage =80.1V
Chopper Freq = 543.4 Hz

PUMP INFO
Flow Rate =4.657TL/M

DETECTOR INFO
PUMP ON OFF
- MAX(V) 0.0624 0.0624
MIN(V) 0.0610 0.0610

FILTER INFO

Filter 1 0.062 Zero = true g 0.

Filter 2 0.528 Zero=tme .
Filter 3 0.063 Zero = true

INTERNAL STANDARD
Xq=0.1414 0.64%

Routine Performance Check Passed

.10
.08

.06

04

.02

.00

i‘w\ VERMONT |

BEPARTMENT OF HEALTH

Accuracy and Precision Check : o

Concentration = 0.1000g/210L — B SR
Lot # = 07-04-100 >D e
Average = 0.1020g210L ¢

Std Dev = 0.0000

"~ RFI Interference Test

RFI detected

, Sample Acceptance Test

Passed

: . : g 40.0
_ Alcohol (g/210L}
—— Flow Rate(L/M)

32.0

24.0

16.0

; g 8.0

10 15 20 25 30 35 40 45 50 55 60

Performed by _Mm‘_mmm&\_

'01/29/2008 13:45

Date

3-10



SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 103006 =~ A | B
et A/~ VERMONT
Date: - 01/29/2008 ' B P S ANR A

R ~ DEPARTMENT OF HEALTH

Accuracy and Precision Check

~ Concentration = (.1000g/210L S
" Lot# = 07-04-100 . o oo A
Range = 0.0950-0.1050 2 ~ ce>
Average = 0.1020g/210L P\
Std Dev = 0.0000

Simulator Temperature: 34.1°C

Porformed by ~ Whwaw Mehaw/\  Date _ 01/29/2008

01/29/2008 13:56
311



INSTALLATION REPORT

DataMaster DMT: 103006
Location: VDHL
Calibration Date: 01/29/2008
Certification Date: 01/29/2008
Installation Date: 01/29/2008
Installed By: DMR

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 0.30
PIC 2.04
Modem 1.01
Questions 1.00

Reports 0.03

TEMPERATURES

‘Sample Chamber = 48.74°C
Breath Tube = 46.15°C
Digital Sim =34.0°C

SETTINGS
Lamp Voltage =2.00V
Cooler Voltage =1.87 V
Bias Voltage =80.2V
Chopper Freq =543.6Hz

PUMP INFO .
Flow Rate = 4.707 L/M

DETECTOR INFO
PUMP ON. OFF
MAX(V) 0.0693 0.0691
MIN(V) 0.0677 0.0671

" FILTER INFO

Filter 1 0.069 Zero =true
Filter 2. 0.531 Zero = true
Filter 3 '0.069 Zero ="true

. INTERNAL STANDARD
Xq=0.1412 0.51%

" INSTALLATION FAILED

Performed by - M Liakant—

3 VERMONT

Reviewed by

01/29/2008 14:04

'DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.1000g/210L
Lot# = 07-04-100
Average =,0.1016g/210L

Std Dev - ~ = 0.0005

RFI mtérference Test (5&_
RFInot detected & ’

{w%g\v/\\

Sample Acceptance Test [

iy

Date 01/29/2008

N

Date

.



ANNUAL PREVENTATIVE MAINTENANCE REPORT |

DataMaster DMT: 103006

Ze i 3 VERMONT
Calibration Date:  01/29/2008 :

Certification Date: 01/29/2008

APMDais,  OUzSTa008 | BEPARTMENT OF HEALTH

Technician: "DMR

Site meets specification in doc P-ALC-210

Diggr_l' ostic Results o ' q‘?lnterference Test
: detected

VERSIONS , _
DMT 0.30 a _ :
PIC 2.04 : - o Sample Acceptance Test
Modem 1.01 Failed :
Questions 1.00 , . . testing

Reports 0.03 ‘ ‘ 7 _
TEMPERATURES

' Sample Chamber = 48.80°C
Breath Tube = 46.45°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =2.00V
Cooler Voltage =1.87V
Bias Voltage =802V
Chopper Freq =543.3 Hz

'PUMP INFO

Flow Rate = 4.585 L/M Alcohol (97270 |

-— Flow Rate (L/M)

0.08 32.0
DETECTOR INFO
PUMP ON OFF
MAX(V) 0.0724 0.0719
MIN(V) 0.0707 0.0701 0.06 . 24.0
FILTER INFO , | /j\w .
Filter 1 0.070 Zero = true 0.04 \ » 16.0
Filter 2 0.534 Zero = true v \
Filter 3 0.071 Zero =true
’ - 0.02 8.0
- INTERNAL STANDARD
Xq=0.1412 0.51% :
0.00 [\ 0.0

APM PASSED

Performed by~ Yo WillAs~ . Date 01/29/2008

Reviewed by e Date

01/29/2008 14:10
- 3-13



CALIBRATION REPORT

DataMaster DMT: 103006
Calibration Date:  04/18/2008
Calibrated by: ALB

.100000

Ca = 0

CAL = : 0.974975 0.800 <=
bl = 0.000000 0.000 <=
b2 = 0.004652 0.001 <=
b3 = 0.000000- 0.000 <=
Xq =  0.140622 0.050 <=
a2l = 1.143892 1.050 <=
a3l = O

.454200 0.300 <=

' Performed by - A Aper

>
[ie]
ANAANAANANNA

= a2l

a3l

DMT Serial Number #103006 -

O QOO0 O

- VERMONT

BEPARTMENT OF HEALTH

.200
. 004
.010 .
.004
.200
.300 .
.800

Date

Page 1 of 1
3-14

04/18/2008

04/18/2008 08:13



CERTIFICATION REPORT

DataMaster DMT: 103006

Calibration Date:  04/18/2008

Certification Date: 04/18/2008
Certified by: - AL BOLDUC

Diagnostic Results

VERSIONS
DMT 032
PIC 2.05
Modem 1.01
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 49.20°C
Breath Tube = 46.72°C
Digital Sim =33.9°C

SETTINGS

Lamp Voltage =2.00V
Cooler Voltage =1.87V
Bias Voltage =802V
Chopper Freq =543.0Hz

PUMP INFO
Flow Rate = 4.832 L/M

DETECTORINFO.
PUMP ON - OFF
MAX(V)-0.0136 -0.0122
MIN(V)-0.0150 -0.0138

FILTER INFO

Filter 1-0.014 Zero = true
Filter 2 0.461 Zero = true
Filter 3 1.416 Zero=true

INTERNAL STANDARD
Xq=0.1405 0.06%

DMT Serial Number #103006

7~ VERMONT

~ DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 1

Number of Supervisor Tests: 10
Tolerance Check: yes

- Data Collection: yes

Units: g/210L

_ Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Pagelof2 ' 04/18/2008 09:52
3-15 '



- Linearity Check Results 4 " DMT Linearity
True Value.  Reported Average Std Dev 0.50 —
0.020 g/210L 0.020 g/210L 0.001
Lot # 07-15-020 ‘ 0.40
0.082 g210L.  0.083 g/210L 0.000
Lot # 07-09-080 _ go .30 .
0.162 g210L .. 0.165 g/210L - 0.001 2 /
Lot # 07-08-160 - | Bo.20 — :
0397 g/210L  0.411 g/210L 10.001 |~ /
Lot # 07-12-400 ) : 0.10
2= 0.00
Re=1.0000 , 0.00 70.10 0.20 0.30 0.40 0.50
Acetone Interference Test , DMT Results
Lot # 07-14-040 v _ , —
Interference Detected 0_20 . i 5 2 . ;10.0
. C © 0.i8 |-|=——= Alcohol (g/210L) ' 36.0
Mouth Alcohol Test ' |—— Flow Rate(L/M) :
Mouth Aleohol Detected 0.16 - : ‘ 32.0
0.14 : 28.0
0.12 : : 24.0
0.10 - : ] 200
RF Interference Test | 0.08 [ X - 16.0
-RFI detected 0.06 \ \\ - 12.0
0.04 X : - A 8.0
0.02 : 4.0
0.00 L 0.0
S 5 10 15 20 25 30
S 0.10 : : : : 40.0
Sample Acceptance Test Alcohol (g/210L)
Passed Flow Rate (L/M)
0.08 32.0
0.06 24.0
0.04 : : f\\ 16.0
0.02 n \ 8.0
CERTIFICATION PASSED ol ML 11 .
: 0 510 15 20 25 30 35 40 45
Performed by =802 AA~— Date 04/18/2008
Reviewed by Date
DMT Serial Number #103006 Page 2 of 2 04/18/2008 09:52

3-16



INSTALLATION REPORT

DataMaster DMT: 103006
Location: VDHLAB
Calibration Date:  04/18/2008
Certification Date: 04/18/2008
Installation Date:  04/18/2008
Installed By: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 0.32
PIC2.05 |
Modem 1.01

. Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.97°C
Breath Tube = 47.90°C
Digital Sim =34.1°C -

SETTINGS

Lamp Voltage =2.00V
Cooler Voltage=1.87 V
Bias Voltage =802V
Chopper Freq = 542.6 Hz

0.10
PUMP INFO
Flow Rate = 4.819 L/M
0.08
DETECTOR INFO
PUMP ON OFF
MAX(V) -0.0028 -0.0018 -
MIN(V) -0.0047 -0.0041 0.06
FILTER INFO .
Filter 1 -0.004 Zero = true ' . 0.04
Filter 2 0.469 Zero = true
Filter 3 1.429 Zero = true
‘ ' 0.02
INTERNAL STANDARD
Xq=0.1406 0.00%
‘ 0.00

'INSTALLATION PASSED

’Performed by _&" ﬂ"'—"‘"

Reviewed by

> _VERMONT

DEPARTMENT OF HEALTH

Accuracy and .Precision Check

Concentration = 0.100 g/210L
Lot# = 07-04-100
- Average = 0.101 g/210L
Std Dev = 0.000
RFI Interference Test

R¥I detected

Sample Acéeptance Test
Passed -

J

DMT Serial Number #103006

H H H H 40.0
Alcohol (g/210L) '
Flow Rate(L/M)
32.0
S
N [V \ |
P: 24.0
16.0
8.0
- 0.0
16 15 20 25 30 35 40 45 50 55 60
Date 04/18/2008
Date .
Page 1 of 1 ' " 04/18/2008 11:42

- 317



Check~-In Confirmation Test

DataMaster DMT: 103006

STATE OF VERMONT

Certification Date: 04/18/2008
Installation Date: 04/18/2008

Date: 04/18/2008
Time: 14:36:36

Subject Name: PAMELA ANDERSON-LEE
Date of Birth: 12/25/1975 Age: 32

Sim. Vapor Concentration
- Sim. Vapor Range .
Simulator Temp 34.1°C

All alcohol values ieported in'g/210L

0.100

Gender: F

License #: 123 VT

Test Operator Name: AMANDA BOLDUC

Agency: NEW HAVEN VSP

BLANK TEST 0.000 14:37
INTERNAL STANDARD PASSED 14:37
SIMULATOR VAPOR 0.101 14:37
BLANK TEST 0.000 14:38
SUBJECT SAMPLE (Vol=1.8L) 0.085 . 14:39

0.095 - 0.105

DMT ‘Serial Number #103006

0.20

0.18

0.18

0.14

0.12

0.10

0.08

Page 1 of 1
3-18:

Alcohol {g/210L)
Flow Rate (L/M)

36.0

28.0

.0

20 25 30

'04/18/2008 14:39

e



DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006
VDH LAB -
Certification Date: 04/18/2008

Installation Date: 04/18/2008

Date: 04/18/2008
Time: 14:42:40

Subject Name: ADAM W JONES .
Date of Birth: 06/19/1990 Age: 17
Guardian Present: Y

Gender: M

License #:

Case #: 123ABC

Time of Operation: 14:50

Location of Incident: ROUTES 7 & 17
Town: NEW HAVEN

County: ADDISON

Test Operator Name: AMANDA L BOLDUC
Agency: ADDISON COUNTY SO

Obs. Period Start:

BLANK TEST 0.000

SUBJECT SAMPLE (Vbi=1.6L) 0.084

2nd TEST NOT REQUESTED

INTERNAL STANDARD '~ PASSED
SIMULATOR VAPOR : 0.102
BLANK TEST 0.000

14:40

14:43
14:43
14:44
14344
14:45

DMT Serial Number #103006

0.20
0.18

0.16

0.12
0.10
0.08
0.06
0.04

0.02

0.00

Page 1 of 1
3-19

:Alcohol}g/210L;
Flow Rate{L/M)
36.0
32.0
28.0
24.0
. 20.0
‘ ""'—-;_-— 16.9
N 12.0
"‘”\“\v/~\ 8.0
, : 4.0
5 10 15 20 25 30

04/18/2008 14:46



DUI Subject Test

STATE -OF VERMONT

DataMaster DMT: 103006
VDH LAB )
Certification Date: 04/18/2008
Installation Date: 04/18/2008

Date: 04/18/2008
Time: 14:49:10

Subject Name: TONY M SOPRANO.
Date of Birth: 10/31/1975 Age: 32
Gender: M . '
License #: 123 VT

Case #: 123ABC

Time of Operation: 11:30
Location of Incident: A TREE
Town: RANDOLPH

County: ORANGE

Test Operator Name: ANDY Q TAYLOR
Agency: FRANKLIN COUNTY SO -

Obs. Period Start:
Obs. Restart: subject burped

BLANK TEST 0.000
INTERNAL STANDARD PASSED
SIMULATOR VAPOR 0,102
BLANK TEST 0.000

SUBJECT SAMPLE REFUSED

Subject refused.

14147
T 14:47

14:50
14:50

©14:50

14:51
14:51

DMT Serial Number #103006

Page 1 of 1
3-20

04/18/2008 14:52

g
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

VDH LAB

Certification Date: 04/18/2008
Installation Date: 04/18/2008

Date: 04/18/2008
Time: 14:54:32

Subject Name: MELINDA R GORDON
Date of Birth: 07/17/197% BAge: 28
Gender:. F . ’

License #: 453 VT

Case #: 123

Time of Operation: -16:08

Location of Incident: MILE MARKER 75 I89
Town: SOUTH BURLINGTON

County: CHITTENDEN

Test Operator Name: GOMER M PYLE
Agency: BELLOWS FALLS PD

Subject incapable of providing sample.

Obs. Period Start: 14:54
BLANK TEST 0.000 14:55
INTERNAL STANDARD PASSED 14:55
SIMULATOR VAPOR . 0.102 14:55
BLANK TEST : 0.000 14:56
SUBJECT SAMPLE ) REFUSED 14257

DMT Serial Number #103006

Page1of1
3-21

04/18/2008 14:57




DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

VDH LAB .
Certification Date: 04/18/2008
Installation Date: 04/18/2008

Date: 04/18/2008
Time: 15:00:11

. Subject Name: TOM BRADY
Date of Birth: 05/14/1982 Age: 25
Gender: M
License #: 123 VT

Case #: 123

Time of Operation: 21:30
Location of Incident:
Town: ANDOVER |

County: WINDSOR

Test.Opefator‘Name: MIKE P DITKA
Agency: BRANDON PD

Obs. Period Start:

-BLANK TEST 0.000
INTERNAL STANDARD PASSED
SIMULATOR VAPOR ’ 0.102
BLANK TEST 0.000
SUBJECT SAMPLE - (Vol=1.6L) 0.085
BLANK TEST 0.000
INTERNAL STANDARD PASSED
SIMULATOR VAPOR - 0.102
BLANK TEST 0.000

SUBJECT SAMPLE (Vol=1.8L) = 0.085

14:59

15:01
15:01
15:01
15:02
15:02

15:03
15:04
15:04
15:05
15:05

DMT Serial Number #103006

0.14

.12

0.08

0.10

0.04

Page 1 of 1
3-22

Alcohol {g/210L)} ;
Flow Rate(L/M)

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

5. 16 15

40.0

e A1 cohol {g/210L)
Flow Rate {(L/M)

36.0

24.0

20.0

16.¢

12.0

0.0

0

25 30
04/18/2008- 15:06



ANNUAL PREVENTATIVE MA]NTENANCE REPORT

DataMaster DMT. 103006 :
Cabrt 04/13/200 f\v\ VERMOI\] I
Calibration Date: - 04/18/2008

Certification Date: 04/18/2008

awpue . omaos  DEPARTMENT OF HEALTH

Performed by: SEH

Site does not meet specification in doc P-ALC-210
Reason for noncompliance: TOO HOT

Diagnostic Results | RF Interference Test

Samplé Acceptance Test

APM FAILED

Performed by .__ d— A o Date 1 04/22/2008
Reviewed by : Date
DMT Serial Number #103006 ‘ Page 1 of 1 04/22/2008 07:51

3-23



ANNUAL PREVENTATIVE MAINTENANCE REPORT

DataMaster DMT: 103006 = - . ' 1 |

=g 3 VERMONT

Calibration Date: -  04/18/2008 = -, ] .l N L )

Certification Date: 04/18/2008 — : Ty
i . 04/18/2008 ' . . .

armpme oo DEPARTMENT OF HEALTH

Performed by: SEH

Site meets specification in doc P-ALC-210 .

Diagnostic Results ' . RF Interference Test

RFI detected
VERSIONS ’ |
DMT 0.32 : .
PIC 2.05 - Sample Acceptance Test
Modem 1.01 : i Passed
Questions 1.00
Reports 0.03
TEMPERATURES

Sample Chamber = 48.97°C
Breath Tube = 47.37°C
Digital Sim = 34.1°C

. SETTINGS

Lamp Voltage =2.00V
Cooler Voltage=1.87 V
Bias Voltage =80.1V
Chopper Freq =542.1 Hz

PUMP INFO : , : e
- ) Alcohol {g/210L)
Flow Rate = 4.841 LM . =  iow Rate (L/M}

DETECTOR INFO :
PUMP ON  OFF , 4 o
MAX(V) -0.0037 -0.0026 ,
MIN(V) -0.0063 -0.0049 0.06 ' 4 24.0

FILTERINFO ' | . - » ( |
Filter 1 -0.004 Zero = true 0.04 : 16.0
Filter 2 0.470 Zero=tme .

Filter 3 1.418 Zero=true

INTERNAL STANDARD
Xq=10.1406 0.00%

0 5 10 15 20 25 30 35 40 45 5
APM PASSED . 0 55 60

Performed by. .__ A=~ ' | Date 04/22/2008

Reviewed by ’ " Date’

DMT Serial Number #103006 . Page 1 of 1 o 04/21/2009 08:00
' 3-24



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103006 - - B s ~ : N
S e~ VERMONT
Calibration Date:  04/18/2008 = ' e ¥ A | .

“Certification Date: 04/18/2008

installsion Dt 04/18/2003 DEPARTMENT OF HEALTH

Supervisor Name: STEVEN E HARNOIS

Diagnostic Results : | | , Accuracy and Pi'ecision Check

. Concentration - = 0.100 g/210L

VERSIONS lot# = 07-04<100
DMT 0.32 : g Average = 0.099 g/210L
PIC 2.05 . ’ Std Dev . = 0.001

. Modem 1.01 : .
Questions 1.00 ' . -
Reports 0.03 ‘ ‘ . RFI Interference Test

: : . RFI detected

. TEMPERATURES :
Sample Chamber = 49.09°C - .
Breath Tube = 47.03°C o ‘Sample Acceptance Test
Digital Sim ~ = 34.1°C Passed
SETTINGS

Lamp Voltage =2.00V
Cooler Voltage =1.87 V
Bias Voltage =802V
Chopper Freq =542.3Hz

0.10 ——————— 40.0
PUMP INFO - -
- Alcohol 210L)
Flow Rate = 4.909 LM o )
0.08 = 32.0
DETECTOR INFO
PUMP ON OFF
MAX(V) 0.0010 0.0022
MIN(V) -0.0008 0.0006 0.06 24.0
FILTER INFO : ' . (\/
Filter 1 0.001 Zero = true . 0.04 f : 16.0
_Filter 2 0.474 Zero = true . ) :
Filter 3 1.426 Zero = true
v ) 0.02 : : . 8.0 .
_ INTERNAL STANDARD » : E _
Xq=0.1406 0.00% ' } '
0.00 0.0

Routine Performance Check Passed

94#-' ﬂ»—“‘ : Date
DMT Serial Number #103006 Page10f1 04/22/2008 08:16
325 ‘
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Performed by



Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 103006

VDH LAB .
Certification Date: 04/18/2008
Installation Date: 04/18/2008

‘Date: 04/22/2008
Time: -13:25:44

Subject Name: TEST T TEST

Date of Birth: 11/19/1977 Age: 30
Gender: F-

License #: VT

Agency: VERMONT DEPT OF HEALTH

Test Operator Name: DARCY M RICHARDSON’

BLANK TEST 0.000
INTERNAL STANDARD PASSED
. SIMULATOR VAPOR 0.101
BLANK TEST 0.000

SUBJECT SAMPLE (Vol=2.5L) 0.000

Sim. Vapor Concentration 6.100
Sim. Vapor Range
Simulator Temp 34.1°C

All alcohol values reported in g/ZlOL

13:26 .

13:26
13:27
13:27
13:28

0.095 - 0.105

DMT Serial Number #103006

0.10

0.06

0.02

0.00

Page 1 of 1
3-26

™
< .
.
o

Alcohol{g/210L)
—— Flow- Rate(L/M)
.............. 32_@
--------- \ 24.0
16.0
8.0
0.0

15

20

25 30

04/22/2008 13:29



9.10 : : : — 40.40

Alcohol (g/210L)
Flow Rate (L/M)
0.08 , f[rmmn S S p—— . - 32.0
0.06 e — \ 24.0
DUI Subject Test .
. STATE OF VERMONT . 0.04 o A ' ] 16,0
DataMaster DMT: 103006 ' ‘ \
VDH LAB , , 3
Certification Date: 04/18/2008 .
Installation Date: 04/18/2008 ! :
Date: 04/22/2008 \V\
Time: 13:52:53 0'02’ 8.0
Obs. Period Start: : 13:33
Obs. Restart: TESTING RESTART 13:37
BLANK TEST : 0.000 _ 13:53 0.00 ’ I
INTERNAL STANDARD PASSED - 13:53 SRS 3 ) TS =5 s 30
SIMULATOR VAPOR 0.101 13:54 .
BLANK TEST 0.000. 13:55 0.10 : . £3.0
SUBJECT SAMPLE (Vol=1.9L) 0.000  13:55 ' : f : ; o
‘ Alcohol (g/210L)
BLANK TEST 0.000 13:56 — Flow Rate (L/M)
INTERNAL STANDARD PASSED 13:56 T T :
SIMULATOR VAPOR ‘ 0.102 13:56 i
BLANK TEST ) 0.000 13:57 ) ; .
 SUBJECT SAMPLE (Vol=1.9L) 0.000 13:58 0.08 : | . 320
0.06 24.0
0.04 16.0
\
3
0.02 8.0
)3
)
0.00 0.0
0 5 10 15 20 25 30

DMT Serial Number #103006 , Page 1 of 1 ‘ 04/22/2008 14:00



' DUI Subject Test

VDH LAB

DataMaster DMT: 103006

Certification Date:
Installation Date: 04/18/2008

STATE OF VERMONT

04/18/2008

Date: 04/22/2008
Time: 14:09:26

. Gender: F

Case #: 9999999

Town: MILTON

Subject Name: TEST T TEST
Date of Birth: 11/18/1977 Age: 30

Time of Operation: 11:08
Location of Incident:

County: CHITTENDEN

License #: 32JI4H214UI3R VT

Test Operator Name: DARCY M RICHARDSON
Agency: VERMONT DEPT OF HEALTH

Obs. Period Start:

BLANK TEST
INTERNAL STANDARD
SIMULATOR VAPOR
BLANK TEST
SUBJECT SAMPLE

0.000
PASSED
0.101
0.000
REFUSED

14:09

14:10
14:10
14:10
14:11

14:11

Subject incapable of providing sample.

DMT Serial Number #103006

Page 1 0of1
3-28

04/22/2008 14:12

R



Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 103006
VDH LAB ) )
Certification Date: 04/18/2008
Installation Date: 04/18/2008

.Date: 04/22/2008
Time: 14:13:37

Subject Name: TEST T TEST

Date of Birth: 11/19/1900 Age: 107
Gender: F .
License #: VT ’

Test Operator Name: DARCY M RICHARDSON
Agency: VI DEPT OF HEALTH LAB

INTERNAL STANDARD .. PASSED 14:14
SIMULATOR VAPOR 0.102 14:14
BLANK TEST ' 0.000 14:15

SUBJECT SAMPLE (Vol=2.3L) 0.000 14:16

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 6.095 - 0.105
Simulator Temp 34.1°C

BLANK TEST 0.000 14:14

. DMT Serial Number #103006

0.10.

0.08

0.04

0.02

Page 1 of 1
3-29

™
<
.

<

Alcohol (g/210L)
—— Flow Rate (L/M)

m 32.0

\\/ 24.0

16.0

5.0

G.0

5 10 15 20 - 25 30

04/22/2008 14:17



0.10 — —— 40.0

Alcohol {g/210L)
Flow Rate (L/M}
0.08 A JUUUS RO - e 232.0
0.06 e : : 24.0
Check—-In Confirmation Test
STATE OF VERMONT ' [T N SN SO FSSROR: SPRCTNS SN SO SRR SR S 16.0
DataMaster DMT: 103006
VDH LAB ’
Certification Date: 04/18/2008
Installation Date: 04/18/2008
Date: 04/22/2008 - PooE 3 R
Time: 14:22:40 L0.02 ¢ ; A R 6.0
Subject Name: TEST T TEST _
Date of Birth: 11/19/1977 Age: 30
Gender: F .
License #: »
. ) 0.00 - I D N A 5
Test Operator Name: DARCY M RICHARDSON 0 10 20. 30 40 50 60 70 80 90 100 110 120
Agency: VERMONT DEPT OF HEALTH :
BLANK TEST ) 0.000 14:23
INTERNAL STANDARD PASSED 14:23
SIMULATOR VAPOR 0.102 14:24
BLANK TEST 0.000 14:25
SUBJECT SAMPLE REFUSED ~-14:27
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range ) 0.095 - 0.105
Simulator Temp 34.1°C
DMT Serial Number #103006 ) Page 1 of I S 04/22/2008 14:28

3-30
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INSTALLATION REPORT

DataMaster DMT: 103006
Location: ~ VDHLAB
Calibration Date: 04/18/2008

' 9 L%y RMO ‘

irlsn b U8 s DEPARTMENT OF HEALTH

Site does not meet specification in doc P-ALCFZIO
Reason for noncompliance: TESTING NO : '

| Diagnostic Results

Accur cv and Precision Check

Concentration = 0.100 g/210L

VERSIONS Lot# = 07-04-100 :
DMT 0.32 Average = 0.102 g/210L : :
PIC 2.05 Std Dev = 0.000 S ‘&
Modem 1.01 - _ ' e
Questions 1.00 ' ' ?Sd\'
Reports 0.03 RFI Interference Test - = Q"

RFIdetected N P J
TEMPERATURES o - NV (g)f'
Sample Chamber = 48.91°C , ‘ J ¢
Breath Tube =46.79°C Sample Acceptance Test NS
Digital Sim = 34.1°C Failed X Q

: TESTING FAILURE )557 66

SETTINGS

- Lamp Voltage =2.00V
Cooler Voltage =1.87V
Bias Voltage =802V
Chopper Freq =544.1 Hz

PUMP INFO
Flow Rate = 4.698 L/M

DETECTOR INFO
PUMP ON = OFF

MAX(V) 0.0307 0.0307

MIN(V) 0.0291 0.0293

FILTER INFO

Filter 1 0.029 Zero = true
Filter 2 0.503 Zero = true
Filter 3 1.467 Zero =true

INTERNAL STANDARD
Xq=0.1405 0.06%

INSTALLATION FAILED

Performed by ~__ \fww W , Date

wmmem A1 cohol {g/210L)
Flow Rate (L/M)

" 04/22/2008
Reviewed by Date
DMT Senal Number #103006 Page 1 of 1 04/22/2008 14:45

331



SMULATOR SOLUTION CHANGE REPORT |

’ DataMaster DMT: 103006
==t e VERMONT
Date: 04/22/2008

Performed by: - DARCY M RICHARDSO

BEPARTMENT OF HEALTH

Accuracy and Precision Check ‘ S v —
C trati = 0.100 g/210L- ,
oncentration gl | . \—ﬁmﬁ 25 Job+ DU

Lot # = 07-04-100

Range = 0.0950 - 0.1050 do ¢ W—\-
Average = 0.102 g/210L o

Std Dev = 0.000

Al DmT
(0 m(’-\é ~have s :
M‘/’ All fcletds
Inawve o St |

Simulator Temperature: 34.1°C

Performed by - \kM M Date _ 04/22/2008

DMT Serial Number #103006 Page 1 of 1 : 04/22/2008 14:56
3-32 '



~ FILTER INFO

' Filter 3 1.471 Zero=true

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103006
Location: " VDHLAB

‘Calibration Date:  04/18/2008

Certification Date: 04/18/2008
Installation Date:  04/22/2008
RPC Date; . "~ 04/22/2008

Supervisor Name: DARCY M RICHARDSON

Diagnostic Results

VERSIONS

- DMT 0.32

PIC 2.05
Modem 1.01
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.86°C
Breath Tube =47.71°C
Digital Sim =34.1°C

SETTINGS

Lamp Voltage =2.00V
Cooler Voltage =1.87 V
Bias Voltage =80.2V
Chopper Freq =544.2 Hz

PUMP INFO

Flow Rate = 4.804 L/M
DETECTOR INFO
PUMP ON OFF

MAX(V) 0.0348 0.0341
MIN(V) 0.0323 0.0317

Filter 1 0.032 Zero = true
Filter 2 0.507 Zero = true

INTERNAL STANDARD

7~ VERMONT

DEPARTMENT OF HEALTH

* Accuracy and Precision Check

Concentration = 0.100 g/210L
‘Lot # , = 07-04-100
Average = 0.102 g/210L
StdDev = 0.000
RFI Interference Test J‘S & "P

RFI detected | e s

. : < ({ F

Sample Acceptance Test &

Failed ' i N

TEST FAILED GRAPH DISPLAY dJ 9{
. ) §~

Alcohol (g/210L)
Flow Rate (L/M)

Xq=0.1411 0.38%
| ; 100 IS T 15 30
Routine Performance Check Failed ' : 25 30
Performed by . W Aswv W Date
. !
DMT Serial Number #103006 - Page 1 of 1 ’ 04/22/2008 15:13

3-33



ANNUAL PREVENTATIVE MAINTENANCE REPORT

DataMaster DMT: 103006 M |
et~ VERMONT
Calibration Date:  04/18/2008 ’ ‘ | ons _ ‘

Certification Date: 04/18/2008

pawesnes: 43200 DEPARTMENT OF HEALTH

Performed by: SEH

Site does not meet specification in doc P-ALC-210
Reason for noncompliance: TOO HOT

Diagnostic Results RF Interference Test

Sample Acceptance Test

APM FAILED

Performed by . ()'dﬁﬂv o~ " Date 04/23/2008

Reviewed by Date

DMT Serial Number #103006 \ ) Page 1 of 1 ‘ B 04/23/2008 07:50
3.34
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ANNUAL PREVENTATIVE MAINTENANCE REPORT

- DataMaster DMT: 103006

Location: -VDH LAB
Calibration Date: * 04/18/2008
Certification Date: -04/18/2008
Installation Date: 04/22/2008

APM Date: 04/23/2008

Performed by: SEH

Site meets sp ecification in doc P-ALC-210

Diagnostic Results

- VERSIONS

DMT 0.32
PIC 2.05
Modem 1.01

Questions 1.00

Reports 0.03

TEMPERATURES

Sample Chamber = 49.03°C
Breath Tube = 47.47°C
Digital Sim =34.2°C

SETTINGS

Lamp Voltage =2.00V
Cooler Voltage=1.87 V
Bias Voltage =80.1V
Chopper Freq =542.3 Hz

PUMP INFO
Flow Rate = 4.840 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.0016 0.0024

MIN(V) -0.0002 0.0008

FILTER INFO

Filter 1 0.001 Zero = true
Filter 2 0.479 Zero = true
Filter 3 1.426 Zero = true

INTERNAL STANDARD
Xq=0.1402 0.25%

APM PASSED

Performed by ,__é"‘q“’f \

Reviewed by

210

.08

.06

.04

.02

.00

/\.\ VERMONT

BEPARTMENT OF HEALTH

- RF Interference Test
"~ RFIdetected

Sample Acceptance Test

Passed , »(/0&,)00‘,—
e 4"’” e 1027

Dor

+

chee”

40.0

Alcohol (g/21OL)
—— Flow Rate(L/M)

32.0

24.0

- DMT Serial Number #103006

Date 04/23/2008

Date

Page 1 of 1 04/23/2008 - 07:54
3-35 '



' ANNUAL PREVENTATIVE MAINTENANCE REPORT

" DataMaster DMT: 103006

Z B, 3 VERMONT
Calibration Date: 04/18/2008

Certification Date: 04/18/2008
tallati 1 04/22/200 - . ‘ : o ‘

malsion Date: 04222008 DEPARTMENT OF HEALTH

Performed by: SEH

Site meets specification in doc PA-ALC-210‘

Diagnostic Results - o RF Interference Test
‘ o  RFI detected
VERSIONS
DMT 0.32 ' ,
. PIC2.05 o Sample Acceptance Test
~ Modem 1.01 Failed
Questions 1.00 : , . TEST
Reports 0.03 e :
TEMPERATURES

Sample Chamber = 49.03°C
Breath Tube = 46.78°C
Digital Sim - = 34.1°C

- SETTINGS
Lamp Voltage =2.00 V
Cooler Voltage =1.87 V
" Bias Voltage =80.1V
Chopper Freq =542.7Hz

PUMP INFO ) )
FIOWRate - 4.860 I/M Alcohol (g/leL)

Flow Rate (L/M)

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.0033 0.0045
" MIN(V) 0.0016 0.0033

FILTER INFO , ( ‘
Filter 1 0.004 Zero=true 0.04 : 16.0
. Filter2 0.483 Zero = true :

Filter 3 1.430 Zero = true

INTERNAL STANDARD
Xq=0.1402 0.25%

APM FAILED

Performed by »_d—#A=" . Date 04/23/2008

Reviewed by _ Date

DMT Serial Number #103006 ‘ Page 1 of 1 04/23/2008 08:01
3.36

_—



SIMULATOR SOLUTION CHANGE REPORT

S VERMONT

DataMaster DMT 103006

Location: VDHLAB
Date: 04/23/2008

Performed by: :

Accura;cyv and Precision Check

Concentration =0.100 g/210L
" Lot# = 07-04-100 ,
- Range = (0.0950 - 0.1050
" Average = (.000 g/210L
Std Dev = (0.000
Simulator Temperature: 34.1°C

STEVEN E HARNOIS

Performed by - Lo~ W~

DMT Serial Number #103006

Vo ©

Date

Pagelof 1
3-37.

04/23/2008

BEPARTMENT OF HEALTH

N
rO“EL ‘

04/23/2008 08:48



ROUTINE PERFORMANCE CHECK REPORT

'DataMaster DMT: 103006
meenin, 3 VERMONT
Calibration Date: 04/18/2008

Certification Date: 04/18/2008

RPCDue: . OAZ32008 DEPARTMENT OF HEALTH

' Supervisor Name: STEVEN E HARNOIS

Diagnostic Results ' Accuracy and Precision Check

’ - . Concentration = 0.100 g/210L
VERSIONS : . Lot # = 07-04-100
DMT 032 , Average = 0.000 g/210L, =~
PIC 2.05 ' Std Dev = 0.000
Modem 1.01
Questions 1.00 , » )
Reports 0.03 o RFI Interference Test
TEMPERATURES

p—— {+]

mefuﬁm ?48%86'33 © : Sample Acceptance Test

Digital Sim = 34.1°C

SETTINGS

Lamp Voltage =2.00V
Cooler Voltage =1.87 V
Bias Voltage =80.2V
Chopper Freq =543.4Hz .

PUMP INFO
Flow Rate = 4.740 L/'M

'DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0167 0.0183
MIN(V) 0.0152 0.0157

FILTER INFO
Filter 1 0.016 Zero = true

Filter 2- 0.493 Zero = true
Filter 3 1.449 Zero=true

INTERNAL STANDARD
Xq=0.1405 0.06%

‘Routine Performance Check Failed

Performed by | ,ty-—ﬁlﬂ"“ | Date

DMT Serial Number #103006 - Page 1 of 1 : 04/23/2008 09:19
3-38



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103006 A - TR y
e n, e VERMONT
Calibration Date:  04/18/2008 - 4 s YL |

. Certification Date: 04/18/2008 -

rebe ™ Gaumn  DEPARTMENT OF HEALTH

Supervisor Name: STEVEN E HARNOIS ;

Diagnostic Results A y and Precision Check
: Concentration = 0.100 g/210L
VERSIONS : . ' Lot# = 07-04-100
DMT 0.32 : . Average "= 0.100 g/210L
PIC 2.05 . Std Dev = 0.000
Modem 1.01 o
Questions 1.00 , :
Reports 0.03 A , RFI Interference Test
: : ' RFI detected
TEMPERATURES
Sample Chamber = 48.74°C : .
Breath Tube =48.10°C , Sample Acceptance Test
Digital Sim = 34.1°C Failed
Incomplete Test
SETTINGS

Lamp Voltage =2.00V

- Cooler Voltage =187V
Bias Voltage =802V
Chopper Freq =543.8 Hz

A 0.10 : : 40.0
PUMP INFO —
: Alcohol 210L
Flow Rate = 4.618 LIM A ool tarzion
0.08 z 32.0
DETECTOR INFO ,
PUMP ON OFF
MAX(V) 0.0217 0.0215
MIN(V) 0.0201 0.0199 0.06 24.0
FILTER INFO ; :
Filter 1 0.020 Zero = true . - 0.04 : : 16.0
Filter 2 0.497 Zero = true ~ :
Filter 3 1.454 Zero = true
. o 0.02- 8.0
INTERNAL STANDARD
Xq=0.1408 0.13%
— .. . .
~ 0.00 0.0

Routine Performance Check Failed > 25 30

Performed by *__.ﬁﬁ-/%bv— - Date

DMT Serial Number #103006 . ’ Page1of1 04/23/2008 09:36
3-39



'ROUTINE PERFORMANCE CHECK REPORT |

DataMaster DMT: 103006
Location: "VDH LAB
Calibration Date:  04/18/2008
Certification Date: 04/18/2008
Installation Date: - 04/22/2008
RPC Date: 04/23/2008
Supervisor Name:

Diagnostic Results

VERSIONS
DMT 0.32
PIC 2.05
Modem 1.01

Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube = 48.05°C
Digital Sim =34.1°C

SETTINGS

Lamp Voltage =2.00V
.Cooler Voltage = 1.87 V

Bias Voltage =802V

Chopper Freq =5442Hz

PUMP INFO
Flow Rate = 4.676 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0291 0.0293
MIN(V) 0.0274 0.0276

FILTER INFO

Filter 1 0.028 Zero =true
Filter 2 0.504 Zero = true
Filter 3 1.465 Zero=true

INTERNAL STANDARD
Xq=0.1408 0.13%

STEVEN E HARNOIS

.10
.08
.06
.04

.02

.00

7~ VERMONT

DEPARTMENT OF HEALTH

- Accuracy and Precision Check

Concentration = 0.100 g/210L
Lot# = 07-04-100
Average = 0.101 g/210L
Std Dev = 0.000
RFI Interference Test -

RFI detected

Sample Acceptance Test
Failed
Incomplete Test

Alcohol(g/?lOL)
Flow Rate(L/M)

40.0

32.0

24.0

16.0

. ‘ . 5 10 15 20 25 30
Routine Performance Check Failed
Performed by L N Y:m g7 330eme Date
DMT Serial Number #103006 Page 1 of 1 04/23/2008 11:36

3-40
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- DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006
VDH LAB
Certification Date: 04/18/2008

Installation Date: 04/22/2008

" Date: 04/24/2008
Time: 09:17:40

Subject Name: TEST A OHEIGHT
Date of Birth: 01/01/2001 Age: 7
Guardian Present: Y

Gender: F )

License #: 1234567890 PR

Case #:.12345678ABC

Time of Operation: 11:11 .
Location of Incident: 123 MAIN STREET
Town: VERGENNES ’

County: ADDISON

Test Operator Name: STEVEN E’HARNOIS‘
Agency: VDHLAB

Obs. Period Start:

BLANK TEST : 0.000
INTERNAL STANDARD PASSED .
SIMULATOR VAPOR 0.080

STANDARD OUT OF RANGE

08:02

09:18
09:18

09:19

DMT Serial Number #103006

Page 1 of 1
- 341

04/24/2008 09:20



s -

ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 04/24/2008
Time: 09:21:10

SUPERVISOR NAME: STEVEN E HARNOIS

SOLUTION LOT #: 07-09-080
SOLUTION CONCENTRATION: C.100

BLANK TEST 0.000
INTERNAL STANDARD PASSED

SIMULATOR VAPOR (34.1°C) 0.080

 STANDARD OUT OF RANGE

09:22
09:22
09:22

" DMT Serial Number #103006

0.18

0.16

0.14

0.10

0.08

0.02

0.00

Page 1 of 1.
3-42

0.0

28.0

o
=
o

20.0

10

15

20

25, 30

04/24/2008 09:23



ROUTINE PERFORMANCE CHECK REPORT

‘DataMaster DMT: 103006 | ¥ ‘ ‘ :
e~ VERMONT
Calibration Date:  04/18/2008 : . e ¥ ' : ,
Certification Date: 04/18/2008 : — — |
tallati : 2/2008 - _ |
RPCDae . 04/24/2008 DEPARTMENT OF HEALTH

Supervisor Name: AMANDA L BOLDUC

Diagnostic Results : -Accuracy and Precision Check
‘ . ' ) Concentration = (0.100 g/210L
VERSIONS . o - Lot# = 07-04-100
DMT 0.32 - : Average = 0.096 g/210L
PIC 2.05 ) Std Dev = 0.001
Modem 1.01 ' )
Questions 1.00 .
Reports 0.03 ' ' RFI Interference Test
. RFI not detected
. TEMPERATURES"
Sample Chamber = 48.86°C » .
Breath Tube =47.54°C : . Sample Acceptance Test

Digital Sim = 33.9°C

SETTINGS

Lamp Voltage =2.00V
‘Cooler Voltage =1.87V
Bias Voltage =802V
Chopper Freq =542.1 Hz

. PUMP INFO
Flow Rate =4.736 LM

DETECTOR INFO
PUMP ON OFF

- MAX(V) 0.0006 0.0012°
MIN(V) -0.0012 -0.0004

FILTERINFO :

Filter 1 0.000 Zero= true
Filter 2 0.478 Zero=1true
Filter 3 1.425 Zero=true

INTERNAL STANDARD
Xq=0.1400 0.38%

Routine Performance Check Failed |

Performed by Ve ) _ ' Date |

DMT Serial Number #103006 , Page 1 of 1 04/24/2008 11:14
‘ 3-43



DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

VDH LAB

‘Certification Date: 04/18/2008
Installation Date: 04/22/2008

Date: 04/25/2008
Time: 07:49:26

Subject Name: REFUSAL TEST
~ Date of Birth: 04/25/2008 Age: 0
Guardian Present: N
Gender: F
License #:

Case #: 1

Time of Operation: 07:30
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operator Name: A L B .
Agency: VDHL

Obs. Peribd Start:

07:34
BLANK TEST. 0.000 07:50
INTERNAL STANDARD PASSED  07:50
SIMULATOR VAPOR 0.097 07:50
BLANK TEST - 0.000 07:51
SUBJECT SAMPLE REFUSED 07:54

* DMT Serial Number #103006

0.10

6.08

0.06

0.02

nComplite —> 'Did Shyeer

1y
3
<

.Alcohol {g/210L)
Flow Rate(L/M)
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

VDH LAB

Certification Date: 04/18/2008
Installation Date: 04/22/2008

Date: 04/25/2008
Time: 08:12:20

Subject Name: REFUSAL TEST

Date of Birth: 04/25/2008 Age: 0
Guardian Present: Y

Gender: F

License #:

Case #: 1

Time of Operations .08:00
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operator Name: A B
Agency: VDHL :

Obs. Period Start:
BLANK TEST 0.000
INTERNAL STANDARD PASSED
SIMULATOR VAPOR 0.097
BLANK TEST . 0.000
" SUBJECT SAMPLE INCOMPLETE
BLANK TEST ] 0.000
SUBJECT SAMPLE (Vol=1.8L) 0.000
BLANK TEST 0.000
INTERNAI, STANDARD . PASSED
SIMULATOR VAPOR 0.099
BLANK TEST 0.000
REFUSED

SUBJECT SAMPLE

07:57

08:13
08:13
08:13
08:14
08:16
08:17
08:18

08:18
08:19
08:19
08:20

08322

' DMT Serial Number #103006

0.10

0.02

0.00

0.10

0.08

0.04

0.02

0.00

0.10

0.08

0.04

0.02

0.00

Page10of1
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Alcohol (g/210L)
Flow Rate (L/M)
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Alcohol (g/210L)
- Flow Rate (L/M) -
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

VDH LAB ‘

Certification Date: 04/18/2008
Installation Date: 04/22/2008

Date: 04/25/2008
Time: 08:39:48

Subject Name: INVALID TEST

Date of Birth: 04/25/2008 Age: 0
Guardian Present: N

Gender: F

License #:

Case #: 1 ) :
Time of Operation: 08:25
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operator Name: AL B
Agency: VDHL

Obs. Period Start: . 08:24

BLANK TEST 0.000 08:40
- INTERNAL STANDARD - PASSED - 08:40
SIMULATOR VAPOR " 0.099  08:41
BLANK TEST 0.000  08:41
SUBJECT SAMPLE (Vol=1.8L) INVALID 08:42
BLANK TEST » 0.000 08:43
INTERNAL STANDARD PASSED  08:43
SIMULATOR VAPOR 0.099  08:44
'BLANK TEST . 0.000 08:44
SUBJECT SAMPLE REFUSED = 08:44

Subject incapable of providing sample.

DMT Serial Number #103006

0.02

0.00

Page1of1
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— Alcohol {g/210L)
-——— Flow Rate (L/M)

16.0Q

15

20

25 30

04/25/2008 08:45



DUI Subject Test

. STATE OF VERMONT

" DataMaster DMT: 103006

VDH LAB '
Certification Date: 04/18/2008 -
Installation Date: 04/22/2008

Date: 04/25/2008
Time: 10:05:50

Subject Name: TEST T TEST

Date of Birth: 04/25/2008 RAge: O
Guardian Present: Y

Gender: F
License #: VT

Case #: 00000

Time of Operation: 09:50
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operatbr Name: DARCY M RICHARDSON
Agency: VT DEPT OF HEALTH LAB

Obs. Period Start: 08:50
BLANK TEST 0.000 10:06
INTERNAL STANDARD PASSED 10:06 -
SIMULATOR VAPOR 0.099 10:07
BLANK TEST 0.000 10:08
SUBJECT SAMPLE INCOMPLETE 10:10
BLANK TEST 0.000 10:11
SUBJECT SAMPLE INCOMPLETE 10:13
BLANK TEST 0.000 10:14
SUBJECT SAMPLE INCOMPLETE 10:16
BLANK TEST 0.000 10:17
INTERNAL STANDARD PASSED 10:18 -
SIMULATOR VAPOR 0.100 - 10:18
BLANK TEST 0.000 10:19
SUBJECT SAMPLE - INCOMPLETE 10:21
BLANK TEST 0.000 10:22
. SUBJECT SAMPLE INCOMPLETE .10:24
BLANK TEST . 0.000 " 10:25
SUBJECT SAMPLE INCOMPLETE 10:27

DMT Serial Number #103006

0.04

0.02

1 0.00

0.06
0.04
0.02

0.00

Page 1 of 1
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5 Alcohol (g/210L)
- Flow Rate(L/M)

| mmae——A1cohol (g/210L)
Flow Rate(L/M)

0 10 20 30 40 50 60 70 80 90 100 110 120

. Alcohol (g/210L) |
——— Flow Rate (L/M)

0 10 20 30 40 50 60 70 80 90 100 110 120

L — Alcohol (g/210L)

—— Flow Rate (1L/M)

0 10 20 30 40 50 60 70 80 90 100 110 120

. Alcohol (g/210L)
——— Flow Rate (L/M)

Alcohol {g/210L)
Flow Rate (L/M)
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0.10

o

[

[

<

Alcohol {(g/210L)
——— Flow Rate(L/M)
0.08 : 3z.
‘0.06 24.
0.04 1is.
DUI Subject Test . 0.02 p 8.
 STATE OF VERMONT
DataMaster DMT: 103006 0.00 e L 0.
VDH LAB 0 10 20 30 40 50 60 70 80 90 100 110 120
Certification Date: 04/18/2008 0.10 ’
Installation Date: 04/22/2008 . , ; : go.
] Alcohol (g/210L)
Date: 04/25/2008 — Flow R
Time: 10:47:31 - v afe(L/M)v
0.08 : 32.
Subject Name: TEST T TEST
Date of Birth: 11/19/1977 BAge: 30
Gender: F .
License #: 00000000 VT ’
, 0.06 | 24,
Case #: 0000000000
Time of Operation: 10:30
Location of Incident:
County: ADDISON .
Test Operator Name: DARCY M RICHARDSON
Agency: VT DEPT OF HEALTH LAB
0.02 8.
Obs. Period Start: 10:32
BLANK TEST 0.000 10:48
INTERNAL STANDARD PASSED 10:48 0.00 L : : ; 0.
SIMULATOR VAPOR 0.100 - 10:48 6 10 20 30 40 50 60 70 80 90,
BLANK TEST 0.000 10:49 '
SUBJECT SAMPLE "INCOMPLETE = 10:51 0.10 : : : 40.
BLANK TEST 0.000 10:52
SUBJECT SAMPLE INTERFERENCE ~ 10:54 Alcohol (9/210L)
. Flow Rate (L/M)
BLANK TEST 0.000 10:55 ; A L
INTERNAL STANDARD PASSED ~ 10:55 0.08 3z.
SIMULATOR VAPOR 0.101 * 10:55
BLANK TEST 0.000 10:56 _
SUBJECT SAMPLE (Vol=2.3L) 0.000  10:57 _ ‘
: - 0.06 2¢
.04 16.
0.02 g.
0.00 ; : : : ? e.
0 5 10 15 20 25 30
Page 1 of 1 .04/25/2008 10:59

DMT Serial Number #103006



Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 103006

VDH LAB .
Certification Date: 04/18/2008
Installation Date: 04/22/2008

'Date: 04/25/2008
~Time: 11:01:38

Subject Name: TEST T TEST °

Date of Birth: 11/18/1877 Age: 30
Gender: F

License #: GHGJHKK VT

Test Operator Name: DARCY M RICHARDSON
Agency: VT DEPT OF HEALTH LAB

BLANK TEST 0.000 11:02
INTERNAL STANDARD . PASSED 11:02
SIMULATOR VAPOR : 0.100 ‘11:03
BLANK TEST . © 0.000 11:03
SUBJECT SAMPLE INTERFERENCE 11:04
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105

Simulator Temp 33.9°C

DMT Sena] Number #103006

0.10

0.06

0.02

0.00

Pagelof 1
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e A1 cohol {g/210L)
— Flow Rate (L/M)
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006 .

VDH 1AB

Certlflcatlon Date: 04/18/2008
Installation Dates:  04/22/2008 .

‘Date:

04/25/2008
Time: :

11:25:55

Subject Name: TEST T TEST .

Date of Birth: 11/19/1977 Age- 30
Gender: F

License #: VT

Case #v KLASF
Time of Operation: -11: 05

Town: BURLINGTON
County: CHITTENDEN

Test Operator Name: DARCY M RICHARDSON
Agency: VT DEPT OF HEALTH LAB

Obs. Period Start: 11:10
BLANK TEST ©0.000 11:26
INTERNAL STANDARD PASSED 11:26
SIMULATOR VAPOR 0.100 11:27
BLANK TEST 0.000 11:28
SUBJECT SAMPLE REFUSED 11:30

DMT Serial Number #103006

0.1¢0

0.06

0.04

0.02

0.00

Location of Incident: VT DEPT OF HEALTH LABORATORY

ol

+ -w\,e@"@jr

Page 1 of 1
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‘e Alcohol (g/210L).
~—— Flow Rate{L/M)
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

" VDH LAB
Certification Date: 04/18/2008
Installation Date: 04/22/2008

Date: 04/29/2008
Time: 07:55:44

Subject Name: PRINTER TESTQ

Date of Birth: 10/06/1980 Age: 27
Gender: F

License #:

Case #: 1 .

Time of Operation: 08:00
Location of Incident:
‘Town: ADDISON '
County: ADDISON

Test Operator Name: A'L B
Agency: VDHL

Obs. Period Start:

BLANK TEST _ 0.000
INTERNAL STANDARD - PASSED
SIMULATOR VAPOR 0.097
BLANK TEST 0.000
SUBJECT SAMPLE REFUSED

Subject refused.

07:55

. 07:56

07:56

07:57

07:57
07:58

DMT Serial Number #103006

Page 1 of 1
351

04/29/2008 07:58



DUI Subject Test -

.STATE OF VERMONT

DataMaster DMT: 103006

VDH LAB ’

Certification Date: 04/18/2008
Installation Date: 04/22/2008

Date: 04/29/2008
Time: 07:59:46

Subject Name: PRINTER TEST

Date of Birth: 10/06/1980 Age: 27
Gender: F

License #:

Case #: 1

Time of Operation: 08:00
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operator Name: AL B
Agency: VDHL

Obs. Period Start:

BLANK TEST 0.000

INTERNAL STANDARD PASSED
SIMULATOR VAPOR 0.097
BLANK TEST 0.000
SUBJECT SAMPLE REFUSED

Subject refused.

07:59

08:00
08:00
08:01
08:01
08:02

DMT Serial Number #103006

Page 1of 1
3-52

04/29/2008 - 08:02.
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

VDH 1AB

Certification Date: 04/18/2008
Installation Date: 04/22/2008

Date: 05/06/2008
Time: 08:11:12

Subject Name: LOW FLOW TEST

Date of Birth: 10/06/1980 Age: 27
Gender: F

License #:

Case #: 1

Time of Operation: 08:00
‘Location of Incident:
Town: ALBANY

County: ORLEANS

Test Operator Name: A L B
.Agency: ADDISON COUNTY SO

Obs. Period Start:

BLANK TEST } 0.000
INTERNAL STANDARD PASSED
SIMULATOR VAPOR 0.099
BLANK TEST 0.000

SUBJECT SAMPLE (Vol=1.6L) 0.086

2nd TEST NOT REQUESTED

08:10

08:12
08:12
08:12
08:13

08:14"

DMT Serial Number #103006

0.18

0.16

0.12
0.10
0.08
0.06
0.04

0.02

~.0.00

Page 1 of 1
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= Alcohol (g/210L)
- Flow Rate (L/M)
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DUI Subject Test

'STATE OF VERMONT

DataMaster DMT: 103006

. VDH LAB
Certification Date: 04/18/2008
Installation Date: 04/22/2008

Date: 05/06/2008
Time: 11:04:57

Subject Name: TEST TEST

Date of Blrth. 05/06/1980 Age: 28
Gender:

License #. 123ABC VT

Case #: 123ABD:

Time of Operation: 13:00

Location of Incident: MAIN STREET
Town: ADDISON

County: ADDISON

‘Test Operator Name: AMANDA L -BOLDUC
Agency: VDHL

Obs. Period Start: 11:04
BLANK TEST 0.000  11:05
INTERNAL .STANDARD PASSED  11:06
SIMULATOR VAPOR 0.098 11:06
BLANK TEST 0.000 11:07
SUBJECT SAMPLE (Vol=1.7L}) 0.083 11:08
BLANK TEST - 0.000 11:09
INTERNAL STANDARD PASSED  11:09
SIMULATOR VAPOR 0.098 11:09
BLANK TEST 0.000 11:10
SUBJECT SAMPLE (Vol=2.0L) 0.084 11:10

DMT Serial Number #103006

0.18
0.16
0.14
0.12
0.10'
0.08
0.06
0.04
0.02

0.00

0.20

0.18 |-

0.12

0.06

0.02

0.00
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Alcohoi(g/ZlOL)
‘| == Flow Rate (L/M)
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-.Page 1
3/14/2008

Status Record Summary

Test Test Test Type Status Message
Date Time _

01/09/2008 15:36 Supervisor Test SIMULATOR TEMPERATURE TOO LOW

03/05/2008 11:15 FILTER WHEEL ERROR

Supervisor Test

3-55




Accuracy and Precision Record Summary.ig.:

Test Test Operator Name Alc 1{Alc 2 |Alc 3 |Alc 4{Alc 5 Status Message
Date Time. C ) ' ,

01/09/2008 15:36 D MR , SIMULATOR TEMPERATURE TOD LOW

01/09/2008 15:42 DMR ) 0.019 {0.018 710.019 [0.019 [0.019.

01/09/2008 16:00 D MR 0.174 10.175 10.174 [0.175 [0.174

01/09/2008 16:18 DMR 0.434 10.433 10.433. [0.432 [0.433

01/09/2008 16:34 D MR 0.089 10.088 [0.087 ]0.087 {0.087

01/31/2008 10:22 ALB 0.038 10.039 {0.039 [0.039 [0.038

03/05/2008 09:34 ALB 02ACETONE 04ETOH | X X X X X

03/05/2008 09:49 DMR_ 02 ACETONE IN O4ETOHX X X X X

03/05/2008 10:03 ALB 02ACETONE OSETOH | X X X. X X

03/05/2008 10:37 HXB 0.02ACETONE 0.0821EI®H X X X X

03/05/2008 10:54 ALB Q4IPA OSETOH X X X X X '

03/05/2008 11:15 SEH .04IPA IN .0821ETOH! X X X X X FILTER WHEEL ERROR

03/05/2008 13:26 . |SEH 0.04 IPA IN ,0821 EfRH X X X X :

03/06/2008 13:31 RJD .04 IPA X X X X X

03/06/2008 13:54 ALB 04IPA X X X X X

03/06/2008 14:11 ALB _O4MEOH O8ETOH X |x X X X

03/06/2008 15:40 DMR -~ 04 MFEOH IN 0.082 |X X X X X

03/07/2008 08:5Q AIB__ 04MEOH X X X X X

03/07/2008 SEH__.040 MFEOH 1X X X X X

09:12

3-56
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Status Record Summary  (01/01/2008-04/07/2008)

Page 1

" 4/7/2008

Test Type -

Test Test Status Message
Date Time

01/02/2008 10:28 Supervisor Test . | STANDARD OUT OF RANGE

01/03/2008 15:35 Breath Test STANDARD OUT OF RANGE

01/09/2008 15:36 Supervisor Test SIMULATOR TEMPERATURE TOO LOW

03/05/2008 11:15 Supervisor Test FILTER WHEEL ERROR

357




Accuracy and Precision Record Summeeryssidioos

Test Test Operator Name Alc 1}jAlc 2|Alc 3|{Alc 4{Alc 5 Status Message
Date | Time -
01/02/2008 10:28 DMR _0.02 IN H20 X : STANDARD OUT OF RANGE
01/02/2008 10:30 DMR 0.02 IN H20 X X X X X
01/08/2008 10:55 ALB 0:099 [0.100 [0.100 J0.100 [0.100
| 01/09/2008 14:35 DMR 0.087 [0.087 10.087 [0.087 |0.087
01/09/2008 14:51 DMR 0.020 |0.019 lo0.019 J0.019 [0.019
01/09/2008 15:08 DMR 0.172 J0.173 {0.172 }0.172 10.172
01/09/2008 - [15:25 DMR 0.432  |0.434 [0.433 ]0.431 [0.432 .
01/09/2008 15:36 DMR SIMULATOR TEMPERATURE TOP LOW
01/09/2008 - |15:42 DMR 0.019 0.018 [0.039 |0.019 10.0319
01/09/2008 16:00 DMR 0.174 ]0.175 |0.174 |0.175 |0.174
01/09/2008 ~ [16:18 . [DMR 0.434 10.433 [0.433 |0.432 [0.433
01/09/2008 16:34 DMR 0.089 10.088 [0.087 |0.087 ]0.087
01/30/2008 | 14:06 ALB 0.039 [0.039 [0.039 |0.039 [0.039
01/31/2008 10:22 ALB : 0.038  10.039 10.039 _]0.039 [0.039
03/05/2008 09:30 ALB 02ACETONE O8ETOH - | X X X X X
03/05/2008 09:34 ALB O2ACETONE O4ETOH X X X X X
03/05/2008 09:45 DMR - 02 ACETONE IN 08 ETDK X X X X
103/05/2008 09:49 DMR 02 ACETONE IN O4ETOHX X X X X
03/05/2008 10:03 ALB_02ACETONE OSETOH X X 1x X X
03/05/2008 10:10 ALB 04IPA_0OSETOH X X X X X
03/05/2008 10:36 HXB 0.04IPA 0.0821ETOH | X X, X X X
03/05/2008 10:37 - [HXB 0.02ACETONE 0.0821E[F®H X X X X
03/05/2008 10:53 ALB 04IPA X X X X X s
03/05/2008 10:54 ALB 041PA 0BETOH X X X X X
03/05/2008 11:13 SEH .047IPA . IRES X X X X :
03/05/2008 11:15 | SEH .04IPA IN .0821ETOH[ X X X X X FILTER WHEEL ERROR
103/05/2008 13:26 SEH 0.04 IPA IN .0821 ETRH X X 1x X -
03/06/2008 ~ 13:30 RJID _.04MECH .08ETOH X X 1X X X
. 103/06/2008 13:31 RID .04 IPA X X X X X
03/06/2008 13:52 ALB _O04MEOH OSETOH X X 1x X X
03/06/2008 13:54 ALB 04IPA X X X X X
03/06/2008 14:10 ALB 04MEOH X X X X X
03/06/2008 14:11 ALB 04MEOH OBETOH 1x X X - X X
03/06/2008 15:37 DMR__ 04 MEOH X X X X X
03/06/2008 15:40 DMR__04 MEOH IN 0.082 - [X X X X X
03/07/2008 08:49 ALB _O2ACETONE 04ETCH X X X X X
03/07/2008 08:50 ALB _04MEOH X X X . X X
03/07/2008  |09:11 |SEH .02ACETONE IN .0427EXO X X X X
03/07/2008 09:12 SEH _.040 MEOH - X X X X X
03/21/2008 13:33 SEH 120V X X X X X
03/21/2008 13:59 SEH 120V X X X X X
03/24/2008 08:49 SEH X X X X 1x
03/24/2008 09:55 AL B 0.099 [0.099 {0.099 |0.100 [0.099
03/26/2008 08:12 SEH. 120V 0.097 106.097 [0.098 [0.098 [0.098
03/26/2008 08:31 SEH _ 140V 0.096 10.098 [0.098 |0.098 [0.098
03/26/2008 08:46 SEH 9 90V_ . 0.097 J0.098 |0.098 [0.099 |0.098
AR L
@ veps
Pf\f L pl e pledcete fj( -
Dy inbualuntg degets
A 7 .
UJM] f,’\é

Q)[ék | | 0\\@”{& 3-58 ;’é‘/lzf’f /



Breath Record Spmmary 

Page 1
4/7/2008

=
-

Alcohol

. / .

Test. Test Sub_ject ;)T/a.me Operator Name Status Message

Date Time ) ,_.f ' Value ,
01/03/2008 15:357% |ALB N\ __ / ALB STANDARD OUT OF RANGE
01/03/2008 15:38° |ALB N\ /7 ALB - 0.000
01/03/2008 15:45 - ALB X ALB - 0.000
03/27/2008 14:12 AAA [/ AAA B 0.000
03/27/2008 14:53 ARA /. N\ AARA /l / 0.000

/S

\__*:4_

Ll

py Lot |

W ey
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Breath Record Sumary . (01/01/2008-04/24/2008)

Page 1
4/24/2008

5)@\ Status Message
26l . :

Test Test Agency- Operator Name Alcohol

Date Time : Value
04/18/2008 14:42 ADDISON COUNTY SO AMANDA L BOLDUC 0.084
04/18/2008 14:49 FRANKLIN COUNTY S0 ANDY Q TAYLOR R )
04/18/2008 14:54 BELLOWS FALLS PD GOMER M PYLE R \
04/18/2008 15:00 BRANDON PD MIKE P DITKA 0.085 1
04/22/2008 13:52 . 0.000 |
04/22/2008 14:09 VERMONT DEPT OF HEALTH DARCY M RICHARDSON R \

09:17 STEVEN E HARNOIS - STANNARD OUT OF RANGE

04/24/2008

VDHLAB

(\ 40
AL

3-60
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Status Record Summary

(01/01/2008-04/24/2008)

Page 1
4/24/2008

Test

Test Test Type Status Message
Date Time i
0472472008 09:17 Breath Test STANDARD OUT OF RANGE
04/24/2008 09:21 Supervisor Test STANDARD OUT OF RANGE
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/17/2007
Time: 06:50:00

SUPERVISOR NAME: S E H

SOLUTION LOT #: 07-12-400
SOLUTION CONCENTRATION: 0:397

BLANK TEST 0.000
INTERNAL STANDARD PASSED
%g = 0.1543 (0.87%)

SIMULATOR VAPOR (33.9°C) .0.405
X{1] = 0.4057 (0.0112) (0.0000)
SIMULATOR VAPOR (33.9°C) 0.405
X[1] = 0.4052 (0.0109) (0.0000)
SIMULATOR VAPOR (33.9°C) 0.403

X[1] = 0.4038 {0.0106) (-0.0009)
SIMULATOR VAPOR {33.9°C) '0.404
X[1] = 0.4047 (0.0102) (-0.0002)
'SIMULATOR VAPOR (33.9°C) 0.403
X[1] = 0.4037 {0.0094) (-0.0006)
SIMULATOR VAPOR (33.9°C) 0.403
~ X[1] = 0.4036 (0.0102) (~0.0016)
SIMULATOR VAPOR (33.9°C) 0.404
X[1] = 0.4042 (0.0111) (~0.0011)
SIMULATOR VAPOR (34.0°C) 0.404
X[1] = 0.4044 (0.0104) (~0.0008)
SIMULATOR VAPOR (33.9°C)- 0.403
. X[1] = 0.4034 (0.0101) (-=0.0007)
SIMULATOR VAPOR ({33.9°C) 0.404

- X[1] = 0.4046 (0.0108) (0.0002)
BLANK TEST - 0.000

Average = 0.4038
-Std Dev = 0.0008

06:50

06:51

06:51

06:52

06:53

06:54

06:55

06:56
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/17/2007
Time: 07:36:46

SUPERVISOR NAME: S E H

SOLUTION LOT #: 07-15-020

S
féysoitﬁﬂﬁ}

SOLUTION CONCENTRATION: L4827~ , 0205

BLANK TEST 0.000
INTERNAL STANDARD " PASSED
Xg = 0.1548 {0.58%)
SIMULATOR VAPOR (33.8°C) 0.021
X[1] = 0.0210 (~0.0007) (0.0014})
SIMULATOR VAPOR (33.7°C) 0.019
X[{1] = 0.0191 (~0.0025) (0.0002)
SIMULATOR VAPOR (33.8°C) 0.018
X[1} = 0.0189 {-0.0026) (0.0004)
SIMULATOR VAPOR (33.8°C) 0.019
X[{1} = 0.0190 (-0.0029) (~0.0001)
SIMULATOR VAPOR (33.8°C) 0.018._
. X[1] = 0.0188 (-0.0025) (~0.0002)
SIMULATOR VAPOR (33.8°C) 0.018
X{1] = 0.0189 (-0.0029) (-0.0001)
SIMULATOR VAPOR (33.8°C) . 0.019
" X[11 = 0.0190 (-0.0029) (-0.0001)
SIMULATOR VAPOR (33.7°C) 0.019
X{1] = 0.0190 (-0.0030) (-0.0003)
SIMULATOR VAPOR (33.8°C) 0.018
X{1]. = 0.0186 (-0.0029) (-0.0005)
SIMULATOR VAPOR (33.8°C) 0.018
~ X[1] = 0.0188 (-0.0030). (0.0000)
BLANK TEST v 0.000
Average = 0.0187
Std Dev = 0.0009

07:37
07:37

07:38

07:39"

07:40

07:40

07:41

07:42

07:43

07:44

07:45
07:46

07:47

10/17/2007 07:47
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0.00

0.10
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0.02
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- 0.10"
0.08 .

0.06
0.04

0.02
.00

0.10 -
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0.02
0.00

0.10
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0.06
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0.00
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0.10
- 0.08
0.06
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.02
0.00
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0.06
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ACCURACY. AND PRECISION TEST

EEREEERERED

STATE OF. VERMONT

S
o
=
o
jory
3
0ol
o
N
[¢)]

W
o

DataMaster DMT: 103006 - : § ............ §%'8
- 2 . OL- ;
Date: 10/17/2007 0 R — ;Z'é
Time: 07:58:55 . T80
SUPERVISOR NAME: S E H : SV ; 6.8

, 0 5 10 i5 20 25 30
SOLUTION LOT #: 07-09-080- . : — 40.9
SOLUTION CONCENTRATION: 0.082 9-18. ” : 388
- . SR SO )‘ 'Q
BLANK TEST 0.000  07:59 R ¥ s S S S Y 5235
- INTERNAL STANDARD PASSED  07:59 : - paid
Xq = 0.1547 (0.648) . : e g8
SIMULATOR VAPOR (33.9°C) 0.080  08:00 : : 5:6

"X[1] = 0.0802 (-0.0003) (0.0010) 0 5 10 15 20 25 30
SIMULATOR VAPOR (33.9°C) 0.080  08:01 8.2 f 46.0
“¥%[1] = 0.0800 (-0.0008) (0.0006) , :% SRS ﬁ?:g
SIMULATOR VAPOR (33.9°C) 0.080 08:02 : ¥ - éa g
X[1] = 0.0802 (-0.0003} (0.0005) . i a8
SIMULATOR VAPOR (33.8°C) 0.080  08:03 . N - fﬁ.g
X[1] = 0.0803 (-0.0009) (0.0004) LI ——; - 3
SIMULATOR VAPOR - (34.0°C) 0.079  08:04 U 10 3 56 55 30
X[1] = 0.0798 (-0.0007) .(~0.0003) . . 0.0
' SIMULATOR. VAPOR (34.0°C) 0.080  08:05 B P —. L
X[1} = 0.0806 (-0.0001) (0.0007) : B é§;§
SIMULATOR VAPOR (34.0°C) 0.080 08:06 : [ éé:n
X[1] = 0.0803 (~0.0002) ' (0.0007) : r — - j;g.g
SIMULATOR VAPOR (34.0°C) 0.080  08:07 : I _ . R
: X[1] = 0.0807 (0.0003) (0.0006) : . . . 418

. SIMULATOR VAPOR (34.0°C) 0.080 08:07 0 5 10 15 20 25 30
\ ’ X[1] = 0.0801 (~0.0002) (0.0007) . . - 49.8
’ SIMULATOR VAPOR (34.0°C) .0.080  08:08 : I 13314
X[1] = 0.0805 (-0.0004) (-0.0002) . : 2218
BLANK TEST 0.000  08:09 ; i§‘§
Average = 0.079% :8 ¥ S " 2:%
Std Dev = 0.0003 - . : My

’ E.gg :
. £0.4
, 48 i
' : 4313
) g 2514
B 5

10/17/2007 08:09
4-3



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

.Date: 10/17/2007
Time: 09:50:57

SUPERVISOR NAME: S E H

SOLUTION LOT #: 07-08-160 -
SOLUTION CONCENTRATION: 0.162

BLANK TEST 0.000

INTERNAL STANDARD PASSED

Xg = 0.1548 (0.52%)
SIMULATOR VAPOR (34.1°C) . 0.165
X[1] = 0.1656 (0.0021) (0.0001)

SIMULATOR VAPOR (34.1°C) 0.166
X[1] = 0.1660 (0.0030) (0.0006)
SIMULATOR VAPOR (34.1°C) 0.165
X[1] = 0.1657 (0.0024) (-0.0002)
SIMULATOR VAPOR (34.1°C) 0.165
X[1] = 0.1659 (0.0019) (-0.0002)
SIMULATOR VAPOR (34.0°C) 0.166
X[1] = 0.1662 (0.0021) (-0.0001)
SIMULATOR VAPOR (34.1°C) 0.165
X[1} = 0.1655 (0.0014) (~0.0003)
SIMULATOR VAPOR (34.1°C) 0.165

X[1] = 0.1659 (0.0017) {-~0.0004).
SIMULATOR VAPOR {34.1°C) 0.166
X[1] = 0.1662 (0.0021) (-0.0007)
SIMULATOR VAPOR (34.0°C) 0.165
X[1] = 0.1657 (0.0016) (-0.0008)
SIMULATOR VAPOR (34.1°C) 0.165
X[1] = 0.1657 (0.0027) (-0.0008)
'BLANK TEST 0.000
Average = 0.1653
Std Dev = 0.0005

09:51
09:51

09:52

09;53

09:54 -

09:55

09:56

09:57
09:58
09:59
10:00
10:01

10:01

10/17/2007 10:01
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"0.15
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0.15

6.10

0.05
0.00

- 0.30
0.25
0.20
0.15
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0.05
0.00

0.30
0.25
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0.15
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0.05
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©0.30
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- DIAGNOSTIC RESULT

DataMaster DMT: 103006
- Location: ‘
Calibration Date:
Certification Date:
Installation Date: ;
Test Date: 10/17/2007
Time: - . 10:08

VERSIONS

DMT 1.26 .

PIC 2.03
Questions 1.0
Reports 1.3

. TEMPERATURES

Sample Chamber = 49.0 C
Breath Tube = 48.1 C
Simulator Hose = 0.0 C
Digital Sim = 34.1 C
SETTINGS

Lamp Voltage . = 2.02 V
Cooler Voltage = 1.83 V
Bias Voltage -~ = 80.2 V
Chopper Freg = 537.6 Hz

.PUMP INFO ]
Flow Rate = 4.001 L/M

DETECTOR INFO
PUMP ON .  OFF

MAX (V) .0.0256  0.0242
MIN(V) 0.0228  0.0230

FILTER INFO

Filter 1 0.024 Zero =
Filter 2 0.496 Zero =
Filter 3 1.386  Zero =

INTERNAL STANDARD
Xq = 0.1564 0.46% .

10/17/2007 10:09

true
true
true

> VERMONT

* DEPARTMENT OF HEALTH




DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location: :
Calibration Date:

Certification Date:

Installation Date: =~ :
Test Date: 10/17/2007
Time: 11:18

VERSIONS

- DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES E
Sample Chamber = 48.8 C
Breath Tube = 46.0 C
Simulator Hose = 0.0 C
‘Digital Sim = 33.7 C
SETTINGS
Lamp Voltage = 2.02V
~Cooler Voltage = 1.83 V
Bias Voltage = 80.2 V
Chopper Freq = 538.3 Hz

PUMP INFO
Flow Rate = 4.028 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0376 0.0370
MIN(V) 0.0366 0.0358

FILTER INFO

Filter 1 0.037 Zero =
Filter 2 0.507 Zero =

Filter 3 1.405 Zero

INTERNAL STANDARD
Xq = 0.1561 0.29%

10/17/2007 11:19

true
true
true

> VERMONT

'DEPARTMENT OF HEALTH |



ACCURACY AND -PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/17/2007
Time: 10:11:29

SUPERVISOR NAME :

SOLUTION LOT #: 07-08-160

ALB

SOLUTION CONCENTRATION: 0.162

BLANK TEST

INTERNAL STANDARD

Xq = 0.1553

SIMULATOR VAPOR

X[1] = 0.1662
SIMULATOR VAPOR
"X[1] = 0.1663
SIMULATOR VAPOR'
X[1] = 0.1657
SIMULATOR VAPOR
X[1] = 0.1662
SIMULATOR VAPOR
X[1] = 0.1658
SIMULATOR VAPOR
X[1] = 0.1662
SIMULATOR VAPOR
X[1] = 0.1663
SIMULATOR VAPOR
X[1l = 0.1657
SIMULATOR VAPOR
X{1] = 0.1663
SIMULATOR VAPOR
X[1] = 0.1663
BLANK TEST

0.1657
0.0005

Average
Std Dev

(0.23%)

(34.1°C)
{0.0027)
(34.1°C)
(0.0024)

(34.1°Cy

(0.0022)
(34.1°C)
{0.0025)
(34.1°C)
{0.0019)
(34.1°C)
(0.0022)
(34.1°0)
{0.0024)
(34.1°C)

{0.0021)

{34.1°C)
(0.0017)
(34.1°C)
{0.0025)

0.000
PASSED

0.166
(0.0006)

©0.166
(0.0004)

0.165°

(-0.0003)
0.166

(0.0004)
0.165

(-0.0002)

0.166
(0.0007)
0.166
{0.0000)
0.165
(-0.0003)
‘0.166
{0.0005)
0.166

(0.0001)

0.000

10:12
10:12

10:12
10:13
10:14
10:15
10:16
10:17
10:18
10:19
10:20
10:21

10:22

10/17/2007 10:22
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0.15
0.10
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

‘DataMaster DMT: 103006

Date: 10/17/2007
Time: 10:27:31

SUPERVISOR NAME: A L B

* SOLUTION LOT #: 07-12~400
SOLUTION CONCENTRATION: 0.397

" BLANK TEST © 0.000
INTERNAL STANDARD PASSED
Xg = 0.1550 - {0.40%)
SIMULATOR VAPOR (33.9°C) 0.404
X[1] = 0.4047 (0.0126) (0.0034)
" SIMULATOR VAPOR (33.9°C) 0.404
X[1] = 0.4045 (0.0115) (0.0029)
SIMULATOR VAPOR (33.9°C) 0.405
_ X[1] = 0.4057 (0.0136) {06.0032)
SIMULATOR VAPOR (33.9°C) 0.405
. X[1] = 0.4051 (0.0111) {(0.0028)
SIMULATOR VAPOR (34.0°C) 0.404
X[1] = 0.4041 (0.0118) (0.0029)
SIMULATOR VAPOR (34.0°C) 0.404
. X[1] = 0.4044 (0.0111) (0.0026)
SIMULATOR VAPOR (34.0°C} - 0.402
X[1] = 0.4025 {0.0125) (0.0035)
SIMULATOR VAPOR (34.0°C) 0.404
X[1} = 0.4041 (0.0110) (0.0025)
SIMULATOR VAPOR (33.9°C) 0.403
X[1] = 0.4038 (0.0107) {0.0027)
SIMULATOR VAPOR (33.9°C) 0.402
X[1}] = 0.4027 .{0.0109) (0.0029)
BLANK TEST . 0.000
" Average = 0.4037
std Dev = 0.0011

10:28
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/17/2007
Time: 10:45:49

SUPERVISOR NRME: AL B

SOLUTION LOT #: 07-05-080
SOLUTION CONCENTRATION: 0.082

BLANK TEST 0.000
INTERNAL STANDARD :
Xg = 0.1557 (0.06%)

'X{1] = 0.0806 (0.0004) (0.0015)
SIMULATOR VAPCR (34.0°C) 0.080
X[1] = 0.0802 (-0.0004) (0.0012)

PASSED

SIMULATOR VAPOR (33.9°C) . 0.080

SIMULATOR VAPOR (34.0°C) 0.080
X{1] = 0.0806 (0,0002) (0.0014)
SIMULATOR VAPOR (33.9°C) 0.080

X[1}] =.0.0801 (-0.0009) .(0.0003)
SIMULATOR VAPOR (33.9°C) 0.081
X[1] = 0.0810 (0.0001) (0.0007)
SIMULATOR VAPOR (34.0°C) -~ 0.080
X[1] = 0.0807 (0.0000) (0.0001)
SIMULATOR VAPOR (34.0°C) 0.080
X{1] = 0.0803 (-0.0004) (0.0003)
SIMULATOR VAPOR (34.0°C) 0.080
X[1] =.0.0804 (-0.0003) (0.0006)
SIMULATOR VAPOR (34.0°C) 0.080
X[1] = 0.0803 (-0.0007) (0.0007)
SIMULATOR VAPOR (34.0°C) 0.080
X[1] = 0.0806 (-0.0005) (0.0005)
BLANK TEST . 0.000

Average = 0.0801
Std Dev = 0.0003

10:46

10:46

10:47
10:48

10:48

© 10:50

10:51
10:52

10:52

©10:53
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10:56

10/17/2007 10:56

CTXOOOOOOO00 CROQOCHXOCOOO0 CQOOOOOO0O0
NEEEEEREYE EREEREERERE IR

R

R

R EEEEEEREEE

R

QIOOOCOOOOD . CERXAODOOOO0O QXSO CCOOOOCHOOS CADCOCOOOOOO COOOOOCOOOD TDOOXTIOOOED

4.9

TEEEREREEEER

p—
. T

ot

10

[
(=]

10

15

20

w
(o]

10

15

20

25

wl !
<

AN AN

CIOMNICDEONISV CIROCPIGYE AN
ao b e ou e se e oo s

R DN HE

Lo 2lew sy v te e B Mand
PSR a

NN

CEOMISNTEN 0N
“e s s e s e e s a

IRt ab
RGN XD
e

AN DL AR AN

o
CIROONISYEHBSON XD
“e o w

Bt I ONOLA

DO A A
CIRCOINKIC NG
.

se s v e e s s m e
CXCHIICIHOCHKADCD

[t A TE VSN

CIIDNCYIUR 0PN

bt D DT s ¥

CIRNCDININCINON 23D
a0 o P

FE D8 BN AR
CHAOCEHIVMIOINK WD
e o s s

R

CQUXDCHODCIOCHTKD

e e

CHHDCOAICACITRDCT

. . ° °
CERICHICHAHKDOKD  CHADCHIIIRIC

CHHOICOIRACHDCHETAD

e
I TADCH DN CHIHITIICRIDCHD

AU HTX IO



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/17/2007
Time: 11:01:58

SUPERVISOR NAME: A L B

-SOLUTION LOT #: 07-15-020-

\&ﬁﬁ

SOLUTION CONCENTRATION:0+627 . 0205

BLANK TEST 0.000
INTERNAL STANDARD PASSED
Xq = 0.1551 (0.35%)
'SIMULATOR VAPOR (33.8°C) 1 0.019
X[1] = 0.0191 (-0.0017) (0.0008)
SIMULATOR VAPOR (33.8°C) - 0.018
X[1] = 0.0187 (~0.0023) (0.0003)
SIMULATOR VAPOR (33.9°C) - 0.018
X[1] = 0.0187 {-0.0026) (0.0010)
"SIMULATOR VAPOR (33.7°C) 0.019

‘%[{11 = 0.0192 (~0.0024) . (0.0010)
SIMULATOR VAPOR (33.8°C) . 0.018
X[1] = 0.0188 (-0.0022) (0.0010)

SIMULATOR VAPOR ({33.8°C) "'0.019
%[{1] = 0.0180 (~0.0024) (0.0010)
SIMULATOR VAPOR (33.8°C) 0.019
X[1] = 0.0190 (-0.0024) - (0.0010}
SIMULATOR VAPOR (33.8°C) 0.019
X[1] = 0.0191 (-0.0025) (0.0010)
SIMULATOR VAPOR (33.8°C) 0.018
X[1l = 0.0189 {-0.0027) (0.0004)
SIMULATOR VAPOR (33.8°C) 0.018
X[1] = 0.0189 (-0.0026) (0.0009)
BLANK TEST : 0.000
Average = 0.0185
std Dev = 0.0005

11:02
11:03

11:03
11:04
11:05
11:07
11:08
11:10

11:11

11:12
11:14

11:15

11:17

10/17/2007 11:17
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DIAGNOSTIC RESULT

DataMaster DMT: 103006

Location:
Calibration Date:
Certification Date:
Installation Date:
Test Date:

Time:

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES
Sample Chamber
Breath Tube.
Simulator Hose
Digital Sim

SETTINGS
Lamp Voltage
Cooler Voltage
Bias Voltage -
Chopper Freq

PUMP INFO

10/19/2007

13:32

2.02
1.83
80.1

o
o
aaaaQ

<< <

537.0 Hz

Flow Rate = 5.054 L/M.

DETECTOR INFO.
PUMP =~ ON

‘MAX (V) - 0.0191
MIN(V}) 0.0171

FILTER INFO

Filter 1 0.019
Filter 2 0.493
Filter 3 1.368

OFF
0.0197
0.0179

Zero =
Zero =
Zero =

INTERNAL STANDARD
Xq = 0.1545 0.75%

10/19/2007 13:33

“true.

true

true

73 VERMONT

'DEPARTMENT OF HEALTH
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'ACCURACY AND PRECISION TEST
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STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/19/2007
Time: 13:34:48

SUPERVISOR NAME: DM R

SOLUTION LOT #: 07-15-020
SOLUTION CONCENTRATION: Q.028 0205

BLANK TEST 0.000 - 13:35
INTERNAL STANDARD PASSED  13:35
Xq = 0.1550 (0.408%)
SIMULATOR VAPOR (33.8°C) 0.021 13:36
X[1] = 0.0214 (0.0010) (0.0014)
SIMULATOR VAPOR (33.8°C) 0.019  13:37
~ X[1] = 0.0199 (-0.0009) (-0.0003)
SIMULATOR VAPOR (33.8°C) 0.019  13:38
X{il = 0.0193 (-0.0015) (-0.0002) . :
SIMULATOR VAPOR (33.8°C) 0.019 13:39
X{1] = 0.0194 (-0.0015) (0.0000)
SIMULATOR VAPOR {33.8°C) 0.019  13:40
X[1] = 0.0197 (-0.0015} (0.0000)
SIMULATOR VAPOR (33.8°C) 0.019  13:41
X[1] = 0.0192 (-0.0020) (-0.0003)
SIMULATOR VAPOR' (33.8°C) 0.019  13:42
X[1] = 0.0191 {-0.0017) (~0.0008) .
 SIMULATOR VAPOR (33.9°C) 0.019  13:43
X[1l] = 0.0193 (-0.0014) (-0.0002) -
SIMULATOR VAPOR (33.9°C) 0.019  13:44 -
X[1] = 0.0191 (-0.0018) (-0.0003)
SIMULATOR VAPOR (33.9°C) 0.019  13:45
X[1l = 0.0191 (-0.0015) (-0.0002)
BLANK TEST . 0.000 13:46
Average = 0.0192
Std Dev = 0.0006

36 1. waovesy
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

‘DataMaster DMT: 103006

Date: 10/19/2007 .
Time: 14:12:48

SUPERVISOR NAME: D M R

' SOLUTION LOT $: 07-08-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST . 0.000
INTERNAL STANDARD PASSED
Xg = 0.1554  (0.17%)
SIMULATOR VAPOR (34.1°C) ~ 0.166
X[1] = 0.1660 (0.0034) (~0.0001)
SIMULATOR VAPOR (34.1°C) 0.166
X[1] = 0.1663 {0.0037) (-0.0010)
SIMULATOR VAPOR .{34.1°C) ‘0.166
Xf1] = 0.1662 (0.0030) {~0.0010)
SIMULATOR VAPOR (34.2°C) 0.165
X[1] = 0.1656 (0.0032) (-0.0008)
SIMULATOR VAPOR (34.1°C) = 0.166
X{1] = 0.1661 (0.0031) (-0.0010)
SIMULATOR VAPOR (34.2°C) 0.165
X[1] = 0.1657 -(0.0029) {-0.0009)
SIMULATOR VAPOR (34.1°C) 0.166
X[1] = 0.1662 (0.0034) (~0.0007)
SIMULATOR VAPOR (34.1°C) 0.166
X[1] = 0.1661 (0.0027) (-0.0008)
SIMULATOR VAPOR (34.2°C) 0.165
X[1] = 0.1659 (0.0031) {-0.0006)
SIMULATOR VAPOR (34.1°C) "0.166
X[1] = 0.1660 (0.0025) (~0.0012)
BLANK TEST 0.000
Average = 0.1657
Std Dev = 0.0005

14:13
14:13

14:14

14:15

14:16 .

14:17

14:18

14:19
14:20

14:21

14:22
14:23

14:23

10/19/2007 14:29

0.30
0.25
6.20
0.15
0.10

0.05
0.00

0.30
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0.20
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0.10

0.05
0.00

0.30
0.25
6.20
0.15

0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25

0.20

0.15
0.10
0.05
0.00

0.30

0.25

0.20°

0.15
0.10
0.05

0.00 |

0.30
0.25
0.20
- 0.15
0.10
0.05

0.00

0.30
0.25
0.20
0.15
.10

0.05
0.00

0.30
0.25
6.20

~0.15

©0.10
0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00
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: §§§
ACCURACY AND PRECISION TEST : ’r— - fgé
82 £ : 1:8
. STRTE OF VERMONT U0 510 is 20 25 30
DataMaster DMT: 103006 3: - éé;ﬁ
I I =3
Date: 10/19/2007 ac - ga.x
Time: 14:35:17 : 7 T %
SUPERVISOR NAME: D' M R g i %;@
' : ' Y0 5 10 15 20 25 30
SOLUTION LOT #: 07-09-080 . : , 49.9
SOLUTION CONCENTRATION: 0.082 : .§§:3
BLANK TEST . 0.000 14:36 : : y gg;%
- INTERNAL STANDARD PASSED  14:36 - 8- r 15
N ~Xq = 0.1549 . (0.46%) , N e e gg
% . SIMULATOR VAPOR (34.0°C) 0.081 14:36 : b
X[1] = 0.0810 (0:0014) (0.0000) _ o . 3 10 15 20 25 30 -
SIMULATOR VAPOR (34.0°C) 0.079 14:37 0.20 r— : £2-9
X[1] = 0.0799 (0.0005) (-0.0004) %. S : 32,8
SIMULATOR VAPOR (34.0°C) .  0.080 14:38 8 T T 578
X[1] = 0.0803 (0.0009) (~0.0002) : e £0to
 SIMULATOR VAPOR (34.0°C) 0.080 14:39 : .if' DU — »I§.§
X[1] = 0.0800 (0.0004) {(-0.0005) . - . : 3.
SIMULATOR VAPOR (34.0°C) 0.080 14:40 9:00 ¥ 5 5 15 >0 55 S0 o°
X[1] = 0.0803 (0.0007) (-0.0002) ) _ ' ‘0.
SIMULATOR VAPOR (34.0°C) 0.080 14:41 : : ; 35
X{1] = 0.0807 (0.0009) (-0.0001) , 0 ) - : : é;;
SIMULATOR VAPOR (34.0°C) 0.081  14:42 B : : 24
X[1] = 0.0810 (0.0007) (-0.00086) . r— " - ie;
' SIMULATOR VAPOR (34.0°C).  ~ 0.080  14:44 0 ] g
X[1] = 0.0807 (0.0007) (-0.0002) 93 — i
SIMULATOR VAPOR (34.0°C) 0.081 14:45 0 5 10 15 20 25 30
X[1] = 0.0812 (0.0010) (-0.0002) S . % __________ 40.9
SIMULATOR VAPOR (34.0°C) 0.080 14347 . m 188
X[1] = 0.0809 (0.0006) (-0.0001) - . B NSO B 8.0
BLANK TEST 0.000 14:48 i 1 J ;g,g
’ b - SO SRS SO - i2:8
. N - .’}
A B: 86 H
. : 0 5 10 15 20 25 30
A0 .0
. T PR
B8 L B
. 1 -:‘.\,z
0 5 10 15 20 25 30
. £0.0-
. S T S £2:0
18 %g;g
: 288
: I R
: [ - 120
: ; : 4
0 5 10 15 20 25 30

10/19/2007 14:50
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ACCURACY AND PRECISION TEST -2 igz ;
SR g8
STATE OF VERMONT , o 5 10 15 20 25 30 @'8
‘DataMaster DMT: 103006 v : - égg
: s 3&e
Date: 10/19/2007 . = et ;{%
Time: 14:55:19 . %éii‘
SUPERVISOR NAME: D M R : ' g?
: o » 0 5 10 15 20 25 30
SOLUTION LOT #: 07-12-400 .50 — 4q,§
SOLUTION CONCENTRATION: 0.397 . S S gé:x
; = L8
BLANK TEST : 0.000 14:56 B4 O A S S S 55t
INTERNAL STANDARD PASSED  14:56 . : %g;
Xg = 0.1557 (0.00%) ' . ‘ g §-%
SIMULATOR VAPOR {34.0°C) 0.403 4:56 : - 4.5
X[1] = 0.4032 {(0.0120) (0.0007) 0 5 10 15 20 25 30
- SIMULATOR VAPOR (34.0°C) 0.404  14:58 gg ggg
X[1] = 0.4049 (0.0126) (0.0004) . r \ 3500
SIMULATOR VAPOR (34.0°C) 0.403  14:59 : ] g?: )
X{1] = 0.4037 (0.0115) (0.0004) : §: ; ng
SIMULATOR VAPOR (33.9°C) 0.402 ' 15:00 . 12:9
X[1] = 0.4025 (0.0121) (0.0010) R : 1 g:é
SIMULATOR VAPOR (34.0°C) 0.403  15:01 : 0 5 10 15 50 35 30
X[{1] = 0.4032 (0.0110) (0.0003) . 4o.g
SIMULATOR VAPOR (34.0°C) - 0.404  15:02 135 3 %'“'Q
X[1] = 0.4041 (0.0113) (0.0006) : : f SO SR PEM:
SIMULATOR VAPOR (34.0°C) 0.404 15:04 . e e Zgg
X[1] = 0.4047 (0,0120) (0.0007) : - :té
SIMULATOR VAPOR (34.0°C) - 0.404  15:05 4 A ;§
X[1] = 0.4046 (0.0117) (0.0011) : - M SO DO :4
SIMULATOR VAPOR (33.9°C) 0.404  15:07 -0 5 10 15 20 25 30
X[1] = 0.4049 (0.0116) (0.0011) .5 "§9§
SIMULATOR VAPOR (34.0°C) 0.405 15:09 : — %%:r
X[1] = 0.4053 (0.0119) (0.0011) ' : ‘ 5203
'BLANK TEST - 0.000 15:10 2 T B e f_%%
Average = 0.4036 gé i?é
Std Dev = 0.0008 U0 5 10 15 20 25 30
. 49.9
: e 1
: - 238
: 3
e St & et s B
: 514
0. 5 10 15 20 25 30 :
. 40.9
. et resman s ebers shmenn seanes s %g\, . §
b 1T A SR SRS MO a0 R
: 5313
. - o . ,,Q(Q\
: - e
: ! 815
0 5 10 15 20 25 30

10/19/2007  15:11



DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location:

Calibration Date:

Certification Date:

Installation Date: :
Test Date: - 10/23/2007
Time: 09:12

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES

Sample Chamber = 48.7 C
Breath Tube =43.1 C
Simulator Hose = 0.0 C
Digital Sim = 34,0 C
SETTINGS

Lamp Voltage = 2.02 V.
Cooler Voltage = 1.83 V
Bias Voltage = 80.0'V
Chopper Freq = 538.0 Hz

PUMP INFO ,
Flow Rate = 4.521 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0085 -0.0077
MIN(V) -0.0124 -0.0093

FILTER INFO

Filter 1 -0.009 Zero =
Filter 2  0.466  Zero =

Filter 3 1.341 ' Zero

" INTERNAL STANDARD
Xg = 0.1559 0.17%

re

10/23/2007 09:13

true
true
true

2 VERMONT

' DEPARTMENT OF HEALTH
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/23/2007
Time: 09:19:13

' SUPERVISOR NAME: R J D

SOLUTION LOT #: 07-12-400
SOLUTION CONCENTRATION: 0.397

RFI DETECTED

10/23/2007 09:22

SU\«W{<’ %w\quM—- )
S&«sﬂ#.’wk ¢ é ;ws*-e 4 @
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‘DataMaster DMT: 103006 : éoé
- . 32.0
Date: 10/23/2007 : sg:%
Time: 09:27:02 : Z%%
SUPERVISOR NAME: R J D é ;;g
0 5 10 15 20 25 30
SOLUTION LOT #: 07-12-400 46.0
SOLUTION CONCENTRATION: 0.397 - \2%
28,0 .
BLANK TEST ‘ 0.000  09:27 i ———— i ———— ——— 2%;‘;
INTERNAL : STANDARD PASSED  09:28 1859
Xqg = 0.1548 (0.58%) . . ] ‘ *;};ii
SIMULATOR VAPOR (34.0°C) 0.400  09:28 : &8
X[1] = 0.4004 {0.0105) (~0.0046) 0 5 10 15 20 25 30
SIMULATOR VAPOR (34.0°C) 0.400 . 09:29 -2 40.9
X[1] = 0,4001 (0.0111) (~0.0045) : po— 32:
SIMULATOR VAPOR (34.0°C) 0.403  09:31 : f 4g-
X[1] = 0.4031 (0.0111) (~0.0041) . 20:
SIMULATOR VAPOR (34.0°C) 0.404 09:32 : 13:
X[1] = 0.4041 {0.0116) (-0.0038) : g
SIMULATOR VAPOR (33.9°C) 0.402 09:34 . :
X[1] = 0.4023 (0.0112) (-0.0048) ] 0 > 10 13 20 25 30 £
SIMULATOR VAPOR (34.0°C) 0.401  09:35 : SQ
"X[1] = 0.4014 (0.0107) (-0.0040) . : F o Q;
SIMULATOR VAPOR (34.0°C) 0.400  09:36 . - 24
X[1] = 0.4005 (0.0116). (~0.0044) B 1 s v ;§_
SIMULATOR VAPOR (34.0°C) .0.399  (9:37 : : Lé;
X[1] = 0.3996 (0.0103) (-0,0045) . i
SIMULATOR VAPOR (34.0°C) 0.400 09:38 k 0 5 10 15 20 25 30
X{1] = 0.4004 (0.0116) (-0.0040) . ﬁec
SIMULATOR VAPOR {33.9°C) 0.398  09:39 : - 38-%
X{1] = 0.3986 (0.0099) (-0.00486) -3R o 28.¢
BLANK TEST ) 0.000 09:40 . ;t &
, . iz.
Average = 0.4007 :é ------ g:
Std Dev = .0.0018 : H
5
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10/23/2007 09:40
4-18

i:x;;



ACCURACY AND PRECISION TEST

DataMaster DMT: 103006

STATE OF VERMONT

Date: 10/23/2007
Time: 10:00:55

SUPERVISOR NAME:

RJID

SOLUTION LOT #:  07-09-080
SOLUTION CONCENTRATION: 0

.082

BLANK TEST

Xq = 0.1562
SIMULATOR VAPOR
X{11 = 0.08B40
SIMULATOR VAPOR
_X{1]1 = 0.0822
SIMULATOR VAPOR
X[1} = 0.0812
SIMULATOR VAPOR
X{1] = 0.0813
SIMULATOR VAPOR
X[1] = 0.0806
SIMULATOR VAPOR
X[1] = 0.0819
SIMULATOR VAPOR
Xf1l} = 0.0819
SIMULATOR VAPOR
X[1) = 0.0812
SIMULATOR VAPOR
X{1] = 0.0805
SIMULATOR VAPOR
X[1] = 0.0811
BLANK TEST

0.0812
0.0011

Average
Std Dev

INTERNAL . STANDARD
(0.35%)

(34.0°C)
{0.0013)
(34.0°C)
(0.0011)
(34.1°C) .
(0.0004)
{34.0°C)
(0.0003)
(34.0°C)
(-0.0002)
(34.1°C)
{0.0014)
(34.0°C)
(0.0011)
(34.0°C)
(0.0006)
(34.0°C)
(0.0014)
(34.0°C)
{6.0011)

0.000 10:01
PASSED 10:01
0.084 10:02
{0.0002)
0.082 10:03
(0.0002) :
© 0.081 . 10:04
{(~0.0007)
0.081  10:06
(~0.0001)
0.080  10:07
(-0.0005)
0.081 10:08
(~0.0007)
0.081  10:09
(~0.0010)
0.081 10:10
(~0.0006) -
"0.080  10:11
(~=0.0003)
0.081 10:13
(-0.0010) ,
0.000 10:13

10/23/2007 10:15

0.

I

£0.0
: 33.3
26.7
n\\_> 20.0
I" = 13.3
) : 6.7
y 0.9
0 10 15 20 25 30
,,,,, 0.8
3%
i
’ e i :g
1 , g:
0 10715 20 25 30
§Q.0
0
T T e ¢ ,§
1 13:
O N USSR OIS S 6:
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g% !
__________ 28
f | Ty
I i -2
: : 6:§
0 10 15 20 25 30 :
0.0
%*t%
59:8
4?-%
T ig:
y - t .g
: - %t%
0 10 15. 20 25 30 Y
, %g;g
T ] %Q'\‘
I Azgﬂ
) 23
0 10 15 20 25 30
4G,
-------- §§:§
........ 52:8
e 1513
1 g:g
0 10 15 20 25 30
40.
§§;§
iﬁr ~~~~~ I”Eg
R N S— é:ﬁ
0 10 15 20 25 30
(g,
210
788
) ¢ O8]
: ]
0 10 15 20 25 30
< 40.1
§g.§
"""""" R
.......... 228
[ 15
I 5.\
1 ERN ! .g
s : : 5
0 10 15 20 25 30



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/23/2007

“Time: 10:52:35

SUPERVISOR NAME:

SOLUTION LOT #: 07-15-020

R JD

SOLUTION CONCENTRATION: 0.020

BLANK. TEST

INTERNAL STANDARD

Xq = 0.1559
SIMULATOR VAPOR
X{1) = 0.0188
SIMULATOR VAPOR
X[11 = 0.0187
SIMULATOR VAPOR
X[11 = 0.0181
SIMULATOR VAPOR
X[1] = 0.0187
SIMULATOR VAPCR
X[1] = 0.0195
SIMULATOR VAPOR
X[1] = 0.0195
SIMULATOR VAPOR
X[1] = 0.0187
_ SIMULATOR VAPOR
X{1} = 0.0190
SIMULATOR VAPOR
X[1] = 0.0185
SIMULATOR VAPOR
X[1] = 0.0189
BLANK TEST

Average
Std Dev

0.0183
0.0005

(0.17%)

(33.8°C)
(-0.0010)
(33.8°C)
(~0.0013)

(33.8°C) -

{(-0.0013)
{33.9°C)
(~0.0012)
{33.9°C)
(~0.0009)
(33.8°C)
(-0.0011)
(33.9°C)
{(-0.0021)
{33.9°C)
{-0.0011)
(33.9°C)
(-0.00186)
{33.8°C)
(~0.0011)

0,600
PASSED

0:018

(0.0004)
0.018

(-0.0004)

1 0.018
(~0.0002)

0.018
(0.0005)
0.019
(0.0008)

. 0.019
(-0.0003)

0.018
(0.0003)
0.019
(=0.0004)
0.018
(-0.0008)
0.018
(0.0002)
0.000

10:53
10:53

10:53
10:54
10:55
10:56
10:57
10:58
11:00
11:01
11:02
11:04

11:05

10/23/2007 11:06
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/23/2007-
Time: 11:21:17

SUPERVISOR NAME: R J D

SOLUTION LOT #: 07-08-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST ‘ : 0.000
INTERNAL STANDARD ~ PASSED
Xg = 0.1561 (0.29%) : .
SIMULATOR VAPOR (34.1°C) . 0.164
X[1] = 0.1647 (0.0052) (0.0005)
SIMULATOR VAPOR (34.1°C) " 0.164
X[1] = 0.1645 (0.0035) (-0.0006)
SIMULATOR VAPOR (34.1°C) -~ . 0.164
%[1] = 0.1649 (0.0035) (-0.0012)
SIMULATOR VAPOR {34.1°C) 0.164
X{1] = 0.1646 (0.0030) (-0.0005)
SIMULATOR VAPOR (34.0°C) 0.165
X{1] = 0.1652 (0.0045) (~0.0003)
SIMULATOR VAPOR (34.1°C) 0.165
X[1] = 0.1653 (0.0040) (~0.0009)
SIMULATOR VAPOR (34.1°C) 0.165
"X{1] = 0.1653 (0.0034) (~0.0008)
SIMULATOR VAPOR (34.1°C) . 0.164
X[1] = 0.1640 {0.0030) (-0.0005)
SIMULATOR VAPOR (34.1°C) 0.164
X{1] = 0.1649 (0.0025) (-0.0001)
STIMULATOR VAPOR (34.1°C) 0.165
X[1] = 0.1654 (0.0035) (-0.0002)
BLANK ‘TEST - 0.000
Average = 0.1644
Std Dev = 0.0005

11:22
11:22

11:22
11:24
11:25
11:26
11:27
11:28

11:29

©11:30
S 11:32

11:33

11:34

1012312007 11:47

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20

0.15.

0.10

0.05

0.00

0.30
"0.25
0.20
0.15
0.10

0.05
0.00

0.30.

0.25
0.20
0.15
0.10

0.05
0.00

0.30

0.25-

0.20
0.15
0.10
0.05

0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

.0.30
0.25
0.20
0.15
0.10
0.05
0.00

0.30
0.25
0.20
0.15
0,10

0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00
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ACCURACY AND PRECISION TEST

o % e

 STATE OF VERMONT

o
3}
fuey
Lo ]
-
o
N
L]
N
o
W
Lo

DataMaster DMT: 102606

Date: 10/23/2007
Time: 13:15:00

DIROONIRTROO DA SDCONMROCD COMROROCTNMXNOC CDIRCYOTNIMGDO
'-1 .
P NI A

? N it IS 3
IO CERQOP IO COOINXECENOOD I
se s v oa oo w . 9

CIHDICHTAIICIXRIC

CHDTHOACIOITKITNIND

: ya— :
SUPERVISOR NAME: R J D : L ; :
. , 0 5 10 15 20 25 30 ,
SOLUTION LOT #: 07-09-080 . 0
SOLUTION CONCENTRATION: 0.082 : § -3
. : o
BLANK TEST 0.000  13:15 : 4 g
INTERNAL STANDARD PASSED 13:16 . o : g ’
Xg = 0.1389 (0.58%) ‘ : 1 ;
SIMULATOR VAPOR (34.0°C) 0.079  13:16 e 5
X[1] = 0.0798 (0.0006) (-0.0002) 0 5 10 15 20 25 30
SIMULATOR VAPOR (34.0°C) °~ 0.080 13:17 | Q- § : . 50
X{11 = 0.0802 (0.0018) (-0.0003) g: -35-
SIMULATOR VAPOR (34.0°C) = 0.080. 13:18 R 59+
X[1] = 0.0800 (0.0006) (~0.0011) . 5%
SIMULATOR VAPOR ({33.9°C) 0.080  13:19 . £ 8
X[1] = 0.0802 (0.0013) (-0.0006) -84 o 2
. SIMULATOR VAPOR (34.0°C) 0.080 13:20 . 5 5 ) 15 55 55 20 O
X[1] = 0.0800 (0.0012) (-=0.0007) , - . : 50.9
. SIMULATOR VAPOR (34.0°C) 0.080  13:21. : 3500
. X[1] = 0.0804 (0.0017) (~0.0009) S0 F O O KR NSO S S 2;9
SIMULATOR VAPOR (34.0°C) 0.079  13:22 . gf‘;:bf
X{1} = 0.0791 (0.0001) (~0.0012) ‘ Q- o 150
SIMULATOR VAPOR (33.9°C) . 0.079  13:23 : 1- 1z-¥
X[1} = 0.0795 (0.0013) (-0.0012). ~ . . : g
SIMULATOR VAPOR (34.0°C) 0.079  13:24 . 0 5 10 15 20 25 30
X{1] = 0.0796 (0.0007) {-0.0007) : § geg
SIMULATOR VAPOR (34.0°C) 0.079  13:25 : n °§:E
X[1] = 0.0796 (0.0015) (~0.0009) g. 284
- BLANK TEST 0.000  13:25 . - 253
| 188 1518
Average = 0.0795 g: é 1 . g:
Std Dev = 0.0005 : . S 5 35 2 50
. ﬁgzﬁ
o < O S U S ~26-Q
: g f— Ié-%
: e e — — g
oo 5 10 15 20 25 30
. £0.9
. 0 0 - SR S35
: 8
I 3
:  — R
b1 I/ A——— S Gt

10/23/2007 13:26
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ACCURACY AND PRECISION TEST

DRSNS AIBRSWOONMIOKOD CAUROXOONMCWO
-~A..,ﬁ H
NI AR b
CCONOKDEOONED
3 .
A

GNP TINXNC
.

CADOHOOCKOOTSOO
TEEEEEEEEE]

IR

STATE OF VERMONT

DataMaster DMT: 103006

‘Date: 10/26/2007
_Time: 08:02:38

Ot lpediN)
COIROOOSNM OO
T NI X
IR
v e eev o
CUHCXDIITHITXILD CHC

CASOOOHTHIOD
EEEEEREEX]

se s .

SUPERVISOR NAME: R J D

©
»
=
=)
P
&)
N
S
N
o
w
o

SOLUTION LOT #: 07-09-080

. 48.9
SOLUTTON CONCENTRATION: 0.082 . gg.ﬁ
: . 380
BLANK TEST 0.000  08:03 T gg;g
INTERNAL STANDARD PASSED  08:03 . S S SR M S
Xq = 0.1551 (0.358) . e . *g:é
SIMULATOR VAPOR (34.0°C) 0.082  08:04 : : .8
X[1] = 0.0824 (0.0000) (0.0001) 0 5 10 15 20 25 30
SIMULATOR VAPOR (34.0°C) ~ 0.083  08:05 -29 40.9
UX[1] = 0.0830 (-0.0001) (-0.0007) M | SO SIS SRS o ——— gg 8
SIMULATOR VAPOR (34.0°C) 0.082  08:06 : . £8-4
X[1] = 0.0821 {-0.0003) (~0.0009) 18- zg 4
SIMULATOR VAPOR (34.0°C}) - 0.082  08:07 : - 120
X[1] = 06.0821 (0.0002) (0.0000) : /) 2 i
SIMULATOR VAPOR {33.9°C) 0.082  08:08 YT 10 15 50 55 30
. X{1] = 0.0821 (-0.0001) (~0.0014) : . 0.0
SIMULATOR VAPOR (34.0°C) 0.082 = 08:09 : 380
X[1}] = 0.0822 (-0.0005) (~0.0003) : . »25:5
SIMULATOR. VAPOR (34.0°C) 0.082 - 08:10 : AN N SOOIt S S 'Zﬁ'%
; X[1} = 0.0825 (-0.0004) (-0.0010) 08 219
' SIMULATOR VAPOR (34.0°C) 0.081  08:12 204 H Lg;é
X{1] = 0.0819 (-0.0008) (-0.0018) : §e8
SIMULATOR VAPOR (34.0°C) 0.082  08:13 0 5 10 15 20 25 30
‘X[1] = 0.0823 (-0.0003) {-0.0008) . £0.9
"SIMULATOR VAPOR (34.0°C) 0.082  08:15 : % T 38-%
X[1] = 0.0827 (-0.0005) (-0.0008) . R O %g.%
BLANK TEST , - 0.000 08:16 : 580
8o 1 !
Average = 0.0820 . é T 5.8
Std Dev = - Gt

0.0005

o
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DaiaMaster DMT: 103006
Location:

- Calibration Date:

Certification Date:

Installation Date: C
Test Date: 10/26/2007
Time: -10:10 -

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

'TEMPERATURES

Sample Chamber = 48.7 C
Breath Tube =44.3 C
Simulator Hose = 0.0 C
Digital Sim = 29.6 C
SETTINGS

- Lamp Voltage =2.03V
Cooler Voltage = 1.83 V
Bias Voltage = 80.1 V

. Chopper Freq = 539.2 Hz

PUMP INFO
Flow Rate = 5,123 L/M

DETECTOR INFO

- PUMP ON OFF
MAX (V) 0.0159  0.0059

MIN(V} 0.0033 0.0041

FILTER INFO

Filter 1 0.004 Zero = true
Filter 2 0.478 Zero = true

Filter 3 1.365 Zero true

INTERNAL STANDARD
Xg = 0.1554 0.17%

10/26/2007 10:11

VERMONT

DEPARTMENT OF HEALTH.

4-24



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/26/2007
Time: 10:12:07

SUPERVISOR NAME: A L B
SOLUTION LOT #: 07-09-080
SOLUTION CONCENTRATION: 0.082
BLANK TEST - 0.000
INTERNAL STANDARD PASSED
" Xq = 0.1559 . (0.17%)
SIMULATOR VAPOR (34.0°C) 0.079
" ¥[1] = 0.07%4 (-0.0013) (-0.0008)
SIMULATOR VAPOR (34.0°C) 0.079
© X[1] = 0.0799 {-0.0011) (0.0002)
SIMULATOR VAPOR (33.9°C) 0.080
X[1] = 0.0800 (-0.0007) (-0.0005)
SIMULATOR VAPOR (34.0°C) 0.080
X[1] = 0.0802 {-0.0003) (0.0000)
SIMULATOR VAPOR (33.9°C) . 0.079
X[1] = 0.0794 (~0.0008) (-0.0004)
SIMULATOR VAPOR (33.9°C) 0.079
X[1] = 0.0799 (~0.0004) (-0.0002)
- SIMULATOR VAPOR (34.0°C) 0.080
"X[1] = 0.0806 (0.0008) {0.0000)
SIMULATOR VAPOR (34.0°C). 0.079
X[1] = 0.0792 (~0.0002) (~0.0006)
SIMULATOR VAPOR (34.0°C) 0.079
X[1] = 0.0799 (0.0003) (0.0002)
SIMULATOR VAPOR (33.9°C) 0.079
¥[1] = 0.0799 (-0.0001) (-0.0004)
BLANK TEST ‘ 0.000
‘Rverage 0.0793

Std Dev = 0.0005

10:13
10:13

10:13
10:14

10:15

10:17

'10:18

10:19
10:20
10:22
10:23
10:24

10:24

10/26/2007 10:25
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0.10 4¢.0
0.08 32.¢
0.06 24.0
0.04 - 16.0
0:02 | 8.0
0.00 6.¢
0 5 10 15 20 25 30
0.10 40.0
0.08 - 32.0
0.06 24,0
0.04 16.0
0.02 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 = 46.0
0.08 32.0
0.06 . |- {240
ACCURACY AND PRECISION TEST . 0.04 R 16.0
0.02 T 8.0
o : 0.00 G.C
STATE OF VERMONT ‘ -0 5 10 15 20 25 30
DataMaster DMT: 103006 0.10 40,0
: 0.08
Date: 10/26/2007 .o ) 0.06
Time: 10:28:46 : 0.04
: ’ 0.02 : 8.0
. L H .
SUPERVISOR NAME: A L B 0.00 g : G.G
' 0 5 10 15 20 25 30
SOLUTION LOT #: 07-15-020 . . 0.10 40.0
SOLUTION CONCENTRATION: 0.020 0.08 32.0
BLANK TEST : 0.000 10:29 |  0:06 24.0
INTERNAL STANDARD - PASSED  10:29 0.04 ; : 16.0
Xq = 0.1552 (0.29%) 0.02 [y B —— oo e 8.0
X - SIMULATOR VAPOR (33.9°C)} 0,019  10:30- | 0.00 W N : g.¢
4 %[1] = 0.0199 (-0.0007) (0.0010) Y 5 10 15 20 25 30
SIMULATOR VAPOR (33.8°C) 0.018 * 10:31 0.10 — ——— 40.90
X[1] = 0.0184 (-0.0021) (~0.0001) 0.08 |- o By
SIMULATOR VAPOR (33.8°C) 0.018  10:32 0.06 |- e . v 280
¥X[1] = 0.0185 (-0.0020) (0.0003) 0.04 B
SIMULATOR VAPOR (33.8°C) 0.018 - 10:33 0'02 -
X[1} = 0.0180 (~0.0027) (-0.0005) 000 LE §-v
SIMULATOR VAPOR (33.8°C) 0.018- 10:34 V3 5 10 5 20 25 30 0.0
" X[1] = 0.0184 (-0.0020) (0.0002) . 0.10 . 0.0
SIMULATOR VAPOR ({33.8°C) 0.018 10:35 0.08 j : o ':
X[1] = 0.0187 (-0.0017) (0.0007) - A 32.0
SIMULATOR VAPOR (33.8°C) 0.018  10:36 0.06 24.0
X[{1] = 0.0188 (~0.0018) (0.0001)" 0.04 |- - 16.0
SIMULATOR VAPOR (33.7°C) 0.018 10:36 0.02 | " a.c
X[1] = 0.0185 (-0.0018) (0.0003) 0.00 : 5.0
SIMULATOR VAPOR {33.7°C) 0.018 10:37 0 B 10 15 20 25 30
¥[1] = 0.0185 (-0.0025) (0.0007) 0.10 40.0
SIMULATOR VAPOR (33.8°C) 0.018  10:38 0.08 2.0
X[1] = 0.0188 (-0.0019) (0.0005) 0.06 40
BLANK TEST 0.000 - 10:39 c.
0.04 15.0
Average = 0.0181 . g-gg 7 - 5.0
= . . 0.0
Std Dev = 0.0003 ‘ 0 5 10 15 20 25 30
: » : ~0.10 £0.0
Jovets 0.08 350
75 - 0.06 24.0
sl Bs | ol
0.02 8.0
0.00 8.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.9
0.02 8.0
0.00 0.0
0 5 10 15 20 30

10/26/2007 10:39



ACCURACY AND‘PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/26/2007
Time: 10:44:23

SUPERVISOR NAME: A L B

SOLUTION LOT #: 07-08-160 .
SOLUTION CONCENTRATION: 0.162

BLANK TEST 0.000
INTERNAL STANDARD PASSED
Xg = 0.1557 (0.06%)
SIMULATOR VAPOR (34.1°C) 0.164
X[1] = 0.1645 {0.0029) (0.0014)
SIMULATOR VAPOR (34.1°C) 0.164
X[1] = 0.1646 (0.0031) (0.0004)
SIMULATOR VAPOR (34.1°C)- 0.165
X[1} = 0.1653 (0.0030) (0.0003) .
SIMULATOR VAPOR (34.0°C) 0.164
X[1] = 0.1645 (0.0025) (0.0005)
SIMULATOR VAPOR (34.1°C) 0.164
X[1] = 0.1642 (0.0023) (0.0000)
SIMULATOR VAPOR (34.1°C) - 0.165
X[1] = 0.1652 (0.0032) (0.0007)
SIMULATOR VAPOR (34.1°C) 0.164
X{1] = 0.1646 (0.0028) {(0.0001)
SIMULATOR VAPOR (34.0°C) 0.165
X[1] = 0.1650 {0.0028) (0.0007)
SIMULATOR VAPOR (34.1°C) 0.164
X[1] = 0.1642 (0.0025) (0.0005)
STMULATOR VAPOR (34.0°C) 0.164
X[1] = 0.1648 (0.0024) (0.0005)
BLANK TEST < 0.000
Average 0.1643

Std Dev = 0.0005

10:45

10:45 .

10:45

 10:46

10:48
10:49

106:50

10:52

10:53
10:54
10:55
10:57

10:58

10/26/2007 10:58

0.30
0.25
0.20
0.15
0.10

0.05
06.00

0.30

0.25

0.20

0.15°

0.10

~0.05
0.00

0.30

0.25
0.20
0.15

0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.60

0.30
0.25
0.20

0.15

0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10
0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
- 0.00

0.30
0.25
0.20
0.15
0.10

0.05 |

0.00
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/26/2007
Time: 11:03:50

. SUPERVISOR NAME: A L B

SOLUTION LOT #: 07-12-400
SOLUTION CONCENTRATION: 0.397

BLANK TEST 0.000
INTERNAL STANDARD PASSED
Xg = 0.1550 (0.40%). |
SIMULATOR VAPOR (33.9°C) 0.399
X[1] = 0.3997 (0.0119) (0.0026)
SIMULATOR VAPOR- (33.9°C) 0.400

" X[1] = 0.4003 (0.0113) (0.0020)
SIMULATOR VAPOR (33.9°C) 0.401
X[11 = 0.4014 (0.0118) {0.0023)
‘SIMULATOR VAPOR (34.0°C) 0.399
X[1] = 0.3993 (0.0110) (0.0018)
'SIMULATOR VAPOR (33.9°C) 0.399
X{l] = 0.3998 (0.0112) (0.0012)
SIMULATOR VAPOR (34.0°C) 0.400
X[1] = 0.4004 (0.0116) (0.0021)
SIMULATOR VAPOR (33.9°C) 0.400
X[1] = 0.4003 (0.0106) (0.0018)
SIMULATOR VAPOR (33.9°C) 0.401
X[1].= 0.4011 (0.0116) (0.0027)
SIMULATOR VAPOR (33.9°C) 0.400
X[1} = 0.4003 (0.0102) (0.0024)
SIMULATOR VAPOR (33.9°C) 0.399
¥{11 = 0.3999 (0.0104) (0.0021)
BLANK TEST ' 0.000

Average = 0.3998
Std Dev = 0.0008

11:04
11:04

11:05

11:06
11:07
11:09
11:10
11:11
11:12
11:14
11:15
11:16

11:17

10/26/2007 11:18
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DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location: T
Calibration Date:
Certification Date:

et DEPARTMENT OF HEALTH

Time: ’ 10:24

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0 -
Reports 1.3

TEMPERATURES
Sample Chamber = 49.0 C
Breath Tube = 44.4 C
Simulator Hose = 0.0 C

" Digital Sim. = 34.0 C
SETTINGS

. Lamp Veoltage = 2.02 V
Cooler Voltage = 1.83 V
Bias Voltage = 80.1 V
Chopper Freq = 539.0 Hz

PUMP INFO
Flow Rate = 4.837 L/M

DETECTOR INFO
PUMP ON " OFF

- MAX (V) -0.0138. -0.0152
MIN (V) -0.0177 =-0.0173

FILTER INFO .

Filter 1 -0.017 Zero = true
“Filter 2 0.456 Zero = true
Filter 3 1.344 Zero = true

INTERNAL STANDARD
Xqg = 0.1568 0.75%

10/29/2007 10:25 :
4-29



ACCURACY AND PRECISION TEST

STATE . OF VERMONT

DataMaster DMT: 103006

Date: 10/29/2007

Time: 10:29:57

SUPERVISOR NAME:

SOLUTION LOT #: 07-12-400

HXB

SOLUTION CONCENTRATION: 0.397

BLANK TEST

INTERNAL STANDARD

Xg = 0.1559
SIMULATOR VAPOR
X[1] = 0.3984
SIMULATOR ‘VAPOR
X[1] = 0.3985
SIMULATOR VAPOR
X[1] = 0.3969
SIMULATOR VAPOR
X[1] = 0.3959
SIMULATOR VAPOR
X[11 = 0.3977
SIMULATOR VAPOR
X[1] = 0.3973
SIMULATOR VAPOR
X[1] = 0.3981
SIMULATOR. VAPOR
~ X[1] = 0.3959
SIMULATOR VAPOR
¥[1] = 0.3955
SIMULATOR VAPOR
X[1] = 0.3964
BLANK TEST

Average
Std Dev

0.3965
0.0013

(0.17%)

{33.9°C)
{0.0085)
(34.0°C)
(0.0094)

(34.0°C) -

(0.0101)
(34.0°C)
(0.0084)
{33.9°C)
(0.0102)
(33.38°C)
{0.0107)
(33.9°C)
{0.0110)
{33.9°C)
(0.0081)
(34.0°C)
{0.0094)
(33.8°C)
(0.0088)

0.000
PASSED

0.398
(-0.0018)

0.398
(-0.0024)

0.386
(-0.0028)
©0.395
(-0.0033)
0.397
{-0.0025)
0.397
(-0.0023)
0.398

(-0.0026) .

0.395
{—0.0042)
0.395
(-0.0034)
0.396
(-0.0039)
0.000

10:30
10:30

10:31

10:32

10:33

10:34

10:35

10:36

- 10:38

10:39

10:40

16:41

10:42

10/29/2007 10:42
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/29/2007
Time: 10:50:09

SUPERVISOR NAME: H X B

. SOLUTION LOT #: 07-08-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST ‘ 0.000
INTERNAL STANDARD PASSED
Xqg = 0.1551 (0.35%)
SIMULATOR VAPOR {34.1°C) 0.158
X[1] = 0.1583 (0.0008) ({-0.0014)
SIMULATOR VAPOR (34.1°C) 0.159
X[{1l =0.1592 (0.0013) (~0.0015)
SIMULATOR VAPOR (34.0°C) 0.159
. X[1] = 0.1596 (0.0016) (-0.0013)
* SIMULATOR VAPOR (34.1°C) 0.161
X[1] = 0.1610 {0.0008) (~0.0009)
SIMULATOR VAPOR (34.0°C}) 0.160
X{1] = 0.1608 (0.0006) (~0.0014)
SIMULATOR VAPOR (34.1°C) 0.160
X[1] = 0.1602 {0.0006) (-0.0013)
SIMULATOR VAPOR (34.1°C) 0.162
X[1] = 0.1627 (0.0025) (~0.0012)
SIMULATOR VAPOR (34.1°C) 0.161
© X[1] = 0.1619 (0.0011) (-0.0009)
SIMULATOR VAPOR (34.1°C) 0.161
X[1] = 0.1615 (0.0016} (-0.0012)
SIMULATOR VAPOR (34.1°C) 0.162
. X[1] = 0.1622 {0.0019) {~0.0003)
- BLANK TEST . 0.000
Average = 0.1603
Std Dev = 0.0013

10:51
10:51

10:51
10:52
10:53

10:54

10:56

10:57
i0:58
10:59
11:00
11:62

11:03

10/29/2007 11:03

0.30
'0.25
0.20
0.15
0.10
0.05
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- 0.30
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- 0.10
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0.25
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06.10

0.065
0.00

© 0.30.
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0.00

4-31

i5

20

I |

0 5 10 15 20 25 30

i'

0 5 10, i5 20 55 30

0 5 10 20 25 30

0 5 10 15 20 25 30

0 5 10 i5 20 25 30

0 5 10 i5 26 25 30

[

0 5 10 15 20 5 30

/ .

0 5 10 15 20 25 30
5 10

25

b N 12 s el
OO D oy WO
.

L3N I PV N JEN I #% B oo )

.o

D N W s
L @ oy W &

B N Lo
LN WO o W 2

b N a2 b
TR W) GOy L O
N P

. o

T NN R
QWO WD
“ e s
D~ O~ W

(g A IR ORI VO
QMW O WD
P

Low TN N #3 Bl JES 3 5 B0 ]

Py

. .

.

.

D

o N e

.

OH WO N WO
.. .
[ N VAR SRR 7L )

=
.

2B e
oy e O
.
~) O

.

[ BV N @ISRV N &

PR
i VN e

P
[ae N N Pt N o

.
L4 T BE FURN o RS B 93 N )

[aadE IR RS I PSR
DG WG O D
DU

€] L oW D



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/29/2007

Time: 11:10:39

SUPERVISOR NAME:

HXB

SOLUTION LOT #: 07-15~020
SOLUTION CONCENTRATION: 0.021

BLANK TEST

INTERNAL STANDARD

~ Xg = 0.1553
SIMULATOR VAPOR
X[1] = 0.0165
SIMULATOR VAPOR
X[1] = 0.0168
SIMULATOR VAPOR
. X{1] = 0.0189
SIMULATOR VAPOR
X1} = 0.0176
SIMULATOR VAPOR
X{1} = 0.0175
SIMULATOR VAPOR
X{1} = 0.0177
SIMULATOR VAPOR
X{1i] = 0.0175
SIMULATOR VAPOR
%{1] = 0.0177
SIMULATOR VAPOR
X{1] = 0.0178
SIMULATOR VAPOR
X[1] = 0.0176
BLANK TEST

Average

= 0.0169
Std Dev = 0.0006

(0.23%)

(33.8°C)
(-0.0024)
(33.8°C)
{-0.0026)
(33.9°C)
{(~0.0011)
{33.8°C)
(-0.0033)
(33.8°C)
{~0.0030)
{33.9°C)

{~0.0026)

(33.8°C)y
(-0.0032)
(33.9°C)
(-0.0026)
{33.8°C)
(-0.0023)
(33.8°C)
(-0.0031)

0.000
PASSED

' 0.016
(0.0004)
0.016
(0.0002)
0.018
{0.0006)
0.017
(~0.0005)
0.017
(=0.0009)
0.017
{0.0001)
0.017
(0.0004)
0.017
(0.0005)
0.017
(0.0007)
0.017
(0.0009)
0.000

11:11
11:11

11:11
11:12
11:13
11:15
11:16
11:17

11:18

11:19

11:20

11:22

©11:22

10/29/2007 11:23 .
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 ACCURACY AND.PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/29/2007
Time: 11:44:01

SUPERVISOR NAME: H X B

SOLUTION LOT #: 07-09-080
SOLUTION CONCENTRATION: 0.082

BLANK TEST ©0.000

INTERNAL STANDARD PASSED
Xg = 0.1544  (0.81%)

SIMULATOR VAPOR (34.0°C) 0:.079
X[1] = 0.0799 (0.0000) (0.0009)
SIMULATOR VAPOR ({34.0°C) 0.080
X[1] = 0.0808 (0.0000) (0.0003)
SIMULATOR VAPOR (34.0°C) 0.080
X[1] = 0.0800 {-0.0005) (0.0000)
SIMULATOR VAPOR (34.0°C) 0.080

X[1] = 0.0800 (~0.0005) - (~0.0009)
SIMULATOR VAPOR (34.0°C)} © = 0.079
X[1] = 0.0797 (~0.0016} (-0.0015)
SIMULATOR VAPOR (34.1°C) 0.081
%X[1] =.0.0814 (-0.0007) (0.0002)
SIMULATOR VAPOR (34.0°C) "0.079
X[1] = 0.0792 (-0.0018) (-0.0007)
SIMULATOR VAPOR (34.0°C) 0.080
X[1] = 0.0805 (-0.0012) (-0.0008)
SIMULATOR VAPOR (34.0°C) 0.079
X[1] = 0.0794 (~0.0017) (-0.0023)
SIMULATOR VAPOR (34.0°C) 0.079
X[1} = 0.0788 (~0.0014) (-0.0016)
BLANK TEST . 0.000
Average = 0.0796
Std Dev = 0.0007

11:44

11:45

11:45
11:46
11:47
11:48
11:49
11:50
11:51

11:53

"11:54

11:55

11:55

" 10/29/2007 11:56
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*®
'ACCURACY AND PRECISION TEST
STATE OF VERMONT
DataMaster DMT: 103006
Date: 10/31/2007
Time: 09:10:17
SUPERVISOR NAME: S E H
SOLUTION LOT #: 07-09-080
SOLUTION CONCENTRATION: 0.082
BLANK TEST 0.000  09:11
INTERNAL STANDARD PASSED 09:11
¥qg = 0.1548 (0.52%)

SIMULATOR VAPOR (33i.9°C) 0.081  09:11
X[1] = 0.0816 (-0.0002) {(0.0010) -
SIMULATOR VAPOR (33.9°C) 0.081 09:12

X[1] = 0.0817 (-0.0001) (-0.0013)
SIMULATOR VAPOR (33.9°C) 0.082 09:13
X[1] = 0.0820 (-0.0002) (-0.0008)
SIMULATOR VAPOR (34.0°C) 0.082  09:14
X{1] = 0.0824 (~0.0003) (-0.0011)
SIMULATOR VAPOR (34.0°C) 0.082  09:15
X[1] = 0.0820 (-0.0004) (~0.0010) -
SIMULATOR VAPOR (34.0°C) 0.081 09:16
© X[1] = 0.0817 (~0.0008) (-0.0013)
SIMULATOR VAPOR (34.0°C) 0.082 09:17
X[1] = 0.0821 (-0.0004) (-0.0008) -
SIMULATOR VAPOR (34.0°C) 0.082 09:18
X[1] = 0.0821 (-0.0012) (-0.0007)
SIMULATOR VAPOR (33.9°C) - 0.083  09:19
X{1] = 0.0830. (06.0006) {-0.0003)
SIMULATOR VAPOR (34.0°C) . 0.080 09:20
X[1] = 0.0805 (-0.0009) (-0.0004)
BLANK TEST 0.000 09:21

Average =%0,0816
= 0.0008

Std Dev

10/31/2007 09:21
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Ed

.ACCURACY AND PRECISION TEST

‘SIMULATOR VAPOR (33.8°C)
X{1] = 0.0186 (-0.0026) (0.0005)"

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/31/2007
Time: 09:27:36

SUPERVISOR NAME: S E H

SOLUTION LOT. #: 07-15-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000

INTERNAL STANDARD PASSED
Xq = 0.1549 {0.46%) '

SIMULATOR VAPOR (33.9°C) .0.018

X[1i] =0.0182 (-0.0018) .(0.0016)
SIMULATOR VAPOR (33.8°C) 0.018
X[1] = 0.0199 (-0.0013) (-0.0001)
SIMULATOR VAPOR (33.8°C) 0.018
X[1] = 0.0185 {(-0.0023) (-9.0001)
SIMULATOR VAPOR (33.8°C) - 0.019
X{1} = 0.0197 (~0.0013) (0.0005)
SIMULATOR VAPOR (33.8°C) 0.018
X[1] = 0.0183 (-0,0022) (-0.0004)
SIMULATOR VAPOR (33.8°C) 0.017
X[1l] = 0.0173 (-0.0038) (-0.0016)

SIMULATOR VAPOR -(33.8°C) 0.017

X[{1] = 0.0170 (-0.0034) (-0.0001)
SIMULATOR VAPOR (33.8°C) . 0.016
X[{1} = 0.0168 (-0.0028) (0.0001)
0.018

SIMULATOR VAPOR (33.8°C) 0.017
X[1} = 0.0177 (-0.0028) (-0.0008)
BLANK TEST 6.000

Average = 0.0177
Std Dev = 0.0009

09:28
09:28

09:28
09:29
09:31

08:32

09:33

09:34

. 09:35

09:36
09:37
09:38

09:39

10/31/2007 09:39
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ACCURACY AND PRECISION TEST

STATE OF. VERMONT

DataMaster DMT: 103006

Date: 10/31/2007
Time: 09:41:56

SUPERVISOR NAME: S E H

SOLUTION LOT #: 07-08-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST 0.000
INTERNAL STANDARD . PASSED
Xg = 0.1556 ~ (0.06%)

SIMULATOR VAPOR {(34.1°C) 0.161
X[1] = 0.1612 (0.0026) (0.0001)
SIMULATOR VAPOR (34.1°C) 0.160
X[1] = 0.1608 (0.0006) (~0.0007)
SIMULATOR VAPOR {34.1°C) 0.162
X[1] = 0.1625 (0.0025) (~0.0027)
SIMULATOR VAPOR (34.1°C) 0.161

X[1] = 0.1615 (0.0023) (~0.0010)
SIMULATOR VAPOR (34.1°C) 0.162
X[1] .= 0.1623 (0.0023) (~0.0005)
SIMULATOR VAPOR (34.1°C) 0.164
X[1] = 0.1640 (0.0042) (0.0009)
SIMULATOR VAPOR (34.1°C) 0.162
X[1) = 0.1623 (0.0028) (~0.0002)
SIMULATOR VAPOR (34.0°C) . 0.162
X[1] = 0.1620 (0.0019) (-0.0007)
SIMULATOR VAPOR (34.1°C) 0.163
X[1] = 0.1632 (0.0020) {(-0.0007)
SIMULATOR VAPOR (34.1°C) 0.163
X[1] = 0.1631 (0.0027) (0.0002)
BLANK TEST 0.000
Average = 0.1620
Std Dev = 0.0012

09:42
09:42

09:43

09:44"

08:45

0%:46

09:47

09:49
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DataMaster DMT: 103006

Date: 10/31/2007
Time: 09:58:15

P IR AK AN

CEHNOEXIVCILOD XIS

SUPERVISOR NAME: S E H

CHATICOCITHIOCHID CAFTIDICODICTIONDD

EEEEEEEEEE)
IR EEEEERER)

SOLUTION LOT #: 07-12-400

g
é
ACCURACY AND PRECISION TEST g

4G.¢
" SOLUTION CONCENTRATION: 0.397 %g:g
. i ; %54
BLANK TEST 0.000 09:53 gé;%
INTERNAL STANDARD PASSED 09:59 - £5-5
Xg = 0.1553 (0.23%) » 9,8
SIMULATOR VAPOR ({33.9°C) 0.398 ~ 09:59 814
X[1] = 0.3985 (0.0101) (-0.0016)

SIMULATOR VAPOR (34.0°C) . 0.396 10:01 0 gg-g
X[1] = 0.3963 {0.0106) (~0.0002) % 32:0
SIMULATOR VAPOR (34.0°C) 0.396  10:02 594
X[1] = 0.3967 (0.0108) (-0.0009) § gg.g
SIMULATOR VAPOR (33.9°C) - 0.397 10:04 zé:;
. ¥[1] = 0.3976 (0.0116) (-0.0006) ‘ g é;j
J SIMULATOR VAPOR (34.0°C) 0.395  10:05 - &
X[1] = 0.3954 (0.0095) (-0.0014) - . 0.0
STMULATOR VAPOR {34.0°C) 6.397  10:07 N §§'8
X[1] = 0.3970 (0.0096) {(-0.0011) . ?G;%
SIMULATOR VAPOR™ (34.0°C) 0.394 10:08 . »23-5
X[1] = 0.3948 (0.0094) (-0.0014) . fg:g
SIMULATOR VAPOR (34.0°C) 0.396 10:10 : 814
X[1] = 0.3967 (0.0099) (-0.0014)" . é;g

SIMULATOR VAPOR (34.0°C) 0.396 10:11
X[1] = 0.3962 (0.0090) {-0.0012) . 40.9
SIMULATOR VAPOR (34.0°C) " 0.395  10:12 : £9-4
X[1] = 0.3957 (0.0096) (-0.0019) : 559
BLANK TEST X 0.000 19:14 . 2610
‘ : 158
Average = 0.3960 . $.9
= 0.0012 : g1

Std Dev

CEDCDCHIH I TICDID

CHTEITIHADITRIND

EREREEEEEE
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ACCURACY AND PRECISION TEST - [ _______ J‘I_g%
‘ STATE OF VERMONT ' gé / EQ
0 5 10 15 20 25 30
DataMaster DMT: 103006 2 §g§
- - e &)
- )
Date: 10/31/2007 . %ﬁ%ig
Time: 10:27:34 : 2R:§“
: i;‘y‘/\'
SUPERVISOR NAME: S E H . .o
0 5 10 15 20 25 30
SOLUTION LOT #: 07-09-080 2 9
SOLUTION CONCENTRATION: 0.082 § g
v Q
A
BLANK TEST 0.000 10:28 8
INTERNAL STANDARD PASSED  10:28 : g
Xq = 0.1545 (0.75%) . 50
SIMULATOR VAPOR (34.0°C) 0.079 10:28 v
X[1] = 0.0793 (=0.0001) (0.0000) ,
SIMULATOR VAPOR (34.0°C) 0.080 10:29 Q.2 §gg
X[1] = 0.0800 (0.0000) (-0.0006) 32:0
SIMULATOR VAPOR (33.9°C) 0.080 10:30 a?z;.‘\,
X[1] = 0.0806 (0.0004) (-0.0007) § . WZ-.:;*
SIMULATOR VAPOR (34.0°C) 0.080 10:31 }5\
X{1] = 0.0804 (~0.0001) (~0.0005) g g;
SIMULATOR VAPOR (34.0°C) 0.079  10:32 v
X[1] = 0.0794 (-0.0015) (-0.0009) 5 406
SIMULATOR VAPOR (34.0°C) 0.080 10:33 ] 3§.g
X[1] = 0.0802 (-0.0009) (-0.0008) 1 2,‘
SIMULATOR VAPOR (34.0°C) 0.079  10:34 5410
X[1] = 0.0798 (-0,0002) (~0.0006) é 610
SIMULATOR VAPOR (34.0°C) 0.080 10:35 -2
X{1] = 0.0806 (0.0006) (0.0002) 3 ﬁ 4.0
SIMULATOR VAPOR (34.0°C) 0.079 10:36
X[1) = 0.0796 (-0.0001) (-0.0001) 2 g
SIMULATOR VAPOR (34.0°C) . 0.081 = 10:37 X
X[1] = 0.0810 (0.0007) (0.0003) ‘ §
BLANK TEST ' ‘0.000 10:39 % g
%
o Y
Average = 0.0797 gg g
Std Dev = 0.0007 T
2 ¢

10312007 10:39



DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location:

Calibration Date:

Certification Date:

Installation Date:

Test Date: 11/06/2007
‘Time: . 10:07

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES . -
Sample Chamber = 49.0 C
Breath Tube = 45.9 C
Simulator Hose = 0.0 C
Digital Sim = 34.0 C
-SETTINGS
Lamp Voltage = 2.02 V
Cooler Voltage = 1.83 V
" Bias Voltage = 80.1 V
Chopper Freq = 538.0 Hz

PUMP INFO .
Flow Rate = 4.785 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0329 -0.0327
MIN(V) -0.0354 -0.0360.

"FILTER INFO

" Filter 1 -0.038 Zero = true
Filter 2 0.440 Zero = true
Filter 3 1.323 Zero = true

INTERNAL STANDARD
Xq = 0.1554 0.17%

11/06/2007 10:08

VERMONT

DEPARTMENT OF HEALTH

4-39
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ACCURACY AND PRECISION TEST : i J e ; 1§:8
. . F : Cige
— 2 Iy e —— H
STATE OF VERMONT U0 5 10 15 20 25 30
DataMaster DMT: 103006 : — %%;”
Date: 11/06/2007 0 : zi:
Time: 10:08:29 : r ’}*:
SUPERVISOR NAME: A L B : é o g;
0 5 10 15 20 25 30
SOLUTION LOT #: 07-09-080 ] . ‘0.
SOLUTION CONCENTRATION: 0.082 B A R %g-
: 3.
BLANK TEST . 0.000  10:09 dz e %2;(‘
INTERNAL STANDARD PASSED  10:09 : T — e 158
Xq = 0.1549 (0.468) : : : - e e K — ‘§.§
SIMULATOR VAPOR (34.0°C) 0.080 10:09 : : g:t
X[1] = 0.0805 (0.0001) (-0.0006) 0 5 10 15 20 25 30
SIMULATOR VAPCR (34.0°C) 0.079 - 10:10 9.20 ——— : gg-g
X[1] = 0.0797 (-0.0014) (~0.0019) 8:18 | : 320
SIMULATOR VAPOR (34.0°C) - ~ 0.080  10:11 g:43 [ ggjb
X[1] = 0.0803 (-0.0015) (-0.0011) : % 209
SIMULATOR VAPOR (34.0°C) 0.081  10:12 : f— 1310
X[1] = 0.0811 (=0.0008) (~0.0015) : é“]“‘“ - 2.
o . . U
SIMULATOR VAPOR (34.0°C) 0.079 10:13 9 5 o 15 70 55 30
X[1] = 0.0797 (=0.0020) (-0.0011) P _ i 6.0
SIMULATOR VAPOR (34.0°C) = 0.080  10:14 'i% ; 385
X[1] = 0.0802 (-0.0021) (~0.0019) o [l S : ﬁ%:i
SIMULATOR VAPOR (34.0°C) 0.081  10:15 12 b " 74y
X[1] = 0.0813 (-0.0012) (-0.0018) §: é r Ty
SIMULATOR VAPOR (34.0°C) 0.082  10:16 3 - = 58
X[1] = 0.0820 (0.0000) (-0.0012) 8;83 . - : = 4.8
SIMULATOR VAPOR (34.0°C) 0.082  10:17 0 5 10 15 20 25 30
X[1] = 0.0823 (0.0000) (-0.0008) . : 40.9
SIMULATOR VAPOR (34.0°C) 0.080  10:19 4 - S 38+9
X[1} = 0.0806 (0.0000) (-0.0014) 1 e e 810
BLANK TEST 0.000  10:20 : ~ Lo 2810
: 1 I e — 5.4
| - ! L e
Average = 0.0804 . . ¥ o 8.3
Std Dev = 0.0011 B: 66 : 6:¢
.io 5 . i 50.9
20 o = i6:8
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster. DMT: 103006

Date: 11/06/2007
Time: 10:29:25

" SUPERVISOR NAME: A L B .

SOLUTION LOT #: 07-15-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST C 0.000
INTERNAL STANDARD PASSED
Xq = 0.1548 (0.58%) .
SIMULATOR VAPOR (33.9°C) 0.017
X{1] = 0.0174 (-0.0023) (0.0008)
SIMULATOR VAPOR (33.8°C) ©0.017

X[1] = 0.0179% (-0.0024) (~0.0009)
SIMULATOR VAPOR (33.8°C) 0.017
X[1] = 0.0172 (-0.0030) (-0.0003)
SIMULATOR VAPOR (33.8°C) 0.018
X[1] = 0.0184 (-0.0018) (-0.0001)
SIMULATOR VAPOR (33.8°C) 0.018
X[1] = 0.0182 (-0.0025) (0.0001)
SIMULATOR VAPOR (33.8°C) 0.017
‘X[1] = 0.0178 (-0.0032) (0.0000)
SIMULATOR VAPOR (33.8°C) 0.018
X[1] = 0.0184 (-0.0024) (~0.0001)
SIMULATOR VAPOR {33.8°C) 0.017
X[1] = 0.0178 (-0.0032) (-0.0002)
SIMULATOR VAPOR (33.8°C) 0.018
X{1] = 0.0185 (-0.0025) (0.0003)
SIMULATOR VAPOR {(33.9°C) . 0.018
X{1] = 0.0181 (-0.0027). (-0.0005)
BLANK TEST ‘ 0.000
Average = 0.0175
Std Dev = 0.0005

"10:30

10:30

"10:30

10:31

10332
10:33
10:34

10:35

10:36-

10:37

10:38

- 10:39

10:40

11/06/2007 10:40 .
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/06/2007
Time: 10:45:50

SUPERVISCOR NAME: A L B

' SOLUTION LOT #: 07-12-400
SOLUTION CONCENTRATION: 0.397

BLANK TEST 0.000
INTERNAL STANDARD, PASSED
Xg = .0.1554 (0.17%)
SIMULATOR VAPOR (34.0°C) 0.392
X[11] = 0.3928 (0.0106) (-0.0017)
SIMULATOR VAPCR (33.9°C)‘ 0.381
X{1] = 0.3918 (0.0103) (~-0.0018)
SIMULATOR VAPOR (34.0°C) 0.392
XI1] = 0.3922 (0.0100) (-0.0021)
SIMULATOR VAPOR (34.0°C) - 0.392
¥[1] = 0.3929 {0.0097) (-0.0022)
SIMULATOR VAPOR (33.9°C) 0.393
X{1] = 0.3933 (0.0097) (-0.0008)
SIMULATOR VAPOR (34.0°C) 0.394
X[1] = 0.3940 (0.0100) (-0.0021)
SIMULATOR VAPOR (33.9°C) 0.393
X{1] = 0.3934 (0.0103) (-0.0018)
SIMULATOR VAPOR (34.0°C) 0.392
X[1] = 0.3926 (0.0090) (-0.0019)
SIMULATOR VAPOR (34.0°C) 0.394
. X[1} =.0.3940 (0.0104) (~0.0013)
_ SIMULATOR VAPOR (33.9°C) 0.395
X[1} = 0.3951 (0.0100) (-0.0022)
BLANK TEST ’ 0.00Q
Average 0.3928

Std Dev =.0.0012
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/06/2007
Time: 11:04:21

SUPERVISOR NAME: A L B

SOLUTION LOT #: 07-08-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST 0.000

Std Dev = 0.0007

INTERNAL STANDARD PASSED
Xg = 0.1548 (0.58%)
SIMULATOR VAPOR (34.1°C) 0.162
X[1)] = 0.1621 (0.0026) (-0.0004)
SIMULATOR VAPOR (34.1°C) 0.161
X[1] = 0.1616 (0.0021) (-0.0009)
"STMULATOR VAPOR ({34.1°C) 0.162
X[1] = 0.1620 (0.0023) (-0.0008)
SIMULATOR VAPOR. {34.1°C) 0.160
X[1] = 0.1606 (0.0014) (-0.0009)
SIMULATOR VAPOR (34.1°C) 0.161
X{1] = 0.1614 (0.0017) (-0.0010)
SIMULATOR VAPOR (34.1°C) 0.162
X[1] = 0.1620 (0.0025) (~0.0005)
SIMULATOR VAPOR (34.1°C) 0.161
X[1] = 0.1612 (0.0016) (-0.0009)
SIMULATOR VAPOR (34.1°C) 0.162
X[1] = 0.1624 (0.0027) (0.0001)
SIMULATOR VAPOR (34.1°C) . 0.161
X[1] = 0.1613 (0.0016) (-0.0010)
SIMULATOR VAPOR (34.1°C) = 0.162
X[1] = 0.1620 (0.0021) (0.0002)
BLANK TEST 0.000
Average 0.1614
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ACCURACY AND PRECISION TEST'

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/06/2007
Time: 11:27:17

SUPERVISOR NAME:

SOLUTION. LOT #: 07-08-160

DMR

SOLUTION CONCENTRATION: 0.162

BLANK TEST

INTERNAL STANDARD

Xq = 0.1567
SIMULATOR. VAPOR
X{1l = 0.1632
SIMULATOR VAPOR
X[1} = 0.1620
SIMULATOR - VAPOR
X[1] = 0.1618

. SIMULATOR VAPOR

X[1] = 0.1627

© SIMULATOR VAPOR

X[1] = 0.1614
SIMULATOR VAPOR
X[{1] = 0.1616
SIMULATOR VAPOR
X[1] = 0.1614

- SIMULATOR VAPOR

X[1] = 0.1614
SIMULATOR VAPOR

X{1} = 0.1615
SIMULATOR VAPOR

X[1] = 0.1619
BLANK TEST

0.1614
0.0007

Average
std Dev

(0.70%)

{34.1°C)
{0.0028)
(34.0°C)
(0.0030)
(34.1°C)
(0.0019)
(34.1°C)
(0.0033)
(34.1°C)
(0.0014)
(34.1°C)
(0.0022)
(34.1°C)
(0.0024)
(34.0°C)
(0.0018)
(34.1°C)
{0.0023)
(34.1°C)
(06.0027)

0.000
PASSED

0.163
(0.0001)
0.162
(0.0003)
0.161
(-0.0004)
0.162
{(-0.0001)
0.161
(-0.0007)
. 0.161
(0.0001)
0.161
(-0.0005)
0.161

(-0.0009)

0.161
(-0.0005)

0.161 |

(-0.0004)
0.000

11:28
11:28

11:28
11:30
11:31
11:32

11:33

11:34

11:35
11:36
11:37
11:38

11:39

11/06/2007 11:39

0.30
0.25
0.20

0.15

0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10
0.05
0.00

06.30
0.25
0.20
0.15
0.10

0.05.

0.00

1 0.30
0.25
0.20

0.15

0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10
0.05

0.00

0.30
0.25
0.20
0.15
0.10
0.05

0.00 -

- 0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10
0.05

0.00
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-ACCURACY AND PRECISION TEST

EEEEEEEEE

STATE OF VERMONT

|
|
1
|
|

CTIORIIIXCIRD

CERTCICADOCICITHD

é%
. : £0.0
g i
‘ - A 28.
Date: 11/06/2007 . -J- 535
Time: 11:48:44 : ;g;g‘
SUPERVISOR NAME: D M R : “n 338
R 0 5 10 15 20 25 30
SOLUTION LOT #: 07-12-400 5 49.9
SOLUTION CONCENTRATION: 0.397 : § gg:%
BLANK TEST 0.000  11:49 =38 5%:%
INTERNAL STANDARD PASSED  11:49 . et WS e I Ig:
Xq = 0.1557 (0.00%) » : i - 510
SIMULATOR VAPOR (33.9°C) 0.394  11:50 : o:t
X{1] = 0.3946 (0.0108) (0.0011) 30
SIMULATOR VAPOR (33.9°C) 0.394 11:51 40,
X[1] = 0.3949 (0.0105) (0.0006) 33
SIMULATOR VAPOR (33.9°C) 0.394  11:52 59+
X[1] = 0.3945 (0.0114) (0.0002) 24.
SIMULATOR VAPOR (33.9°C) 0.393  11:53 18-
X[1] = 0.3936 (0.0099) (-0.0006) . g
SIMULATOR VAPOR (34.0°C) 0.394  11:54 b:
X{1] = 0.3942 (0.0101) (0.0000) 0 -
SIMULATOR VAPOR (33.9°C) 0.392 11355 3a:
X{1] = 0.3926 (0.0097) (-0.0003) § 32-
- SIMULATOR VAPOR (34.0°C) 0.393  11:56 2.
%[1] = 0.3938 (0.0086) (0.0001) ;%:
SIMULATOR VAPOR (33.9°C) 0.393 11:57 5t
X[1] = 0.3932 (0.0105) (-0.0008) S . 4
SIMULATOR VAPOR (33.9°C) +0.392  11:58 .
©X[1] = 0.3920 (0.0094) (-0.0006) 40.0
SIMULATOR VAPOR (33.9°C) 0.394  11:59 38-4
X[1] = 0.3949 (0.0107) (0.0002) : 2800
BLANK TEST , 0,000 12:00 5008
' %8:8
Average = 0.3933 g "’i..’ﬁ
Std Dev = 0.0008 :J:U
$:4
3Ly
. 25.5
. 139
4.5
£0.4
VR
38
%Q.g
5
0

<
&
-
o
sl
o
no
o
N
13
w
=)

11/06/2007 12:03
4-45



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/06/2007

Time: 12:09:18

SUPERVISOR NAME:

DMR

SOLUTION LOT #: 07-15-020

SOLUTION CONCENTRATION: 0.020

BLANK  TEST

INTERNAL STANDARD

Xq = 0.1552
SIMULATOR VAPOR
CX[1] = 0.0177
SIMULATOR VAPOR
X[1] = 0.0180
SIMULATOR VAPOR
X[1] = 0.0177
SIMULATOR VAPOR
X[1] = 0.0181
SIMULATOR VAPOR
X[1] = 0.0186
SIMULATOR VAPOR
X[1] = 0.0176
SIMULATOR VAPOR
X[1] = 0.0182
SIMULATOR VAPOR
X[1] = 0.0183
SIMULATOR VAPOR
X[1] = 0.0182
SIMULATOR VAPOR
X[1] = 0.0187
BLANK' TEST '

Average
Std Dev

0.0177
0.0005

(0.29%)

(33.8°C)
(-0.0023)
{33.8°C)
(~-0.0030)
{33.8°C)
(~-0.0026)
(33.8°C)
(=0.0027)
{33.8°C)
(-0.0028)
{33.8°C)
(~0.0034)
(33.8°C)
(~0.0028)
{33.8°C)
(-0.0019)
{33.9°C)
(~-0.0021)
(33.8°C)

(-0.0017)

-0.000
PASSED

0.017
(0.0001)

0.018
(-0.0003)

0.017
(-0.0002)

0.018 .

(06.0001)
0.018
(~0.0003)
0.017
(-0.00086)
0.018
(6.0001)
0.018
(0.0011)
0.018
(0.0006)
0.018
(0.0003)
0.000

.' BLo ‘/( ,ué'/eo\r&.‘é, .

D

!Ju@7

12:10

12:10

12:10

12:11

12:12

12:13

12:14

12:15

12:16

12:18°

12:19

+12:21

12:22

11/06/2007 12:22

0.10
0.08
0.06

0.04

0.02
0.00

0.10

0.08
0.06
0.04

0.02
0.00

0.10°

0.08
0.06
0.04

0.02
0.00

.0.10
0.08
0.06
0.04
0.02

0.00.

0.10
0.08
0.06
0.04

0.02

0.00

0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04
0.02
0.00
0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

6.02
0.00
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" ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/06/2007
Time: 12:26:19

SUPERVISOR NAME:

DMR

SOLUTION iOT #: 07-09-080
SOLUTION CONCENTRATION: 0.082

BLANK TEST

INTERNAL STANDARD

Xq = 0.1548
SIMULATOR VAPOR
X{1] = 0.0784
SIMULATOR VAPOR
X{1] = 0.0780
SIMULATOR VAPOR
X[1) = 0.0797
SIMULATOR VAPOR
X{1] = 0.0795
SIMULATOR VAPOR
X[1] = 0.0796
SIMULATOR VAPOR
X[1] = 0.0797
SIMULATOR VAPOR
X[1] = 6.0798
SIMULATOR VAPOR
X[1l = 0.0790
SIMULATOR VAPOR
X[1} = 0.0798
SIMULATOR VAPOR
X[1] = 0.0801
BLANK TEST

6.0789
0.0006

Average
Std Dev

i

0.000
~ PASSED

(0.528)
(34.0°C) ~ 0.078
(-0.0003) (0.0006)
(34.0°C) 0.078
(-0.0002) (-0.0004)
(34.0°C) 0.079

(-0.0002) (0.0005)
(34.0°C) 0.079
(0.0000) - (~0.0007)

(33.9°C) 0.079
(-0.0005) (-0.0007)
(34.0°C) 0.079
(-0.0007) (0.0001)
(34.0°C) 0.079
(=6.0004) (-0.0001)
(34.0°C) 0.079
(-0.0021) (-0.0005)
(33.9°C) 0.079
{(-0.0010) (~0.0007)
(34.0°C) 0.080
(0.0003) (-0.0001)
'0.000

12:27
12:27

12:27

12:28

12:29

12:30
12:31
12:32
12:33
12:34

12:35

12:36

12:37

11/06/2007 12:38
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DIAGNOSTIC RESULT

' DataMaster DMT:* 103006
Location:
Calibration Date:

oy 'VERMONT

| I;;ttanﬁaz:n D 1orr2007 | o | DEPARTMENT OF E‘EEALTH

Time: - 0738

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES

Sample Chamber = 48.9 C
Breath Tube = 46.1 C
Simulator Hose = 0.0 C
Digital Sim = 34.0 C
SETTINGS .
Lamp Voltage = 2,02 V
Cooler Voltage = 1.83 V
Bias Voltage = 80.1 V
Chopper Freq - = 537.9 Hz

PUMP INFO
Flow Rate = 4.576 L/M

DETECTOR INFO

PUMP - ON 'OFF
MAX (V) -0.0350 -0.0346
MIN (V) -0.0396 -0.0388

FILTER INFO

Filter 1 -0.036 Zero = true
Filter 2 0.440 Zero = true
Filter 3 1.321 "Zero = true

INTERNAL STANDARD
Xq = 0.1542 0.92%

110712007 07:46
4-48
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COMFTICTADICITR D>

15 g§;§
101 [ DU WSS SO NUUDUUM SN . ‘ff:
.§§ ’r ié‘g
:g L :
’ 0 5 10 15 20 25 30 .
. £0.
. JUUSTGUE SNV SO AOIPURPTURE SOV SOOIV ég.ﬁ
S 3
B O T e e 26.
g% - igz ,
- 5 St SO SOV, Al
gi 6:8
0 5 10 15 20 25 30
.2 40.0
, : C8: 3319
ACCURACY AND PRECISION TEST ! %5
" ) g: Y SSURPOU . ‘*'g
. STATE OF VERMONT 0 5 10 15 20 25 30
DataMaster DMT: 103006 : - " é%:§
. 3 £ o Y
Date: 11/07/2007 : s gg:
Time: 08:27:21 . *ig
SUPERVISOR NAME: S E H : ¥ AS— %;é
_ 0 5 10 15 20 25 30
SOLUTION LOT #: 07-09-080 . : 40.0
SOLUTION CONCENTRATION: 0.082 :%g - §g:§
BLANK TEST 0.000  08:28 : - gg;§
INTERNAL STANDARD PASSED  08:28 :§ igib
Xg = 0.1563. (0.41%) '§ B U S 2_@
SIMULATOR VAPOR (34.0°C) 0.077 08:28 |- : = = = - £:8
X[1] = 0.0778 (-0.0013) (~0.0009) , ) ‘ '
SIMULATOR VAPOR (34.0°C) 0.077 08:29 0:§§. T - 3g:§-
_ X[1] = 0.0778 (~0.0015) (-0.0008) %. - g
) SIMULATOR VAPOR (34.0°C) -  0.080  08:31 -14 g;:b
X[1] = 0.0807 (-0.0008} (0.0001) §: o e
j SIMULATOR VAPOR (34.0°C) 0.079 = 08:32 . f g ié-?
‘ X[1] = 0.0790 (-0.0002) (~0.0007) g; { i %1é
) SIMULATOR VAPOR (34.0°C) 0.078  08:33 A < 5 10 15 20 55 30 O
o X[1] = 0.0786 (-0.0008) (-0.0005) . 40,0
T SIMULATOR VAPOR (34.1°C) 0.078 08:34 : - §§'8
- X[1] = 0.0783 (~0.0013) (-0.0016) : 7803
) ‘| SIMULATOR VAPOR (34.0°C) - 0.078 08:35 Iz Zﬁii
. X[1] = 0.0786 (-0.0007) (~0.0005) ‘ : %§'§
) SIMULATOR VAPOR (34.0°C) 0.078  08:36 :g SR
« X[1] = 0.0780 (-0.0017) (-0.0018) _ : ilp
J SIMULATOR VAPOR (34.1°C) 0.078 " 08:37
X[1] = 0.0780 (-0.0013) (-0.0010) § 20 20.
) SIMULATOR VAPOR (34.0°C) = 0.078 - 08:38 i 38
o X[1] =.0.0787 (-0.0015) (-0.0009) 81 25
¥ BLANK TEST , 0.000 08:39 § é §§.
ige
) Average = 0.0781 g gé ?:
. std Dev = 0.0009 8:
) .
y
J
)
)

11/07/2007 13:16



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/07/2007

Time: 05:49:29

SUPERVISOR NAME:

SEH

SOLUTION LOT #: 07-15-020

SOLUTION CONCENTRATION: 0.020
BLANK TEST . 0.000 09:50
INTERNAL STANDARD PASSED 09:50
Xg = 0.1556 (0.06%) )
SIMULATOR VAPOR (33.8°C) 0.018 09:50
X[1] = 0.0186 (~0.0027) (0.0005)
SIMULATOR VAPOR (33.8°C) 0.017 09:51
X[1] = 0.0175 (-0.0025) (0.0005)
SIMULATOR VAPOR (33.8°C) 0.017 09:52
X[{1] = 0.0174 (-0.0028) (-0.0004) .
SIMULATOR VAPOR (33.8°C) 0.017 09:53
X[1}] = 0.0175 (-0.0026) (-0.0002) :
SIMULATOR VAPOR (33.9°C) 0.016 . 09:54
X{1] = 0.0165 (-0.0043) (-0.0016)
SIMULATOR VAPOR (33.8°C) 0.019 09:55
X[1] = 0.0191 (-0.0012) (0.00086)
SIMULATOR VAPOR (33.8°C) . 0.017 038:57
X[1] = 0.0175 (~0.0034) (-0.0004) . ‘
SIMULATOR VAPOR (33.8°C) 0.018 09:58
~ X[1} = 0.0189 (-0.0017) (0.0000)}
SIMULATOR VAPOR (33.8°C) 0.016 -09:59
X{1] = 0.0166 (-0.0045) (-0.0008) .
SIMULATOR VAPOR ({33.8°C) 0.017 10:00
X[1} = 0.0173 {-0.0031) (-0.0003) )
BLANK TEST 0.000 10:00
Average = 0.0172
std Dev = 0.0009

11/07/2007 13:17
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0.30 40,0
0.25 - 33.3
0.20 |- ‘ 26.7
6.15 20.0
0.05 |4 6.7
0.00 C.0
0 5 10 15 20 25 30
0.30 40.0
13 S S 33.3
0.20 26.7
T O 13.3
0 . 05 I ..................... 6 . ’7
0.00 6.0
0 5 10 15 20 25 30
0.30 40.0
0.25 [ $33.3
T TR N 26.7
0.15 26.0
ACCURACY AND PRECISION TEST 0.10 133
| T %k x i
. STATE OF VERMONT U0 5 10 15 20 25 30
Date: 11/07/2007 g'ig : 26.7
Time: 10:12:36 0.10 [ 1;;
. 0.05 I 5.7
SUPERVISOR NAME: S E H 0,00 : 05
0 5 10 15 20 25 30
SOLUTION LOT #: 07-08-160 ° 0.30 40.0
SOLUTION CONCENTRATION: 0.162 0.25 23,3
0.20 26.7
BLANK TEST ’ _ 0.000 10:13 0.15 206.0
INTERNAL STANDARD ~ PASSED  10:13 | 0.10 13.3
Xq = 0.1555 (0.11%) ©0.05 6.7
SIMULATOR VAPOR (34.1°C) 0.158  10:13 " 0.00 : : 0.¢
¥[1] = 0.1580 (0.0005) (-0.0011) c 5 10 15 20 25 30
SIMULATOR VAPOR (34.1°C) 0.15%  10:15 0.30 ' 40.0
X[1] = 0.1592 {0.0021) (-0.0014) D425 e e b " 33.3
.SIMULATOR VAPOR (34.1°C) 0.158  10:16 o 0,20 e 26.7
X[1} .= 0.1582 (0.0010) (-0.0015) i 0.15 1 20.0
SIMULATOR VAPOR (34.1°C) 0.159  10:17 0.10 I - g 13.3
X[1] = 0.1590 (0.0010) (-0.0010) 8-88 f S——— i §-Z
SIMULATOR VAPOR (34.1°CG) 0.159 10:18 U0 5 10 15 55 35 30
X[1] = 0.1591 (0.0007) (-0.0013) 0.30 ' 40.0
SIMULATOR VAPOR (34.1°C) 0.159  190:19 0.25 33.3
X[l] = 0.1592 (0‘0012) ("0-0010) » 0.20 96.7
; * SIMULATOR VAPOR (34.1°C) 0.159  10:20° 0.15 20.0
: ®[1] = 0.1591 (0.0010) (-0.0011) 0.10 133
SIMULATOR VAPOR (34.1°C) 0.158  10:21 0.05 g
X[1] = 0.1584 (0.0006) (-0.0018) . 0.00 : ' i . 0.0
SIMULATOR VAPOR (34.1°C) 0.160 10:22 0 5 10 15 . 20 - 25 30
X[1] = 0.1600 (0.0012) (-0.0006) 0.30 . 0.0
SIMULATOR VAPOR (34.1°C) 0.159 . 10:23 0.25 33.3
, X[1] = 0.1598 (0.0017) (-0.0015) 0020 [ s 26.7
. BLANK TEST . 0,000 10:23 0.15 20.0
; ‘ 0.10 13.3
) Average = 0.1588 ’ . 0.05 6.7
; Std Dev = 0.0006 0.00 .0
’ . : 0.30
) : . 0.25
& ‘ ' 0.20
i ’ - 0.15
’ . 0.10
) : 0.05
,, : : A , 0.00
' 0.30 40.0
- 0.25 33.3
7y : ) 0.20 26.7
. 0.15 20.0
0.10 13.3
0.05 5.7
0.00 ¢.0
0 5 10 15 20 25 30

11/07/2007 13:17
| 4-51
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ACCURACY AND PRECISION TEST §§ - :
STATE OF VERMONT o 5 10 15 20 25 30
DataMaster DMT: 103006 .32 ﬁ%;
. 3Z.
Date: 11/07/2007 : ég:
‘Time: 11:13:56 : f?z
. . 1.
SUPERVISOR NAME: S E H g; g;
SOLUTION LOT #: 07-12-400 .50 £9.0
SOLUTION CONCENTRATION: 0.397 é- 388
: : 280
BLANK TEST 0.000 11:14 : 558
- INTERNAL STANDARD PASSED  11:14 . 64
Xq = 0.1550 (0.40%)° : 'é THIg
SIMULATOR VAPOR (34.0°C) 0.391  11:15 1B bt
X[1] = 0.3915 (0.0103) (-0.0003) .
SIMULATOR VAPOR (33.9°C) 0.390 ~11:16 .20 40.0
X[1] = 0.3909 (0.0089) (-0.0018) .1 i 3528
SIMULATOR VAPOR (33.9°C) - 0.392 11:18 33 [fo 2300
X[1} = 0.3925 (0.0102) (-0.0021) - . - i%'%
SIMULATOR VAPOR (34.0°C) 0.389 = 11:19 : 1219
X[1] = 0.3897 (0.0090) (-0.0027) : - g;”
SIMULATOR VAPOR INTERFERENCE or 11: 20 . v
X[1] = 0.3914 (0.0077) (0.1760) 50 4.0
SIMULATOR VAPOR (34.0°C) 0.391  11:21 §.3 : 350
X[1] = 0.3910 (0.0089) (-0.0028) (SR [p— 3800
'SIMULATOR VAPOR (34.0°C) 0.390  11:22 . ¥ ) RE
X[1] = 0.3906 (0.0087) (~0.0030) . : A ig:g‘
SIMULATOR VAPOR (34.0°C) 0.389  11:23 213 1 510
X[1] = 0.3898 (0.0092) (-0.0036) @; ' i.8
SIMULATOR VAPOR (34.0°C) 0.389  11:25 :
X[1] = 0.3899 (0.0082) (-0.0033) .5 49.9
SIMULATOR VAPOR INTERFEREN 11:26 N 3518
X[1] = 0.3898 (0.0088) (0.1753) F© | . 53-8
BLANK TEST 0.000 11:26 : 2019
il
= .40l -
" ’ -2 400
; ' 5.0
a, f o e 3% 13048
d[éfu o 6 0(} H g 8 2488
: : 1 s
: . TEe R
& §' R %
dnler des :
. ' ' g: &:8
.5 40.0
3500
§:3 32‘.!\}
. 28.0Q
. - 4‘,'\)_.'}(:
a‘s\ 3:2 1208
a i
: i 3:8
0 5 10 15 20 25 30

11/07/2007 13:18



CALIBRATION REPORT

DataMaster DMT: 103006
Calibration Date:  01/08/2008
Calibrated by: ALB

VERMONT

'DEPARTMENT OF HEALTH

ca = 0.100000 :

CAL = 1.026430 0.800 <= CAL < 1.200

bl = 0.000000 0.000 <= bl < 0.004

b2 = 0.002152 0.002 <= b2 < 0.013

b3 = 0.000000 0.000 <= b3 < 0.004

Xq = 0.140534 0.050 <= Xg < 0.200

a2l = 1.169158 1.050 <= a2l < 1.300

a3l = 0.449574 0.300 <= a31 < 0.800
Performed by - AN ST . Date
DMT Serial Number #103006 Page 10f 1

4-53

01/08/2008

04/30/2008 09:48



ACCURACY AND

PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

01/08/2008
10:55:58

Date:
Time:

SUPERVISOR NAME:

SOLUTION LOT .#:

07-04-100

ALB

0.100

SOLUTION' CONCENTRATION:

BLANK TEST 0.000 10:56

INTERNAL STANDARD PASSED  10:57
Xq = 0.1407 (0.138%)

SIMULATOR VAPOR (34.1°C) 0.099  10:57

~ X[1] = 0.0999 (-0.0001) ({0.0004)

SIMULATOR VAPOR (34.1°C) 0.100  10:58
X{1] = 0.1002 (0.0006). (-0.0001)

SIMULATOR VAPOR (34.1°C) 0.100 10:59
X[1] =.0.1001 {-0.0003) (-0.0006)

SIMULATOR VAPOR- (34.1°C) 0.100 ° 11:00
X[1] = 0.1007 (0.0004) (-0.0005)

SIMULATOR VAPOR (34.1°C) 0.100 11:01
X[1] = 0.1002 (-0.0008) {-0.0007)

SIMULATOR VAPOR (34.1°C) 0.100  11:02
X[1] = 0.1005 (~0.0004) {-0.,0002)

SIMULATOR VAPOR (34.0°C} 0.100 11:03
X[1] = 0.1007 (0.0002) (=0.0003)

SIMULATOR VAPOR (34.1°C) 0.100 11:04
X[1] = 0.1005 {(0.0000) (~0.0009)

SIMULATOR VAPOR (34.2°C) 0.100 11:05
X[1] = 0.1004 (~0.0004) (-0.0004)

SIMULATOR VAPCR (34.0°C) *0.100  11:06
X[1] = 0.1005 (-0.0001) (-0.0008)

BLANK TEST 0.000  11:07

Average = 0.09899

Std Dev = 0.0003

DMT Serial Number #103006
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ACCURACY AND PRECISION TEST

.il!.-‘ -'.

oﬂ_ih

- STATE OF VERMONT

w
ot
[
fun
(&)
[+
o
N
o
w
o

DataMaster DMT: 103006

Date: 01/05/2008
Time: 14:35:14

e

' SUPERVISOR NAME: D M R

P ONINK A 28
CENCOPICIIEOONICED
R
CHDCHRIITHIIITICND

R

(=]
]
o)
(=)
[yl
o
N
o
N
wm
w
<

8

%

al
—||
|

|

|

é

SOLUTION LOT #: 07-09-080 9.9
BEE 4
BLANK TEST 0.000 14:36 £ 1 J DU S— AR
INTERNAL STANDARD PASSED  14:36 N o 18:0
Xg'= 0.1412 (0.518%) : I g
SIMULATOR VAPOR (33.9°C) 0.087 14:36 : 4:8
X[1] = 0.0875 (-0.0002) (0.0002) 0 5 10 15 20 25 30
SIMULATOR VAPOR (34.0°C) 0.087  14:37 . égg
X[1] = 0.0876 (-0.0002) (=0.0006) L ot et Eo S S — S R 1329
SIMULATOR VAPOR (34.0°C) .  0.087  14:38 R 1 S DO S N 1 %9-8
X[1] = 0.0877 (-0.0004) (-0.0002) : I I 2010
SIMULATOR VAPOR' (33.9°C) 0.087 14:39 : f g
X[1] = 0.0876 (=0.0009) (-0.0007) 04 | S ——— ; %é
SIMULATOR VAPOR (33.9°C) 0.087  14:40 : ‘ '
X(1] = 0.0873 (-0.0013) (-0.0002). o 5 1w 1’ 2 2 3
SIMULATOR VAPOR (34.0°C) 0.087  14:41 gt 5.0
X[1] = 0.0878 (-0.0003) (~0.0002) T I T 358
SIMULATOR VAPOR (34.0°C) 0.087 14:42 12 poe 240
X[1] = 0.0877 (-0.0015) (-0,0012) : frr——— : ;2:;{
SIMULATOR VAPOR (34.0°C) 0.087 14:43 . L - ; &E;Q
X[1] = 0.0876 (~0.0010) (~0.0007) ' NV S S—— : o
SIMULATOR VAPOR (34.0°C) 0.087 14:44 0 5 10 15 20 25 30
X[1] = 0.0875 (~0.0007) (-0.0009) - . 49.9
SIMULATOR VAPOR (33.9°C) 0.087 - 14:45 e [T §§;¢
X[1] = 0.0875 (-0.0010) {~0.0002) . 298
BLANK TEST o 0.000 14:46 . . ‘?%:8
. : ]
Average = 0.0870 . %-g
= . TGl
Std Dev 0.0909 0 5 10 15 20 25 30
£0.¢
ET-
: 5419
. 2 ’J\
. £0.9
I 0 ISR A S 350
: 25048
o O U NS S o 23-5
il . 1500
- : i : o B0
: : &:8
0 5 10 15 20 25 30
DMT Serial Number #103006 Page 1of1 © 04/30/2008 09:43



ACCURACY AND PRECISION TEST

.STATE OF VERMONT

DataMaster DMT: 103006

Date: 01/09/2008
Time:'14:51:33

' SUPERVISOR NAME: D M R

SOLUTION LOT #: 07-15-020
SOLUTION CONCENTRATION: 0.020

Std Dev = 0.0007

BLANK TEST - 0.000
INTERNAL STANDARD PASSED
Xg = 0.1410 (0.38%)
SIMULATOR VAPOR (33.8°C) 0.020
X[1] = 0.0200 (-0.0020) (0.0010)
SIMULATOR VAPOR (33.7°C) 0.019
X[1] = 0.0196 (-0.0028) (0.0000)
SIMULATOR VAPOR (33.8°C) 0.019
X[1] = 0.0199 (-0.0028) {0.0004)
SIMULATOR VAPOR (33.8°C) 0.019
X[1] = 0.0195 (~0.0026) (-0.0002).
SIMULATOR VAPOR (33.8°C) 0.018
X[1] = 0.0198 ({-0.0027) (0.0002)
SIMULATOR VAPOR (33.8°C) 0.019
X[1] = 0.0195 (-0.0030) (0.0002)
SIMULATOR VAPOR (33.8°C) 0.019
X{1] = 0.0198 (-0.0025) (~0.0002)
SIMULATOR VAPOR (33.7°C) =~ 0.019
X[1] = 0.0197 (-0.0022) (-0.0001)
SIMULATOR VAPOR (33.7°C) 0.019
" X{1] = 0.0186 (-0.0023) (-0.0001)
SIMULATOR VAPOR (33.8°C)’ 0.021
X{1] = 0.0210 (~0.0009)  (0.0004)
BLANK TEST 0.000
Average 0.0193

14:52
14:52

14:52
14:53

14:54

14:55

14:56

14:57

14:58

14:59

15:00

15:01

15:03

DMT Serial Number #103006

0.10

0.08
0.06
0.04
0.02
0.00
0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

- 0.02
0.00

0.10
0.08
0.06"
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

- 0.10
0.08
0.06
0.04

0.02
0.00

6.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

Page 1 of 1
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ACCURACY AND PRECISION TEST

STATE- OF VERMONT

DataMaster DMT: 103006

Date: 01/09/2008
Time: 15:08:23

SUPERVISOR NAME: D M R

SOLUTION LOT #: 07-08-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST 0.000

15:09
INTERNAL STANDARD . PASSED  15:09
Xq = 0.1408 {0.19%)
SIMULATOR VAPOR (34.0°C) 0.172  15:08
X{1] = 0.1727 (0.0014) (0.0005)
SIMULATOR VAPOR {34.0°C) 0,173 '15:10
- X[1] = 0.1734 (0.0016) (0.0005)
SIMULATOR VAPOR (34.0°C) 0.172 15:11
X[1] = 0.1723 (0.0018) (~0.0005)
SIMULATOR VAPOR (34.0°C) 0.172  15:12
© X[11 = 0.1726 (0.0024) (0.0003)
SIMULATOR VAPOR (34.0°C)" 0.172  15:13
X[1] = 0.1724 (0.0009) (-0.0005)
SIMULATOR VAPOR (34.0°C) 0.172  15:14:
X{1} = 0.1723 (0.0008) (-0.0001)
SIMULATOR VAPOR (34.0°C) 0.172  15:15
X{1] = 0.1728 (0.0013) (-0.0003)
SIMULATOR VAPOR (34.0°C) 0.172  15:16
X[1] = 0.1726 (0.0015) (-0.0001)
SIMULATOR VAPOR (34.0°C) _0.172 15317
X[1] = 0.1722 {0.0016) (-0.0002).
SIMULATOR VAPOR (33.9°C) 0.172  15:18
. X[1] = 0.1726 (0.0015) (-0.0008)
BLANK TEST 0.000 15:19
Average = 0.1721
std Dev = 0.0003
DMT Serial Number #103006

0.30
0.25
0.20
0.15
0.10

0.05 -

0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10
0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15.
0.10

:0.05
0.00

0.30
0.25
0.20
0.15
0.10

0.05
0.00

0.30
0.25
. 0.20
0.15
0.10

0.05
0.00

0.30
0.25
0.20
0.15
0.10
0.05
0.00

0.30
0.25
0.20
0.15
0.10
0.05

0.00"

0.30
0.25
0.20
0.15
0.10

0.05
0.00
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ACCURACY AND PRECISION TEST

o
bt S SINA A AN P

I INCRE NI
. c v e as

[
CHIDO

STATE OF VERMONT

<
w
Y
o
-
[
~N
(=]
N
w
(93]
[

DataMaster DMT: 103006 : §§:§
' : 1 28:¢
Date: 01/09/2008 : 2410
Time: 15:25:47 . N
. . iz-%
- SUPERVISOR NAME: D M R : i8
' 0 5 10 15 20 25 30
SOLUTION LOT #: 07-12-400 ) 0.0
SOLUTION CONCENTRATION: 0,397 . g.g
. gl
BLANK TEST 0.000  15:26 001 S S SO S S S 6
INTERNAL STANDARD PASSED  15:26 . 6!
Xq = 0.1403  (0.13%) e e e g
SIMULATOR VAPOR (34.1°C) 0.432  15:27 : : 6:

CHAHDCOIHK

©
w»
=
o
=
13
)
o
N
0
w
o

X[1] = 0.4322 (0.0100) (0.0021)

s
s

s

|

é

@

é

s

a

DRI

4G.
X[1] = 0.4342 (0.0090) (0.0013) . %é:
SIMULATOR VAPOR (34.0°C) 0.433  15:29 i J 1 SN A 24:
X[1] = 0.4338 (0.0100) (0.0017) SBR[ 70-
SIMULATOR VAPOR (34.1°C) 0.431  15:31 : 13
X[1] = 0.4316 (0.0094) (6.0012) : O S g
SIMULATOR VAPOR (34.1°C) 0.432  15:32 : .
X[1] = 0.4324 (0.0088) (0.0014) - e o > w1’ o os» 3
SIMULATOR VAPOR (34.1°C) 0.432  15:33 . ' ;g.g
X[{1] = 0.4322 (0.0100) (0.0008) : 3810
SIMULATOR VAPOR (34.1°C). 0.432 = 15:34 . s8-8
X{1] = 0.4321 (0.0094) (0.0009) . - 1519
SIMULATOR VAPOR (34.1°C) 0.431  15:35 0 I S S *g;é
X[1] = 0.4311 (0.0085) (0.0007) .. . : 4.8
_ SIMULATOR VAPOR (34.1°C) 0.432  15:36 0 5 10 15 20 25 30
X[1] = 0.4324 (0.0089) (0.0014) . éG.S
. SIMULATOR VAPOR (34.1°C) 0.431  15:37 : 3510
X[1] = 0.4312 (0.0091) (0.0002) : 59-9
BLANK TEST © 0.000 15:38 B ol A I 28:y
Average = 0.4320 . g:8
Std Dev = 0.0009 . 0 5 10 15 36 55 30

BN VTN
for Ye e e Nt N )

Ao e
CYXTICICHIC RS

..
NN ML SO NN CEA=NNOH A =D INURNBON NN LN Q3NN NS ST OO -NINX BT ORI LR CO-hONH O AMSOY SO DINA AN
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. 0 5 10 15 20 25 30
DMT Serial Number #103006 Page 1 of 1 : : 04/30/2008 09:45
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/27/2007

Time: 15:07:43

SUPERVISOR NAME: ALB .01 ACETONE IN H20

SOLUTION LOT #: 09-20-074A\

SOLUTION CONCENTRATION: 0.010

BLANK TEST 0.000 15:08

INTERNAL STANDARD PASSED  15:08
Xq = 0.1568 (0.75%)

SIMULATOR VAPOR INTERFERENCE  15:09
X{1] = 0.0065 (-0.0069) (0'0909)

SIMULATOR VAPOR INTERFERENCE 15:10

.- X[11 = 0.0046 (-0.0078) (0.0005)" )

SIMULATOR VAPOR INTERFERENCE 15:11
%[1] = 0.0064 (-0.0066) (0.0010)

SIMULATOR VAPOR INTERFERENCE 15:12
X[1] = 0.0046 (-0.0079) (0.0002)° . :

SIMULATOR VAPOR : INTERFERENCE o 15:13
X[1] = 0.0045 (-0.0081) (-0.0001)

SIMULATOR VAPOR - INTERFERENCE 15:14
%{1} = 0.0059 (-0.0065) (0.0011)

SIMULATOR VAPOR INTERFERENCE 15:16

- X[1] = 0.0046 (-0.0084) (=0.0008)

SIMULATOR VAPOR INTERFERENCE 15:17
X{1] = 0.0060 (~0.0069) (0.0008)

SIMULATOR VAPOR INTERFERENCE 15:18
X{1] = 0.0047 (~0.0080) (-0.0003)

SIMULATOR VAPOR INTERFERENCE 15:19
X{1] = 0.0044 (-0.0090) (-0.0006)

BLANK TEST 0.000 15:20

11/27/2007 15:20
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.2% . 45,0
157 N — : 5;5
= ik
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. . 40.90
: TN SR S 358
12k ‘:%Z:g
. 39.
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U0 5 10 15 20 25 30
§.2§ Ago
- 0.4
ACCURACY AND PRECISION TEST g: g : f T T R — ;g:ﬁ
STATE OF VERMONT R 5 10 15 20 25 30
DataMaster DMT: 103006 §§ g - 42:9
- ' 3200
Date: 11/27/2007 . égg
Time: 15:28:57 . - Ig:g
SUPERVISOR NAME: ALB .01ACETONE IN .08ETOH § é ' g.8
0 5 10 15 20 25 30
SOLUTTON LOT #: 07-09-080 2 o0
SOLUTION CONCENTRATION: 0.010 38 %gé
: ] : - 2800
BLANK TEST 0.000  15:29 : +§%
INTERNAL STANDARD PASSED  15:29 . 1518
Xg =.0.1548 (0.588%) N é M
SIMULATOR VAPOR INTERFERENCE  15:30 : §:6
X[1] = 0.0805 (~0.0059) (0.0000) 0 5 10 15 20 25 30
SIMULATOR VAPOR . INTERFERENCE  15:31 9-2 49.0
X[1] = 0.0810 (-0.0052) (=0.0004) 8:1 ff’jg
SIMULATOR VAPOR (33.9°C)-  0.082  15:32 g:1 53-4
X[1] = 0.0829 (-0.0044) (~0.0002) §§ 360
" SIMULATOR VAPOR INTERFERENCE  15:33 : i§8
X[1] = 0.0814 (-0.0056) (-0.0001) : : gé i
SIMULATOR VAPOR INTERFERENCE  15:34 -0 v 3 10 15 50 e 30 90
~ X[1] = 0.0818 (-0.0052) (~0.0006) 5 0.0
SIMULATOR VAPOR - INTERFERENCE  15:35 : 3 g‘:g
X[1] = 0.0816 (-0.0054) (-0.0006) % 25
SIMULATOR VAPOR INTERFERENCE ~ 15:36 . 43
X[1] = 0.0809 (-0.0060) (-0.0008) : § 78
SIMULATOR VAPOR INTERFERENCE  15:37 : iz
X[1] = 0.0808 (-0.0055) (~0.0007) @; % : i
SIMULATOR VAPOR (33.8°C) 0.082 15:38 0 5 10 15 20 25 30
“'X[1] = 0.0826 (-0.0044) (0.0006) . q q
SIMULATOR VAPOR INTERFERENCE  15:39 8 8
X[1] = 0.0817 (-0.0057) (-0.0003) ~ g-1 0
BLANK TEST : 0.000 15:40 § é g
’ 3
J
i 4
§:2
g1 2
g : 5
o
Q i 40
5 33
8:1 2
L.
0 5 10 15 20 25 30

11/27/2007 15:40
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ACCURACY AND PRECISION TEST .
'TE OF v
: , STATE OF VERMONT 0 5 10 15 26 25 30
DataMaster DMT: 103006 B §§§
Date: 11/27/2007 . g?:‘
Time: 15:41:24 A r i -8
SUPERVISOR NAME: ALB .OLACETONE IN .O0SETOH s s - - "
0 5 10 15 20 25 30
SOLUTION LOT #: 07-09-0808 ) 40.0
SOLUTION CONCENTRATION: 0.010 . %§.J
e St S ST £8.0
BLANK TEST 0.000  15:42 : A
INTERNAL STANDARD PASSED . 15:42 g8 | ig‘§
Xq = 0.1543 (0.87%) : : éié
SIMULATOR VAPOR {33.8°C) 0.082  15:42 : 4 6:
X[1} = 0.0825 (-0.0038) (0.0003) . 0 5 10 15 20 25 30
SIMULATOR VAPOR INTERFERENCE  15:43 0.29 T %%
X{1] = 0.0812 (-0.0051) (-0.0005) : 33
SIMULATOR VAPOR -  INTERFERENCE  15:44 : '" 55
X[1] = 0.0808 (-0.0056) (0.0001) B ;g
SIMULATOR VAPOR INTERFERENCE ~ 15:45 TQB (el e e 12
X[1] = 0.0813 (-0.0053) (0.0003) 43 - g
SIMULATOR VAPOR INTERFERENCE  15:46 00 3 10 5 30 55 36
X[1] = 0.0793 (-0.0074) (-0.0005) 0 .
SIMULATOR VAPOR INTERFERENCE ~ 15:47 : §g:c
X[1] = 0.0815 (-0.0053) (-0.0001) 0 (O O SO S, ég;g
SIMULATOR VAPOR (33.9°C) 0.081 15:48 . it
X{1] = 0.0810 (-0.0049) (0.0002) : % : ;%:’
- SIMULATOR VAPOR INTERFERENCE  15:49 207 T e RO SO R
‘ X[1] = 0.0810 (-0.0057) (-0.0011) : é : Z:_
~ SIMULATOR VAPOR (33.8°C) 0.082  15:50 0 5 10 15 20 25 30
X{1] = 0.0820 (-0.0045) (0.0002) .20 49.0
SIMULATOR VAPOR INTERFERENCE ~ 15:51 : ] 453
%[1] = 0.0814 (-0.0052) (-0.0003) . 1 28:8
BLANK TEST 0.000 15:52 .é ,%%Zg.
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DIAGNOSTIC RESULT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date: -
Test Date:

Time:

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES
Sample Chamber
Breath Tube
Simulator Hose
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

PUMP INFO

1 I T

I T I

103006

11/27/2007

15:56

2.02 v
1.83 Vv
80.1 Vv

>

w

~3
anaa

540.3 Hz

Flow Rate = 4.462 L/M

DETECTOR INFO
PUMP ON

MAX (V) -0.0437
MIN (V) -0.0486

FILTER INFO

. Filter 1 -0.045
Filter 2 0.436
Filter 3 1.330

OFF

-0.0451
-0.0478

Zero
Zero
Zero

INTERNAL STANDARD
Xq = 0.1554 0.17%

11/27/2007 15:57

true
true
true

VERMONT

'DEPARTMENT OF HEALTH

Y

N
i



DIAGNOSTIC RESULT

DataMaster DMT: 103006

Location:
_Calibration Date:
‘Certification Date:
Installation Date:

Test Date: 11/28/2007

Time: - 09:01

VERSIONS -

DMT 1.26

PIC 2.03

" Questions 1.0
Reports 1.3

TEMPERATURES

Sample Chamber = 48.0 C

Breath Tube = 45.0 C

Simulator Hose = 0.0 C

Digital Sim = 33.9 C

SETTINGS

Lamp Voltage = 2.02 V

Cooler Voltage = 1.83 V

Bias Voltage = 80.1 Vv
= 538.7 Hz

Chopper Freq,

~ PUMP INFO
Flow Rate = 4.806 L/M

DETECTOR INFO
PUMP  ON OFF

MAX (V) -0.0679 =-0.0644
. MIN(V) -0.0695 -0.0667

FILTER INFO

Filter 1 -0.067 Zero
Filter 2 0.416 Zero
Filter 3 1.295 Zero

INTERNAL STANDARD
Xq = 0.1557 0.00%

-11/28/2007 12:30

-

true
true
true

NTOFHEALTH




ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/28/2007

Time: 09:32:09

SUPERVISOR NAME: SEH

.01ACETONE IN H20

SOLUTION LOT #: 09-20-070f1
SOLUTION CONCENTRATION: 0.010

BLANK TEST

INTERNAL STANDARD
(0.46%)

Xq = 0.1549
SIMULATOR VAPOR

X[1] = 0.0031

SIMULATOR VAPOR
X[1] = 0.0033
SIMULATOR VAPOR
X[1] = 0.0051

SIMULATOR VAPOR’

X[1] = 0.004e6
SIMULATOR VAPOR
X[1] = 0.0039
SIMULATOR VAPOR
X[1] = 0.0037
SIMULATOR VAPOR
X{1l] =.0.0031
SIMULATOR VAPOR
X[1] = 0.0036
SIMULATOR VAPOR
© X[11 = 0.0037
SIMULATOR VAPOR
X[11 = 0.0030
BLANK TEST

0.000
PASSED

INTERFERENCE

(~0.0084) (0.0005)

INTERFERENCE

(~0.0088) (0.0001)

" INTERFERENCE

{-0.0072) (0.0006)
. INTERFERENCE .
(-0.0080) (0.0007)
INTERFERENCE -
(-0.0086) (-0.0001)

INTERFERENCE

(-0.0086) (0.0000)
' INTERFERENCE
(-0.0083) (-0.06006)

INTERFERENCE

(-0.0094) (-0.0004)

INTERFERENCE

(-0.0089) (-0.0003)

INTERFERENCE

(-0.0092) (-0.0001) -

0.000

09:33
09:33

09:33
09:34
09:35
09:36
09:37

09:38

09:39 -

09:40

09:41

09:42

09:42°

11/28/2007 12:30
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/28/2007
Time: 11:11:37

SUPERVISOR NAME: SEH

SOLUTION LOT #: 09—20—070&1”
SOLUTION CONCENTRATION: 0.000

.02ACETCONE IN H20

BLANK TEST
INTERNAL STANDARD

SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR-

BLANK TEST

Xq = 0.1544 (0.
X[1} = 0.0052 (-
X[1] = 0.0064 (-
X{1] = 0.0052 (-
X{1] = 0.0055 (-
X{1] = 0.0052 (-
X[1] = 0.0052 (-
X[1} = 0.0054 (-
X{1] = 0.0051 (-
X[1} = 0.0053 (-

X[1} = 0.0051 (-

0.000
PASSED
81%)

0.0108) (0.0010)
INTERFERENCE
0.0098) (0.0012)
INTERFERENCE
0.0108) (0.0001)

INTERFERENCE

0.0105) (0.0007)
INTERFERENCE
0.0110) (-0.0006)
INTERFERENCE
0.0105) (0.0001)
~ INTERFERENCE
0.0101) {-0.0003)
INTERFERENCE
0.0103) (0.0003)
INTERFERENCE
0.0110) (0.0003)
INTERFERENCE
0.0111) (-0.0008)
0.000

. INTERFERENCE

11i:12
11:12

11:12
11:13
11:15
11:16
11:17
11:18
11:19
11:20
11:21
11:22

11:22

11/28/2007 12:31
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date:

Time: 11:59:01

' SUPERVISOR NAME: SEH

11/28/2007

SOLUTION LOT #: 07-14-0464
SOLUTION CONCENTRATION: 0.010

- +O0JACETONE IN .04 ETOH

BLANK TEST

INTERNAL STANDARD
(1.048%)

Xq = 0.1540
STMULATOR VAPOR
X{1] = 0.0418
SIMULATOR VAPOR
X[11 = 0.0427
SIMULATOR VAPOR
%[11 = 0.0455
" SIMULATOR VAPOR
X[1] = 0.0443
SIMULATOR VAPOR
X[1] = 0.0438
SIMULATOR VAPOR
X[1] = 0.0444

SIMULATOR VAPOR-

X[1} = 0.0460
SIMULATOR VAPOR
© X[1] = 0.0448
SIMULATOR VAPOR

X[1] = 0.0445
SIMULATOR VAPOR

X[1] = 0.0445
BLANK TEST

(-0.0085)
(-0.0085)
(-0.0060)

INTERFERENCE -
(-0.0007)

(-0.0082)
(-0.0086)
(-0.0080)
(~0.0059)
(-0.0074)
(-0.0078)

(-06.0074)

0.000
PASSED
INTERFERENCE
(0.0001)
INTERFERENCE
(—-0.0001)

INTERFERENCE
{0.0002)

INTERFERENCE
(-0.0008)
INTERFERENCE
(~0.0010)
INTERFERENCE
(-0.0002)
INTERFERENCE
{=0.0008)
" INTERFERENCE
(=0.0012)
INTERFERENCE
(=0.0001)

0.000

11:58
12:00

12:00
12:01
12:02
12:03
12:04
12:05

12:06

12:07

12:08

12:09

©12:10

11/28/2007 12:32
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ACCURACY AND PRECISION TEST

i

STATE OF VERMONT

DataMaster DMT: 103006

Date: 11/30/2007

Time: 11:54:18

SUPERVISOR NAME: HXB 0.01 ACETONE 0.04 ETOH

SOLUTION LOT #: 07-14-04TFA
SOLUTION CONCENTRATION: 0.000

BLANK TEST

INTERNAL STANDARD
(0.69%)

Xq = 0.1546
SIMULATOR VAPOR
X[1] = 0.0439
SIMULATOR VAPOR
X111 = 0.0430
SIMULATOR VAPOR
X[1] = 0.0440
SIMULATOR VAPOR
X[1] = 0.0440
SIMULATOR VAPOR
X[1] = 0.0455
SIMULATOR VAPOR
X[1] = 0.0459
SIMULATOR VAPOR
X[1]. = 0.0448
SIMULATOR VAPOR
X[1] = 0.0447
SIMULATOR VAPOR
X[1] = 0.0442
SIMULATOR VAPOR
X[1] = 0.0444
BLANK TEST

(~0.0080)
(~0.0077)

{~0.0078)

(-0.0057)
(-0.0069)
(~0.0066)
(~=0.0073)

(-0.0068)

0.000
PASSED

- INTERFERENCE

(-0.0073) . (-0.0001)

INTERFERENCE
0) (—0.0007)
INTERFERENCE
(0.0000)

INTERFERENCE

INTERFERENCE

(~0.0060) (-0.0002)

INTERFERENCE
{G.0002)
INTERFERENCE
{(-0.0002)
INTERFERENCE
(-0.0010)
INTERFERENCE
(-0.0007)
INTERFERENCE
(-0.0005)
0.000

(-0.0008)

11:55
11:55

11:55

11:56

11;57
11:58
11:59
12:00
12:01

12:02

'12:03

12:04

12:05

11/30/2007 12:05
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DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location: :

Calibration Date:

Certification Date:

Installation Date:

Test Date: 11/30/2007
Time: 12:06

DEPARTMENT OF HEALTH

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES

Sample Chamber = 48.9 C
Breath Tube = 42.8 C
Simulator Hose = 0.0 C
Digital Sim =.34.1 C
SETTINGS :

Lamp Voltage = 2.02 V
Cooler Voltage = 1.83 V
Bias Voltage = 80.1V
Chopper Freq =

539.9 Hz

PUMP INFO
Flow Rate = 4.808 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0648 -0.0644
MIN(V) -0.0671 -0.0661

FILTER INFO

Filter 1 -0.066 Zero = true
Filter 2 0.412 Zero =. true’
Filter 3 1.296 Zero =

true

INTERNAL STANDARD
Xg = 0.1553 0.23%

11/30/2007 12:07
5-10



DUI Subject Test

- STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

Date: 12/04/2007
Time: 13:54:16

Subject Name:

Test Operator Name: A L B
Comment: TOLUENE TEST

BLANK TEST 0.000

INTERNAL STANDARD PASSED
Xg = 0.1530 (1.73%)

SUBJECT SAMPLE (Vol=1.8L} INVALID

X[1] = 0.0000 (0.0000) (0.0000)

PUMP ERROR

13:55
13:55

13:55

12/04/2007 13:56

0.10 v T T : 4C.0
Alcohol {g/210L)
Flow Rate (L/M)
0.08 32.0
0.06 24.0
0.04 16.0
0.02  prommemmrree e 8.6
|
0.00 0.0

15 20 25 T30

Blocked  breat fuhse

OCLwr3  an

|63 OG.

vy does it sccwm on

(0%0 Ok

5-11

(Y5
o>



0.10 g ; ; : — 1.0

Alcohol (g/210L)
Flow Rate(L/M)
0.08 g .32.0~
0.06 24.9
0.04 |- A 16.0
ﬂ “\f\'\
DUI Subject Test . 0.02 / 8.0
. .
STATE OF VERMONT : .
DataMast : 103006 = - ' ; £ 0.00 s § 6.0
ataMaster DMT : 6~ 5 10 15 20 25 30 35 40 45
Installation Date: 0.10 : : ’ A . .
Date: 12/04/2007 ° Alcohol (g/210L)
Time: 14:00:18 Flow Rate (L/M)
- Subject Name: ' 0.08 : 32.0
Test Operator Name: A L B
Comment: TOLUENE TEST
. BLANK TEST 1 0.000  14:01 0.06 24.0
INTERNAL STANDARD PASSED  14:01
Xq = 0.1543 (0.87%) "
“SUBJECT SAMPLE (Vol=2.1L) INVALID  14:01 _
X[1] = 0.0000 (0.0000) (0.0000) 0.04 16.0
BLANK TEST S 0.000 14:03
semfu=s SUBJECT SAMPLE (Vol=1.7L) 0.056 14:04
" X[1] = 0.0566 (0.0007) (-0.0013) -
' BLANK TEST 0.000 14:05
b SUBJECT SAMPLE (Vol=1.6L) 0.057  14:05 0.02 8.¢
X{1] = 0.0572 (0.0008) (-0.0011)
PUMP ERROR :
0.00 N : ] 5.0
0 5 10 15 20 25 30 35 40 45 5
, o 0.16 z 3 : 40.0
JX? 2{}‘6&2 "R Se s '_gj%7 —— Alcohol (g/210L)
: gg'. . ) : ———— Flow Rate (L/M)
Zi» . 0.08 : _ : e 32,0
ﬂb% N i}% 3’\‘;'\}’\\ o %%V,{i" a» . ; b ? 0.06 e ] 4.0
] tn v‘«w%?& d : : i L 3
., R o ‘i & o ’
gm§7 SNV abmevled s 0.04 o
| lena
£ grolh. Ny ol 3
dokeeted o 0.02 o o
Wi -:‘L
|
] *" 0.00 ; ; 0.G
A s i5 20 25 30

12/04/2007 14:06
5-12



DUI Subject Test

. STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

Date: 12/04/2007
Time: 14:06:52

Subject Name:

Test Operator Name: A L B
© Comment: TOLUENE TEST

BLANK TEST 0.000 14:07

INTERNAL STANDARD PASSED 14:07
Xg = 0.1547 (0.64%)

SUBJECT 'SAMPLE (Vol=2.1L) 0.019 14:08-

X{l1l] = 0.0190 (0.0003) ({-0.0027)

USER ABORT

aiv é%{&g} v g |
miysN. Sene okt
fown pevious ket
Sl ai)rgg,e,w?w Tlud g
Aot pdtoted

afuly

7
¥

12/04/2007 14:09

0.10

0.08

0.02

0.00

5-13 .

Alcohol {(g/210L)
. Flow Rate (L/M)

20

25

4G.06

32.C

24.0

16.0



DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location:
Calibration Date:

= VERMONT

e DEPARTMENT OF HEALTH

Time: - 08:12

VERSIONS

DMT 1.26

PIC 2.03

Questions 1.0
. Reports 1.3

TEMPERATURES

Sample Chamber = 49.1 C
Breath Tube = 45.4 C
Simulator Hose = 0.0 C
Digital Sim = 34.1 C
SETTINGS

‘Lamp Voltage = 2,02V
Cooler Voltage = 1.83 'V '
Bias Voltage - = 80.1 V

Chopper Freq 539.0 Hz
PUMP INFO
Flow Rate = 5.279 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0093 -0.0077
MIN(V) -0.0108 -0.0093

FILTER INFO

Filter 1 -0.009 Zero = true
Filter 2 0.469 Zero =-true
Filter 3 1.336 Zero = true

INTERNAL STANDARD
Xq = 0.,1552 0.29%

12/06/2007 08:17
- 5-14
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12/06/2007 08:42

Lo I«

32.9
24.0
16.0
8.0
0.0
30
40.0
32.0
24.0
16.0
8.0
6.9
30
40.0
----- 32.0
. 24.0
ACCURACY AND PRECISION TEST 16.0
8.0
STATE OF VERMONT J 0.9
- DataMaster DMT: 103006 40.¢
32.0
Date: 12/06/2007 4.8
Time: 08:26:15 i6.0
SUPERVISOR NAME: RJD .01 ACETONE IN .04ETOH f'g
N U
30
SOLUTION LOT #: 07—14-04gﬁ¥\ 0.0
SOLUTION CONCENTRATION: U.010 oo
BLANK TEST 0.000  08:27 4 24.0
INTERNAL STANDARD PASSED  08:27 16.0
¥q = 0.1552 (0.29%) N 8.0
SIMULATOR VAPOR INTERFERENCE  08:27° 0.0
X[1] = 0.0449 (~0.0069) (0.0000) 30
STMULATOR VAPOR - . INTERFERENCE  08:28 46.0
X[1] = 0.0453 (~0.0062) . ({-0.0005) : 32.0
SIMULATOR VAPOR INTERFERENCE  08:29 04.0
X[1i] = 0.0455 (-0.0068) (~0.0003) 24.0
SIMULATOR VAPOR - INTERFERENCE . 08:30 16.0
X[1] = 0.0451 (-0.0074) (~0.0009) 8.
SIMULATOR VAPOR . INTERFERENCE 08:31 36 e.
X[1] = 0.0455 {-0.0073) (-0.0005) PPN
SIMULATOR VAPOR INTERFERENCE - 08:32 sy
X{1] = 0.0452 (-0.0072) (~0.0003) 32.0
SIMULATOR VAPOR INTERFERENCE  08:33 24.0
_ X[1} = 0.0452 (-0.0068) (-0.0009) 15,
SIMULATOR VAPOR INTERFERENCE  08:34 6.5
X[1] = 0.0454 (-0.0070) (-0.0010) 2
SIMULATOR VAPOR INTERFERENCE 08:35 30
X[1] = 0.0455 (-0.0067) (-~0.0005) 0.0
SIMULATOR VAPOR INTERFERENCE  08:36 39,0
. X{11 = 0.0452 (-0.0074) (-0.0007) é; o
BLANK TEST 0.000  08:37 .Y
- 16.0
8.0
.0
30
£0.0
32.0
24.9
16.0
0.0
30
! £0.¢
32.6
24.¢
16.90
C gL
0.0
30



ACCURACY AND PRECiSION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 12/06/2007
Time: 08:51:08

SUPERVISOR NAME: RJD .01 ACETONE IN

SOLUTION LOT #: 09-20-07¢fk{
SOLUTION CONCENTRATION: 0.010

H20

BLANK TEST
INTERNAL STANDARD
Xg = 0.1539
SIMULATOR VAPOR

X[1] = 0.0048 (-0.0076)

SIMULATOR VAPOR

X[1] = 0.0048 (~0.0077)

SIMULATOR VAPOR

0.000
PASSED

(1.16%)

INTERFERENCE
(0.0002)
INTERFERENCE
{0.0003)
INTERFERENCE

X[1] = 0.0043 {(-0.0089) (~0.0004)

SIMULATOR VAPOR

X[1] = 0.0052 (~0.0077)

SIMULATOR VAPOR
X[1} = 0.0047
'SIMULATOR VAPOR

X[1] = 0.0047. (~0.0076)

SIMULATOR VAPOR
X{1] = 0.0054
SIMULATOR VAPOR

X[1] = 0.0056 (-0.0072)

SIMULATOR VAPOR

X{1] = 0.0047 (-0.0083)

SIMULATOR VAPOR

X{1] = 0.0050 (~0.0081)

BLANK TEST

(=0.0079)

(~0.0076)

INTERFERENCE
{(—-0.0004)
INTERFERENCE
{~0.0003)
INTERFERENCE
{0.0003)
INTERFERENCE
{0.0001)
INTERFERENCE
(0.0003)
INTERFERENCE
(-0.0002)
INTERFERENCE
(-0.0004)
0.000

08:52
08:52

08:52
08:53

08:54

08:55

08:56

08:57
08:58
08:59

09:00

09:01

098:01

12/06/2007 09:02
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 12/06/2007

Time: 09:21:57

.08ETOH

SUPERVISOR NAME: RJD .01 ACETONE IN
SOLUTION LOT #: 07-09-0804
SOLUTION CONCENTRATION: 0.010
BLANK TEST 0.000 09:22
INTERNAL STANDARD PASSED  09:22
Xq = 0.1553 (0.23%)
SIMULATOR VAPOR (33.9°C) 0.078  09:23
X{1] = 0.0782 (-0.0041) {0.0007) -
SIMULATOR VAPOR (33.9°C) 0.079 09:24
X[1] = 0.0799 (-0.0038) (0.0003)
SIMULATOR VAPOR (33.9°C) 0.079  09:25
© X[1] = 0.0791 (-0.0049) (-0.0007)
SIMULATOR VAPOR (33.9°C) 0.080 09:26
X[1] = 0.0803 (~0.0046) (0.0000)
STMULATOR VAPOR {(33.9°C) . 0.080  09:27
%[1] = 0.0804 ({-0.0043) {0.0003)
SIMULATOR VAPOR (33.8°C) 0.079 09:28
X[1] = 0.0793 (-0.0050) {(-0.0009)
SIMULATOR VAPOR INTERFERENCE  09:29
X{1] = 0.0797 (-0.0051) (-0.0006)
STIMULATOR VAPOR (33.8°C) 0.079 09:30
X[1] = 0.0797 (-0.0040) (-0.0003)
SIMULATOR VAPOR (33.8°C) 0.07¢  09:31
X{1] = 0.0796 (-0.0045) (-0.0002)
SIMULATOR VAPOR (33.8°C) 0.080 . 09:32
X[1].= 0.0800 (-0.0042) (-0.0002)
BLANK TEST 09:32

0.000

12/06/2007 09:33
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 12/07/2007
Time: 0B8:28:07

SUPERVISOR NAME: RJD .02 ACETONE H20

SOLUTION LOT #: 09-20-074A2
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000  08:29
INTERNAL STANDARD  * PASSED  08:29
Xq = 0.1547 (0.648) .
SIMULATOR VAPOR INTERFERENCE =~ 08:29
X[1} = 0.0061 {(-0.0087) (0.0007)
SIMULATOR VAPOR INTERFERENCE ~ 08:30
X[1] = 0.0057 (=0.0092) (0.0005)
SIMULATOR VAPOR INTERFERENCE ~ 08:31
X[1] = 0.0055 (-0.0095). (0.0005)
_SIMULATOR VAPOR
X[1] = 0.0056 (-0.0097) (=0.0002)
SIMULATOR VAPOR INTERFERENCE ~ 08:33
X{1] = 0.0052 (-0.0093) (-0.0003)
SIMULATOR VAPOR INTERFERENCE ~ 08:34
X[1] = 0.0051 (=0.0099) (~0.0002)
STMULATOR VAPOR INTERFERENCE 08135
X[1] = 0.0045 (-0.0099) (-0.0002)
SIMULATOR VAPOR INTERFERENCE ~ 08:36
X[1] =.0.0059 (-0.0088). (0.0005)
SIMULATOR VAPOR INTERFERENCE ~ 08:37
X[1] = 0.0052 (-0.0097) (~0.0003)
SIMULATOR VAPOR INTERFERENCE ~ 08:38
X[1] = 0.0050 (-0.0099) (-0.0007)
BLANK TEST 0.000 - 08:38

INTERFERENCE = 08:32

12/7/2007 08:43
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date:

Time: 10:30:38

01/02/2008

SUPERVISOR NAME:

DMR 0.02 IN H20

SOLUTION LOT #: 09-07-02& AL
SOLUTTON CONCENTRATION:- 0.020

BLANK TEST
Xq = 0.1543

X[1] = 0.0043
SIMULATOR VAPOR
X[1] = 0.0041
SIMULATOR VAPOR
X[1] = 0.0040
" SIMULATOR VAPOR
X[1] = 0.0040
SIMULATOR VAPOR
X[11 = 0.0040
SIMULATOR VAPOR
X[1] = 0.0035
SIMULATOR VAPOR
X[1] = 0.0038
SIMULATOR VAPOR
X[1] = 0.0039
SIMULATOR VAPOR
X[11 = 0.0045
SIMULATOR VAPOR
X[1] = 0.0037
BLANK TEST

. INTERNAL STANDARD
(0.87%)

SIMULATOR VAPOR

0.060
PASSED

INTERFERENCE
(=0.0071) (0.0004)
INTERFERENCE
(~0.0074) (0.0003)
, INTERFERENCE
(-0.0073) (-0.0004)
INTERFERENCE
(-0.0076) (-0.0001)
. INTERFERENCE
(-0.0075) {=0.0001)
INTERFERENCE
(-0.0081) (-0.0005)
INTERFERENCE
(-0.0074) (-0.0001)
INTERFERENCE
(-0.0073) (0.0002)
INTERFERENCE
(-0.0074) (0.0001)
INTERFERENCE
(~0.0078)
0.000

dop@ Acetone o RO

(-0.0002) .

10:31
10:31

10:32

10:32

10:33

10:34

10:35

.10:36

10:37

10:38

10:39

"10:40

10:41

01/02/2008 '10:44
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DIAGNOSTIC RESULT

DataMaster DMT: 10300
Location: '
Calibration Date:

Certification Date:

Installation Date:

Test Date: 01/02/2008
Time: - 10:46

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES
Sample Chamber
Breath Tube
Simulator Hose

B
(@ e) RTo)
[en ¢ /2 \V)
[eNeNe!]

W

SETTINGS

Lamp Voltage =2.02 Vv
Cooler Voltage = 1.83 V
Bias Voltage = 80.1 V
Chopper Freq =

542.4 Hz

PUMP INFO
" Flow Rate = 5.356 L/M

DETECTOR INFO

PUMP ON - OFF
MAX (V) -0.0461. -0.0451
MIN(V) -0.0476 -0.0472

FILTER INFO

Filter 1 -0.047 Zero =
Filter 2 0.432 Zero =
Filter 3 1.313 Zero =

INTERNAL STANDARD
Xq = 0.1523 2.14%

01/02/2008 10:47

true-
true
true -

E2

VERMONT

' DEPARTMENT OF HEALTH

5-20
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DIAGNOSTIC RESULT

e
g

" ¥ DataMaster DMT: 103006

Location: . VDHL
Calibration Date: ‘
Certification Date: 01/29/2008
Installation Date: 01/29/2008
Test Date: 03/05/2008
Time: .09:24 :

"VERSIONS

DMT 0.30

PIC 2.05

Modem 1.01
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.97°C
Breath Tube = 47.56°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.99 Vv
Cooler Voltage = 1.87 V
Bias Voltage: = 80.1 V
‘Chopper Freq = 545.7 Hz

PUMP INFO
Flow Rate = 4.638 L/M

DETECTOR INFO

PUMP ON OFF -
MAX (V) 0.0636 0.0642
MIN(V) -0.0620 0.0622

FILTER INFO .
true

Filter 1 0.063 -Zero =
Filter 2 0.52% Zero = true
Filter 3 -0.063 Zero = true

INTERNAL STANDARD

) Xq =.0.1406 0.06%

03/05/2008 09:25

VERMONT

DEPARTMENT OF HEALTH

5-21



ACCURACY AND

PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date:

Time: 09:30:43

03/05/2008

SOLUTION LOT #: 07-09-0804 2—

SUPERVISOR m: ALE 02ACETONE 0SETOH

SOLUTION CONCENTRATION: 0.082
BLANK TEST 0.000 09:31
INTERNAL STANDARD PASSED  09:31
Xg = 0.1405 (0.00%)
SIMULATOR VAPOR INTERFERENCE 09:32
X{1}] = 0.0928 (-0.0113) (0.0041)
SIMULATOR VAPOR INTERFERENCE . - 09:33
X[1] = 0.0932 (-0.0113) (0.0031)
SIMULATOR VAPOR INTERFERENCE 09:34
X{1] = 0.0930 (-0.0118) (0.0032)
SIMULATOR VAPOR INTERFERENCE . 09:35
X[1] = 0.0930 (-0.0115) (0.0036)
SIMULATOR VAPOR INTERFERENCE 09:36
X[1] = 0.0929 (-0.0114) (0.0026)
SIMULATOR VAPOR INTERFERENCE 09:37
X[1] = 0.0932 (~0.0115) (0.0030) )
SIMULATOR VAPOR . INTERFERENCE 09:38
%{1] = 0.0930 (-0.0117) (0.0034)
SIMULATOR VAPOR : INTERFERENCE  09:39
X{1] = 0.0929 (-0.0115) (0.0031)
SIMULATOR VAPOR INTERFERENCE 09:40
X[1} = 0.0934 (-0.0111) (0.0030) .
SIMULATOR VAPOR INTERFERENCE 09:41
X[1] = 0.0930 (-0.0112) (0.0039) .
BLANK TEST 0.000 09:41

DMT Serial Number #103006
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‘ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 03/05/2008
Time: 09:45:32

SUPERVISOR NAME: DMR 02 ACETONE IN 08 ETOH

SOLUTION LOT #: 07—09—080;!7’
SOLUTION CONCENTRATION: 0.082

BLANK TEST 0.000 09:46
INTERNAL STANDARD PASSED  09:46
Xg = 0.1404 (0.06%)
SIMULATOR VAPOR INTERFERENCE =~ 09:46
X[1] = 0.0928 (-0.0112) (0.0039) ,
SIMULATOR VAPOR INTERFERENCE. 09:47
X[1] = 0.0924 {~0.0114) (0.0033)
SIMULATOR VAPOR INTERFERENCE  09:48
CX{1] = 0.0929 (~0.0112) ({0.0033)
SIMULATOR VAPOR INTERFERENCE  09:49
X[{1] = 0.0931 (-0.0110) (0.0037) ‘
SIMULATOR VAPOR INTERFERENCE = 09:50
X[1} = 0.0925 (~-0.0119) (0.0028)
SIMULATOR VAPOR INTERFERENCE  09:51
X[1] = 0.09829 (-0.0120) (0.0031) .
SIMULATOR VAPOR INTERFERENCE 09:52
X[1] ='0.0929 (-0.0115) (0.0035)
SIMULATOR VAPOR INTERFERENCE 09:53
X[1] = 0.0931 (-0.0110)  (0.0031)
SIMULATOR VAPOR INTERFERENCE  09:54
X[1] = 0.0933 (-0.0111) (0.0035) )
SIMULATOR VAPOR INTERFERENCE 09:55
X[1] = 0.0932 (-0.0112) (0.0036)
BLANK TEST ‘ 0.000 09:56
DMT Serial Number #103006
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMastér DMT: 103006 .

Time: 10:10:06

Date: 03/05/2008

SUPERVISOR NAME:

ALB O4IPA O8SETOH

© SOLUTION 1OT #: 07-09-080H
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000° 10:11
INTERNAL STANDARD PASSED 10:11
Xq = 0.1409 (0.32%) ‘ ;
SIMULATOR VAPOR INTERFERENCE 10:11
X[1] = 0.1071 (~0.0237) (0.0058) ,
SIMULATOR VAPOR INTERFERENCE  10:12
X[1] = 0.1072 (-0.0234) (0.0055) '
SIMULATOR VAPOR INTERFERENCE  10:13
X[1] = 0.1066 (~0.0246) (0.0048).
SIMULATOR VAPOR INTERFERENCE =~ 10:14
X{1] = 0.1071 (-0.0243) (0.0055)
SIMULATOR VAPOR ~ INTERFERENCE 10:15
X[1] = 0.1070 (-0.0241) (0.0048)
SIMULATOR VAPOR INTERFERENCE ~ 10:16
X{1] = 0.1074 {~0.0246) (0.0049) )
SIMULATOR VAPOR INTERFERENCE ~ 10:17
. X%[1] = 0.1071 ({-0.0245) (0.0046) 5
SIMULATOR VAPOR INTERFERENCE 10:18
X[1] = 0.1074 (-0.0244) (0.0054)
SIMULATOR VAPOR INTERFERENCE  10:19
X[1] = 0.1070 (-0.0246) (0.0043)
SIMULATOR VAPOR INTERFERENCE 10:20
- X[11 = 0.1072 (~0.0246) (0.0052)
1 BLANK TEST 0.000. 10:21
- DMT Serial Number #103006
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ACCURACY AND

PRECISION TEST

DataMaster DMT:

STATE OF VERMONT

103006

Time: 10:36:15

SOLUTION LOT #:

Date: 03/05/2008

-07-09-08014

SOLUTION CONCENTRATION: 0.082 -

SUPERVISOR NAME: HXB 0.04IPA 0.0821ETCH

BLANK TEST © 0.000 - 10:37
, INTERNAL STANDARD PASSED 10:37
Xqg = 0.1408 (0.19%)
SIMULATOR VAPOR INTERFERENCE 10:37
X[1] = 0.1075 (~0.0243) (0.0060)
SIMULATOR VAPOR INTERFERENCE 10:38
X{[1] = 0.1070 (~0.0246) (0.0053) .
SIMULATOR VAPOR INTERFERENCE 10:39
X{1] = 0.1074 (-0.0242)  (0.0051) .
SIMULATOR VAPOR INTERFERENCE 10:40
X{1] = 0.1076 (-0.0241) {0.0047) .
SIMULATOR VAPOR INTERFERENCE 10:41
X{1] = 0.1073 (-0.0241) (0.0051) .
SIMULATOR VAPOR INTERFERENCE 10:42
X[1] = 0.1076 (~0.0241) (0.0050) -
‘SIMULATOR VAPOR INTERFERENCE 10:43
X[1] = 0.1075 (-0.0238) (0.0049)
SIMULATOR VAPOR o INTERFERENCE  10:44
X{1] = 0.1070 (-0.0239) (0.0046)
‘I SIMULATOR VAPOR INTERFERENCE 10:45
X[1} = 0.1073 (~0.0241) (0.0053)
SIMULATOR VAPOR INTERFERENCE . 10:46
X{1] = 0.1073 (-0.0248) (0.0046)
BLANK TEST ’ 0.000 10:47
DMT Serial Number #103006
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

_ Date: 03/05/2008

Time: 10:53:22

'SUPERVISOR NAME: ALB 04IPA

SOLUTION LOT #: 08-13-04071-
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 10:54
INTERNAL STANDARD . PASSED 10:54
Xg = 0.1409  (0.32%) )
" -SIMULATOR VAPOR INTERFERENCE  10:54
X[1} = 0.0254 (-0.0264) (0.0035)
SIMULATOR VAPOR - INTERFERENCE 10:55
X[1} = 0.0252 (-0.0263) {(0.0024) o
SIMULATOR VAPOR INTERFERENCE 10:56
X[1} =.0.0250 (~0.0266) (0.0022)
SIMULATOR VAPOR INTERFERENCE 10:57
X[1] = 0.0254 (-0.0263) (0.0025)
SIMULATOR VAPOR INTERFERENCE 10:58
X[1] = 0.0255 (-~0.0258) (0.0028)
SIMULATOR VAPOR INTERFERENCE 10:59
X111 = 0.0253 (-0.0258) (0.0026)
SIMULATOR VAPOR INTERFERENCE - 11:00
"X{1] = 0.0256 (-0.0261) (0.0028}) 5
SIMULATOR VAPOR - INTERFERENCE  11:01
X[{1] = 0.0250 (-0.0267) (0.0023) .
SIMULATOR VAPOR *  INTERFERENCE 11:02
X[1}] = 0.0254 (-0.0262) (0.0029)
SIMULATOR VAPOR INTERFERENCE - 11:03
X{1] = 0.0251 (-0.0260) (0.0023)
BLANK TEST 0.000 11:04
-DMT Serial Number #103006 :
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'ACCURACY  AND PRECISION TEST

STATE OF VERMONT

DatéMaster DMT: 103006

" Date: 03/05/2008

Time: 11:13:56 -

SUPERVISOR NAME: SEH .04IPA

SOLUTION LOT #: 08-13-040L
SOLUTION CONCENTRATION: 0.040

11:14

BLANK TEST 0.000
INTERNAL STANDARD PASSED  11:14
Xq = 0.1409 {0.32%) ,
SIMULATOR VAPOR INTERFERENCE  11:15
X[1} = 0.0249 (-0.0263) (0.0038)
SIMULATOR VAPOR INTERFERENCE 11:16
X[1] = 0.0252 (-0.0259) (0.0033)
SIMULATOR VAPOR INTERFERENCE  11:17
© X[1] = 0.0252 ({-0.0260) (0.0028)
SIMULATOR VAPOR INTERFERENCE  11:18
© X[1] = 0.0253 (-0.0259) (0.0031) v
SIMULATOR VAPOR INTERFERENCE = 11:19
X[1) = 0.0252 (-0.0260) (0.0027)
SIMULATOR VAPOR INTERFERENCE ~ 11:20
X{1] = 0.0253 (-0.0260) (0.0023) _
SIMULATOR VAPOR INTERFERENCE ~ 11:21
X[1] = 0.0253 (-0.0263)- (0.0028)
SIMULATOR VAPOR INTERFERENCE ~ 11:22
X[1] = 0.0255 (~0.0260) {0.0030)
SIMULATOR VAPOR INTERFERENCE  11:23°
X[1] = 0.0253 (~0.0260) (0.0025) o
SIMULATOR VAPOR INTERFERENCE  11:24
X[1] = 0.0250 {-0.0262) ({0.0027)
BLANK TEST © 0,000 11:24
DMT Serial Number #103006
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" DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location: VDHL
Calibration Date:
Certification Date: 01/29/2008

VERMONT

Installation Date:  01/29/2008
Test Date: 03/06/2008
Time: ' : 13:27

VERSIONS

DMT 0.30

PIC 2.05
Modem 1.01
Questions 1.00
Reports 0.03

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube = 47.39°C

- Digital Sim = 34.2°C
SETTINGS ‘
Lamp Voltage = 2.00 V.
Cooler Voltage = 1.87 V
Bias Voltage = 80.1 V
Chopper Freq = 542.3 Hz

PUMP INFO
Flow Rate = 4.837 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0518 0.0516
MIN{(V}) 0.0494 0.0498

FILTER INFO

Filter 1 0.051 Zero = true
Filter 2 0.517 Zero = true
= true

"Filter 3 0.052 Zero

INTERNAL STANDARD
Xq = 0.1410  0.38%

03/06/2008 13:28
528
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 03/06/2008
Time: 13:30:51

SOLUTION LOT #: 07-09-080 ﬂ"’
SOLUTION CONCENTRATION: 0.080

SUPERVISOR NAME: RJD .04MEOH .O08SETOH

« e R P EEEREEEERED

BLANK TEST - 0.000 - 13:31
INTERNAL STANDARD PASSED  13:31
Xq = 0.1407 (0.13%) : f
SIMULATOR VAPOR INTERFERENCE  13:32
CX[1] = 0.1043 (-0.0061) (-0.0032)
SIMULATOR VAPOR INTERFERENCE =~ 13:33
X[1] = 0.1049 (~0.0063) (-0.0035)
SIMULATOR VAPOR INTERFERENCE  13:34
" X[1] = 0.1050 (-0.0064) (-0.0037)
SIMULATOR VAPOR INTERFERENCE  13:35
X[1] = 0.1044 (-0.0076) (~0.0036)
SIMULATOR VAPOR INTERFERENCE = 13:36
%{1] = 0.1049 (-0.0065) (~0.0034)
SIMULATOR VAPOR INTERFERENCE  13:37
X[1] = 0.1049 (-0.0063) (-0.0042) '
SIMULATOR VAPOR INTERFERENCE  13:38
X{1] = 0.1051 (-0.0066) (-0.0033)
SIMULATOR VAPOR INTERFERENCE . 13:39
X{1] = 0.1049 (-0.0062) (~0.0034)
SIMULATOR VAPOR INTERFERENCE = 13:40
X{1] = 0.1051 (-0.0067) (~0.0042)
SIMULATOR VAPOR INTERFERENCE ~ 13:41
X[1] = 0.1049 {-0.0069) (-0.0035)
BLANK TEST i ©0.000 13:41
DMT Serial Number #103006
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ACCURACY AND PRECISION TEST

R

STATE OF VERMONT .

DataMaster DMT: 103006 : §?:§
' . g3

Date: 03/06/2008 : |38
Time: 13:52:59 : I §:§
) . l .x;.,;-"

SUPERVISOR NAME: ALB 04MECH OBETOH . 5 © 4:8

25 30

<o
wm
[ury
fer)
=
(4]
N
o

£0.G
SOLUTION CONCENTRATION: 0.080 . : égq
BLANK TEST v 0.000  13:53 : %%3
INTERNAL STANDARD PASSED  13:54 : 18:0
‘Xq = 0.1409 (0.32%) . . ‘g:g
SIMULATOR VAPOR INTERFERENCE  13:54 2 : B:3
X[1} = 0.1051 {-0.0056) (-0.0028) 0 5 10 15 20 25 30 .
SIMULATOR VAPOR INTERFERENCE  13:55 . §%8
X[1] = 0.1047 (-0.0070) (-0.0031) ‘16 355
SIMULATOR VAPOR _INTERFERENCE  13:56 : : 5418
X{1] = 0.1047 (-0.0071) (-0.0030) . we 20. ¢
SIMULATOR VAPOR INTERFERENCE -~ 13:57 : N — 1210
X[1] = 0.1048 (-0.0068) (-0.0035) : A i
SIMULATOR VAPOR INTERFERENCE  13:58 . vev
X[1] = 0.1056 (-0.0066) (-0.0032) = . 0 > 10 15 20 25 30 £9.0
SIMULATOR VAPOR INTERFERENCE  13:59 I8 e 1 388
X[1} = 0.1056 (-0.0067) (-0.0028) : ;gs
SIMULATOR VAPOR INTERFERENCE  14:00 . 54- g
X[1} = 0.1051 (-0.0070) (-0.0032) ' : f : fgtd
SIMULATOR VAPOR INTERFERENCE . 14:01 : :I::""“"‘* - ~5-4
X[1] = 0.1057 (-0.0066) (-0.0035) . 4.8
SIMULATOR VAPOR INTERFERENCE  14:02
X[1] = 0.1055 (-0.0068) (-0.0037) :
SIMULATOR VAPOR INTERFERENCE  14:03

X[1] = 0.1056 (-0.0066) (-0.0035)
. 0.000 14:04

BLANK TEST
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date:
Time:

03/06/2008
14:10:05

SUPERVISOR NAME: ALB 04MEOH

SOLUTION LOT #: 08-12-040 4
SOLUTION CONCENTRATION: 0.040

BLANK TEST : 0.000 14:11
INTERNAL STANDARD PASSED  14:11
Xg = 0.1409 (0.32%)
SIMULATOR. VAPOR INTERFERENCE  14:11
X[1] = 0.0185 (-0.0067) (~0.0040)
SIMULATOR VAPOR INTERFERENCE ~14:12
X[1] = 0.0183 (~0.0072) (-0.0037) :
SIMULATOR VAPOR INTERFERENCE  14:13
X[1] = 0.0182 (-0.0071) (~0.0043)
SIMULATOR VAPOR ' INTERFERENCE  14:14
X{1] = 0.0182 (-0.0077) (-0.0045) :
SIMULATOR VAPOR  INTERFERENCE = 14:15
X{1] = 0.0186 (~0.0071) (-~0.0043)
SIMULATOR VAPOR . INTERFERENCE  14:16
X[{1] = 0.0181 (~0.0077) (-0.0037)
SIMULATOR VAPOR INTERFERENCE 14:17
X[1] = 0.0184 (-0.0069) (~0.0039)
SIMULATOR VAPOR - INTERFERENCE  14:18
X[1] = 0.0185 (-0.0076) (-0.0040) :
SIMULATOR VAPOR INTERFERENCE . 14:19
X[1] = 0.0184 (~0.0074) (~0.0047) :
SIMULATOR VAPOR INTERFERENCE  14:20
X[{1] = 0.0184 (-0.0075) (-0.0045)
BLANK TEST ‘ 0.000 14:21

DMT Serial Number #103006
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ACCURACY AND PRECISION TEST

- STATE OF VERMONT -

DataMaster DMT: 103006

Date: 03/06/2008
Time: 15:37:30

" SUPERVISOR NAME: DMR 04 MEOH

_SOLUTION LOT #: 08-12-040fA
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 15:38
INTERNAL STANDARD PASSED  15:38
Xq = 0.1403 (0.138%) . :
SIMULATOR VAPOR  INTERFERENCE 15:38
X[1] = 0.0182 (-0.0075) (-0.0032)
SIMULATOR VAPOR INTERFERENCE 15339
X[1] = 0.0181 {~0.0079) (~0.0038) A
SIMULATOR VAPOR INTERFERENCE  15:40
%[1] = 0.0182 (-0.0080) - (~0.0043)
SIMULATOR VAPOR INTERFERENCE  15:41
X[1] = 0.0186 (~0.0072) {~0.0040)
SIMULATOR VAPOR INTERFERENCE = 15:42
X[1] = 0.0183 (-0.0074) (-0.0045)
SIMULATOR VAPOR _ INTERFERENCE  15:43
X[1] = 0.0183 (-0.0075) (~0.0041)
SIMULATOR VAPOR °  INTERFERENCE  15:44
© X[1] = 0.0184 (-0.0078) (-0.0046)
SIMULATOR VAPOR INTERFERENCE  15:45
X[1] = 0.0186 {-0.0071) (-0.0039)
SIMULATOR VAPOR INTERFERENCE ~ 15:46
X{1] = 0.0188 (~0.0071) (~0.0042) ,
SIMULATOR VAPOR INTERFERENCE  15:47
X[1] = 0.0183 (-0.0079) (~0.0047)
BLANK TEST 0.000 15:48
DMT Serial Number #103006

0.10
0.08
0.06
0.04

0.02
0.00

0.10
.0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
.00

0.10
- 0.08

0.06°

0.04

0.02
0.00

0.10
0.08
0.06

0.04

0.02
0.00

0.10
0.08
0.06
0.04
0.02
0.00
0.10
0.08
"0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

.10
0.08
0.06
0.04

0.02
0.00

Page1ofl
5-32

;;. 16 1536 25 30
o; 10 15 20 25 mm;o

70 55 3?
;;47 10 15 20 55 30
0 10 15 20 25 .;o
; ------- 10 1; 20 25 30
0 15 ig ‘‘‘‘‘‘ 20 25 30
..... 10 15 20 25 mf;o
0 10 s 20 z; 30
0 10 13 55 35 30

O
.

bA B3 i

[TV S (2B AC IR VS IS
M o DN O QT N B N O
M . . D R S S R
[ee] 2D OO0 DO OO DO

s b
o
.

N A =)

[AS S O TR ¥5 TN
.

D a3
PR

.

N W s
oy B> N
« e s »
DD DD D QO O DD

.
[l

LEUINE N
> B O O W
.

[
O m o

. ..

oo

SV
.

N Lo
B N O 0 iy
« e e e e .
OO [ R B o B o BN o BN 0 4 [ el

< pa

[ <Y
.
DD DD

SR S IR VS R %
o s M3
. . e
2 2 G O 2

< ow
.

>
o Q

[ B Y
D ows O D
.

PR
O DO

.

1
@

[ N T

A W Ny 2
« e

[ i &)

LRt o]
(o}

o

<

04/30/2008 09:23



ACCURACY AND PRECISION TEST

STATE  OF VERMONT

DataMaster DMT: 103006

Date: 03/07/2008

"~ Time: 08:49:09

SUPERVISOR NAME: ALB O02ACETONE 04ETOH

SOLUTION LOT #: o7-14—o4ol§
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000  08:50
" INTERNAL STANDARD PASSED . 08:50
Xq = 0.1407 (0.13%) :
SIMULATOR VAPOR INTERFERENCE  08:50

X[1) = 0.0477 (-0.0107) (0.0019)
SIMULATOR VAPOR _ 'INTERFERENCE  08:51
X{1] = 0.0477 (~0.0109) (0.0017) -
SIMULATOR VAPOR INTERFERENCE  08:52
X[1}] = 0.0477 (-0.0112) (0.0022)
SIMULATOR VAPOR " INTERFERENCE  08:53
X[1] = 0.0481 (-0.0106) {0.0015)
SIMULATOR VAPOR INTERFERENCE . 08:54
X[1] = 0.0482 (-0.0105) {0.0015)
SIMULATOR VAPOR ~  INTERFERENCE 08:55
X[1] = 0.0481 (-0.0113) (0.0011)
SIMULATOR VAPOR INTERFERENCE  08:56
X{1] = 0.0475 (-0.0114) (0.0011)
SIMULATOR VAPOR . - INTERFERENCE _ 08:57
X[1] = 0.0481 (~0.0109) (0.0015)
.SIMULATOR VAPOR ~  INTERFERENCE . 08:58
X{1] = 0.0487 (~0.0106) (0.0012)
SIMULATOR VAPOR INTERFERENCE  08:59
X[1] = 0.0484 {-0.0107) (0.0018) .
BLANK TEST 0.000  09:00
DMT Serial Number #103006
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ACCURACY AND PRECISION TEST

‘STATE OF VERMONT

DataMaster DMT: 103006

Date: 03/07/2008
Time: 09:11:21

SUPERVISOR NAME: SEH

.02ACETONE IN .0427ETO

SOLUTION LOT #: 07-14-040f)

SOLUTION CONCENTRATION: . 0.042
BLANK TEST 0.000 09:12
INTERNAL STANDARD PASSED 09:12
Xq = 0.1408 (0.25%)
SIMULATOR VAPOR INTERFERENCE 09:12
X[1] = 0.0480 (~0.0109) (0.0025) ‘
SIMULATOR VAPOR INTERFERENCE 09:13
X{1] = 0.0481 (-0.0109) (0.0020)
SIMULATOR VAPOR INTERFERENCE 09:14
X[1] = 0.0481 (-0.0110) ({0.0019)
SIMULATOR VAPOR . INTERFERENCE 09:15
X[1] = 0.0480 (-0.0109) (0.0023)
SIMULATOR VAPOR INTERFERENCE 09:16
X[1] = 0.0483 (-0.0109) (0.0018)
SIMULATOR VAPOR INTERFERENCE 09:17
X[1] = 0.0485 (-0.0107) (0.0018)
SIMULATOR VAPOR INTERFERENCE 09:18
X[1] = 0.0482 (-0.0111) (0.0020)
SIMULATOR VAPOR INTERFERENCE 09:19
X[1}] = 0.0481 {-0.0110) (0.0022)
SIMULATOR VAPOR INTERFERENCE 08:20
X[1] = 0.0481 (-0.0112) (0.0016)
SIMULATOR VAPOR INTERFERENCE 09:21
X[1] = 0.0485 (-0.0110) (0.0017)
BLANK TEST 0.000 - 08:22
DMT Serial Number #103006
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DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location: . VDHL
Calibration Date:

Certification Date: 01/29/2008
Installation Date:: 01/29/2008
Test Date: 03/07/2008
Time: 09:05

VERSIONS

DMT 0.30

PIC 2.05
Modem 1.01
Questions 1.00
Reports 0.03

 TEMPERATURES

Sample Chamber = 48.91°C
Breath Tube = 46.12°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 2.00V
Cooler Voltage = 1.87 V
Bias Voltage = 80.1V
Chopper Freg = 542.3 Hz

f PUMP INFO
Flow Rate = 4.652 L/M’

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0596 0.0606
MIN(V) 0.0581 0.0583

FILTER INFO

Filter 1 0.058 Zero = true
Filter 2 0.525 Zero = true
= true

Filter 3 0.059 Zero

INTERNAL STANDARD
Xg = 0.1408 0.25%

03/07/2608 09:07

'VERMONT

DEPARTMENT OF HEALTH

5.35
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DUI Subject Test

STATE OF VERMONT -
DataMaster DMT: 103006

Installation Date:

10/26/2007
08:41:36

Date:
Time:

‘Subject Name: 07-09-080

Test Operator Name: R J D Ty
Comment: 0.40 TYGON .0821 Bapuwm  (oi241
BLANK TEST 0.000 08:42
INTERNAL STANDARD PASSED . 08:42
Xqg = 0.1552  (0.29%) .
SUBJECT SAMPLE (Vol=3.5L) .INVALID 08:43
X{1] = 0.0000 (0.0000) (0.0000)
BLANK TEST C i 0.000  08:44
SUBJECT SAMPLE (Vol=2.6L) 0.087 08:44
X{1] = 0.0876 (-0.0012) {0.0006) .
BLANK TEST 0.000 08:45 -
SUBJECT SAMPLE (Vol=3.1L) 0.088- 08:46
-~ X[1] = 0.0887 (0.0003) (0.0002)
BLANK TEST 0.000 08:47:
SUBJECT SAMPLE (Vol=3.0L) 0.088  08:48
X{1] = 0.0883 (-0.0015) (-0.0001)
BLANK TEST ’ 0.000 08:49
. SUBJECT SAMPLE (Vol=3.3L) 0.085 08:50
X{1} = 0.0893 (-0.0009) (0.0004)
BLANK TEST 0.000 08:51
SUBJECT SAMPLE (Vol=1.5L) 0.084  08:51
(=0.0007)

X{1] = 0.0846 (-0.0010)

10/26/2007 08:52
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‘DUI Subject Test

DataMaster DMT: 103006

Installation Date:

STATE OF VERMONT

10/26/2007
08:55:19

Date:
Time:

Subject Name: 07-09-080

Test Operator Name: R J D

X[1] = 0.0831 (-0.0014)

Comment: NO CHARGED TUBE eghwovesrr= ¥
BLANK TEST 0.000 08:56
INTERNAL STANDARD PASSED  08:56
Xg = 0.1551 (0.35%) :
SUBJECT SAMPLE (Vol=2.1L) 0.086 - 08:56
X[1] = 0.0868 (-0.0021) {(0.0005)
BLANK TEST © 7 0.000 ©08:58
SUBJECT SAMPLE (Vol=l.6L) 0.083  08:58
X[1] = 0.0839 (-0.0020) (0.0005)
BLANK TEST 0.000 09:00
SUBJECT SAMPLE (Vol=1.6L) 0.084 09:01
X{1] = 0.0841 (~0.0020) (0.0000)
BLANK TEST . 0.000 . 09:02
SUBJECT SAMPLE (Vol=1l.6L) 0.082. 09:03
X[1] = 0.0820 {(-0.0021) (~0.0007)
BLANK TEST 0.000 09:04
SUBJECT SAMPLE (Vol=2.5L) 0.084 09:04
X[1] = 0.0841 (-0.0021) (-0.0001)
BLANK TEST ' 0.000  09:05
SUBJECT SAMPLE (Vol=1.6L) . 0.083 09:06
{0.0004) ‘

10/26/2007 09:07

0.20

0.18

0.16
0.14
0.12
0.10
0.08
0.06

0.04"

0.02
0.00

0.20

0.18
0.16
0.14
0.12
0.10
0.08
0.06
0.04

0.02
0.00

0.20
0.18
0.16
0.14

0.12.

0.10
0.08
0.06
0.04

0.02
0.00

0.20
0.18
0.16
0.14
0.12
0.10
0.08
0.06
0.04

0.02
‘0.00

0.20

0.18
0.16
0.14

0.12.

0.10
0.08

0.06

0.04

0.02
0.00

0.20
.18
0.16
0.14
0.12
0.10
0.08
.06
0.04

0.02
0.00

| ammmm Alcohol (g/2101.)

| ——— F1éw Rate (L/M)

|
|
1

-

0 5 10 15

25

Alcohol (g/210L) .

- Flow Rate (L/M)

e

——

6 5 10 15 20 25

35

20 45

Alcohol (g/210L)

7| ——— Flow Rate {L/M)

g -

010 20 30 40

o1

70

80 90

| === Alcohol (g/210L)

Flow Rate (L/M)

0 5 10 15 20 25

Alcohol (g/210L) | i .

Flow Rate (L/M)

65 16 15 20 25

Alcohol (g/210L) |

Flow Rate (L/M)

20

25

(98]
o

|t inell ke N SR OO T PYI FUR
Lo VN4 o B O I I ]
.

i N o
. N

e 0N B W W

e
.

[l s s N (G e S oo ]
o m
OO D

[an]

|l i L N S IS B SV 5]
Qdn ) NS oy
o e e s
L B v T o)

.o

[e Nan]

.
(]

.
LR v R

P s s e
[ 3R o i iR ol

Lo ol

[N

T e D P oy D
© & » » o o s .

L I v B ae B oo B o 3 @

oWOR o
.
[Tt ov B v

b
Lo Ran]

(]
I
=

(S VR
P
DD

Ll

[ R R

O RN o CF ol 0 Ty O
PR

.
DO O DO

1.

Gy D

. .
O D

[2%)
.

°
L)

N POt e
£ s D R

.

o

.
[ BN &

T

dn R o

3

P

.
<>

.
D D

=8

[
.

N oW W
(RN
N
Qo

g

.
oy oad OO

[ O

D 0N Yy O
.
<

[ob v R o}



DUI Subject Test

STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

Date: 10/26/2007
Time: 09:10:20

Subject Name: 07~09-080
- &
Test Operator Name: R J D
Comment: : 0.40»TUBE 5 MIN. CHARGE 0.0821 SIM

 BLANK TEST 0.000 09:11

INTERNAL STANDARD PASSED  09:11
'Xq = 0.1542 {0.92%)

SUBJECT -SAMPLE (Vol=1.8L) - INVALID 09:12
X[1} = 0.0000 (0.0000) (0.0000)

BLANK TEST » . 0.000 09:13

SUBJECT SAMPLE (Vol=2.1L) 0.085 ~ 09:13
X{1} = 0.0855 (-0.0001) (0.0002)"

BLANK TEST : 0.000 09:14

SUBJECT SAMPLE (Vol=1.8L}) 0.085 . 09:15

C X[1] = 0.0851 (0.0001) (-0.0001)

BLANK TEST 0.000 09:16

SUBJECT SAMPLE (Vol=1.6L}) 0.085 09:16
X[1] = 0.0851 (0.0001) (0.0004)

BLANK TEST ‘ 0.000  09:17

SUBJECT SAMPLE (Vol=1.8L} 0.083 09:18
X[1] = 0.0838 (0.0001) (0.0002)

BLANK TEST : 0.000 09:19

SUBJECT SAMPLE (Vol=1.8L) 0.084 09:20
¥X{1] = 0.0841 (0.0007) (0.0009)

10/26/2007 09:21
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DUI Subject Test

STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

10/26/2007
09:55:18

Date:
Time:

Subject Name: 07-09-080

Test Operator Name: A L B

Comment: 0.40 TUBE 10 MIN. CHARGE 0.0821 SN

X{1] = 0.0835 (0.0013) (-0.0004)
BLANK TEST . . 0.000
SUBJECT SAMPLE (Vol=2.1L) 0.082

X[1] = 0.0829 (0.0018) (-0.0003)
BLANK TEST = i 0.001
SUBJECT SAMPLE (Vol=l.6L) 0.081

X[1] = 0.0816 (0.0021) (0.0001)

BLANK TEST. 0.000
INTERNAL STANDARD PASSED
Xg = 0.1550 (0.40%) ]

SUBJECT SAMPLE (Vol=0.6L) INVALID
X[1] = 0.0000 (0.0000) (0.0000)
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=1.5L) - INVALID
X{1] = 0.0000 (0.0000) (0.0000)
BLANK TEST : 0.000
SUBJECT SAMPLE (Vol=1.8L) INVALID -
X[1] = 0.0000 (0.0000) (0.0000)
BLANK TEST . - 0.000
SUBJECT SAMPLE (Vol=2.1L) 0.083
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DUI Subject Test

STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

10/29/2007
15:36:32

Date:
Time:

Subject Name: 07-09-080 MOUTH ALC

Test Operator Name: H X B
Comment: 0.4 TYGON 10MIN 0.0821 SIM

BLANK TEST 0.000
INTERNAL STANDARD PASSED
SUBJECT SAMPLE (Vol=2.1L) INVALID
BLANK TEST - 0.000
SUBJECT SAMPLE (Vol=1.8L) INVALID
BLANK TEST , © 0 0.000
SUBJECT SAMPLE (Vol=2.2L) INVALID
BLANK TEST ' ) 0.000
SUBJECT SAMPLE (Vol=1.7L) 0.087
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=2.1L) 0.085
BLANK TEST : 0.000
SUBJECT SAMPLE (Vol=1.7L) 0.084
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0.20

: : — 46.0
0.18 i
0.16 Alcohol (g/210L) 2?3
0.14 |- — Flow Rate(L/M) 28.9
0.12 : 24.0
0.10 . — N— 20.0
0.08 poom e — 16.0
T0L06  femmee > 12.0
0.04 8.0
0.02 , 4.0
0.00 : 0.0
0 5 10 15 20 25 30
0.20 é § — : — 40.90
0.18 - - 36.0
0.16 Alcohol {(g/210L) - ] 32.0
0.14 |- Flow Rate(L/M) 58.0
0.12 : 24.0
: 0.10 : I 20.0
DUI Subject Test 0. 08 | 16.0
- A 4 - S S— ,’p—. - N 12.0
STATE OF VERMONT 0.04 \ 8.0
. ' 0.02 R i - A 1 0
DataMaster DMT: 103006 0.00 1 i 0.0
0 5 10 15 20 25° 30
Installation Date: 0.20 : : : 40.0
- 0.18 - - gy TP 36.0
Date: 11/01/2007 0.16 k- Alcohol (g/210L) | ... 32.0
. . - - . - -
Time: 08:59:02 0.14 |- Flow Rate (L/M) [ . 250
Subject Name: 07-09-080 TEST 0.12 e 24.0
L 26.0
‘Test Operator Name: S E H 0.08 16.0
Comment: MOUTH ALC .40TYGON O.0821SIM 0.06 - - ‘ 1z.0
: 0.04 8.0
BLANK TEST 0.000  08:59 8-83 : 4.0
. INTERNAL STANDARD. PASSED  09:00 -0 : — 6.0
SUBJECT SAMPLE (Vol=1.8L) INVALID 09:00 0 o ° 10 15 20 2. 30
BLANK TEST 0.000 .09:01 0.20 : £0.0
SUBJECT SAMPLE (Vol=3.8L) INVALID 09:01 " 0.18 - : : 16.0
BLANK TEST . 0.000 09:02 0.16 |- Alcohol {(g/210L) 32.%
SUBJECT SAMPLE (Vol=1.7L} INVALID 09:03 0.14 |- Flow Rate(L/M) 08 .0
“BLANK TEST 0.000 - 09:04 0.12 520
SUBJECT SAMPLE (Vol=1.6L) 0.081  09:04 0.10 bon . 5G. 0
BLANK TEST o 0.000  09:05 0.08" - Tae
' SUBJECT SAMPLE (Vol=4.3L) 0.082 09:06 6. 06 N :g'o
BLANK TEST . 0.000  09:07 “0.04 N i tes
SUBJECT SAMPLE (Vol=2.3L) 0.080  09:08 0,02 bt N & i'g
( 000 I f 0.0
0 5 10 15 20 25 30
- 0.20 ‘ ‘ : 40.0
0.18 ' ' ‘ 36.¢
0.16 |- Alcohol (g/210L) 32,0
0.14 |- Flow Rate(L/M) | . i 28,0
0 . 12 [P AR OOUU P! HURHDIU PPN NI RONIIOO TPt S LT RRE N 24 . 4]
0.08 16.¢
0.06 12.0
0.04 8.0
0.02 , 4.0
0.00 : : H : ¥
0 5 10 15 20 25 30
'0.20 , , , 46.¢
0-16 |.|—— Alcohol (g/210L) \ 1
0.12 : 26,0
0.10 | 20.0
0.08 |- 16.¢
0.06 ...... P A RN O S PG SO SO PRI 12. C
O . 04 it s emeanie e 8.0
0 . 02 IEURUUSUNERSTNS SUREPROUOe | S JOUUPU SN SO SN SR S SRS SOV 4 . C
0.00 0.0
0 5 25 30

11/01/2007 09:08
6-6



DUI Subject Test

STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

Date: 11/06/2007.
Time: 14:53:49

Subject Name: D M R

‘Test Operator Name: DM R.
Comment: MOUTH ALCOHOL TESTING

BLANK TEST . 0.000
INTERNAL STANDARD PASSED
SUBJECT SAMPLE (Vol=2.1L} INVALID
BLANK TEST . , 0.000
SUBJECT SAMPLE (Vol=2.1L) 0.071
BLANK TEST ‘ . 0.000
SUBJECT SAMPLE REFUSED
- BLANK TEST 0.000
SUBJECT SAMPLE REFUSED
BLANK TEST 0.000
SUBJECT SAMPLE - REFUSED
BLANK TEST - . 0.000
SUBJECT SAMPLE REFUSED

14:54
14:54
14:55
14:56
14:57
14:58
15:00
15:04
15:06
15:09
15:11
15:11

15:14

11/06/2007 15:14

0.04
0.02
0.00
0.10

0.08
0.06
0.04

0.02

. 0.00

0.10

0.08 |-

0.06

0.02

Alcohol (g/210L)

Flow Rate (L/M)

Poces

N\ .

3

0 5 10 15 20 25 30 35

Alcohol (g/210L)

" e Flow Rate(L/M)

65 10 15 20 25 30 35

40 45 50 55 60

Alcohol (g/210L)

Flow Rate (L/M)

G 10 20 30 40 50 60 70

80 90 100 llb 120

Alcohol (g/210L)

——— Flow Rate(L/M)

0 10 20 30 40 50 60 70

80 90 100 110 120

Alcohol (g/210L)

Flow Rate (L/M}

010 30 30 40 50 60 70

50 50 100 110 120

Alcochol (g/210L)

Flow Rate (L/M)

010 20 30 40 50 60 10

80 90 100 110 120



0.29 : ; : 4.0
0.18 : e 36.0
0.16 Alcohol (g/210L) 33,0
0.14 |- Flow Rate(L/M) PO
0.12 ’ 24.0
0.10 : ' . 20.0
0.08 ......... ;M I, o l6o{)
0.06 — 12.¢
0.04 g.0
0.02 4.9
0.00 : S : 0.0
0 5 10 15 20 25 30
0.10 ——— : 40.9
0.08 || === Alcohol(g/210L) | .. ? -
——— Flow Rate(L/M) [
_ 0.06 R 24.0
DUI Subject Test ‘ _ 0.04 : ‘ . 16.5
STATE OF VERMONT 0.02 - _ | 6.0
DataMaster DMT: 103006 o T0.00 et : I Pl 6.0
v 0 10 20 30 40 50 60 70 80 90 100 110 120
Installation Date: ; 0.10 : : : : : : 5 E i 0.0
Dates 11/06/2007 0.08 Alcohol (g/210L) | . P : 3.0
Time: 15:42:49 Flow Rate (L/M) i : :
Subject Name: D M R 0.06 : ' : : i 24.0
Test Operator Name: D M R 0.04. i6.0
Comment: MOUTH ALCOHOLTESTING
; : 0.02 8.0
BLANK TEST 0.000 15:43 6.00 [ Lo ; '
NTERNAL STANDARD PASSED - 15: . - e — * ¢.0
I Xq = 0.1558  (0.128) 243 0 10 20 30 40 50 60 70 80 90 100 110 120
SUBJECT SAMPLE (Vol=2.2L)  .0.072 15:44 .0.10 N — — £0.0
X[1] = 0.0727 (-0.0012) (~0.0004) — :
BLANK TEST T 0.000- 15:45 0.08 Alcohol (g/210L) | i . 320
SUBJECT SAMPLE REFUSED = 15:47 Flow Rate (L/M) -
X[1] =.0.0000 (0.0000) (0.0000) 0.06 = os o
' BLANK TEST ~ 0.000 15:48 v : L
SUBJECT SAMPLE REFUSED  15:50 | 4 g4 i s
X[1] = 6.0000 '(0.0000) (0.0000) : : : T 125
BLANK TEST _ 0.000 15:51 0.02 ' ; ‘ , .
SUBJECT SAMPLE REFUSED ~ 15:53. . e N 8.0
X[1] = 0.0000 (0.0000) (0.0000) 0.00 L : P ; G.0
BLANK TEST 0.000  15:54 "0 10 20 30 40 50 66 70 80 90 100 110 1200
SUBJECT SAMPLE REFUSED  15:56
X[1] = 0.0000 (0-0000) (0.0000) ©0.10 — T T T T ; - 40.0
| 'BLANK TEST -~ 0.000 15:56 : ; i
- SUBJECT SAMPLE - . REFUSED  15:59 0.08 Alconol gzl - E 32.¢
X[1] = 0.0000 {0.0000) (0.0000) ’ : ) ow Rate (L/M) P ;
) ) 0.06 | ..... ....... 26,0
(L,Q‘r)ia(eci Fobr. v . \ o o4 oo P o o
B N loloy A N T é : e
0.02 ' ' g.p
0.00 VNI NS S S N - 0.0
. . : ¢ 10 20 30 40 50 60 70 80 90 100 110 120
' 0.10 — : $5.0
= Al cohol {g/210L) . : ;
0. - ; . i)
08 ~wm Flow Rate (L/M) ‘ : 32.
0.06 : : S S . 24.0
0.04 i — 16.0
0.02 |- R AT N N 8 ‘ 8.0
0.00 L A NS S : 5 8.0
0 10 20 30 406 50 60 70 80 90 100 110 120 :
11/06/2007 16:10 '
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DUI subject Test

STATE OF VERMONT

DataMaster DMT: 103006

Installation Date:

11/06/2007
16:36:39

Date:
Times

Subject Name: D M R

Test OperétorlName: DMR’

Comment: MOUTH ALCOHOL TESTING

BLANK TEST 0.000
TNTERNAL STANDARD - PASSED
SUBJECT SAMPLE (Vol=1.9L) INVALID
BLANK TEST : 0.000
SUBJECT SAMPLE (Vol=1.9L) ‘INVALID
BLANK TEST : 6.000
SUBJECT SAMPLE (Vol=1.8L) INVALID
BLANK TEST . 0.000
SUBJECT SAMPLE (Vol=1.9L) INVALID
- BLANK TEST 0.000
SUBJECT SAMPLE (Vol=1.7L) INVALID
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=l.7L) INVALID
M\/\Gﬂ%@ﬁ o Nee
A tt'és(Cf7

16:37
16:37
16:38
16:39
16:39
16:40
16:40
16:41

16:42

16:43
16:43
16:44
16:45

11/06/2007 16:45

0.20
0.18
0.16
0.14
0.12
0.10

0.08.

0.06
0.04

0.02
0.00

0.20
0.18
0.16
0.14
0.12
0.10
0.08
0.06
0.04

0.02
0.00

0.20

0.18
0.16
0.14
0.12
0.10
0.08
0.06
0.04

0.02
0.00

“0.20
0.18
0.186
0.14
0.12
0.10
0.08
0.06
0.04

0.02
- 0.00

0.20
0.18

.16 -

0.14
0.12
0.10
0.08
0.06
0.04

06.02
0.00

0.20
0.18
0.16

"0.14
0.12.

0.10
0.08
0.06
0.04

0.02
0.00

6-9
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0.20 : ; : ER Y
0.18 I~ 36.0
0.16 || Alcohol {g/210L) 32.0
0.14 Flow Rate (L/M) ' 28.0
0.12 24.0
0.10 20.0
0.08 ;5 16.6
0.06 1 12.0
0.04 i 8.0
0.02 j i.0
0.00 i . : 0.8
0 5 10 15 20 25 30
.20 : r ; T ' 40.0
0.18 |- ‘ 36.0
0.16 - - Alcohol (g/210L) 32.0
0.14 | Flow Rate{L/M) 2g.8
0.12 poom : 24.0
N 0.10 e - 29.0
DUI Subject Test ‘ A 0.08 » 160
- 0.06 . DN ISR S i2.0
STATE OF VERMONT PO V.S P— 1 | 8.0
’ 0,02 e { : 4.0
DataMaster DMT: -103006 . . -0.00 : I 0.0
] 0 5 16 - 15 20 25 30
Installation Date: . ‘ 0.20 — — : 40.0
’ o 0.18 |- ' : y 36.0
Date: 11/06/2007 0.16 |- Alcohol (g/210L) | i 150
Times 16:46:58 : . 0-14 » Flow Rate (L/M) R ég-o
. : ' 0.12 : 24.0
: R i <.
Subject Name: D M v 0.10 . I PV E
Test Operator Name: D M R 0.08 e ﬁ — : 132
Comment: MOUTH ALCOHOL TESTING B - - el 1200
’ : 0.04 i R S— 5.0
BLANK TEST . . 0.000  16:47 0.02 ' 4.0
INTERNAL STANDARD PASSED 16348 0.00 & ——5 s 56 5530 "
SUBJECT SAMPLE (Vol=1.8L) = INVALID  16:48 :
BLANK ‘TEST 0.000 16:49 |  0.10 _————————— 5 £0.0
SUBJECT SAMPLE (Vol=1.8L) INVALID . 16:49 — o
BLANK TEST 1 0.000  16:50 0.08 Alcohol (9/210L) | i . 32.0
SUBJECT SAMPLE (Vol=1.8L) 0.078 - 16:51 — Flow Rate(L/M) ‘
'BLANK TEST .0.000  16:52 0.06 S S S 4.0
SUBJECT SAMPLE REFUSED 16:54 . ‘ » )
BLANK TEST - 0.000 16:55 0.04 b Geeees 16.0
SUBJECT SAMPLE REFUSED  16:57 :
BLANK TEST 0.000 16:58 0.02 : ] : -
SUBJECT SAMPLE REFUSED  17:00 : , : S
: 0.00 ' L % : 5.0
: _ e - 0 10 20 30 40 50 60 70 80 90 100 110 120
LA se& C(Q:; oL N0
(Q"J\\N"" K | 0.10 — : 40.0
- w !‘,(p o™ H : H H H H H
o Alcohol (g/210L) ae
0.08 ..... [ RPN, SR Z-(.
Flow Rate (L/M) S
0.06 - . L 24.0
0.04 : 16.0
0.02 8.0
0.00 : ; i ; ; : H ; 5.0
0 10 20 30 40 50 60 70 80 90 100 110 120
0.10 g - : 7 ; ; : 40.0
0.08 b Aleohol(g/210L) | i ...l i ] s
: . —— Flow Rate (L/M) e
oo 24.0
.C

11/06/2007 17:00
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DUI Subject Test

STATE - OF VERMONT
DataMaster DMT: 103006

Installation Date:

Date:

10/17/2007
Time: ’

14:26:26
- Subject Name: TEST TEST

Test Operator Name: ALB
Comment: VOLUME TEST

Obs. Period Start: 11:21

BLANK TEST 0.000 14:27

INTERNAL STANDARD PASSED 14:27

= (0,1552 (0.29%)

SUBJECT SAMPLE INCOMPLETE. 14:29
"X[1] = 0.0000 (0.0000) (0.0000)

BLANK TEST : 0.000 14:30

- SUBJECT SAMPLE INCOMPLETE . 14:32
X[1] = 0.0000 (0.0000) (0.0000)

BLANK TEST 0.000 14:32

USER ABORT

edvument runs v HL=.
low . QLQM Q-6L ad
)UL )e*ci"f&”v@ .1, [55:'&«3
LSen L1y 1.0 10 and
.1, f~me( [ o 0.9
A lb}z’llﬂ“/&w
ffv“i {ES%L/&JJM Vallmi

(L

0.08

T

0.00

Nen T A M\&WW%‘

v/} iu%'f
J6]nl

10/17/2007 14:34

ita Ml

Alcohol (g/210L)
— Flow Rate({L/M)

ol

.,/“—

.

610 20 30 40 50 80 70 B0 90 100 110 120
Alcohol (g/210L)
——— Flow Rate (L/M)
J.SE 6L [0 (3L
| 0 90 100 110 120
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DUI Subject Test

STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

10/18/2007
07:53:38

~ Date:
Time:

Subject Name: TEST TEST

Test Operator Name: A L B
Comment: VOLUME TEST

Obs. Period Start:

BLANK TEST 0.000
INTERNAL STANDARD PASSED
Xg = 0.1555 (0.11%)
SUBJECT SAMPLE INCOMPLETE
~ X[1] = 0.0000 (0.0000) (0.0000}
BLANK TEST | 0.000
SUBJECT SAMPLE INCOMPLETE
X{1] = 0.0000 (0.0000) (0.0000)
" BLANK TEST 0.000
SUBJECT SAMPLE INCOMPLETE
X[1] = 0.0000 (0.0000) (0.0000)
BLANK TEST ‘ 0.000
USER ABORT

11:21

07:54
07:54

07:56

07:57
07:59

08:00

08:02

08:02

10/18/2007 08:03

0.10

0.04

0.02

0.00
0.08
0.06

0.04

0.02

0.08

0.04

0.08

0.04

0.02

06.00

8-2

N Flow Rate(l_./M)’

Alcohol (g/210L)
Flow Rate(L/M)
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l_% b:zf ;‘hy kx y )
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0 16 20 30 40

50 60 70 80 90 100 110 120
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6 10 20 30 40 50 60 70

80 90 100 110 120
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20
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0.10 A A A N A T ; 40.9
| —— Alcono1(gs210my || ‘ )
0.08 —— Flow Rate(L/M) : 3“'9
0.06 : 24.0
3 b E, ¢ : :
it b ogme v g st
0.04 o - js 16.0
L ~ Y
0.02 §.0
0.00 0.0
0 10 20 30 40 50 60 70 80 90 100 110 120
0.10 — 5 — - : 40.0
wmeemmeee A1 cohol (g/210L) a
0.08 |- ]
——— Flow Rate(L/M) | . 32.0
0.06 : -1 24,0
. N . ' £ L : .
- DUI Subject Test 0.04 . _ 16.0
STATE OF VERMONT. 0.02 L /\~ ; N : 8.0.
DataMaster DMT: 103006 0.00 / : 0.0 .
' 0 5 10 15 20 25 30
Installation Date: . 0.10 : - : i : f : 40.0
Date: 10/18/2007 . 0.08 |- Alcohol (g/210L) RN A o0
Time: 10:16:23 ) ‘ e Flow Rate (L/M) ; H 1 S
Subject Name: TEST  TEST 0.06 , 24.0
: ‘ =0 ol e
‘Test Operator Name: AL B - 0.04 { f‘;"“ el 1600
Comment: VOLUME ACCEPTANCE TEST : é _
! : 0.02 /_\""v" 8.0
BLANK TEST : © 0,000 10:17 0,00 / _ o
INTERNAL STANDARD PASSED ' 10:17 | ©- : c.0
Xq = 0.1548 (0.58%) 0 5 10 15 20 25 30
SUBJECT SAMPLE INCOMPLETE  10:19 0.10 , ,, _, 40,0
X[1] = 0.0000 (0.0000) (0.0000) ' : ' :
BLANK -TEST 0.000 - 10:20 0.08 |- Alcohol (g/210L) |. 32.0
SUBJECT SAMPLE (Vol=1.6L) 0.000  10:20. -~ Flow Rate(L/M)
X[1] = 0.0000 (0.0000) (-0.0005) 0.06 |- : 260
BLANK TEST 0.000 10:21 :
SUBJECT SAMPLE (Vol=1.6L)  .0.000 10:21 C0.04 |- O d ¥ = 18.0
© X[1] = 0.0000 (0.0000) (=0.0004) ‘ ~__ e
BLANK TEST . 0.000 10:22 0.02 L —~—_ 8.0
SUBJECT SAMPLE (Vol=1.6L) - 0.000 10:22 . o 8.
X{1] = 0.0000 (0.0000) (0.0000) « 0.00 i 6.0
BLANK TEST 0.000 10:23 0 5 10 15 20 25 30
SUBJECT SAMPLE (Vol=1.7L) 0.000 10:23 : ,
X{1] = 0.0000 (0.0000). {0.0000) ‘ 0.10 - 4g0.0
BLANK TEST 0.000 10:24
SUBJECT SAMPLE (Vol=1.6L)  0.000 10:24 0.08 |- ﬁg:hgit‘g/(i}%) ------ 32.0
X{1] = 0.0000 (0.0000) (0.0000) . .
_ 0.06 ' : 24.0
0.04 %2’ -------- 15.0
‘> 0.02 8.0
' _ ‘ 1 o0.00 6.0
4 . - ,{) ’ 1 30
_ A ;:}%, M’ . 0.10 : : : ; 4 4C.0°
o] (ALY | : |
) o Alcohol {g/210L) | ; : an
) 0.08 - : . 32.0
: . ‘ Flow Rate (L/M) ; :
0.06 ; ’ : ¥ 26.0
0.04 16.0
0.02 8.0
0.00 5.0
200 25 .30
. -
10/18/2007 10:24 T 3
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Alcohol (g/210L) : :
0'08 Flow Rate (L/M) 32.0
0.06 26.0
’ 0.04 16.0
0.02 - 8.0
0.00 ' SRR D 6.0
G 10 20 30 40 50 60 70 80 90 100 110 120
0.10 e - ’ 40.0
| == Alcohol (g/210L) : e,
0.08- |- S - 32.
Flow Rate(L/M) ’ 0
v 0.06 ; : 24.0
DUI Subject Test 0,04 ) . 16.0
STATE OF VERMONT ‘  0.02 ' ’ 6.5
DataMaster DMT: 103006 - - 0.00 , 0.0
_ , 0 10 20 30 40 50 60 70 80 90 100 110 120 -
Installation Date: : 0.10 ‘ : ; : : : 50.0
Date: 10/23/2007 0.08 Alcohol (g/210L) | . 1.0
Time: 13:12:39 : Flow Rate (L/M) )
Subject Name: f'-“'f - 3L 0.06 ' 24.0
' : : . = Iy ;
Test Operator Name: 723.0 _ R 0.04 . Vi /L JTE Pk # o 16.0
comment: 2egutt Veluwme ﬁftumcc(?;s‘r 0.02 P\ " 8.0
BLANK TEST i 0.000 13:13. | oo
INTERNAL STANDARD - PASSED 13:13. . ' .
; T0 20 30 40 50 60 70 80 O »
Xq = 0.1548 (0.528%) . , » 0 50 80 9000 110 120
SUBJECT SAMPLE . INCOMPLETE  13:15 0.10 : z 5 : 5 40.0
X[1] = 0.0000 (0.0000) (0.0000) : - ' : '
BLANK TEST , 0.000- 13:20 0.08 }-|=— Alcohol (g/210L) , 32.0
SUBJECT SAMPLE INCOMPLETE  13:22 Flow Rate (L/M) S
X{1] = 0.0000 (0.0000) (0.0000) - 0.06 , - 4.0
BLANK TEST 0.000 13:29 , -
" SUBJECT SAMPLE INCOMPLETE - 13:32 | * 404 /5 50
X[1] = 0.0000 (0.0000) (0.0000) _ :
BLANK TEST 0.000 13:32 0.02 S~ ) . 6o
SUBJECT SAMPLE (Vol=1.5L) 0.000 - 13:33 - . / \ 8.0
X[1] = 0.0000 (0.0000) (0.0000) 0.00 , _ P 5.0
BLANK TEST 0.000 13:33 ) 3 ~5 15 50 25 30 A
SUBJECT SAMPLE (Vol=1.6L) 0.000 13:34 : A
X[1] = 0.0003 (0.0004) (-0.0001) 0.10 : — T T 40.0
BLANK TEST ‘ 0.000 13:35 » ' :
am— A1 in n
SUBJECT SAMPLE (Vol=1.6L)  0.000 13:35 0.08 |- 'Flg:hgiég’;i}ﬁf‘) 32.
X[1] = 0.0000 (0.0000) (~0.0004) ah - _
’ ) 0.06 : ] 04,0
. 0.04 i'é’L‘A - A— ; 6.0
@ 0.02 V200t NS U4 T - 8.0
0.00 [ ‘\ : 5.8
wizg\_o’? ) 5 10 15 20 25 30
0.10 i : - i 4G, 0
Alcohol (g/210L) N
008 Il Flow Rate(L/M) d2.9
0.06 : : - s4.0
0.04 i ¥ 16.0
0.02 [‘/‘A\‘\/Ji g0
0.00 A 0.0
0 5 10 i5 . 20 25 30

10/23/2007 13:36
84



DUI Subject Test

STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

Dates 10/23/2007
Time: 13:39:23

Subject Name: 1.8 L - 2.0 L

Test Operator Name: R ‘J D
Comment: BREATH VOLUME ACCURACY TEST

BLANK TEST 0.000
INTERNAL STANDARD PASSED
- Xg = 0.1555 (0.11%)

" SUBJECT SAMPLE (Vol=1.9L) 0.000
X[1] =.0.0001 (0.0002) (0.0000)
BLANK TEST ; 0.000
SUBJECT SAMPLE ({Vol=2.0L) 0.000"
X[1] = 0.0002 {0.0002) (0.0001)
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=2.0L) 0.000
X[1] = 0.0000 (0.0000) (-0.0002)
BLANK TEST. 0.000
SUBJECT SAMPLE (Vol=1.5L) 0.000
~ X[1] = 0.0001 (0.0001) (0.0000)
BLANK -TEST ' 0.000
SUBJECT SAMPLE (Vol=1.5L} 0.000
'X{1] = 0.0000 (0.0000) ({(-0.0002)
BLANK TEST 1 0.000
SUBJECT SAMPLE . REFUSED ~
X[1} = ©.0000 (0.0000) (0.0000)

13:40
13:40

13:40

13:41
13:41

"13:42
13:43

13:43
13:44

1 13:45

13:46

13:47
13:49

10/23/2007 13:51

0.04

0.02°

0.00
0.16

0.08

0.04

0.02

0.00

‘0.10

0.08

0.06

| = Blcohol {(g/210L)

- Flow Rate (L/M)

18k

[‘/"'—"\/—\

I

0 5 10 15

| s A1cohoO1 {g/210L)

Flow Rate(L/M)

L&

/,r'\’\—\,\,\,\

[ \

0 S 10 15

| e A1 cohOl (g/210L)

— Flow Rate(L/M) .

436}“’

/ ad

0 5 10 15

Alcohol (g/210L)

Flow Rate (L/M)

) 5 10 5

| e A1 CohOL (g/210L)

Flow Rate (L/M)

feds L

0 10 20 30 4b 5b 60 70

9

0 100 11

012

| = A1 cohol (g/210L)
——— Flow Rate (L/M)

0 10 20 30 40 50 60 10 80 96 700 110 120



me—— A1 cohol (g/210L)
0.08 Flow RaFe(L/M) | 390
0.06 fmmoi : 24.0
0.04 349.8 - i". ’ s ‘ 16 o
LN T
0.02 !\u 1 [ o 8.0
0.00 : S B M . 5.0
0 5 10 15 20 25 30 35 40 45 50 55 60
DUI Subject Test ' , 6.10 . g ‘ . 0.0
STATE OF VERMONT : e A]cohol (g/210L)
. Flow Rate{L/M) .
0.08 S 32.0
DataMaster DMT: 103006 - T T
Installation Date: . :
0.06 |- — e 24,6
Date: 10/29/2007 ; : g ; i :
Time: 14:07:29 L P : !
: 0.04 gl — S 16.0
Subject Name: VOLUME TEST: . : [k : i :
Test Operator Name: H X B B "
Comment : 0.02 §.0
BLANK TEST E 0.000  14:08 6.00 o -
INTERNAL STANDARD PASSED  14:08 . o T To 15 20 55 36
SUBJECT SAMPLE (Vol=1.5L) 0.000  14:09 . :
. BLANK TEST 0.000 14:10 0.10 . . — . . 40,0
SUBJECT SAMPLE (Vol=1.6L) 0.000  14:10 : — : : :
BLANK TEST ’ 0.000  14:11 s Alcohol {g/210L)
SUBJECT SAMPLE (Vol=1.7L) 0.000  14:11 0.08 Flow Rate (L/M) 1o
BLANK TEST 0.000  14:12 ’ : 7 ver
RET DETECTED . ;
O V} 0.06 : i et 24.0
(2N - . - . : . -
MDA Sogurag oy
’ 0.04 i6.0
0.02 5.0
0.00 % 6.0
0 15 20 25 30
0.10 . -, - 0.0
Alcohol (g/210L)
~— Flow Rate (L/M)
0.08 |- . - B 37,0
0.06 26,9
. .04 16.0
0.02 5.0
0.00 5.0
0 30

10/29/2007 14:13
8-6



DUI Subject Test

STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

. Date: 10/29/2007
Time: 14:14:55

Subject Name: VOLUME TEST

Test Operator Name: H X B
Comment:

RFI DETECTED

Lahfewon

%@&EQ&'

ety
io-zq«;m@

10/29/2007 14:16

lesed &1 ddec
“hz {/UQ LQ\»‘,

hc"ﬂ

F@» Leoh “3

CFl 4 =8 ,f’é’lz,f?!@?“



DUI Subject Test
STATE OF VERMONT
DataMaster DMT: 103006

Installation Date:

Date: 10/29/2007
Time: 14:19:59

Subject Name: VOLUME TEST

Test Operator Name: H X B

Comment :

BLANK TEST 0.000  14:20

INTERNAL STANDARD PASSED  14:21
Xg = 0.1538 (1.21%) .

SUBJECT SAMPLE (Vol=1.8L) 0.000 14:21
X[{1] = 0.0000 (0.0000) (0.0000)

BLANK TEST : 0.000  14:22

SUBJECT SAMPLE (Vol=1.9L).. 0.000  14:22
X[1] = 0.0000 (0.0000) (-~0.0003)

BLANK TEST ' 0.000 14:23
SUBJECT SAMPLE (Vol=2.1L) 0.000 14:23
X[1] = 0.0000 (0.0000) {0.0000) .
BLANK TEST ‘ 0.000 14:24
SUBJECT SAMPLE (Vol=2.0L) 0.000 14:24

X[1] = 0.0000 (0.0000) {0.0000) .
BLANK TEST 0.000 '14:25
USER ABORT

10/29/2007 14:25

0.08

0.06

0.04

0.02

0.00

0.10

0.08

= Alcohol {g/210L)

Flow Rate(L/M)

e

5 i0 15 20

-} e Flow Rate (L/M)

Alcohol (g/210L)

A

_______ -4

5 10 15 20

= Alcohol (g/210L)

Flow Rate(L/M)

VAL

20

25 30

Alcohol {g/210L)

Flow.Rate (L/M)

25, 30

Alcohol (g/210L)

- ———— Flow Rate (L/M)

25 30

e
<
.

<

-t &) w
[#31 e Ny
) [ ©
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i
<
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DUI Subject Test

STATE OF VERMONY
DataMaster DMT: 103006

Installation Date:

Date: 10/30/2007

Time: 13:18:08

Subject Name: VOLUME TESTING kd

Test Operator Name: S E H

Comment : :

BLANK TEST 0.000 13:19
INTERNAI, STANDARD PASSED 13:19
SUBJECT SAMPLE (Vol=1.5L) 0.000 13:20
BLANK TEST 0.000 13:20
SUBJECT SAMPLE (Vol=1.6L) 0.000 13:21
BLANK TEST . 0.000 13:21
SUBJECT SAMPLE {(Vol=1.7L) 0.000 " 13:22
BLANK TEST 0.000 13:23
SUBJECT SAMPLE {Vol=1.8L) 0.000 - 13:23
BLANK TEST ' 0.000 13:24
SUBJECT SAMPLE (Vol=1.9L) - 0.000 13:24
BLANK TEST o 0.000 . 13:25
SUBJECT SAMPLE (Vol=2.0L) 0.000 13:25

10/30/2007 13:26

0.10
0.08
0.06
6.04
0.02
0.00
0.10
0.908

0.06

0.10

0.08

0.06

Alcohol {g/210L)

Flow Rate (L/M)

()

65 10 15 20 25 30 35 40

5 50 .55 60

Alcohol (g/210L)

Flow Rate (L/M)

WA

0 5 10 15

Alcohol (g/210L) | .. . .

Flow Rate(L/M)

&

15

25 30

Alcohol(g/ZlOL)

| e Flow Rate {(L/M)

!L .
P

[

/

0 5 10 15

25 30

Alcohol (g/210L)

| ——— Flow Rate(L/M)

0 5 10 15

20

25 30

‘Alcohol (g/210L) |

n‘-—f-— Flow Rate (L/M)
- —

20

25 30

[

iz

w
LN
©



DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

Installation Date:

10/30/2007
13:27:49

Déte:
Time:

Subjéct Name: VOLUME TESTING

Test Operator Name: S E H
Comment '

BLANK TEST

INTERNAIL STANDARD -
SUBJECT SAMPLE (Vol=2.0L)
BLANK TEST

SUBJECT SAMPLE (Vol=2.1L)

. .BLANK TEST °

SUBJECT SAMPLE
BLANK TEST
SUBJECT SBAMPLE
BLANK TEST °
SUBJECT SAMPLE
BLANK TEST
SUBJECT SAMPLE

0.000
PASSED
0.000
0.000
0.000
0.000
REFUSED
0.000
REFUSED

0.000-

REFUSED
0.000
REFUSED

13:28
13:28
13:29
13:29
13:30
13:31
13:33
13:34
13:36
13:37
13:39
13:40
13:42

10/30/2007 13:44

0.10

0.08

0.04
0.02
0.00
0.10
0.08
- 0.06
- 0.04
0.02

0.00

0.10

0.08

0.06

0.04

0.02

0.00

0.10

0.08

0.06

. Blcohol {g/210L) |
Flow Rate (L/M)

16 15 - 20

Alcohol (g/210L) | ..

Flow Rate (L/M)

[ |2

§

0 5 10 15 20

~ Alcohol (g/210L) | i i
‘Flow Rate {L/M)

010 30 30 40 50 60 70 80

50 100 110 120

Alcohol (g/210L) |

Flow Rate (L/M)

0 10 20 30 40 50, 60 70 80

36 100 110 120

Alcohol (g/210L) |
Flow Rate (L/M)

610 30 30 40 50 80 70 80

50 100 110 120

= Alcohol (g/210L) |
Flow Rate(L/M)

610 20 30 40 50 60 70 80

50 100 110 120

[
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o

[ve] w

)

<

<

fee) o

(] < o2

D

<>

]



0.10 ——r——— 40.0
' Alcohol (g/210L) ’ ,
0.08 Flow Rate(L/M) { 32.0
0.06 24.0
[ 2 3
0.04 f.- ! : 16.0
A A
0.02 : 8.0
0.00 : - : 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60
0.10 , ; : 40.0
— Alcohol {g7/210L) ' 25 n
0.08 Flow Rate(L/M) | q 328
‘ = - 0.06 P 24.0
) Test : Y
DUI Subject Tes : 6.04 : _ \\¥ 16.0
' STATE OF VERMONT 0.02 : K- —d 8.0
DataMaster DMT: 103006 - . . 0.00 ! , 0.0
0 5 10 15 20 25 30 :
Installation Date: | : i 0.10 : — E ) - 40.0
Date: 11/06/2007 ' 0.08 |- Alcohol{g/210L) |. .. i 32.0
Time: 14:26:39 ' e Flow Rate (L/M) _ :
Subject Name: D M R 0.06 - . 24.0
Test Operator Name:t DM R ~ 0.04 S ~OTE e 16.0
Comment: BREATH VOLUME TESTING \ : A o
0.02 : 8.0
BLANK TEST ©0.000  14:27 " } : : ‘
INTERNAL STANDARD . - PASSED = 14:27 0.00 L— = = 3 53 0
SUBJECT SAMPLE (Vol=1.5L) 0.000 14:28 , :
BLANK TEST 0.000 14:29 0.10 5 ; ; 3 4C.0C
SUBJECT SAMPLE (Vol=1.5L)  0.000  14:29 , : ' : ,
BLANK TEST : .0.000  14:30° 0.08 |-|==— Alcohol (g/210L) ~ 32,0
SUBJECT SAMPLE (Vol=1.5L) 0.000° 14:31 | Flow Rate (L/M) ‘
BLANK - TEST 0.000 14:31 0.06 b ; _ 240
SUBJECT SAMPLE (Vol=1.6L) = 0.000  14:32 . o ‘
BLANK TEST , 0.000 14132 0.04 foie 16.0
SUBJECT SAMPLE (Vol=1.7L) 0.000  14:33 ' [\/"
BLANK TEST : 0.000 14:34 0. 02 \’\ 5.0
SUBJECT SAMPLE (Vol=1.7L) 0.000 14:34 e T ! l .
0.00 5 ; ﬁ : 0.0
0 5 10 15 20 - 25 30
0.10 : : ; 40.0
: | ==———— Alcohol (g/210L) | _ .. 32,0
0-08 Flow Rate (L/M) | 1320
0.06 e ; 24.90
0.04 [ f\\"\vi : e 16.0
0:02 | : : E 8.6
0.00 il i 9.6
, 0 5 10 15 20 25 30
) 0.10 ﬁ : ! : : 40.0
) Alcohol (g/210L) 5 N
. 0.08 Flow Rate (L/M) ‘ seet
/ 0.06 ‘ ’ ; c{? 24.0
0.04 /,_,. \—‘ 16.0
0.02 / § 8.0
0.00 i 0.0
0 5 10 15 20 25 30

11/06/2007 14:35



008 Alcohol (g/210L) : 39.0
— Flow Rate (L/M) ;
0.06 - I 4 24.0
0.04 [\_,-M - 16.0
0.02 : 8.0
0.00 - : / » _\ 0.0
. 0 5 10 15 20 25 30
0.10 : — 40.0
Alcohol {g/210L) N
0.08 2.
Flow Rate (L/M) 32.0
v : 0.06 2.0 24.0
DUI Subject Test . 1 6008 b 7N 6.0
STATE OF VERMONT ; ' 0.02 : [ - 8.0
DataMaster DMT: 103006 o , 0.00 [ 0.0
0 5 10 i5 20 25 30
Installation Date: 0.10 ! : : 1 : 40.0
Date: 11/06/2007 0.08 Alcohol {(g/210L) | 396
Time: 15:17:07 : - Flow Rate (L/M) o
Subﬁect Name: DM R 0.06 : ' 24.0
Test Operatoj: Name‘: DMR 0.04 16.0
Comment: BREATH VOLUME TESTING . S : ‘
0.02 I}~ b _ 8.0
BLANK TEST - 0.000 15:18 0.00 S E -
INTERNAL STANDARD : PASSED ~ 15:18 - . ‘ :
SUBSECT SAMPLE (Vol=2.0L) . 0.000 15:18 G 10 20 30 40 50 60 70 80 90 100 110 120
“BLANK TEST 0.000 15:19 0.10 S T — 40.0
SUBJECT SAMPLE (Vol=2.0L) 0.000 15:18 - e o
BLANK TEST 0.000 ~15:20 |. 0.08 |- Alcohol (g/210L) e | 320
SUBJECT SAMPLE REFUSED = 15:22 Flow Rate (L/M) ; :
BLANK TEST © 0.060 15:23 0.06 m—— : - 04 g
SUBJECT SAMPLE - REFUSED 15:25 Poor ;
BLANK TEST 0.000 15:26 0.04 16.6
SUBJECT SAMPLE - REFUSED  15:28
BLANK TEST - . 0.000 15:28 0.02 e
SUBJECT SAMPLE REFUSED  15:30 - : :
| , 0.00 I - 0.0
: “ § 10 20 30 40 50 60 70 80 090 100 110 120
’ o - 0.10 e £0.0
S . £ o . N N
wa\w@é g*'ﬂ"’\ VoS : 0.08 b Alcohol (g/210L) 330
b : s wlelo o0 Flow Rate(L/M) | L '
R e e S e BRI
0.04 16.9
0.02 | §.0
4.00 : ; ; : H H : i 5.0
0 10 20 30 40 50 60 70 80 90 100 110 120
0.10 S £C.0
¢ S S SR A A S :
. ~— Alcohol (g/210L) | . ! : 15 5
0.08 ———— Flow Rate (L/M) ; T 32.¢
0.06 : b 24.0
0.04 16.0
0.02 - 8.0
0.0 AU S S S S I NS S S S 0.0
§ 10 20 30 40 50 60 70 80 90 100 110 120 .~

11/06/2007 15:31
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3

DD O D DD

€D C D D D

0.10 ; 43.¢
0.08 |t 32.0
0.06 - I 24,0
0004 | o et 15.0
-0.02 ~[[ : NI RPN
0.00 6.0
0 5 10 15 20 25 30
0.10 E 40,0
0.08 e 32.0
T e 24.0
0.04 7 et - 15.0
10.02 H e 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
. 0.06 2¢.0
ACCURACY AND PRECISION TEST : 0.04 I8 16.0
0.02 8.0
' o ONT : 0.00 8.0
, : STATE OF VERM 0 5 10 15 20 25 30
DataMaster DMT: 103006 0.10 40.0
0.08 32.0
Date: 01/30/2008 ) 0.06 |- R— : . 24.0
Time: 14:06:01 ' . 0.04 16.0
'SUPERVISOR NAME: A L B ' 3'85 '/:" - T ] ;'§
: , o . 0 5 10 15 20 25 30
SOLUTION LOT #: 08-10-040 : 0.10 » : 0.
" SOLUTION CONCENTRATION: 0.040 . 0.08 : ;
BLANK TEST : 0.000 . 14:06 0.06 - -
INTERNAL STANDARD PASSED  14:07 0.04
Xg = 0.1409 (0.32%) 0.02 ,/Cm“m e o R &,
SIMULATOR VAPOR (33.8°C) 0.039  14:07 0.00 : : f o,
X[1] = 0.0397 (-0.0011) (0.0017) 0 5 10 15 20 25 3
SIMULATOR VAPOR (33.8°C) 0.039  14:08 0.10 . ; — 40.0
X[1] = 0.0394 (-0.0015) (0.0017) 0.08 : - {— 32.0
SIMULATOR VAPOR (33:9°C) 0.039  14:09 0.06 ’ ] 240
X{1] = 0.0396 (-0.0015) (0.0011) o 0.04 6.0
. SIMULATOR VAPOR {33.87C) 0.038  14:10 : /’ D
X[1] = 0.0399 (~0.0018) - (0.0016) g-gg ) — i o
SIMULATOR VAPOR (33.8°C) . 0.039 14:11 - O o 5 10 5 ' -0
X[1] = 0.0396 (-0.0024) (0.0012) 0.10 B 2 2% 30
SIMULATOR VAPOR (33.8°C) 0.039  14:12 _ e
X[1] = 0.0399 (-0.0016) (0.0011) 0.08 o 32.0
SIMULATOR VAPOR (33.8°C) 0.039 . 14:13 0.06 24.0
X{1] = 0.0398 (~0.0020) (0,0014) 0.04 : 16.0
SIMULATOR VAPOR (33.8°C) 0.039  14:14 | .02 (b o [ a.p
X{1] = 0.0397 (-0.0017) (0.0014) .00 : : 0.0
SIMULATOR VAPOR (33.8°C) 0.040  14:15 0 5 10 15 20 25 30
X[1] = 0.0401 (-0.0018) (0.0020) 0.10 . . , : 40.0
SIMULATOR VAPOR (33.8°C) 0.039 14:16 0.08 |t 30,0
X[1] = 0.0397 (-0.0020) (0.0016)  0.06 | s o
BLANK TEST 0.000  14:17 : -
, 0.04 T : 16.0
) | Average = 0.0391 8-02 { : 8.0
= 0. : .00 s 6.0
Std Dev = 0.0003 : , 0 5 10 15 20 25 30
0.10 £0.
0.08 32.
0.06 24,
0.04 ‘ : 16.
0.00 : ? : o.
0 5 10 15 20 25 30
0.10 3 £0.0
0,08 | 32.¢
0.06 24.0
0.04 : 16.0°
0.02 [ : e 8.0
0.00 ; - ' : 2.0
- 0 5 10 15 20 25 30
DMT Serial Number #103006 . Pagelofl : _ 04/30/2008 09:47

9.1
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DUI Subject Test

STATE OF VERMONT
DataMaster DMT: 103006

‘Installation Date:

Date: 10/12/2007
Time: 11:33:55

Subject Name: POWER UP TEST
Date of Birth: 10/12/2007 Age: O
Guardian Present: N
Gender: F .
License #: 1 VT
“Case #: 1 -
Time of Operation: 11:30
Location of Incident:
‘Town: ADDISON
County: ADDISON

Test Operatdr Name: AL B
Agency: VDHL

Obs. Period Start:

BLANK TEST 0.000

INTERNAL STANDARD PASSED
Xq = 0.1557 (0.29%)

SIMULATOR VAPOR 0.101
X[1} = 0.1016 (0.0000) (0.0014)
BLANK TEST ¢.000
- SUBJECT SAMPLE (Vol=1.7L) 0.000

X[1] = 0.0000 (-0.0002) {0.0000)

PUMP ERROR

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.101
Sim. Vapor Range 0.096 -

Simulator Temp 34.1°C

11:33

11:34
11:34

11:35

11:36
11:36

0.106

10/12/2007 11:42

Alcohol (g/210L)

Flow Rate(L/M)
0.08
0.06

4
0.04
| q
0.02
0.00 . :
0 5 10 15 25 30 35 40 45

20
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 103006

Date: 10/12/2007
Time: 11:49:03

SUPERVISOR NAME: A L B

SOLUTION bLOT #: 07-04-100 :
SOLUTION CONCENTRATION: 0.101

PUMP ERROR

&

10/12/2007 12:21

11-2



N %

DIAGNOSTIC RESULT

DataMaster DMT:. 103006
Location: "VDHL
Calibration Date: ;
Certification Date:

Installation Date: ,
Test Date: 10/12/2007
Time: © 14:21

VERSIONS

DMT 1.26

PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES

Sample Chamber =.49.0 C
Breath Tube = 47.3 C
Simulator Hose = 0.0 C
Digital Sim = 34.1 C
SETTINGS _

Lamp Voltage =2.02 V
Cooler Voltage = 1.83 V
Bias Voltage = 80.1 V
Chopper Freq = 534.4 Hz

PUMP INFO A
Flow Rate = 4.576 L/M

DETECTOR INFO

'PUMP ON OFF

MAX (V) -0.0583 0.0585
MIN(V) 0.0571  0.0575

FILTER INFO

Filter 1. 0.058 Zero =
Filter 2 0.529 Zero =
Filter 3 1.400 Zero =

INTERNAL STANDARD.
Xq = 0.1553 0.58%

10/12/2007 1422

true
true
true

_VERMONT

DEPARTMENT OF HEALTH

'7:r¢;£§?5€A<;ﬁ?7?éw~§; é?ﬁﬁ_

e

11-3



Alcohol (g/210L)
Flow Rate{L/M)
0.08 | ) . 330
0.06 rﬂ 24.0
. DUI Subject Test
STATE OF VERMONT 0_64 15.0
- DataMaster DMT: 103006
VDHL ~ _
Installation Date: i /)
Date: 10/12/2007 i i
Time: 14:27:42 002 | S SRR RO VORI BN - S
Subject Name: TROUBLE SHOOT PUMP TEST ‘ :
Date of Birth: 10/12/2007 Age: 0
Guardian Present: N C
Gender: E
License #: 1 VT
: v . ©0.00 ? : ; : 9.0 .
-Case #: 1 11:30 : 4] 5 10 15 20 25 30 35 40 45 :
Time of Operation: : » — Y W
" Location of Incident: 0.10 / reséa ble Shev A C%g ﬁ"- i *"’cho/
Town: ADDISON : : i i : : :
County: ADDISON Alcohol (g/210L)
. Flow Rate (L/M) .
Test Operator Name: S E H r r
Agency: VDHL :
Obs. Period Start: 14:27 0.08 |l -E B S— b 3200
BLANK TEST 0.000 14:28 : :
INTERNAL STANDARD ‘PASSED 14:28
Xg = 0.1564 {0.12%) : oo .
SIMULATOR VAPOR "INTERFERENCE - 14:29 ~~
© X[1] = 0.1015 (0.0013) (0.0055) : ‘ i
BLANK TEST 0.000 14:29
SUBJECT SAMPLE (Vol=2.7L) 0.000  14:30 24.0
X[1] = 0.0000 (0.0000) (0.0000)
BLANK TEST 0.000 14:31
INTERNAL STANDARD PASSED. 14:31
Xg = 0.1546 {1.04%) ;
SIMULATOR VAPOR INTERFERENCE 14:31 f
X[1] =-0.1020 (0.0019) (0.0052) ' 0.04 16.¢
BLANK TEST ' 0.000 14:32 . i
SUBJECT SAMPLE (Vol=2.4L) 0.000 14:33 {
X[{1] = 0.0000 (0.0000) (0.0000) ;
All alcohol'valués reported in g/210L é
Sim. Vapor Concentration 0.101 0.02 : 5.¢
Sim. Vapor Range 0.096 - 0.106 :
Simulator Temp 34.0°C :
0.00 6.0
4] 5 10 15 20 25 30

10/12/2007 14:33



- DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location: VDHL
Calibration Date:

e VERMONT

| ppeendes s DEPARTMENT OF HEALTH

- Time: - . 1625

VERSIONS

. DMT 1.26
PIC 2.03
Questions 1.0
Reports 1.3

TEMPERATURES

Sample Chamber = 48.8 C
Breath Tube = 48.0 C
Simulator Hose = 0.0 C
Digital Sim = 34.0 C
SETTINGS

Lamp Veltage = 2.02 V
Cooler Voltage = 1.83 V
Bias Voltage = 80.2 V
Chopper Freq = 532.6 Hz

PUMP INFO ,
Flow Rate = 3.903 L/M

DETECTOR INFO .
PUMP ON OFF
MAX (V) 0.0756 0.0752
MIN(V) 0.0740 0.0738

FILTER INFO

Filter 1 0.075 Zero = true
Filter 2 0.542 Zero = true
= true

Filter 3 1.408. Zero

INTERNAL STANDARD
Xq = 0.1548 0.86%

10/12/2007 16:26
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0.10

T ; 7 43,0
Alcohol (g/210L)
% Flow Rate(L/M)
0.08 ‘ , 32.0
0.06 e e 24.0
DUI Subject Test : /'/
STATE OF VERMONT 0.04 | oo e 16.0
DataMaster DMT: 103006 . - - : _ ) ‘\
Installation Date:
Date: 12/13/2007 , .
Time: 12:23:37 oo 0.02 bbb b L 8.0
Subject Name:
Test Operator Name: A L B
Comment: .
BLANK TEST : 0.000, 12:24 0.00 i K 5.0
INTERNAL STANDARD PASSED  12:24 : o 10 15 ) 55 30
Xq = 0.1537 (1.27%) .
SUBJECT SAMPLE (Vol=1.7L) - INVALID - 12:25 0.10 ' , . 0.0
X[1] = 0.0000 (0.0000) (0.0000) : i H i e
BLANK TEST' ] : 0.000 12:25 Alcohol (g/210L)
SUBJECT SAMPLE (Vol=1.7L) 0.000 12:26 Flow Rate {L/M)
X[1l] = 0.0003 (~0.0007) (0.0000) : ; T
USER ABORT ‘ A
0.04 16.0
0.02 8.0
0.00 .0
0 5 10 15 290 25 30

12/14/2007 09:17



S

DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103006

Installation Date:

Date:
Time:

12/13/2007
12:54:57

Subject Name: B L P

Test Operator Namé: ALB
Comment: MEETING/EXCEEDING

BLANK TEST

INTERNAL STANDARD
Xq = 0.1537 (1.27%)

SUBJECT SAMPLE (Vol=1.9L)
X{1] = 0.0423 {-0.0020)
*BLANK TEST . .
SUBJECT SAMPLE (Vol=1.7L)
X[1] = 0.0454 (-0.0010)
BLANK TEST :
SUBJECT . SAMPLE (Vol=2.1L)
X[1] = 0.0458 (-0.0011)
BLANK TEST :
SUBJECT SAMPLE (Vol=2.1L)
X[1] = 0.0477 {-0.0018)
BLANK TEST -
SUBJECT SAMPLE ({Vol=2.8L)
X[1] = 0.0487 {-0.0013)
‘BLANK TEST
SUBJECT SAMPLE (Vol=2.8L)
X[1] = 06.0496 (-0.0006)

0.000
PASSED

0.042
(6.0002)
0.000
10.045
(-0.0011)
0.000
0.045
(-0.0019)
0.000
0.047
(~0.0021)
0.000
0.048
(=0.0021)
0.000
0.049
(=0.0016)

12:55

112:55

12:56

12:57
12:57

12:58
12:58

12:59
12:59

13:00
13:01

13:02
13:02

12/14/2007 09:17

Alcohol (g/210L)
Flow Rate (L/M)
o >
[ ~1.50
) 5 10 15 20 25 30
| s A1 cohol (g/210L)
Flow Rate (L/M)
f;‘—:__-—‘—
lfﬁ""’/v\\ ~. 5L
) 5 10 15 20 25 30
Alcohol (g/210L) { i ... '
Flow‘Rate(L/M)
~ 2.0
0 ~5 10 15 20 25 30
| | e Alcohol (g/210L) |
Flow Rate (L/M) .
. . t\IZL, %JL_~
—
M’-\
G B 10 15 20 25 30
Alcohol (g/210L)
Flow Rate (L/M)
T 5 10 15 20 25 30
Alcohol (g/210L) :
Flow Rate (L/M) Fé%& . N
._——; A R
. /'\::: \
...... 5§\\ »
5 5 10 15 20 25 30



O D D

0.20 —— 40.5
CooE Alcohol (g/210L) 36-9
0.16 cono- (g 32.0
0.14 |- Flow Rate (L/M) : 28.0
0.12 - - 24.0
0.10 A 20.0
" Vot PR gy U n Wy i
0.08 b at- : 16.0
0.06 i R L e 12.0
0.04 1 : 8.0
0.02 i 4.0
0.00 | ‘ c.0
0 5 10 15 20 25 30 35 .40 45 50 55 60
0.20. e 48.0
0.18 Alcohol (g/210L) 2o
0.16 fL1Conot g 32.0
0.14 - Flow Rate (L/M) 28.0
: 0.12 — v i 24.0
——— : : 0.10 i ameA whak b th b 20.0
DUI Subject Test 0.08 | K s . : 16.0
' . « 0.06 ‘ LR i in.0
STATE OF VERMONT 0.04 . . 8.0
0.02 [ A A8 ! 5.0
DataMaster DMT: 103006 . 0.00 iy fH s 0.0
- : . 0. 10 20 30 40 50 60 70 80 90 100 110 120
Installation Date: . ©0.20 ) : ) : : ! : : 40.0
Date: 12/13/2007 , ‘ g'ig . - Alcohol (g/210L) | - 360
' i .. 32.0
Time: 13:35:22 0.14 | Flow Rate (L/M) 8.0
Subject Name: K C 0.12 SR I SR S S R - 24.0
‘ 0.10 ‘ i R 26.0
Test Operator Name: A L B ) 0.08 S Aoyl 16,0
Comment: MOUTH ALC * : 0.06 12.¢
' 0,04 e §.0
‘BLANK TEST 0.000 13:36 _ 8-8% : ; - 4.0
INTERNAL STANDARD PASSED . 13:36 . : : ¢.0
%q = 0.1543  (0.87%) _ 6 5 10 15 20 25 30 35 40 45 50 55 60
' SUBJECT SAMPLE (Vol=1.5L) 0.095  13:37 0.20 _ , _ £0.0
X[1] = 0.0957 (-0.0007) (-0.0020) ' 0.18 : : SRR S . 35.0
BLANK TEST | © 0,000 13:38 | (.16 - Alcohol (g/210L) 30.0
SUBJECT SAMPLE INCOMPLETE  13:40 0.14 - Flow Rate(L/M) 28.0
"X[1] = 0.0000 (0.0000) (0.0000) 0.12 | = w— 54.0
BLANK TEST 0.000  13:41 0.10 : . o 500
SUBJECT SAMPLE. (Vol=2.6L) 0.094  13:42 0.08 . A 16.0
X[1] = 0.0945 (0.0005) (-0.0013) . 0.06 , 7~ % 120
BLANK TEST 0.000 13:43 0.04 |- o . \ R.O
SUBJECT SAMPLE (Vol=3.3L) 0.095 13:44 0 : I RS SUSRRISOSRNNYI RN, || VOO OO :5 ) G
X[1] = 0.0957 (0.0012) (-0.0014) - 0000 _ : : 000
BLANK TEST 06.000 13:45 .0 5 10 15 20 25 30
SUBJECT SAMPLE (Vol=3.3L) INVALID 13:46 . , N
X[1] = 0.0000 (0.0000) (0.0000) - 8-gg S — — 32.9
BLANK TEST 0.000  13:47 : N “””ﬁ;“‘“”' - ] 36.7
SUBJECT SAMPLE (Vol=4.1L)  0.143  13:47 929 ?igghgiégﬁi}&?) I A S
X{1} = 0.1434 (0.0029) (-0.0006) 0.40 N 25.7
g 0.35 s : : 3.3
. - ’ 0.30 - - : 4 20.¢
X g é l a,? 0.25 AN N ¢ RSN S — 6.7
\fZ}j/’ v &Yﬁ?ﬁx)yﬂv ?21 S 0.20 . Tne e S s -~ 13.3
©0.15, » R : el 16,0
: . A 0.10 : . - o S €.7
0 ; Y 0.05 ; R - ; 3.3
drinie &) b (@ 1395 | g L : e
. : f 0 10 20 30 40 50 60 70 80 90
’ 0.20 . : : ; 40.0
0.16 | Alcohol (g/210L) 3.0
0' Flow Rate(L/M) _ ~— O
-14 i _ ,-’7 28.0
0.12  fermerrn : ; 4——‘/\/ 24.0
0.08 \ 16.
0.06 : ey iz,
O R R— : i 8.0
0.02 oo ; Efkmm~~ 4.0
0.00 i c.0
0 5 10 15 20 25 30

12/14/2007 09:18
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