DATAMASTER DMT 100132
VERMONT DEPARTMENT OF

B

CALTH LABORATORY

PERFORMANCE TESTING

RESULTS
August 2010



Table of Contents

Section 1: Results

Section 2: NPAS Tests 5

Section 3: Power-Up Test 27
Section 4: Linearity 34
Section 5: Interference 57
Section 6: Low Level Accuracy 65
Section 7: Breath Volume 67
Section 8: Software Testing 69
Section 9: Error Reports 7
Section 10: Live Subject Tests 76
Section 11: Communication Notes 78




Section 1: Results
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DMT Serial # 100132

Operator ~ Date Lot# GCValue DMT Result ~ StdDev % Recovery

ALB  4/21/2010 10-14-400 0.387 0.393 0.0007 101.6 Outside 5%

10-21-020 0.019 0.020 0.0005 105.3 e 10
DMR  4/21/2010 10-20-160 0.159 0.159 0.0005 100.0
10-19-080 0.081 0.079 0.0006 97.5
ALB  4/22/2010 10-19-080 0.081 0.078 0.0006 96.3
10-21-020 0.019 0.019 0.0004 100.0
10-14-400 0.387 0.389 0.0006 100.5
10-20-160 0.159 0.157 0.0005 98.7
DMR  4/22/2010 10-20-160 0.159 0.159 0.0005 100.0
10-19-080 0.081 0.079 0.0005 97.5
ALB  4/23/2010 10-21-020 0.019 0.019 0.0004 100.0
ALB  4/23/2010 10-14-400 0.387 0.388 0.0006 100.3
ALB  4/23/2010 10-14-400 0.387 0.387 0.0005 100.0
10-20-160  0.159 0.155 0.0008 97.5
10-19-080  0.081 0.078 0.0005 96.3
10-21-020 0.019 0.019 0.0005 100.0
SH 9/8/2010 10-34-020 0.020 0.018 0.0008 90.0
10-37-080 0.079 0.077 0.0005 97.5
10-31-160 0.160 0.1563 0.0004 95.6

10-32-400 0.373 0.366 0.0013 981

Average 0.0006 98.6
Std Dev 0.0002
Range  0.0004 - 0.0013

100132 Linearity

0.450
0.400
0.350
0.300
0.250

0.200

GC Certified Value

0.150

0.100

0.050

0.000

0.000 0.050 0.100 0.150 0.200 0.250 0.300 0.350 0.400 0.450
DMT Result y = 1.0044x - 0.0019

R? = 0.9996
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DMT Serial # 100132

Operator| Date Concentration Lot Number DMT Result Apparent EtOH | N =10
ALB ]04/06/10| .01 Acetone in .08 EtOH | 10-24-08A | INTERFERENCE 0.08
ALB |09/07/10] .01 Acetone in .04 EtOH | 10-35-04A1| INTERFERENCE 0.04
ALB |04/06/10] .02 Acetone in .04 EtOH | 09-31-04A2 | INTERFERENCE 0.05
ALB |04/05/10 .04 MeOH in water 10-25-04M | INTERFERENCE 0.02
ALB |04/06/10| .04 MeOH in .08 EtOH |[10-10-08M4| INTERFERENCE 0.1
ALB |04/06/10 .04 IPA in water 10-26-041 | INTERFERENCE 0.02
ALB |04/06/10 .04 IPA in .08 EtOH 09-30-08!1 | INTERFERENCE 0.1
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Section 2: NPAS Tests



Nt’] National Patent
11\ Analytical Systems, Inc.

Certificate of Calibration

VOONS X

Instrument Serial Number

OANSR0

Standard Reference Number

The above instrument has been calibrated and is hereby
certified for use in determining alcohol breath concentration
when used in accordance with the operating guidelines by a
properly trained operator.

2\ N0 Oinler & Nowsmaed

Date Technician




DUI Subject Test
STATE OF VERMONT
DataMaster DMT: 100132
THTJRTJITYJ
Certification Date: 03/17/2010
Installation Date: 03/17/2010
Date: 03/17/2010
Time: 11:52:15
Subject Name: RYREYRE R TJJT
Test Operator Name: GRSGR E RHRTRT
Comment: GRGREHRE
BLANK TEST 0.000 11:53
CALIBRATION CHECK PASSED 11:53
Xg = 0.0791 (0.33%)

SUBJECT SAMPLE (Vol=1.9L) 0.000 11:53
X[1l] = 0.0000 (-0.0004) (0.0000) .
BLANK TEST 0.000 11:54

USER ABORT
DMT Serial Number #100132
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9.10 : : ; : 40.
9.08 | 32.
0.06 24.
0.04 |f> } : — 16.
0.02 8.
0.00 5 5 i : 0.
0 5 10 15 20 25 30
0.10 5 3 5 40.
ACCURACY AND PRECISION TEST { { :
STATE OF VERMONT 0.06 | ; | ] 24
DataMaster DMT: 100132 0.04 | 16.
Date: 03/22/2010 : : :
Time: 16:50:50 0.02 |- ; pr B
0.00 3 f f 3 0
BLANK TEST 0.000 16:51 0 5 10 15 20 25 30
CALIBRATION CHECK PASSED  16:51 0.10 .0
Xq = 0.0790 (0.22%) : '
SIMULATOR VAPOR INTERFERENCE  16:52
X[1] = 0.0253 (-0.0056) (-0.0050) 0.08 | | 32,
SIMULATOR VAPOR 0.000 16:53
X[1] = 0.0029 (0.0015) (-0.0002)
SIMULATOR VAPOR 0.000 16:54 0.06 |- A | 24
X[1] = 0.0010 (0.0012) (0.0004)
SIMULATOR VAPOR 0.000  16:55 0.04 | I R N S P
X[1] = 0.0014 (0.0017) (0.0001)
SIMULATOR VAPOR 0.000 16:56
X[1] = 0.0005 (0.0006) (0.0002) 0.02 | e | g.
BLANK TEST 0.000 16:57
0.00 Ua : f 0
Average out of range! 0 5 10 15 20 25 30
0.10 40
0.08 32.
0.06 |- 24
0.04 - 16
0.02 | : 8.
0.00 : 0
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0.20 : : ‘ ‘ ‘ 40.0
0.18 - . ; l 36.0
9.16 ‘ 32.0
9.14 | ; : 28.0
0.12 |- ' 24.0
9.10 -] 20.0
0.08 | 16.0
0.06 i ] 12,0
0.04 8.0
0.02 ' e S ——)
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ACCURACY AND PRECISION TEST R
0.14 | B | 28.0
STATE OF VERMONT 0.12 o N B
0.10 |- : ; 20.0
DataMaster DMT: 100132 0.08 ’ 16.0
Date: 03/22/2010 0-06 jf 2.0
Time: 16:30:44 0.04 8.0
0.02 4.0
_______ 0.00 : : : 0.0
BLANK TEST 0.000 16:31 0 5 10 15 20 25 30
CALIBRATION CHECK PASSED  16:31 0.20 0.0
Xq = 0.0791 (0.33%) . ‘ 5 : .
SIMULATOR VAPOR 0.102 16:32 0.18 | e 36.0
X[1] = 0.1021 (-0.0006) (0.0024) 0.16 | 10
SIMULATOR VAPOR 0.102  16:33 PP P S SO N S 250
X[1] = 0.1026 (-0.0006) (0.0005) : :
SIMULATOR VAPOR 0.102 16:34 0.12 24.0
X[1] = 0.1028 (=0.0015) (0.0006) 0.10 20.0
SIMULATOR VAPOR . 0.102  16:35 0.08 | 16.0
X[1] = 0.1025 (-0.0012) (0.0011)
SIMULATOR VAPOR 0.101  16:36 0.06 12.0
X[1] = 0.1019 (-0.0013) (0.0008) 0.04 8.0
BLANK TEST 0.000 16:36 0.02 4.0
0.00 0.0
Average = 0.101 15 20 25 30
Std Dev = 0.0004
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 03/22/2010
Time: 16:09:05

BLANK TEST 0.000 16:10

CALIBRATION CHECK PASSED 16:10
Xg = 0.0793 (0.66%)

SIMULATOR VAPOR 0.102 16:10
X[1] = 0.1027 (-0.0015) (0.0002)

SIMULATOR VAPOR 0.103 16:11
X[1] = 0.1031 (-0.0011) (0.0000)

SIMULATOR VAPOR 0.102 16:12
X[1] = 0.1023 (-0.0012) (0.0008)

SIMULATOR VAPOR 0.102 16:13
X[1] = 0.1021 (-0.0015) (0.0008)

SIMULATOR VAPOR 0.102 16:14
X[1] = 0.1028 (-0.0013) (0.0003)

SIMULATOR VAPOR 0.102 16:15
X[1] = 0.1022 (-0.0019) (0.0007)

SIMULATOR VAPOR 0.101 16:16
X[1] = 0.1019 (-0.0012) (0.0010)

SIMULATOR VAPOR 0.103 16:17
X[1] = 0.1033 (-0.0014) (0.0002)

SIMULATOR VAPOR 0.102 16:18
X[1] = 0.1024 (-0.0012) (0.0008)

SIMULATOR VAPOR 0.102 16:19
X[1] = 0.1026 (-0.0007) (0.0012)

BLANK TEST 0.000 16:20

Average = 0.102

Std Dev = 0.0005

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 03/22/2010

Time: 15:54:58

BLANK TEST 0.000 15:55

CALIBRATION CHECK PASSED 15:55
Xg = 0.0792 (0.55%)

SIMULATOR VAPOR 0.102 15:56
X[1] = 0.1020 (0.0005) (0.0002)

SIMULATOR VAPOR 0.101 15:57
X[1] = 0.1015 (-0.0006) (-0.0006)

SIMULATOR VAPOR 0.103 15:58
X[1] = 0.1031 (-0.0003) (-0.0010)

SIMULATOR VAPOR 0.102 15:59
X[1] = 0.1021 (-0.0008) (-0.0007)

SIMULATOR VAPOR 0.102 16:00
X[1] = 0.1026 (-0.0005) (0.0001)

SIMULATOR VAPOR 0.103 16:01
X[1] = 0.1033 (-0.0008) (-0.0004)

SIMULATOR VAPOR 0.102 16:02
X[1] = 0.1027 (-0.0007) (0.0000)

SIMULATOR VAPOR 0.102 16:03
X[1] = 0.1022 (-0.0010) (0.0004)

SIMULATOR VAPOR 0.103 16:04
X[1] = 0.1031 (-0.0009) (-0.0004)

SIMULATOR VAPOR 0.102 16:05
X[1] = 0.1021 (-0.0015) (0.0005)

BLANK TEST 0.000 16:05

Average = 0.102

Std Dev = 0.0006
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DIAGNOSTIC RESULT

DataMaster DMT: 100132
Location:
Calibration Date: 03/17/2010

Certification Date: 03/17/2010 I

TestDater 0312212010 DEPARTMENT OF HEALTH

Time: 15:53

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.09°C
Breath Tube = 47.62°C
SETTINGS

Lamp Voltage = 1.59 V
Cooler Voltage = 1.69 V
Bias Voltage = 80.6 V
Chopper Freq = 528.7 Hz

PUMP INFO
Flow Rate = 5.532 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.2510 0.2557
MIN(V) 0.2498 0.2541

FILTER INFO

Filter 1 0.255 Zero = true
Filter 2 0.540 Zero = true
Filter 3 1.095 Zero = true

CALIBRATION CHECK
Xg = 0.0780 0.99%

DMT Serial Number #100132 Page 1 of 1 03/31/2010 09:44
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DIAGNOSTIC RESULT

DataMaster DMT: 100132 3 i
»~~ VERMONT
Calibration Date:  03/17/2010 as | ,

Certification Date:

Test Dater 031712010 DEPARTMENT OF HEALTH

Time: 09:21

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.09°C
Breath Tube = 45.25°C
SETTINGS

Lamp Voltage =1.56 V
Cooler Voltage = 1.69 V
Bias Voltage = 80.5V
Chopper Freq = 532.1 Hz

PUMP INFO
Flow Rate = 6.239 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V)" 0.4835 0.4860
MIN(V) 0.4811 0.4845

FILTER INFO

Filter 1 0.485 Zero = true

Filter 2 0.756 Zero = true

Filter 3 1.313 Zero = true

CALIBRATION CHECK

Xq = 0.0784 0.55%

DMT Serial Number #100132 Page 1 of 1

13
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Lot:

Ca = 0.100000
CAL = 0.994875
bl = 0.000000
b2 = 0.004401
b3 = 0.000000
Xq = 0.078852
a2l = 1.198256
a3l = 0.431031

100132
03/17/2010
JMK
12345

.800 <=
.000 <=
.001 <=
.000 <=
.050 <=
.050 <=
.300 <=

O OOO0OO0OO

Performed by vr”)i:::::;>'

bl
b2
b3
Xq
a2l
a3l

ANNANNAA

DMT Serial Number #100132

OFH OO0 O+

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010

Date: 03/17/2010
Time: 15:45:10

Subject Name: 64E 7 EI65E

Date of Birth: 12/22/1970 Age: 39
Gender: F

License #: 6T86T KH

Case #: FYYFUYUF

Time of Operation: 14:00
Location of Incident: YGGUYG
Town: IRASBURG

County: ORLEANS

Test Operator Name: GLIGLI U GLUIUIGG
Agency: YYGLGLI

Obs. Period Start: 15:44

BLANK TEST 0.000 15:46

CALIBRATION CHECK PASSED  15:46
Xg = 0.0791 (0.44%)

SUBJECT SAMPLE (Vol=1.9L) 0.000 15:46
X[1] = 0.0001 (-0.0014) (0.0000)

BLANK TEST 0.000 15:48

CALIBRATION CHECK PASSED  15:48
Xq = 0.0791 (0.33%)

SUBJECT SAMPLE (Vol=2.6L) 0.000 15:48
X[1] = 0.0000 (0.0000) (~0.0005)

BLANK TEST 0.000 15:49

CALIBRATION CHECK PASSED  15:49
Xg = 0.0794 (0.77%)

SUBJECT SAMPLE (Vol=1.9L) 0.375 15:50

X[1] = 0.3753 (-0.0022) (0.0027)

DMT Serial Number #100132
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010
Date: 03/17/2010

Time: 15:36:38

Subject Name: 64E 7 EI65E

Date of Birth: 12/22/1970 Age: 39
Gender: F

License #: 6T86T KH

Case #: FYYFUYUF

Time of Operation: 14:00

Location of Incident: YGGUYG
Town: IRASBURG

County: ORLEANS

Test Operator Name: GLIGLI U GLUIUIGG

Agency: YYGLGLI

Obs. Period Start:

BLANK TEST 0.000

CALIBRATION CHECK PASSED
Xq = 0.0791 (0.33%)

SIMULATOR VAPOR 0.051
X[1] = 0.0516 (-0.0009) (0.0021)

BLANK TEST 0.000

SUBJECT SAMPLE (Vol=2.0L) 0.052
X[1] = 0.0527 (-0.0009) (0.0012)

BLANK TEST 0.000

CALIBRATION CHECK PASSED
Xg = 0.0793 (0.66%)

SIMULATOR VAPOR 0.052
X[1] = 0.0523 (-0.0004) (0.0010)

BLANK TEST 0.000

SUBJECT SAMPLE (Vol=1.9L) 0.052
X[1] = 0.0527 (-0.0017) (0.0006)

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 -

15:36

15:37
15:37

15:37
15:38
15:39
15:40
15:40
15:41

15:41
15:42

0.105

DMT Serial Number #100132

0.10

0.04

0.00
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0.00

Page 1 of 1
16

40.

Alcohol (g/210L)
Flow Rate (L/M)
32.0
24.0
/’- e
,,,,,,,,,,,,,, . 16.0
e
8.0
; z 0.0
0 5 10 15 20 25 30
: : 40.0
Alcohol (g/210L) §
Flow Rate (L/M) :
— 32.0
24.0
; 16.0
.......... ]
: : : 0.0
0 5 10 15 20 25 30

03/31/2010 09:41



DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010
Date: 03/17/2010

Time: 15:01:33

Subject Name: TTFTYTYFYF T TF
Date of Birth: 12/22/1980 Age: 29
Gender: M

License #: TFTFT OH

Case #: GVGVYV

Time of Operation: 13:00
Location of Incident: RDUDRUD
Town: READING

County: WINDSOR

Test Operator Name: TDITDYT Y TDTD

Agency: TDDTY

Obs. Period Start: 15:01

BLANK TEST 0.000 15:02

CALIBRATION CHECK PASSED 15:02
Xg = 0.0786 (0.2283)

SUBJECT SAMPLE (Vol=1.8L) 0.000 15:03
X[1] = 0.0000 (-0.0015) (0.0000)

BLANK TEST 0.000 15:03

CALIBRATION CHECK PASSED 15:04
Xg = 0.0797 (1.10%)

SUBJECT SAMPLE (Vol=2.5L) 0.000 15:04
X[1] = 0.0000 (0.0000) (0.0000)

BLANK TEST 0.000 15:05

CALIBRATION CHECK PASSED 15:06
Xg = 0.0794 (0.77%)

SUBJECT SAMPLE (Vol=1.9L) 0.373 15:07
X[1] = 0.3735 (-0.0009) (0.0004)

DMT Serial Number #100132
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010

Date: 03/17/2010
Time: 14:52:29

Subject Name: TTFTYTYFYF T TF
Date of Birth: 12/22/1980 Age: 29
Gender: M

License #: TFTFT OH

Case #: GVGVYV

Time of Operation: 13:00
Location of Incident: RDUDRUD
Town: READING

County: WINDSOR

Test Operator Name: TDITDYT Y TDTD
Agency: TDDTY

Obs. Period Start:

BLANK TEST 0.000

CALIBRATION CHECK PASSED
Xg = 0.0792 (0.55%)

SIMULATOR VAPOR 0.053
X[1] = 0.0535 (-0.0004) (0.0006)

BLANK TEST 0.000

SUBJECT SAMPLE (Vol=1.8L) 0.054
X[1] = 0.0540 (-0.0011) (0.0006)

BLANK TEST 0.000

CALIBRATION CHECK PASSED
Xq = 0.0795 (0.88%)

SIMULATOR VAPOR 0.052
X[1] = 0.0528 (0.0002) (0.0006)
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=1.7L) 0.054
X[1] = 0.0541 (-0.0005) (0.0000)
BLANK TEST 0.000
SIMULATOR VAPOR 0.053

X[1] = 0.0530 (-0.0011) (-0.0005)

All alcohol values reported in g/210L

14:50

14:53
14:53

14:53
14:54
14:55
14:56
14:56
14:56
14:57

14:58

14:59
14:59

Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
DMT Serial Number #100132

0.06

0.02

0.00

Page 1 of 1
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010

Date: 03/17/2010
Time: 14:50:22

Subject Name: TTFTYTYFYF T TF
Date of Birth: 12/22/1980 Age: 29
Gender: M

License #: TFTFET OH

Case #: GVGVYV

Time of Operation: 13:00
Location of Incident: RDUDRUD
Town: READING

County: WINDSOR

Test Operator Name: TDITDYT Y TDTD
Agency: TDDTY

Obs. Period Start:

BLANK TEST 0.000

CALIBRATION CHECK PASSED
Xg = 0.0785 (0.33%)

SIMULATOR VAPOR 0.052

X[1] = 0.0525 (-0.0004) (0.0009)
STANDARD OUT OF RANGE

All alcohol values reported in g/210L

14:50

14:51
14:51

14:51

Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
DMT Serial Number #100132

Page 1 of 1
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010

Date: 03/17/2010
Time: 12:30:16

Subject Name: T T T

Date of Birth: 11/11/1911 Age: 98
Gender: F

License #:

Case #: T

Time of Operation: 11:00
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operator Name: T T T
Agency: ADDISON COUNTY SO

X[1] = 0.0000 (0.0000) (0.0000)

Subject incapable of providing sample.
Reason: T

All alcohol values reported in g/210L

Obs. Period Start: 12:30

BLANK TEST 0.000 12:31

CALIBRATION CHECK PASSED 12:31
Xg = 0.0784 (0.55%)

SIMULATOR VAPOR 0.101 12:31
X[1] = 0.1013 (-0.0002) (0.0021)

BLANK TEST 0.000 12:32

SUBJECT SAMPLE REFUSED 12:32

Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
DMT Serial Number #100132

Page 1 of 1
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010

Date: 03/17/2010
Time: 12:23:16

Subject Name: T T T

Date of Birth: 11/19/1979 Age: 30
Gender: M

License #:

Case #: T

Time of Operation: 11:00
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operator Name: T T T
Agency: THETFORD PD

Obs. Period Start: 12:23

BLANK TEST 0.000 12:24

CALIBRATION CHECK PASSED 12:24
Xg = 0.0790 (0.22%)

SIMULATOR VAPOR 0.103 12:24
X[1] = 0.1036 (0.0008) (0.0013)

BLANK TEST 0.000 12:25

SUBJECT SAMPLE (Vol=1.9L) 0.000 12:25
X[1] = 0.0000 (-0.0007) (0.0000)

2nd TEST NOT REQUESTED

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.102

Sim. Vapor Range 0.097 - 0.107

DMT Serial Number #100132

0.08

0.04

0.02

0.00

Page 1 of 1
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010

Date: 03/17/2010
Time: 12:09:18

Subject Name: T T T

Date of Birth: 09/09/1979 Age: 30
Gender: M

License #:

Case #: T5

Time of Operation: 11:00
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operator Name: T T T
Agency: ADDISON COUNTY SO

Obs. Period Start: 12:07

BLANK TEST 0.000 12:10

CALIBRATION CHECK PASSED 12:10
Xg = 0.0787 (0.11%)

SIMULATOR VAPOR 0.102 12:10
X[1] = 0.1025 (0.0006) (0.0017)

BLANK TEST 0.000 12:11

SUBJECT SAMPLE (Vol=2.1L) 0.000 12:11
X[1] = 0.0000 (-0.0004) (0.0000)

2nd TEST NOT REQUESTED

BLANK TEST 0.000 12:12

SIMULATOR VAPOR 0.103 12:13
X[1] = 0.1039 (0.0003) (0.0005)

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105

DMT Serial Number #100132

0.10

0.08

0.02

Page 1 of 1
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Alcohol (g/210L)

——— Flow Rate (L/M)
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 100132
THTJRTJTYJ

Certification Date: 03/17/2010
Installation Date: 03/17/2010

Date: 03/17/2010
Time: 12:08:02

Subject Name: T T T

Date of Birth: 09/09/1979 Age: 30
Gender: M

License #:

Case #: TS5

Time of Operation: 11:00
Location of Incident:
Town: ADDISON

County: ADDISON

Test Operator Name: T T T
Agency: ADDISON COUNTY SO

Obs. Period Start: 12:07
USER ABORT
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
DMT Serial Number #100132 Page 1 of 1 03/31/2010 09:38
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SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 100132 >
o e 7~ VERMONT
Date: 03/17/2010 et i 5 , ' :

T DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.102 g/210L

Lot# = 467TR4

Range = 0.096 - 0.106

Average = 0.102 g/210L

Std Dev = 0.000

Simulator Temperature: °C

Performed by - _— Date 03/17/2010

DMT Serial Number #100132 Page 1 of 1 03/31/2010 09:38
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SIMULATOR SOLUTION CHANGE REPORT

7 VERMONT

DEPARTMENT OF HEALTH

DataMaster DMT: 100132

Location: THTIRTITYJ
Date: 03/17/2010
Performed by: YREYWER 5 5U5

Accuracy and Precision Check

Concentration = 0.100 g/210L
Lot# = HRTHRT
Range = 0.095-0.105
Average = 0.102 g/210L
Std Dev = 0.001
Simulator Temperature: °C

r"’\/'_,

Performed by -

DMT Serial Number #100132

Date

Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100132

Location: THTJRTITY]J

Calibration Date:  03/17/2010

Certification Date: 03/17/2010

Installation Date:  03/17/2010

RPC Date: 03/17/2010

Supervisor Name: HYGY U TYRDTRYRDD

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.15°C
Breath Tube =45.68°C

SETTINGS

Lamp Voltage =1.56 V
Cooler Voltage =1.69 V
Bias Voltage =80.6V
Chopper Freq =531.0Hz

PUMP INFO
Flow Rate = 5.985 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.5026 0.5051
MIN(V) 0.5008 0.5038

FILTER INFO

Filter 1 0.504 Zero = true
Filter 2 0.777 Zero = true
Filter 3 1.346 Zero = true

CALIBRATION CHECK
Xq=0.0785 0.33%

Routine Performance Check Passed

.10

.08

.04

.02

.00

7~ VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check
Concentration = 0.100 g/210L
Lot # = 757578
Average = 0.102 g/210L
Std Dev = (0.001
RFI Interference Test

RFI detected

Sample Acceptance Test

Passed

40.0
Alcohol (g/210L)
——— Flow Rate (L/M)
— : - 32.0
06 b NG 24.0
{1 16.0
] ; i f i 0.0
5 10 15 20 25 30

/-\__d
Performed by -
Reviewed by
DMT Serial Number #100132

Date

03/17/2010

Date

Page 1 of 1
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Section 3: Power-Up Tests

27



CALIBRATION REPORT

DataMaster DMT: 100132

Performed by - M QM

Calibration Date:  09/07/2010
Calibrated by: AMANDA BOLDUC
Lot: 11-03-100
ca = 0.102000
CAL = 0.984483 0.800 <= CAL <
bl = 0.000595 0.000 <= bl <
b2 = 0.006097 0.001 <= b2 <
b3 = 0.000658 0.000 <= b3 <
Xg = 0.093401 0.050 <= Xq <
a2l = 1.147888 1.050 <= a2l <
a3l = 0.457828 0.300 <= a3l <

DMT Serial Number #100132

OFH OO0 oK

7~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 09/07/2010
Time: 10:48:08

SUPERVISOR NAME: ALB CAL CHECK

SOLUTION LOT #: 11-05-100
SOLUTION CONCENTRATION: 0.102

BLANK TEST 0.000 10:49
CALIBRATION CHECK PASSED  10:49
SIMULATOR VAPOR 0.103  10:49
SIMULATOR VAPOR 0.104  10:50
SIMULATOR VAPOR 0.103  10:51
SIMULATOR VAPOR 0.103  10:52
SIMULATOR VAPOR 0.103  10:53
SIMULATOR VAPOR 0.103  10:54
SIMULATOR VAPOR 0.104  10:55
SIMULATOR VAPOR 0.104  10:56
SIMULATOR VAPOR 0.104  10:57
SIMULATOR VAPOR 0.104  10:58
BLANK TEST 0.000 10:59

Average = 0.103
Std Dev = 0.0005

DMT Serial Number #100132
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CALIBRATION REPORT

DataMaster DMT: 100132

Calibration Date: 03/31/2010
Calibrated by: AMANDA BOLDUC
Lot: 10-22-100

Ca = 0.101000

CAL = 0.982097 0.800 <= CAL <
bl = 0.000000 0.000 <= Dbl <
b2 = 0.006003 0.001 <= Db2 <
b3 = 0.000000 0.000 <= b3 <
Xg = 0.079370 0.050 <= Xqg <
a2l = 1.191920 1.050 <= a2l <
a3l = 0.410240 0.300 <= a3l <

Performed by M Gﬂj‘"’“

DMT Serial Number #100132

OH OOOOHK

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

v

Date

Page 1 of 1
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 03/31/2010
Time: 11:30:07

Average = 0.100
Std Dev = 0.0007

SUPERVISOR NAME: ALB CAL CHECK t/;
SOLUTION LOT #: 10-23-100 )

SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 11:31
CALIBRATION CHECK PASSED 11:31
SIMULATOR VAPOR 0.100 11:31
SIMULATOR VAPOR 0.101 11:32
SIMULATOR VAPOR 0.100 11:33
SIMULATOR VAPOR 0.101 11:34
SIMULATOR VAPOR 0.102 11:35
SIMULATOR VAPOR 0.100 11:36
SIMULATOR VAPOR 0.101 11:37
SIMULATOR VAPOR 0.102 11:38
SIMULATOR VAPOR 0.101 11:39
SIMULATOR VAPOR 0.101 11:40
BLANK TEST 0.000 11:41

DMT Serial Number #100132

AN SRR
GROOMNICYOHESCONIYO
QAXOOOOOOOOO

ADOOOOOOOOO
EREEEEREEEE

NN

GEONIOYOHEONIHNO
Ge 6 8 s 6 4 b e ow
TOOOOOOOOOO

ADOOOOOOOOO
EEEREEEEE

ORI DGO
TN NI
TADOOOOOOOOO

NN
CEONYORONHO
CADOOOOOOOOO

PN GO

TDOOOOOOOOO ADOOOOOOOOO TADOOOOOOOOO
EREEEEEEERE EEEEEEEEE EREEEEER
TEAONIORONHO

R

TDOOOOOOOOO

=N

CEONOYOE00NOYOD
©s s 0 s 8 8 s 0 o e
TDOOOOOODOO

I HOOONIMSNOO DAHOONHDO WM HOONIMHHOOD ODIEOONIDO ODIOONIHDO DI CHOONIMHOO

TADOOOOOOOOO
REREEEEEEEE

OGO
RN
CDOOOOOOOOO

CADOOOOOOOOO
EEEEEEEEEE

DO

TN 0N
CADOOOOOOOOO

TADOOCOOOOOOO
. EEEEEEEEE . .
COOOOH=H4=14D ADOOO= 4N QOOOO 4=\ SOOI N CADOOO 4N COOOO= =N\ SOOI\ OO0\ COOOO N TOOOO=H=H=—N\)

I CYOONIMENHOO

=N DL

TN
CAOOOOOOOOO0

DI HOONINDOD DI HOONIHOO WM HOONIMSHAOO

TDOOOOOOOOO
EEEEEEEEE

25 30

=DM
GROONYOHSQNIHO
ADOOOOOOOOO

TADOOTOOOOOO
BOEEREEEREEE

0 5 10 15 20 25 30
Page 1 of 1 03/31/2010 11:42

31



CERTIFICATION REPORT

DataMaster DMT: 100132
Calibration Date: 03/31/2010
Certification Date: 03/31/2010

Certified by: AMANDA BOLDUC

Diagnostic Results

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06 o/
Questions 1.00

Reports 1.02

TEMPERATURES
Sample Chamber = 49.44°C
Breath Tube = 48.09°C -

SETTINGS

Lamp Voltage =161V

Cooler Voltage=1.69V
Bias Voltage =80.6 V
Chopper Freq =537.0 Hz

PUMP INFO
Flow Rate = 6.053 L/M

DETECTOR INFO
PUMP ON OFF .
MAX(V) 0.0358 0.0380
MIN(V) 0.0341 0.0366

FILTER INFO

Filter 1 0.037 Zero = true
Filter 2 0.337 Zero=true
Filter 3 0.983 Zero = true

CALIBRATION CHECK 4 ‘
Xq=0.0790 0.44%

DMT Serial Number #100132

7~ _VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.101
Digital Simulator: none
Simulator Before: yes e
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 04/02/2010 08:01
32 ‘



Linearity Check Results DMT Linearity
True Value  Reported Average Std Dev 0.50
0.019g/210L  0.017 g/210L 0.000 /
Lot # 10-21-020 0.40
/ 0.081g/210L  0.077 g/210L 0.001 /
_/ Lot#10-19-080 80.30
Y 0.159g210L  0.154 g/210L 0.000 S /
Lot # 10-20-160 20.20
0.382g/210L  0.386 g/210L 0.001 = /
Lot # 09-36-400 0.10
R2=0.9998 0.00
0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-24-08A %
Interference Detected 0.20 : : : , 40.0
0.18 Alcohol (g/210L) R ; R 36.0
Mouth Alcohol Test ) Flow Rate (L/M) t ;
Mouth Alcohol Detected 0.16 N - 32.0
0.12 24.0
0.10 20.0
- RF Interference Test - 0.08 16.0
1,4/
RFI detected 0.06 12.0
0.04 8.0
0.02 4.0
0.00 ? f 1 | 0.0
0 5 10 15 20 25 30
0.10 : 40.0
5 Sample Acceptance Test Alcohol (g/210L)
Passed - —— Flow Rate (L/M)
0.08 T e A ﬂ = S— -1 32.0
| A Jaot | |
&F( and- S'Q ) j 0.06 i 24.0
dowe on Gl2llo al ' «
. . | ] :
o Leads @WW 0. 04 AT N oo
6\5*6 @ |
0.02 AR - - 8.0
CERTIFICATION PASSED 0.00 ‘ J A ; .
U0 5 0 15 20 25 30
Performed by - :\’Eﬂ'ﬁ) O —0- Date 04/02/2010
N\ R IVEZRN [
Reviewed by \ﬁ W "2 Date Y i\(-‘;li O
DMT Serial Number #100132 Page 2 of 2 04/02/2010 08:02
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Section 4: Linearity
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/21/2010
Time: 14:45:34

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-14-400
SOLUTION CONCENTRATION: 0.387

BLANK TEST 0.000 14:46
CALIBRATION CHECK PASSED 14:46
SIMULATOR VAPOR 0.392 14:46
SIMULATOR VAPOR 0.393 14:48
SIMULATOR VAPOR 0.393 14:49
SIMULATOR VAPOR 0.394 14:50
SIMULATOR VAPOR 0.394 14:51
SIMULATOR VAPOR 0.394 14:52
SIMULATOR VAPOR 0.393 14:53
SIMULATOR VAPOR 0.394 14:54
SIMULATOR VAPOR 0.394 14:55
SIMULATOR VAPOR 0.394 14:56
BLANK TEST 0.000 14:56

Average = 0.393
std Dev = 0.0007

DMT Serial Number #100132
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T e s Rt S S— — 218
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038 360
.3 24.0
§:58 [ 728
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e 8
0 5 10 15 20 25 30
o S R S S — 40-9
s |
B | 08
. 4 12.0
i | 1
0 5 10 15 20 25 30
9:50 40-9
8:48 |— 38
0.30 | 24.0
8123 2019
0.15 12.0
5165 48
0 5 10 15 20 25 30
0:90 - 40-9
8148 | 389
0.30 |- 24.0
828 154
i 06
0 5 10 15 20 25 30
0.50 40.0
848 | — 1328
0.30 |+ 1 %40
820 - 58
i i
0 5 10 15 20 25 30
9:99 40-9
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Ca e 20:0
. o 12.0
e —— ——— ——— 4:
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S s S S 40-9
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9:90 - 499
e - 7818
833 | -l 20
0.15 1 12.0
860 148
0 5 10 15 20 25 30
Page 1 of 1 04/21/2010 14:57
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/21/2010
Time: 15:22:20

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-21-020
SOLUTION CONCENTRATION: 0.019

BLANK TEST 0.000 15:23
CALIBRATION CHECK PASSED 15:23
SIMULATOR VAPOR 0.020 15:23
SIMULATOR VAPOR 0.019 15:24
SIMULATOR VAPOR 0.021 15:25
SIMULATOR VAPOR 0.020 15:26
SIMULATOR VAPOR 0.020 15:27
SIMULATOR VAPOR 0.020 15:28
SIMULATOR VAPOR 0.020 15:29
SIMULATOR VAPOR 0.020 15:30
SIMULATOR VAPOR 0.020 15:31
SIMULATOR VAPOR 0.021 15:32
BLANK TEST 0.000 15:33

Average out of range!

Average = 0.020
Std Dev 0.0005

DMT Serial Number #100132

0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 Hd— 8.0
0.00 0.0

0 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 | 8.0
0'00‘ 0 10 15 20 25 30 0-0
0.10 40.0
0.08 32.0
0.06 24.0
0204 | 16.0
0.02 |g 8.0
0-00 % 10 15 20 25 30 0.0
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 | , 8.0
0-00 ¥ 10 15 20 25 30 0.0
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |g— 8.0
0-00% 10 15 20 25 30 0.0
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |g 8.0
0-00% 10 15 20 25 30 0.0
0.10 40.0
0.08 |- 32.0
0.06 24.0
0.04 |- 16.0
0.02 |g— 8.0
0-00 %8 10 15 20 25 30 0-0
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |pm 8.0
0-00 0 10 15 20 25 30 0.0
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |g= 8.0
0-00%8 10 15 20 25 30 0-0
0.10 40.0
0.08 |- 32.0
0.06 24.0
0.04 16.0
0202 | 8.0
0-00 % 10 15 20 25 30 0-0
Page 1 of 1 04/21/2010 15:33
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0.30 40.0

0.25 33.3
0.20 26.7
0.15 20.0
0.10 -{7 13.3
0.05 |4 6.7
0.00 0.0
0 5 10 15 20 25 30
0.30 40.0
0.25 33.3
0.20 26.7
0.15 20.0
0.10 / 13.3
0.05 4 6.7
0.00 0.0
0 5 10 15 20 25 30
0.30 40.0
0.25 33.3
0.20 26.7
0.15 |+~ 20.0
ACCURACY AND PRECISION TEST 0.10 | 13.3
0.05 ! 6.7
STATE OF VERMONT 0-00 % 5 10 15 20 25 30 0.0
DataMaster DMT: 100132 0.30 40.0
_________ R o . 0.25 33.3
Date: 04/21/2010 0.20 26.17
Time: 16:15:39 0.15 1 20.0
0.10 | 13.3
SUPERVISOR NAME: DARCY M RICHARDSON 9-95 I 67
0 5 10 15 20 25 30
SOLUTION LOT #: 10-20-160 0.30 40.0
SOLUTION CONCENTRATION: 0.159 0.25 33.3
““““““““““““ - 0.20 26.7
BLANK TEST 0.000 16:16 0.15 | 20.0
CALIBRATION CHECK PASSED 16:16 0.10 [ 1 13.3
SIMULATOR VAPOR 0.159  16:17 0.05 l _____ 6.7
SIMULATOR VAPOR 0.160 16:18 0.00 0.0
SIMULATOR VAPOR 0.159 16:19 0 5 10 15 20 25 30
SIMULATOR VAPOR 0.159 16:20 0.30 40.0
SIMULATOR VAPOR 0.160 16:21 0.25 33.3
SIMULATOR VAPOR 0.160 16:22 0.20 |- 26.7
SIMULATOR VAPOR 0.160 16:23 0.15 | 20.0
SIMULATOR VAPOR 0.160 16:24 . 0.10 | 13.3
SIMULATOR VAPOR 0.159 16:25 8-88 i 8'8
SIMULATOR VAPOR 0.160 16:25 . 0 S 10 15 59 55 YRR
BLANK TEST 0.000 16:26 0.30 40.0
0.25 33.3
Average = 0.159 0.20 26.7
Std Dev = 0.0005 0‘15 20'0
0.10 { 13.3
0.05 |4 6.7
0.00 0.0
0 5 10 15 20 25 30
0.30 40.0
0.25 33.3
0.20 26.7
0.15 20.0
0.10 { 13.3
0.05 4 6.7
0.00 0.0
0 5 10 15 20 25 30
0.30 40.0
0.25 - 1 33.3
0.20 |- 1 26.7
0.15 |- - - 20.0
0.10 { 13.3
0.05 |4 - 1 6.7
0.00 0.0
0 5 10 15 20 25 30
0.30 40.0
0.25 1 33.3
0.20 . 26.7
0.15 |+ 20.0
0.10 { ----- e -~ 13.3
0.05 |4 6.7
0.00 0.0
0 5 10 15 20 25 30
DMT Serial Number #100132 Page 1 of 1 04/21/2010 16:26
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/21/2010
Time: 17:21:25

SUPERVISOR NAME: DARCY M RICHARDSON

SOLUTION LOT #: 10-19-080
SOLUTION CONCENTRATION: 0.081

BLANK TEST 0.000 17:22
CALIBRATION CHECK PASSED 17:22
SIMULATOR VAPOR 0.080 17:22
SIMULATOR VAPOR 0.080 17:23
SIMULATOR VAPOR 0.080 17:24
SIMULATOR VAPOR 0.079 17:25
SIMULATOR VAPOR 0.080 17:26
SIMULATOR VAPOR 0.080 17:27
SIMULATOR VAPOR 0.079 17:28
SIMULATOR VAPOR 0.080 17:29
SIMULATOR VAPOR 0.081 17:30
SIMULATOR VAPOR 0.079 17:31
BLANK TEST 0.000 17:32
Average = 0.079

Std Dev = 0.0006

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT
DataMaster DMT: 100132

Date: 04/22/2010
Time: 07:57:15

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-19-080
SOLUTION CONCENTRATION: 0.081

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.078
SIMULATOR VAPOR 0.078
SIMULATOR VAPOR 0.078
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.078
SIMULATOR VAPOR 0.078
SIMULATOR VAPOR 0.078
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.078
SIMULATOR VAPOR 0.080
BLANK TEST 0.000
Average 078

= 0.
Std Dev = 0.0006

DMT Serial Number #100132
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0.08 32.0
0.06 | 24.0
0.04 16.0
O S s S R 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
N Y- e S e e 24.0
0.04 16.0
0.02 |4 8.0
g 0-00% 5 10 15 20 25 30 0.0
aifiedurr o
ST AL 0.10 40.0
0.08 32.0
0.06 24.0
ACCURACY AND PRECISION TEST 0.04 16.0
0.02 | o= 8.0
STATE OF VERMONT 0.00 0.0
0 5 10 15 20 25 30
DataMaster DMT: 100132 0.10 40.0
__________________________________________ 0.08 1 32.0
Date: 04/22/2010 0.06 |- 1 24.0
Time: 08:28:00 : 0.04 - 16.0
. 0.02 |z —| 8.0
SUPERVISOR NAME: A L B 0.00 0.0
0 5 10 15 20 25 30
SOLUTION LOT #: 10-21-020 0.10 40.0
SOLUTION CONCENTRRTION: 0.013
BLANK TEST 0.000 08:28 0.06 24.0
CALIBRATION CHECK PASSED  08:29 0.04 16.0
SIMULATOR VAPOR 0.019  08:29 0.02 | 8.0
SIMULATOR VAPOR 0.019  08:30 0.00 0.0
SIMULATOR VAPOR 0.019  08:31 0 5 10 15 20 25 30
SIMULATOR VAPOR 0.020  08:32 0.10 40.0
SIMULATOR VAPOR 0.019  08:33 0.08 32.0
SIMULATOR VAPOR 0.019 08:34 0.06 24.0
SIMULATOR VAPOR 0.020 08:35 0.04 16. 0
SIMULATOR VAPOR 0.019 08:36 : :
SIMULATOR VAPOR 0.020  08:37 8-83 — g-g
SIMULATOR VAPOR 8'839 82338 : 0 3 10 5 20 55 30
BLANK TEST .000 :38 0.10 40.0
Average out of range! 0.08 32.0
0.06 24.0
Average = 0.019 0.04 16.0
Std Dev = 0.0004 0.02 | g 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |-gue 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 | 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
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0.06 | 24.0
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0.02 |p= 8.0
0.00 0.0
0 5 10 15 20 25 30
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ACCURACY AND PRECISION TEST
STATE OF VERMONT

DataMaster DMT: 100132
Date: 04/22/2010
Time: 10:21:48
SUPERVISOR NAME: A L B
SOLUTION LOT #: 10-14-400
SOLUTION CONCENTRATION: 0.387
BLANK TEST 0.000 10:22
CALIBRATION CHECK PASSED 10:22
SIMULATOR VAPOR 0.389 10:23
SIMULATOR VAPOR 0.388 10:24
SIMULATOR VAPOR 0.388 10:25
SIMULATOR VAPOR 0.389 10:26
SIMULATOR VAPOR 0.389 10:27
SIMULATOR VAPOR 0.390 10:28
SIMULATOR VAPOR 0.389 10:29
SIMULATOR VAPOR 0.390 10:30
SIMULATOR VAPOR 0.389 10:31
SIMULATOR VAPOR 0.389 10:32
BLANK TEST 0.000 10:33
Average = 0.389
Std Dev = 0.0006

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/22/2010
Time: 10:38:59

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-20-160
SOLUTION CONCENTRATION: 0.159

BLANK TEST 0.000 10:39
CALIBRATION CHECK PASSED 10:40
SIMULATOR VAPOR 0.157 10:40
SIMULATOR VAPOR 0.157 10:41
SIMULATOR VAPOR 0.157 10:42
SIMULATOR VAPOR 0.157 10:43
SIMULATOR VAPOR 0.158 10:44
SIMULATOR VAPOR 0.158 10:45
SIMULATOR VAPOR 0.158 10:46
SIMULATOR VAPOR 0.157 10:47
SIMULATOR VAPOR 0.157 10:48
SIMULATOR VAPOR 0.158 10:49
BLANK TEST 0.000 10:50

Average = 0.157
Std Dev = 0.0005

DMT Serial Number #100132
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DIAGNOSTIC RESULT

DataMaster DMT: 100132 -

7~ VERMONT
Calibration Date:  03/31/2010 ’ o

Certification Date: 03/31/2010
Installation Date:  03/31/ :

Test Dater 0412212010 DEPARTMENT OF HEALTH

Time: 15:20

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.68°C
Breath Tube = 48.11°C
SETTINGS

Lamp Voltage =1.61V
Cooler Voltage = 1.69 V
Bias Voltage = 80.6 V
Chopper Freq = 540.4 Hz

PUMP INFO
Flow Rate = 6.045 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0931 0.0931
MIN(V) 0.0902 0.0919

FILTER INFO

Filter 1 0.092 Zero = true
Filter 2 0.399 Zero = true
Filter 3 1.042 Zero = true

CALIBRATION CHECK
Xg = 0.0788 0.65%

DMT Serial Number #100132 Page 1of 1 04/22/2010 15:21
43



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/22/2010
Time: 15:22:00

SUPERVISOR NAME: DARCY M RICHARDSON

SOLUTION LOT #: 10-20-160
SOLUTION CONCENTRATION: 0.159

BLANK TEST 0.000 15:22
CALIBRATION CHECK PASSED 15:23
SIMULATOR VAPOR 0.159 15:23
SIMULATOR VAPOR 0.160 15:24
SIMULATOR VAPOR 0.160 15:25
SIMULATOR VAPOR 0.159 15:26
SIMULATOR VAPOR 0.159 15:27
SIMULATOR VAPOR 0.160 15:28
SIMULATOR VAPOR 0.160 15:29
SIMULATOR VAPOR 0.159 15:30
SIMULATOR VAPOR 0.160 15:31
SIMULATOR VAPOR 0.159 15:32
BLANK TEST 0.000 15:33

Average = 0.159
Std Dev 0.0005

I

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/22/2010
Time: 15:39:54

SUPERVISOR NAME: DARCY M RICHARDSON

SOLUTION LOT #: 10-19-080
SOLUTION CONCENTRATION: 0.081

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.080
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.080
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.080
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.080
BLANK TEST 0.000

Average = 0.079
Std Dev = 0.0005

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/23/2010
Time: 07:32:04

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-21-020
SOLUTION CONCENTRATION: 0.019

BLANK TEST 0.000 07:32
CALIBRATION CHECK PASSED 07:33
SIMULATOR VAPOR 0.019 07:33
SIMULATOR VAPOR 0.020 07:34
SIMULATOR VAPOR 0.019 07:35
SIMULATOR VAPOR 0.020 07:36
SIMULATOR VAPOR 0.019 07:37
SIMULATOR VAPOR 0.020 07:38
SIMULATOR VAPOR 0.019 07:39
SIMULATOR VAPOR 0.019 07:40
SIMULATOR VAPOR 0.019 07:41
SIMULATOR VAPOR 0.019 07:42

BLANK TEST 0.000 07:42

Average out of range!

Average = 0.019
Std Dev = 0.0004
DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/23/2010
Time: 08:58:35

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-14-400
SOLUTION CONCENTRATION: 0.387

BLANK TEST 0.000 08:59
CALIBRATION CHECK PASSED 08:59
SIMULATOR VAPOR 0.388 08:59
SIMULATOR VAPOR 0.389 09:01
SIMULATOR VAPOR 0.388 09:02
SIMULATOR VAPOR 0.389 09:03
SIMULATOR VAPOR 0.387 09:04
SIMULATOR VAPOR 0.389 09:05
SIMULATOR VAPOR 0.388 09:06
SIMULATOR VAPOR 0.389 09:07
SIMULATOR VAPOR 0.389 09:08
SIMULATOR VAPOR 0.388 09:09
BLANK TEST 0.000 09:09

Average = 0.388
Std Dev = 0.0006

DMT Serial Number #100132
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DIAGNOSTIC RESULT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Test Date:

Time:

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber
Breath Tube

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO
Flow Rate = 6.0

DETECTOR INFO
PUMP ON

MAX (V) 0.1065
MIN (V) 0.1008

FILTER INFO
Filter 1 0.104
Filter 2 0.408
Filter 3 1.058

100132

03/31/2010
03/31/2010
03/31/2010
04/23/2010
09:19

= 48.68°C
= 48.06°C

l.61 V
l1.69 Vv
80.6 V
540.1 Hz

85 L/M

OFF
0.1047
0.1026

1l

zZero
Zero
Zero

o

CALIBRATION CHECK

Xq = 0.0789 0.

54%

DMT Serial Number #100132

true
true
true

7~~~ VERMONT

DEPARTMENT OF HEALTH

Page 1 of 1
48
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ACCURACY AND PRECISION TEST §%§ | %2:§
: | :
STATE OF VERMONT §;é§ f gzg
0 5 10 15 20 25 30
DataMaster DMT: 100132 §:§§ 4%;%
Date: 04/23/2010 030 ffct" %Z
Time: 09:25:25 53 11 -§
2 H 13:9
SUPERVISOR NAME: A L B §Iég } gig
) 0 5 10 15 20 25 30
SOLUTION LOT #: 10-14-400 0.50 40.0
SOLUTION CONCENTRATION: 0.387 §-§§ §§-0
__________________________________________ Y s
BLANK TEST 0.000 09:26 §;§§ [ %é;%
CALIBRATION CHECK PASSED  09:26 6.20 18.0
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/23/2010
Time: 10:31:03

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-20-160
SOLUTION CONCENTRATION: 0.159

BLANK TEST 0.000 10:31
CALIBRATION CHECK PASSED 10:32
SIMULATOR VAPOR 0.154 10:32
SIMULATOR VAPOR 0.156 10:33
SIMULATOR VAPOR 0.155 10:34
SIMULATOR VAPOR 0.156 10:35
SIMULATOR VAPOR 0.156 10:36
SIMULATOR VAPOR 0.156 10:37
SIMULATOR VAPOR 0.156 10:38
SIMULATOR VAPOR 0.156 10:39
SIMULATOR VAPOR 0.155 10:40
SIMULATOR VAPOR 0.157 10:41
BLANK TEST 0.000 10:42
Average = 0.155

Std Dev = 0.0008

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST
STATE OF VERMONT

DataMaster DMT: 100132
Date: 04/23/2010
Time: 10:49:39
SUPERVISOR NAME: A L B
SOLUTION LOT #: 10-19-080
SOLUTION CONCENTRATION: 0.081
BLANK TEST 0.000 10:50
CALIBRATION CHECK PASSED 10:50
SIMULATOR VAPOR 0.077 10:50
SIMULATOR VAPOR 0.078 10:51
SIMULATOR VAPOR 0.078 10:52
SIMULATOR VAPOR 0.079 10:53
SIMULATOR VAPOR 0.078 10:54
SIMULATOR VAPOR 0.078 10:55
SIMULATOR VAPOR 0.078 10:56
SIMULATOR VAPOR 0.079 10:57
SIMULATOR VAPOR 0.078 10:58
SIMULATOR VAPOR 0.078 10:59
BLANK TEST 0.000 11:00
Average = 0.078
Std Dev = 0.0005

DMT Serial Number #100132

ADOCOCOOOCOOO
Nratatataratedatuten
QDO N GDOOO =N
DIRODONIBSRHDO

IO ONIEHOO

ADOOOOOOOOO ADOOOOOOOOO
R ce s 0 0 0 0 s 0 e e

CDOOO N
DI YOONHIDO

ODUBOONIHOO

TADOOOOOOOOO
NPttt et
CDOOO=3—=N)

ADOOORHN
[@:STNe ool )N TNe Yoo e

TSDOOCOOOOOO CTDOOCOOOOOOO
EEEEEREEEE R

ADOOON | ADOOOHHN  GDOOOHN  GDOOOHFHEN  GDOOOR N

DI OONNDO

TIDOOOOOOOOO TDOOOOOOOOO
EEEEEEEEEE EEEEEEEREEEE
DIROONINHDO [@: NN ee'w\STNe oole) ODAIOONIHNOO DAIGIOONHEHNDO

CTOOOOOOOOOO
EEEEEEREEE

TSOOOOOOOOOO
R

Page 1 of 1
51

40

36

34

20

f— 12.
L g:
0 10 15 20 25 30
40.

36:

38

20

= 13
i g

0 10 15 20 25 30

145

38:

20:

f 1§I
¥ N
0 10 15 20 25 30
40.

36:

i

i 16
f 12:
I3 g:
0 10 15 20 25 30
40.

32.

2

r %
L g:
0 10 15 20 25 30
40.

36

34:

20

[ 12.
f g:
0 10 15 20 25 30
40.

36.

38:

if

f 13:
-f - S SRS S S 2:
0 10 15 20 25 30
40

36

35

20

[ 12
I g
0 10 15 20 25 30
40.

36:

34:

if

12:
L g:

0 10 15 20 25 30

40.

§6.

g:

i

= 12.
L g:
0 10 15 20 25 30
04/23/2010 11:00

PR
ADOOOOOOOOO

R
ADOOOOOOOOO

.o I
TADOOOOOOOD ADOOOOOOOOO ADOOOOOOOOO

s e s s s 08 8 s
TDOOOOOOOOO

.
ADOOOOOOOOO

TDOOOOOOOOO

ADOOOOOOOOO

TADOOOOOOOOO



-
r

. Pt LT
Al WP s UETF

ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/23/2010
Time: 11:08:59

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-21-020
SOLUTION CONCENTRATION: 0.019

BLANK TEST 0.000 11:09
CALIBRATION CHECK PASSED 11:10
SIMULATOR VAPOR 0.019 11:10

SIMULATOR VAPOR 0.019 11:11
SIMULATOR VAPOR 0.018 11:12
SIMULATOR VAPOR 0.020 11:13
SIMULATOR VAPOR 0.019 11:14
0

SIMULATOR VAPOR 019 11:15
SIMULATOR VAPOR 0.019 11:16
SIMULATOR VAPOR 0.019 11:17
SIMULATOR VAPOR 0.020 11:18
SIMULATOR VAPOR 0.019 11:19
BLANK TEST 0.000 11:19

Average out of range!

Average = 0.019
Std Dev = 0.0005

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 09/08/2010
Time: 05:58:59

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-34-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000 05:59
CALIBRATION CHECK PASSED  06:00
SIMULATOR VAPOR 0.017 06:00
SIMULATOR VAPOR ’ 0.019 06:01
SIMULATOR VAPOR 0.017 06:02
SIMULATOR VAPOR 0.017 06:03
SIMULATOR VAPOR 0.019 06:04
SIMULATOR VAPOR 0.018 06:05
SIMULATOR VAPOR 0.018 06:06
SIMULATOR VAPOR 0.019 06:07
SIMULATOR VAPOR 0.018 06:08
SIMULATOR VAPOR 0.018 06:09
BLANK TEST 0.000 06:09

Average out of range!

Average = 0.018
Std Dev = 0.0008

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 09/08/2010
Time: 06:27:56

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-37-080
SOLUTION CONCENTRATION: 0.079

BLANK TEST 0.000 06:28
CALIBRATION CHECK PASSED 06:28
SIMULATOR VAPOR 0.076 06:29
SIMULATOR VAPOR 0.077 06:30
SIMULATOR VAPOR 0.077 06:31
SIMULATOR VAPOR 0.077 06:32
SIMULATOR VAPOR 0.077 06:33
SIMULATOR VAPOR 0.077 06:34
SIMULATOR VAPOR 0.077 06:35
SIMULATOR VAPOR 0.078 06:36
SIMULATOR VAPOR 0.077 06:37
SIMULATOR VAPOR 0.078 06:38
BLANK TEST 0.000 06:38
Average = 0.077

Std Dev = 0.0005

DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 09/08/2010
Time: 06:42:48

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-31-160
SOLUTION CONCENTRATION: 0.160

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.153
SIMULATOR VAPOR 0.153
SIMULATOR VAPOR 0.153
SIMULATOR VAPOR 0.153
SIMULATOR VAPOR 0.154
SIMULATOR VAPOR 0.153
SIMULATOR VAPOR 0.154
SIMULATOR VAPOR 0.153
SIMULATOR VAPOR 0.154
SIMULATOR VAPOR 0.153
BLANK TEST 0.000
Average = 0.153

Std Dev = 0.0004
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DMT Serial Number #100132
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 09/08/2010
Time: 08:01:11

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-32-400
SOLUTION CONCENTRATION: 0.373

BLANK TEST 0.000 08:02
CALIBRATION CHECK PASSED 08:02
SIMULATOR VAPOR 0.363 08:02
SIMULATOR VAPOR 0.367 08:04
SIMULATOR VAPOR 0.366 08:05
SIMULATOR VAPOR 0.367 08:06
SIMULATOR VAPOR 0.368 08:07
SIMULATOR VAPCR 0.366 08:08
SIMULATOR VAPOR 0.366 08:09
SIMULATOR VAPOR 0.367 08:10
SIMULATOR VAPOR 0.366 08:11
SIMULATOR VAPOR 0.367 08:12
BLANK TEST 0.000 08:13
Average = 0.366

Std Dev = 0.0013

DMT Serial Number #100132
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Section 5: Interference
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/05/2010
Time: 08:20:13

SUPERVISOR NAME: ALB .04MEOH IN H20

SOLUTION LOT #: 10-25-04M
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
BLANK TEST 0.000

Average out of range!
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/06/2010
Time: 07:27:15

SUPERVISOR NAME: ALB .04 IPA IN H20

SOLUTION LOT #: 10-26-041
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
BLANK TEST 0.000

Average out of range!

07:28
07:28
07:28
07:29
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07:31
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07:33
07:34
07:35
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07:38

DMT Serial Number #100132

0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
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ACCURACY AND PRECISION TEST
STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/06/2010

Time: 07:46:17

SUPERVISOR NAME: ALB ..0l1ACETONE IN .08ETOH

SOLUTION LOT #: 10-24-08A

SOLUTION CONCENTRATION: 0.081

BLANK TEST 0.000 07:47

CALIBRATION CHECK PASSED 07:47

SIMULATOR VAPOR INTERFERENCE 07:47

SIMULATOR VAPOR INTERFERENCE 07:48

SIMULATOR VAPOR INTERFERENCE 07:49
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BLANK TEST 0.000 07:57
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/06/2010
Time: 09:51:43

SOLUTION LOT #: 10-10-08M4
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
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Average out of range!
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0.10 40.0

0.08 32.0

0006 [ 24.0

0.04 If— 16.0

0.02 |4 8.0

0.00 ¥ 5 10 15 20 25 30 0.0

0.10 40.0

0.08 32.0

0.06 24.0

0.04 |[f— 16.0

0.02 ,I 8.0

0-00 % 5 10 15 20 25 30 0.0

0.10 40.0

0.08 32.0

0.06 24.0

ACCURACY AND PRECISION TEST 0.04 r 16.0

0.02 8.0

STATE OF VERMONT 0-00 % 5 10 15 20 25 30 0.0

DataMaster DMT: 100132 0.10 40.0

o - e 0.08 32.0

Date: 04/06/2010 0.06 24.0

Time: 13:00:06 0.04 . 1 16.0

0.02 ,I 8.0

SUPERVISOR NAME: ALB .02ACETONE IN .04ETOH 0.00 0.0
0 5 10 15 20 25 30

SOLUTION LOT #: 09-31-04A2 : 0.10 40.0

SOLUTION CONCENTRATION: 0.000

BLANK TEST 0.000 13:01 0.06 24.0

CALIBRATION CHECK PASSED  13:01 0.04 I’— 16.0

STIMULATOR VAPOR INTERFERENCE  13:01 0.02 H 8.0

STIMULATOR VAPOR INTERFERENCE ~ 13:02 0.00 0.0
SIMULATOR VAPOR INTERFERENCE  13:03 0 5 10 15 20 25 30

SIMULATOR VAPOR INTERFERENCE  13:04 0.10 40.0

STMULATOR VAPOR INTERFERENCE  13:05 0.08 . 1 32.0

SIMULATOR VAPOR INTERFERENCE  13:06 0.06 |- | 24.0

STMULATOR VAPOR INTERFERENCE ~ 13:07 004 L 1 16.0

SIMULATOR VAPOR INTERFERENCE  13:08 [

SIMULATOR VAPOR INTERFERENCE ~ 13:09 0.02 4 4 8.0

SIMULATOR VAPOR INTERFERENCE ~ 13:10 0.00 ¥ = 0 iz 55 5 50 00

BLANK TEST 0.000 13:11 0.10 10.0
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0.06 24.0

0.04 ,’" 16.0

0.02 H 8.0

0-00 0 5 10 15 20 25 30 0.9
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 04/06/2010
Time: 13:53:00

<4
SOLUTION LOT #: 09-30-08T
SOLUTION CONCENTRATION: 0.079

SUPERVISOR NAME: ALB .04IPA IN .08ETOH

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
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Average out of range!
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 09/07/2010
Time: 14:05:06

0
SUPERVISOR NAME: ALB  .01ACETONE IN .Q8ETOH
oYM
SOLUTION LOT #: 10-35-08A%-
SOLUTION CONCENTRATION: -8=680" O 0\40

BLANK TEST 0.000 14:06
CALIBRATION CHECK PASSED 14:06
SIMULATOR VAPOR INTERFERENCE 14:06
SIMULATOR VAPOR INTERFERENCE 14:07
SIMULATOR VAPOR INTERFERENCE 14:08
SIMULATOR VAPOR INTERFERENCE 14:09
SIMULATOR VAPOR INTERFERENCE 14:10
SIMULATOR VAPOR INTERFERENCE 14:11
SIMULATOR VAPOR INTERFERENCE 14:12
SIMULATOR VAPOR INTERFERENCE 14:13
SIMULATOR VAPOR INTERFERENCE 14:14
SIMULATOR VAPOR INTERFERENCE 14:15
BLANK TEST 0.000 14:15
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Section 6: Low Level Accuracy
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This Instrument not tested for this specification
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Section 7: Breath Volume
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This Instrument not tested for this specification
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Section &: Software Testing

69



This Instrument not tested for this specification
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Section 9: Error Reports
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0.10 40.0

o T e e s T 32.0
0.06 24.0
0.04 16.0
0.02 !_ 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 , 40.0
0.08 32.0
0.06 24.0
0.04 [ 16.0
0.02 |4 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
Lo 1< T S 32.0
0.06 24.0
ACCURACY AND PRECISION TEST 0.04 I 16.0
0.02 H 8.0
STATE OF VERMONT 0.00 ° < 0 s 50 5 30 0.0
DataMaster DMT: 100132 0.10 40.0
o — 0.08 32.0
Date: 04/06/2010 0.06 24.0
Time: 14:14:18 0.04 16.0
0.02 ! 8.0
SUPERVISOR NAME: ALB .01ACETONE IN .04ETOH 0. 00 0.0
0 5 10 15 20 25 30
SOLUTION LOT #: 09-27-04A1 0.10 40.0
??%UTION CONCENTRATION: 0.040 L 0.08 : 32.0
BLANK TEST 0.000 14:15 0.06 24.0
CALIBRATION CHECK PASSED  14:15 0.04 ] 16.0
SIMULATOR VAPOR 0.043  14:15 0.02 | 8.0
SIMULATOR VAPOR INTERFERENCE  14:16 0.00 0.0
SIMULATOR VAPOR 0.043  14:17 0 5 10 15 20 25 30
SIMULATOR VAPOR . 0.044  14:18 0.10 40.0
SIMULATOR VAPOR 0.043  14:19 0.08 32.0
SIMULATOR VAPOR 0.043  14:20 0.06 | 24.0
SIMULATOR VAPOR INTERFERENCE  14:21 0.04 16.0
SIMULATOR VAPOR 0.043  14:22 : [ :
SIMULATOR VAPOR . 0.043  14:23 8-8% ; 2'8
SIMULATOR VAPOR INTERFERENSE 14324 . 0 5 i 15 0 55 30
BLANK TEST 0.000  14:25 0.10 40.0
Average out of range! 0.08 32.0
0.06 24.0
0.04 [ 16.0
0.02 8.0
0.00 0.0
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0.10 40.0
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0.04 [ 16.0
0.02 H 8.0
0.00 0.0
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0.00 0.0
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DMT Serial Number #100132 Page 1 of 1 04/06/2010 14:25
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DIAGNOSTIC RESULT

DataMaster DMT: 100132 - |
Calibration Date: 03/31/2010 ' s ; ,

Certification Date: 03/31/2010

TestDate: - 09/07/2010 DEPARTMENT OF HEALTH

Time: 10:41

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.15°C
Breath Tube = 48.08°C
SETTINGS

Lamp Voltage = 1.59 Vv
Cooler Voltage = 1.67 V
Bias Voltage =81.1V
Chopper Freq = 536.0 Hz

PUMP INFO
Flow Rate = 5.986 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.1378 -0.1343
MIN(V) -0.1390 -0.1356

FILTER INFO

Filter 1 -0.136 Zero = true

Filter 2 0.755 Zero = true

Filter 3 -0.093 Zero = true

CALIBRATION CHECK

Xg = 0.0931 17.35%

DMT Serial Number #100132 Page 1 of 1 09/07/2010 10:42
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 09/07/2010
Time: 10:38:19

SUPERVISOR NAME: ALB .0l1ACETONE IN

SOLUTION LOT #: 10-35-04A1
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000
CALIBRATION CHECK ERROR

CALIBRATION CHECK ERROR

.04ETOH

10:39
10:39

DMT Serial Number #100132

Page 1 of 1
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100132

Date: 09/08/2010
Time: 06:13:04

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-34-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000 06:14
CALIBRATION CHECK PASSED 06:14
SIMULATOR VAPOR 0.017 06:14
SIMULATOR VAPOR 0.018 06:15
SIMULATOR VAPOR 0.019 06:16
SIMULATOR VAPOR 0.017 06:17
SIMULATOR VAPOR 0.018 06:18
SIMULATOR VAPOR 0.018 06:19
SIMULATOR VAPOR 0.017 06:20
SIMULATOR VAPOR 0.018 06:21
SIMULATOR VAPOR 0.018 06:22
SIMULATOR VAPOR 0.018 06:23
BLANK TEST 0.000 06:23

Average out of range!

Average = 0.017
Std Dev = 0.0006

A—\N"

S&&M 2 o\\f&)

DMT Serial Number #100132
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0.04 16.0
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0.00 0.0
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O O B e 24.0
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0.06 24.0
0.04 16.0
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0.06 24.0
0.04 |- 16.0
0.02 8.0
0.00 0.0
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0.10 40.0
0.08 |- 32.0
0.06 24.0
0.04 16.0
0.02 | 8.0
0.00 i : 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 | 32.0
0.06 24.0
0.04 16.0
0.02 L — 8<ns1:XMLFault xmlns:ns1="http://cxf.apache.org/bindings/xformat"><ns1:faultstring xmlns:ns1="http://cxf.apache.org/bindings/xformat">java.lang.OutOfMemoryError: Java heap space</ns1:faultstring></ns1:XMLFault>