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DMT serial # 104609

Operator Date Lot# |GC Value| DMT Result Std Dev
ALB | 11/2/2009 |09-43-080| 0.083 0.080 0.0004 96.4
10-13-020| 0.020 0.019 0.0003 95.0
10-14-400| 0.387 0.399 0.0008 103.1
09-38-160| 0.159 0.162 0.0005 101.9 Outside 5%
DMR [11/13/2009|10-13-020| 0.020 0.018 0.0005 90.0 —
09-38-160| 0.159 0.159 0.0003 100.0
10-14-400| 0.387 0.391 0.0017 101.0
09-43-080| 0.083 0.079 0.0006 95.2
ALB  |11/17/2009]09-43-080| 0.083 0.078 0.0004 94.0
10-13-020 0.020 0.018 0.0004 90.0
09-38-160| 0.159 0.156 0.0008 98.1
10-14-400] 0.387 0.388 0.0007 100.3
DMR [11/23/2009]10-13-020| 0.020 0.019 0.0004 95.0
09-43-080| 0.083 0.081 0.0000 97.6
10-14-400| 0.387 0.392 0.0006 101.3
09-38-160| 0.159 0.161 0.0005 101.3
ALB | 11/24/2009|09-38-160] 0.159 0.161 0.0005 101.3
10-14-400| 0.387 0.391 0.0011 101.0
09-43-080| 0.083 0.080 0.0004 96.4
10-13-020] 0.020 0.018 0.0005 90.0
DMR | 11/24/2009|10-13-020| 0.020 0.018 0.0004 90.0
ALB | 10/30/2009 | 09-27-040| 0.040 0.039 0.0005 97.5 LOW LEVEL
Average 0.0006 97.5
Std Dev 0.0004 i
Range | 0.0000 - 0.0011
| 104609 LINEARITY
— 0.400
— i -
- %‘ 0.300 +
w
— % 0200 §
—
| |- = 0.100
(a] :
|| 0.000
|| 0.00 0.100 0.200 0.3392 1.021x - %6399
B GC VALUE R? = 0.9997
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104609 TESTING RESULTS

Operator| Date Concentration Lot Number DMT Result Apparent EtOH 10
ALB ]10/21/09] 0.01 Acetone in .08 EtOH | 10-05-08A1 | INTERFERENCE 0.08
ALB ]110/21/09] 0.04 MeOH in water 10-07-04M | INTERFERENCE 0.03
ALB ]10/21/09 .04 IPA in water 10-16-041 | INTERFERENCE 0.04
ALB ]10/30/09] 0.02 Acetone in water | 09-23-02A | INTERFERENCE 0.01
ALB ]10/30/09] 0.04 MeOH in .08 EtOH [10-10-08M4| INTERFERENCE 0.12
ALB ]10/30/09] 0.01 Acetone in water | 10-08-01A | INTERFERENCE <.01
ALB ]10/30/09] 0.02 Acetone in .08 EtOH | 09-28-08A2| INTERFERENCE 0.09
ALB |10/30/09] 0.04 IPA in .08 EtOH 09-43-0814 | INTERFERENCE 0.13
ALB |10/30/09] 0.01 Acetone in .04 EtOH | 09-13-04A1| INTERFERENCE 0.05
ALB |10/30/09] 0.02 Acetone in .04 EtOH | 09-13-04A2| INTERFERENCE 0.06
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i National Patent
Analytical Systems, Inc.

Certificate of Calibration

[OHEOT

Instrument Serial Number

0 i220
Standard Reference Number

The above instrument has been calibrated and is hereby
certified for use in determining alcohol breath concentration
when used in accordance with the operating guidelines by a
properly trained operator.

72222

7N
Date Technician

.

2-2




OPTIONS PRINT OUT

DataMaster DMT: 104609 A
Location: ADDISON COUNTY SO ’\’\ VERMO I\ I I
Calibration Date: 09/22/2009 ' . _ '

Certification Date: 09/22/2009

relotion Dt DD DEPARTMENT OF HEALTH

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
'Digital Simulator: guth
Simulator Before: yes
Simulator Between:. yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

DMT Serial Number #104609 Page 1 of 1 10/20/2009 07:30
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CALIBRATION REPORT

DataMaster DMT: 104609 -
SIS S 3 VERMONT
Calibratedby: TTT . ¥ 1 ;

Lot: 98765
Ca = 0.100000
- CAL = 1.000551 0.800 <= CAL < 1.200
bl = 0.000000 0.000 <= bl < 0.004
b2 = 0.003554 0.001 <= b2 < 0.012
b3 = 0.000000 0.000 <= b3 < 0.004
Xq = 0.076683  0.050 <= Xq < 0.200
a2l = 1.174250 1.050 <= a21 < 1.300
a3l = 0.440693 0.300 <= a31 < 0.800
i
é“‘
Performed by - : Date 09/22/2009
DMT Serial Number #104609 Page 1 of 1 10/20/2009 07:32
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CERTIFICATION REPORT

DataMaster DMT: 104609
Calibration Date:  09/22/2009
Certification Date: 09/22/2009
Certified by: TTT

Diagnostic Results

VERSIONS
DMT 1.03
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube =47.61°C

SETTINGS

Lamp Voltage =1.64 V
Cooler Voltage =1.67 V
Bias Voltage =808V
Chopper Freq =537.7Hz

PUMP INFO
Flow Rate = 4.974 LM

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.3329 0.3335
MIN(V) 0.3305 0.3315

FILTER INFO

Filter 1 0.333 Zero = true
Filter 2 0.621 Zero = true
Filter 3 0.314 Zero =true

CALIBRATION CHECK
Xq=0.0764 0.34%

DMT Serial Number #104609

7”7~ VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: no

Data Collection: yes

Units: g/210L

. Simulator Check: no

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of2 10/20/2009 07:33



Linearity Check Results

2-6

DMT Linearity
True Value  Reported Average Std Dev 0.40
0.070 g/210L 0.071 g/210L 0.001
Lot # 58
0.100g/210L.  0.100 g/210L 0.001 0.30
Lot # 7566 _§ /
0.101 g/210L.  0.098 g/210L 0.001 20.20
Lot # 876543 g
0.334g/210L.  0.336 g/210L 0.001 &
Lot # 65456 ~ 0.10
R2=0.9998 0.00
0.00 0.10 0.20 0.30 .40
Acetone Interference Test DT Remlts
Lot # KTYR
Interference Detected 0.10 : : 40.
s Alcohol (g/210L)
Mouth Alcohol T v Flow Rate (L/M)
Mouth Alcohol Detected 0.08 SR 32.
0.06 24.
RF Interference Test 0-04 16-
RFI detected
0.02 r [ 8.
0.00 0.
5 10 20 25 30
0.10 ; ; 40.
S le A T ——— Alcohol (g/210L)
Passed . ——— Flow Rate(L/M)
0.08 32.
0.06 24.
0.04 16.
0.02 8.
CERTIFICATION PASSED 6.00 0
' 5 10 20 25 30
Performed by = < Date 09/22/2009
Reviewed by Date
DMT Serial Number #104609 Page 2 of 2 10/20/2009 07:33




INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:

104609
ADDISON COUNTY SO
09/22/2009
09/22/2009
09/22/2009

7~ VERMONT

- DEPARTMENT OF HEALTH

Installed By: TTT

Si ion i P-ALC-210

ision Check
= 0.100 g/210L

= 98765

= 0.100 g/210L

= 0.001

A
Concentration
Lot #

Average

Std Dev

Diagnostic Results

VERSIONS
DMT 1.03
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube =46.87°C

RFI er
RFI detected

Test

Sample Acceptance Test
' Passed
SETTINGS

Lamp Voltage =1.64V

Cooler Voltage =1.67 V

Bias Voltage =80.9V

Chopper Freq =534.5Hz

PUMP INFO
Flow Rate =5.010 L/M

.10 40.

Alcohol (g/210L)

Flow Rate (L/M)

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.3441 0.3423
MIN(V) 0.3386 0.3402

.08 32.

.06 24.

FILTER INFO

Filter 1 0.340 Zero = true
Filter 2 0.626 Zero=true
Filter 3 0.328 Zero = true

.04 16.

CALIBRATION CHECK
Xq=0.0761 0.68%

.02

.00

10 15 20 25 30

INSTALLATION PASSED

-

09/22/2009

Performed by - Date

Date
Page 1 of 1
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Reviewed by
DMT Serial Number #104609

10/20/2009 07:33



Alcohol (g/210L)
Flow Rate (L/M)
. 0.08 32.0
i*‘ - e
XA Iusey
-sm:s,;‘\'v ’u,,;.alﬁ 0.06 24.0
DUI Subject Test
STATE OF VERMONT . 0.04 16.0
DataMaster DMT: 104609
ADDISON COUNTY SO
Certification Date: 09/22/2009
Installation Date: 09/22/2009 -
Date: 09/23/2009
Time: 11:25:40 0.02 8.0
Obs. Period Start: 11:25
BLANK TEST ' 0.000 11:26
CALIBRATION CHECK PASSED 11:26 0.00 0.0
Xq = 0.0762 (0.578) U0 5 10 15 20 25 30
SUBJECT SAMPLE (Vol=1.8L) 0.000 11:27 .
X[1] = 0.0000 (0.0000) (0.0000) 0.50 . . _ 4 - 40.0
BLANK TEST 0.000 11:28 .| | === Alcohol (g/210L)
CALIBRATION CHECK PASSED  11:28 Flow Rate (L/M)
Xq = 0.0765 (0.23%) 0.45 : :, 36.0
SUBJECT SAMPLE (Vol=1.7L) 0.395 11:28
X[1] = 0.3957 (-0.0043) (-0.0024) : : :
0.40 : 32.0
0.35 |- 28.0 -
0.30 24.0
0.25 20.0
0.20 16.0
0.15 : : 12.0
0.10 NS S — 8.0
0.05 é ot 4.0
0.00 0.0
0 5 10 15 20 25 30
DMT Serial Number #104609 Page 1of 1 10/20/2009 07:34
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0.20 ; ; 5 3 40.0

Alcohol (g/210L)
——— Flow Rate (L/M)
0.18 |- 36.0
0.16 32.0
0.14 28.0
- ’ F
K ANy . . :
im;ﬂv“?‘;;w, A 0.12 _ 24.0
- 0.10 - 20.0
Check-In Confirmation Test
STATE OF VERMONT ‘ 0.08 16.0
DataMaster DMT: 104609
ADDISON COUNTY SO
Certification Date: 09/22/2009 0.06 - : 12.0
Installation Date: 09/22/2009 \
Date: 09/22/2009
Time: 15:30:57 0.04 8.0.
Subject Name: T T T
Date of Birth: 09/09/1908 Age: 101 0.02 4.0
Gender: M
License #:
0.00 0.0
Test Operator Name: T T T 0 5 10 15 20 25 30 35 40 45
Agency: ADDISON COUNTY SO -
BLANK TEST 0.000 15:31
CALIBRATION CHECK PASSED 15:31
Xg = 0.0769 (0.34%)
SIMULATOR VAPOR 0.100 15:32
X[1] = 0.1007 (-0.0005) (0.0011)
BLANK TEST 0.000 15:33
SUBJECT SAMPLE (Vol=1.8L) 0.098 15:33
X[1] = 0.0984 (-0.0022) (0.0003)
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
DMT Serial Number #104609 Pagelof1 .o 10/20/2009 07:35
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DIAGNOSTIC RESULT

DataMaster DMT: 104609 - '

ey ~~% VERMONT
Calibration Date:  09/22/2009 - o

Certification Date:

betion D iz DEPARTMENT OF HEALTH

Time: 13:01

VERSIONS

DMT 1.03

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.15°C
Breath Tube = 46.42°C
SETTINGS

Lamp Voltage = 1.64 V
Cooler Voltage = 1.67 V
Bias Voltage = 80.9 V
Chopper Freq = 537.7 Hz

PUMP INFO
Flow Rate = 4.981 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.3309 0.3323
MIN(V) 0.3289 0.3307

FILTER INFO

Filter 1 0.332 Zero = true

Filter 2 0.620 Zero = true

Filter 3 0.313 Zero = true

CALIBRATION CHECK

Xqg = 0.0764 0.34%

DMT Serial Number #104609 Page1of1 10/20/2009 07:36
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DIAGNOSTIC RESULT

DataMaster DMT: 104609 -
Location: ADDISON COUNTY SO /\’\ VERMO I\ l I
Calibration Date:  09/22/2009 4 S

Certification Date: 09/22/2009

TestDate: - 09/23/2005 DEPARTMENT OF HEALTH

Time: 11:48

VERSIONS

DMT 1.03

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.91°C
Breath Tube = 47.72°C
SETTINGS

Lamp Voltage = 1.64 V
Cooler Voltage = 1.67 V
Bias Voltage = 80.9 V
Chopper Freq = 534.1 Hz

PUMP INFO
Flow Rate = 4.937 L/M

DETECTOR INFO

PUMP ON ‘OFF
MAX (V) 0.4315 0.4323
MIN(V) 0.4282 0.4303

FILTER INFO

Filter 1 0.431 Zero = true
Filter 2 0.714 Zero = true
Filter 3 0.411 Zero = true

CALIBRATION CHECK
Xqg = 0.0764 0.34%

DMT Serial Number #104609 Page 1 of 1
2-11

10/20/2009 07:36
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ACCURACY AND PRECISION TEST

CSEONOYOEONCYO
.
TADOOOOOOOO

.

TADOOOOODOHOO
POo00PERes
QOO ——4——\)
DIRHCOONINHDOD
-.~Y
F=E=NONON OGS

STATE OF VERMONT

DataMaster DMT: 104609

Date: 09/23/2009
Time: 11:10:02

SO =N
DIBDONIEDO
'I--.\ i

F=RONINXOUES

SUPERVISOR NAME: JOIVFE H HJOS

SOLUTION LOT #: HJIOGTEJIOERT
SOLUTION CONCENTRATION: 0.100

CDOOOOOOOOO  CDOOOOOOOOO

BLANK TEST 0.000 11:10 15 |-
CALIBRATION CHECK PASSED  11:11 . r
Xq = 0.0762 (0.57%) : |
SIMULATOR VAPOR 0.099  11:11 :
X[1] = 0.0997 (0.0001) (-0.0019) 0 5 10 15 20 25 30

SIMULATOR VAPOR 0.099 11:12
X[1] = 0.0999 (-0.0005) (-0.0029)
SIMULATOR VAPOR 0.100 11:13
X[1] = 0.1003 (-0.0004) (-0.0021)
SIMULATOR VAPOR 0.100 11:14
X[1] = 0.1000 (-0.0011) (-0.0026)
SIMULATOR VAPOR 0,100 11:15
X([1] = 0.1007 (-0.0004) (-0.0017) .
SIMULATOR VAPOR ‘ 0.100 11:16
X[1] = 0.1007 (-0.0005) (-0.0015)
SIMULATOR VAPOR 0.100 11:17
X[1] = 0.1007 (-0.0005) (-0.0014)
SIMULATOR VAPOR 0.100 11:18
) X[1] = 0.1008 (-0.0007) (-0.0014)
SIMULATOR VAPOR 0.101 11:19
X[{1] = 0.1010 (-0.0005) (-0.0013)
SIMULATOR VAPOR 0.101 11:20
X[1] = 0.1010 (-0.0001) (-0.0012)

%

E

i

BLANK TEST 0.000 11:21 | §
. . §

i

%

é

R

F==NONONXDGES
TSNNSO

e 0 e e
TOOOOOOOOOO

EEEEEEREE

CDIACYOTNMRSIOO CDICYOONIBNOOD DUBYOONMNDD CDIRHOONIMCHODS DUBCYOONMSO
F=NORONX DG

(&,
-
o
i
[&,)
N
o
N
&)
w
o

CSERONCYOBNO

..

ee 0 s s 0 0 b e
TADOOOOOOOOO

F=HINININ LGS
TROONISYORSTONNO

Average = 0.099
Std Dev = 0.0006

R

P NONIN DU
TEONICYOEONHO

..
TOOOOOOTOOO

?

é EEEEE .
' -
0 5 10 15 20 25 30

% 42:8

-1 34:0

12 b | 2410

:é — 200

: | 1 1200

03 [ . 88
0 5 10 15 20 25 30
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 09/23/2009
Time: 11:33:50

BLANK TEST 0.000 11:34

CALIBRATION CHECK PASSED 11:34
Xg = 0.0767 (0.11%)

SIMULATOR VAPOR 0.101 11:35
X[1] = 0.1018 (0.0005) (0.0002)

SIMULATOR VAPOR 0.102 11:36
X[1] = 0.1020 (-0.0003) (-0.0001)

SIMULATOR VAPOR 0.101 11:37
X[1] = 0.1018 (0.0003) (-0.0002)

SIMULATOR VAPOR . 0.101 11:38
X[1] = 0.1017 (-0.0005) (-0.0002)

SIMULATOR VAPOR . 0.101 11:39
X[1] = 0.1014 (-0.0001) (0.0004)

SIMULATOR VAPOR 0.101 11:40
X[1] = 0.1012 (0.0001) (0.0006)

SIMULATOR VAPOR 0.101 11:41
X[1] = 0.1010 (-0.0004) (-0.0001)

SIMULATOR VAPOR 0.101 11:42
X[1] = 0.1011 (-0.0009) (-0.0002)

STIMULATOR VAPOR 0.101 11:43
X[1] = 0.1010 (-0.0005) (0.0002)

SIMULATOR VAPOR 0.101 11:44
X[1] = 0.1016 (0.0002) (0.0001)

BLANK TEST 0.000 11:45

Average = 0.101

Std Dev = 0.0003

DMT Serial Number #104609
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Section 3: Power-Up Tests
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CALIBRATION REPORT

DataMaster DMT: 104609
Calibration Date:  10/20/2009
Calibrated by: ALB

Performed by -

Lot: 10-02-100
Ca = 0.101000

CAL = 1.025854 0.800
bl = 0.000000 0.000
b2 = 0.003574 0.001
b3 = 0.000000 0.000
Xq = 0.076077 0.050
a2l = 1.203066 1.050
a3l = 0.422673 0.300

<=
<=
L=
L=
<=
<=
<=

bl
b2
b3

a2l
a3l

ANAANANAA

7~ _VERMONT

DEPARTMENT OF HEALTH

1.200
0.004
0.012
+0.004
0.200
'1.300
0.800

DMT Serial Number #104609

Date

Page 1 of 1
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'10/20/2009

10/20/2009 08:22



CERTIFICATION REPORT

DataMaster DMT: 104609

. Calibration Date:  10/20/2009

.

Certification Date: 10/20/2009
Certified by: ALB

ic Results

VERSIONS
DMT 1.03

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.80°C
Breath Tube =48.03°C

SETTINGS

Lamp Voltage =172V
Cooler Voltage =1.72 V
Bias Voltage =805V
Chopper Freq =541.0 Hz

PUMP INFO
Flow Rate = 5.818 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0242 0.0262
MIN(V) 0.0226 0.0244

FILTER INFO

Filter 1 0.025 Zero =true
Filter 2 0.324 Zero =true
Filter 3 0.024 Zero = true

CALIBRATION CHECK
Xq=0.0769 1.14%

DMT Serial Number #104609

-~ _VERMONT

- DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.101
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes

' Calibration Nominal: 0.100

Page 1 of 2 10/20/2009 13:14
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Linearity Ch
True Value
0.021 g/210L
Lot # 09-34-020
0.083 g/210L
Lot # 09-43-080
0.159 g/210L
Lot # 09-38-160
0.382 g/210L

Lot # 09-36-400

R2=0.9995

ults

Reported Average Std Dev

0.020 g/210L

'0.079 g/210L

0.161 g/210L

0.405 g/210L

Acetone Interference Test

Lot # 10-05-08A1

Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Interference Test

RFI detected

Sample Acceptance Test

CERTIFICATION PASSED

=%

Performed by -

Reviewed by

0.001

0.001

0.001

0.001

0.45

0.25

©0.10

0.05
0.00

DMT Serial Number #104609

3-4

0.00 0.10 0.20 0.30 0.40 0.50
DMT Results.
: ; 40.0
.| == A1cohol (g/210L) 36.0
Flow Rate (L/M)
32.0
28.0
24.0
20.0
16.0
12.0
8.0
\\ 4.0
0.0
5 10 - 15 20 25 30
' : 40.0
Alcohol (g/210L)
Flow Rate (L/M)
j 32.0
\\\\ 24.0
16.0
8.0
/\'\ 0.0
5 10 15 20 25 30
Date 10/20/2009
Date
Page 2 of 2 10/20/2009 13:13



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 10/21/2009
Time: 10:56:53

SOLUTION LOT #: 10-05-08A1
SOLUTION CONCENTRATION: 0.079

SUPERVISOR NAME: ALB .01 ACETONE IN .08 ETO

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
BLANK TEST 0.000

Average out of range!

10:57
10:57
10:58
10:59

1 11:00

11:01

"11:02

11:03
11:04
11:05
11:06
11:07
11:07

DMT Serial Number #104609

TADOCOOOCOOO0 +  ADOOOOOOOOO CADOOOCOOOOOO CADOOOOOOOO0 ADOOOOOOCOOO CADOCOOOOOOO TADCOTOOOOOO TDOOOOOOOO0 CADOOOOOOOOO TOOOOOOOOO0
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 10/21/2009
Time: 11:17:16

SUPERVISOR NAME: ALB .04 MEOH IN H20

SOLUTION LOT #: 10-07-04M
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000
CALIBRATION CHECK ' PASSED
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
SIMULATOR VAPOR INTERFERENCE
BLANK TEST 0.000

Average out of range!

11:18
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11:24

- 11:25
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DMT Serial Number #104609
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 10/21/2009
Time: 13:24:56

SUPERVISOR NAME: ALB .04 IPA IN H20

SOLUTION LOT #: 16—66=043- I0~lb- W T )
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 13:25
CALIBRATION CHECK PASSED 13:25
SIMULATOR VAPOR INTERFERENCE 13:26
SIMULATOR VAPOR INTERFERENCE 13:27
SIMULATOR VAPOR INTERFERENCE 13:28
SIMULATOR VAPOR INTERFERENCE 13:29
SIMULATOR VAPOR INTERFERENCE 13:30
SIMULATOR VAPOR INTERFERENCE 13:31
SIMULATOR VAPOR INTERFERENCE 13:32
SIMULATOR VAPOR INTERFERENCE 13:33
SIMULATOR VAPOR INTERFERENCE 13:34
SIMULATOR VAPOR INTERFERENCE 13:35
BLANK TEST 0.000 13:35

DMT Serial Number #104609
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Section 4: Linearity
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date:
Time:

11/02/2009
10:27:26

SUPERVISOR NAME: A L B

SOLUTION LOT #: 09-43-080
SOLUTION CONCENTRATION: 0.083

BLANK TEST 0.000 10:28
CALIBRATION CHECK PASSED 10:28
SIMULATOR VAPOR 0.080 10:28
SIMULATOR VAPOR 0.080 10:29
SIMULATOR VAPOR 0.080 10:30
SIMULATOR VAPOR 0.081 10:31
SIMULATOR VAPOR 0.081 10:32
SIMULATOR VAPOR 0.081 10:33
SIMULATOR VAPOR 0.081 10:34
SIMULATOR VAPOR 0.081 10:35
SIMULATOR VAPOR 0.081 10:36
SIMULATOR VAPOR 0.081 10:37
BLANK TEST 0.000 10:38
Average = 0.080

Std Dev = 0.0004

DMT Serial Number #104609
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 11/02/2009
Time: 10:56:14

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-13-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000 10:57
CALIBRATION CHECK PASSED 10:57
SIMULATOR VAPOR 0.019 10:57
SIMULATOR VAPOR 0.019 10:58
SIMULATOR VAPOR . 0.019 10:59
SIMULATOR VAPOR 0.020 11:00
SIMULATOR VAPOR 0.019 11:01
SIMULATOR VAPOR 0.019 11:02
SIMULATOR VAPOR 0.019 11:03
SIMULATOR VAPOR : 0.019 11:04
SIMULATOR VAPOR 0.019 11:05
SIMULATOR VAPOR 0.019 11:06
BLANK TEST 0.000 11:07
Average = 0.019

Std Dev = 0.0003

DMT Serial Number #104609
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ACCURACY AND PRECISION TEST 8: 1§:
STATE OF VERMONT g 3:
0 5 10 15 20 25 30
DataMaster DMT: 104609 8 49-
s 38:
Date: 11/02/2009 24.
Time: 11:14:15 01T S S N B %é-
----- 12:
SUPERVISOR NAME: A L B L e s N S HU S é;
0 5 10 15 20 25 30
SOLUTION LOT #: 10-14-400 50 49.
SOLUTION CONCENTRATION: 0.387 . g » %g.
: — :
- ' - -
BLANK TEST 0.000  11:15 : %é:
CALIBRATION CHECK PASSED  11:15 12 T T Is:
SIMULATOR VAPOR 0.398 11:15 :% ......... é-
SIMULATOR VAPOR 0.401 11:16 D T 5 s S SR
SIMULATOR VAPOR 0.400 11:18 0 5 10 15 20 25 30
SIMULATOR VAPOR 0.399 11:19 8-2 %g.
SIMULATOR VAPOR 0.399  11:20 82 — %%I
SIMULATOR VAPOR 0.400 11:21 0;§ 59-
. SIMULATOR VAPOR 0.399 11:22 . g i .
SIMULATOR VAPOR 0.399 11:23 b £ J S N - :
SIMULATOR VAPOR 0.399 11:24 0 L 1 A i — :
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 11/02/2009
Time: 11:40:14

SUPERVISOR NAME: A L B

SOLUTION LOT #: 09-38-160
SOLUTION CONCENTRATION: 0.159

BLANK TEST 0.000 11:41
CALIBRATION CHECK PASSED  11:41
SIMULATOR VAPOR 0.162 11:41
SIMULATOR VAPOR 0.162 11:42
SIMULATOR VAPOR 0.162 - 11:43
SIMULATOR VAPOR 0.163 11:44
SIMULATOR VAPOR 0.162 11:45
SIMULATOR VAPOR 0.163 11:46
SIMULATOR VAPOR 0.163  11:47
SIMULATOR VAPOR 0.163  11:48
SIMULATOR VAPOR 0.162  11:49
SIMULATOR VAPOR 0.163 11:50
BLANK TEST _ 0.000 11:51
Average = 0.162

std Dev = 0.0005
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DIAGNOSTIC RESULT

DataMaster DMT: 104609 o
= /~~ VERMONT
Calibration Date: ~ 10/20/2009 g .

Certification Date: 10/20/2009

toivae - 1w DEPARTMENT OF HEALTH

Time: 15:29

VERSIONS

DMT 1.03

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube = 48.07°C
SETTINGS

Lamp Voltage =1.72 V
Cooler Voltage = 1.72 V
Bias Voltage = 80.5V
Chopper Freq = 538.8 Hz

PUMP INFO
Flow Rate = 5.959 L/M

DETECTOR INFO

PUMP ON " OFF
MAX (V) 0.2502 0.2504
MIN (V) 0.2482 0.2482

FILTER INFO

Filter 1 0.249 Zero = true

Filter 2 0.537 Zero = true

Filter 3 0.258 Zero = true

CALIBRATION CHECK

Xg = 0.0765 0.68%

DMT Serial Number #104609 - Pagelofl 11/13/2009 15:30
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0.10 40.0
0.08 32.0
0.06 24.0
0.04 | 16.0
0.02 |- -
0.00 0.0
: 0 5 10 15 20 25 30
0.10 40.0
F0J 0 . SO S —— 32.0
0.06 24.0
0.04 s 16.0
0.02 8.0
0.00 0.0
10 15 20 25 30
0.10 40.0
0.08 SES——— v 32,0
0.06 : 24.0
ACCURACY AND PRECISION TEST 0.04 16.0
0.02 |- 8.0
STATE OF VERMONT ' 0-00 % 5 10 15 20 25 30 0°
DataMaster DMT: 104609 0.10 ' 40.0
0 . 0'8 R o v 32 . 0
Date: 11/13/2009 0.06 24.0
Time: 13:31:47 0.04 | 16.0
SUPERVISOR NAME: DARCY M RICHARDSON 8'83 — g‘g
B 5 10 15 20 25 30
SOLUTION LOT #: 10-13-020 0.10 ' 40.0
SOLUTTON CONCENTRATION: 0.020 0.08 ; 32.0
BLANK TEST 0.000 13:32 0.06 ' 24.0
CALIBRATION CHECK PASSED  13:32 0.04 16.0
SIMULATOR VAPOR 0.019  13:33 0.02" | PSR SRR ST S S— 8.0
SIMULATOR VAPOR 0.018  13:;34 0.00 — 0.0
SIMULATOR VAPOR 0.019 13:35 0 5 10 5 20 25 30
SIMULATOR VAPOR 0.019 13:36 0.10 , 40.0
SIMULATOR VAPOR 0.018  13:37 0.08 - . 32.0
SIMULATOR VAPOR 0.019 13:38 0.06 24.0
SIMULATOR VAPOR 0.019 13:38 PPN R R S S S N 16.0
SIMULATOR VAPOR 0.019 13:39
SIMULATOR VAPOR 0.020 13:40 g-gg """"" g-g
BLANG TEST 0.000 13142 0 s i 15 20 25 %0
0.10 40.0
Average out of range! 0.08 32.0
0.06 24.0
Average = 0.018 0.04 16.0
Std Dev = 0.0005 0.02 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 - 32.0
0.06 24.0
0.04 16.0
0.02 |- 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 — - 40.0
0.08 32.0
0.06 24.0
0.04 | 16.0
0.02 | 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 5 40.0
0.08 | 32.0
0.06 - 24.0
0.04 16.0
0.02 |- 8.0
0.00 0.0
0 5 10 15 20 25 30
DMT Serial Number #104609 Page 1 of 1 11/13/2009 13:42
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 11/13/2009
Time: 13:45:51

SUPERVISOR NAME: DARCY M RICHARDSON

SOLUTION LOT #: 09-38-160
SOLUTION CONCENTRATION: 0.159

13:46

BLANK TEST 0.000
CALIBRATION CHECK PASSED 13:46
SIMULATOR VAPOR 0.159 13:47
SIMULATOR VAPOR 0.159 13:48
SIMULATOR VAPOR 0.159 13:49.
SIMULATOR VAPOR 0.160 13:50
SIMULATOR VAPOR 0.159 13:51
SIMULATOR VAPOR 0.159 13:52
SIMULATOR VAPOR 0.159 13:53
SIMULATOR VAPOR 0.159 13:54
SIMULATOR VAPOR 0.159 13:55
SIMULATOR VAPOR 0.159 13:56
BLANK TEST 0.000 13:57

' Average = 0.159
Std Dev = 0.0003

DMT Serial Number #104609
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 11/13/2009
Time: 14:32:14

SUPERVISOR NAME: DARCY M RICHARDSON

SOLUTION LOT #: 10-14-400
SOLUTION CONCENTRATION: 0.387

14:33

BLANK TEST 0.000
CALIBRATION CHECK PASSED 14:33
SIMULATOR VAPOR 0.388 14:33
SIMULATOR VAPOR 0.390 14:34
SIMULATOR VAPOR 0.391 14:35
SIMULATOR VAPOR 0.392 14:36
SIMULATOR VAPOR 0.392 14:37
SIMULATOR VAPOR 0.393 14:38
SIMULATOR VAPOR 0.393 14:39
SIMULATOR VAPOR 0.394 14:40
SIMULATOR VAPOR 0.393 14:42
SIMULATOR VAPOR 0.393 14:43
BLANK TEST 0.000 14:43
Average = 0.391

Std Dev = 0.0017

DMT Serial Number #104609
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 11/13/2009
Time: 15:11:46

SUPERVISOR NAME: DARCY RICHARDSON

SOLUTION LOT #: 09-43-080
SOLUTION CONCENTRATION: 0.083

BLANK TEST 0.000 15:12
CALIBRATION CHECK PASSED " 15:12
SIMULATOR VAPOR 0.081 15:13
SIMULATOR VAPOR 0.080 15:14
SIMULATOR VAPOR 0.079 15:15
SIMULATOR VAPOR 0.079 15:16
SIMULATOR VAPOR ) 0.080 15:17
SIMULATOR VAPOR 0.079 15:18
SIMULATOR VAPOR 0.080 15:19
SIMULATOR VAPOR 0.079 15:20
SIMULATOR VAPOR 0.080 15:21
SIMULATOR VAPOR 0.079 15:22
BLANK TEST 0.000 15:22
Average = 0.079

Std Dev = 0.0006

DMT Serial Number #104609
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DIAGNOSTIC RESULT

DataMaster DMT: 104609 -3
S -~ VERMONT
Calibration Date:  10/20/2009

Certification Date: 10/20/2009

Test D 111772009 DEPARTMENT OF HEALTH

Time: 08:21

VERSIONS

DMT 1.03

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube = 48.09°C
SETTINGS :

Lamp Voltage =1.72 V
Cooler Voltage = 1.72 V
Bias Voltage = 80.4V
Chopper Freq = 541.2 Hz

PUMP INFO
Flow Rate = 5.954 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1301  0.1315
MIN(V) 0.1280 0.1299

FILTER INFO

Filter 1 0.129 Zero =<ns1:XMLFault xmlns:ns1="http://cxf.apache.org/bindings/xformat"><ns1:faultstring xmlns:ns1="http://cxf.apache.org/bindings/xformat">java.lang.OutOfMemoryError: Java heap space</ns1:faultstring></ns1:XMLFault>