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DMT serial # 104109

Operator Date Lot# | GC Value DMT Result Std Dev
ALB 11/3/2009 | 10-14-400, 0.387 0.395 0.0007
10-13-020, 0.020 0.018 0.0004
09-38-160| 0.159 0.159 0.0005 100.0
‘ 09-43-080| 0.083 0.079 0.0004 95.2
ALB 11/12/2009  09-43-080| 0.083 0.079 0.0005 95.2
09-38-160, 0.159 0.158 0.0004 99.4
10-13-020/ 0.020 0.017 0.0003
10-14-400| 0.387 0.390 0.0005 100.8
DMR | 11/13/2009 10-14-400 0.387 0.397 0.0024 102.6
10-13-020; 0.020 0.018 0.0000 90.0
09-38-160, 0.159 0.157 0.0005 98.7
09-43-080 0.083 0.079 0.0000 95.2
ALB 11/30/2009  09-43-080, 0.083 0.078 0.0004 94.0
10-14-400 0.387 0.384 0.0004 99.2
09-38-160| 0.159 0.156 0.0004 98.1
10-13-020, 0.020 0.018 0.0003 90.0
ALB 11/30/2009  10-13-020| 0.020 0.018 0.0004 90.0
09-43-080| 0.083 0.077 0.0005 92.8
1 10-14-400  0.387 0.384 0.0007 99.2
09-38-160, 0.159 0.156 0.0007 98.1
ALB 10/30/2009 | 09-27-040| 0.040 0.039 0.0000 LOW LEVEL
Average 0.0005 95.8
Std Dev 0.0005
Range 0.0000 - 0.0024
] 104109 LINEARITY
— 0.400
— g 0.350
u é 0.300
Bl By
B : 0.150
| Z o0.100
|| 0.050
- 0.000 ]
- 0.000 0.100 0.200 0.300
|| y= 1.;)169x -0.004 GC VALUE
|| R* = 0.9995
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104109 TESTING RESULTS

Operator| Date Concentration Lot Number DMT Result Apparent EtOH 10
ALB [10/30/09] 0.01 Acetone in water | 10-08-01A | INTERFERENCE < .01
ALB ]10/29/09| 0.02 Acetone in water | 09-23-02A | INTERFERENCE 0.01
ALB [10/09/09] .01 Acetone in .08 EtOH | 10-05-08A1| INTERFERENCE 0.08
ALB [ 10/30/09] .01 Acetone in .04 EtOH | 09-13-04A1| INTERFERENCE 0.05
ALB [10/29/09] .02Acetone in .08 EtOH | 09-28-08A2| INTERFERENCE 0.09
ALB | 10/30/09] .02 Acetone in .04 EtOH | 09-13-04A2| INTERFERENCE 0.06
ALB | 10/09/09 .04 MeOH in water 10-07-04M | INTERFERENCE 0.03
ALB |10/29/09| .04 MeOH in .08 EtOH |[10-10-08M4| INTERFERENCE 0.12
ALB |10/23/09 .04 IPA in water 10-16-041 | INTERFERENCE 0.04
ALB | 10/30/09 .04 IPA in .08 EtOH 09-43-0814 | INTERFERENCE 0.13
ALB |10/09/09]| .04 n-propanol in H20 10-06-04| 6 out of 10 0.07

\\Seagull\Public\Alcohol\Datamaster DMT electronic documents\104109\104109 TESTING RESULTS
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National Patent
TEN Analytical Systems, Inc.

Certificate of Calibration

1O4Y 109

Instrument Serial Number

OARX0

Standard Reference Number

The above instrument has been calibrated and is hereby
certified for use in determining alcohol breath concentration
when used in accordance with the operating guidelines by a
properly trained operator.

4 2 0] N AT ER S

Date Technician

. |
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OPTIONS PRINT OUT

DataMaster DMT: 104109

Location: ADDISON COUNTY SO

Calibration Date: 09/22/2009
Certification Date: 09/22/2009
Installation Date:  09/22/2009

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: guth
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

DMT Serial Number #104109

DEPARTMENT OF HEALTH

Page 1 of 1
2-3
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CALIBRATION REPORT

DEPARTMENT OF HEALTH

DataMaster DMT: 104109 2
Calibration Date: 09/22/2009 .
Calibrated by: YUTGYGTUGYUY G REDSRTDYFTCTYGD
Lot: 98797086876 T087

ca = 0.100000

CAL = 1.039511 0.800 <= CAL < 1.200

bl = 0.000000 0.000 <= bl < 0.004

b2 = 0.003051 0.001 <= b2 < 0.012

b3 = 0.000000 0.000 <= b3 < 0.004

Xqg = 0.077290 0.050 <= Xg < 0.200

a2l = 1.253361 1.050 <= a2l < 1.300

a3l = 0.500371 0.300 <= a31 < 0.800

Performed by . =~ S Date 09/22/2009
DMT Serial Number #104109 Page 1 of 1

2-4

10/01/2009 09:28



CERTIFICATION REPORT

DataMaster DMT: 104109
Calibration Date: 09/22/2009
Certification Date: 09/22/2009

Certified by: DJSGBSDFHBGU M K;JOIK

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 1.03
PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.91°C
Breath Tube =48.11°C

SETTINGS

Lamp Voltage =159V
Cooler Voltage =1.66 V
Bias Voltage =80.5V
Chopper Freq =530.4 Hz

PUMP INFO
Flow Rate = 4.697 L/M

DETECTOR INFO
PUMP ON OFF
MAX(V) 0.1732 0.1758
MIN(V) 0.1715 0.1742

FILTER INFO

Filter 1 0.174 Zero = true
Filter 2 0.709 Zero =true
Filter 3 0.420 Zero = true

CALIBRATION CHECK
Xq=0.0764 1.12%

DMT Serial Number #104109

- VERMONT

Yl

=

Options

Printer: yes

Number of Copies: 1

Number of Supervisor Tests: 5
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: yes

Number of Subject Tests: 2
AskQuestions:; yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 2
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 10/01/2009 09:28
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Linearity Check Results

True Value  Reported Average Std Dev
0.050 g/210L 0.048 g/210L 0.001
Lot# 50
0.080 g/210L 0.079 g/210L 0.001
Lot # 09877
0.100 g/210L 0.099 g/210L 0.001
Lot # 56865
0.400 g/210L 0.372 g/210L 0.001
Lot # TU6756
R?=0.9998
Acetone Interference Test
Lot# YHS5YT
Interference Detected 0.60
0.55
Mouth Alcohol Test 0.50
Mouth Aleohol Detected 045
0.40
0.35
0.30
RF Interference Test 0.25
RFI detected 0.20
0.15
0.10
0.05
0.00
0.10
Sample Acceptance Test
Passed
0.08
0.06
0.04
0.02
CERTIFICATION PASSED 6. 00

S

Performed by =

Reviewed by

DMT Linearity
0.50
0.40 L
%0-30 /
>
(>3
EO.ZO
0.10
.00
0.00 0.10 0.20 0.30 0.40 0.50

DMT Results

Alcohol (g/210L)
Flow Rate(L/M)

Alcohol (g/210L)
Flow Rate(L/M)

™

DMT Serial Number #104109

20 25

5 10 15
Date 09/22/2009
Date
Page 2 of 2

2-6

40.

32

.
[e)}

[en]

(e}

10/01/2009 09:28




INSTALLATION REPORT

DataMaster DMT: 104109
Location: ADDISON COUNTY SO
Calibration Date:  09/22/2009

Certification Date: 09/22/2009 —

malied 5y vorrarosrmaro ourdMEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results Accuracy and Precision Check
Concentration = 0.100 g/210L
VERSIONS Lot# = 97Y98UYO8Y’OU
DMT 1.03 Average = 0.100 g/210L
PIC 2.06 Std Dev = 0.000
Modem 1.06 '
Questions 1.00 )
Reports 1.02 RFI Interference Test
RFI detected
TEMPERATURES
Sample Chamber = 48.74°C
Breath Tube = 48.09°C Sample Acceptance Test
Passed
SETTINGS

Lamp Voltage =159V
Cooler Voltage =1.66 V
Bias Voltage =80.5V
Chopper Freq =530.7 Hz

PUMP INFO 0.10 ‘ 40.0
Flow Rate = 4.594 L/M ~ ‘

Alcohol (g/210L)
Flow Rate(L/M)

DETECTOR INFO 0.08
PUMP ON  OFF

MAX(V) 0.1949 0.1953
MIN(V) 0.1919 0.1939

FILTER INFO

Filter 1 0.195 Zero=true

Filter 2 0.723 Zero =true 0.04
Filter 3 0.459 Zero = true

CALIBRATION CHECK 0.02
Xq=0.0772 0.00%

(@]
-

INSTALLATION PASSED 0-00 st 3510 15

—— e T
Performed by - Date 09/22/2009

Reviewed by Date
DMT Serial Number #104109 Page 1 of 1 10/01/2009 09:29
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 104109
ADDISON COUNTY SO
Certification Date: 09/22/2009
Installation Date: 09/22/2009

Date: 09/23/2009
Time: 09:07:37

Obs. Period Start:

BLANK TEST 0.000

CALIBRATION CHECK PASSED
Xg = 0.0770 (0.34%)

SUBJECT SAMPLE (Vol=1.8L) 0.000
X[1] = 0.0000 (-0.0014) (0.0000)

BLANK TEST 0.000

CALIBRATION CHECK PASSED
Xg = 0.0771 (0.22%)

SUBJECT SAMPLE (Vol=1.6L) 0.399

X[1] = 0.3997 (0.0014) (-0.0051)

09:07

09:08
09:08

09:09

09:10

09:10

09:11

DMT Serial Number #104109

0.10

0.08

0.02

0.45

0.40

0.30

0.25

0.20

0.15

0.05

Alcohol (g/210L)
Flow Rate(L/M)

40.0

32.0

16.0

10

15

20

25 30

Alcohol (g/210L)

Flow Rate(L/M)

12.0

10

15

20

25 30
10/01/2009 09:31



Alcohol (g/210L)
Flow Rate (L/M)
0.45 |- : - : 36.0
0.40 ........... | 32.0
,/-* ;
0.35 |t { : 28.0
0.30 24.0
0.25 20.0
Check-In Confirmation Test
STATE OF VERMONT 0.20 : ; 16.0
DataMaster DMT: 104109
ADDISON COUNTY SO v\
Certification Date: 09/22/2009 0.15 | N 1200
Installation Date: 09/22/2009 \W
Date: 09/22/2009 §
Times 15:13:01 0.10 | ; R : E 8.0
Subject Name: UIERTGHERUI I HOOIHUIHU ; ‘ :
Date of Birth: 12/22/2009 Age: -1 0.05 | : : . 4.0
Guardian Present: Y i :
Gender: M : : ;
License #: 40TUG843U8BT3 OH 0.00 : ; : ; ; 0.0
0 5 10 15 20 25 30
Test Operator Name: FKNJGHRDFKJHKLH I IWFDIQJWHEIFJHQWEI
Agency: UHIWFIHIT
BLANK TEST 0.000 15:13
CALIBRATION CHECK PASSED 15:14
Xg = 0.0770 (0.34%)
SIMULATOR VAPOR 0.097 15:14
X[1] = 0.0979 (-0.0004) (0.0019)
BLANK TEST 0.000 15:15
SUBJECT SAMPLE (Vol=1.7L) 0.365 15:15
X[1] = 0.3653 (0.0008) (0.0013)
All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
Sim. Vapor Range 0.095 - 0.105
DMT Serial Number #104109 Page 1 of 1 10/01/2009 09:32
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DIAGNOSTIC RESULT

DataMaster DMT: 104109
Location:
Calibration Date: 09/22/2009

Certification Date: - i ' ’ ‘

Tost Dater 090222009 DEPARTMENT OF HEALTH

Time: 11:37

VERSIONS

DMT 1.03

PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

- TEMPERATURES

Sample Chamber = 49.09°C
Breath Tube = 48.08°C
SETTINGS

Lamp Voltage =1.59 Vv

Cooler Voltage = 1.66 V
Bias Voltage 80.6 V
Chopper Freq 529.9 Hz

PUMP INFO
Flow Rate = 4.696 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1795 0.1805
MIN(V) 0.1766 0.1787

FILTER INFO

Filter 1 0.178 Zero true
Filter 2 0.714 Zero true
Filter 3 0.430 Zero = true

1

CALIBRATION CHECK
Xg = 0.0774 0.22%

DMT Serial Number #104109 Page1of1 10/01/2009 09:33
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DIAGNOSTIC RESULT

DataMaster DMT: 104109
Location: ADDISON COUNTY SO
Calibration Date:  09/22/2009

Certification Date: 09/22/2009 I '

Test Dater - 0912212009 DEPARTMENT OF HEALTH

Time: 15:17

VERSIONS

DMT 1.03

PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.91°C
Breath Tube = 46.88°C
SETTINGS

Lamp Voltage =1.59 V
Cooler Voltage = 1.66 V
Bias Voltage = 80.5 V
Chopper Freqg = 531.7 Hz

PUMP INFO
Flow Rate = 4.755 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1894 0.1913
MIN(V) 0.1876 0.1894

FILTER INFO

Filter 1 0.190 Zero = true

Filter 2 0.719 Zero = true

Filter 3 0.453 Zero = true

CALIBRATION CHECK

Xqg =-0.0772 0.00%

DMT Serial Number #104109 Page 1 of 1 10/01/2009 09:33
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DIAGNOSTIC RESULT

DataMaster DMT: 104109
Location: ADDISON COUNTY SO
Calibration Date: 09/22/2009

Certification Date: 09/22/2009 e ~ LY

TestDate: . 09/23/2009 DEPARTMENT OF HEALTH

Time: 09:16

VERSIONS

DMT 1.03

PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.15°C
Breath Tube = 48.10°C
SETTINGS

Lamp Voltage = 1.59 Vv
Cooler Voltage = 1.66 V
Bias Voltage = 80.5V
Chopper Freqg = 527.8 Hz

PUMP INFO
Flow Rate = 4.690 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.1571 0.1541
MIN(V) 0.1494 0.1524

FILTER INFO

Filter 1 0.153 Zero = true

Filter 2 0.692 Zero = true

Filter 3 0.398 Zero = true

CALIBRATION CHECK

Xg = 0.0768 0.56%

DMT Serial Number #104109 Page 1 of 1 10/01/2009 0934
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date: 09/22/2009
Time: 15:04:06

SUPERVISOR NAME: ERTYERYER E FTWETGTWERYHER

SOLUTION LOT #: ERTHHYERYHERT
SOLUTION CONCENTRATION: 0.200

BLANK TEST 0.000 15:05

CALIBRATION CHECK PASSED 15:05
Xg = 0.0773 (0.11%)

SIMULATOR VAPOR INTERFERENCE 15:05
X[1] = 0.0455 (-0.0137) (-0.0128)

SIMULATOR VAPOR INTERFERENCE 15:06
X[1l] = 0.0452 (-0.0145) (-0.0136) v

SIMULATOR VAPOR INTERFERENCE 15:07
X[1] = 0.0459 (-0.0150) (-0.0137)

SIMULATOR VAPOR INTERFERENCE 15:08
X[1] = 0.0454 (-0.0154) (-0.0135)

SIMULATOR VAPOR INTERFERENCE 15:09
X[1] = 0.0456 (-0.0153) (-0.0142)

BLANK TEST 0.000 15:10

Average out of range!

DMT Serial Number #104109

0.10

0.08

Page 1 of 1
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ACCURACY AND PRECISION TEST
STATE OF VERMONT

DataMaster DMT: 104109

Date: 09/23/2009

Time: 08:46:29

SUPERVISOR NAME: J M K

SOLUTION LOT #: 785998407429072

SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 08:47

CALIBRATION CHECK PASSED 08:47
Xg = 0.0769 (0.45%)

SIMULATOR VAPOR 0.100 08:47
X[1l] = 0.1005 (-0.0002) (-0.0016)

SIMULATOR VAPCR . 0.101 08:49
X[1] = 0.1010 (-0.0001) (-0.0016)

SIMULATOR VAPOR 0.100 08:50
X[1] = 0.1005 (-0.0002) (-0.0020)

SIMULATOR VAPOR 0.101 08:51
X[1] = 0.1010 (-0.0005) (-0.0014)

SIMULATOR VAPOR 0.100 08:52
X[1] = 0.1008 (-0.0005) (-0.0021)

BLANK TEST 0.000 08:52

Average = 0.100

Std Dev = 0.0005

DMT Serial Number #104109
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Page 1 of 1
2-14

30

0 5 n s 70 75 30

0 5 10 s 70 2:5 30

0 5 10 15 20 55 30

0 5 : 10 15 20 55 30
10/01/2009 09:35

40.
36.
32.
28.

24.
20.

5

12.

O

36.

2

28.
24.
20.
16.
12.

N W W
N oy O

NN
(=8

J
O b O N Y O

W

N NN W
= DN oy O s @

.

N oy

O O O O o o O O

[ew T B )

o o o o

o O O O

o O O

o O O O o O O

o

(o]

O b

o O

[

OO

[

(o]

o O

o O o O

[}

o O

OO

OO O o o O

o



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date: 09/23/2009
Time: 08:53:45

SUPERVISOR NAME: J M K

SOLUTION LOT #: 7823575285752
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000
CALIBRATION CHECK PASSED
Xqg = 0.0767 (0.67%)
SIMULATOR VAPOR 0.100
X[1] = 0.1007 (0.0003) (-0.0007)
SIMULATOR VAPOR 0.100
X[1] = 0.1005 (0.0001) (-0.0013)
SIMULATOR VAPOR 0.100
X[1] = 0.1004 (-0.0003) (-0.0011)
SIMULATOR VAPOR 0.100
X[1] = 0.1003 (-0.0006) (-0.0006)
SIMULATOR VAPOR 0.100
X[1] = 0.1005 (-0.0004) (-0.0007)
BLANK TEST 0.000

Average = 0.100
Std Dev = 0.0000

08:54
08:54

08:55

08:56

08:57

08:58

08:59

09:00

DMT Serial Number #104109
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Section 3: Power-Up Tests
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CALIBRATION REPORT

DataMaster DMT: 104109
Calibration Date: 10/08/2009
Calibrated by: ALB

Lot: 10-02-100
Ca = 0.101000
CAL = 1.048951 0.800 <= CAL < 1.200
bl = 0.000000 0.000 <= bl < 0.004
b2 = 0.004286 0.001 <= b2 < 0.012
b3 = 0.000000 0.000 <= b3 < 0.004
Xqg = 0.076944 0.050 <= Xg < 0.200
a2l = 1.262276 1.050 <= a2l < 1.300
a3l = 0.503358 0.300 <= a3l < 0.800
F
Performed by - Date 10/08/2009
DMT Serial Number #104109 Page 1 of 1 10/08/2009 09:37
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CERTIFICATION REPORT

DataMaster DMT: 104109
Calibration Date:  10/08/2009
Certification Date: 10/08/2009
Certified by: ALB

Diagnostic Results

VERSIONS
DMT 1.03
PIC 2.06
Modem 1.06

Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube =45.75°C

SETTINGS

Lamp Voltage =1.59V
Cooler Voltage=1.66 V
Bias Voltage =80.6 V
Chopper Freq =534.4 Hz

PUMP INFO
Flow Rate = 5.207 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0817 0.0852
MIN(V) 0.0803 0.0837

FILTER INFO

Filter 1 0.084 Zero = true
Filter 2 0.627 Zero = true
Filter 3 0.336 Zero = true

CALIBRATION CHECK
Xq=0.0767 0.23%

DMT Serial Number #104109

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 1

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.101
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 10/09/2009 10:53
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Linearity Check Results S
. DMT Linearity
True Value  Reported Average Std Dev 0.50
0.021 g/210L 0.020 g/210L 0.000
Lot # 09-34-020 0.40
0.083 g/210L 0.079 g/210L 0.000
Lot # 09-43-080 $0.30
0.159 g/210L 0.160 g/210L 0.000 IS /
Lot # 09-38-160 20,20
0.400 g/210L  0.408 g/210L 0.001 = /./
Lot # NOMINAL 0.10
R2=0.9999 0.00
0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-05-08A1
Interference Detected 0.40 : 40.0
Alcohol (g/210L) -
Mouth Alcohol Test 0-3% Flow Rate (L/M) o0
Mouth Alcohol Detected
0.30 30.0
0.25 25.0
0.20 20.0
RF Interference Test 0.15 15.0
RFI detected
0.10 10.0
0.05 5.0
0.00 i
0 5 20 25 30
0.10 40.(
Sample Acceptance Test Alcohol (g/210L)
Passed Flow Rate (L/M)
0.08 32.0
0.06 S 24.0
0.04 16.0
0.02 8.0
CERTIFICATION PASSED 0 0 f\ N\ ‘ | s
’ 0 5 10 15 20 25 30
Performed by M\ Date 10/09/2009
Reviewed by Date
DMT Serial Number #104109 Page 2 of 2 10/09/2009 10:53
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0.10 40.0
0.08 32.0
0.06 24.0
0.04 s 16.0
0.02 - 8.0
0.00 i 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 e 16.0
0.02 o 8.0
: s 3 0.00 4 - 5 5 55 0.0
i AAMInpy o
N A : ! 2 30
ol 0.10 - T g : 40.0
0.08 : 32.0
0.06 i 24.0
ACCURACY AND PRECISION TEST 0.04 16.0
0.02 e : 8.0
STATE OF VERMONT 0.00 : : v . 2o
0 5 10 15 20 25 30
DataMaster DMT: 104109 0.10 40.0
- —_—— 0.08 32.0
Date: 10/09/2009 0.06 | 24.0
Time: 11:36:26 0.04 SO OOTOE SO 16.0
0.02 8.0
SUPERVISOR NAME: ALB MEOH IN H20 0.00 ; 0
5 10 15 20 25
SOLUTION LOT #: 10-07-04M 0.10 0
SOLUTION CONCENTRATION: 0.040 0.08 32.0
BLANK TEST 0.000  11:37 0.06 24.0
CALIBRATION CHECK PASSED  11:37 0.04 R S M S 16.0
SIMULATOR VAPOR INTERFERENCE  11:37 0.02 | 80
SIMULATOR VAPOR INTERFERENCE  11:38 0.00 : : : ; 0.0
SIMULATOR VAPOR INTERFERENCE  11:39 0 5 10 15 20 25 30
SIMULATOR VAPOR INTERFERENCE  11:40 0.10 ; : - ; 40.0
SIMULATOR VAPOR INTERFERENCE  11:41 0.08 | s ; e 3200
SIMULATOR VAPOR INTERFERENCE  11:42 0.06 ~ ? i f 24.0
SIMULATOR VAPOR INTERFERENCE  11:43 0.04 16.0
+ SIMULATOR VAPOR INTERFERENCE 11:44 . : o
SIMULATOR VAPOR INTERFERENCE ~ 11:45 0.02 f : e [ S | 20
SIMULATOR VAPOR INTERFERENCE  11:46 0-00 ¥ 5 0 15 50 55 30 °
BLANK TEST 0.000  11:47 .
0.10 v . ; 40.0
Average Out of range! 0-08 N N S RRRaEee N ‘ N i Fanerannn e B . 32.0
0.04 |-t s — R ] 16,0
0.02 |f e e —— .0
0.00 ’ i ' : 0.0
0 5 10 15 20 25 30
0.10 : ‘ ; : 40.0
0.08 i ; i ’ f 32.0
0.06 24.0
0.04 16.0
0.02 e 8.0
0.00 : 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 : 16.0
0.02 Y U 8.0
0.00 : 0.0
0 5 10 15 20 25 30
0.10 : ‘ - : 40.0
0.08 |- j ‘ e e 32.0
0.06 |- : b ? e R 24.
0.04 |- e e s
0.02 |f : S e »
0.00 : ‘ i ‘ 0.
0 5 10 15 20 25 30
DMT Serial Number #104109 Page 1 of 1 10/09/2009 11:47
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SOOI

QAOOOOOOOOOO

TADOOOOOOOOO

TEXOOOOOOOOO

TDOCOISOOCHDOO

QADOOOOOOOOO

ADOOOOOODOOD

0.2 40.
§:%8 360
) i
2.1 g
oiog %g:
B:4 :
.20 40
i ;
. 2
g
S06 Ig.
i:66 i
.20 40.
§.18 ig
214 35
L
ACCURACY AND PRECISION TEST -8 %g}
: = [
STATE OF VERMONT étgé 8:
0 5 10 15 20 25 30
DataMaster DMT: 104109 g;%g %%;
Date: 10/09/2009 0.1 54
Time: 13:45:24 8%§ 79-
0:Q 17
SUPERVISOR NAME: ALB .01ACETONE IN .08ETOH g:g 4.
SOLUTION LOT #: 10-05-08Al 0-20 40
SOLUTION CONCENTRATION: 0.079 §-i§ ;g.
BLANK TEST 0.000 13:46 O;ig g%;
CALIBRATION CHECK PASSED  13:46 §-0 18.
SIMULATOR VAPOR INTERFERENCE = 13:46 §I§§ 8.
SIMULATOR VAPOR INTERFERENCE  13:47 : 6
SIMULATOR VAPOR INTERFERENCE  13:48
SIMULATOR VAPOR INTERFERENCE ~ 13:49 g-29 49.
SIMULATOR VAPOR INTERFERENCE  13:50 8:%2 3%1
SIMULATOR VAPOR INTERFERENCE  13:51 0:1% 59-
SIMULATOR VAPOR INTERFERENCE  13:52 -39 £9
SIMULATOR VAPOR INTERFERENCE  13:53 206 ; 17:
SIMULATOR VAPOR INTERFERENCE  13:54 : é - g
SIMULATOR VAPOR INTERFERENCE  13:55 . ) 5 70 15 20 25 30
BLANK TEST .~ 0.000 13:56 ,
0.20 40.
0.18 360
Average out of range! 8}2 55
0:12 24:
0 %
0: g 1z
B: :
0.20 40
0.18 36
914 38"
0:12 24:
33 0
0:06 12
B: 6 g
0.2 40.
0.1 36:
01 38
g 18:
g 15
g.g 8!
: B:
.2 40.
8:2 36.
8:1 IR
§.1 24
g:g 8!
0 5 10 15 20 25 30
DMT Serial Number #104109 Page 1 of 1 10/09/2009 13:56
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date: 10/09/2009
Time: 11:02:54

norof ool

SUPERVISOR NAME: ALB #PA IN H20

SOLUTION LOT #: 10-06-04I
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 11:03
CALIBRATION CHECK PASSED 11:03
Xg = 0.0765 (0.57%)
SIMULATOR VAPOR 0.070 11:04
X[1] = 0.0706 (-0.0049) (0.0003)
SIMULATOR VAPOR 0.071 11:05
X[1] = 0.0716 (-0.0047) (0.0000)
SIMULATOR VAPOR 0.071 11:06
X[1] = 0.0716 (-0.0050) (0.0003)
SIMULATOR VAPOR 0.071 11:07
X[1] = 0.0714 (-0.0049) (0.0002)
SIMULATOR VAPOR INTERFERENCE 11:08
X[1] = 0.0713 (-0.0054) (0.0000)
SIMULATOR VAPOR INTERFERENCE 11:09
X[1] = 0.0716 (-0.0058) (-0.0002)
SIMULATOR VAPOR INTERFERENCE 11:10
X[1] = 0.0719 (-0.0052) (0.0001)
SIMULATOR VAPOR INTERFERENCE 11:11
X[1] = 0.0717 (-0.0059) (0.0008)
SIMULATOR VAPOR INTERFERENCE 11:12
X[1] = 0.0717 (-0.0053) (0.0003)
SIMULATOR VAPOR INTERFERENCE 11:13
X[1] = 0.0714 (-0.0057) (0.0002)
BLANK TEST 0.000 11:13

Average out of range!

DMT Serial Number #104109

0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

0.10

0.08
0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00
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0.10 40.
0.08 : 32.
(10T SR R ———— e 24
0.04 | : 16
0.02 |[f —. 8
0.00 ? 0
0 5 10 15 20 25 30
0.10 40
0.08 32
0.06 24.
0.04 16.
: 0.02 8.
b > . 0.00 : ' : : i 0.
= anr _ 0 5 10 15 20 25 30
i - = 0.10 : ‘ : : 40.
0.06 e e Y™
ACCURACY AND PRECISION TEST 0.04 ; 16.
0.02 : 8.
STATE O 0.00 i 0.
TATE OF VERMONT 0 5 10 15 20 25 30
DataMaster DMT: 104109 0.10 3 j ; j 40.
_____ _ 0.08 ‘ ’ 32.
Date: 10/23/2009 0.06 24
Time: 08:57:54 0.04 16
SUPERVISOR NAME: ALB .04 IPA IN H20 0.00 : : ‘ 0
0 5 10 15 20 25 30
SOLUTION LOT #: 10-16-04T 0.10 ; ‘ : 40,
SOLUTION CONCENTRATION: 0.040 0.08 ‘ . ‘ % 4
BLANK TEST 0.000  08:58 0.06 1 24
CALIBRATION CHECK PASSED  08:58 S0.04 e - : 16
SIMULATOR VAPOR INTERFERENCE  08:59 0.02 | O SRR SO S - I — 8.
SIMULATOR VAPOR INTERFERENCE  09:00 0.00 ‘ : 0
SIMULATOR VAPOR INTERFERENCE  09:01 0 5 10 15 20 25 30
SIMULATOR VAPOR INTERFERENCE  09:02 0.10 ; ; ; ; ; 40.
SIMULATOR VAPOR INTERFERENCE  09:03 0.08 e o e V2
SIMULATOR VAPOR INTERFERENCE  09:04 0.06 , ‘ i 4
SIMULATOR VAPOR INTERFERENCE  09:05 0,08 |t 16
SIMULATOR VAPOR INTERFERENCE  09:06 : _ _
SIMULATOR VAPOR INTERFERENCE ~ 09:07 8-3% S it S S I B g
SIMULATOR VAPOR INTERFERENCE  09:08 . 0 3 10 15 50 25 30
BLANK TEST 0.000 09:08
0.10 ‘ ‘ 5 3 40
L B N SN SUSSSSUS— S———— Y
T e e 24.
0,04 b o] 16,
0.00 . ‘ ' 0.
0 5 10 15 20 25 30
0.10 , ‘ , ‘ , 40.
0.08 i ; i ’ 32.
0.06 24.
0.04 16.
0.02 |f S SN E———- S — 8
0.00 f : ' v 0.
0 5 10 15 20 25 30
0.10 ‘ . — : 40.
0.06 : ‘ ' fonnd 24
0.04 16.
0.00 , : % f * 0.
0 5 10 15 20 25 30
0.10 40.
0.08 32.
0,06 | 24.
0.04 16.
0.02 8.
0.00 f i 0.
0 15 20 25 30

DMT Serial Number #104109 Page 1 of 1 10/23/2009 09:08
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DIAGNOSTIC RESULT

DataMaster DMT: 104109
Location:

Calibration Date:  10/08/2009
Certification Date: 10/08/2009
Installation Date:  10/08/2009
Test Date: 10/23/2009
Time: 08:56

VERSIONS

DMT 1.03

PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.86°C
Breath Tube = 47.89°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.59V
Cooler Voltage = 1.66 V
Bias Voltage = 80.5 V
Chopper Freq = 528.7 Hz

PUMP INFO
Flow Rate = 5.260 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0077 -0.0018
MIN(V) -0.0089 -0.0039

FILTER INFO
Filter 1 -0.002 Zero
Filter 2 0.559 Zero

I

CALIBRATION CHECK
Xg = 0.0767 0.23%

DMT Serial Number #104109

true
true
Filter 3 0.218 Zero = true

DEPARTMENT OF HEALTH

Page 1 of 1 : 10/23/2009 08:57
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Section 4: Linearity
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date: 11/03/2009
Time: 07:40:08

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-14-400
SOLUTION CONCENTRATION: 0.387

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.396
SIMULATOR VAPOR 0.394
SIMULATOR VAPOR 0.396
SIMULATOR VAPOR 0.395
SIMULATOR VAPOR 0.395
SIMULATOR VAPOR 0.395

'~ SIMULATOR VAPOR 0.395
SIMULATOR VAPOR 0.396
SIMULATOR VAPOR 0.394
SIMULATOR VAPOR 0.395
BLANK TEST 0.000
Average 0.395

Std Dev = 0.0007

07:
07:
07:
07:
07:
07:
07:
07:
07:
07:
07:
07:
07:

DMT Serial Number #104109
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date:
Time:

11/03/2009
10:18:48

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-13-020

SOLUTION CONCENTRATION: 0.020
BLANK TEST 0.000 10:19
CALIBRATION CHECK PASSED 10:19
SIMULATOR VAPOR 0.019 10:20
SIMULATOR VAPOR 0.018 10:21
SIMULATOR VAPOR 0.018 10:22
SIMULATOR VAPOR 0.018 10:23
SIMULATOR VAPOR 0.018 10:24
SIMULATOR VAPOR 0.018 10:25
SIMULATOR VAPOR 0.018 10:25
SIMULATOR VAPOR 0.019 10:26
SIMULATOR VAPOR 0.018 10:27
SIMULATOR VAPOR 0.018 10:28
BLANK TEST 0.000 10:29
Average out of range!
Average = 0.018
Std Dev = 0.0004

DMT Serial Number #104109
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date: 11/03/2009
Time: 11:22:28

SUPERVISOR NAME: A L B

SOLUTION LOT #: 09-38-160
SOLUTION CONCENTRATION: 0.159

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.159
SIMULATOR VAPOR 0.159
SIMULATOR VAPOR 0.160
SIMULATOR VAPOR 0.160
SIMULATOR VAPOR 0.160
SIMULATOR VAPOR 0.160
SIMULATOR VAPOR 0.160
SIMULATOR VAPOR 0.160
SIMULATOR VAPOR 0.161
SIMULATOR VAPOR 0.160
BLANK TEST 0.000
Average = 0.159

Std Dev = 0.0005

11:23
11:23
11:23
11:24
11:25
11:26
11:27
11:28
11:29
11:30
11:31
11:32
11:33

DMT Serial Number #104109
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date: 11/03/2009
Time: 12:41:49

SUPERVISOR NAME: A L B

SOLUTION LOT #: 09-43-080
SOLUTION CONCENTRATION: 0.083

BLANK TEST 0.000 12:42
CALIBRATION CHECK PASSED 12:42
SIMULATOR VAPOR 0.080 12:43
SIMULATOR VAPOR 0.079 12:44
SIMULATOR VAPOR 0.080 12:45
SIMULATOR VAPOR 0.080 12:46
SIMULATOR VAPOR 0.079 12:47
SIMULATOR VAPOR 0.079 12:48
SIMULATOR VAPOR 0.080 12:49
SIMULATOR VAPOR 0.080 12:50
SIMULATOR VAPOR 0.080 12:51
SIMULATOR VAPOR 0.080 12:51
BLANK TEST 0.000 12:52
Average = 0.079

Std Dev = 0.0004

DMT Serial Number #104109
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date: 11/12/2009
Time: 10:59:03

SUPERVISOR NAME: A L B

SOLUTION LOT #: 09-43-080
SOLUTION CONCENTRATION: 0.083

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.079

SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.080
SIMULATOR VAPOR 0.080
SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.079
0

SIMULATOR VAPOR .079

SIMULATOR VAPOR 0.079
SIMULATOR VAPOR 0.080
SIMULATOR VAPOR 0.080
BLANK TEST 0.000

Average = 0.079
Std Dev = 0.0005

10:59
11:00
11:00
11:01
11:02
11:03
11:04
11:05
11:06
11:07
11:08
11:09
11:09

DMT Serial Number #104109
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

11/12/2009
11:30:40

Date:
Time:

SUPERVISOR NAME: A L B

SOLUTION LOT #: 09-38-160

Average = 0.158
Std Dev = 0.0004

SOLUTION CONCENTRATION: 0.159

BLANK TEST 0.000 11:31
CALIBRATION CHECK PASSED 11:31
SIMULATOR VAPOR 0.158 11:32
SIMULATOR VAPOR 0.158 11:33
SIMULATOR VAPOR 0.158 11:34
SIMULATOR VAPOR 0.158 11:35
SIMULATOR VAPOR 0.158 11:36
SIMULATOR VAPOR 0.159 11:37
SIMULATOR VAPOR 0.158 11:38
SIMULATOR VAPOR 0.159 11:38
SIMULATOR VAPOR 0.159 11:39
SIMULATOR VAPOR 0.158 11:40
BLANK TEST 0.000 11:41

DMT Serial Number #104109
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104109

Date: 11/12/2009
Time: 11:45:59

SUPERVISOR NAME: A L B

SOLUTION LOT #: 10-13-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.017
SIMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.018
BLANK TEST 0.000

Average out of range!

I

Average 0.017
Std Dev = 0.0003

11:46
11:47
11:47
11:48
11:49
11:50
11:51
11:52
11:53
11:54
11:55
11:56
11:56

DMT Seria<ns1:XMLFault xmlns:ns1="http://cxf.apache.org/bindings/xformat"><ns1:faultstring xmlns:ns1="http://cxf.apache.org/bindings/xformat">java.lang.OutOfMemoryError: Java heap space</ns1:faultstring></ns1:XMLFault>