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1. Subject GB finished a drink within 5 minutes of breath test.
1.1 Regular breath sample
1.2 Exhaled to the full capability
1.3 Regular breath sample
1.4 Exhaled to the full capability
2. Subject ED finished a drink @ 12:50
2.1 Regular breath sample
2.2 Exhaled to the full capability
2.3 Exhaled to the full capability
2.4 Burp just before regular breath sample
3. Subject GB finished a drink @ 1308
3.1 Regular breath sample
3.2 Exhaled to the full capability
3.3 Regular breath sample
3.4 Exhaled to the full capability
4. Subject ED finished a drink @ 1305
4.1 Regular breath sample
4.2 Burp just before breath sample
4.3 Burp just before breath sample
5. Subject BV finished a drink @ 1320
5.1 Regular breath sample
5.2 Delivered only 1.5L of air
5.3 Burp while delivering a sample. Subject was also laughing during delivery
6. Subject ED
6.1 Mintmum breath sample, 1.7L
6.2 Regular breath sample
6.3 Exhaled to the full capability
6.4 Exhaled at maximum pressure to the full capability
7. Subject BV finished a drink @ 1403
7.1 Burped once right before delivering a sample and a second very large belch
while delivering a sample.
7.2 Regular breath sample
8. Subject GB
8.1 Regular breath sample
8.2 Exhaled to the full capability
8.3 Hufif and puff breath sample
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT:
VDH LAB

1215086

Certification Date: 05/27/2008
Installaticn Date: 05/27/2008
Date: 10/14/2008

Time: 12:45:33

Subject Name: G B

Test Operator Name: A L B
Comment: LOW DOSE

BLANK TEST 0.000 12:46
INTERNAL STANDARD PASSED 12:46
Xg = 0.1456 (0.31%)

SUBJECT SAMPLE (Vol=2.5L} 0.034 12:47

X[1] = 0.0349 (-0.0022) (-0.0033)
BLANK TEST 0.000 12:48
SUBJECT SAMPLE (Vol=3.5L) INVALID 12:48
X[1} = 0.00600 (0.0000) (0.0000)

BLANK TEST
SUBJECT SAMPLE
X[1) = 0.0262
BLANK TEST
SUBJECT SAMPLE (Vol=3.4L)
X[1l) = 0.0000 (0.0000)
BLANK TEST

0.000 12:49
INTERFERENCE 12:49
{-0.0041) {-0.0037)
G.000 12:50
INVALID 12:51
(0.0000)
0.¢00 12:51

USER ABORT

DMT Serial Number #121506

0.10 T . ; :
Alcchol (g/210L} f
0.08 ‘Flow RaFe{L/M)‘ U S —
6. 06 , —
0.04
0.02
0.00 :
a 5 16 15 20 25 30
0.10 : : ;
‘ Alcohol (g/210L)
008 “_-——~—'Flow RaFe(L/M)'
0.06 :
0.04 //\/\“"
-
0.00 ? : 5
Q 5 10 i5 20 25 30
0.10 _ - :
‘ Alcohel (g/ 210L)
0.08 lFlow RaFe(L/M): -~
0.06 | oo
0.04
0,02
0.00 f 5‘ é ; 5
0 5 10 15 20 25 30
0.10 ; ; :
Alcchol (g/ 210L)
Flow Rate (L/M)
0.08 : : :
0'06 ............. :
0.04
0.02
0.00 : - i 5 ?
0 5 10 15 20 25 30
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0.0
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT:
VDH LAB
Certification Date: 05/27/2008
Installation Date: 05/27/2008

Date: 10/14/2008

Time: 12:53:00

121506

Subject Name: E D

Test Operator Name: A L B
Comment: LOW DOSE

BLANK TEST 0.000 12:53
INTERNAL STANDARD PASSED 12:54
Ag = 0.1455 (0.37%)

0.04¢ 12:54
(-0.0012)

0.000 12:55
INVALID 12:56

SUBJECT SAMPLE (Vol=4.1L)
X[(1) = 0.0404 (-0.0016;}

BLANK TEST

SUBJECT SAMPLE (Vol=4.7L)

X[1] = 0.0C600 {0.0000) (0.0000)
BLANK TEST 0.000 12:57
SUBJECT SAMPLE (Vel=3.8L) INVALID 12:57
X{1l] = 0.0000 (0.0000) (0.0000)
BLANK TEST 0.000 12:58
SUBJECT SARMPLE (Vol=2.1L} 0.022 12:58
X{1} = 0D.0223 (0.0008) (-0.0014)

USER ABORT

DMT Serial Number #121506

0.10 _ _ 40,9
e Alcohol (g/210L)
0.08 Flow Ra‘te(L/M)r _____ 32.0
0.086 .0
0.94 .0
0.02 .0
0.00 .0
0.10 , ; - . 4¢.0
——ew= Alcohol (g/210L)
0.08 Flow Ra.te(L/-M) 32.0
0.06 [ 24.0
0.04 [ 16.0
0-02 (m 8.0
0.00 H H : i : : : H 0.0
0 5 10 15 20 25 30 35 40 45
0.190 _ . ' 40.0
Alcohol {g/210L)
0.08 | --—.Flow RaFe(L/M). 32.0
0.06 24.0
0.04 16.0
.02 - 8.0
0.00 : ‘ : 0.0
0 5 10 15 20 25 30
0.10 _ . _ 40.0
—— Alcohel (g/210L)
— F1 Rate{L/M
0.08 |- Flow Rate(L/M) 32.0
0.06 24.0
0.04 16.0
0.02 8.0
0.00 : 0.0
0 5 10 15
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 1215086
VDH LAB

Certification Date: 05/27/2008
Installation Date: 05/27/2008
Date: 10/14/2008

Time: 13:13:05

Subject Name: G B

Test Operator Name: A L B

Comment: LAST DRINK 1308

BLANK TEST ¢.000 13:14

INTERNAL STANDARD PASSED 13:14
Xq = 0.1459 (0.06%)

SUBJECT SAMPLE (Vol=3.1L)
X[1] = 0.0640 (-C.0018) (~0.0012)

BLANK TEST 0.000 13:15

SUBJECT SAMPLE (Vol=3.4L) 0.063 13:16
X[1] = 0.0632 (-0.0021) (-0.0020)

BLANK TEST 0.000 13:17

SUBJECT SAMPLE (Vol=2.9L) 0.0867 13:17

X[1] = 0.067¢ (0.0000) (-0.0007)
BLANK TEST 0.000 13:18
SUBJECT SAMELE (Vol=3.4L) 0.070 13:1%
X[1) = 0.0704 {-0.0019) (-0.0009)
BLANK TEST 0.000 13:20
USER ABORT

DMT Serial Number #121506

0.08
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0.04

0.02

0.00
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0.00

Q.10

.08
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Flow Rate(L/M) [~—
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DUI Subkiject Test

STATE OF VERMONT

DataMaster DMT:
VDH LARB
Certification Date:
Installation Date:

121506

05/27/2008
05/21/2008

Date: 10/14/2008
Time: 13:21:10

Subject Name: E D

Test Operator Name: A L B

Comment: BURP

BLANK TEST 0.000 13:22

INTERNAL STANDARD PASSED 13:22
Xg = 0.1456 {0.31%)

SUBJECT SAMPLE (Vol=3.5L) 0.031 13:22
X[1l] = 0.0312 (-0.0016) (-0.0012)

BLANK TEST 0.0600 13:23

SUBJECT SAMPLE (Vol=3.2L) 0.029 13:23
X[1l] = 0.029Z {(0.0009) (-0.0008}

BLANK TEST 0.000 13:24

SUBJECT SAMPLE (Vol=3.5L) 0.029 13:25
X(1] = 0.0290 (-0.0011) {(-0.0009)

USER ARORT

DMT Serial Number #121506

0.
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 121506

VDH LAB
Certification Date: 05/27/2008 ‘
Installation Date: 05/27/2008 J(ff(/
Date: 10/14/2008 ~ d\j}(\ t
Time: 13:27:33 ch Ci \

0 g U _
Subject Name: BV \ "’\/lt/a \

v} ‘ 6 . k M«

Test Operator Name: A L B W Y’\“
Comment: LAST DRINK 1320 BURP TEST M\

i
PUMP ERROR b'( . W ">

DMT Serial Number #121506 Page 1 of1 10/15/2008 08:35



DUI Subject Test

STATE OF VERMONT

DataMaster IMT:
VDH LAB

121506

Certification Date: 05/27/2008
Installation Date: 05/27/2008
Date: 10/14/2008

Time: 13:28:25

Subject Name: B V

Test Operator Name: A L B

Corament: LAST DRINK 1320 BURP TEST

BLANK TEST 0.000 13:29

INTERNAL STANDARD PASSED 13:29
Xq = 0.1459 (0.12%)

SUBJECT SAMPLE {Vol=3.S3L) 0.030 13:29
X[1] = 0.0308 (-0.0003) (-0.0011)

BLANK TEST 0.000 13:31

SUBJECT SAMPLE {(Vol=1.5L} 0.025 13:31
X{1] = 0.025C {-0.0001} (0.0000)

BLANK TEST 0.000 13:32

SUBJECT SAMPLE (Vol=2.2L). 0.028 13:32
X{l) = 0.0288 (0.0002) (-0.0008)

BLANK TEST 0.000 13:34

USER ABCRT

DMT Serial Number #121506

0.

Page 1l of 1
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DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 121506

VDH LAB

Certification Date: 05/27/2008
Installation Date: 05/27/2008

Date: 10/14/2008
Time: 13:48:04

Subject Name: E D

Test Operator Name: A L B
Comment: MFET, EXCEED, FULL BREATH

BLANK TEST 0.000 13:48
INTERNAL STANDARD PASSED  13:49
Xq = 0.1456 (0.31%)

0.032  13:49
(-0.0002}

0.000  13:50

0.036 13:50
{~0.0007)

0.000 13:51

0.035  13:52
{-0.0007)

0.000  13:53

0.032  13:53
{~0.0013)

0.000 13:54

SUBJECT SAMPLE (Veol=1.7L)
X{1] = 0.0328 (-0.0003)

BLANK TEST

SUBJECT SAMPLE (Vol=3.0L)
X{1] = 0.0364 (-0.0009)

BLANK TEST

SUBJECT SAMPLE (Vol=4.3L)
X[1] = 0.0358 {(-0.0009)

BLANK TEST

SUBJECT SAMPLE (Vol=4.2L)
X{1] = 0.0324 (-0.0010)

BLANK TEST

USER ABORT

DMT Serial Number #121506
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—— Alcohol (g/210L)
Flow Rate (L/M)
0.18 |- . :
0 16 ............................. 32 0
Q.14 b b e e G 28.0
0.12 |on b _._ i 24.0
- 0'10 . PN I 1 ORI 20.0
DUI Subject Test H
STATE OF VERMONT 0.08 ‘ \/__{-1\ ,,,,,,,,,,, 16.0
DataMaster DMT: 121506 5 f
VDH LAB
Certification Date: 05/27/2008 0.06 | - o 12.0
Installation Date: 05/27/2008 ; i : i
Date: 10/14/2008 ; : R
Time: 14:08:43 0.0 : 8.0
Subject Name: BV
e L | e o B e 4.0
Test Operator Name: A L B
Comment: BURP H
""""""""""""""""""""""""""""" .00 : ; 0.0
BLANK TEST 0.000 14:09 0.0 0 5 10 15 20 25 30
INTERNAL STANDARD PASSED 14:09
g = 0.1460 (0.00%) 0.10 . : i i - . : 40.0
SUBJECT SAMFLE (Vol=2.1L) INVALID 14:10 : : : :
X[1] = 0.0000 (0.0000) {(0.0000) Alcohol (g/210L) | ¢
BLANK TEST 0.000 14:11 Flow Rate (L/M)
SUBJECT SAMPLE {vol=4.9L} 0.074 14:11 H T
A[1] = 0.0745 (-0.0019) (-0.000%2)
USER ABORT 0.08 ,,,,,,,,,,, 32.0
0.06 24.0
0.04 16.0
0.02 [ - 8.0
0.00 H H ; H H i : 0.0
[ 5 10 15 20 25 30 35 40 45

DMT Senial Number #121506 Page 1 of 1 10/15/2008 08:37



DUI Subject Test

DataMaster DMT:
VDH LAB

121506

Subject Name: G B

Test Operator Name: A L B
Comment;

STATE CF VERMONT

Certification Date: 05/27/2008
Installation Date: 05/27/2008
Date: 10/14/2008

Time: 14:14:17

BLANK TEST 0.000 14:15

TNTERNAL STANDARD PASSED 14:15
g = 0.1463 (0,18%)

SUBJECT SAMPLE (Vol=2,5L) 0.126 14:15
X{1] = 0.1267 (-0.0013) (0.0006)

BLANK TEST 0.000 14:16

SUBJECT SAMPLE (Vol=3.2L) 0.138 14:17
X[1] = 0.1382 (~0.0022) (0.0003)

BLANK TEST 0.000 14:18

SUBJECT SAMPLE (Vol=3.,0L) 0.138 14:19
X[1] = 0.1387 (-0.,0025) (0.0007)

BLANK TEST 0.000 14:20

USER ABORT

DMT Serial Number #121506

0.
0.

Page 1 of 1

.20

-18

.16

.14

W12

.10

.08

.06

.04

.02

.00

.20

.18

.16

.14

.12

.10

.08

.08

.04

.02

.00

.20

.18

.16

.14

.12

.10

.08

.06

.04

02

00

— Alcohol (g/210L)
N Flow Rate{L/M)

0 5 10 15 20

25 30

Alcohol {g/210L}

Flow Rate(L/M)

32.0

/

p

15

20

25 30

Blcchol(g/210L)

Flow Rate(L/M)

0 5 10 15 20 25 30 35 40 45 50 5-5 60

10/15/2008 08:37



