
FY Year Total Ext Std batches Ext Std Volume BAC Interference DMT Interference
2002 14 7 290 2 0
2003 11 3 120 1 0
2004 9 5 220 2 0
2005 13 5 210 0 0
2006 21 6 210 0 5
2007 21 5 160 3 5
2008 24 6 180 1 4
2009 52 6 180 8 19

0.02 0.05 0.08
220
320
1 1 0
330
2 2 1
2 1 1
5 1 1
326

0.16 0.4 Calibration BAC DMT
o 1 0 14 0
o 2 0 11 0
o 0 0 9 0
o 1 0 13 0
1 1 0 11 10
1 2 0 12 9
1 1 3 17 7
2 3 1 23 29



~~. s"ro~;"""~.;..J. . Jl
DMT Testing DMT Corrected Total Instrument Time (not including calibration, passing runs only)

~:J- cC J-- 0 0 24
Ate.'> 0 0 20
;J..co'i 0 0 14
;;).C'C: 0 0 26
;ZOC" 7 3 28
J-te 7 4 5 34
A0(\~ 4 3 138
.?-cch 18 11 234



Solutions by Instrument Type

40

III
CI>
J:

"-..
• DataMaster DMTIII... 300
Ilil BAC DataMaster~

CI>
.a
E
"Z

20

1 2 3 4

Year

5 6 7 8



Liters of Ext Std by Year
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Solution by Instrument Type (Corrected for Initial Testing Solutions)
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