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DataMaster DMT: 100142

SUPERVISOR NAME: SEH TEST
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:
Lot:

100142
06/28/2010
SEH TEST
10-XX-100

DEPARTMENT OF HEALTH
Ca 0.103000
CAL 1.012566 0.800 <= CAL < 1. 200
b1 0.000000 0.000 <= b1 < 0.004
b2 0.002884 0.001 <= b2 < 0.012
b3 0.000000 0.000 <= b3 < 0.004
Xq 0.069758 0.050 <= Xq < 0.200
a21 1.105411 1.050 <= a21 < 1. 300
a31 0.528980 0.300 <= a31 < 0.800

Performed by Date __0",6",/28/2010
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