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ACCURACY AND PRECISION TEST
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STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/€5/2010
Time:; 14:03:04

SUPERVISCR NAME: SEH TEST

SOLUTICN LOT #: 10-14-400
SOTLUTION CONCENTRATION: 0.387

BLANK TEST 0.000 14:04

CALIBRATION CHECK PASSFD  14:04
SIMULATOR VAPOR 0.378  14:04
STMULATOR VAPOR £.378  14:06
SIMULATOR VAPCR 0.379  14:907
SIMULATOR VAPOR 0.377 14:08
SIMULATOR VAEOR 0.377 14:09
SIMULATOR VAPOR 0.376  14:11
SIMULATOR VAPOR 0.377 14:12
SIMULATOR VAPOR 0.376 14:13
SIMULATOR VAEBOR 0.376 14:14
SIMULATOR VAPOR 0.377  14:15
BLANK TEST ' 0.000 14:16
Average = 0.377

Std Dev = 0.0008
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" ACCURACY AND

PRECISION TEST

Date: 08/05/2010
Time: 12:08:04

SUPERVISCR NAMR:

STATE OF VERMONT

DataMaster DMT: 100144

SEH TEST

SOLUTICN LOT #: WTALC
SCLUTICN CONCENTRATICN: 0.097

BLANK TEST ¢.000
CALIBRATION CHECK PASSED
 ¥g = 0.0802 (0.11%)
SIMULATCR VAPOR 0.087
X[1] = 0.0872 (-0.0001) (0.0005)
SIMULATCR VAPOR 0.097
X[1} = 0.0975 (-0.0005) (-0.0008)
SIMULATOR VAPOR 0.097
X[1) = 0.0970 {-C.0002) (0.0001)
SIMULATOR VAPOR : 0.098
X[1] = 0.0968 (-0.0004) (0.0000)
SIMULATOR VAPOR 0.0989
X[1]) = 0.0980 {0.0003) (-0.0005)
STIMULATOR VAPOR 0.097
Z[1] = 0.0872 (-0.0007) (-~0.0003)
SIMULATOR VAPCR 0.096
X[1} = 0.0969 (-0.0011) {(-0.000%)
SIMULATOR VAPCR 0D.0897
X[1] = 0.0973 (-0.0001) (0.0004)
SIMULATCR VAPOR 0.098
¥[1] = 0.0964 (-0.0011i) (-0.0002)
SIMULATOR VRAPOR 0.097
X[Y] = 0,0973 {-0.0001) (-0.0008&)}
BLA)I;IiT%?%q_NE 0.000
Average = 0.096
Std Dev = 00,0006

12:11
12:12
12:13
12:14
12:15
12:16
12:17
12:18

12:1¢

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

. Date: 08/05/2010
Time: 13:42:27

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-20-160
SOLUTION CONCENTRATION: 0.158

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPCOR 0.151
SIMULATOR VAPOR 0.150
SIMULATOR VAPOR 0.151
SIMULATCR VAPOR 0.151

SIMULATCR VAPCR 0.1850
SIMULATCR VAPCR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0.150
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
BLANK TEST

Average out of range!

Average = 0.150
8td Dev = 0.0005
DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 0B/05/2010
Time: 13:24:27

SUBERVISOR NAME: SEH TEST

SOLUTICN LOT #: 10-36-100
SCLUTION CONCENTRATION: 0.099

BLANK TEST 0.000
CALIBRATION CHECEK PASSED
SIMULATOR VAEOR 0.085
SIMULATCR VAPOR 0.085
SIMULATOR VAPOR 0.096
SIMULATOR VAPOR 0.096
SIMULATOR VAPOR 0.096
SIMULATOR VAPOR 0.086
SIMULATOR VAPOR 0.097
SIMULATCR VAPCR 0.096
SIMULATCR VAPCR 0.096
SIMULATOR VAPOR 0.087
BLANK TEST 0.000
Average = 0,085

8td Dev = 0.0006

DMT Serial Number #100144
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ACCURACY AND PRECISIQON TEST
STATE OF VERMONT

DataMaster DMT: 100144
Date: 08/05/2010
Time: 12:41:23
SUPERVISOR NAME: SKEH TEST
SOLUTION LOT #: 10-30-0B0
SOLUTICN CONCENTRATION: 0.0B1
BLANK TEST 0.000 12:42
CALIBRATION CHECK PASSED  12:42
SIMULATOR VAPCR . 0.075 12:43
SIMULATOR VAPOR 0.077 12:44
STMULATCOR VAPOR 0.077 12:45
SIMULATOR VAPCR 0.077 12:46
SIMULATOR VAPOR 0.077 12:47
SIMULATOR VAPCR 0.077 12:48
SIMULATOR VAPCR 0.078 12:49
SIMULATOR VAPOR 0.076 12:50
SIMULATOR VAPOR 0.076 12:51
SIMULATOR VAPOR 0.076 12:52
BLANK TEST 0.000 12:52
Average = 0.076
Std Dev = 0.00086

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/05/2010
Time: 12:21:05

SUPERVISCR NAME: SEH TEST

SOLUTICN LOT #: 10-21-020
SCLUTION CONCENTRATION: 0.019

Average out of range!

Average = 0.015
Std Dev 0.0010

BLANK TEST 0.000
CALIERATION CHECK PASSED
STMULATOR VAPOR 0.018
SIMULATOR VAPOR 0.017
SIMULATCR VAPOR : 0.616
SIMULATCR VAPOR 0.016
SIMULATGR VAECR 0.016
SIMULATOR VAPOR 0.015
SIMULATOR VAPDR 0.015
SIMULATOR VAPOR 0.015
SIMULATOR VAPOR 0.015 °
SIMULATOR VAPOR 0.018
BLAKNK TEST 0.000

DMT Serial Number #100144
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ACCURACY AND PRECISIQN TEST

.
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STATE OF VERMONT
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DataMaster DMT: 100144

Date: 08/05/2010
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Time; 12:08:04 : }’, :
1 H :
SUPERVISCR MAME: SEH TEST Y :
o 5 10 15 20 25 30
SOLUTION LOT #: WIALC 2 40.
SCLUTION CONCENTRATION: 0.087 % §§:
BLANK TEST 0.000 12:09 — é;
CALIBRATION CHECK PASSED  12:09 § .
SIMULATOR VAPOR 0.097  12:09 g | é:
SIMULATCR VAPOR 0.097  12:10 :
SIMULATOR VAPOR 0.097  12:11 0 5 10 13 20 25 30
SIMULATOR VAPOR 0.096 12:12 :

SIMULATCR VAFPCR .098 12:13
SIMULATOR VAPCR . G87 12:14
SIMULATOR VAPCR .0096 12:15

0
Q
0
SIMULARTOR VAPOR 0.097 12:16
0
0

SIMULATOR VAPOR .0%6 12:17
SIMULATOR VAPOR .097 12:18
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Std Dev = 0.00086 . E :
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:
Lot:

Ca = 0.0897000
CAL = 0.970108
bl = 0.000000
b2 = 0.001483
b3 = 0.000000
Xq = 0.080326
a?21 = 1.143992
a3l = 0.408622

Performed by _M—a—

100144

08/05/2010

SRH TEST

WTLOT

.800
.000
.001
.000
.050
. 050
.300

OPrRPROoOCOoOoo

<=
<=
<=
<=

bl
b2
b3
Xg
a2l
a3l

AAANANNAAN

DMT Serial Number #100144

OoOrooocop

.200
.004
.012
.004
.200
.300
.800

DEPARTMENT OF HEALTH

Date 08/05/2010

Page1of1 08/05/2010 12:06




CALIBRATION REPORT

DataMaster DMT: 100144

Calibration Date: 08/05/2010

Calibrated by: SRH TEST
Lot; WTLOT

Ca = (0.097000

CAL = 0.970108 0.800 <=
bl = 0.000000 0.000 <=
b2 = 0£.001483 0.001 <=
b3 = 0.000000 0.000 <=
Xg = 0.080326 0.050 <=
a2l = 1.143992 1.050 <=
a3l = 0.408622 0.300 <=

Performed by Y

DMT Serial Number #100144

Lo e e B B B ) S
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10-36-100 o 23l

F_ACCURACY AND PRECISION TEST

. BTATE OF VERMONT

DataMaster DMT: 100144

Date: 08/05/2010
Time: 11:41:25

SUPERVISOR NAMF: SEH TEST

SOLUTION LOT #: WILOT :
SOLUTTON CONCENTRATION: ©,007

BLANK TEST 0.000 11:42
CALIBRATION CHECK PASSED  11:42
SIMULATOR VAPOR 0.098  11:43
SIMULATOR VAPOR 0.087 11:44
SIMULATOR VAPOR 0.097  11:45
STMULATOR VAPOR 0.096 11:46
SIMULATCOR VAPOR . 0.095  11:47
SIMULATCR VAPOR 0.096 11:48
SIMULATCR VAPOR 0.095 11:48
SIMULATCR VAPOR 0.095 11:49
SIMULATOR VAPOR 0.096  11:50
SIMULATOR VAECR ° 0.095 11:51
BLANK TEST . 0,000  11:52

Average =
Std Dev = 0.0012

DMT Seria} Number #100144

G.DD:DOOOOODO COCGOOOOOOO OO0 0 oo
COOOT -0 [ o e A pa L

IEMEOOMNISOIMO CMCNODIOChIMSODC

CDOOOODOOo0

[« 5 alele oleleolele]
PPN

PR PP R
O =R SO ) CEOOOCH =4 [ e o

e

o o OO0 CIX2O
PO IO OIS CH DO Oy AL IO IO CORECVDOMBIO R OO IS

. b

OO R CHOOONRES IO

COOOCOOOO0OO AXRTOOOCOOCH OO DIOORICT CEXIROOROOOOX D ADOSOOOOOOC
O L a e . s s n ta e . - an

O
O

.

Page 1 of )

.3

.7

.0

.3

.7

£ .0
40-9

i

%%:8

ke

19 15 20 25 3Q :

— i

b 5 10 _lE5 20 25 30 :
28:8

g
E .
1 12.
fa : ! =
0 ’ 5 1.0 15 20 25 30 0.8
o

0, 5 10 15 20 25 a0 g
== =[
: |
/ : 5
6_ 5 10 15 20 25 30
i

= |
J 3
0 5 10 15 20 25 a0 :
] 428

%g

- — %
o} 5 10 i5 20 2:5 30 :
iéfé
o %5
i : — 8

o] 5 10 15 20 25 30

T T 490.9

............ % ?,

ot o e 8;%

5 10 id 20 25 30

08/05/2010 11:52




e\ '0- 3660

ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

" Date: 08/05/2010
Time: 11:12:23

SUPERVISCR NAME: SEH TEST

‘SOLUTION LOT #: 10-14-400
SQLUTION CONCENTRATION: 0.387

BLANK TEST 0.000
CALIBRATICN CHECK PASSED
SIMULATCR VAPOR 0.372
SIMULATCR VAFPCR 0.373
SIMULATOR VAPOR 0.372
SIMULATOR VAPOR 0.372
SIMULATOR VAPOR 0.371
SIMULATOR VAPCR 0.371
' SIMULATOR VAPCR 0.371
SIMULATOR VAPCR 0.371
SIMULATCR VAPBCR 0.371
‘SIMULATCR VAPCR 0.370
BLANK TEST 0.000
Average = 0,371
Std Dev = 0.0008

DMT Serial Number #100144
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Cal 1\0-36-100
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ACCURACY AND PRECISION TEST g ]
: IS S WS T ———— :
A i | .
. Y T t :
STATE- OF VERMONT : = 5 T =5 5e 30
DataMaster DMT: 100144 :i - ‘= §§:
Date: 08/05/2010 I g :
Time: 10:55:30 & i 1
: . ; 12:
SUPERVISOR NAME: SEH TEST ZE - :
0 5 10 15 20 25 30
SOLUTION LOT #: 10-20-160 . 19.
SOLUTION CONCENTRATION: 0.159 3%:
.......................................... 3 R
BLANK TEST 0.000  10:56 : ] %8:
CALIBRATION CHECK PASSED  10:56 i 18
"SIMULATOR VAFCR 148 10:57 | g:
SIMULATOR VAPOR 148 10:58 ' :
0 5 10 15 20 25 30

SIMULATCR VAFOR
SIMULATOR VAPCOR
SIMULATCR VAPOR
SIMULATOR VAPCR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATCR VAPOR
SIMULATOR VAPOR
BLANK TEST

e
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[t e SV

GERNICORONIT
.

[an]
o
=
o
=
tn
[
=1
N
3
[
©

Average out of range!
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/05/201C
Time: 10:40:16

SUPERVISCOR NAME: SEH TEST

SOLUTICN LOT #: 10-36-100
SQLUTION CONCENTRATION: 0.089

BLANK TEST 0.000 10:41
CALIBRATION CHECK BASSED 10:41
SIMULATOR VAPOR 0.094 10:41
SIMULATOR VAPOR 0.054 10:42
STMULATOR VAPOR 0.094 10:43
SIMULATOR VAPOR 0.094 10:44
SIMULATOR VAPOR. 0.094 10:45
SIMULATCR VAPOR 0.095 10:46
SIMULATCR VAPOR 0.095 1047
SIMULATCR VAPOR 0.094 10:48
SIMULATCR VAPCR 0.095 10:48
SIMULATOR VAPOR 0.094 10:50
BLANK TEST 0.000.  10:51
Average = 0.0084

Std Dev = 0.0004

DMT Serial Nomber #100144
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DataMaster DMT: 100144

Date: 0B/05/2010
Time: 10:09:48
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SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: 10;—30—080
SOLUTICN CONCENTRATICN: 0.081

BLANK TEST 0.000 10:10
CALIBRATION CHECK PASSED 10:10
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STMULATOR VAPOR 0.075  10:11 g
SIMULATOR VAEOR 0.075  10:12 : :
SIMULATOR VAPOR 0.075 10:13 . ¢ 5 10 15 20 25 30
SIMULATOR VAPOR 0.076  10:14 0.10 40.0
SIMULATCR VAPCR 0.075 10:15 0.08 32.0
SIMULATCR VAPOR 0.075 10:16 0.06 |-fomm 24.0
SIMULATOR VAPOR 0.075  10:17 0.0¢ { 16.0
SIMULATCR VAFOR 0.075  10:38 ’ | 8.0
SIMULATOR VAPOR 0,075  10:18 g-gg ] o0
SIMULATOR VAPOR - 0.076 10:20 * 0 5 10 15 20 25 30
BLANK TEST 0.000 10:20 0.10 40.0
Average out of range! 0.08 32.0
0.06 f' 24.0
Average = 0.075 0.04 16.¢C
Std Dev = 0.0004 n.02 ! 8.0
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Cal 10~ 76-100

ACCURACY AND PRECISION TEST

STATE OF VERMONT
DataMaster DMT: 100144.

Date: 08/05/2010
Time: 08:57:00

SUPERVISOR NAME: SEH TESTl

SOLUTION LOT #: 10-21-100
SOLUTION CONCENTRATION: 0.018

BLANK TEST . 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR . 0.014
SIMULATOR VAPOR ' 0.014
SIMULATCR VAPOR 0.014
SIMULATOR VAPOR. 0.015
SIMULATOR VAPOR 0,015
SIMULATOR VAPOR C.014
SIMULATOR VAPOR 0.014
SIMULATOR VAPOR 0.015
SIMULATOR VAPOR 0.015
STMULATOR VAPOR © . 0.015
BLANK TEST 0.000

Average out of range!

0.014
0.0005

Average
Std Dev

n

09:57
09:58
09:58
05:59
10:00
10:01
10:02
10:03

-10:04

10:05
10:086
10:07
10:07

DMT Serial Number #100144
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CALIBRATION REPORT

DataMaster DMT: 100144
Calibration Date: 06/23/2010
Calibrated by: STEVEN E HARNOIS

Lot; 10-36-100
).

Ca = 0.099000

CAL = 0.%54103 0.800 <= CAL < 1.200
bl = 0.000000 0.000 <= bl < 0.004
b2 = 0.003145 0.001 <= b2 < 0.012
b3 = 0.000000 0.000 <= b3 < 0.004
Xg = 0.080848 0.050 <= Xg < 0,200
a2l = 1.131245 1.050 <= a2l < 1.300
a3l = 0.423903 0.300 <= a3l < 0.800

Performed by - )ﬁ-ﬂ'——g‘ Date 06/23/2010

DMT Serial Number #100144 Pagelof 1 : 08/05/2010 12:40




ACCURACY AND PRECISION TEST

STATE- OF VERMONT

DataMaster DMT: 100144

Date: 06/23/2010
Time: 14:53:59

SUPERVISOR NAME: SEH CAL CHECK

SOLUTION LOT #: 10-40-100

BLANK TEST G.000 14:54
CALIBRATICN CHECK PASSED  14:55
SIMULATOR VAPOR 0.095 14:55
SIMULATCOR VAPOR 0.095 14:56
SIMULATOR VAPOR 0.095 14:57
SIMULATOR VAPOR 0.095 14:58
SIMULATOR VAPCR 0.09¢6 14:58
SIMULATOR VAPOR 0.095 15:00
SIMULATOR VAPOR 0.085 15:01
SIMULATOR VAPOR 0.095 15:02
SIMULATOR VAPOR 0.0586 15:03
STMULATOR VAPOR 0.096 15:04
BLANK TEST . 0.000 15:05
Average = (.085

Std Dev = 0.0004

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST
STATE OF VERMONT

DataMaster DMT: 100144
Date: 06/23/2010
Time: 14:53:59
SUPERVISOR NAME: SEH CAL CHECK
SOLUTION LOT #: 10-40-100
SOLUTICN CONCENTRATICON: 0.088
BLANK TEST 0.000 14:54
CALIBRATION CHECK PASSLD 14:55
STMULATCR VARPOR 0.098 14:55
SIMULATOR VAPOR 0.095 14:586
SIMULATOR VAPOR 0.09% 14:57
SIMULATCR VAPOR 0.085 14:58
STMULATCR VAPOR 0.096 14:56 -
SIMULATCR VAPOR 0.085 15:00
SIMULATOR VAPOR 0.095 15:01
SIMULATOR VAEFOR 0.085 15:02
SIMULATOR VAPOR ] 0.096 15:03
SIMULATOR VAPCR 0.096 15:04
BLANK TEST - 0.0040 15:05
Average = 0.095
Std Dev = 0,0004

DMT Serial Numb_er#100144
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ACCURACY AND PRECISION TEST

STATE OF _VERMONT

DataMaster DMT: 100144

Date: 06/23/2010
Time: 14:40:56

SUPERVISOR NAME: SEH CAL CHECK

SOLUTION LOT #: 10-28-100
SOLUTION CONCENTRATICN: 0.100

BLANK TEST 0.600 14:41
CALIBRATION CHECK PASSED 14:41
SIMULATOR VAPOR . 0.085 14:42

SIMULATOR VAPOR
SIMULATOR VAZOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR

cCoOCOoOCOoOoOCOoO
o
o
]
=
f1-9
.
-

SIMULATOR VAPOR 095 14:49
SIMULATOR VAPOR 085 14:50
SIMULATCR VAPOR 096 14:51
BLANK TEST ooo 14:51
Average = 0.0095
Std Dev = 0.0004

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 06/23/2010
Time: 14:40:56

SUPERVISOR NAME: SEH CAL CHECK

SOLUTION LOT #: 10-28-100
SCLUTION CONCEWTRATICN: 0.100

BLANK TEST 0.000 14:41
CALIBRATION CHECK PASSED 14:41
SIMULATOR VAPCR 0.085 14:42
SIMULATOR VAPCR 0.085 14:43
SIMULATOR VAPCR 0.095 14:44
SIMULATCR VAPOR 0.085 14:45
SIMULATOR VAPCR 0.095 . 14:46
SIMULATOR VAFCR 0.095 14:47
SIMULATOR VAPCR 0.096 14:48
SIMULATOR VAPCR 0.095 14:49
SIMULATCOR VAPCR 0.095 14:80
SIMULATOR VAPOR 0.0%6 14:51
BLANK TEST 0.000 14:51
Average = 0.095

Std Dev = 0.0004

DMT Serial Number #100144

OIS CHYDDO N RSO CRMOOONSoDO

COOOOOIO ADOOOCOO0000 CIXXXKIOCHICHD OO OOO0O0
IR ar e ovw PPN PR R

S

=g SO COOCOHHFEEN. QOOCT- N ToOOCO- N SO0 SOOI N SO =)

R

B .
e U I COCOT== N QOO

e s
>
[m 1N

CDOOCISOOOT COOOTOCONOD CDoOOOOCOO0 ACOO0OOO00 CX2OOODOOCD COXOOOOOOOO0
YRR e s orae . as 4w w . . P P

Page 1 of 1

CDO NN A CHIDCNASTDO

0.
%
A
i
5 10 15 20 25 30
42:8
____________ ., i
= %f%
0 o s T T 0
g %%:E
I ;
=== !
0 10 15 20 25 30 oo
g ; :
_________ 25@
= L
: 1 3§
0 10 15 20 25 30
0 %%:8
- g
g —— %gﬁ
. 10 15 20 25 30 .
) o ‘ 19.9
g igsﬁ
= %zg
0 10 5 20 25 30
% , %%:E
== %E
§ o e ﬁ
0 10 15 20 25 30
¢ | ‘ 8:3
| e 3538
% prem——— s ;éa
0 10 15 20 25 30 %E
= g §
] 4
0 10 15 29 25 30
% ' i gg
'frf ......... 1%%
10 15 20 75 30

06/23/2010 14:52




CALIBRATION REPORT

DataMaster DMT: 100144
Calibration Date:  06/23/2010
Calibrated by: STEVEN E HARNOIS

~ VERMONT

Lot: 10-36-100
DEPARTMENT OF HEALTH

Ca = (.085000

CAL = 0.954193 0.800 <= CAL < 1.200

b1 = 0.000000 0.000 <= Dbl < 0.004

b2 = 0.00314¢ 0.001 <= b2 < 0.012

b3 = 0.000000 0.000 <= b3 < 0.004

Xg = 0.080848 0.050 <= Xg < 0.200

a2zl = 1.131245 1.050 <= aZl < 1.300

a3l = (.4235903 0.300 <= a31 < 0.800

Performed by xﬁﬂ___ﬁﬁ Date 06/23/2010

DMT Serial Number #100144 Page 1 of 1 06/23/2010 14:39




CALIBRATION REPORT

DataMaster DMT: 100144

Calibration Date:  06/23/2010

Calibrated by: STEVEN E HARNOIS
Lot: 10-36-100

Ca = 0.099000

CAL = 0.954193 0,800 <= CAL <
bl = 0.000000 0.000 <= Dl <
b2 = 0.003146 0.001 <= b2 <«
b3 = 0.000C0C0 . 0.000 <= b3 <«
Xq = 0.080848  0.050 <= Xq <
a2l = 1,131245 1.050 <= azl <
a3l = 0.423903 0.300 <= a3l <

Performed by W

DMT Serial Number #100144

DEPARTMENT OF HEALTH

1.200

O OO0 00

.004
.012
.004
.200
.300
. 800

Date

Page1of 1

06/23/2010

06/23/2010 14:39




C? " Vermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1123, Burlington VT 05402-1125

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: VDHL DataMaster Serial #: 100144

Date: 6/22/10 Requestor: ' Bolduc
Instrument Supervisor: __ ‘ . Phone #:
Taken By:__ Boldue

Problem: Filter Wheel not aligning propetly

Laboratory Response:

Work Performed: Filter wheel needs realignment

é/l’j%(:? ﬂeww'weo/ Qf‘fmf $/g¢/¢ Q)um A V{Cx’f' C@‘FZ &/Zae/{aafof
{7((‘062 5;,:’::3:«/ Aaunad foed ﬁﬁ /3—;,“'/7— Q'/Tf»-f Bloc k ﬂe Sn T t{eed
(/'t,/\o( Cey }crﬁr.‘m?ery(aéﬁ

[JonSite [ ]In-house

Performed By: _ Date: / /

ALC 626 Rev 1 06/07




ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 06/22/2010
Time: 09:19:03

SUPERVISCR NAME: ALB CAL CI{EC.I{

SOLUTION LOT #: 10-40-100

SOLUTION CONCENTRATION: 0.098
BLANK TEST 0.000 08:18
CALIBRATION CHECK ERROR 09:20

CALIBRATION CHECK ERROR

DMT Serfal Number #100144 Pagelofl 06/22/2010 09:2¢




CALIBRATION REPORT

DataMaster DMT: 100144
Calibration Date: 06/22/2010 :
Calibrated by: AMANDA BOLDUC

Lot 10-36-100
DEPARTMENT OF HEALTH
Ca = 0.099000
CAL = 0.965018 0,800 <= CAL < 1.200
bl = 0.000000 0.000 <= bl < 0.004
b2 = 0.003375 0.001 <= b2 < 0.012
B3 = 0.000167 0.000 <= b3 < 0.004
Xg = 0.078852 0.050 <= Xg < 0.200
a2l = 1.130291 1.050 <= a2l < 1.300
- a3l = 0.415128 0.300 <= a31 < 0.800

Performed by AL Yn_ Date 06/22/2010

DMT Serial Number #100144 Page 1 of 1 06/22/2010 09:17




CALIBRATION REPORT

DataMaster DMT: 100144
Calibration Date: 06/22/2010

Calibrated by:

Lot; - 10-36-100
Ca = 0.0539000

CAL = 0.565018 0.800
Bl = 0.000000 0.000
b2 "= 0.003376 0.001
3 = 0.000167 0.000
Xq = 0.078852 0.050
azl = 1.130291 1.050
a3l = 0.415128 0.300

<= CAL
<= bl
<= b2
= b3
<= Xg
<= a2l
<= a3l

AAANNANA

AMANDA BOLDUC

Performed by Lﬁﬂﬁ ﬂ;{ﬂw\——

DMT Serial Number #100144

ORFRP OO0 OO

VERMONT

DEPARTMENT OF HEALTH

200
. 004
.012
.004
.200
.300
.B0OD

Date

Page 1 of 1

06/22/2010

06/22/2010 09:17




ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 06/21/2010
Time: 15:19:3%

SUPERVISOR NAME: ALB CAL CHECK

SOLUTION LOT #: 10-40-100
SOLUTION CONCENTRATION: (.098

BLANK TEST 0.000  15:20
CALIBRATICN CHECK PASSED  15:20
SIMULATOR VAPOR INTERFERENCE 15:21
SIMULATOR VAPCR 0.087 15:22
SIMULATOR VAPCR : 0.097 15:23
SIMULATOR VAPOR 0.098 15:24
- SIMULATOR VAPCR 0.098 15:26
SIMULATOR VAPOR 0.097  15:27
SIMULATOR VAPCR 0.097 15:28
SIMULATCR VAFOR £.096 15:29
SIMULATOR VAPOR 0.097 15:30
SIMULATCR VAPOR 0.097 15:31
BLANK TEST 0.000 15:32

DMT Serial Number #100144
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