STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/09/2010
Time: 12:17:46

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 054
SOLUTION CONCENTRATION: 0.054

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.054
STMULATOR VAPOR 0.055
SIMULATOR VAPOR 0.055
SIMULATOR YAPOR 0.055
SIMULATOR VAPOR 0.055
SIMULATOR VAPGR 0.055
SIMULATOR VAPOR 0.055
SIMULATOR VAPCR 0.055
SIMULATOR VAPOR 0.055
STMULATOR VAPOR 0.055
BLANK TEST 0,000
Average = (0,054

Std Dev = 0.0063

DMT Serial Number #100144

oo O o O O
o
e

[ - R I o B o B ]
<
L=

oo o O Do oo O Cc O O [ oo T wv B e B o B o | oo o o o O
< o (=] (=]
(o] (&3] o [e2]

oo B o B e B o)
<
C:

o0 o o o O
(=]
[e3]

Page 1 of 1

25
25 30
25 30
r ”;”" 10 1% 20 23'” fo
0 ; 10 15 20 25 ";o
Q, 5-- 10 1; 20 25 30
30

20 25 30
20 25 30
20 25 30

4G,
32,
24.
16.

Lo i R e R e D R |

oo o o o O

[ 2 B BN o o B |

oo o o O D oI o TR S e B e B o | oD o D O O

oo o o O O

[ wn B o B e i o B

08/09/2010 12:28



ACCURACY AND PRECISION TEST
STATE OF VERMONT

DataMaster DMT: 100144
Date: 08/08/2010
Time: 12:01:34
SUPERVISOR NAME: SLHH  TEST
SOLUTION LOT #: 399
SOLUTION CONCENTRATION: 0.399
BLANK TEST 0.000 12:02
CALIBRATION CHECK PASSED 12:02
SIMULATOR VAPOR 0,403 12:03
SIMULATOR VAPOR 0.404 12:04
SIMULATOR VAPOR 0,404 12:05
SIMULATOR VAPOR 0.404 12:08
SIMULATOR VAPCOR 0.403 12:07
SIMULATOR VAPOR 0.404 12:08
SIMULATOR VAPOR 0.403 12:09
SIMULATOR VAPOR 0.404 12:10
STMULATOR VAPOR 0.404 12:11
STMULATOR VAPOR 0.404 12:12
BLANK TEST 0.000 12:13
Average = 0.403
3td Dev = 0.0004
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DMT Serial Number #100144
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(-ACCURACY AND PRECISION TEST

STATE OF VERMONT
DataMaster DMT: 100144

bate: 08/09/2010
Time: 11:47:25

SUPERVISOR NAME: SEH TEST

SOLUTTION LOT #: 01N
SOLUTION CONCENTRATION: C.100

BLANK TEST
CALIBRATION CHECK

SIMULATOR VAPCOR 0.100 11:48
SIMULATOR VAPOR 0.099 12:49
SIMULATOR VAPOR 0.099 11:50
SIMULATOR VAPOR 0.099 11:51
SIMULATOR VAPOR 0.099 11:52
SIMULATCR VAPOR 0.099 11:53
SIMULATOR VAPOR 0.099 11:54
SIMULATOR VAPOR 0.099 11:55
STMULATOR VAPOR 0.039 11:56
SIMULATCR VAPOR 0.099 11:57
BLANK TEST 0.000 11:58
Avaerage = .099

std Dev = 0.0003

DMT Scriat Number #100144

Page 1 of |

IR I I A TR D [l Wi e P T |

OEXOO OO0 [ e o et T ten )

OO COXOOO 3D COTOO= = 0S OO D OO il

TR RO K HOXCKDI D TEODOCOOOD00 OEOOTOOTOOD

[ e Ten e R A TR N

QA CADOCODOD

(a2 o lenar oo/ lan an Tois b § [ leelile el e ale)

CINE NI NI

(o e ianari gl Ue e s lan]

DI NI IR VDO ST

[ S0 ela o alpt s te lun) DO OISO

OO

NRE OO

SOOI =N OO =i

i0

15

3%

(%3 I
<

10

20

Pt
=]

10

15

25

|t
1)

w
(o]

Ll
<

fasbi=me e o'an St oty e 6 ] f=-2 a0 en WS ta les ] BRI VIO SN0

10

15

20

25

30

= OO L
Lo sl te Nantt e £ (NN, )

[k NI FEFY T
[or=Nu olpb N TarNa s ke ytew)

N P FUULEN

[ SN b

e NI S
[stoe w i o flat<Ste & NG i T

NI I A
RO I IO

StNe p gt R i ST S

[ S

IO TN T T I

[ e Tl T T ORI D O I T Y

[ e R AN PPN
far-—na s Ty i T e 0 a e ]

CADOTOTOOOO [ ol b -

e ST el

NN

[l PLE L

e .
O OO S L SO

—

[or=To i Naph-Noa (U2 Vel SR NI OV
TDOOTOOODT SOOI T

et DN A
far = slabls JCas ot e & pla tar
Lo n arlan e b Vel an lais T ] RO A T OO TR0

08/09/2010 11:58



ACCURACY AND PRECISION TEST
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SIMULATOR
SIMULATOR
SIMULATOR
STMULATOR
SIMULATOR
STMULATOR
SIMULATOR
SIMULATOR
STMULATOR
STMULATOR

Average =
5td Dev =

DMT Serial Number #100144

BLANK TEST

STATE OF VERMONT

DataMaster DMT:

Date: 08/08/2010
Time: 11:33:46

SUPERVISOR NAME:

SOLUTION LOT #:
SOLUTION CONCENTRATION:
BLANK TEST

CALIBRATION CHECK

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

0.100
0.0004

100144
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rihCCURACY AND PRECISION TEST

STATE OF VERMONT
DataMaster DMT: 100144

Date: 08/09/2010
Time; 11:15:37

SUPERVISCR NAME: SEH TEST

SOLUTTION. LOT #: 019
SOLUTION CONCENTRATION: 0.019

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.020
SIMULATOR VAPCR 0.018
SIMUTATOR VAPOR 0.01¢9
SIMULATOR VAPOR 0.019
SIMULATOR VAPOR 0.020
SIMULATOR VAPCR 0.018
SIMULATOR VAPOR 0.020
SIMULATOR VAPOR 0.019
SIMULATOR VAPOR ¢.019
SIMULATOR VAPOR 0.019
BLANK TEST 0.000

Average out of range!

0.019
0.0004

I

Average
std Dev

1

DMT Serial Number #100144
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F_ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/09/2010
Time: 10:59:57

SUPERVISOR NAME: SEH TEST

SOLUTTION LOT #: 096
SOLUTION CONCENTRATION: 0,096

BLANK TEST 0.000 11:00
CALIBRATION CHECK PASSED 11:00
SIMULATOR VAPOR 0.097 11:01
SIMULATOR VAPOR 6.0g7 11:02
SIMULATOR VAPCR 0.098 11:03
STMULATOR VAPOR 0.098 11:04
SIMULATCR VAPCR 0.097 11:05
SIMULATOR VAPOR 0.097 11:06
SIMULATOR VAPCR 0.098 11:07
SIMULATOR VAPOR 0.697 11:08
SIMULATOR VAPOR 0.047 11:09
SIMULATOR VAPOR 0.098 11:10
BLANK TEST 4.000 11:10

Average = 0.097
Std Dev = 0.0005

DMT Serial Number #100144
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CALIBRATION REPORT

DataMaster DMT: 100144
Calibration Date;  08/05/2010
Calibrated by: SRH TEST

VERMONT

Lot: WTLOT

Ca = 0.097000

CAL = 0.970108 0.800 <= CAL < 1.200
bl = 0.000000 G.000 <= Dbl < 0.004
b2 = 0.001483 0.001 <= b2 < Q.012
b3 = 0.00000¢C 0.000 <= b3 < 0.004
Xg = (.080326 0.050 <= Xqgq < 0.200
azl = 1.143992 1.050 <= a21 < 1.300
a3l = 0.408622 0.300 <= a3l < 0.800

Performed by 7# M- Date  08/05/2010

DMT Serial Number #100144 Page 1 of 1 08409/2010 11:28



ACCURACY AND PRECISION TEST

STATE OF VERMONT

CataMaster DMT: 1006144
Date: 08/09/2010
Time: 15:09:20

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 054
SOLUTION CONCENTRATION: 0.054
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BLANK TEST 0.000 15:10
CALIBRATION CHECK PASSED 15:10
SIMULATOR VAPOR 5.053 15:10
SIMULATOR VAPOR 0.053 15:11
SIMULATOR VAPOR 0.054 15:12
STMULATOR VAPOR 0.054 15513
SIMULATOR VAPCR 0.054 15:14
SIMULATOR VAPOR 0.054 15:15
SIMULATOR VAPOR 0.0b4 15:16
SIMULATOR VAPCR 0.054 15:17
SIMULATCOR VAPCOR 0.054 15:18
SIMULATOR VAPOR 0.054 15:19
BLANK TEST 0.000 15:20
Average = 0.053

Std Dev = 0.0004

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/09/2010
Time: 14:41:15

SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: 10-21-020
SOLUTION CONCENTRATION: 0.01%

BLANK TEST 0,000 14:42
CALIBRATION CHECK PASSED 14:42
SIMULATOR VAPOR 0.014 14:42
STMULATOR VAPOR 0.014 14:43
SIMULATOR VAPOR 0.014 14:44
SIMULATCR VAPOR 0.014 14:45
SIMULATCR VAPOR 0.014 14:46
SIMULATOR VAPOR 0.014 14:47
SIMULATOR VAPOR 0.014 14:48
SIMULATOR VAPOR 0.014 14:49
SIMULATOR VAPOR 0,014 14:50
SIMULATOR VAPOR 0.015 14:51
BLANK TEST 0.000 14:52

Average out cof range!

Average 0.014
Std Dev = 0.0003

DMT Berial Nuimber #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/069/2010
Time: 14:24:2%

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 019

SOLUTION CONCENTRATION: 0.01%

BLANK TEST 0.000 14:25
CALIBRATTON CHECK PASSED 14:25
SIMULATOR VAPCR 0.019 14:25
SIMULATOR VAROR 0.018 14:26
SIMULATOR VAPCR 06.01% 14:27
STMULATGR VAPOR 0.01%9 14:28
SIMULATOR VAPOR 0.019 14:29
SIMULATOR VAPOR 0.019 14:30
SIMULATOR VAPOR 0.019 14:31
STMULATOR VAPOR 0.019 14:32
SIMULATOR VAPOR 0.020 14:33
SIMULATOR VAPOR 0.019 14:34
BLANK TEST 0.000 14:35
Average out of range!

MAverage = 0.019

5td Dev = 0.0004

DM Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144
Date: 08/09/2010

Time: 14:04:13

SUPERVISOR NAME: SEH  TEST

SOLUTION LOT #: OLN

SOLUTION CONCENTRATION: 0,100

| BLANK TEST 0.000 14:05
CALIBRATION CHECK PASSED 14:05
SIMULATOR VAPOR 0.096 14:058
SIMULATOR VAPOR 0.098 14:06
SIMULATOR VAPOR 0.097 14:07
SIMULATCR VAPOR 0.08%8 14:08
SIMULATOR VAPOR 0.098 14:09
SIMULATOR VAPOR 0.068 14:10
SIMULATOR VADOR 0.098 14:11
SIMULATOR VAPOR 0.0858 14:12
SIMULATCR VAPOR 0.098 14:13
STMULATOR VAPOR 0.06%8 14:14
BLANK TEST 0.000 14:15
Average = 0.097
Std Dev = 0,0006

i

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/09/2010
Time: 13:47:44

SUPERVISOR NAME: SEH TRST

SOLUTION LOT #: OIN
SOLUTION CONCENTRATION: 0.1060

BLANK TEST 0.000 13:48
CALIBRATION CHECK PASSED 13:48
SIMULATOR VAPOR 0.097 13:489
SIMULATOR VAPOR 0.097 13:50
SIMULATOR VAPOR 0,097 13:51
STMULATOR VAPOR 0.097 13:52
STMULATOR VAPCR 0.098 13:53
STMULATOR VAPOR 0.097 13:54
STMULATOR VAPCR 0.098 13:55
STMULATOR VAPOR 0.097 13:55
SIMULATOR VAPCR 0.098 13:56
STMULATOR VAPOR 0.097 13:57
BLANK TEST 0.000 13:58
Average 0.097

Std Dev = 0.0004

DMT Serial Nurnber #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144
Date: 08/09/2010
Time: 13:32:03

SUPERVTISOR NAME: SEH TEST

; SOLUTION LOT #: 088

; SOLUTION CONCENTRATION: (.098

e

l BLANK TEST 0.000 13:32
CALIBRATICN CHECK PASSED 13:33
STMULATCR VAPCOR 0.098 13:33
SIMULATCR VAPOR 0.099 13:34
SIMULATCR VAPOR 0.098 13:35
SIMULATOR VAPOR 0.088 13:36
SIMULATCOR VAPOR 0.0699 13:37
SIMULATOR VAPOR 0.0698 13:38
SIMULATCOR VAPOR 0.088 13:39
SIMULATOR YAPOR 0.098 13:40
SIMULATOR VAPOR 0.098 13:41
SIMULATOR VAPOR 0.098 13:42
BLANK TEST 0.000 13:43
Average = 0.098
Std Dev = 0.0004

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144
Date: 08/09/2010
Time: 13:19:53

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 096
SOLUTTON CONCEWTRATION: C.096

BLANK TEST 0.000 13:20
CALIBRATION CHECK PASSED 13:20
SIMULATOR VAPCOR 0.696 13:21

SIMULATCOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPCOR
SIMULATOR VAPCR
SIMULATOR VAPOR
S1IMULATOR VAPOR
SIMULATOR VAPCR
SIMULATOR VAPOR

[=NalNeeNeReNoNeleRel
o
[\=}
o
—
Lo
]
o

SIMULATOR VAPOR 096 13:30
BLANK TEST 000 13:30
hverage = 0,096
Std Dev = 0.0003

DMT Serial Mumber #100144
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Lot:

Ca = 0.096000
CAL = 0.957692
bl = 0.000000
b2 = 0.002393
b3 = 0.000000
Xq = 0.080764
a2l = 1.13821¢
a3l = 0.406956

Performed by . }M—“‘h‘;“ _

100144

08/09/2010

SEH TEST

096

.800
. 000
.001
.000
. 050
. 050
. 300

OO OC OO0

L=

<=
<=
<=
<=
=

CAL
bl
b2
b3
Xg

azl

a3l

DMT Serial Number #100144
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7~ _VERMONT

DEPARTMENT OF HEALTH

.200
.004
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.200
.300
.800

Date

Page 1 of 1
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08/09/2010  13:19



CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Loi;

Ca = 0.096000
CAL = 0.957692
bl = 0.000000
b2 = 0.002393
b3 = 0.000000
Xg = 0.080704
a2zl = 1.138216
a3l = 0.,40695%¢6

Performed by - }M‘ —

[ i o B I e B

100144
08/09/2010
SEH TEST

.800
.000
.001
. 000
. 050
. 050
.300

<=
<=
<=
L=
<=
<=
=

CAT,
bl
b2
b3
Xq

a2l

a3l

DMT Serial Number #100144

AN AN A ANAA
O OO0 C O

VERMONT

DEPARTMENT OF HEALTH

.200
.004
L012
.004
.200
. 300
.800

Date  08/09/2010

Page 1 of 1 08/09/2010 13:19



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/10/2010
Time: 07:15:52

SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: 398
SOLUTTCN CONCENTRATION: 0.399

BLANK TEST 0,000 07:16
CALIBRATION CHECK PRSSED 07:16
SIMULATOR VAPOR 0.380 07:17
SIMULATOR VAPOR 0,392 07:18
SIMULATOR VAPOR 0.391 07:19
SIMULATOR VAPOR 0.392 07:20
SIMULATOR VAPOR 0.393 07:22
SIMULATOR VAPOR 0,393 07:23
SIMULATOR VAPOR 0.392 07:24
SIMULATOR VAPOR 0.393 07:25
SIMULATOR VAPOR 0.394 07:26
SIMULATOR VAPOR 0.394 07:27
BLANK TEST 0.000 07327
Average = 0,392

Std Dev = 0.0012

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

PataMaster DMT: 100144

Date: 08/10/2010
Time: 06:52:34

SUPERVISCR NAME: SEH TEST
[P
R

DO
= slatatat I RN )
DIROONIERDT DI NCITIIDD I CVCOONIA GO

COOTHOOOOOOD
TR ===y

SOLUTION LOT #: 10-20-16&" 0.20 0.
SOLUTION CONCENTRATION: 0.159 §;i§ o §§;
BLANK TEST 0.000  06:53 : é ; %é;
CALIBRATION CHECK PASSED  06:53 - 118
SIMULATOR VAPOR 0.144  06:54 ,gg é
SIMULATOR VAPOR 0.145  06:55 :
SIMULATOR VAPOR 0.144  06:56
SIMULATOR VAPCR 0.145  06:57 8:{3 — gg:
SIMULATOR VAPOR 0.146  06:58 16 3
SIMULATOR VAPOR 0.145  06:59 -4 29
SIMULATOR VAEOR 0.145  07:00 g:%g 70
SIMULATOR VAEOR 0.145  07:01 0.06 12.
SIMULATOR VABCR 0.146  07:02 g;gé E;
SIMULATOR VAEOR 0.i46  07:03 : :
BLANK TEST 0.000  07:04 3.20 4%_
118 :
Average out of range! §: g 2?
Average = 0,145 . g ?%
Std Dev = 0.0007 . é g:
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/10/2010
Time: G6:38:41

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-30-080
SOLUTION CONCENTRATION: 0.081

BLANK TEST 0.000 06:39
CALIBRATTION CHECK PASSED 06:39
SIMULATOR VAPOR 0.072 06:40

073 06:41
.073 06:42

SIMULATOR VAPOR 0

SIMULATOR VAPOR 0

SIMULATOR VAPOR 06.075 06:43
SIMULATOR VAPOR 0.074 06:44
SIMULATOR VAPOR 0.075 06:45
SIMULATOR VAPOR 0.074 06:46
SIMULATOR VAPOR 0.074 06:47
SIMULATOR VAPOR 0.075 0647
SIMULATOR VAPOR 0.075 06:48
BLANK TEST 5.000 06:49

Average out of range!

Average = 0,074
3td Dev 0.0010

DMT Serial Number #100144
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0.08
.06
0.04
5.02
5.00
.10
.08
0.06
n.04

0.02
0.00

.10
.08
.06
.04

.02
.00

oo OO o O

.10
.08
.06
.04

.02
.00

oo O o O O

.10
.08
06
.04

.02
.00

oo O QO O o

.10
.08
.08
.04

.02
.00

(== R - I« I -]

.10
.08
.06
.04

.02
.00

.10
.08
.06
.04

.02
.00

[N BN B B o B e } L= B e I o B ow B = }

.10
.08
.06
.04

.02
.00

.10
.08
.06
.04

.02
.00

oo OO OO oD O o o O

Page 1l of |

20

25 -
|
0 10 1§5 s < 30
s st

- 120 SR 155
. |
= 1 0 BT 20 o ;O

40.
2.
24,
16,

n

9.
U8

40,

24,

oD O o o

[l R e B o B o B o

DD O O o O

[o i o R o B o B - S S S Oo O O L B T e Y B ]

oS o O

= o

08/10/2010 06:49



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/10/2010
Time: 09:40:51

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-14-100
SOLUTION CONCENTRATION: 0.387

BLANK TEST 0.000 09:41
CALIBRATION CHECK PASSED (G9:41
SIMULATOR VAPOR 0.362 69:42
SIMULATOR VAPOR 0.365 09:43
SIMULATOR VAPOR 0.366 09:45
SIMULATOR VAPOR 0.366 09:46
SIMULATGOR VAPOR G.367 09:47
SIMULATCR VAPOR 0.367 09:48
SIMULATOR VAPOR 0.367 09:49
STMULATOR VAPOR 0.387 09:50
SIMULATOR VAPOR 0.368 09:52
SIMULATOR VAPOR 0.368 09:53
BLANK TEST 0.000 059:54

Average out of range!

Average = 0.366
Std Dev = 0.0017

DMT Serial Number #100144
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144
Date: 08/10/2010
Time: 08:50:59
SUPERVISOR NAME: SEH TEST
SOLUTTON LOT #: 10-36-100
SOLUTION CONCENTRATION: 0.099%
BLANK TEST 0.000
CALTBRATION CHECK PASSED
SIMULATCR VAPOR 0,083
SIMULATOR VAPOR 0.094
SIMULATOR VAPOR 0.094
SIMULATOR VAPCR 0,095
SIMULATOR VAPCR 0,094
SIMULATOR VAPCR 0,094
SIMULATOR VAPOR 0,094
SIMULATOR VAPOR 0,095
SIMULATOR VAPOR 0.094
SIMULATOR VAPOR 0.09%4
BLANK TEST 0.000
! Average = 0.094
Std Dev = 0.0005

[ alalateials el et ra T nle e la e Ve te e w ST T e S LT

OO D
I CEID RIS

NI

[eoV o ayla s alphe tNe e sle]

CIXTHIX KO COHIO D
OO A b3

SN D
T IO BTN TV S O O QO K

=]

22}

o

=
TR

st PPN A P

a0 MO OO

T =D
DR VXN TN [ plae am ok re plaslan )

T o)

[ R W N TP RN N
[a=Cerlablelan ttes o aten]

=)
—
COCOODOOOOS CROCOSOOO0c

CICOO RS

10 15 20

T 30

0 Al
LN ATV DN I

L ten e e e B e ]
[ 2% e T ot W heie s} [w. SN o e AN AT Vool

e e SN LR
TN IV CONION D

RO THOIR ORI [erala’s'ales's ale]
T OO T 10D
CRE RN MDD

O XN NS

[ e ole e olsoleis)
IOt i

DMT Serial Number #100144

Page 1 of 1

25 30
40
""" : oo ;g-
%42
_____ 6
R S e Sl 8
T T R 6:

0 5 10 15 20 25 30
e 40.
[ PSPPSR 3§
i
ie.
...... lé.
0 5 10 15 20 25 30

08/10/2010 02:02

K IR I I

OO OT

(6 wlerlee olele el

TR NI DD SN THI OO X OO

TOOTOOToT T

Lo Lo o e el |

A ATOOOTOOO0

[l 3l T e e e

OO



