ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 12:37:24

SUFERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-14-400
SOLUTION CONCENTRATION: 0,387

BLANK TEST G.000 12:38
CALIBRATION CHECK PASSED 12:38
SIMULATOR VAPOR 0.379 12:39
SIMULATOR VAPOR 0.377 12:40
SIMULATOR VAPOR 0.376 12:41
SIMULATOR VAPOR 0.375 12:42
SIMULATOR VAPOR 0.375 12:43
SIMULATOR VAPOR 0.375 12:44
SIMULATOR VAPOR 0.375 12:45
STMULATOR VAPOR 0.374 12:47
SITMULATOR VAPOR 0.375 12:48
SIMULATOR VAPOR 0.373 12:49
BLANK TEST 0.000 12:50

Average = 0.375
Std Dev = 0.0016

DMT Serial Number #100147
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DataMaster DMT: 100147 g ‘ ‘ : ' §2
Date: 08/05/2010 §: 1.
Time: 12:21:02 - g
SUPERVISOR NAME: SEH TEST %: g;
SOLUTION LOT #: 10-20-180 9-29 0.
SOLUTION CONCENTRATION: €.159 g-ig g;
BLANK TEST 0.000 12:21 ;1§ :
CALIBRATION CHECK PASSED  12:22 §-§6 :
STMULATOR VAPOR 0.150  12:22 gigg :
SIMULATOR VAPOR 0.150 12:23 : :
SIMULATOR VAPOR 0.150  12:24
STMULATOR VAPOR 0.150  12:25 2-29 2
STMULATOR VAPOR 0.149 12:26 D18 2
SIMULATOR VAPOR 0.149  12:27 0.12 4.
SIMULATOR VAPOR 0.14%  12:28 g-ég g-
SIMULATOR VAPOR 0.149  12:30 S08 .
STMULATOR VAPOR 0.149  12:31 E;gg g:
SIMULATOR VAPOR 0.149 172:32 : .
BLANK TEST 0.000  12:32 0.9 a.
0318 :
Average out of range! 812 :
0._§ ;
Average = (.149 %: g:
std Dev = 0.0005 gj g g:
0.20 Q.
30 :
oiig é:
i éi
0.20 - 40,
016 2
°:i§ ik
%@% 1
878 18
31 5
310 ik
i 1
L _ 0 5 10 15 20 25 30

IDMT Serial Number #100147 Page 1 of 1 08/05/2010 12:33

[

TR T



Ceal

¢ ol e A5l

ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 11:33:18

SUPERVTSOR NAME: SEH  TEST

SOLUTION LOT #: 10-21-020
SOLUTION CONCENTRATICN: 0.019

BLANK TEST 0.000 11:34
CALIBRATICN CHECK PASSED 11:34
SIMULATOR VAPOR 0.018 11:34
SIMULATOR VAPOR 0.01e6 11:35
SIMULATOR VAPOR 0.016 11:36
SIMULATOR VAPOR 0.015 11:37
SIMULATOR VAPOR 0.015 11:38
SIMULATOR VAPCR 0.015 11:39
SIMULATOR VAPOR 0.015 11:40
SIMULATOR VAPOR 0.015 11:41
SIMULATOR VAPOR 0.015 11:42
SIMULATOR VAPOR 0.015 11:43
BLANK TEST 0.000 11:44

Average out of range!
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ACCURACY AND PRECISION TEST
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STATE OF VERMONT

DataMaster DMT: 100147
Date: 08/05/2010
Time: 11:45:28

SUPERVISOR NAME: SEH TEST

SRR IO T CEROHTH A D TOIITHD TR OCK DT IO

I NOOPIECN0T DA hDONINICCY

SOLUTION LOT #:

10-30-080

SOLUTION CONCENTRATION: 0.081

BLANK TEST 6.000 11:46
CALIBRATICN CHECK PASSED 11:4586
SIMULATOR VAPOR 0.077 11:47
SIMULATOR VAPOR 0.077 11:48
SIMULATOR VAPOR c.077 11:49
SIMULATOR VAPCR 0.076 11:50
SIMULATOR VAPOR 0.076 11:51
SIMULATOR VAPOR 0.076 11:52
SIMULATOR VAPOR 0.076 11:53
SIMULATOR VAPOR 0.076 11:54
STMULATOR VAFOR 0.076 11:55
STMIILATOR VAPOR 0.076 11:55
BLANK TEST 0.000 11:56
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Average = 0.076
5td Dev = 0.0004
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ACCURACY AND PRECISION TEST
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STATE OF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 11:58:186
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SUPERVISOR NAME: SEIf  TEST

RN OV 0O
CE OO OO BRI KOO OO (o= o el oo clele]

SCLUTTON LOT #: 10-31-100 0.2 1.
SCLUTION CONCENTRATION: 0.099 g-i . %g.
BLANK TEST 0.000  11:59 8;1 | 58-
CALIBRATION CHECK PASSED  11:59 oié {%
SIMULATOR VAPOR 0,095 11:59 : X
SIMULATOR VAPOR 0.085  12:00 g:ﬁ :
SIMULATOR VAPOR £.006 12301

SIMULATOR VAPOR 0.096 12:02 8.2 140
SIMULATOR VAPOR 0.096 12:03 §.% | 3
STMULATOR VAPOR ¢.096 12:04 1 51
SIMULATOR VAPOR 0.096 12:05 8:% 7
SIMULATOR VAPOR ¢.0%6  12:06 070 17
SIMULATOR VAPOR 0.096  12:07 §5§ g
SIMULATOR VAPCR 0.096 12:08 :

BLANK TEST 0.000 12:09

Average — 0.095
Std Dev = 0.0004
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 11:19:04

SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: WTLOT
SOLUTION CONCENTRATICN: 0.097

BLANK TEST 0.000 11:18
CALIBRATION CHECK PASSED 11:20
SIMULATOR VAPCR 0.0%6 11:20
SIMULATOR VAPOR 0.096 1i:21
SIMULATOR VAPOR 0.096 11:22
SIMULATCR VAPOR 0.0%6 11:23
SIMULATOR VAPOR 0.096 11124
SIMULATOR VAPOR 0.097 11:25
SIMULATOR VAPOR 0.096 11:26
SIMULATCR VAPOR 0.096 11:27
SIMULATOR VAPOR 0.097 11:28
SIMULATOR VAPOR 0.096 11:29
BLANK TEST 0.000 11:29
Average = 0.096

Std Dev = 00,0004

DMT Serial Number #100147
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Lot:

Ca = 0.097000
CAL = 0.975983
bl = 0,000000
b2 = 0.001379
b3 = 9.000000
Xg = 0.114134
a2l = 1.176454
a3l = 0.515004

Performed by - )ﬁ‘/dﬁ .

100147
08/05/2010
SEH TEST
WTLOT

.800 <=
L000 <=
.001 <=
L0000 <=
.050 <=
.050 <=
L300 <=

OPFPOOCOC O

CAL
bl
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Xq

a2l

a3ll
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DMT Serial Number #100147
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DEPARTMENT OF HEALTH
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ACCURACY AND PRECISION TEST
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STATE, OF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 10:56:26
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SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: WTLOT
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PO A0
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40.0
SOLUTION CONCENTRATION: 0.097 Y bryh b § - o §§;§
BLANK TEST 0.000  10:57 8 %%ZO
CALIBRATION CHECK PASSED  10:57 gt 1 ;§
SIMULATOR VAPOR 0.100  10:57 é. L B.g
SIMULATOR VAPOR 0.097  10:58 8
STMULATOR VAPOR 0.096  10:59
SIMULATOR VAPOR 0.096 11:00 9-29 129
SIMULATOR VAPOR 0.096 11:01 §.%g %g-g
SIMULATOR VAPOR 0.096  11:02 113 2470
STMULATOR VAPOR 0.096  11:03 - 18 79-8
SIMULATOR VAPOR 0.096 11:04 106 12
STMULATOR VAPOR 0.096 11:05 : é §:§
SIMULATOR VAPOR 0.096 11:06 : '
BLANK TEST 0.000 11:07 3.29 49.¢
Average = 0.098 %%g §§
Std Dev = 0.0012 8‘18 %%;
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STATE OF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 10:43:02
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SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-14-400

SoOOOOOO0O0 CHOOOoOOSoO

50 - 40.Q
SOLUTION CONCENTRATION: 0.387 gg o §§:§
BLANK TEST 0.000 10:43 '%% %é:g
CALIBRATION CHECK PASSED  10:44 2 1 18-
SIMULATOR VAPOR 0.374  10:44 'ég a.%
STMULATOR VAPOR 0.371  10:45 : b:
STMULATCR VAPOR 0.371  120:47
SIMULATOR VAPOR 0.371  10:48 9.28 49.0
SIMULATOR VAPOR 0.372  10:49 4 Y
STMULATOR VAPOR 0.371  10:50 3 .0
STMULATOR VAPOR 0.371  10:51 8-% %g;g
STMULATOR VAPOR 0.371  10:52 0.1 12:
STMULATOR VAPOR 0.372  10:53 g;ég g:ﬁ
SIMULATOR VAPOR 0.371  10:54 ' :
BLANK TEST 6.000  10:55 .50 32'3
Average = 0.371 8:58 3%:
Std Dev = 0.0009 %-g% %é;
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ACCURACY AND PRECISION TEST
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STATE OF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 10:27:08

ot ORI

CECON IO
DO OO0

SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: 10-20-160
SOLUTION CONCENTRATICN: 0,159

O S

[an=N sl i oy mwti—H e o Wl Yawr)

OO OOooooO DO OO X0 [0 ale e le e etele]

BLANK TEST 0.000 10:28
CALIBRATION CHECK PASSED 10:28
SIMULATOR VAPOR 0.148 10:28

COOOC RN CDOOOHFEN CDOOCH—NS

SIMULATOR VAPCR
SIMULATCR VAPOR
STMULATOR VAPOR L 147 10:31
SIMULATOR VAPOR . 147 10:32

0.147 10:29
0
0
0
SIMULATOR VAPOR 0.148 10:33
0
4]
0
0
0

.147 10:30

SIMULATCR VAPOR .148 10:34
SIMULATCR VAPOR L 147 10:35
SIMULATOR VAPOR .148 10:36
SIMULATOR VAPOR .148 10:37
BLANK TEST .000 10:38
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Std Dev = 0,0005

I
SISO ORI

e Tem e S A ] [ e e e

COOOO =R
ALK NI IO ORI A OXONBINDOD
R
[\ I PrT
[ oo Jolar et as 1 e sl ]
T OTH ORI

ATOSTOOOTOOO OO OCOO0O0 fa-0 e ol el el

X OOty

i OISR
DNV
TEAHCHAIHDH DS

PRI A A

SRR CONIN D
RO I D

- 5 10 15 20 25 T
DMT Serial Number #100147 Page 1 of 1 08/0572010 10:38

AT
A4
PRSI

f A
0




G- 3C-jco on Efayle

ACCURACY AND PRECISION TEST

STATE CF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 10:03:31

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-36-100
SOLUTTON CONCENTRATION: 0.099

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 0.092
SIMULATOR VAPCR 0.092
SIMULATOR VAPOR 0.092
SIMULATOR VAPCR 0.092
SIMULATOR VAPOR 0.092
STMULATOR VAPCR 0.093
SIMULATOR VAPCR 0.094
STMULATOR VAPCR 0,094
SIMULATOR VAPCR 0.094
SIMULATOR VAPOR 0.095
BLANK TEST 0.000

fverage cut of range!

0.092
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5td Dev

DMT Serial Number #100147
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ACCURACY AND PRECISION TEST

STATE OF VERMONT 0.04 16,

DataMaster DMT: 100147

Date: 08/05/2010
Time: 09:57:11

SUPERVISOR NAME: SEH TEST

0.02 : 8.
SOLUTION LOT #: 10-36-100
SOLUTTON CONCENTRATION: 0.099
BLANK TEST 0.000  09:58
CALIBRATTON CHECK PASSED  09:58

0.00 5 i 3 ? : 0
PUMP ERROR 0 5 10 15 20 25 30

— |
DMT Serial Number #100147 Page 1 of 1 08/05/2610 09:38
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ACCURACY AND PRECISION TEST

STATFE. OF VERMONT

PDataMaster DMT: 100147

Date: 08/05/2010
Time: 09:39:39

SUPERVISOR NAME: SRH TEST

SOLUTION LOT #: 10-30-080
SCLUTION CONCENTRATICON: 0.081

BLANK TEST 0.000 09:40
CALIBRATION CHECK PASSED 09:40
SIMULATOR VAPOR 0.075 09:41
SIMULATOR VAPOR 3.874 69:42
SIMULATOR VAPOR 0.074 09:43
SIMULATOR VAPOR 0.075 09:43
SIMULATOR VAPOR 0.075 09:44
SIMULATOR VAPOR 0.075 069:45
SIMULATOR VAPOR 0.075 09:46
SIMULATOR VAPOR 0.075 09:47
STMULATOR VAPOR 0.075 09:48
SIMULATOR VAPOR 0.075 09:49
BLANK TEST 0.000 09:50

Average out of range!

Average = (.074
Std Dev = 0.0004

DMT Serial Number #100147
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100147

Date: 08/05/2010
Time: 0%:24:09

SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: 10-21-020
SOLUTICN CONCENTRATICN: 0.018

BLANK TEST 0.000 09:25
CALIBRATION CHECK PASSED 09:25
SIMULATOR VAPOR 9.015 08:25

SIMULATCOR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0.015 08:31
SIMULATCR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
BLANK TEST 0

Average out of range!

Average = 0.015
Std Dev = 0.0000

DMT Serial Number #100147
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CALIBRATION REPORT

DataMaster DMT: 100147

Calibration Date:  06/24/2010

Calibrated by: STEVEN E HARNOIS
Lot: 10-36-100

Ca = 0.099000

CAL = 0.875242 0.800 <= CAL <
k1 = 0.,000000 0.000 <= Dbl <«
b2 = 0.002173 0.001 <= b2 <
b3 = 0.000000 0.000 <= b3 <
Ag = 0.1138869 0.050 <= Xg <
a2l = 1.164470 1.050 <= a2l <
a3l = 0.542108 0.300 <= a3l <

Performed by ._ o= A—*)

DMT Serial Number #100147
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DEPARTMENT OF HEALTH
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