ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100152

Date: (08/04/2010
Time: 10:34:38

SUPERVISOR NAME: ALB WT ALC TEST

SOLUTION LOT #: UNK
SOLUTION CONCENTRATION: 0.097

BLANK TEST 0.000 10:35
CALIBRATTON CHECK PASSED 10:35
SIMULATGR VAPOR 0.098 10:35
SIMULATCR VAPCR 0.098 10:386
SIMULATCOR VAPOR 0.09% 10:37
SIMULATGR VAPCR 0.099 10:38
SIMULATOR VAPOR 0.098 10:39
SIMULATOR VAPOR 0.098 10:40
SIMULATOR VAPOR 0.098 10:41
SIMULATOR VAPOR 0.099 10:42
SIMULATOR VAPOR 0.098 10:43
SIMULATOR VAPOR 0.0c98 10:44
BLANK TEST 0.000 10:45
Average = 0.098

Std Dev = 0.0004

DMT Serial Number #100152
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CALIBRATION REPORT

DataMaster DMT: 100152

Calibration Date:  06/02/2010
TFUTRURT G ETREWERS #*

VERMONT

DEPARTMENT OF HEALTH

Calibrated by:

Lot: JFGIFGJ

Ca = 0.100000

CAL = 0.996560 0.800 <= CAL < 1.200

b1 = 0.00000C0 0.000 <= bl < 0.004

b2 = 0.003616 0.001 <= b2 < 0.012

b3 = 0,000000 0.000 <= b3 < 0.004

Xg = 0.083720 0.050 <= ¥g < 0.200

a2l = 1.218282 1.050 <= a2l < 1.300

a3l = 0.366%25 0.300 <= a3l < 0.800
»_-.’/P‘—H

Performed by «

DMT Serial Number #100152

Date

Page 1 of 1

06/02/2010

08/04/2010 09:24
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ACCURACY AND PRECISION TEST
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STATE OF VERMONT

DataMaster DMT: 100150

Date: 08/04/2010
Time: 0%9:16:41

At A e S PET

SUPERVISOR NAME: ALB WT RLC TEST

IO ==
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0.
g.
SOLUTION LOT #: UNK 3 gg.
SOLUTTION CONCENTRATION: 0.097 -i %_
BLANK TEST 0.000  09:17 1 . %é
CALIBRATION CHECK PASSED  09:17 115
SIMULATOR VAPCR 0.095 09:18 E g.
SIMULATOR VAPCR 0.095 09:19 :
SIMULATOR VAPOR 6.095 09:20
SIMULATOR VAPOR 0.096  09:21 % i %%;
SIMULATOR VAPOR 0.086 09:22 ! | 3
SIMULATCOR VAPOR 0.096 09:23 1 - 24
SIMULATOR VAPOR 0.087  09:24 o {g;
STMULATCR VAPOR 0.097 09:25 12.
SIMULATCR VAPOR 0.097 09:26 = g:
STMULATOR VAPOR 0.097  09:27 :
BLANK TEST 0.000  09:27
Average = 0,086
Std Dev = 0.0008
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CALIBRATION REPORT

DataMaster DMT: 100150

Calibration Date:  05/25/2010
DARCY M RICHARDSON &

Calibrated by:

Lot: 10-28-100
Ca = 0.100000

CAL = 1.007843 0.B0OC
bl = 0.000449 0.000
b2 = (0.003386 0.001
b3 = (0.000000 0.000
Xqg = 0.083631 G.050
a2zl = 1.184495 1.050
a3l = 0.432188 0.300

Performed by - E;mm% ij:

DMT Serial Number #100150

<= CAL
<= bl
<= b2
<= b3
<= Xgq
<= a2l
<= 31

AA A A A A A
SR O OO0+

~ VERMONT

DEPARTMENT OF HEALTH

.200
. 004
.012
. 004
.200
+ 300
.800

Date

Page 1 of 1

05/25/2010

08/04/2010 09:53
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ACCURACY AND PRECISION TEST

STATE OF VERMONT
DataMaster DMT: 100148

Date: 08/04/2010
Time: 07:30:09

SUPERVISCR NAME: ALB WT ALC CHECK

SOLUTION LOT #: UNK
SOLUTION CONCENTRATICN: 0.097

BLANK TEST 0.000
CALIBRATION CHECK PASSED
Zq = 0.0831 (0.52%)
SIMULATOR VAPOR 0.095
X[1] = 0.0954 {0.0002) (-0.0010)
SIMULATOR VAPOR 0.093
¥{1] = 0.0830 (-0.0005) (0.0000)
SIMULATCR VAPOR 0.093
X[1] = 0.0934 (-0.0004) (0.0004)
SIMULATOR VAPOR 0,083
X[1) = 0.0932 (-0.0008) (0.000L)
SIMULATOR VAPOR 0.093
X[1) = 0.0832 (-0.0007) {0.0011)
SIMULATOR VAPOR 0.093
X[1) = 0.0930 (-0.0006) (0.0005)
SIMULATOR VAPOR 0.093
XI1] = 0.,0937 (-0.0006) (0,0001)
SIMULATCR VAPOR 0.093
X[1] = 0.0933 (-0.0008} (0.0004)
SIMULATCR VAPOR 0.094
X[1] = 0.0940 (-0.0006) (0.0012)
SIMULATOR VAPOR 0.093
X[1} = 06,0933 (~0.0011) (0.0004)
BLANK TEST 0.500
Average = 0,093
Std Dev = 0.06006
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DMT Serial Number #100148
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ACCURACY AND PRECISION TEST
STATE OF VERMONT
DataMaster DMT: 100148
Date: 06/03/2010
Time: 15:47:16
SUPFRVISOR NAME: DARCY RICHARDSON
SOLUTTON LOT #: VOLUMETRIC
SOLUTION CONCENTRATION: 0.097
BLANK TEST 0.000  15:48
CALIBRATION CHECK PASSED  15:48
SIMULATOR VAPOR e T0.092  15:48
SIMULATOR VAPOR 0,081 0.093  15:49
SIMULATOR VAPOR 0. 08 0.093  15:51
SIMULATOR VAPOR O‘ ~q7  0.093  15:52
SIMULATOR VAPOR 0‘(')01'? 0.093  15:53
SIMULATOR VAPOR C‘:l P 0.093  15:5¢
SIMULATOR VAPOR 5T 0.094  15:55
STMULATOR VADOR O Cq77  0.097  15:56
SIMULATOR VAPOR 8'()97 0.094  15:57
STMULATOR VAPOR O.R7  0.09¢ 15:58
BLANK TEST 0.000 15:59
Average = 0(.093
Std Dev = 0.0013 ,6&
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DMT 8enial Number #100148
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CALIBRATION REPORT

DataMaster DMT: 100148

Calibration Date:  05/25/2010

Calibrated by: DARCY M RICHARDSON ##
Lot: 10-28-100

Ca = 0.100000

CAL = 0.878770 0.800 <= CAL < 1.200
bl = 0.000272 0.000 <= bl < 0.004
b2 = 0,005134 0.001 <= b2 < 0.012
b3 = 0,000000 0.000 <= b3 < 0.004
Xg = (0.083631 0.050 <= Xg < 0.200
a2l = 1,203404 1.050 <= a2l < 1.300
a3l = 0.526782 0.300 <= a3l < 0.800

Performed by - _M%JM\

DMT Serial Number #100148

VERMONT

DEPARTMENT OF HEALTH

Date

Page 1 of 1

05/25/2010

08/04/2010 09:06



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100154

Date: 08/04/2010
Time: 09:44:13

SUPERVISOR NAME: ALB WT ALC TEST

SOLUTION LOT #: UNK
SOLUTION CONCENTRATION: 0.097

BLANK TEST 0.000 09%:45
CALIBRATION CHECK PASSED 09:45
SIMULATOR VAPOR 0.093 09:45

SIMULATCR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR .094 09:48
SIMULATOR VAPOR .094 09:48

0.094 09:46
0
0
0
SIMULATOR VAPOR 0.094 09:50
0
0
0
0
0

.094 09:47

SIMULATOR VAPOR 084 09:51
SIMULATOR VAPOR .95 09:52
SIMULATOR VAPOR L0894 09:53
SIMULATOR VAPOR -054 09:54
BLANK TEST .000 09:55

Average = 0.093
Std Dev = 0.0004

DMT Serial Number #100154
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CALIBRATION REPORT

DataMaster DMT: 100154

Calibration Date: 07/12/2010

Calibrated by: SEH TEST

Lot: 10-36-100

Ca = 0.09%000

CAL = 0.962546 0.800 <= CAL
k1 = 0.000000 0.000 <= bl
b2 = 0.004202 0.001 <= b2
b3 = 0.000000 0.000 <= b3
Xq = 0.091651 0.050 <= Xq
a2l = 1.180462 1.050 <= a2t
a3l = 0.464471 0.300 <= a3}

AAANNANANAA

Performed by M—*—

DMT Serial Number #100154

SHEFOOOCOR

VERMONT

DEPARTMENT OF HEALTH

.200
. 004
.012
. 004
.200
.300
. 800

Date

Page 1 of 1

07/12/2010

08/04/2010 09:07
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100147

Date: 08/04/2010
Time: 08:25:46

SUPERVISOR NAME: ALB WT ALC TEST

SOLUTION LOT #: UNK
SOLUTTION CONCENTRATION: 0,097

BLANK TEST 0.0600 08:26
CALIBRATION CHECK PASSED 08:26
SIMULATOR VAPOR 0.0%6 08:27
SIMULATOR VAPCOR 0.085 08:28
SIMULATOR VAPOR 0.095 © 08B:28
SIMULATOR VAPOR 0.095 08:30
SIMULATOR VAPOR 0.095 08:31
SIMULATOR VAPOR 0.095 08:32
SIMULATOR VAPOR 0.095 08:33
SIMULATOR VAPOR 0.095 08:34
SIMULATOR VAPOR 0.095 08:35
SIMULATOR VAPOR 0.096 08:36
BLANK TEST 0.00¢C 08:36

Average = 0.095
S5td Dev = 0.0004

DMT Serial Number #100147
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Lot:

Ca = 0.099000
CAIL = 0.975242
pl = 0.000000
b2 = 0.002173
3 = 0.000000
Xq = 0.113869
a2l = 1.164470
a3l = 0.542108

Performed by lﬁgd—'—b —

100147

06/24/2010

STEVEN E HARNOIS

10-36-100
0,800 <= CAL <
0.000 <= bl <
0.001L <= b2 <
0.000 <= b3 <
0.050 <= Xg <
1.050 <= a2l <
0.300 <= a3l <

DMT Serial Number #100147

O OO S O

VERMONT

DEPARTMENT OF HEALTH

.200
. 004
.012
. 004
.200
.300
.800

Date __ 06/24/2010

Page 1 of 1 08/04/2010 092:10
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100144

Date: 08/04/2010
Time: 0B:14:57

SUPERVISCR NAME: ALB WT ALC TEST

SOLUTION LOT #: UNK
SOLUTION CONCENTRATICN: 0.097

BLANK TEST 0.000 08:15
CALIBRATION CHECK PASSED 08:15
SIMULATOR VAPOR 0.094 08:1¢
SIMULATOR VAPOR 0.094 08:17
SIMULATOR VAPOR 0.084 08:18
SIMULATOR VAPOR 0.0%4 08:19
SIMULATOR VAPOR 0.094 08:20
SIMULATOR VAPOR 0.094 08:21
SIMULATOR VAPOR 0.094 08:22
SIMULATCOR VAPOR 0.085 08:23
SIMULATCR VAPOR 0.085 08:24
SIMULATOR VAPCR 0.095 08:25
BLANK TEST 0.000 08:25

Average = 0.094
Std Dev = 0.0004

DMT Serial Number #100144
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CALIBRATION REPORT

DataMaster DMT: 100144

Calibration Date:  06/23/2010
Calibrated by: STEVEN E HARNOIS
Lot: 10-36-100

Ca = 0.089000

CAL = 0.954193 0.800 <= CAL <
kbl = 0.0000C0 0.000 <= bl <
b2 = 0.003146 0.001 <= b2 <
b3 = 0.000000 0.000 <= b3 <«
¥q = 0.080848 0.050 <= Xq <
azl = 1.131245 1.050 <= az2l <
a3l = 0.423903 0.300 <= a3l <«

Performed by . )45‘%“9

DMT Serial Number #100144

O oo OO

DEPARTMENT OF HEALTH

.200
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.300
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Date

Page 1 of 1

06/23/2010

08/04/2010 09:12



HCCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100142

Date: 08/04/2010
Time: 07:57:16

SUPFRVTSOR NAME: ALB WT ALC TEST
o

SOLUTION LOT %: UNK
SOLUTION CONCENTRATICN: 0.097

BLANK TEST 0.000 07:58
CALIBRATION CHECK PASSED 07:58
SIMULATOR VAPOR 0.099 07:58
SIMULATOR VAPOR 0.098 07:59
SIMULATOR VAPOR 0.099 08:00
STMULATOR VAPOR 0.099 08:01
SIMULATCR VAPCR 0.100 08:02
SIMULATCR VAPOR 0.100 08:03
STMULATOR VAPOR 0.099 08:04
SIMULATOR VAPOR 0.099 08:05
SIMULATOR VAPOR 0.099 08:06
SIMULATOR VAPOR 0.099 08:07
BLANK TEST 0.000 08:08
Average = 0.099

gtd Dev = 0.0004
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Lot;

Ca = 0.103009
CAL = 1.012566
bl = 0.000000
b2 = 0.002884
b3 = 0.000000
g = 0.069758
a2l = 1.105411
a3l = 0.528980

Performed by ..

100142

06/28/2010
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