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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100152

Date: 08/05/2010
Time: 13:42:01

SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: WTLOT
SCLUTION CONCENTRATION: 0.097

BLANK TEST 0.040 13:42
CALIBRATION CHECK PASSED 13:43
SIMULATOR VAPOR 0.0g87 13:43
STMULATOR VAPOR 0.0898 13:44
SIMULATOR VAPOR 0.098 13:45
SIMULATOR VAPOR 0.098 13:4¢6
SIMULATOR VAPCR 0.098 13:47
SIMULATOR VAPOR 0.098 13:48
SIMULATOR VAPOR 0.099 13:49
STMULATCOR VAPOR 0.099 13:50
SIMULATOR VAPOR 0.0899 13:51
SIMULATOR VAPOR 0.099 13:52
BLANK TEST 0.000 13:52
Average = 0.098

std Dev = 0.0006
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ACCURACY AND PRECISION TEST

DataMaster DMT:

SOLUTION LCT #:

STATE OF VERMONT

Date: 08/05/2010
Time: 10:53:24

SUPERVISOR NAMI:

100152

SEH TEST

10-40-100

S0LUTTON CONCENTRATION: O.387

BLANK TEST 0.000 10:54
CALIBRATION CHECK PASSED 10:54
STMULATOR VAPCOR 0.383 10:55
SIMULATCR VAPOR 0.383 10:56
STMULATOR VAPCR 0.384 10:57
SIMULATCR VAPOR 0.383 10:58
STMULATCR VAPCR 0.383 10:59
SIMULATOR VAPOR 0.384 11:00
STMULATOR VAPCOR 0.384 11:02
SIMULATOR VAPOR 0.384 11:03
SIMULATOR VAPOR 0.384 11:04
STMULATOR VAPOR 0.383 11:05
BLANK TEST 0.000 11:086
Average = 0,383

Std Dev = 0.0005

DMT Serial Number #100152
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0.30 . 5 G ee——— 0.0
0.25 . T
0_20 .......... ?F_
0.15 0.0
.10 13.3
0.05 6.7
0.00 S R
20 25 30
.30 40.0
0_25 ......... ;Jj.j
0.20 - 6.7
0.15 20.0
9.10 13.3
0.05 oo - e [ s L 6.7
. RArUre -2 0-00 % T 15 20 55 30 0.
ol W Wi 0.30 40.0
0.25 33.3
0.20 26.7
0.15 20.0
ACCURACY AND PRECISION TEST 0.10 13.3
0,09 oo b e 6.7
; STATE OF VERMONT 0.00 -3 0.0
i DataMaster DMT: 100152 0.30 -0
| T 0.25 .3
Date: 08/05/2010 v.20 o7
' Time: 10:37:5¢ 0.13 0
0.10 .3
SUPERVISOR NAME: SEH TEST 8'83 -g
SOLUTION LOT #: 10-20-160 0.30 .0
SOLUTION CONCENTRATION: 0.159 0.25 W3
———————————————————————————————————————— 0.20 7
BLANK 'TEST 0.000 10:38 0.15 0
CALIBRATION CHECK PASSED  10:38 0.10 3
! SIMULATOR VAPOR 0.153  10:39 0.05 ‘ 7
| SIMULATOR VAPOR 0.152  10:40 0.900 j : .0
SIMULATOR VAPOR 0.152  10:41 0 3 10 15 20 25 30
SIMULATOR VAPOR 0.152  10:42 0.30 —-- ; i —- ; 40.0
SIMULATOR VAPOR 0.152  10:43 0.25 [~ 3.3
SIMULATOR VAPOR 0.152  10:44 0.20 26.1
SIMULATOR VAPOR 0.153 10:45 0.15 20.0
SIMULATOR VAPOR 0.152 10:486 0.10 13.3
SIMULATOR VAPOR 0.152 10347 0.03 6.7
STMULATCOR VAPOR 0.152  10:48 6.00 0.0
BLANK TEST 0.000  10:49 0.30 46.0
Average = 0.152 g;g 323’
5td Dev = 00.0004 0.15 20.0
0.10 13,3
0.05 6.7
0.00 0.0
¢.30 40.0
G.25 33.3
0.20 26.7
0.15 20.0
0.10 13.3
0.05 6.7
0.00 0.0
0.30 40.0
0,25 | e e e 33.3
0.20 26.7
0.15 20.0
6.10 13.3
0.05 6.7
0.00 0.0
0.30 10.0
0.25 33.3
0.20 26.7
0.15 20.0
0.10 13.3
0.05 6.7
0.00 . 0.0
25 30
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ACCURACY AND PRECISION TEST g: i
STATE OF VERMONT g;

DataMaster DMT: 100152

Late: 08/05/2010
Time: 10:23:29
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SUPERVISOR NAME: SEH TEST
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SOLUTTON LOT #: 10-36-100 40
SOLUTION CONCENTRATION: 0.099 - §§
BLANK TEST 0.000 10:24 | %é_
CALIBRATION CHECK PASSED  10:24 15
SIMULATOR VAPOR 0.098  10:24 g.
SIMULATOR VAPOR 0.098  10:25 :
SIMULATOR VAPOR 0.099 10:26

SIMULATOR VAPOR 0.098  10:27 % w4
SIMULATOR VAPOR 0.098  10:28 } - §
SIMULATOR VAPCR 0.099  10:29 T | 5
SIMULATOR VAPOR 0.099 10:30 % - %
STMULATOR VAPCR 0.0%9  10:31 1
SIMULATOR VAPOR 0.068  10:32 g

SIMULATCR VAPOR 0.098  10:33

BLANK TEST 0.000  10:34

BAverage = 0.0%8
Std Dev = 0.0005
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0.20 40.0
: 3500
i o
. N 017 24.0
ACCURACY AND PRECISION TEST gé% %%g
: g
STATE OF VERMONT 2g% 6:§
DataMaster DMT: 100152 S:%O . 4%:%
------------------ T '%? ' § :
Date: G8/05/2010 1 74.0Q
Time: 09:53:56 é% %g:g
SUPERVISOR MAME: SEH TEST %;ﬁé 2;%
SOLUTION LOT #: 10-30-080 .20 40.0
SOLUTION CONCENTRATION: 0.081 %:i% : §§:§
| BLANK TEST 0.000  05:54 85-§ o F 5§
CALIBRATION CHECK PASSED  09:54 0.98 = i
SIMULATOR VAPCR 0.077  09:55 §:§§ gié
STMULATOR VAPCR 0.077  09:56 : ]
SIMULATOR VAPOR 0.077  09:57
STMULATOR VAPOR 0.076  09:58 8-29 1 428
SIMULATOR VAPOR 0.077 09:59 9:1 7 %%.g
STMULATOR VAPOR 0.078  10:00 O;lg 5
SIMULATOR VAPOR 0.078  10:01 0.9 ¢9-9
SIMULATOR YAPCR 0.078  10:02 ‘06 17220
SIMULATOR VAPOR 0.078  10:03 %:gé g:ﬁ
SIMULATOR VAPCR 0.078  10:04 : :
BLANK TEST 0.000  10:05 0.20 400
18 36.0
Average = 0.077 @:}? %gig
Std Dev = 0.0005 %:ié ; %4;0
4 %%
0.20 0.0
gois 36.0
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i_ ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100152

Date: 08/05/2010
Time: 09:34:45

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #4: 10-21-020
SOLUTION CONCENTRATION: (.019

BLANK TEST 0.00¢ 09:35
CALIBRATION CHECK PASSED 09:35
SIMULATOR VAPCR 0.01% 09:36
SIMULATOR VAPOR 0.015 09:37
SIMULATCR VAPOR 0.015 09:38
SIMIJLATOR VAPOR 0.016 09:39
SIMULATOR VAPOR (.015 06:40
SIMULATOR VAPCR 0.015 09:40
STMULATOR VAPCR 0.016 09:41
SIMULATCR VAPCR 0.015 09:42
SIMULATOR VAPOR 0.015 09:43
SIMULATOR VAPOR 0.015 09:44
BLANK TEST 0.000 02:45

Average out of range!

Average = 0.01%
Std Dev = 0.0004
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