ACCURACY AND PRECISICN TEST

STATE COF VERMONT

DataMaster DMT: 100152

Date: 08/09/2010
Time: 12:25:45

SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: 399
SOLUTION CONCENTRATION: 0.399

BLANK TEST G.000 12:26
CALIBRATION CHECK PASSED 12:26
SIMULATOR VAPOR 0.412 12:27
STMULATCR VAPCR 0.414 12:28
SIMULATOR VAPOR 0.414 12:29
STMULATOR VAPOR 0.413 12:31
SIMULATOR VAPOR 0.412 12:32
SIMULATOR VAPOR 0.411 12:33
SIMULATCOR VAPCOR G.411 12:34
SIMULATOR VAPOR 0.411 12:35
SIMULATOR VAPOR 0.411 12:3¢
SIMULATOR VAPOR 0.411 12:37
BLANK TEST 0.000 12:38

Average = 0.412
Std Dev = 0.0012
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DMT Serial Number #100152
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FACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100152

Date: 08/09%/2010
Time: 12:12:42

SUPERVISOR NAME: SEH TEST
SOLUTION LOT #: OIN
SOLUTION CONCENTRATION: €.100

BLANK TEST 0.000 12:13
CALIBRATION CHECK PASSED 12:13
SIMULATCR VAPCR 0,102 12:14
SIMULATOR VAPOR 0.102 12:15
SIMULATOR VAPCR 0.102 1l2:16
SIMULATOR VAPOR 0.102 12:17
SIMULATOR VAPOR 0.101 12:18
SIMULATOR VAPOR 0.102 12:18
SIMULATOR VAPOR 0.101 12:19
SIMULATOR VAPOR 0.101 12:20
SIMULATOR VAPOR 0.102 12:21
SIMULATOR VAPOR 0.101 12:22
BLANK TEST 0.000 12:23

Average = 0.101
Std Dev = 0.0005

DMT Serial Number #100152
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 1006152

Date: 08/09/2010
Time: 12:00:31

SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: 096
SOLUTICN CONCENTRATICN: 0.096

BLANK TEST 0.000 12:01
CALIBRATION CHECK BASSED 12:01
SIMULATCOR VAPOR 0.100 12:01
SIMULATOR VAPOR 0.0%9 12:02
SIMULATOR VAPOR 0.099 12:03
SIMULATOR VAPOR 0.100 12:04
SIMULATOR VAPOR 0.100 12:05
SIMULATCOR VAPOR 0.100 12:06
SIMULATOR VAPOR 0.100 12:07
SIMULATOR VAPOR 0.099 12:08
SIMULATCR VAPOR 0.100 12:09
SIMULATOR VAPOR 0.1006 12:10
BLANK TEST 0.000 1z2:11
Average = 0.0%9

3td Dev = 0.,0004

DMT Serial Number #100152
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100152

Date: 08/09/2010
Time: 11:41:55

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 054
SOLUTION CONCEMTRATION: 0.054

BLANK TEST 0.000 11:42
CALIBRATION CHECK PASSED 11:42
SIMULATOR VAPOR ¢.057 11:43
SIMULATOR VAPOR 0.057 11:44
SIMULATOR VAPOR 0.056 13:45
SIMULATOR VAPOR 0.056 11:46
SIMULATOR VAPOR 0.056 11:47
SIMULATOR VAPOR 0.05%6 11:48
SIMULATOR VAPOR 0.056 11:49
SIMULATOR VAPCR 0.057 11:50
SIMULATOR VAPCR 0.057 11:51
SIMULATOR VAPCR 0.056 11:52
BLANK TEST 0.000 11:52

Average = 0,056
Std Dev = 0.0005

DMT Serial Number #100152
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ACCURACY AND PRECISICN TEST

STATE OF VERMONT

DataMaster DMT: 100152

Date: 08/08/2010
Time: 11:28:31

SUPERVISOR NAME: SEH TEST

30LUTICN LOT #: 019
SOLUTTON CONCENTRATION: 0.019

BLANK TEST 0.000 11:29
CALTBRATION CHECK PASSED 11:29
SIMULATOR VAPCR 0.020 11:29
SIMULATOR VAPOR 0.020 11:30
SIMULATOR VAPOR 0.620 11:31
SIMULATOR VAPOR 0.020 11:32
SIMULATOR VAPOR 0.020 11:33
SIMULATOR VAPOR 0.020 11:34
SIMULATOR VAPOR 0.020 11:35
SIMULATOR VAPOR 0.020 1l:36
SIMULATOR VAPOR 0.020 11:37
STMULATOR VAPOR 0.020 11:38
BLANK TEST 0.000 11:39

Average out of range!

0.020
G.0000

Average
Std Dev

DMT Serial Number #100152
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100152

Date:r 08/08/2010
Time: 11:09:08

i SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 098
SOLUTION CONCENTRATION: 0.098

BLANK TEST 0.000 11:10¢
CALIBRATION CHECK PASSED 11:10
SIMULATOR VAPOR 0.102 11:10
SIMULATOR VAPOR 0.102 11:11
SIMULATOR VAPOR 0.102 11:12
SIMULATOR VAPOR 0.102 11:13
SIMULATOR VAPOR 0.102 11:14
SIMULATOR VAPOR 0.103 11:15
SIMULATOR VAPOR 0.102 11:16
STMULATOR VAPOR 0.102 11:17
SIMULATOR VAPOR 0.103 11:18
SIMULATOR VAPOR 0,102 11:19
BLANK TEST 0.0080 11:20
Average = 0,102

Std Dev = 0.0004

DMT Serial Number #100152
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CALIBRATION REPORT

DataMaster DMT: 100152

Calibration Date:  06/02/2010

Calibrated by: TFUTRURT G ETREWERS 4

Lot: JFGIFGJ

Ca = 0.100600

CAL = 0,996500 0.800 <= CAL < 1.200

bl = 0.000000 0.000 <= bl < 0.004

b2 = 0.003616 0.001 <= b2 < 0.012

b3 = 0.000000 0.000 <= b3 < 0.004

Xg = 0,083720 0.050 <= Xg < 0.200

azl = 1.218282 1.050 <= a2l < 1.300

a3l = 0.366925 0.300 <= a31 < 0.800
e

Performed by -

DMT Serial Number #100152

2k

_ VERMONT

DEPARTMENT OF HEALTH

Date

Page 1 of 1

06/02/2010

08/09/2010 11:08



