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11:20
11: 20
11: 21
11 :22
11:23
11: 24
11: 25
11 :26
11:2'/
11: 28
11: 29
11: 30
11: 30

0.000
PASSED

0.093
0.093
0.093
0.094
0.093
0.093
0.093
0.093
0.093
0.093
0.000

SUPERVISOR NAME: SEH TEST CAL CHECK

STATE OF VERMONT

ACCURACY AND PRECISION TEST

DataMaster DMT: 100154

Date: 07/12/2010
Time: 11:19:52

SOLUTION LOT #: 10-28-100
SOLUTION CONCENTRATION: 0.100

Average out of range'

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

Average 0.093
Std Dev = 0.0003

DMT Serial Number #100154
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09:52
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09:53
09:54
09:55
09: 56
09:57
09:58
09:59
10;00
10:01
10:02

0.000
PASSED

0.096
0.096
0.096
0.096
0.096
0.096
0.096
0.096
0.097
0.096
0.000

STATE OF VERMONT

ACCURACY AND PRECISION TEST

DataMaster DMT: 100154

SOLUTION LOT #: 10-28-100
SOLUTION CONCENTRATION: 0.100

SUPERVISOR NAME: SEH TEST CAL CHECK

Date: 07/12/2010
Time: 09: 51: 15

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOk
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

Average = 0.096
Std Dev = 0.0003

---- ----- _._-_.-.-
DMT Serial Number #100154
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STATE OF VERMONT

ACCURACY AND PRECISION TEST

DataMaster DMT: 100154

155 1.0

.... ~ ...

... ---:- .-'

10:05
10:05
10:06
10:07
10:08
10:09
10:10
10: 11
10:12
10: 13
10: 14
10:15
10:15

0.000
PASSED

0.101
0.100
0.100
0.100
0.100
0.100
0.1.00
0.101
0.100
0.100
0.000

SOLUTION LOT #: 10-36-100
SOLUTION CONCENTRATION: 0.099

SUPERVISOR NAME: SEH TEST CAL SOLUTION

Date: 07/12/2010
Time: 10:04:48

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK 1'£ST

Average = 0.100
Std Dev ~ 0.0004

~~: ~o
~~:
24.

f~:8
12.0

t8
30

40.0
3~.0

~. 4: ~
t2'~12: 0

t~
25 30

07/12/2010 10:16

201510

5 10

5

DMT Serial Number #100154
'-------~._-------------_.__ ...~



SUPERVISOR NAME: SEH TEST FIELD
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10:22
10:22
10:22
10:23
10:24
10:25
10:26
10:27
10:28
10:29
10:30
10:31
10:32

0,000
PASSED

0.097
0.097
0.097
0.097
0.097
0.097
0.097
0.096
0.097
0.097
0.000

DataMaster DMT: 100154

STATE OF VERMONT

SOLUTION LOT #: 10-27-100
SOLUTION CONCENTRATION: 0.102

Average = 0.096
Std Dev = 0.0003

Date: 07/12/2010
Time: 10:21:17

ACCURACY AND PRECISION TEST

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST
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DMT Serial Number #100154 Page 1 of 1



DataMaster DMT: 100154

SUPERVISOR NAME: SEH TEST
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10:57
10:57
10:57
10:58
10:59
11: 00
11: 01
11: 02
11: 03
11:04
11: 05
11:06
11: 07

0.000
PASSED
0.101
0.102
0.102
0.102
0.103
0.102
0.102
0.102
0.102
0.102
0.000

STATE OF VERMONT

SOLUTION LOT #: 10-39-100
SOLUTION CONCENTRATION: 0.097

Average out of range!

ACCURACY AND PRECISION TEST

Date: 07/12/2010
Time: 10:56:29

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

Average = 0.102
Std Dev ~ 0.0004

DMT Serial Number #100154



CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:
Lot:

100154
07/12/2010
SEH TEST
10-36-100

~,VERMONT
DEPARTMENT OF HEALTH

Ca 0.099000
CAL 0.962546 0.800 <~ CAL < 1. 200
b1 0.000000 0.000 <= b1 < 0.004
b2 0.004202 0.001 <= b2 < 0.012
b3 0.000000 0.000 <= b3 < 0.004
Xq 0.091651 0.050 <= Xq < 0.200
a21 1.180462 1. 050 <= a21 < 1. 300
a31 0.464471 0.300 <= a31 < 0.800

Performed by .~~="""'=-

DMT Serial Number #100154

Date 07/12/2010

Page 1 of 1 071l2/2010 11:19



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100154

Da te: 07/t2/2010
Time: 11:35:42

SUPERVISOR NAME: SEH TEST CAL

SOLUTION LOT #: 10-36~100

SOLUTION CONCENTRATION: 0.099

o 5

2:8
1 0
8»
4.0
Q:82.0
~.9.
i):d

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK 'rEST

Average ~ 0.097
Std Dev = 0.0003

0.000
PASSED

0.097
0.097
0.097
0.097
0.097
0.097
0.097
0.097
0.097
0.098
0.000

11:36
11: 36
11: 37
11: 38
11: 39
11: 40
11: 41
11: 42
11:43
11: 44
11: 45
11: 46
11: 46

0.20
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o 5 10 15

'---------~-----~~--'

DMT Serial Number IHOO 154 Page 1 ofl
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11: 56
11:56
11:56
11: 57
11:58
11:59
12:00
12:01
12:02
12:03
12:04
12:05
12:06

0.000
PASSED

0.094
0.094
0.094
0.094
0.094
0.094
0.094
0.094
O. 094
0.094
0.000

Date: 07/12/2010
'rime: 11: 55: 18

DataMaster DMT: 100154

SOLUTION LOT #: 10-27-100
SOLUTION CONCENTRATION: 0.102

STATE OF VERMONT

SUPERVISOR NAME: SEH TEST FIELD

ACCURACY AND PRECISION TEST

i

C::< ~
.,' \

Average = 0.093
Std Dev ~ 0.0000

Average out of range I

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

I ---------------~---------------- _

DMT Serial Number IH00154
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12: 12
12:12
12:13
12:14
12:15
12:16
12: 17
12: 18
12: 19
12:20
12:21
12:22

0.000
PASSED

0.097
0.097
0.097
0.098
0.098
0.098
0.098
0.097
0.097
0.097
0.000

SUPERVISOR NAME: SEH TEST

STATE OF VERMONT

ACCURACY AND PRECISION TEST

DataMaster DMT; 100154

Date: 07/12/2010
Time: 12:11:30

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

SOLUTION LOT #: 10-39-100
SOLUTION CONCENTRATION: 0.097

Average ~ 0.097
Std Dev ~ 0.0005

DMT Serial Number 11100154



DIAGNOSTIC RESULT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
lnstallation Date:
Test Date:
Time:

VERSIONS
DMT 1. 05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber
Breath Tube

SETTINGS
Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

100154

07112/2010

07/12/2010
14:05

49.20°C
43.11 DC

1. 78 V
1.66 V
80.7 V
527.1 Hz

~,VERMONT
DEPARTMENT OF HEALTH

PUMP INFO
Flow Rate = 5.702 LIM

DETECTOR INFO
PUMP ON
MAX (V) 0.2573
MIN (V) 0.2534

FILTER INFO
Filter 1 0.257
Filter 2 0.548
Filter 3 1. 547

OFF
0.2575
0.2565

Zero
Zero
Zero

true
true
true

CALIBRATION CHECK
Xq = 0.0914 0.19%

DMT Serial Number 11100154 Page 1 of 1 07/1212010 14:06
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

OataMaster DMT: 100154

Date: 07/12/2010
Time: 09:51:15

SUPERVISOR NAME: SEH TEST CAL CHECK

SOLUTION LOT #: 10-28-100
SOLUTION CONCENTRATION: 0.100

BLANK TEST
CALIBRATION CHECK

Xq = O. 0913 (1. 06%)
SIMULATOR VAPOR

X[l] = 0.0969 (-0.0004)
SIMULATOR VAPOR

X[l} = 0.0964 (-0.0012)
SIMULATOR VAPOR

X[l] = 0.0960 (-0.0013)
SIMULATOR VAPOR

X[l] = 0.0962 (-0.0011)
SIMULATOR VAPOR

X[I] = 0.0964 (-0.0012J
SIMULATOR VAPOR

X[I] = 0.0966 (-0.0011)
SIMULATOR VAPOR

X[I] = 0.0963 (-0.0014)
SIMULATOR VAPOR

X[l] = 0.0966 (-0.0015J
SIMULATOR VAPOR

X[I] = 0.0973 (-0.0006)
SIMULATOR VAPOR

X[l] = 0.0966 (-0.0019)
BLANK TEST

Average = 0.096
Std Dev = 0.0003

DMT Serial Number #100154

0.000 09:52
PASSED 09:52

0.096 09:52
(0.0003)

0.096 09:53
(0.0002)

0.096 09:54
(0.0001)

0.096 09:55
(0.0000)

0.096 09:56
(-0.0006)

0.096 09:57
(-0.0006)

0.096 09:58
(-0.0004)

0.096 09:59
(-0.0004)

0.097 10:00
(-0.0003)

0.096 10:01
(-0.0001)

0.000 10:02
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ACCURACY AND PRECISION TEST
~'--~-~---------------,

2015105o
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DataMaster DMT: 1001S4

Date: 07/12/2010
Time: 10:04:48

SUPERVISOR NAME: SEH TEST CAL SOLUTION

SOLUTION LOT #: 10-36-100
SOLUTION CONCENTRATION: 0.099

BLANK TEST 0.000 10:0S
CALIBRATION CHECK PASSED 10:05

Xq = 0.0914 (1.16%)
SIMULATOR VAPOR 0.101 10:06

X [1] = 0.1018 {-0.0005) [0.0004)
SIMULATOR VAPOR 0.100 10:07

X[11 ~ 0.1009 (-0.0013) (-0.0003)
SIMULATOR VAPOR 0.100 10:08

X[l] ~ 0.1000 {-0.0022) [0.0003)
SIMULATOR VAPOR 0.100 10:09

XlI] = 0.1003 (-0.0010) (0.0007)
SIMULATOR VAPOR 0.100 10:10

X[l] = 0.1003 {-0.0013) [0.0005)
SIMULATOR VAPOR 0.100 10 :11

XlI] = 0.1004 (-0.0014) (0.0000)
SIMULATOR VAPOR 0.100 10:12

X[l] = 0.1004 (-0.0015) (-0.0004)
SIMULATOR VAPOR 0.101 10:13

X( 1] = 0.1011 (-0.0012) [0.0003)
SIMULATOR VAPOR 0.100 10: 14

X[l] = 0.100S (-0.0013) (0.0002)
SIMULATOR VAPOR 0.100 10:15

XlI] = 0.1008 (-0.0009) [0.0004)
BLANK TEST 0.000 10:15

Average = 0.100
Std Dev = 0.0004

Page 1 oflDMT Serial Number #100154
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STATE OF VERMONT
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Page 1 ofl

0.000 10:22
PASSED 10:22

0.097 10:22
(0.0008J

0.097 10:23
(0.0007)

0.097 10:24
(0.0002J

0.097 10:25
(0.0004J

0.097 10:26
(0.0001)

0.097 10:27
(0.0006)

0.097 10:28
(0.0005)

0.096 10:29
(0.0004)

O. 097 10:30
(0. 0003)

0.097 10:31
(0.0003)

0.000 10:32

SOLUTION LOT #: 10-27-100
SOLUTIoN CONCENTRATION: 0.102

ACCURACY AND PRECISION TEST

SUPERVISOR NAME: SEH TEST FIELD

Date: 07(12/2010
Time: 10:21:17

DataMaster DMT: 100154

BLANK TEST
CALIBRATION CHECK

Xq = O. 0913 (1. 06%)
SIMULATOR VAPOR

X[l] = 0.0976 (-0.0018)
STMULATOR VAPOR

X[l] = 0.0976 (-0.0009)
SIMULATOR VAPOR

X(l] = 0.0977 (-0.0013)
SIMULATOR VAPOR

X(l] = 0.0979 (-0.0010)
SIMULATOR VAPOR

X[I] = 0.0975 (-0.0020)
SIMULATOR VAPOR

X[l] = 0.0975 (-0.0009)
SIMULATOR VAPOR

X[I] = 0.0970 (-0.0014)
SIMULATOR VAPOR

X[l] = 0.0969 (-0.0011)
SIMULATOR VAPOR

X[l] = 0.0972 (-0.0013)
SIMULATOR VAPOR

X[I) = 0.0978 (-0.0011)
BLANK TEST

Average = 0.096
Std Dev = 0.0003

DMT Serial Number #100154



ACCURACY AND PRECISION TEST

STATE OF VERMONT
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SOLUTION LOT #: 10-39~100

SOLUTION CONCENTRATION: 0.097

DataMaster DMT: 100154

Date: 07/12/2010
Time: 10:56:29

SUPERVISOR NAME: SEH TEST

BLANK TEST
CALIBRATION CHECK

Xq = 0.0913 (1.06%)
SIMULATOR VAPOR

Xll] ~ 0.1018 (-0.0010)
SIMULATOR VAPOR

X[l] ~ 0.1022 (-0.0008)
SIMULATOR VAPOR

X(1) ~ 0.1025 (-0.0002)
SIMULATOR VAPOR

X(l] = 0.1023 (-0.0010)
SIMULATOR VAPOR

X[ 1] = O. 1030 (~O. 0003)
SIMULATOR VAPOR

Xll] = 0.1024 (~0.0012)

SIMULATOR VAPOR
X[1] = 0.1029 (-0.0010)

SIMULATOR VAPOR
Xll} = 0.1023 (-0.0011)

SIMULATOR VAPOR
X[l] = 0.1020 (-0.0008)

SIMULATOR VAPOR
Xll] ~ 0.1020 (-0.0016)

BLANK TEST

Average out of range!

Average = 0.102
Std Dev ~ 0.0004

0.000 10:57
PASSED 10:57

0.101 10:57
(0.0016)

0.102 10:58
(0.0012)

0.102 10:59
(0.0010)

0.102 11:00
(0.0004)

0.103 11: 01
(0.0015)

0.102 11:02
(0.0003)

0.102 11: 03
(0.0008)

0.102 11: 04
(0.0012)

0.102 11: 05
(O.OOOS)

0.102 11: 06
(0.0003)

0.000 11: 07

o

o 5 10 15 20

'----------------_._-------_.-
DMT Serial Number #100154 Page 1 of!

o 5 10 15



CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:
Lot:

100154
07/1212010
SEH TEST
10-36-100

~,VERMONT
DEPARTMENT OF HEALTH

Ca 0.099000
CAL 0.962546 0.800 <= CAL < 1. 200
bl 0.000000 0.000 <= b1 < 0.004
b2 0.004202 0.001 <= b2 < 0.012
b3 0.000000 0.000 <= b3 < 0.004
Xq 0.091651 0.050 <= Xq < 0.200
a21 1.180462 1. 050 <= a21 < 1. 300
a31 0.464471 0.300 <= a31 < 0.800

Performed by x .-A#= ~-

DMT Serial Number #100154

Date 07/12/2010
--

Page 1 of 1 07f2112010 II :25
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ACCURACY AND PRECISION TEST

STATE OF VERMONT
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0712112010 11:22Page 1 of 1

SOLUTION LOT #: 10-28~100.

SOLUTION CONCENTRATION: 0.100

DataMaster DMT: 100154

Date: 07/12/2010
T 1. me: 11: 19 : 52

SUPERVISOR NAME: SEH TEST CAL CHECK

Average out of range'

BLANK TEST 0.000 11:20
CALIBRATION CHECK PASSED 11:20

Xq = 0.0917 (0.10%)
SIMULATOR VAPOR 0.093 11:21

X[I] = 0.0937 (0.0001) (0.0003)
SIMULATOR VAPOR 0.093 11:22

XlI] ~ 0.0931 (-0.0013) (0.0004)
SIMULATOR VAPOR 0.093 11:23

X[I] ~ 0.0935 (-0.0003) (-0.0003)
SIMULATOR VAPOR 0.094 11:24

Xl 1] ~ 0.0944 (0.0001) (-0.0002)
SIMULATOR VAPOR 0.093 11:25

X[I] = 0.0937 (-0.0012) (-0.0005)
SIMULATOR VAPOR 0.093 11:26

X[I] = 0.0936 (-0.0010) (0.0001)
SlMULATOR VAPOR 0.093 11:27

X[l] = 0.0933 (-0.0010) (-0.0002)
SIMULATOR VAPOR 0.093 11:28

X[l] = 0.0935 (-0.0005) (0.0000)
SIMULATOR VAPOR 0.093 11:29

X[I] = 0.0939 (O.OOOOl (-0.0003]
SIMULATOR VAPOR 0.093 11:30

X[l] = 0.0937 (-0.0006) (-0.0003)
BLANK TEST 0.000 11:30

AveLage = 0.093
Std Dev = 0.0003

DMT Serial Number #100154
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DataMaster DMT: 100154

SUPERVISOR NAME: SEH TEST CAL

ACCURACY AND PRECISION TEST

Date: 07/12/2010
Time: 11:35:42

BLANK TEST 0.000 11:36
CALIBRATION CHECK PASSED 11:36

Xq ~ 0.0919 (0.29%)
SIMULATOR VAPOR 0.097 11:37

Xfl] = 0.0970 (-0.0002) (0.0006)
SIMULATOR VAPOR 0.097 11:38

X(I] = 0.0970 (-0.0008) (-0.0001)
SIMULATOR VAPOR 0.097 11:39

X [IJ = 0.0972 (-0.0006) (0.0011)
SIMULATOR VAPOR 0.097 11:40

X[l] = 0.0975 (0.0001) (0.0000)
SIMULATOR VAPOR 0.097 11:41

X(ll = 0.0978 (-0.0005) (0.0002)
SIMULATOR VAPOR 0.097 11: 42

X[l] = 0.0975 (-0.0005) (~0.0002)

SIMULATOR VAPOR 0,097 11: 43
X[lJ = 0.0977 (-0.0006) (0.0001)

SIMULATOR VAPOR 0.097 11: 44
Xfl] = 0.0974 (-O.OOU) (-0.0002)

SIMULATOR VAPOR 0.097 11:45
X[l] = 0.0977 (-0.0006) (0.0005)

SIMULATOR VAPOR 0.098 11: 46
Xlll = 0.0980 (-0.000l) (0.0003)

BLANK TEST 0.000 11: 46

SOLUTION LOT #: 10-36~100

SOLUTION CONCENTRATION: 0.099

Average = 0.097
Std Dev ~ 0.0003

DMT Serial Number #100154
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0.20

F1
0.18

8:H
0.12

~ ..8: b8
.06

8:83
0

0.20
0.18

8:U
0.1~8:b
0.06

8:83
0

STATE OF VERMONT

ACCURACY AND PRECISION TEST

Date: 07/12/2010
Time: 11:55:18

DataMaster DMT: 100154

SUPERVISOR NAME: SEH TEST FIELD

SOLUTION LOT #: 10~27-100

SOLUTION CONCENTRATION: 0.102

BLANK TEST 0.000 11: 56
CALIBRATION CHECK PASSED 11: 56

Xq = 0.0918 (0.19%)
SIMULATOR VAPOR 0.094 11:56

XlI] ~ 0.0942 (-0.0005) (0.0006)
SIMULATOR VAPOR 0.094 11:57

X[lI = 0.0941 (-0.0003) (0.00081
SIMULATOR VAPOR 0.094 11:58

XlI] = 0.0946 (O.OOOOJ (0.0004)
SIMULATOR VAPOR 0.094 11 :59

X( 1] = 0.0947 (-0.0003) (0.0001)
SIMULATOR VAPOR 0.094 12:00

X [1] = 0.0941 (-0.0009) [-0.0004)
SIMULATOR VAPOR 0.094 12:01

X[ 1] = 0.0940 (-0.0008) (0.0005)
SIMULATOR VAPOR 0.094 12:02

XlI] = 0.0944 (0.0004) (0.0001)
SIMULATOR VAPOR 0.094 12:03

X( 1] = 0.0944 (-0.0006) (0.0000)
SIMULATOR VAPOR 0.094 12:04

X[l] = 0.0942 (-0.0005) (0.0001)
SIMULATOR VAPOR O. a94 12:05

X[ 1) = 0.0940 (-0.0009) [0.0004J
BLANK TEST 0.000 12:06

Average out of range!

Average 0.093
Std Dev 0.0000

DMT Serial Number #100154
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SOLUTION LOT #: 10-39-100
SOLUTION CONCENTRATION: 0.097

ACCURACY AND BRECISION TEST

STATE OF VERMONT

SUPERVISOR NAME: SEH TEST

Date: 07/12/20 10
Time: 12:11:30

DataMaster DMT: 100154

Average ~ 0.097
Std Dev = 0.0005

BLANK TEST 0.000 12:12
CALIBRATION CHECK PASSED 12:12

Xq ~ o. 0923 (0 .76 %)

SIMULATOR VAPOR 0.097 12:12
X[ll = 0.0976 (0.0000) (0.0010)

SIMULATOR VAPOR 0.097 12:13
X[l) = 0.0974 (-O.OOOS) (0.0008)

SIMULATOR VAPOR 0.097 12:14
X[ 1] = 0.0974 (-0.0010) (0. 0007J

SIMULATOR VAPOR 0.098 12:1S
X[I) = 0.0980 (O.OOOOJ (0.0003J

SIMULATOR VAPOR 0.098 12:16
X[ 1] = 0.0983 (-0.0002) (0.0002J

SIMULATOR VAPOR 0.098 12:17
X[l) = 0.0980 (-0.0008) (0.0000)

SIMULATOR VAPOR 0.098 12:18
X[I) = 0.0980 (-0.0005) (O.OOOSJ

SIMULATOR VAPOR 0.097 12:19'
X[ll = 0.0979 (-0.0009) (0.0007)

SIMULATOR VAPOR 0.097 12:20
X[I) = 0.0978 (-O.OOOS) (0.0007)

SIMULATOR VAPOR 0.097 12:21
X[l] = 0.0974 (-0.0011) (O.OOOlJ

BLANK TEST 0.000 12:22

DMT Serial Number #100154



CALffiRATIONREPORT

DataMaster DMT:
Calibration Date:
Calibrated by:
Lot

100154
0610112010
YGJUYKUG
IH;OUH;UH

~,VERMONT
DEPARTMENT OF HEALTH

Ca 0.100000
CAL 1. 003136 0.800 <= CAL < 1. 200
bl 0.000000 0.000 <= bl < 0.004
b2 0.002241 0.001 <= b2 < 0.012
b3 0.000000 0.000 <= b3 < 0.004
Xq 0.090430 0.050 <= Xq < 0.200
a21 1.192339 1. 050 <= a21 < 1. 300
a31 0.475411 0.300 <= a31 < 0.800

Performed by Date 06/0112010---

DMT Serial Number #100154 Page I of 1 0712112010 11:19


