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ACCURACY AND PRECISION TEST
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STATE OF VERMONT

DataMaster DMT: 100154

Date: 08/10/2010
Time: 0Brd4d:44
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SUPERVISOR NAME: SEH TEST

SOLUTICN LOT #: 10-14-100
SOLUTICN CONCENTRATION: 0,387

BLANK TEST 0.000 08:45
CALIBRATION CHECK PASSED 08:45
SIMULATOR VAPOR 0.359 08:46
SIMULATOR VAPOR
SIMULATOR VAPOR
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SIMULATOR VABOR 0.364  0B:50 22 42-
SIMULATOR VAPOR 0.365 08:51 131§ 3%
STMULATOR VAPOR 0.366  08:52 0 24.
SIMULATOR VAPOR 0.366  08:53 %@ Eé
STMULATOR VAPOR 0.366  0B:54 : izt
SIMULATOR VABCR 0.368  0B:56 ég :
SIMULATOR VAPOR 0.367  0B:57 :

BLANK TEST 0.000  08:58 5 40.0

g 36.0

Average out of range! ﬁ%:g

! Average = 0(.365 8 %éfg

Std Dev = 0.0024 ég 1%;%
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ACCURACY AND PRECISION TEST

STATE QF VERMONT

DataMaster DMT: 100154

Date: 08/10/2010
Time: 07:12:04

SUPERVISOR NAME: SEFH TEST

SOLUTICN LOT #: 10-36-100
SOLUTICON CONCENTRATION: 0.089

BLANK TEST 0.000 07:12
CALIBRATION CHECK PASSED 07:13
SIMULATOR VAPCR 0.085 07:13

SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0
SIMULATOR VAPOR 0.095 07:19
STMULATOR VAPOR 0
SIMULATOR VAPOR 0
STMULATOR VAPOR 0
BLANK TEST Y

Average = 0.09%4
5td Dev = 0.0004

DMT Serial Number #100154
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ACCURACY AND PRECISION TEST

'STATE OF VERMONT

DataMaster DMT: 100154

Date: 08/10/201C
Time: 06:31:55

SUPERVISOR NAME: SEH TEST

SOLUTION LOT #: 10-20-160C
SOLUTION CONCENTRATION: 0.159

BLANK TEST 0.000 08:32
i CALIBRATION CHECK PASSED  06:32
I SIMULATOR VAPOR 0.143  06:33
; SIMULATOR VAPOR 0.143  06:34
i SIMULATOR VAPOR 0.143  06:35
|  SIMULATOR VAPOR 0.143 06:36
' SIMULATOR VAPOR 0.144 06:37
SIMULATOR VAPOR 0.145  06:38
STMULATOR VAPOR 0.145 06:39
SIMULATOR VAPOR 0.146  06:40
SIMULATOR VAPOR 0.146  06:41
STMULATOR VAPOR 0.146  06:43
BLANK TEST ¢.000  06:43
Average out of range!
Average = 0.144
Std Dev = 0.0013
DMT Serial Number #100154

e el e e

OO
COOOO =) GDOOCH 4R COOOOHE AN COOOCH N CEOOC R OO0

Lo s v

T CTHIDO TN

CHRDTRO RO CEXTOIOICHIKIAIKD CEOOIOCRDICHINIK N [ reele'see'ewlel
fa 1 a ke s anial oterte olen ) f= N0ty d e gh Ve Ve san) T SOOI PN COABVIXOMMTID . CNDE OIS [a-Nt e le nan] b ity ylos uiv] fa el 0 an bbby 1o el

ADOOCHIEN GO hD

[a NNy le e anlpb et o o e )

[a-n e el ol be-)

SOOI
SO S
Lo SN0 2o e oW T o alae)

Page 1 of |

3 S e

=y /o T Vel Y

et P IS
TN WO T

RIS e SN

| e R e ST
far oo s sy iita s (N Tetan) Rerestte 0 T S A T )

[ R FU SV

o =Yoo gl Nanto Wy o' o e Yo

LA A= PES N
[er=te=lpblayiar Ne vible ) lov)

ORI A
CECON IGO0

[t e R gL PO

IO KA KK DS
SR =D
O NCOOM IO

[ ¥4 51N Ta e AN o BN T V) NN CA OO O

=PI s

[ A o ST PRI

[artou Sl lamt o an b0 o Tow]

10

20

75 30
08/10/2010 06:44

i ST S S N

DO OO T [ e hon e e e e L

[a-v'alalee!aliesle -l [os'ale e elwle e el

RO CH I IO C OO N0 o n'erletelelete -]

W3

AR A I D



S e N K e e NNt}

SOOI P T
A RICANIR I

P % ™. i
IR,

[ e R0 R PRI N
e 3 Il i T, P

R S e e e e s N e}

ACCURACY AND PRECISION TEST
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STATE OF VERMONT

DataMaster DMT: 100154

Date: 08/10/2010
Time: 06:50:42
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SUPERVISOR NAME: SEI TEST

SOLUTTION LOT #: 399

SOLUTION CONCENTRATION: 0.399
BLANK TEST 0.000 06:51
CALIBRATION CHECK PASSED 06:51
SIMULATOR VAPOR 0.392 06:52
SIMULATOR VAPCR
SIMULATOR VAPOR
SIMULATOR VAPCR
STMULATOR VAPOR
SIMULATOR VAPOR
SIMULATCR VAPOR
SIMULATOR VAPCR
SIMULATOR VAPCR
SIMULATOR VAPOR
BLANK TEST
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Average = 0,354
Std Dev = 0.0012
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