SECTION 4

INTERFERENCE TESTS
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0.08 |-~ 16.0
STATE OF VERMONT 0.04 8.0
0.00 0.0
DataMater DMT: 100139 0 5 10 15 20 25 30
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Date: 09/26/2011 0.16 32.0
Time: 14:36:12 0.12 24.0
SUPERVISOR NAME: o~ = Al
STEVEN R MERRILL 0.04f- il
0.00 0.0
SOLUTION LOT #: 12-10-080A1 0 - i 15 0 5 =8
SOLUTION CONCENTRATION: 0.080 Qe 46,9
__________________________________________ 0.16 32.0
BLANK TEST 0.000 14:37 0.12 24.0
CALIBRATION CHECK PASSED 14:37 0.08| 16.0
SIMULATOR VAPOR 33.6°CINTERFERENCE 14:37 004l i
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DataMater DMT: 100139 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.10 40.0
Date: 09/27/2011 0.08 32.0
Time: 11:27:44 0.06 24.0
-
SUPERVISOR NAME: 00411 ety
STEVEN R MERRILL ‘ 0.02(7 8.0
0.00 0.0
SOLUTION LOT #: 12-10-040A2 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.040 0.10 40.0
__________________________________________ 0.08 32.0
BLANK TEST 0.000 11:28 0.06 24.0
CALIBRATION CHECK PASSED 11:28 0.04 lr 16.0
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:29 . e -
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:30 . 8 / A b
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' 0.06 24.0
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ACCURACY & PRECISION REPORT

Time: 15:53:05

SOLUTION LOT #:

BLANK TEST

SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

SUPERVISOR NAME:
STEVEN R MERRILL

STATE OF VERMONT

DataMater DMT: 100139

12-06-0401I
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ACCURACY & PRECISION REPORT

STATE OF VERMONT
DataMater DMT: 100139

Date: 09/28/2011
Time: 16:10:38

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 12-17-040M
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000

CALIBRATION CHECK PASSED
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0.16 32.0
0.12 24.0
0.08 - 16.0
0.04 8.0
0.00lL 0.0
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0.08 |-+~ 16.0
0.04 8.0
0.00 0.0
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0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0.08 -~ 16.0
STATE OF VERMONT 0.04 8.0
0.00 0.0

DataMater DMT: 100139 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 10/03/2011 0.16 32.0
Time: 15:50:22 0.12 24.0

—

SUPERVISOR NAME: 0.08 / 16:0
STEVEN R MERRILL 0.04y 8.0
0.00 0.0

SOLUTION LOT #: 12-04-080M o 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 15:51 0.12 24.0
CALIBRATION CHECK PASSED 15:51 0. 08} 18, 0
SIMULATOR VAPOR 33.8°CINTERFERENCE 15:51 5. oald "
SIMULATOR VAPOR 33.8°CINTERFERENCE 15:52 o ool -

SIMULATOR VAPOR 33.8°CINTERFERENCE 15:54 B ¥ 6 5 35 o5 7

SIMULATOR VAPOR 33.8°CINTERFERENCE 15:55 8.5 o
SIMULATOR VAPOR 33.8°CINTERFERENCE 15:56 0'16 32.0
SIMULATOR VAPOR 33.8°CINTERFERENCE 15:57 : :
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:58 0.12 24.0
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:59 0.08 - 16.0
SIMULATOR VAPOR 33.8°CINTERFERENCE 16:00 0.04} 8.0
SIMULATOR VAPOR 33.8°CINTERFERENCE 16:01 0.00 0.0
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0.16 32.0
0.12 e 24.0
0.08[-f 16.0
0.04f4 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08-f 16.0
0.044 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0.08-f 16.0
STATE OF VERMONT 0.04}4 8.0
0.00L 0.0
DataMater DMT: 100139 0 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 10/04/2011 0.16 32.0
Time: 13:00:12 0.12 24.0
I
SUPERVISOR NAME: Ci. 08 | L0
KIRK L KIMBALL 0.04[1 8.0
0.00 0.0
SOLUTION LOT #: 12-16-080I 0 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 13:01 0.12 e 24.0
CALIBRATION CHECK PASSED 13:01 0.08 16.0
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:01 5. gl 3 5
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:02 et / oo B
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:03 o 10 15 20 25 30
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:04 o 50 908
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:05 0'16 32'0
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:06 . :
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:08 0.12)- 24.0
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:09 0.08-f 16.0
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:10 0.04| 8.0
SIMULATOR VAPOR 33.8°CINTERFERENCE 13:11 0.00 0.0
BLANK TEST 0.000 13:12 0 10 15 20 25 30
0.20 40.0
& 0.16 32.0
[(;—C)'/o 0.12 24.0
T
0.08 16.0
i = 1
Jo-Y-II 0.04|f 8.0
o .o TP A 0.00 0.0
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/I» E . %
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0.08-f 16.0
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0 10 15 20 25 30
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SECTION 5

FINAL CALIBRATION CHECK TESTS
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0.16 32.0
0.12 24.0
0.08|-F 16.0
0.04 [ 8.0
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0u12 24.0
0.08-f 16.0
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0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0.08f- 16.0
STATE OF VERMONT 0.04 8.0
0.00 - 0.0

DataMater DMT: 100139 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 10/04/2011 0.16 32.0
Time: 13:52:34 0.12 24.0

-

SUPERVISOR NAME: 0.08 / 1H= 4
KIRK L KIMBALL 0.041 8.0
0.00 0.0

SOLUTION LOT #: GUTH 11050 0 S 10 15 20 25 30
SOLUTION CONCENTRATION: 0.100 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 13:53 0.12 24.0
CALIBRATION CHECK PASSED 13:53 0.08 Il 16.0
SIMULATOR VAPOR 33.8°C 0.102 13:54 56411 5.6
SIMULATOR VAPOR 33.8°C 0.102 13:55 g / g

SIMULATOR VAPOR 33.8°C 0.102 13:56 - s - 15 20 25 B

SIMULATOR VAPOR 33.8°C 0.103 13:57 0.20 40.0
SIMULATOR VAPOR 33.8°C 0.103 13:58 0‘16 32'0
SIMULATOR VAPOR 33.8°C 0.103 13:59 : ’
SIMULATOR VAPOR 33.8°C 0.102 14:00 0.12 24.0
SIMULATOR VAPOR 33.7°C 0.102 14:01 0.08/-f 16.0
SIMULATOR VAPOR 33.8°C 0.102 14:02 0.04 ,l 8.0
SIMULATOR VAPOR 33.8°C 0.102 14:03° 0.00 0.0

BLANK TEST 0.000 14:04 0 5 10 15 20 95 30
0.20 40.0
Average = 0.102 0.16 32.0
Std Dev = 0.000 ) _,\,a‘cc ” 0.12 24.0
;M\l S CL\@L\ 0. 08 |- 16.0

o il » |

L':/ /;(/ 0.04 4 8.0
. b ( 0.00 0.0

v'\’\ 0 5 10 15 20 25 30
. 0.20 40.0
( 0.16 32.0
0.12 24.0
0.08 |- 16.0
0.04[7 8.0
0.00lL 0.0

0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08|-f 16.0
0.04f 8.0
0.00 0.0

0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 f-f-~- 16.0
0.04/4 8.0
0.00 0.0
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0.20 40.0
0.16 : 32.0
0.12 24.0
0.08|-f~ 16.0
0.04 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08-f 16.0
0.04} 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12|- 24.0
0.08-f 16.0
STATE OF VERMONT 0.04[ 8.0
' 0.00lL 0.0
DataMater DMT: 100139 ) 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 10/04/2011 0.16 32:0
Time: 14:21:14 0.12 24.0
ok
SUPERVISOR NAME: 0- 081 S
KIRK L KIMBALL ' 0.044 8.0
0.00 0.0
SOLUTION LOT #: 11-39-100 o s 4 15 20 23 30
SOLUTION CONCENTRATION: 0.100 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 14:22 0.12 24.0
CALIBRATION CHECK PASSED 14:22 0.08[-f~ 16.0
SIMULATOR VAPOR 33.8°C 0.101 14:22 5. 540 g
SIMULATOR VAPOR 33.8°C 0.101 14:23 5. 5611 5.
SIMULATOR VAPOR 33.8°C 0.102 14:24 IR 5 10 15 20 25 30
SIMULATOR VAPOR 33.8°C 0.101 14:25 0.20 40.0
SIMULATOR VAPOR 33.8°C 0.101 14:26 §. 18 35
SIMULATOR VAPOR 33.8°C 0.102 14:27 ’ o
SIMULATOR VAPOR 33.8°C D.302 14:28 | 912 2419
SIMULATOR VAPOR 33.8°C 0.101 14:30 0.08|-f~ 16.0
SIMULATOR VAPOR 33.8°C 0.101 14:31 0.04|] 8.0
SIMULATOR VAPOR 33.9°C 0.102 14:32 0.00 0.0
BLANK TEST 0.000 14:33 0 5 10 15 20 25 30
0.20 40.0
Average = 0.101 0.16 32.00
Std Dev = 0.000 2L 0.12[= 54.0
W\ art L/\ 0.08/|-f 16.0
> B 0.04} 8.0
e ¢,4 Al 0.00 0.0
/2 0 5 10 15 20 25 30
i¢ 0.20 40.0
0.16 : 32.0
0.12 24.0
0.08[-f 16.0
0.04[ 8.0
0.00 0.0
0 5 10 15 . 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08|-f 16..0
0.04} 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 : 32.0
0.12 24.0
0.08| 16.0
0.04{F 8.0
0.00 ‘ 0.0
0 5 10 15 20 25 30
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DIAGNOSTIC RESULT

DataMaster DMT:100139
Location:

Calibration Date: 09/26/2011
Certification Date:09/28/2011
Installation Date:

Test Date: 10/04/2011
Test Time: 14:11:19

VERSIONS

DMT: 1.00

PIC: 2.05
Modem: 2.1
Questions: 2.0

TEMPERATURES

‘Sample Chamber = 48.8°C
Breath Tube = 47.6°C
Digital Sim = 33.8°C
SETTINGS

Lamp Voltage = 1.80 V
Cooler Voltage = 1.69 V
Bias Voltage =80V
Chopper Freg = 536 Hz

PUMP INFO
Flow Rate = 6.342 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0183 0.0217
MIN (V) 0.0167 0.0207

FILTER INFO

Filter 1 0.021 Zero = true
Filter 2 0.368 Zero = true
Filter 3 1.003 Zero = true

CALIBRATION CHECK
Xq = 0.082 0.11%

DMT Serial Number #100139 Page 1 of 1
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SECTION 6

ERROR REPORTS




DIAGNOSTIC RESULT

DataMaster DMT:100139
Location:

Calibration Date: 09/26/2011
Certification Date:
Installation Date:

Test Date: 09/27/2011
Test Time: 07:57:10

VERSIONS

DMT: 1.00

PIC: 2.05
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

o
IS
w o ©
L
aQaQa

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freqg

PUMP INFO
Flow Rate = 6.298 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0108 -0.0067
MIN(V) -0.0124 -0.0081

FILTER INFO

Filter 1 -0.008 2Zero = true
Filter 2 0.340 Zero = true
Filter 3 0.965 Zero = true

CALIBRATION CHECK
Xq = 0.082 0.00%

DMT Serial Number #100139 Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:100139
Location:

Calibration Date: 09/26/2011
Certification Date:
Installation Date:

Test Date: 09/27/2011
Test Time: 10:04:44

VERSIONS

DMT: 1.00

PI€: 2.05
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

o
S
~
(&)

o o
Qo

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

o

PUMP INFO
Flow Rate = 6.414 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0163 -0.0130
MIN(V) -0.0185 -0.0142

FILTER INFO

Filter 1 -0.013 Zero = true
Filter 2 0.335 Zero = true
Filter 3 0.959 Zero = true

CALIBRATION CHECK
Xq = 0.083 1.06%

DMT Serial Number #100139 Page 1 of 1
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0.10 40.0
0.08 32.0
0.06 24.0
0.04 . 16.0
0. 02 - 8.0
0.00Z 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |- 8.0
P 0.00 0.0
T g e e 0 5 10 15 20 25 30
- o 0.10 40.0
0.08| 32.0
ACCURACY & PRECISION REPORT 0.06 24.0
0.04 16.0
STATE OF VERMONT 0. 08 e .
0.00 0.0
DataMater DMT: 100139 0 5 10 15 20 25 30
—————————————— e 0.10 40.0
Date: 09/27/2011 0.08 32.0
Time: 10!15:18 0.06 24.0
SUPERVISOR NAME: 0.04 =
STEVEN R MERRILL 0.02| == 8.0
0.00 0.0
SOLUTION LOT #: 12-14-020 @ 2 19 12 29 28 30
SOLUTION CONCENTRATION: 0.019 Gl b
__________________________________________ . 0.08 32.0
BLANK TEST 0.000 10:16 0.06 24.0
CALIBRATION CHECK PASSED 10:16 0.04 16.0
SIMULATOR VAPOR 33.6°C 0.020 10:16 Al g
SIMULATOR VAPOR 33.7°C 0.020 10:17 0'00 o . o.o
SIMULATOR VAPOR 33.6°C 0.020 10:18 N s oS 15 pom v 30
SIMULATOR VAPOR 33.7°C 0.020 10:19 10 SO
SIMULATOR VAPOR 33.7°C 0.020 10:20 o.oe 32'0
SIMULATOR VAPOR 33.6°C 0.020 10:21 : :
SIMULATOR VAPOR 33.6°C 0.020 10:22 0.06 24.0
SIMULATOR VAPOR 33.6°C 0.020 10:23 0.04 16.0
SIMULATOR VAPOR 33.7°C 0.020 10:24 0.02 |- 8.0
SIMULATOR VAPOR 33.7°C 0.020 10:25 0.00 0.0
BLANK TEST 0.000 10:26 0 5 10 15 20 25 30
0.10 40.0
Average = 0.020 0.08 32..0
Std Dev = 0.000 0.06 5 24.0
0.04 16.0
0.02 — 8.0
0.00 0.0
0 5 10 15 20 25 30
1 = | 0.10 40.0
A '<_,4f~——
L\ Oc\\y\\ 0.08 320
0.06 124.0
0.04 16.0
0102 [ 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 - 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0. 02 |y » 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 : 24.0
0.04 16.0
0.02 |~z . 8.0
0.00 : 0.0
0 5 10 15 20 25 30
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0. 20 40.0
D16 320
0.12 24.0
0. 08 {—zsmss 16.0
0.04|f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08 |z 16.0
0.04 8.0
0.00lL 0.0
o 5 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0. 08 |- 16.0
STATE OF VERMONT 0.04|f 8.0
0.00 0.0
DataMater DMT: 100139 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 09/27/2011 0.16 32.0
Time: 10:31:05 0.12 24.0
SUPERVISOR NAME: oy = "
STEVEN R MERRILL 0.049 8.0
0.00 0.0
SOLUTION LOT #: 12-16-080 i 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 G20 ——
__________________________________________ 0.16 32.0
BLANK TEST 0.000 10:31 0.12 24.0
CALIBRATION CHECK PASSED 10:32 0.08 16.0
SIMULATOR VAPOR 33.6°C 0.081 10:32 o vl X3
SIMULATOR VAPOR 33.6°C 0.080 10:33 o oolt 5.8
SIMULATOR VAPOR 33.7°C 0.080 10:34 oS % 15 iE 56 " 56
SIMULATOR VAPOR 33.7°C 0.081 10:35 5 BE .
SIMULATOR VAPOR 33.7°C 0.080 10:36 0. 16 950
SIMULATOR VAPOR 33.6°C 0.080 10:37 ) ;
SIMULATOR VAPOR 33.6°C 0.081 10:39 0.12 : B0
SIMULATOR VAPOR 33.7°C 0.081 10:40 0.08 = 16.0
SIMULATOR VAPOR 33.7°C 0.081 10:41 0.04| 8.0
SIMULATOR VAPOR 33.7°C 0.080 10:42 0.00 0.0
BLANK TEST 0.000 10:43 0 5 10 15 20 25 30
0.20 40.0
Average = 0.080 0.16 - 32.0
Std Dev = 0.000 0.12 24.0
0. 08 |- 16.0
0.04f : 8.0
0.00 0.0
0 5 10 15 20 25 30
L\ 0‘\)31)% 5t 0.20 40.0
0.16 32.0
0.12 24.0
0. 08 |pm 16.0
0.04 8.0
0.00 ‘ 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 832.0
0.12 24.0
0.08 |- 16.0
0.04f 8.0
0.00lL 0.0
0 5 10 15 20 25. 30
0.20 g 40.0
0.16 32.0
0.12 24.0
0. 08 [z 16.0
0.04(F 8.0
0.00 0.0
0 5 10 15 20 25 © 30
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0.30 40
0.20 26
0.10 ]f 13
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
[
0.10 13
|
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
ACCURACY & PRECISION REPORT
0.10 [ 13
STATE OF VERMONT |
0.00 0
DataMater DMT: 100139 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.30 40
Date: 09/27/2011 ;
Time: 10:48:50 0.20 26.
SUPERVISOR NAME: 0.10 f 13.
STEVEN R MERRILL
0.00 0
SOLUTION LOT #%: 12-12-160 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.161 0.30 40.
BLANK TEST 0.000 10:49 0.20 26,
CALIBRATION CHECK PASSED 10:49 ‘ T
SIMULATOR VAPOR 33.7°C 0.162 10:50 0-1017 pt
SIMULATOR VAPOR 33.6°C 0.161 10:51 v o
SIMULATOR VAPOR 33.6°C 0.162 10:52 - 5 16 15 s 5 30
SIMULATOR VAPOR 33.6°C 0.162 10:53 050 po
SIMULATOR VAPOR 33.7°C 0.162 10:54
SIMULATOR VAPOR 33.7°C 0.162 10:55 0.20 26
SIMULATOR VAPOR 33.7°C 0.162 10:57
SIMULATOR VAPOR 33.7°C 0.162 10:58 TR 2
SIMULATOR VAPOR 33.6°C 0.162 10:59 /
SIMULATOR VAPOR 33.7°C 0.162 11:00 0.00 0.
BLANK TEST 0.000 11:01 0 5 10 15 20 25 30
0.30 40.
Average = 0.161
Std Dev = 0.000 0.20 26.
0.10 [f 13
0.00 0.
0 5 10 15 20 25 30
L\ 09 }"\V\ s~ 0.30 40.
0.20 26
0.10 [ 13
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
0.10 l[ 13
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
0.10 ][ 13
0.00 0
0 5 20 . 15 20 25 30
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0.50 40.0
0.40 s 32.0
0.30 fj 24.0
0.20 f 16.0
0.10l} 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0.40|zzu 32.0
0.30[-f 24.0
0.20 ],' 16.0
0.10|f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0. 40 |-zmimm 32.0
ACCURACY & PRECISION REPORT 0.30/- 24.0
0.20{} 16.0
STATE OF VERMONT 0.10}f 8.0
0.00 0.0
DataMater DMT: 100139 0 5 10 15 20 25 30
———————————————————————————————————————— 0.50 40.0
Date: 09/27/2011 0.40]~ 32.0
Time: 11:05:05 0.30 ’l 24.0
I
SUPERVISOR NAME: Ut | 4.4
STEVEN R MERRILL 0.10{f 8.0
0.00 0.0
SOLUTION LOT #: 12-15-400 4 2 = 15 20 25 20
SOLUTION CONCENTRATION: 0.400 0.50 40.0
__________________________________________ 0. 40 |- =-132.0
BLANK TEST 0.000 11:05 0.30-f 24.0
CALIBRATION CHECK PASSED 11:06 0.20 ,’ 16..0
SIMULATOR VAPOR 33.6°C 0.402 11:06 61501 -
SIMULATOR VAPOR 33.6°C 0.402 11:08 6. o8 / g
SIMULATOR VAPOR 33.7°C 0.403 11:09 o 5 10 15 20 25 36
SIMULATOR VAPOR 33.6°C 0.401 11:10 0.50 40.0
SIMULATOR VAPOR 33.7°C 0.403 11:11 0‘40 32.0
SIMULATOR VAPOR 33.6°C 0.403 11:13 = : :
SIMULATOR VAPOR 33.7°C 0.403 11:14 0.30[ 24.0
SIMULATOR VAPOR 33.7°C 0.403 11:15 0.20} 16.0
SIMULATOR VAPOR 33.7°C 0.401 11:17 0.10(f 8.0
SIMULATOR VAPOR 33.6°C 0.402 11:18 0.00 0.0
BLANK TEST _ 0.000 11:19 0 5 10 15 20 25 30
0.50 40.0
Average = 0.402 0.40| e 2.0
Std Dev = 0.000 0.30 l’ 24.0
0.20f} 16.0
l x
0.10| 8.0
. 1 0.00 0.0
L\ O] aqli,\ S~ 0 5 10 15 20 25 30
0.50 40.0
0. 40 |-z 32.0
0.30f 24.0
[
0.20 | 16.0
0.10 i) 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40 — 32.0
0.30 | 24.0
0.20 | 16.0
0.10 T 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40 o 32.0
0.30 ', » 24.0
0.20} 16.0
0.10(f 8.0
0.00 0.0
0 5 10 15 20 25 30
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0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 | : 8.0
0.00 0.0

0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0. 02 |-z 8.0
0.00 0.0

0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
ACCURACY & PRECISION REPORT 0.06 24.0
0.04 16.10
STATE OF VERMONT 0. 02 [z 8.0
) 0.00 0.0

DataMater DMT: 100139 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.10 40.0
Date: 09/27/2011 0.08 32.0
Time: 14:37:42 0.06 24.0
SUPERVISOR NAME: 0.04 e
KIRK L KIMBALL 0.02 | z== 8.0
0.00 0.0

SOLUTION LOT #: 12-14-020 g 5 L9 15 an =3 20
SOLUTION CONCENTRATION: 0.019 0.10 0.9
__________________________________________ 0.08 32.0
BLANK TEST 0.000 14:38 0.06 24.0
CALIBRATION CHECK PASSED 14:38 0.04 16.0
SIMULATOR VAPOR 34.0°C 0.019 14:38 Y e -
SIMULATOR VAPOR 33.9°C 0.020 14:40 o‘oo f— e

SIMULATOR VAPOR 34.0°C 0.020 14:41 0 5 1o 15 20 25 30

SIMULATOR VAPOR 34.0°C 0.020 14:42 0.10 40,0
SIMULATOR VAPOR 34.0°C 0.020 14:43 o'oe 32'0
SIMULATOR VAPOR 33.9°C 0.020 14:44 ) :
SIMULATOR VAPOR 33.9°C 0.020 14:45 0.06 24.0
SIMULATOR VAPOR 34.0°C 0.020 14:46 0.04 16.0
SIMULATOR VAPOR 33.9°C 0.020 14:47 0. 02 |- 8.0
SIMULATOR VAPOR 33.9°C 0.020 14:48 0.00 0.0

BLANK TEST 0.000 14:49 0 5 10 15 20 25 30
010 4.0.0
Average = 0.019 ‘ 0.08 32.0
Std Dev = 0.000 0.06 24.0
\ 0.04 : 16.0

. 4

L L “ 0.102 = 8.0
T "YJ 1 0.00 0.0

1, 0 5 10 15 20 25 30
q° 0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |-z 8.0
0.00 0.0

0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 - 24.0
0.04 16.0
0.02 s 8.0
0.00 _ 0.0

0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |- 8.0
0.00 0.0

0 5 10 15 20 25 30
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0.20 40.0
0.16 32.0
0.12 24.0
N1 | Ee—— 16.0
0.04| 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 320
0.12 24.0
0.08 |- 16.0
0.04 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0. 08 - 16.0
STATE OF VERMONT 0.04|f 8.0
0.00 0.0
DataMater DMT: 100139 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 09/27/2011 0.16 32.0
Time: 14:54:21 0.12 24.0
SUPERVISOR NAME: o = = 150
KIRK L KIMBALL 0.04 8.0
0.00 0.0
SOLUTION LOT #: 12-16-080 0 & . 15 20 £ ity
SOLUTION CONCENTRATION: 0.080 0.20 s
__________________________________________ 0.16 32.0
BLANK TEST 0.000 14:55 0.12 24.0
CALIBRATION CHECK PASSED 14:55 0.08l= 16.0
SIMULATOR VAPOR 34.0°C 0.082 14:55 0.0 iforr g
SIMULATOR VAPOR 34.0°C 0.082 14:56 . / b0
SIMULATOR VAPOR 34.0°C 0.082 14:57 B 5 10 15 20 25 30
SIMULATOR VAPOR 34.0°C 0.082 14:59 0.20 40.0
SIMULATOR VAPOR 34.0°C 0.082 15:00 0‘16 32‘0
SIMULATOR VAPOR 34.0°C 0.082 15:01 : ’
SIMULATOR VAPOR 34.0°C 0.082 15:02 0.12 24.0
SIMULATOR VAPOR 34.0°C 0.082 15:03 0.08 |- 16.0
SIMULATOR VAPOR 34.0°C 0.082 15:04 0.04} 8.0
SIMULATOR VAPOR 34.0°C 0.082 15:05 0.00 0.0
BLANK TEST 0.000 15:06 0 5 10 15 20 25 30
0.20 40.0
Average = 0.082 0.16 32.0
Std Dev = 0.000 0.12 24.0
0. 08 |-~z 16.0
L_l 0.04|+4 8.0
0 0.00 0.0
/’/// 0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08 [~ 16.0
0.04( 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 |- 16.0
0.04 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08 |7 16.0
0.04ff 8.0
0.00 ; 0.0
0 5 10 15 20 25 30
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CARMIN T
Wy G aws SETY

ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100139

Date: 09/28/2011
Time: 12:20:24

SUPERVISOR NAME:
KIRK L KIMBALL

SOLUTION LOT #: 12-14-020
SOLUTION CONCENTRATION: 0.019

BLANK TEST 0.000 12:21
CALIBRATION CHECK PASSED 12:21

Simulator Timed Out

DMT Serial Number #100139 Page 1 of 1 09/28/2011 12:22 PM




ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100139

Date: 09/29/2011
Time: 15:56:56

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 12-15-400
SOLUTION CONCENTRATION: 0.400

BLANK TEST 0.000 15:57
CALIBRATION CHECK PASSED 15:57

Simulator Timed Out
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0.50 40.0
0.40 32.0
0.30}f 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0. 40}z 32.0
0.30[4 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0.40 |- 32.0
ACCURACY & PRECISION REPORT 0.30 24.0
0.20 16.0
STATE OF VERMONT 0.10 8.0
0.00 0.0
DataMater DMT: 100139 0 5 10 15 20 25 30 35 40 45 -
S R e 5 S i o e e 0.50 40.0
Date: 09/29/2011 a8 [ 32.0
Time: 15:59:16 0.30 !l 24.0
1
SUPERVISOR NAME: P } 6.4
STEVEN R MERRILL 0.10y7 8.0
0.00 0.0
SOLUTION LOT #: 12-15-400 g - g 15 2a 28 30
SOLUTION CONCENTRATION: 0.400 9520 40.0
__________________________________________ 0.40 P 320
BLANK TEST 0.000 16:00 0.30 24.0
CALIBRATION CHECK PASSED 16:00 0.20 16.0
SIMULATOR VAPOR 33.9°C 0.391 16:00 0.10 g
SIMULATOR VAPOR 33.8°C 0.392 16:02 0'00' iy
SIMULATOR VAPOR 33.8°C 0.394 16:03 . :
0 5
SIMULATOR VAPOR 33.8°C 0.394 16:05 0.50 ° BB LoD A.... 40.0
SIMULATOR VAPOR 33.8°C 0.395 16:06 0'40 32‘0
SIMULATOR VAPOR 33.9°C 0.396 16:07 = ’
SIMULATOR VAPOR 33.8°C 0.397 16:09 0.30 24.0
SIMULATOR VAPOR 33.9°C 0.396 16:10 0.20 16.0
SIMULATOR VAPOR 33.9°C 0.396 16:11 0.10 8.0
SIMULATOR VAPOR 33.8°C 0.397 16:13 0.00 0.0
BLANK TEST 0.000 16:14 0 5 10 15 20 25 30 35 40 45
0.50 40.0
Average = 0.394 0.40 32.0
3 \ jo—
Std Dev 0‘4\' ug . w‘\\\ 0.30/] 24.0
' % ‘ ’ 0.20 16.0
ﬂ‘éo \45"\;3 0.10 8.0
= 0.00 0.0
]}"'\“ <sh— 0 5 10 15 20 25 30 35 40 45
0.50 40.0
Lq %) }0‘\“ SP~ 0.40| 32.0
0.30f 24.0
. i
V7% 0.20 16.0
/}.: ol 0.104 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40“";"# 32.0
0.30}-f 24.0
0.20}4 16.0
0.10(f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 7 40.0
0440 |z 32.0
0.304 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0] 5 10 15 20 25 30 35 40 45
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100139

Date: 10/03/2011
Time: 14:28:39

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 12-16-080
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 14:29
CALIBRATION CHECK PASSED 14:29

Simulator Timed Out

DMT Serial Number #100139 Page 1of 1 10/03/2011 2:30 PM




