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SECTION 1

RESULTS
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Packing List
From: National Patent Analytical Systems Inc. Cust No. I VT1678J Ord Date 10/14/11 Ship Date| 10/31/11
Sales Order No. 44867 Packing List No. 691 66

2090 Harrington Mem. Rd., Mansfield, Ohio 44903
Cust Purch Ord No. KIRK KIMBALL
Bill To:

Ship To:
Vermont Dept of Health

Vermont Dept of Health
R R e i T e 25.00

717>9A57‘(-2;I;1ester Avenue P O Box 70
Burlington Vt 05401 Burlington vt 05402 reight
Attn: Ship Via FedEx
Comments Service for Instrument Serial Number 100155
Inv Part No | Quantity This Back |Total Ship|Description
Ordered | Shipment | Ordered | To Date ]@stomer Part No. [Drawing Part No. / Rev |
9DMT 1.0 1 1.0 DATAMASTER DMT SERVICE RETURN |
S/N100155 None Given No Draw # / NONE
Serial Nos. I




15, adnt

| % National Patent izl
Analytical Systems, Inc.

On this date [ / ' L}/ ” , NPAS received instrument # ! COl5 5

The instrument was sent from the Vermont Department of Health (VDH) so that
NPAS could install updated software as well as inspect the instrument. At NPAS’
request VDH provided copies of the Technical Support Inquiries (TSI) regarding the
instrument. The calibration history of the instrument remained in the instrument so
that NPAS could review its history.

NPAS examined the internal configuration of the instrument and did / ﬁnd
physical manipulation or tampering of the components located within the instrument

itself.

NPAS did performance and accuracy checks on a certified 0.100 ethanol standard.

NPAS found that the instrument passe@e performance and accuracy ch@s2
: SESULTS 40

NPAS reviewed the instrument as to its DataMaster DMT Inspection, QA and
Conformance Testing Procedure and the instrument @Eﬂ / did not perform
within its procedure.

NPAS examined the calibration records and did 4did not o t observe anomalies.
NPAS testing indicates that there is no reason why this instrument would not have

performed accurately and reliably in the field.

Print Name of Evaluator: M-’-CL‘ cel } G J“ V Jr i

Signature of Evaluator and Date: Z’%L’, ;’/ /k’/ﬁ/z-“él/ /L . 4 d/ + 5/'}
/ // 4

Print Name of Reviewer: D Aus LADOrSK )

Signature of Reviewer and Date: ABM /M /d(/?/,//
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DataMaster DMT Serial Number 100155

= c ‘ " T 7 . 1 . ‘ I
o In-House & 2nd Source .5 o i o < o % o "
=) Calibration Check SE b &2 < o & 2 & 2 2 2 2
b= -
g 22 | wisT Result | 22 § =8z | 52| £% |83z |8Sz|8S5|82%
o < 3 0 E D @ S°9Q s T s T S°Q|leceQ |28 |aS@
o Oow |Temp.°C| Lot.# | (9/210L) | & < O c £ o £ c £ cEWll |cocEl |cEW | cEW
(l/j c,/;ll C),«'I- }L..l.‘;qg' )’2,1 | ,_..( C,, LTH ‘:s-q:i(, 4\""90 ;/7- 3-1) ]SO f’b \Qo\l. e (,’ (']() ;)L ('(}«\of'(— |u;,* /(.)O')'
‘,;__ /,7-4154{",’ Bt = (1050 -3 01 é_.\\) V4 - e W \sv_\v\ (- 31 [,‘.3';/,[ ,f,:' c/ uloq[x« //4(::(:
= //'3 5{‘”7( " A ‘,4/\ "'{wa\!"" i)l Q- 4/5/ 7 //:3',1\ < j/-3~1 <p— 2L
TIPS 0.094 W ' e B~ > am R~ St~
Y o°C | 1222100 | %z = : N7
SH.0 C |j2e2zov| e, = R i\lo‘ﬂ’n ' V.
= In-House & 2nd Source
> > , @ ibrati
:E- - 2 o %- " 2 5 ‘E- - 3 Calibration Check
© ¥* @ ¥* @ ¥* © © ¥ €
o = o o = o = o = < = NIST Result
£ 3 £ 38 £ 8 £ 3 £ 38 ® 0 0
4 i pr 4 i i oo |Temp°C| Lot.# | (g/210L)
2= \\) oq'\v\ i\ m\u \\\m\\\ l/ef pLzrc IS IS T - o
ot , 1 e 1/e/y | Hot |Gt | s,
(1411 ~i— <~ P~ | g /" eSO | 2
v— i e P <}~ e
T e | #5055 L i A° | 1272240p) &1 \S°
" 2,0« nlo&iu <~
st

Notes: e up dtewd¢ 2 li-2-1l g gh—
CC{\;\O rede i um (l) O\t

P ST TEw

. 234 °C pure 11-3-01 S

H,0 Selutron PET ST ewe = 235 ¢ £ (/=3-u S~
o z ) SOl v
Analyst: “\‘t“c’\\\\ Reviewer: Q%( E/’ “\! Y ' H Reviewer: %/1// //”f//{/// L 7

a =2

\J




DataMaster DMT Serial Number 100155

Operator Date GC Value DMT Average StdDev % Recovery
KLK 11/4/2011 0.020 0.019 0.000 95
KLK 11/4/2011 0.081 0.080 0.000 98
KLK 11/4/2011 0.163 0.161 0.000 98
KLK 11/4/2011 - 0.407 0.397 0.001 97
SRM 11/4/2011 0.020 0.019 0.000 95
SRM 11/4/2011 0.081 0.080 0.000 98
SRM  11/4/2011 0.163 0.160 0.000 98
SRM - 11/4/2011 0.407 0.395 0.000 97
SRM 11/7/2011 0.020 0.019 0.000 95
SRM 11/7/2011 0.081 0.080 0.000 98
SRM 11/7/2011 0.163 0.162 0.000 99
SRM 11/7/2011 0.407 0.400 0.000 98
SRM 11/7/2011 0.020 0.020 0.000 100
SRM 11/7/2011 0.081 0.080 0.000 98
SRM 11/7/2011 0.163 0.161 0.000 98
SRM 11/7/2011 0.407 0.397 0.000 97
KLK 11/8/2011 0.020 0.020 0.000 100
KLK 11/8/2011 0.081 0.080 0.000 98
SRM 11/8/2011 0.163 0.161 0.000 98
SRM 11/8/2011 0.407 0.398 0.000 97

Average 0.0001 98
Std Dev 0.0002 FEEEEE
Range 95-100

Linearity
0.450 ‘

0.400 e i ‘ et /
0.350 : = ‘
0.300 — s i /
0.250 : : e : :
0.200 , : /
0150 £ = ‘ / ' : : : o
0.100 +———— / ‘
0.050 // | i e
0.000 S i , 5 |

0.000 0.050 0.100 0.150 0.200 0.250 0.300 0.350 0.400 0.450
DMT Results y = 1.0249x - 0.0008

R? = 0.9999

GC Values
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Log On Record Histor ool

g y 11/08/2011
Test Test Name
Date Time

11/02/2011 11:44:19 Kirk Kimball

11/02/2011 11:52:35 Kirk Kimball

11/02/2011 13:45:02 Kirk Kimball

11/03/2011 06:51:43 Kirk Kimball

11/03/2011 08:08:31 Kirk Kimball

11/03/2011 08:28:16 Steven Merrill

11/03/2011 09:36:56 | Kirk Kimball

11/03/2011 11352:21 Kirk Kimball

11/03/2011 13:18:40 Kirk Kimball

11/03/2011 14:06:06 Kirk Kimpall

11/03/2011 16:11:19 Kirk Kimball

11/04/2011 07:06:29 Kirk Kimball

11/04/2011 10:34:18 Steven Merrill

11/04/2011 13:07:03 Steven Merrill

11/07/2011 08:23:43 Steven Merrill

11/07/2011 08:47:16 Steven Merrill

11/07/2011 11:27:23 Steven Merrill

11/07/2011 13212231 Steven Merrill

11/08/2011 07:49:41 Kirk Kimball

11/08/2011 08:31:55 Kirk Kimball

11/08/2011 09:53:00 Steven Merrill

11/08/2011 10:16:57 Kirk Kimball

11/08/2011 15:48:39 Kirk Kimball

11/08/2011 16:04:42 Kirk Kimball

11/08/2011 16:25:08 Kirk Kimball

DMT Serial Number #100155 Page1of 1 11/08/2011 4:25 PM



SECTION 2

POWER UP TESTS



DIAGNOSTIC RESULT

DataMaster DMT:100155

Location:

Calibration Date:
Certification Date:
Installation Date:

Test Date: 11/03/2011
Test Time: 08:28:29
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.2

Questions: 2.0
TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = 47.9°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.79 Vv
Cooler Voltage = 1.72 V
Bias Voltage =80 V
Chopper Freq = 544 Hz

PUMP INFO

Flow Rate = 5.630 L/M

DETECTOR INFO
PUMP ON

MAX (V) 0.0120
MIN (V) 0.0104

FILTER INFO

Filter 1 0.015 Zero
Filter 2 0.300 Zero
Filter 3 0.528 Zero

OFF
0.0154
0.0138

true
true
true

o

CALIBRATION CHECK

Xq = 0.083 0.

10%

DMT Serial Number #100155 Page 1 of 1

11/03/2011 8:29 AM



CALIBRATION REPORT

DataMaster DMT:100155
Calibration Date: 11/03/2011

Calibrated by: KIRK L KIMBALL

Lot: 11-37-100 '

Ca = 0.100

CAL = 0.974548 0.800 = CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.005 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xq = 0.082 0.050 <= Xq < 0.200
a2l = 1.191271 1.050 <= a2l < 1.300
a3l = 0.543096 0.300 <= a3l < 0.800
Performed by P A2

DMT Serial Number #100155

Date

Page 1 of 1

11/03/2011

11/03/2011 11:57 AM



DIAGNOSTIC RESULT

DataMaster DMT:100155
Location:

Calibration Date: 11/03/2011
Certification Date:
Installation Date:

Test Date: 11/03/2011
Test Time: 11:58:03

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 47.1°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.79 Vv
Cooler Veoltage = 1.72 V
Bias Voltage =80V
Chopper Freg = 544 Hz

PUMP INFO
Flow Rate = 5.621 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0187 0.0220
MIN (V) 0i- 10259 0.0201

FILTER INFO

Filter 1 0.021 Zero = true
Filter 2 0.305 Zero = true
Filter 3 0.524 Zero = true

CALIBRATION CHECK
Xg = 0.082 0.42%

DMT Serial Number #100155 Page 1 of 1

11/03/2011 12:00 PM



0.20 40.0
0.16 32.0
0.12 24.0
0.08 [~ ; 16.0
0.04 | 8.0
0.00 : 4 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
G B o 24.0
0.08 |-~ 16.0
0.04ff 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 : 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0. 12 e 24.0
0.08|-f 16.0
 STATE OF VERMONT 0.04}f 8.0
0.00 0.0
DataMater DMT: 100155 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 11/03/2011 0.16 32.0
Time: 12:02:22 0.12 24.0
"“"‘;
SUPERVISOR NAME: 0- 081 5.0
KIRK L KIMBALL 0.0419 8.0
0.00 0.0
SOLUTION LOT #: GUTH 11050 a = L0 135 i “ 50
SOLUTION CONCENTRATION: 0.100 G.20 8.9
e i A i A R 0.16 32.0
BLANK TEST 0.000 12:03 L B —Hé6 O ————— 24.0
CALIBRATION CHECK PASSED 12:03 0.08 Ir*- 16.0
SIMULATOR VAPOR 33.9°C 0.099 12:03 6. 08 b &
SIMULATOR VAPOR 34.0°C 0.099 12:04 580 ! & &
SIMULATOR VAPOR 33.9°C 0.099 12:05 ™ 5 10 15 20 25 30
SIMULATOR VAPOR 33.9°C 0.099 12:06 5. 5% 6.5
SIMULATOR VAPOR 34.0°C 0.099 12:07 0'16 32.0
SIMULATOR VAPOR 34.0°C 0.100 12:09 : :
SIMULATOR VAPOR 34.0°C 0.100 12:10 el . B
SIMULATOR VAPOR 34.0°C 0.100 12:11 0.08 |- 16.0
SIMULATOR VAPOR 34.0°C 0.100 12:12 0.04 ,l 8.0
SIMULATOR VAPOR 33.9°C 0.100 12:13 0.00 ) 0.0
BLANK TEST 0.000 12:14 0 5 10 15 20 25 30
4 0.20 40.0
Average = 0.099 0.16 32.0
Std Dev = 0.000 ; ) 0.12 24.0
,,'3-’\ e 0.08 [~f~ 16.0
J L & ’l
o3 G G 0.04 1 8.0
2 : CV‘, 0.00 0.0
TR 2 0 5 10 15 20 25 30
= 24 0.20 40.0
0.16 32.0
0.12 24.0
0.08 |~f~ 16.0
0.04} 8.0
0.00 0.0
0 5 10 15 20 25 30
©0.20 40.0
0.16 32.0
0.12 24.0
0.08 [‘ 16.0
0.044 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 l’ 16.0
0.04[f 8.0
0.00 0.0
0 5 10 15 20 25 30

DMT Serial Number #100155 . Page 1 of 1 11/03/2011 12:15 PM



0.20 40.0
0.16 32.0
0.12 24.0
0.08|~f~ 16.0
0.04f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08|-f~ 16.0
0.04[ 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0.08|~f~ 16.0
STATE OF VERMONT 0.04}f 8.0
0.00 ; 0.0
DataMater DMT: 100155 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 11/03/2011 0.16 30. 0
Time: 13:20:23 ) 0.12 % 24.0
e
SUPERVISOR NAME: 0-081f 649
KIRK L KIMBALL 0.0414 8.0
0.00 0.0
SOLUTION LOT #: 12-22-100 o 5 A0 15 a0 =5 0
SOLUTION CONCENTRATION: 0.101 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 13:21 0.12 24.0
CALIBRATION CHECK PASSED 13:21 0.08|f 16.0
SIMULATOR VAPOR 33.9°C 0.099 13:21 0.0al1 & 5
SIMULATOR VAPOR 33.9°C 0.099 13:22 o'ool g
SIMULATOR VAPOR 33.9°C 0.099 13:23 - 5 10 F 0 R i
SIMULATOR VAPOR 33.9°C 0.100 13:24 0.20 460
SIMULATOR VAPOR 34.0°C 0.100 13:26 0’16 32.0
SIMULATOR VAPOR 33.9°C 0.100 13:27 ’ :
SIMULATOR VAPOR 33.9°C 0.100 13:28 0.12f—=— S
SIMULATOR VAPOR 33.9°C 0.100 13:29 0.08|-f 16.0
SIMULATOR VAPOR 34.0°C 0.100 13:30 0.04 ; 8.0
SIMULATOR VAPOR 33.9°C 0.100 13:31 0.00 0.0
BLANK TEST 0.000 '13:32 0 5 10 15 20 25 30
0.20 40.0
Average = 0.099 0.16 32,0
Std Dev = 0.000 . 0.12 24.0
bu-rb t}L- 0.08|f— 16.0
i hE ) 0.04f 8.0
) 0.00 : 0.0
- o
/' Y o 0 5 10 15 20 25 30
! 0.20 40.0
0.16 32.0
0.12 24.0
0.08|-f 16.0
0.04[ 8.0
0.00 : 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 |~f 16.0
0.04f 8.0
0.00 v 0.0
0 5 10 15 20 25 30
0.20 ' 40.0
0.16 32.0
0.12 24.0
0.08 l’ 16.0
0.04f 8.0
0.00 0.0
0 5 10 15 20 25 30

DMT Serial Number #100155 Page 1 of 1 11/03/2011 1:34 PM



DIAGNOSTIC RESULT

DataMaster DMT:100155

Location:

Calibration Date:

11/03/2011

Certification Date:

Installation Date:

Test Date:
Test Time:

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO

11/03/2011
14:06:07

o
S
+
l—l'
Q

1.79 v
1.72 v
80 V

544 Hz

[ T T

Flow Rate = 5.727 L/M

DETECTOR INFO
PUMP ON

" MRX (V) 0.0193
MIN (V) 0.0179

FILTER INFO

Filter 1 0.023 2Zero
Filter 2 0.310 Zero
Filter 3 0.534 Zero

OFF
0.0228
0.0215

true
true
true

o

CALIBRATION CHECK

Xg = 0.083 1.

06%

DMT Serial Number #100155 Page 1 of 1

11/03/2011 2:07 PM



CERTIFICATION REPORT

DataMaster DMT: 100155

Calibration Date:  11/03/2011
Certification Date: 11/03/2011
Certified by: KIRK L KIMBALL
Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.2

Questions: 2.0

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 48.1°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.79 v
Cooler Voltage = 1.72 V
Bias Voltage =80V
Chopper Freq = 544 Hz

PUMP INFO
Flow Rate = 5.717 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0195 0.0226
MIN (V) 0:0177 0.020°
FILTER INFO

Filter 1 0.021 Zero =
Filter 2 0.308 2Zexo =
Filter 3 0.531 Zero =

CALIBRATION CHECK
Xq = 0.083 1.17%

DMT Serial Number #100155

true
true
true

paa sl
Ang UNTY

Options

OPTIONS
Units
Alcohol:cessovssssss T
Simulator
Tolerance Check..csssssos
Standard Type...... oo SUal T
NOMINAL o oceoip oue v si0 arewias .
Digital Simulator........
Subject
Ask QuestionsS.scecssvesss
Number of Tests....... —
Alcohol Display...sesssss
Volume Displayessceesecsses
Query Refusal..... B
COPLCS . ivecs e - v 7 aovrivi e
Simulator Before.........
Simulator Between........
Simulator After....cc....
Obserxvation Time........ .
Supervisor
Number of TestS.ceeeo.. fea
Calibration )
Standard Typ€...cccccceces
Nominal: s s e sae6 asine i
Nominal (Dry Gas) eeeeeeesn
Number of TestS....coeec..
Printerx
Printer Oh.vesvsssvos sl e
Software Configuration
Data Collection..........

Page 1 of 2

g/210L

yes
wet
0.100

Guth34CNP

yes
2
yves
yes
yes
3
yes
yes
no

11/03/2011 4:11 PM



Linearll_.y Check Resulg DMT L|neanty
True Value Reported Average Std Dev -
0.020 g/210L 0.019 g/210L 0.0000 .
Lot # 12-23-020 0.42
0.081 g/210L  0.080 g/210L 0.0000 w
Lot # 12-29-080 $£0.33
0.163g210L  0.161 g/210L 0.0000 C /
Lot # 12-20-160 & 0.25
0.407 g/210L 0.400 g/210L 0.0000 2
Lot # 12-25-400 = 0.17
R2=1 . " 0.08
0.00
0.00  0.08 0.17 0.25 0.33 0.42  0.50
Acetone Interference Test D ool s
Lot # 12-29-080A1
Interference Detected
0.20 ; : 0
Mouth Alcohol Test 0.18 Alcohol (g/210L) | 36.0
Mouth Alcohol Detected Elow Rate (L]
0.16 32.0
0.14 28.0
0,12 24.0
- 0,10 /\ 20.0
RF Detection Test /J \
Passed 0.08 { \/\ 16.0
0.06 / \ \ 12,0
0.04 ) ‘.{
0.02
0.00 I \ 0.
0 5 10 15 20 25 30
S l A 0.10 H : f f : 40.0
ample Acceptance Test - : ' '
Passed 0.09l- Alcohol (g/210L) 36.0
- Flow Rate(L/M) )
0.08 32.0
0.07 ‘ 28.0
0.06 24.0
0.05 20.0
0.04 w 16.0
0.03 12.0
0.02
CERTIFICATION PASSED [\J\\ \
0.01
0.00 ‘ X
0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by A Date 11/03/2011
Reviewed by Date \\\\53! i\

DMT Serial Num 155 Page 2 of 2 11/03/2011 4:11 PM




SECTION 3

LINEARITY TESTS



DIAGNOSTIC RESULT

DataMaster DMT:100155
Location:

Calibration Date: 11/03/2011
Certification Date:11/03/2011
Installation Date:

Test Date: 11/04/2011
Test Time: 07:06:30

VERSIONS

DMT: 1.01

PIC: 2:05
Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = 48.1°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage =1.79 V
Cooler Voltage = 1.72 V
Bias Voltage = 80 V
Chopper Freq = 544 Hz

PUMP INFO
Flow Rate = 5.756 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.014s8 0.0185
MIN (V) 0.0134 0.0171

FILTER INFO

Filter 1 0.017 Zero = true
Filter 2 0.303 Zero = true
Filter 3 0.521 Zero = true

CALIBRATION CHECK
Xg = 0.082 0.11%

DMT Serial Number #100155 Page 1 of 1

11/04/2011 7:08 AM



0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

ACCURACY & PRECISION REPORT

0.06

Time: 07:13:01

SUPERVISOR NAME:

BLANK TEST

SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

Average = 0.019
Std Dev = 0.000

DataMater DMT: 100155

Date: 11/04/2011

KIRK L KIMBALL

SOLUTION LOT #: 12-23-020
SOLUTION CONCENTRATION:

STATE OF VERMONT

CALIBRATION CHECK

0.020

0.000 07:13
PASSED 07:14
34.0°C 0.020 07:14
34.0°C 0.020 ©7:15
34.0°C 0.020 07:16
34.0°C 0.020 07:17
34.0°C 0.020 07:18
34.0°C 0.020 07:19
34.0°C 0.020 07:20
34.0°C 0.019 07:21
33.9°C 0.018 07:22
33.9° 0.020 07:23
0.000 07:24

YA

0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08
0.06
0.04

0.02
0.00

DMT Serial Number #100155
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0.20 ; 40.0
0.16 32.0
0.12 24.0
0508 o 16.0
0.04f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
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DIAGNOSTIC RESULT

DataMaster DMT:100155
Location:

Calibration Date: 11/03/2011
Certification Date:11/03/2011
Installation Date:

Test Date: 11/04/2011
Test Time: 10:04:55

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 48.1°C
Digital Sim = 34.2°C
SETTINGS

Lamp Voltage =1.79 Vv
Cooler Voltage = 1.72 V
Bias Voltage =80 V
Chopper Freq = 544 Hz

PUMP INFO
Flow Rate = 5.781 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V)  0.0234 0.0262
MIN(V)  0.0222 0.0242

FILTER INFO

Filter 1 0.025 Zero = true
Filter 2 0.312 Zero = true
Filter 3 0.551 Zero = true

CALIBRATION CHECK
Xg = 0.083 0.85%
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ACCURACY & PRECISION REPORT

DataMater DMT: 100155
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DIAGNOSTIC RESULT

DataMaster DMT:100155

Location:

Calibration Date: 11/03/2011 g ;
. . ; oot TN

Certification Date:11/03/2011 < g T e

Installation Date:

Test Date: 11/07/2011

Test Time: 08:23:45

VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.2

Questions: 2.0

TEMPERATURES

Sample Chamber = 49.1°C

Breath Tube = 48.1°C

Digital Sim = 0.0°C

SETTINGS

Lamp Voltage =1.79 Vv

Cooler Voltage = 1.72 V

Bias Voltage =80V

Chopper Freq = 545 Hz

PUMP INFO
Flow Rate = 5.837 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0329 0.0364
MIN (V) 0.0309 0.0352

FILTER INFO

Filter 1 0.036 Zero = true
Filter 2 0.320 Zero = true
Filter 3 0.541 Zero = true

CALIBRATION CHECK
Xg = 0.083 0.64%
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Fis

= L Dy

‘:\_R MDn :»‘:" A
o

Ay URTY

0.10
0.08
0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

ACCURACY & PRECISION REPORT:

0.06

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average =
Std Dev =

STATE OF VERMONT

BLANK TEST
CALIBRATION CHECK

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.019
0.000

DataMater DMT: 100155

Date: 11/07/2011
Time: 08:59:37

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 12-23-020
SOLUTION CONCENTRATION: 0.020

w
w
.

©

33.9
33.9

33.9
33.9
33.9

w w w
W w
w0 o (te]
©o 0 00000 00
[sReNeNeNeNeNe NN Xe!

33.

L

0.000
PASSED
0.020
0.020
0.020
0.020
0.020
0.020
0.019
0.019
0.020
0.019
0.000

LS “\Q,‘\\\/\ Shi—

0.04

0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.00

DMT Serial Number #100155

Page 1 of 1

0..02

0

0

0

s
Vi
0

0

0

0

0.02 |

8
0.

0

10

15

20

25 30

11/07/2011 9:11 AM

OO -

€ . e ®
(< = T o i = ]

o a oo

FE )
O © OO

%
O 0 0O

¥ ® s
O QO OO0

40.0
32.0

40.0
3z2.0

24.0
16.0

40.0
32.10

24.0
16.0



O
| M Oy
o W ks SETY

0.20
0.16

0.12

0.04
0.00

0.20
0.16

.12

O_ 08 e,

0.04
0.00

0.20
0.16

ACCURACY & PRECISION REPORT

0.12

STATE OF VERMONT

DataMater DMT: 100155

Date: 11/07/2011
Time: 11:29:09

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 12-29-080
SOLUTION CONCENTRATION: 0.081

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33.9°C 0.080
SIMULATOR VAPOR 34.0°C 0.080
SIMULATOR VAPOR 33.9°C 0.080
SIMULATOR VAPOR 33.9°C 0.080
SIMULATOR VAPOR 33.9°C 0.080
SIMULATOR VAPOR 34.0°C 0.080
SIMULATOR VAPOR 34.0°C 0.080
SIMULATOR VAPOR 34.0°C 0.081
SIMULATOR VAPOR 34.0°C 0.081
SIMULATOR VAPOR 33.9°C 0.080
BLANK TEST 0.000
Average = 0.080

Std Dev = 0.000

L \\\m\v S~

0.08

0.04
0.00

0.20
0.16

0,12

0.04
0.00

0.20
0.16

0.12
0.08

0.04
0.00

0.20
0.16

0.12
0.08

0.04
0.00

0.20
0.16

0.12
0.08

0.04
0.00

0.20
0.16

0.12
0.08

0.04
0.00

0.20
0.16

0.12

0.04
0.00

0.20
0.16

0.12

0.04
0.00

DMT Serial Number #100155

Page 1 of 1

w

N

@ ¢ &
Q@ O 0O

w

N
e
o O 00

32.0

24.0

16.0

8.0

0.0

30

40.

325

24.

0. 08 [

o O OO

l6.

8.0

0.0

30

40.

32.

24.

o 0O oo

l6.

8.0

0.0

40.0

32.0

24.0

16.0

8.0

0.0

40.0

32.0

24.0

16.0

N

£y
. W O .
o © 0o

0.08[

0 2 08 O —

16.0

8.0

0.0

10

15

20

25

30

11/07/2011 11:43 AM



ACCURACY & PRECISION REPORT

STATE OF VERMONT

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average =
Std Dev =

SUPERVISOR NAME:
STEVEN R MERRILL

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.162
0.000

DataMater DMT: 100155

Date: 11/07/2011
Time: 11:46:26

w
w
)

0

339

w
w
.

w0

33.9
34.0
34.0
33.9
33.9°
33.9"
33.9°

0O 0 0o 0o 0 0 O

aoaooaanoaan

SOLUTION LOT #: 12-30-160
SOLUTION CONCENTRATION:
BLANK TEST
CALIBRATION CHECK

0.163

Ex PR\ m\u ~—

0.10

0.00

0.30

0.20

0.20

0.10

0.00

DMT Serial Number #100155

Page 1 of 1

40.0
26.7
/> 13.3
)
0.0
0 10 15 20 25 30
40.0
26.7
{ 13.3
0.0
0 10 15 20 25 30
40.0
26.7
I/"" 133
0.0
0 10 15 20 25, 30
40.0
26.7
f 13.8
)
0.0
0 10 15 20 25 30
40.0
26.7
{' 13.3
0.0
0 10 15 20 25 30
40.0
26.7
{7 13.3
0.0
0 10 15 20 25 30
40.0
26.7
{' 13.3
0.0
0 10 15 20 25 30
40.0
26.7
{ 13.3
0.0
0 10 15 20 25 30
40.0
26.7
{— 13.3
0.0
0 10 15 20 25 30
40.0
267
{ 13.3
0.0
0 10 15 20 25 30

11/07/2011 12:00 PM



0.50 ; 40.0
0. 40| s : 32.0
0.30[-} : 24.0
0.20}4 16.0
0.10(f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 ‘ ; 40.0
0. 40 | 32.0
0.30[ 24.0
0.20} 16.0
P e i 0.10[} 8.0
TSR 0.00 0.0
o e R 0 5 10 15 20 25 30
0.50 40.0
SR LC] — 32.0
ACCURACY & PRECISION REPORT 0.30 24.0
0.200f 16.0
STATE OF VERMONT 0.10[} 8.0
0.00 ’ 0.0
DataMater DMT: 100155 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.50 40.0
Date: 11/07/2011 0. 40 |- e 32.0
Time: 12:02:50 0.30 II 24.0
{
SUPERVISOR NAME: " S AR 2
STEVEN R MERRILL 0.10y 8.0
0.00 0.0
SOLUTION LOT #: 12-25-400 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.407 0.50 g 40.0
o s B il —— 0. 40 |- zaum ' 32.0
BLANK TEST 0.000 12:03 0.30} 24.0
CALIBRATION CHECK PASSED 12:03 0.20[] 18,0
SIMULATOR VAPOR 34.0°C 0.400 12:04 o 1ok .
SIMULATOR VAPOR 33.9°C 0.401 12:05 g / b
SIMULATOR VAPOR 34.0°C 0.400 12:06 - 5 15 T o 55 e
SIMULATOR VAPOR 33.9°C . 0.400 '12:08 0.50 40.0
SIMULATOR VAPOR 33.9°C 0.401 12:09 0.40 3%
SIMULATOR VAPOR 33.9°C 0.400 12:10 o ’
SIMULATOR VAPOR 33.9°C 0.400 12:11 i | k4.0
SIMULATOR VAPOR 33.9°C 0.401 12:13 0.20f 16.0
SIMULATOR VAPOR 34.0°C 0.399 12:14 0,10} 8.0
SIMULATOR VAPOR 34.0°C 0,399 12:15 0.00 0.0
BLANK TEST 0.000 12:16 0 5 10 15 20 25 30
0.50 ; 40.0
Average = 0.400 0. 40 zmm 32.0
Std Dev = 0.000 0.30 ’l : 24.0
e Et— A— ———" S— = 160
, < 0.10(f e
A — 0.00 0.0
LY \\\t.\\\’ 0 5 10 15 20 25 30
0.50 40.0
0. 40 - zam | 32,0
0.30[-f 24.0
0.200 16.0
0.10[4 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0. 40 [ ~132.0
0.30[-f 24.0
0.20} 16.0
0.10}f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
SR c] E— 32.0
0.30/- 24.0
0.20[+ 16.0
0.10} 8.0
0.00 0.0
0 5 10 15 20 25 30
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DIAGNOSTIC RESULT

DataMaster DMT:100155
Location:

Calibration Date: 11/03/2011
Certification Date:11/03/2011
Installation Date:

Test Date: 11/07/2011
Test Time: 13:12:32

VERSIONS

DMT: 1.01

PICy 2.0%
Modem: 2.2
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

nu
N
3
®

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

i nn

PUMP INFO
Flow Rate = 5.716 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0498 0.0543
MIN (V) 0.0484 0.0526

FILTER INFO

Filter 1 0.053 Zero = true
Filter 2 0.337 Zero = true
Filter 3 0.557 Zero = true

CALIBRATION CHECK
Xq = 0.082 0.42%

DMT Serial Number #100155 Page 1 of 1

11/07/2011 1:13 PM



T T
CRAMINTE
N

b LY 8T

Ay BRETY

ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100155

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average =
Std Dev =

L

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.020
0.000

Date: 11/07/2011
Time: 13:46:53

SUPERVISOR NAME:
STEVEN R MERRILL

33.9°
34.0
34.0

33:9

w w

w w

. .

[te} (o]

© 0 o o o
oo

33.9°
33.9
33.9
33.9

o o o

SOLUTION LOT #: 12-23-020

SOLUTION CONCENTRATION: 0.020
BLANK TEST
CALIBRATION CHECK

o\ st~

0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.027 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02- 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02| 8.0
0.00 i 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |- 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02|-; 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
. T T T T — — 32.0
0.06 24.0
0.04 16.0
0 o 02 ...}.7..“ Sagasagedeagarbocaiios 8 3 o
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02}= 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
002 o 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.102 | 8.0
0.00 , 0.0
0 5 10 15 20 25 30
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0.20 40.0
0.16 32.0
0.12 24.0
0. 08 |-zma 16.0
0.04[f 8.0
10.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.9
0.12 : 24.0
0.08 [~z 16.0
: 0.04 | 8.0
XA 0.00 0.0
: i:ﬁ*n;u,»_ 0 5 10 15 20 25 30
020 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0. 08 f-—ms 16.0
STATE OF VERMONT 0.04[ 8.0
0.00 0.0
DataMater DMT: 100155 0 5 10 15 20 25 30
———— e —————————— 0.20 40.0
Date: 11/07/2011 0.16 32.0
Time: 14:09:12 s ) IS sl 1 S N 24 .0
SUPERVISOR NAME: p— .
STEVEN R MERRILL 0.04}7 8.0
0.00 0.0
SOLUTION LOT #: 12-29-080 ¢ & i - s e =
SOLUTION CONCENTRATION: 0.081 Bosn 6.9
__________________________________________ 0.16 32.0
BLANK TEST 0.000 14:10 0.12 24.0
CALIBRATION CHECK PASSED 14:10 0.08 16.0
SIMULATOR VAPOR 34.0°C 0.080 14:10 6. 5d = e
SIMULATOR VAPOR 33.9°C 0.080 14:11 8. 60 / 5 0
SIMULATOR VAPOR 34.0°C 0.080 14:12 0 5 10 15 20 25 30
SIMULATOR VAPOR 33.9°C 0.080 14:13 0.20 40.0
SIMULATOR VAPOR 34.0°C 0.080 14:14 0‘16 32.0
SIMULATOR VAPOR 34.0°C 0.080 14:15 ) :
SIMULATOR VAPOR 33.9°C 0.080 14:16 0.12 24.0
SIMULATOR VAPOR 33.9°C 0.080 14:17 0. 08 |- 16.0
SIMULATOR VAPOR 33.9°C 0.080 14:19 0.04 / 8.0
SIMULATOR VAPOR 33.9°C 0.080 14:20 0.00 0.0
BLANK TEST 0.000 14:20 0 5 . 10 15 20 25 30
0.20 - 40.0
Average = 0.080 0.16 32.0
Std Dev = 0.000 0.12 24.0
0. 08 f-~se 16.0
0.04|f 8.0
0.00 0.0
; 0 5 10 15 20 25 30
L\‘\ 1\ 07\\( Sh~ 0.20 40.0
0.16 32.0
0.12 24.0
0.08 == (16,0
0.04|f 8.0
oL00 & e T 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 |- 16.0
0.04[f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08 f~sa 16.0
0.04[4 ; 8.0
0.00 : ; 0.0
0 5 10 15 20 25 30
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ACCURACY & PRECISION REPORT

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average =
Std Dev =

STATE OF VERMONT

SUPERVISOR NAME:
STEVEN R MERRILL

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.161
0.000

DataMater DMT: 100155
Date: 11/07/2011
Time: 14:23:34

SOLUTION LOT #: 12-30-160
SOLUTION CONCENTRATION:
BLANK TEST
CALIBRATION CHECK

33.9
33.9
34.0
33.9
339
34.0
34.0
33.9
33.9
33.9°

o 0o 0o o
[eNeNoNeRoNo NN NONe!

0O o o o o

Ly (\\0‘\\\\ <h~

0.163

0.00

0.30

0.30

0.20

0.10

0.00

DMT Serial Number #100155

40.0
26.7
Ir 13.3
0.0

0 10 15 20 25 30
40.0
26.7
]f 13.3
0.0

0 10 15 20 25 30
40.0
26.7
]f 13.3
i 0.0

0 10 15 20 25 30
40.0
26.7
’f 13.3
0.0

0 10 15 20 25 30
40.0
26.7
,[ 13.3
0.0

0 10 15 20 25 30
40.0
26.7
l[ 13.3
0.0

0 10 15 20 25 30
40.0
26.7
l[ 13.3
0.0

0 10 15 20 25 30
40.0
26.7
I[ 13.3
0.0

0 10 15 20 25 30
40.0
26.7
l[ 18.3
0.0

0 10 15 20 25 30
40.0
26.7
lf 13.3
i 0.0

0 10 15 20 25 30
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0.50 40.0
0.40}- s 32.0
0.30 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40f— = 32.0
0.30}f 24.0
0.20}4 16.0
0.10ff 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0. 40 [z 32.0
ACCURACY & PRECISION REPORT 0.30}-f 24.0
0.20f4 16.0
STATE OF VERMONT 0.10[} 8.0
0.00 0.0
DataMater DMT: 100155 0 5 10 15 20 25 30
———————————————————————— ——- 0.50 40.0
Date: 11/07/2011 0. 40|z 32.0
Time: 14:40:43 0.30 ‘l 24.0
SUPERVISOR NAME: 0-2011 ko
STEVEN R MERRILL 0.10(] 8.0
0.00 0.0
SOLUTION LOT #: 12-25-400 ‘ 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.407 0.50 40.0
; S e 0.40|z= 32.0
BLANK TEST 0.000 14:41 0.30[- 124.0
CALIBRATION CHECK PASSED 14:41 0.20[f 16.0
SIMULATOR VAPOR 34.0°C 0.398 14:42 o.10/1 5.0
SIMULATOR VAPOR 33.9°C 0.397 14:43 o 00 / g
SIMULATOR VAPOR 34.0°C 0.397 14:44 "0 5 i 15 s T T
SIMULATOR VAPOR 33.9°C 0.398 14:45 0.50 G600
SIMULATOR VAPOR 33.9°C 0.397 14:47 Y a5
SIMULATOR VAPOR 33.9°C 0.398 14:48 = ;
SIMULATOR VAPOR 33.9°C 0.397 14:49 0.30[+ 240
SIMULATOR VAPOR 34.0°C 0.397 14:50 0.20[+4 16.0
SIMULATOR VAPOR 33.9°C 0.397 14:52 0_10,' 8.0
SIMULATOR VAPOR 33.9°C 0.397 14:53 0.00 0.0
BLANK TEST 0.000 14:54 0 5 10 15 20 25 30
0.50 40.0
Average = 0.397 0.40 | 32.0
5 [ cominioni
Std Dev = 0.000 0.30 ” 24.0
0.20 - 16.0
0.10(f 8.0
g 0.00 0.0
3 - 0 5 10 15 20 25 30
La ‘\\tﬂ\“ She 0.50 40.0
0. 40 |- 32.0
0.30-f 24.0
0.20f 16.0
0.10{f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40 |- 32.0
0.30[-f 24.0
T e T S T —— 16.0
0.10(f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40 [~ ' 32.0
0.30[-} 24.0
0.20}4 16.0
0.10}f 8.0
0.00 0.0
0 5 10 15 20 25 30
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0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 = 8.0
0.00 0.0

0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02z 8.0
0.00 0.0

0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
ACCURACY & PRECISION REPORT 0.06 24.0
0.04 16.0
STATE OF VERMONT T M — 8.0
0.00 0.0

DataMater DMT: 100155 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.10 40.0
Date: 11/08/2011 0.08 32.0
Time: 08:33:08 0.06 24.0
SUPERVISOR NAME: 0. 54 .
KIRK L KIMBALL 0.02}7== 8.0
0.00 0.0

SOLUTION LOT #: 12-31-020 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.020 0.10 40.0
__________________ e A 0.08 32.0
BLANK TEST 0.000 08:34 0.06 24.0
CALIBRATION CHECK PASSED 08:34 0.04 16.0
SIMULATOR VAPOR 33.9°C 0.020 08:34 i e e—— e
SIMULATOR VAPOR 34.0°C 0.020 08:35 o'oo o 8. b

SIMULATOR VAPOR 34.0°C 0.020 08:36 e 5 10 = %6 os -

SIMULATOR VAPOR 34.0°C 0.020 08:37 0.4 6.0
SIMULATOR VAPOR 34.0°C 0.020 08:38 o-os -
SIMULATOR VAPOR 34.0°C 0.020 08:39 : :
SIMULATOR VAPOR 34.0°C 0.020 08:40 0-06 24.0
SIMULATOR VAPOR 34.0°C 0.020 08:41 0.04 16.0
SIMULATOR VAPOR 34.0°C 0.020 08:42 0.02 [~ 8.0
SIMULATOR VAPOR 34.0°C 0.020 08:43 0.00 0.0
BLANK TEST 0.000 08:44 0 5 10 15 20 25 30
0.10 40.0
Average = 0.020 0.08 32.0
Std Dev = 0.000 0.06 24.0
0.04 16.0
& 0.02 |~ 8.0
s /\,\ 0.00 0.0

V- o . 0 5 10 15 20 25 30
\\-"" {/‘!'/ 0.10 40.0
Y"/’ 0.08 32.0
0.06 24.0
0.04 16.0
0 o 02 ,,.:-. ............... Gl S 8 n o
0.00 0.0

0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0- 02 “i T 8 . O
0.00 0.0

0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 |- 8.0
0.00L 0.0

0 5 10 15 20 25 30
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&ﬂmﬁqf; ~
W g BETY

7

ACCURACY & PRECISION REPORT
0.08
STATE OF VERMONT 0.04
0.00
DataMater DMT: 100155
———————————————————————————————— 0.20
Date: 11/08/2011 0.16
Time: 08:59:55 0.12
. 0.08
SUPERVISOR NAME:
KIRK L KIMBALL 0.04
; 0.00
SOLUTION LOT #: 12-29-080
SOLUTION CONCENTRATION: 0.081 8-22
__________________________________________ o
BLANK TEST 0.000 09:00 0.12
CALIBRATION CHECK PASSED 09:00 0.08
SIMULATOR VAPOR 34.0°C 0.081 09:01 0.
SIMULATOR VAPOR 34.0°C 0.081 09:02 0'00
SIMULATOR VAPOR 34.0°C 0.081 09:03 &
SIMULATOR VAPOR 34.0°C 0.081 09:04 0.20
SIMULATOR VAPOR 34.0°C 0.081 09:05 0'16
SIMULATOR VAPOR 33.9°C 0.081 09:06 '
SIMULATOR VAPOR 34.0°C 0.081 09:07 0.12
SIMULATOR VAPOR 34.0°C 0.080 09:08 0.08
SIMULATOR VAPOR 34.0°C 0.081 09:09 0.04
SIMULATOR VAPOR 34.0°C 0.081 09:10 0.00
BLANK TEST 0.000 09:11
0.20
Average = 0.080 0.16
Std Dev = 0.000 0.12
0.08
o 0.04
01& 0.00
l’/,/l‘:v/\ 0.20
LA 0.16
0.12
0.08
0.04
0.00
0.20
0.16
012
0.08
0.04
0.00
0.20
0.16
0. 12
0.08
0.04
0.00
DMT Serial Number #100155 Page 1 of 1
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24.0
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N
0 e e

N
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S
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0 © 00
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32.0

w124 .0

16.0

8.0

0.0

25 30
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0.30 40
0.20 26
0.10 Ir 13
)
0.00W
0 5 10 15 20 25 30
0.30 40.
0.20 26.
g 0.10 lf -------- 13
S \
GRS 0.00 0.
- ‘..Hu:‘;“w"’:;“.n ; 0 5 10 15 20 25 30
0.30 40
0.20 26
ACCURACY & PRECISION REPORT
0.10 ' 13
STATE OF VERMONT |
0.00 0
DataMater DMT: 100155 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.30 40
Date: 11/08/2011
Time: 09:21:47 0.20 26.
SUPERVISOR NAME: 0.10 lr 13.
STEVEN R MERRILL f
0.00 - 0
SOLUTION LOT #: 12-30-160 0 S 10 15 20 25 30
SOLUTION CONCENTRATION: 0.163 0.30 40.
BLANK TEST 0.000 09:22 0,48 26
CALIBRATION CHECK : PASSED 09:22 [
SIMULATOR VAPOR 34.0°C 0.162 09:23 e
SIMULATOR VAPOR 33.9°C 0.162 09:24 6. 58 / 5
SIMULATOR VAPOR 34.0°C 0.161 09:25 0 5 10 15 20 25 30
SIMULATOR VAPOR 33.9°C 0.161 09:26 0.30 40
SIMULATOR VAPOR 33.9°C 0.162 09:27
SIMULATOR VAPOR 34.0°C 0.161 09:28 0.20 26
SIMULATOR VAPOR 33.9°C 0.162 09:29 | |l e Vo
SIMULATOR VAPOR 34.0°C 0.161 09:30 o il
SIMULATOR VAPOR 33.9°C 0.162 09:31 |
SIMULATOR VAPOR 33.9°C 0.161 09:32 0.00 0.
BLANK TEST 0.000 09:33 0 5 10 15 20 25 30
0.30 . 40
Average = 0.161
Std Dev = 0.000 . 0.20 26.
/ 0.10 lr 13.
[/’(’"M’.'."/ W\ 0.00l
¥ ;3//\ 0 5 10 15 20 25 30
& 0.30 40.
\
0.20 26
0.10 [f 13
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
0.10 [[
0.00l” 0
0 5 10 15 20 25 30
0.30 40
0.20 26
0.10 I[ 13
0.00 0
0 5 10 15 20 25 30
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0.50 40.0
0.40}zz 32.0
0.30/ 24.0
0.20f+ 16.0
0.10[f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 : ; . 40.0
0. 40| 32.0
0.30}-f 24.0
0.204 16.0
0.10}f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0. 40|~z 32.0
ACCURACY & PRECISION REPORT 0.30f 24.0
0.20[4 16.0
STATE OF VERMONT 0.10 8.0
0.00 0.0
DataMatexr DMT: 100155 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.50 40.0
Date: 11/08/2011 0.40| e 32.0
Time: 09:54:46 0.30 1[ 24.0
SUPERVISOR NAME: 0-201 b
STEVEN R MERRILL 0.10(} 8.0
| 0.00 0.0
SOLUTION LOT #: 12-25-400 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.407 0.50 40.0
______ e RS i e - 0. 40 |-z 32.0
BLANK TEST 0.000 09:55 0.30ff 24.0
CATIBRATION CHECK PASSED 09:55 0.20[} 16.0
SIMULATOR VAPOR 33.9°C 0.399 09:56 b.1nH Yy
SIMULATOR VAPOR 34.0°C 0.399 09:57 o oolf g
SIMULATOR VAPOR 33.9°C 0.399 09:58 - P 6 15 50 o o
SIMULATOR VAPOR 33.9°C 0.398 10:00 56 } 5.
SIMULATOR VAPOR 33.9°C 0.398 10:01 040 320
SIMULATOR VAPOR 34.0°C 0.398 10:02 : - ’
SIMULATOR VAPOR 34.0°C 0.398 10:03 0,391 24.0
SIMULATOR VAPOR 33.9°C 0.399 10:04 0.20f 16.0
SIMULATOR VAPOR 34.0°C 0.398 10:06 0_10; 8.0
SIMULATOR VAPOR 33.9°C 0.398 10:07 0.00 0.0
BLANK TEST 0.000 10:08 0 5 10 15 20 25 30
0.50 ; 40.0
Average = 0.398 040 32.0
Z 0.20 " 16.0
-2 :
L o 4 0.10/4 8.0
W} lé 0.00 0.0
W 0 5 10 15 20 25 30
' 0.50 40.0
0.40[-z== ' 32.0
0.30[-f 24.0
0.200 16.0
0.10}f 8.0
0.00 0.0
) 5 10 15 20 25 30
0.50 40.0
0. 40| um 32.0
0.30}- 24.0
0.20H 16.0
0.10}f 8.0
0.00\C 0.0
0 5 10 15 20 25 30
0.50 i I 40.0
0. 40| sm ; 32.0
0.30{- 24.0
0.20} 16.0
0.104 8.0
0.00 0.0
0 5 10 15 20 25 30
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