SECTION 4

INTERFERENCE TESTS
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ACCURACY & PRECISION REPORT

0.12

STATE OF VERMONT

DataMater DMT: 100164
Date: 08/31/2011
Time: 12:12:36

SUPERVISOR NAME:
KIRK L KIMBALL

SOLUTION LOT #: 12-09-080A1

SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 12:13

CALIBRATION CHECK PASSED 12:13
Xg = 0.091 (0.00%)

SIMULATOR VAPOR 34.0°CINTERFERENCE 12:13
X[1] = 0.0855 (-0.0057) (0.0004)

SIMULATOR VAPOR 34.0°CINTERFERENCE 12:14
X[1] = 0.0859 (-0.0061) (-0.0006)

SIMULATOR VAPOR 34.0°CINTERFERENCE 12:16
X[1] = 0.0853 (-0.0057) (0.0002)

SIMULATOR VAPOR 34.0°CINTERFERENCE 12:17
X[1] = 0.0859 (-0.0058) (-0.0010)

SIMULATOR VAPOR 34.0°CINTERFERENCE 12:18
X[1] = 0.0856 (-0.0057) (0.0002)

SIMULATOR VAPOR 34.0°CINTERFERENCE 12:19
X[1] = 0.0858 (-0.0057) (-0.0003)

SIMULATOR VAPOR 33.9°C 0.085 12:20
X[1] = 0.0857 (-0.0050) {(0.0005)

SIMULATOR VAPOR 34.0°CINTERFERENCE 12:21
X[1] = 0.0856 (-0.0066) (-0.0007)

SIMULATOR VAPOR 34.0°CINTERFERENCE 12:22
X[1] = 0.0854 (-0.0057) (0.0004)

SIMULATOR VAPOR 33.9°CINTERFERENCE 12:23
X[1] = 0.0856 (-0.0060) (0.0002)

BLANK TEST 0.000 12:24
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ACCURACY & PRECISION REPORT

Date: 10/26/2011
Time: 15:23:37

SUPERVISOR NAME:
KIRK L KIMBALL

DataMater DMT: 100164
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DIAGNOSTIC RESULT

DataMaster DMT:100164
Location:

Calibration Date: 08/31/2011
Certification Date:08/31/2011
Installation Date:

Test Date: 10/28/2011
Test Time: 09:39:38

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

monu
oo
(0)}
[y
o o
QO

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

o nn

PUMP INFO
Flow Rate = 5.620 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0146 -0.0110
MIN(V) -0.0159 -0.0128

FILTER INFO

Filter 1 -0.011 Zero = true
Filter 2 0.182 Zero = true
Filter 3 0.688 Zeroc = true

CALIBRATION CHECK
Xg = 0.091 0.29%
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DIAGNOSTIC RESULT

DataMaster DMT: 100164
Location:

Calibration Date: 08/31/2011
Certification Date:08/31/2011
Installation Date:

Test Date: 10/31/2011
Test Time: 14:56:07

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = 46.3°C
Digital Sim = 33.8°C
SETTINGS

Lamp Voltage =1.81V
Cocler Voltage = 1.71 V
Bias Voltage =80 V
Chopper Freq = 546 Hz

PUMP INFO
Flow Rate = 5.775 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0047 0.0081
MIN (V) 0.0035 0.0067

FILTER INFO

Filter 1 0.008 Zero = true
Filter 2 0.204 Zero = true
Filter 3 0.720 Zero = true

CALIBRATION CHECK
Xq = 0.091 0.19%

DMT Serial Number #100164 Page 1 of 1
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SECTION 5

FINAL CALIBRATION CHECK TESTS



DIAGNOSTIC RESULT

DataMaster DMT: 100164
Location: VDHL
Calibration Date: 08/31/2011
Certification Date: 08/31/2011
Installation Date: 11/01/2011
Test Date: 11/14/2011
Test Time: 09:49:11

VERSIONS

DMT: 1.01

PIC: 2.086
Modem: 2.2
Questions: 2.0

‘TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 45.6°C
~Digital Sim = 0.0°C
SETTINGS
Lamp Voltage =1.81V
Cooler Voltage = 1.71 V
Bias Voltage = 80 V
Chopper Freqg = 549 Hz

PUMP INFO
Flow Rate = 5.050 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0850 -0.0813
MIN(V) -0.0866 -0.0835

FILTER INFO

Filter 1 -0.081 Zero = true
Filter 2 0.119 Zero true
Filter 3 0.616 Zero = true

I

CALIBRATION CHECK
Xqg = 0.091 0.48%
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0.12

STATE OF VERMONT

DataMater DMT: 100164
Location: VDHL
Date: 11/14/2011
Time: 12:48:47

SUPERVISOR NAME:
KIRK L KIMBALL

SOLUTION LOT #: GUTH 11050

SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 12:49
CALIBRATION CHECK PASSED 12:49
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR
SIMULATOR VAPOR 34.1°
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.2 :
BLANK TEST 0.000 13:00
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100164
Location: VDHL
Date: 11/14/2011
Time: 12:48:47

SUPERVISOR NAME:
KIRK L KIMBALL

SOLUTION LOT #: GUTH 11050
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 12:49
CALIBRATION CHECK PASSED 12:49
SIMULATOR VAPOR 34.2°C 0.098 12:50
SIMULATOR VAPOR 34.1°C 0.099 12:51
SIMULATOR VAPOR 34.2°C 0.099 12:52
SIMULATOR VAPOR 34.2°C 0.099 12:53
SIMULATOR VAPOR 34.2°C 0.099 12:54
SIMULATOR VAPOR 34.2°C 0.099 12:55
SIMULATOR VAPOR 34.1°C 0.099 12:56
SIMULATOR VAPOR 34.1°C 0.089 12:57
SIMULATOR VAPOR 34.1°C 0.099 12:58
SIMULATOR VAPOR 34.2°C 0.099 12:59

BLANK TEST 0.000 13:00
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DIAGNOSTIC RESULT

DataMaster DMT:100164
Location: VDHL
Calibration Date: 08/31/2011
Certification Date:08/31/2011
Installation Date: 11/01/2011
Test Date: 11/14/2011
Test Time: 13:20:04

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.2
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

o
N
w
1SS

°
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

it nn
w
o .
<

PUMP INFO
Flow Rate = 5.119 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0618 -0.0581
MIN(V) -0.0628 -0.0594

FILTER INFO

Filter 1 -0.059 Zero = true

Filter 2 0.141 Zero = true

Filter 3 0.661 Zerc = true

CALIBRATION CHECK

Xg = 0.0%91 0.58%

DMT Serial Number #100164 Page 1 of 1
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SECTION 6

ERROR REPORTS



DIAGNOSTIC RESULT

DataMaster DMT: 100164
Location:

Calibration Date: 08/04/2011
Certification Date:
Installation Date:

Test Date: 08/26/2011
Test Time: 12:31:44

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 45.6°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.81V
Cooler Voltage = 1.71 V
Bias Voltage =80V
Chopper Freq = 545 Hz

PUMP INFO
Flow Rate = 5.516 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0232 0.0285
MIN (V) 0.0209 0.0264

FILTER INFO

Filter 1 0.029 Zero = true
Filter 2 0.223 Zero = true
Filter 3 0.697 Zero = true

CALIBRATION CHECK
Xqg = 0.090 0.87%

DMT Serial Number #100164 Page 1 of 1

08/26/2011 12:34 PM



DIAGNOSTIC RESULT

DataMaster DMT: 100164
Location:

Calibration Date: 08/04/2011
Certification Date:
Installation Date:

Test Date: 08/30/2011
Test Time: 08:06:25

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber = 49.0°C

Breath Tube
Digital Sim

nnn
S
L )}
o
o
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

nnnu
R R

PUMP INFO
Flow Rate = 5.548 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0124 -0.0087
MIN(V) -0.0140 -0.0102

FILTER INFO

Filter 1 -0.008 Zero = true
Filter 2 0.186 Zero = true
Filter 3 0.684 Zero = true

CALIBRATION CHECK
Xg = 0.091 0.00%

DMT Serial Number #100164 Page 1 of 1

08/30/2011 8:08 AM
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0.04 16.0
e 0. 02 |- 8.0
il - 0.00 0.0
D N g 0 10 15 20 25 30
‘ 0.10 40.0
0.08 32.0
BACCURACY & PRECISION REPORT 0.06 24.0
0.04 1650
STATE OF VERMONT 0 02 [Fespmen 5.5
0.00L 0.0
DataMater DMT: 100164 0 10 15 20 25 30
—————————————————————————————————————————— 0.10 40.0
Date: 08/30/2011 0.08 32.0
Time: 08:31:15 0.06 24.0
SUPERVISOR NAME: 004 e
KIRK L KIMBALL 0.02 == 8.0
0.00 0.0
SOLUTION LOT #: 12-07-020 g 10 is 20 23 30
SOLUTION CONCENTRATION: 0.019 .10 40.0
__________________________________________ 0.08 32.0
BLANK TEST 0.000 08:32 0.06 24.0
CALIBRATION CHECK PASSED 08:32 0.04 16.0
SIMULATOR VAPOR 33.9°C 0.020 08:32 . B 8
SIMULATOR VAPOR 33.9°C 0.020 08:33 0'00 — B8
SIMULATOR VAPOR 33.9°C 0.020 08:34 o 5 is 20 25 36
SIMULATOR VAPOR 33.8°C 0.019 08:35 0.10 40.0
SIMULATOR VAPOR 33.9°C 0.020 08:36 o'oe 32'0
SIMULATOR VAPOR 33.9°C 0.020 08:37 : )
SIMULATOR VAPOR 33.9°C 0.020 08:38 0.06 24.0
SIMULATOR VAPOR 33.9°C 0.020 08:39 0.04 16.0
SIMULATOR VAPOR 33.9°C 0.019 08:40 0.02 = 8.0
SIMULATOR VAPOR 33.9°C 0.020 08:41 0.00 0.0
BLANK  TEST 0.000 08:42 0 10 15 20 25 30
0.10 40.0
Average = 0.019 0.08 32.0
Std Dev = 0.000 0.06 54
0.04 16.0
L’ima Al 0. 02 | s 8.0
g ac 0.00 0.0
' 0 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
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0.06 24.0
0.04 16.0
0. 02 [ 8.0
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0.06 24.0
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0.00 0.0
0 10 15 20 25 . 30
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DataMater DMT: 100164

Date: 08/30/2011
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KIRK L KIMBALL
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0.10
0.00
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0.00
0.30
0.20
ACCURACY & PRECISION REPORT
0.10
STATE OF VERMONT
0.00
DataMater DMT: 100164
—————————————————————————————————————————— 0.30
Date: 08/30/2011
Time: 09:02:36 0.20
SUPERVISOR NAME: 0.10
KIRK L KIMBALL
0.00
SOLUTION LOT #: 12-03-160
SOLUTION CONCENTRATION: 0.161 0.30
BLANR TEST 0.000 09:03 .20
CALIBRATION CHECK PASSED 09:03
SIMULATOR VAPOR 33.9°C 0.163 09:03 0.10
SIMULATOR VAPOR 33.9°C 0.163 09:05 . 4
SIMULATOR VAPOR 33.9°C 0.163 09:06 :
SIMULATOR VAPOR 33.9°C 0.162 09:07 0. 50
SIMULATOR VAPOR 33.8°C 0.162 09:08 .
SIMULATOR VAPOR 33.9°C 0.163 09:09 0.20
SIMULATOR VAPOR 33.8°C 0.163 09:10
SIMULATOR VAPOR 33.9°C 0.162 09:11 0.10
SIMULATOR VAPOR 33.9°C 0.162 09:13
SIMULATOR VAPOR 33.9°C 0.162 09:14 0.00
BLANK TEST 0.000 09:15
0.30
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Std Dev = 0.000 0.20
L= ) 0.10
W7 0.00
gﬂjﬂ*w
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0.50 40.0
0. 40| e —— 32.0
0.30[f 24.0
0.20[4 16.0
0.10ff 8.0
0.00 ; 0.0
o - 5 10 15 20 25 30
0.50 40.0
0.40|p— 32.0
0.30[-} 24.0
0.20} 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40 ras 32:0
ACCURACY & PRECISION REPORT 0.30|- 24.0
0.20H 16.0
STATE OF VERMONT 0.10[} 8.0
0.00 0.0
DataMater DMT: 100164 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.50 40.0
Date: 08/30/2011 0.40|-p— 32.0
Time: 09:20:38 0.30 'l 24.0
I
SUPERVISOR NAME: | 0.429 | 6.9
KIRK I KIMBALL 0.10}y 8.0
0.00 T 0.0
SOLUTION LOT #: 12-08-400 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.401 0.50 40.0
R A S R S S S S S 0.40 |5 o 32.0
BLANK TEST 0.000 09:21 0.30{-f 24.0
CATL.IBRATION CHECK PASSED 09:21 0.20[f 16.5
SIMULATOR VAPOR 33.8°C 0.411 09:22 g.1611 -y
SIMULATOR VAPOR 33.9°C 0.410 09:23 & ! o
SIMULATOR VAPOR 33.8°C 0.411 09:24 o 5 1o 15 20 25 30
SIMULATOR VAPOR 33.9°C 0.410 09:25 i._5n e
SIMULATOR VAPOR 33.9°C 0.411 09:27 0'40 32'0
SIMULATOR VAPOR 33.8°C 0.410 09:28 : o :
SIMULATOR VAPOR 33.9°C 0.410 09:29 0.304 24.0
SIMULATOR VAPOR 33.9°C 0.411 09:30 0.20 16.0
SIMULATOR VAPOR 33.9°C 0.411 09:32 0.10(} 8.0
SIMULATOR VAPOR 33.8°C 0.410 09:33 0.00 0.0
BLANK TEST 0.000 09:34 0 5 10 15 20 25 30
0.50 40.0
Average = 0.410 T S 32.0
Std Dev = 0.000 0.30 1’ 24.0
0.20 16.0
i 0.104 8.0
ey 0.00 ; 0.0
f/‘/’“/’é . 0 5 . 10 15 20 25 30
SEZo-7) 0.50 40.0
0.40|-p— 32.0
0.30}-f 24.0
0.20} 16.0
0.10ff 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40|-— 32.0
0.30 24.0
0.20[+ 16.0
0.10ff 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40 ra 32.0
0.30f 24.0
0.2004 16.0
0.10H}- 8.0
0.00 0.0
0 5 10 15 20 25 30
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DIAGNOSTIC RESULT

DataMaster DMT:100164
Location:

Calibration Date: 08/31/2011
Certification Date:08/31/2011

Installation Date:

Test Date: 11/01/2011
Test Time: 07:39:10
VERSIONS

DMT: 1.01

PIC: 2.06

Modem: 2.2

Questions: 2.0
TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 45.9°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage =1.81V
Cooler Voltage = 1.71 V
Bias Voltage = 80 V
Chopper Freq = 547 Hz

PUMP INFO
Flow Rate = 5.764 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) =0.0079 -0.0053
MIN(V) -0.0096 -0.0067

FILTER INFO

Filter 1 -0.006 Zero = true
Filter 2 0.191 Zero = true
Filter 3 0.691 Zero = true

CALIBRATION CHECK
Xqg = 0.091 0.48%

DMT Serial Number #100164 Page 1 of 1

11/01/2011 7:42 AM



0.20 40.0
0.16 32.0
0.12 24.0
0. 08 {f— 16.0
0.04ff 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 l‘ 16.0
e 0.04 4 8.0
Cam 0.00 0.0
AR MO o)
g T T ey 0 5 10 15 20 25 30
' 0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12p- 24.0
0.08|-f- 16.0
STATE OF VERMONT 0.04[ 8.0
0.00 0.0
DataMater DMT: 100164 0 5 10 15 20 25 30
—————————————————————— e e 0.20 40.0
Date: 11/01/2011 , 0.16 32.0
Time: 08:31:38 0.12 24.0
-
SUPERVISOR NAME: 0-08 17 264
KIRK I KIMBALL 0.0419 8.0
0.00 0.0
SOLUTION LOT #: GUTH 11050 0 S 10 15 20 25 30
SOLUTION CONCENTRATION: 0.100 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 08:32 0.12 24.0
CALIBRATION CHECK PASSED 08:32 0.08 lrf 16.0
SIMULATOR VAPOR 33.8°C 0.100 08:32 a.oalt 5. 1
SIMULATOR VAPOR 33.9°C 0.099 08:34 0'00 / g
SIMULATOR VAPOR 33.9°C 0.099 08:35 Y0 5 1o 15 20 25 30
SIMULATOR VAPOR 33.8°C 0.100 08:36 B9 163
SIMULATOR VAPOR 33.9°C 0.100 08:37 Y 4% 1
SIMULATOR VAPOR 33.8°C 0.100 08:38 : ! .
SIMULATOR VAPOR 33.8°C 0.100 08:39 0.12f- 24.0
SIMULATOR VAPOR 33.8°C 0.099 08:40 0.08-f— 16.0
SIMULATOR VAPOR 33.8°C 0.100 08:41 0.04} 8.0
SIMULATOR VAPOR 33.9°C 0.100 08:42 0.00 0.0
BLANK TEST 0.000 08:43 0 5 10 15 20 25 30
0.20 40.0
Average = 0.099 6.1 32.0
Std Dev = 0.000 0.12 24.0
?.’t»} o A& 0.08|-f 16.0
Tt O 0.04|f 8.0
e },}l[ N 0.00 0.0
- 0 5 10 15 20 25 30
0.20 40.0
0.16 : 32.0
0.12 24.0
0.08|-f- 16.0
0.04 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08-f~— : 16.0
0.04} 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12- 24.0
0.08[-f 16.0
0.04 [ 8.0
0.00 0.0
0 5 10 15 20 25 30
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0.20 40.0
0.16 32.0
01, 12 [ 24.0
0.08|-f— 16.0
0.04|4- 8.0
0.00 0.0

o 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12|- 24.0
0.08 |-f~ 16.0
0.04|- 8.0
: 0.00 0.0

WAMONy e

L NG s SR 0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0.08 [~ 16.0
STATE OF VERMONT 0.04} 8.0
0.00 0.0

DataMater DMT: 100164 0 ' 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 11/01/2011 0.16 32.0
Time: 08:15:05 0.12 " 24.0

-

SUPERVISOR NAME: gl > 16.8
KIRK L KIMBALL 0.0419 8.0
0.00 0.0

SOLUTION LOT #: 12-22-100 g 5 10 15 20 - 25 30
SOLUTION CONCENTRATION: 0.101 020 £0.9
— o it i o = 0.16 32.0
BLANK TEST 0.000 08:15 0.12 24.0
CALIBRATION CHECK PASSED 08:16 0.08 [ 16.0
SIMULATOR VAPOR 33.8°C 0.099 08:16 i A b5
SIMULATOR VAPOR 33.9°C 0.099 08:17 & o } iy

SIMULATOR VAPOR 33.8°C 0.099 08:18 "0 5 8 15 50 25 30

SIMULATOR VAPOR 33.8°C 0.100 08:19 0.20 10.6
SIMULATOR VAPOR 33.8°C 0.100 08:20 0.16 32.0
SIMULATOR VAPOR 33.8°C 0.099 08:21 : i
SIMULATOR VAPOR 33.8°C 0.100 08:22 Blad e o
SIMULATOR VAPOR 33.8°C 0.099 08:24 0.08|-f 16.0
SIMULATOR VAPOR 33.9°C 0.100 08:25 0.04 4 8.0
SIMULATOR VAPOR 33.8°C 0.100 08:26 0.00 0.0

BLANK TEST 0.000 08:26° 0 5 10 15 20 25 30
0.20 40.0
Average = 0.099¢ 0.16 32.0
Std Dev = 0.000 A 0.12 24.0
L""""’)L C 0.08|-f 16.0
Lo },\ et 0.04[f 8.0
Cet e 0.00 0.0
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AT s 0.20 40.0
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DataMaster DMT Serial Number 100164
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CALIBRATION REPORT

DataMaster DMT: 100164
Calibration Date: 08/30/2011

Calibrated by:  KIRK L KIMBALL
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0.004
0.010
0.004
0.200
1.300
0.800

Lot: 11-37-100

Ca = 0.100

CAL = 0.955244 0.800 <= CAL
bl = 0.000 0.000 <= bl
b2 = 0.006 0.002 = b2
b3 = 0.000 0.000 = b3
Xq = 0.091 0.050 <= Xq
a2l = 1.207363 1.050 <= a2l
a3l = 0.454677 0.300 <= a3l
Performed by R
DMT Serial Number #100164

Date

Page 1 of 1

i

~ ¥ Kl

08/30/2011

‘;\_P. MIN y‘; )
N e uBTY S

08/30/2011 2:07 PM



LMy 4
W, SN e BETY

0.20
0.16

0.1z}

0.08

0.04
0.00

0.20
0.16

0.12
0.08

0.04
0.00

0.20
0.16

ACCURACY & PRECISION REPORT

STATE OF VERMONT
DataMater DMT: 100164

Date: 08/30/2011
Time: 14:12:42

SUPERVISOR NAME:
KIRK L KIMBALL

SOLUTION LOT #: 11-39-100
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33.9°C 0.098
SIMULATOR VAPOR 33.8°C 0.098
SIMULATOR VAPOR 33.9°C 0.099
SIMULATOR VAPOR 33.9°C 0.099
SIMULATOR VAPOR 33.9°C 0.098
SIMULATOR VAPOR 33.8°C 0.098
SIMULATOR VAPOR 33.9°C 0.099
SIMULATOR VAPOR 33.9°C 0.099
SIMULATOR VAPOR 33.9°C 0.099
SIMULATOR VAPOR 33.9°C 0.099
BLANK TEST 0.000
Average = 0.098 t&," (&
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Std Dev 0.000 ﬁ; W% :
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ACCURACY & PRECISION REPCRT

0.12

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
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SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average
Std Dev

STATE OF VERMONT

SUPERVISOR NAME:
KIRK L KIMBALL

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.099
0.000

DataMater DMT: 100164

Date: 08/30/2011
Time: 14:31:52
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SOLUTION LOT #: GUTH 11050

SOLUTION CONCENTRATION: 0.100
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CERTIFICATION REPORT

DataMaster DMT: 100164

Calibration Date:  08/30/2011
Certification Date: 08/30/2011
Certified by: KIRK L KIMBALL

Diagnostic Results

VERSIONS

DMT: 1.00

PIC: 2.086
Modem: 2.1
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 47.1°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.81V
Cooler Voltage = 1.71 V
Bias Voltage =80V
Chopper Freq = 545 Hz

PUMP INFO
Flow Rate = 5.640 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0122 0.0136
MIN (V) 0.0106 0.0124

FILTER INFO

Filter 1 0.013 2Zero = true
Filter 2 0.211 Zero = true
= true

Filter 3 0.731 2Zero

CALIBRATION CHECK
Xg = 0.091 0.87%

DMT Serial Number #100164

‘?‘{amvy,‘; -
SRy W Axc URTY

Options
OPTIONS
Units
BACOHOL . o s v wrawin s saes .. g/210L
Simulator
Tolerance Check.veeeeecnn yes
Standard TypP€ecesersase.. Wet
Nominal. s swevensesswas ... 0.100
Digital Simulator........ Guth34CNP
Subject

Ask QuestionS............ yes
Numbexr of TestS..cecseve. 2

Alcohol Display..eeseeass yes
Volume Display..eoecese. .. Yyes
Query Refusal....ccccecene yes
Copies.s s« e R « 3
Simulator Before....... .. yes
Simulator BetweeN........ ves
Simulator After....ccswe . no
Observation Time......... O
Supervisor ‘
Number of Tests.......... 10
Calibration
Standard Type.sssssceceecs Wek
Nominal .o sis s sre aeme e es om 0.100
Nominal (Dry Gas)...v..... 0.100
Number of TestS..cceceeecee. it
Printexr

Printer ONi..cecscescsssss YES
Software Configuration
Data Collection....c.ec... yeS

Page 1 of 2 08/30/2011 4:58 PM



Linearity Check Results DMT Linearity
True Value Reported Average Std Dev 558
0019g210L  0.019 &/210L 0.0000 . /
Lot # 12-07-020 0.42
0.080g/210L  0.078 z/210L 0.0000 " /
Lot # 12-10-080 $0.33
0.161 g/210L  0.159 g/210L 0.0000 E /
Lot # 12-03-160 ~0.25
0401g210L 0394 g/210L 0.0000 g /
Lot # 12-08-400 £ 0.17 /
R#=1 0.08 :
0.00 /
0.00 0.08 2.1F 0.25 0.33 0.42 0.50
Acetone Interference Test -
Lot # 12-09-080A1
Interference Detected
.20 ; ; 40.0
Mouth Alcohol Test 184 Alcohol (g/210L) 36.0
Mouth Alcohol Detected T e B L '
.16 32.0
.14 28.0
o L2 I(\\ 24 .0
RF Detection Test an / : e
Passed .08 ( \\ 16.0
.06 [ \ \ 12,0
.04 8.0
+ 02 4.0
.00 ; \ 0.0
S 10 15 20 25 30
Sample Acceptance Test — AW S el
Passed Alcohol (g/210L) |
-09 Flow Rate(L/M) 36.0
.08 320
.07 28.0
.06 24.0
«05 [f\ 20.0
.04 16.0
.03 {\ ‘l 12.0
CERTIFICATION PASSED - , 53
.01 4.0
.00 I \ \ : : 0.0
9 10 158 20 25 30 35 40 45 50 55 60
Performed by A< Date 08/30/2011
Reviewed by Date
DMT Serial Number #100164 Page 2 of 2 08/30/2011 4:59 PM




DIAGNOSTIC RESULT

DataMaster DMT: 100164
Location:

Calibration Date: 08/30/2011
Certification Date:08/30/2011

Installation Date:

Test Date: 08/31/2011

Test Time: 07:46:30

VERSIONS

DMT: 1.00

PIC: 2.06

Modem: 2.1

Questions: 2.0

TEMPERATURES

Sample Chamber = 48.7°C

Breath Tube = 45.1°C

Digital Sim = 0.0°C

SETTINGS

Lamp Voltage =1.81V
. Cooler Voltage = 1.71 V

Bias Voltage =80 V

Chopper Freq = 545 Hz

PUMP INFO
Flow Rate = 5.615 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0089 -0.0047
MIN(V) -0.0110 -0.0063

FILTER INFO

Filter 1 -0.005 Zero = true
Filter 2 0,191 Zero = true
Filter 3 0.686 Zero = true

CALIBRATION CHECK
Xg = 0.090 0.29%

DMT Serial Number #100164 Page 1 of 1

08/31/2011 7:47 AM



DIAGNOSTIC RESULT

DataMaster DMT:100164
Location: ek
Calibration Date: 08/30/2011 ante T
Certification Date:08/30/2011 < o, SR
Installation Date: ‘ '
Test Date: 08/31/2011
Test Time: 07:49:26

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

i nwn
1Y
o
(o]

o o

Qo

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO
Flow Rate = 5.594 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0087 -0.0043
MIN(V) -0.0106 -0, 0039

FILTER INFO

Filter 1 -0.004 Zero = true
Filter 2 0.1921 Zero = true
Filter 3 0.687 Zero = true

CALIBRATION CHECK
Xq = 0.090 0.67%

DMT Serial Number #100164 Page 1 of 1 08/31/2011 7:50 AM



0.20

0.16
0.12
0.08
0.04}
0.00
0.20
0.16
0.12
0.08
=3 0.04
ff':‘-am:n,";' ~ 0.00
st (W A SR
0.20
0.16
ACCURACY & PRECISION REPORT 0.12
0.08 |
STATE OF VERMONT 0.04
0.00
DataMater DMT: 100164
—————————————————————————————————————————— 0.20
Date: 08/31/2011 0.16
Time: 07:52:55 0.12
SUPERVISOR NAME: ¥
KIRK L KIMBALL 0.04
0.00
SOLUTION LOT #: 12-09-080A1l
SOLUTION CONCENTRATION: 0.080 g-ig
BLANK TEST 0.000 07:53 0.:12
CALIBRATION CHECK PASSED 07:53 0.08
Xq = 0.091 (0.96%) 8. 64
SIMULATOR VAPOR 33.8°C 0.083 07:54 0'00
X[1] = 0.0836 (-0.0025) (0.0001) .
SIMULATOR VAPOR 33.8°C 0.082 07:55 0. 20
X[1] = 0.0829 (-0.0031) (0.0008) 616
SIMULATOR VAPOR 33.8°C 0.082 07:56 :
X[1] = 0.0827 (-0.0036) (0.0006) 0.12
SIMULATOR VAPOR 33.8°C 0.083 07:57 0.08
X[1] = 0.0832 (-0.0037) (0.0000) 0.04
SIMULATOR VAPOR 33.8°C 0.083 07:58 0.00
X[1] = 0.0837 (-0.0033) (-0.0006)
SIMULATOR VAPOR 33.7°C" 0.082 07:59 0.20
X[1] = 0.0829 (-0.0036) (0.0004) 0.16
SIMULATOR VAPOR 33.7°C" 0.083 08:00 0.12
X[1] = 0.0831 (-0.0039) (0.0008)
SIMULATOR VAPOR 33.7°C~ 0.084 08:01 0.08
X[1] = 0.0840 (-0.0039) (-0.0002) 0.04
SIMULATOR VAPOR 33.7°C 0.083 08:02 0.00
X[1] = 0.0832 (-0.0037) (0.0007)
SIMULATOR VAPOR 33.7°C 0.083 08:04 0.20
X[1] = 0.0835 (-0.0033) (0.0009) 0.16
BLANK TEST -~ 0.000 08:04 0.12
0.08
Average = 0.082 0.0
Std Dev = 0.000 -04
O 0 0.00
. J( v X 0.20
,m\(lzg }O\ 8\0 0.16
\ W v 0.12
<D 2 A‘
N (~ 0’ 0.08
0.04
0.00
%.gu‘.r
‘E&” 0.20
0.16
0.12
0.08
0.04
0.00
DMT Serial Number #100164 Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:100164
Location:

Calibration Date: 08/30/2011
Certification Date:08/30/2011
Installation Date:

Test Date: 08/31/2011
Test Time: 10:40:37

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

o
=
(0}
=
o
Q

SETTINGS

Lamp Veoltage
Cooler Voltage
Bias Veoltage
Chopper Freg

nnu
[e)
o
&

PUMP INFO
Flow Rate = 5.661 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0061 0.0087
MIN (V) 0.0043 0.0073

FILTER INFO

Filter 1 0.008 Zero = true
Filter 2 0.205 Zero = true
Filter 3 0.717 Zero = true

CALIBRATION CHECK
Xq = 0.091 0.10%

DMT Serial Number #100164 Page 1 of 1

08/31/2011 10:42 AM



0.20 40.0
0.16 32.0
0.12 24.0
0.08)-— 16.0
0.04[f 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32,0
0.12 24.0
0.08 |- 16.0
0.04f 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32,0
ACCURACY & PRECISION REPORT 0.12 24.0
0.08 |-/ 16.0
STATE OF VERMONT 0.04|4 8.0
0.00 0.0
DataMater DMT: 100164 0 10 185 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 08/31/2011 0.16 32.0
Time: 11:30:02 0.12 24.0
SUPERVISOR NAME: ‘(= ki
KIRK L KIMBALL 0.041 8.0
0.00 0.0
SOLUTION LOT #%: 12-09-080Al 0 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 0.20 40.0
__________________________________________ 0.16 320
BLANK TEST 0.000 11:30 0.12 24.0
CALIBRATION CHECK PASSED 11:31 0. 08[ 16.0
Xg = 0.091 (0.29%) g 5.5
SIMULATOR VAPOR 34.0°C 0.085 11:31 0‘00 / o
X[1] = 0.0854 (-0.0048) (0.0019) e 6 s - 25 30
-]
SIMULATOR VAPOR 34.0°C 0.085 11:32 e B
X[1] = 0.0858 (-0.0048) (0.0018) g 1a 5 8
SIMULATOR VAPOR 34.0°CINTERFERENCE 11:33 5 ;
X[1] = 0.0860 (-0.0053) (0.0004) : 0.12 24.0
SIMULATOR VAPOR 34.0°CINTERFERENCE 11:34 0.08|- 16.0
'X[1] = 0.0855 (-0.0054) (0.0017) 0.04|f 8.0
SIMULATOR VAPOR 34.0°CINTERFERENCE 11:35 0.00 0.0
X[1] = 0.0859 (-0.0052) (0.0014) ) 10 15 20 25 30
SIMULATOR VAPOR 34.0°CINTERFERENCE 11:36 0.20 40.0
X[1] = 0.0856 (-0.0057) (0.0012) 0.16 32.0
SIMULATOR VAPOR 34.0°C 0.085 11:37 0.12 24.0
X[1] = 0.0859 (-0.0049) (0.0014) ’ :
SIMULATOR VAPOR 33.9°C 0.085 11:38 0.08 16.0
X[1] = 0.0858 (-0.0050) (0.0012) 0.04| 8.0
SIMULATOR VAPOR 34.0°CINTERFERENCE 11:39 0.00 0.0
X[1] = 0.0860 (-0.0059) (0.0006) 0 10 15 20 25 30
SIMULATOR VAPOR 34.0°CINTERFERENCE 11:41 0.20 40.0
X[1] = 0.0856 (-0.0055) (0.0014) 0.16 32.0
BLANK TEST 0.000 11:41 0.12 24.0
0.08|- 16.0
\' r( 0.04 'l 8.0
N Wr " 2 0.00 0.0
{L\v a WL 0 10 15 20 25 30
T 1o # 1\ 0.20 40.0
L0 2\ 0.16 32.0
v 7
&’ 012 24.0
0.08|r 16.0
0.04f 8.0
0.00 ‘ 0.0
0 10 15 20 25. 30 ;
0.20 40.0
0.16 32.0
0.12 24.0
0.08 g 16.0
0.04} 8.0
0.00 0.0
0 10 15 20 25 30
DMT Serial Number #100164 Page 1 of 1 08/31/2011 11:52 AM



DIAGNOSTIC RESULT

DataMaster DMT:100164
Location:

Calibration Date: 08/30/2011
Certification Date:08/30/2011
Installation Date:

Test Date: 08/31/2011
Test Time: 11:54:41

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 46.0°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage =1.81V
Cooler Voltage = 1.71 V
Bias Voltage =80V
Chopper Freg = 545 Hz

PUMP INFO
Flow Rate = 5.606 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0138 0.0163
MIN (V) 0.0122 0.0146

FILTER INFO

Filter 1 0.016 Zero
Filter 2 0.213 Zero
Filter 3 0.735 2Zero

CALIBRATION CHECK
Xqg = 0.091 0.67%

DMT Serial Number #100164
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Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:100164

Location:

Calibration Date: 08/04/2011
Certification Date:
Installation Date:

Test Date: 08/25/2011
Test Time: 15:39:53
VERSIONS

DMT: 1.00

PIC: 2.06

Modem: 2.1

Questions: 2.0
TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 44.4°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.81V
Cooler Voltage = 1.73 V
Bias Voltage =80V
Chopper Freg = 545 Hz

PUMP INFO
Flow Rate = 5.547 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0028 0.0071
MIN (V) 0.0012 0.0055

FILTER INFO

Filter 1 0.007 Zero = true
Filter 2 0.204 Zero = true
Filter 3 0.694 Zero = true

CALIBRATION CHECK
Xq = 0.091 0.29%

DMT Serial Number #100164 Page 1 of 1

08/25/2011 3:41 PM



DIAGNOSTIC RESULT

DataMaster DMT:100164

Location:

Calibration Date: 08/04/2011
Certification Date:
Installation Date:

Test Date: 08/29/2011
Test Time: 09:53:35
VERSIONS

DMT: 1.00

PIC: 2.06

Modem: 2.1

Questions: 2.0
TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 46.0°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.81V
Cooler Voltage = 1.71 V
Bias Voltage =80V
Chopper Freq = 547 Hz

PUMP INFO
Flow Rate = 5.567 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0128 -0.0100
MIN(V) -0.0140 -0.0114

FILTER INFO

Filter 1 -0.010 Zero = true
Filter 2 0.185 Zero = true
Filter 3 0.679 Zero = true

CALIBRATION CHECK
Xg = 0.091 0.19%

DMT Serial Number #100164 Page 1 of 1

08/29/2011 10:00 AM



INSTALLATION REPORT

DataMaster DMT: 100164
Location: vdhl
Calibration Date:  08/31/2011
Certification Date: 08/31/2011
Installation Date:  09/08/2011
Installed by: KIRK TEST

Site meets specification in doc P-ALC-210

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.100 g/210L
Lot# =11-37-100
VERSIONS Range =0.095-0.105
DMT: 1.00 : Average =0.098 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.1
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 46.8°C Sample Acceptance Test
Digital Sim = 34.0°C Failed
I e W N A S 40.0
g Alcohol (g/210L)
Lamp Voltage =1.81V SonoL g
Cooler Voltage = 1.71 V 93 Flow Rate(L/M) 350
Bias Voltage = 80 V
Chopper Freq = 545 Hz 0.08 32.0
PUMP INFO 0.07 28.0
Flow Rate = 5.644 L/M
DETECTOR INFO Bl ' 24.0
PUMP ON OFF
MAX (V) 0.0134 0.0173 0.05 20.0
MIN (V) 0.0116 0.0159
. 0.04 Pylie.0
FILTER INFO 4
Filter 1 0.017 2Zero = true i ,/
Filter 2 0.214 Zero = true G 82 i 12.0
Filter 3 0.709 Zero = true
0.02 8.0
CALIBRATION CHECK
Xg = 0.090 0.96% 0.01 2NN | 4.0
0.00 ‘ \ 0.0
0 & 10 15 20 25 30 35 40 45 50 55 60
INSTALLATION FAILED
. &,_/,44/ .
Performed by ' "~ Date 09/08/2011
Reviewed by Date
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INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed by:

Site meets specification in doc P-ALC-210

100164
vdhl
08/31/2011
08/31/2011
09/08/2011
KIRK TEST

Default Options Loaded
Diagnostic Results

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

nwnn
S
[e)}

. e
(2]
o
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

muwnu
Ul
LI

PUMP INFO
Flow Rate = 5.644 L/M

DETECTOR INFO
PUMP ON . OFF

MAX (V) 0.0134 0.0173
MIN (V) 0.0116 0.0159

FILTER INFO

Filter 1 0.017 Zero
Filter 2 0.214 Zero
Filter 3 0.709 Zero

CATLIBRATION CHECK
Xg = 0.090 0.96%

INSTALLATION FAILED

Performed by

true
true
true

/NS 4

Reviewed by

DMT Serial Number #100164

Accuracy an ision Check
Concentration =0.100 g/210L
Lot# =11-37-100
Range =0.095-0.105
Average =0.098 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

Failed
O.lOnnng’Q ‘ z‘ cz L; 44 ; 40.0
Alcoho OL)

09— Rate (L/M) 36.0
0.08 32.0
0..07 28.0
0.06 24.0
0..085 20.0
0.04 /f\ 16.0
0203 | 12.0
0.02 8.0
0.01 ["’N\’\’l ! \ 4.0
0.00 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

Date 09/08/2011

Date

Page 1 of 1

09/08/2011 11:11 AM



INSTALLATION REPORT

DataMaster DMT: 100164
Location: vdhl
Calibration Date:  08/31/2011
Certification Date: 08/31/2011
Installation Date:  09/08/2011
Installed by: KIRK TEST

Site meets specification in doc P-ALC-210

Default Options Loaded

Diagnostic Results A and Precision Check
Concentration =0.100 g/210L
Lot# =11-37-100
VERSIONS Range =0.095-0.105
DMT: 1.00 Average =0.098 g/210L
PIC: 2.06 Std Dev =(0.0000
Modem: 2.1

Questions: 2.0

RF Detection Test )
TEMPERATURES Passgd Qx
Sample Chamber = 48.7°C ,\
Breath Tube = 46.8°C Sample Acceptance Test
Digital Sim = 34.0°C Falled

0.0013 alc in alc free breath

SETTINGS
Ilal'ﬂp Voltage = 1.81 V 0.1 - T : - “ ; 40.0
Cooler Voltage = 1.71 V = -Azxr:/lT;élol.:)
Bias Voltage = 80V 0.09 - i | 36.0
Chopper Freg = 545 Hz Flew Bave (LW

0.08 32.0
PUMP INFO
Flow Rate = 5.644 L/M B o
DETECTOR INFO
PUMP ON OFF 0.06 24.0
MAX (V) 0.0134 0.0173
MIN (V) 0.0116 0.0159 0.05 20.0
FILTER INFO 0.04 /f\ 16.0
Filter 1 0.017 Zero = true »/
Filter 2 0.214 Zero = true 0.03 \ 12.0
Filter 3 0.702 Zero = true

0.02 8.0
CALIBRATION CHECK
Xq = 0.090 0.96% a5 AR -

oo LIl

0 5 10 15 20 25 30 35 40 45 50 55 60
INSTALLATION FAILED
LR

Performed by Date 09/08/2011
Reviewed by Date

DMT Serial Number #100164 Pagelof 1 09/08/2011 4:08 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100164

Location: VDHL

Calibration Date:  08/31/2011 Y . o 7
Certification Date: 08/31/2011 , ¢ ?/ o b A
Installation Date:  11/01/20117 [‘“'7 & N A > e 2
RPC Date: av02n011/ T S

Supervisor Name:( KIRK L KIMBALL TEST 1" l

'-§>T:Ljﬂi WD C;\Atlf“}£<é' T i;_;\roijL ANS RS

e {I-2- -l Ae ek J:.‘_)/vl‘\ 2 &W/LA/ \ \‘\D\\W

3 . A -
Diagnostic Results i e\ Y& ©7 Accuracy and Precision Check
Concentration =0.100 g/210L
Lot # =11-37-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.2
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 47.3% Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage = 1.81V
Cooler Voltage = 1.71 V
Bias Voltage = 80 V 0.10 : ; : 40.0
Chopper Freq = 547 Hz '
Alcohol (g/210L)
PUMP INFO 0.091 — Flow Rate (L/M) 36.0
Flow Rate = 5.681 L/M 0.08 32.0
DETECTOR INFO
PUMP  ON OFF Qi =80
MAX (V) 0.0041 0.0075 )
MIN(V) 0.0010 0.0059 e M 24.0
FILTER INFO 0.05 20.0
Filter 1 0.007 Zero = true
Filter 2 0.203 Zero = true 0.04 16.0
Filter 3 0.717 Zero = true
0.03 1210
CALIBRATION CHECK ;
Xq = 0.090 0.77% 0.02 w 6.5
0.01 [[ \ 4.0
Routine Performance Check Passed 0.00 [\ 0.0
0 L 10 15 20 25 30 35 40 45

Performed by Lates Date 11/02/2011

Reviewed by | Date

DMT Serial Number #100164 ; Page 1 of 1 '

11/02/2011 10:44 AM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100164

Location: VDHL

Calibration Date:  08/31/2011

Certification Date: 08/31/2011

Installation Date: 11/01/2011

RPC Date: 11/02/2011

Supervisor Name: KIRK L KIMBALL TEST

Diagnostic Results . Accuracy and Precision Check
Concentration =0.100 g/210L
Lot # =11-37-100
VERSIONS Range =0.095 - 0.105
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.2

Questions: 2.0

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 47.3°C Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage = 1.81 V
Cooler Voltage = 1.71 V
Bias Voltage = 80 V 0.10 : ; ; 40.0
Chopper Freq = 547 Hz : g

. B ?Jl-cohglég/iiﬁm 36.0
PUMP INFO e BARL L0
Flow Rate = 5.681 L/M 0.08 32.0
DETECTOR INFO
PUMP  ON OFF Bl e
MAX (V) 0.0041 0.0075
MIN(V)  0.0010 0.0059 0.06 M 24.0
FILTER INFO i 0.05 20.0
Filter 1 0.007 Zerxo = true
Filter 2 0.203 Zero = true 0.04 16.0
Filter 3 0.717 Zerxro = true

0,03 12,0
CALIBRATION CHECK

0.01 [ 4.0

3 0.00 [\/ ‘ | 0.0

Routine Performance Check Passed e T - R TR
Performed by akaat Date 11/02/2011
Reviewed by Date

DMT Serial Number #100164 Page 1 of 1

11/02/2011 10:43 AM



INSTALLATION REPORT

DataMaster DMT: 100164

Location: VDHL

Calibration Date: 08/31/2011
Certification Date: 08/31/2011
Installation Date: 11/01/2011
Installed by: KIRK L KIMBALL

Site meets specification in doc P-ALC-210

Default Options Loaded

Diagnostic Results A Precision Check

Concentration =0.100 g/210L

Lot# =11-37-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.2
Questions: 2.0 .

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 46.7°C Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage =1.81V 0.10 : - - - -
Cooler Voltage = 1.71 V :Al :h l’( /:210L.)
Bias Voltage = 80 V 0.09| SONBLAT et T |
Chopper Freq = 547 Hz Flow Rabeililfl
PUMP INFO B2
Flow Rate = 5.740 L/M 0.07
DETECTOR INFO
PUMP ON OFF 0.086
MAX (V) 0.0026 0.0055
MIN (V) 0.0008 0.0039 0.05 \_)
FILTER INFO 0.04
Filter 1 0.005 Zero = true ‘
Filter 2 0.200 Zero = true 0.03
Filter 3 0.716 Zero = true \

0.02 1
CALIBRATION CHECK
Xg = 0.090 0.67% B B /]

0.00 l K

0O 5 10 15 20 25 30 35 40 45 50 55 60
INSTALLATION PASSED A X
Ve @
w VN
g ¢ T
o™ N W
‘5‘% 7 v £ M
X Q P o 'v/l/\/
ARVE
«

Pesformed by AP Date 11/01/2011
Reviewed by Date
DMT Serial Number #100164 Page 1 of 1 11/01/2011 9:53 AM
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INSTALLATION REPORT

DataMaster DMT: 100164

Location: VDHL '
Calibration Date:  08/31/2011
Certification Date: 08/31/2011
Installation Date: 11/01/2011
Installed by: KIRK L KIMBALL

Site meets specification in doc P-ALC-210

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
- Concentration =0.100 g/210L
. Lot# =11-37-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.2
Questions: 2.0 A
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C .
Breath Tube = 46.7°C ample A Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage =1.81V 0.10 - - - - - 40.0
Cooler Voltage = 1.71 V :Al :h i( /.:2101;)
Bias Voltage = 80 V 0.09!| CONoL 1Y 36.0
Chopper Freq = 547 Hz Elow Kake |L/H]
PUMP INFO 0.08 32.0
Flow Rate = 5.740 L/M 6. B -
DETECTOR INFO
PUMP oN OFF 0.06 24.0
MAX (V) 0.0026 0.0055
MIN (V) 0.0008 0.0039 0.05 \1 20.0
FILTER INFO % 0.04 16.0
Filter 1 0.005 Zero = true }
Filter 2 0.200 Zero = true 0.03 12.0
Filter 3 0.716 Zero = true )
0.02 8.0
CALIBRATION CHECK -
Xq = 0.090 0.67% B, 51 /] | -
ool L 1l_| 1AW
O 5 10 15 20 25 30 35 40 45 50 55 60
INSTALLATION PASSED
Performed by AF7 Date 11/01/2011
Reviewed by Date

DMT Serial Number #100164 Page 1 of 1 11/01/2011 9:53 AM



