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Results of NPAS inspection of dmt 
On 12/01/2011 DataMaster DMT 100157 was removed from Castleton VSP outpost and sent to National Patent Analytical Systems, Inc. on 12/02/11 for inspection and installation of upgraded software.  The instrument was received at NPAS on 12/06/11 and the inspection and software upgrade was concluded on 12/09/2011.  The instrument was then returned to VDHL and received on 12/12/2011.  
The inspection report received from NPAS documents that the instrument failed the performance and accuracy checks due to a low average. NPAS justified the low recovery of the simulator vapor as having been due to a low calibration factor. The accuracy and precision check performed by NPAS indicated that this instrument was recovering at approximately 90% to target when analyzing a 0.10 ethanol solution. This implies that breath results reported on this instrument may be biased in the negative direction artificially lowering a subject’s result. VDHL testing and performance data indicates that this instrument was within the allowable +/-3% to target at calibration and all accuracy and precision results in the field were within +/-5%.

Upon review of VDHL testing performed in the fall of 2010 on this instrument prior to its initial deployment, it was found that this instrument successfully completed all of its interference testing. 
This instrument met and continues to meet all Department of Health Rules and Regulations regarding instrument performance and is an accurate and reliable means of evidential breath alcohol testing.
5
2

