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SECTION 1

RESULTS



% National Patent
Analytical Systems, Inc.

On this date v/ﬁ’/ 2 W/ / , NPAS received instrument # / 0 ﬂ / ; 3

The instrument was sent from the Vermont Department of Health (VDH) so that
NPAS could install updated software as well as inspect the instrument. At NPAS’
request VDH provided copies of the Technical Support Inquiries (TSI) regarding the
instrument. The calibration history of the instrument remained in the instrument so
that NPAS could review its history. '

——

NPAS examined the internal configuration of the instrument and did @Q_rgpﬁnd
physical manipulation or tampering of the components located within the instrument
itself.

NPAS did performance and accuracy checks on a certified 0.100 ethanol standard.
NPAS found that the instrurne failed the performance and accuracy checks.

NPAS reviewed the instrument as to its DataMaster DMT Inspection, QA and

Conformance Testing Procedure and the instrumé did not perform
within its procedure.

NPAS examined the calibration records and dserve anomalies.

NPAS testing indicates that there is no reason why this instrument would not have
performed accurately and reliably in the field.

Print Name of Evaluator: M[C/'. 46/ j /307/‘/{.’/\/ Jf
Signature of Evaluator and Date: %p/%,/é / é/m/é Z‘// b//;/ /]

Print Name of Reviewer: \ 74»(/ /D /4)4%6 5. /< / 2 /
%) %/ /)

Signature of Reviewer and Date: IQM W

2090 Harrington Memorial Road, Mansfield, Ohio 44901 Ph 419-526-6727 Fax 419-526-9446



Packing List
g -k Cust No.[VT1678J Ord Date 6/24/11 Ship Date[ 8/4/11

From: National Patent Analytical Systems Inc.

2090 Harrington Mem. Rd., Mansfield, Ohio 44903 Sales Order No. lm—] Packing List No. |68661
Cust Purch Ord No. KURT KIMBLE
Ship To: Bill To:
Vermont Dept of Health Vermont Dept of Health
T : S 25.00
195 Colchester Avenue P O Box 70
Burlington Vt 05401 Burlington vt 05402 Treight
Attn: Ship Via FedEx
Comments Service for Instrument Serial Number 100153
Inv Part No | Quantity This Back |Total Ship|Description
Ordered | Shipment | Ordered | To Date [Customer Part No. [Drawing Part No. / Rev |
9DMT 1.0 1 1.0 DATAMASTER DMT SERVICE RETURN 1
None Given No Draw # / NONE / No Date
Serial Nos. | |
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DataMaster DMT Serial Number 100153
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DataMaster DMT Serial Number 100153

Operator Date GC Value DMT Average StdDev % Recovery
SRM 8/10/2011 0.020 0.020 0.000 100
SRM 8/10/2011 0.080 0.080 0.000 100
SRM 8/10/2011 0.161 0.161 0.000 100
SRM 8/10/2011 0.400 0.400 0.000 100
SRM 8/11/2011 0.020 0.020 0.000 100
SRM 8/11/2011 0.080 0.080 0.000 100
SRM 8/11/2011 0.161 0.160 0.000 99
SRM 8/11/2011 0.400 0.404 0.000 101
SRM 8/11/2011 0.020 0.020 0.000 100
SRM 8/11/2011 0.080 0.079 0.000 98
SRM 8/11/2011 0.161 0.161 0.000 100
SRM 8/11/2011 0.400 0.399 0.000 99
SRM 8/12/2011 0.020 0.020 0.000 100
SRM 8/12/2011 0.080 0.079 0.000 98
SRM 8/12/2011 0.161 0.160 0.000 99
SRM 8/12/2011 0.400 0.397 0.000 99
SRM 8/15/2011 0.020 0.019 0.000 95
SRM 8/15/2011 0.080 0.081 0.000 101
SRM 8/15/2011 0.161 0.162 0.000 100
SRM 8/15/2011 0.400 0.395 0.000 98
Average 0.0000 994
Std Dev 0.0000 o
Range 0-0 95 -101
Linearity
0.450 + - = ]
0.400 / S
0.350 — e :
0.300 //
& i
= 0.250 |
© : 4
>
Q 0200 / J
0.150 / :
0.100 /
0.050 — e
0.000 e . i : . i
0.000 0.050 0.100 0.150 0.200 0.250 0.300 0.350 0.400 0.450
DMT Average y = 1.0021x + 5E-05
R? = 0.9999

Reviewed by KLK 8/24/11




SECTION 2

POWER UP TESTS



DIAGNOSTIC RESULT

DataMaster DMT:100153
Location:

Calibration Date: 08/04/2011
Certification Date:
Installation Date:

Test Date: 08/10/2011
Test Time: 09:43:28

VERSIONS

DMT: 1.00

PIc: 2.:05
Modem: 2.1
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.6°C
Breath Tube = 45.4°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.78 V
Cooler Voltage = 1.84 V
Bias Voltage = 80 V
Chopper Freg = 532 Hz

PUMP INFO
Flow Rate = 5.478 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0244 -0.0209
MIN(V) -0.0258 -0.0224

FILTER INFO

Filter 1 -0.022 Zero = true
Filter 2 0.213 Zero = true
Filter 3 0.571 Zero = true

CALIBRATION CHECK
Xq = 0.075 0.00%

DMT Serial Number #100153 Page 1 of 1

08/10/2011 9:45 AM



CALIBRATION REPORT

DataMaster DMT:100153
Calibration Date: 08/10/2011

Date

Calibrated by: STEVEN R MERRILL
Lot: 11-37-100

Ca = 0.100

CAL = 0.976972 0.800 <= CAL < 1.200
bl = 0.000 0.000 = bl < 0.004
b2 = 0.002 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xg = 0.075 0.050 = Xg < 0.200
a2l = 1.126629 1.050 <= a2l < 1.300
a3l = 0.483238 0.300 <= a31 < 0.800
Performed by &%?’_

DMT Serial Number #100153

Page 1 of 1

08/10/2011

08/16/2011 1:34 PM



CERTIFICATION REPORT

DataMaster DMT: 100153
Calibration Date:  08/10/2011
Certification Date: 08/10/2011
Certified by: STEVEN R MERRILL
Diagnostic Results

VERSIONS

DMT: 1.00

PIC: 2.05

Modem: 2.1

Questions: 2.0

TEMPERATURES '

Sample Chamber = 48.7°C
Breath Tube = 45.7°C
Digital Sim = 34.4°C
SETTINGS

Lamp Voltage =1.78 V
Cooler Voltage = 1.84 V
Bias Voltage = 80V
Chopper Fregq = 531 Hz

PUMP INFO
Flow Rate = 5.478 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0159 -0.0130
MIN(V) -0.0177 -0.0144
FILTER INFO

Filter 1 -0.014 Zero = true
Filter 2 0.220 Zero = true
Filter 3 0.583 Zero = true
CALIBRATION CHECK

Xg = 0.075 0.23%

DMT Serial Number #100153

Options

OPTIONS
Units

Standard TYPE« . siswes a6 ens
Nominal . «eeeseses v wje
Digital Simulator..s.ecees
Subject
Ask QuestionS....ecseea. 5o
Number of TestS...cecenas
Alcohol Displays ssssseess
Volume Display.:seessasee
Query Refusal..... ¢ @ BP0
CopieSe.ssas v o) s e @ b
Similator BefoXe..oeasimss
Simulator Between........
Simulator After........ "
Observation Time....ccc..
Supervisor
Number of Tests..........
Calibration
Standard TYPe..s s »sswws .o®
Nominal..seees o 0 v 1 e . mm
Nominal (Dry Gas) ceeeeeees
Number of TestS.eeeee.. @
Printer
Printer On.sssces VR R E S
Software Configuration
Data Collectionu..sswssss

Page 1 of 2

yes
2
yes
yes
yves
3
yves
ves
no
0

08/10/2011 1:35 PM



Linearity Check Results DMT Linearity
True Value Reported Average Std Dev 550
0.020 g/210L 0.020 g/210L 0.0000
Lot # 11-38-020 0.42
0.080 g/210L  0.081 g/210L 0.0000 0 /
Lot # 12-02-080 £0.33
0.161 g/210L 0.162 g/210L 0.0000 E /
Lot # 12-03-160 A 0.25
0400 g/210L  0.401 g/210L 0.0000 s /
Lot # 11-34-400 = 0.17
R2=1 0.08
0.00
0.00  0.08 0.17 0.25 0.33 0.42 .50
Acetone Interference Test TS
Lot # 12-04-080A1
Interference Detected
0.20 ; : 40.
Mouth Alcohol Test 0.18| Alcohol (g/210L) !
Mouth Alcohol Detected — Flow Rate(L/M)
0.16 32.
0.14 28.
0.12 /A\’ 24.
RF Detection Test Ml / \ o4
Passed 0.08 16.
0.06 r‘\ 1.
0.04 8.
\
0.02 4.
0.00 0.
0 5 10 15 20 25 30
Sample Acceptance Test 0.10 ' i z ? s 40.
Passed Alcohol (g/210L)
& 003~ Flow Rate (L/M) 36.
0.08 32.
0.07 28.
0.06 24.
0.05 20.
| -
0.04 /; 16.
0.03 12.
0.02 A 8.
CERTIFICATION PASSED j
0.01 4.
0.00 J 0.
0 5 10 15 20 25 30 35 40 45 50 55 60
bl
Performed by Date 08/10/2011
. / / i
Reviewed by ’%é( %% Date J-22-1I
" 4 7
DMT Serial Number #100153 Page 2 of 2 08/10/2011 1:37 PM
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ACCURACY & PRECISION REPORT

0.12

STATE OF VERMONT

DataMater DMT: 100153

Date: 08/10/2011
Time: 13:46:02

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 11050
SOLUTION CONCENTRATION: 0.100

BLANK TEST ‘ 0.000 13:46

CALIBRATION CHECK PASSED 13:47
SIMULATOR VAPOR 34.4°C 0.101 13:47
SIMULATOR VAPOR 34.4°C 0.101 13:48
SIMULATOR VAPOR 34.4°C 0.101 13:49
SIMULATOR VAPOR 34.4°C 0.101 13:50
SIMULATOR VAPOR 34.4°C 0.201 13:51
SIMULATOR VAPOR 34.4°C 0.101 13:52
SIMULATOR VAPOR 34.4°C 0.101 13:53
SIMULATOR VAPOR 34.4°C 0.101 13:54
SIMULATOR VAPOR 34.5°C 0.101 13:56
SIMULATOR VAPOR 34.4°C 0.101 1357
BLANK TEST 0.000 13:58
Average 0.101

Std Dev = 0.000
L:7d&k\ ‘D:EL- f;;gr(g‘ cyj\‘ (ﬁhlgg\.
M\b\w b

¢é;?;;,l‘
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DMT Serial Number #100153

Page 1 of 1
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0.20 40.0
0.16 32.0
0.12 e 24.0
0.08 ]‘ 16.0
0.04} 8.0
0.00 0.0

0 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 - 24.0
0.08-f 16.0
0.04} 8.0
ks 0.00 0.0

P 0 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0.08|-f 16.0
STATE OF VERMONT 0.04 | 8.0
0.00 0.0

DataMater DMT: 100153 0 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 08/10/2011 0.16 32.0
Time: 14:11:28 0.12 24.0
SUPERVISOR NAME: 00817 il
STEVEN R MERRILL 0.041y 8.0
0.00 0.0

SOLUTION LOT #: 11-39-100 - 10 i3 20 25 30
SOLUTION CONCENTRATION: 0.100 0.20 : 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 14:12 0.12 24.0
CALIBRATION CHECK PASSED 14:12 0.08|f— 16.0
SIMULATOR VAPOR 33.8°C 0.102 14:12 .00 b 5.0
SIMULATOR VAPOR 33.8°C 0.102 14:13 i / 5. B

SIMULATOR VAPOR 33.9°C 0.102 14:15 0 10 15 20 25 30

SIMULATOR VAPOR 33.8°C 0.102 14:16 & 58 o
SIMULATOR VAPOR 33.8°C 0.102 14:17 0. 16 35,
SIMULATOR VAPOR 33.8°C 0.102 14:18 : ’
SIMULATOR VAPOR 33.8°C 0.102 14:19 012/~ ey
SIMULATOR VAPOR 33.8°C 0.102 14:20 0.08|-f~ 16.0
SIMULATOR VAPOR 33.9°C 0.102 14:21 0.04 ,l 8.0
SIMULATOR VAPOR 33.8°C 0.102 14:22 0.00 0.0

BLANK TEST 0.000 14:23 0 10 15 20 25 30
0.20 40.0
Average = 0.102 0.16 32.0
Std Dev = 0.000 595 P
\ 0. 08|~ 16.0

Y [
. : e\\\ <t

L a-Hovs C;& C&\L&V\ 04\\ 0.04 |}~ 8.0
) 0.00 0.0

M (| 0 10 15 20 25 30
Y 0.20 40.0
gt 0.16 32.0
0,12}~ 24.0
0.08|-f~ 16.0
0.04[ 8.0
0.00 0.0

0 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08|-f 16.0
0.04f 8.0
0.00 0.0

0 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08[-f 16.0
0.04 8.0
0.00 0.0

0 10 15 20 25 30

DMT Serial Number #100153 Page 1 of 1 08/10/2011 2:26 PM



SECTION 3

LINEARITY TESTS



DIAGNOSTIC RESULT

DataMaster DMT:100153

Location:

Calibration Date: 08/10/2011 ~ ol
. . S

Certification Date:08/10/2011 D o

Installation Date:

Test Date: 08/10/2011

Test Time: 14:37:03

VERSIONS

DMT: 1.00

PIC: 2:05

Modem: 2.1

Questions: 2.0

TEMPERATURES

Sample Chamber = 49.2°C

Breath Tube = 45.7°C

Digital Sim = 34.4°C

SETTINGS

Lamp Voltage =1.78 V

Cooler Voltage = 1.84 V

Bias Voltage =80V

Chopper Freqg = 532 Hz

PUMP INFO
Flow Rate = 5.511 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0053 0.0079
MIN (V) 0.0041 0.0067

FILTER INFO

Filter 1 0.007 Zero = true
Filter 2 0.241 Zero = true
Filter 3 0.613 Zero = true

CALIBRATION CHECK
Xq = 0.076 0.69%

DMT Serial Number #100153 Page 1 of 1 08/10/2011 2:38 PM
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ACCURACY & PRECISION REPORT

0.06

Date:
Time:

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average =
Std Dev =

STATE OF VERMONT

SUPERVISOR NAME:
STEVEN R MERRILL

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.020
0.000

\..'i-\w(?\')' *\
<fw~ ©X% llD[\\

W ww
[ S Y
s e
STy

34.4
34.4
34.4
34.4
34.4
34.4
34.4

DataMater DMT: 100153

08/10/2011
14:39:05

9 ©0 0 0 0 0 0 o0 0o ©
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SOLUTION LOT #: 11-38-020
SOLUTION CONCENTRATION:
BLANK TEST
CALIBRATION CHECK
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DMT Serial Number #100153
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DataMater DMT: 100153

Date: 08/10/2011
Time: 14:58:52

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 12-02-080

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
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Std Dev = 0.000
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

SOLUTION CONCENTRATION: 0.080
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0.30

ACCURACY & PRECISION REPORT

DataMater DMT: 100153

STATE OF VERMONT

Date: 08/10/2011
Time: 15:18:41

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 12-03-160

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.2
BLANK TEST

0 0 0 0 0o o 0 0 O o

aaaQaQaaanNQan

Average = 0.161
Std Dev = 0.000

Linaorty
;:Rsb\“ {ﬁjh’

SOLUTION CONCENTRATION: 0.161
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DMT Serial Number #100153

Page 1 of 1
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ACCURACY & PRECISION REPORT

Time: 15:37:14

SOLUTION LOT #:

SUPERVISOR NAME:
STEVEN R MERRILL

STATE OF VERMONT

DataMater DMT: 100153

Date: 08/10/2011

11-34-400

SOLUTION CONCENTRATION: 0.400

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 34.1°C 0.399
SIMULATOR VAPOR 34.2°C 0.400
SIMULATOR VAPCR 34.1°C 0.401
SIMULATOR VAPOR 34.1°C 0.401
SIMULATOR VAPOR 34.1°C 0.400
SIMULATOR VAPOR 34.2°C 0.400
SIMULATOR VAPOR 34.2°C 0.400
SIMULATOR VAPOR 34.2°C 0.400
SIMULATOR VAPOR 34.1°C 0.400
SIMULATOR VAPOR 34.2°C 0.401
BLANK TEST 0.000
Average = 0.400

Std Dev = 0.000

Lineeiy
L Can

0.50 40.0
0.40}-— 32.0
0.30} 24.0
0.20}f 16.0
0.10( 8.0
0.00 0.0
0 10 15 20 25 30 35 40 45
0.50 0.0
0.40 P 32.0
0.30 ” 24.0
0.200 16.0
0.10[4 8.0
0.00 0.0
0 10 15 20 25 30
0.50 40.0
0.40} 0 32.0
0.30-f 24.0
0.200 16.0
0.10}f 8.0
0.00 0.0
0 10 15 20 25 30
0.50 40.0
0. 40 32.0
0.30 24.0
0.204 16.0
.10} 8.0
0.00 0.0
0 10 15 20 25 30
0.50 4950
0. 40|z 32.0
0.30f 24.0
0.20}} 16.0
0.10}f 8.0
0.00 0.0
0 10 15 20 25 30
0.50 40.0
0. 40 |z 32.0
0.30 24.0
0.20} 16.0
0.10(4 8.0
0.00 0.0
0 10 15 20 25 30
0.50 9,0
0. 40 - 32.0
0.30{-f 24.0
0.20}4 16.0
0.10 " 8.0
0.00 0.0
0 10 15 20 25 30
0.50 40.0
0.40)m 32.0
0.30~f 24.0
0.20 16.0
0.10[4 8.0
0.00 0.0
0 10 15 20 25 30
0.50 40.0
0. 40l 32.0
0.30 24.0
0.20[4 16.0
0.10[4 8.0
0.00 0.0
0 10 15 20 25 30
0.50 40.0
0. 40 ame 32.0
0.30f 24.0
0.20[4 16.0
0.10(4 8.0
0.00 0.0
0 10 15 20 25 30
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0.50 g ! 1 40.0
0. 40 Lesss i 32.0
0.30}f: 24.0
0.20f} 16.0
0.104 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0.40 |- - 32.0
0.30f-} 24.0
0.20 foffrent 16.0
0.10ff 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
VL] E— 32.0
ACCURACY & PRECISION REPORT 0.30|-} 24.0
0.20}f 16.0
STATE OF VERMONT 0.10} 8.0
0.00 0.0
DataMater DMT: 100153 0 5 10 15 20 25 30
------------- - —————— 0.50 40.0
Date: 08/10/2011 0. 40 |- 32.0
Time: 16:02:58 0.30 ’l 24.0
[
SUPERVISOR NAME: - 16.0
STEVEN R MERRILL 0.107 8.0
0.00 0.0
SOLUTION LOT #: 11-34-400 0 S 10 15 20 25 30
SOLUTION CONCENTRATION: 0.400 0.50 ] 40.0
__________________________________________ 0. 40|z : 32.0
BLANK TEST 0.000 16:03 0.30[-} 24.0
CALIBRATION CHECK PASSED 16:03 0.20 'I 16.0
SIMULATOR VAPOR 34.1°C 0.399 16:04 0. 1004 8.0
SIMULATOR VAPOR 34.1°C 0.400 16:05 5. 56 / g
SIMULATOR VAPOR 34.2°C 0.400 16:07 R E T TE 7y oF o
SIMULATOR VAPOR 34.1°C 0.401 16:08 4. B i6E
SIMULATOR VAPOR 34.2°C 0.400 16:09 0.40 32.0
SIMULATOR VAPOR 34.2°C 0.401 16:10 = -
SIMULATOR VAPOR 34.1°C 0.400 16:12 0.30 24.0
SIMULATOR VAPOR 34.1°C 0.400 16:13 0.20}4 16.0
SIMULATOR VAPOR 34.1°C 0.400 16:14 0.10 ,l 8.0
SIMULATOR VAPOR 34.1°C 0.400 16:15 0.00 0.0
BLANK TEST 0.000 16:16 0 3 10 15 20 25 30
0.50 ; 40.0
Average = 0.400 0.40 ; 32.0
Std Dev = 0.000 _ y\ WV \ 0.30[f 24.0
1 0.20 16.0
0 <y~ 0.10(f : 8.0
& ,3\\)\ 0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0. 40| : 32.0
0.30f 24.0
0.200 : 16.0
0.10[f 8.0
0.00 é 0.0
0 5 10 15 20 25 30
0.50 : 40.0
0. 40 - 32.0
0.30-} 24.0
0.2004 16.0
0.10}f 8.0
0.00 : 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40 B 32.0
0.30|-} 24.0
0.20} 16.0
0.10[} 8.0
0.00 ‘ e 0.0
0 5 10 15 20 25 30
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DIAGNOSTIC RESULT

DataMaster DMT:100153

Location: : Y Tt

Calibration Date: 08/10/2011 ansep 7
. . s R

Certification Date:08/10/2011 s g i

Installation Date:

Test Date: 08/11/2011

Test Time: 08:25:21

VERSIONS

DMT: 1.00

PIC: 2.05

Modem: 2.1

Questions: 2.0

TEMPERATURES

Sample Chamber = 48.7°C

Breath Tube = 44.7°C

Digital Sim = 34.4°C

SETTINGS

Lamp Voltage =1.78 V

Cooler Voltage = 1.84 V

Bias Veoltage =80V

Chopper Freg = 532 Hz

PUMP INFO
Flow Rate = 5.542 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0089 0.0114
MIN (V) 0.0071 0.0096

FILTER INFO

Filter 1 0.011 Zero = true
Filter 2 0.243 Zero = true
Filter 3 0.614 Zero = true

CALIBRATION CHECK
Xq = 0.075 0.00%
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0.06

STATE OF VERMONT
DataMater DMT: 100153

Date: 08/11/2011
Time: 08:28:56

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 11-38-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.2
SIMULATOR VAPOR 34.4
SIMULATOR VAPOR 34.5
BLANK TEST 0.000
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0.20 40.0
0.16 32.0
0.12 24.0
0.08 -116.0
0.04 [-f~ 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 3240
0.12 24.0
0. 08 |-z 16.0
0.04 8.0
Heetieg 0.00l/ 0.0
: R r g 0 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
: 0. 08 [z 16.0
STATE OF VERMONT 0.04f 8.0
0.00 “o.0
DataMater DMT: 100153 0 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 08/11/2011 0.16 32.0
Time: 08:42:47 0.12 24.0
SUPERVISOR NAME: 9./08 o 554
STEVEN R MERRILL 0.0417 8.0
0.00 0.0
SOLUTION LOT #: 12-02-080 0 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 08:43 0.12 24.0
CALIBRATION CHECK PASSED 08:43 0.08 16.0
SIMULATOR VAPOR 34.4°C 0.079 08:44 0.04 f &0
SIMULATOR VAPOR 34.4°C 0.080 08:45 P / 6.5
SIMULATOR VAPOR 34.4°C 0.080 08:46 o 10 15 20 25 30
SIMULATOR VAPOR 34.4°C 0.080 08:47 0.20 40.0
SIMULATOR VAPOR 34.4°C 0.080 08:48 5 08 5. 0
SIMULATOR VAPOR 34.4°C 0.080 08:49 ) :
SIMULATOR VAPOR 34.4°C 0.080 08:50 0.12 24.0
SIMULATOR VAPOR 34.4°C 0.080 08:51 0. 08 |-zases 16.0
SIMULATOR VAPOR 34.2°C 0.081 08:53 0.04 [l 8.0
SIMULATOR VAPOR 34.4°C 0.080 08:54 0.00 0.0
BLANK TEST 0.000 08:54 0 10 15 20 25 30
0.20 40.0
Average = 0.080 0.16 32.0
Std Dev = 0.000 4 58 -
0.08 |-z 16.0
1 h’%\u\u 0.04|4 8.0
0.00 0.0
o 0 10 15 20 25 30
0.20 40.0
0.16 2.0
0.12 24.0
0. 08 16.0
0.04|f 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08 [~z 16.0
0.04[f 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 | 16.0
0.04| 8.0
0.00 0.0
0 10 15 20 25 30
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0.30 40
0.20 26
0.10 I‘ 13.
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
0.10 /ﬁ 13
1
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
ACCURACY & PRECISION REPORT
0.10 [ 13.
STATE OF VERMONT jL .......
0.00
DataMater DMT: 100153 0 5 10 15 20 25 30
- -= e 0.30 40.
Date: 08/11/2011
Time: 09:07:28 0.20 26.
SUPERVISOR NAME: 0.10 /> i3,
STEVEN R MERRILL
0.00 0
SOLUTION LOT #: 12-03-160 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.161 0.30 40.
BLANK TEST 0.000 09:08 960 26.
CALIBRATION CHECK PASSED 09:08 T
SIMULATOR VAPOR 34.4°C 0.160 09:08 G=d8pd -
SIMULATOR VAPOR 34.2°C 0.161 09:10 080 .
SIMULATOR VAPOR 34.2°C 0.161 09:11 e 5 10 is %0 oo 50
SIMULATOR VAPOR 34.4°C 0.161 09:12 0.30 i
SIMULATOR VAPOR 34.2°C 0.161 09:13
SIMULATOR VAPOR 34.2°C 0.161 09:14 0.20 26
SIMULATOR VAPOR 34.4°C 0361 09:35 | i e
SIMULATOR VAPOR 34.2°C 0.161 09:16 g
SIMULATOR VAPOR 34.4°C 0.161 09:18 |
SIMULATOR VAPOR 34.2°C 0.161 09:19 0.00 0.
BLANK TEST 0.000 09:20 0 5 10 15 20 25 30
0.30 40
Average = 0.160
Std Dev = 0.000 0.20 26.
1 0.10 {7 13
L%) V4 ulu
0.00 0.
Sh— 0 5 10 15 20 25 30
0.30 40
0.20 26
0.10 {7 13
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
0.10 [[ 13
0.00 0
0 5 10 15 20 25 30
0.30 40
0.20 26
0.10 {’ 13
0.00 0
0 5 10 15 20 25 30
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0.50 40.0

0.40 [~ 32.0
0.30 24.0
0.20}} 16.0
0.10(f 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0.40 32.0
0.30[4 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0.40 32.0
ACCURACY & PRECISION REPORT 0.304 24.0
0.20 16.0
STATE OF VERMONT 0.10 8.0
0.00 0.0
DataMater DMT: 100153 0 5 10 15 20 25 30 35 40 45
o 0.50 40.0
Date: 08/11/2011 ' 0.40 S— 820
Time: 09:46:52 0.30 [ 24.0
[
SUPERVISOR NAME: ot i
STEVEN R MERRILL 0.10}y 8.0
0.00 0.0
SOLUTION LOT #: 11-34-400 : 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.400 0.50 40.0
__________________________________________ 0.40 ===z 32.0
BLANK TEST 0.000 09:47 0.30}-} 24.0
CALIBRATION CHECK PASSED 09:47 0.20[] 16.0
SIMULATOR VAPOR 34.4°C 0.402 09:48 . g 2
SIMULATOR VAPOR 34.4°C 0.405 09:49 5 aolt o
SIMULATOR VAPOR 34.2°C 0.404 09:51 s e p) it =0 s i
SIMULATOR VAPOR 34.2°C 0.404 09:52 . oy
SIMULATOR VAPOR 34.2°C 0.404 09:54 0’40 ___________ 38 0
SIMULATOR VAPOR 34.4°C 0.404 09:55 oM ’
SIMULATOR VAPOR 34.4°C 0.404 09:56 0.3017 24.0
SIMULATOR VAPOR 34.2°C 0.405 09:58 0.20}} 16.0
SIMULATOR VAPOR 34.4°C 0.405 09:59 0.10] 8.0
SIMULATOR VAPOR 34.2°C 0.405 10:00 0.00 0.0
BLANK TEST 0.000 10:01 0 5 10 15 20 25 30 35 40 45
0.50 40.0
Average = 0.404 0o D0 s 32.0
p— P TR
Std Dev = 0.000 0.30 ’l 24.0
0.20[4 e 16,0
L9 0\6\1\\1& 0.10} 8.0
0.00 0.0
— 0 5 10 15 20 25 30
0.50 40.0
0.40 e 32.0
0.30{{ 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0.40 | 32.0
0.30[ -|24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0.40 | 32.0
0.30}4 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
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DIAGNOSTIC

RESULT

DataMaster DMT:100153

Location:

Calibration Date: 08/10/2011
Certification Date:08/10/2011
Installation Date:

Test Date: 08/11/2011
Test Time: 14:10:52
VERSIONS

DMT: 1.00

PIC: 2.035

Modem: 2.1

Questions: 2.0
TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = 42;5°%¢
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage =1.78 V
Cooler Voltage = 1.84 V
Bias Voltage =80V
Chopper Freq = 532 Hz
PUMP INFO

Flow Rate = 5.469 L/M
DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0169 0.0193
MIN (V) 0.0150 0.0179
FILTER INFO

Filter 1 0.019% Zero = true
Filter 2 0.252 Zero = true
Filter 3 0.626 Zero = true
CALIBRATION CHECK

Xg = 0.076 0.58%
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0.06

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average
Std Dev

STATE OF VERMONT

SUPERVISOR NAME:
STEVEN R MERRILL

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.020
0.000

DataMater DMT: 100153
Date: 08/11/2011
Time: 14:16:31

SOLUTION LOT #: 11-38-020
SOLUTION CONCENTRATION:
BLANK TEST
CALIBRATION CHECK
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0.20 40.0
0.16 32.0
0.12 24.0
0. 0B [ ~|16.0
0.04|-f~ 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.le 32.0
0.12 24.0
0.08 B 16.0
0.04[-f 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY ‘& PRECISION REPORT 0.12 24.0
0. 08 |-z 16.0
STATE OF VERMONT 0.04}f 8.0
0.00 0.0
DataMater DMT: 100153 0 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 08/11/2011 0.16 32.0
Time: 14:33:41 0.12 24.0
SUPERVISOR NAME: Se S ak.0
STEVEN R MERRILL 0.047 8.0
) 0.00 0.0
SOLUTION LOT #: 11-33-080 g 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 14:34 0.12 24.0
CALIBRATION CHECK DASSED 14:34 o 1620
SIMULATOR VAPOR 34.4°C 0.078 14:35 - f—= e
SIMULATOR VAPOR 34.2°C 0.079 14:36 5. / g
SIMULATOR VAPOR 34.2°C 0.079 14:37 " T s i =5 A
SIMULATOR VAPOR 34.2°C 0.080 14:38 BB oy
SIMULATOR VAPOR 34.4°C 0.079 14:39 0.16 32.0
SIMULATOR VAPOR 34.2°C 0.080 14:40 : :
SIMULATOR VAPOR 34.2°C 0.080 14:41 Dol 24.0
SIMULATOR VAPOR 34.2°C 0.080 14:42 0. 08 [ s 16.0
SIMULATOR VAPOR 34.4°C 0.080 14:43 0.04|f 8.0
SIMULATOR VAPOR 34.2°C 0.080 14:44 0.00 0.0
BLANK TEST 0.000 14:45 0 10 15 20 25 30
0.20 40.0
Average = 0.079 0.16 32.0
Std Dev = 0.000 0.12 24.0
_ 0. 08 |-z 16.0
i {
0.04 8.0
L7 ot|ulw s~ ool
2 0 10 15 20 25 30
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0.16 32.0
0.12 24.0
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0.04f 8.0
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0 10 15 20 25 30
0.20 40.0
0.16 32.0
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0.04|f 8.0
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0.16 32.0
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0. 08 e 16.0
0.04f 8.0
0.00 0.0
0 10 15 20 25 30
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ACCURACY & PRECISION REPORT

DataMater DMT: 100153

Date: 08/11/2011
Time: 14:53:53

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 12-03-160

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR 33.7
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ACCURACY & PRECISION REPORT
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SIMULATOR
SIMULATOR
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Average
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STATE OF VERMONT

SUPERVISOR NAME:
STEVEN R MERRILL

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.399
0.000

DataMater DMT: 100153
Date: 08/11/2011
Time: 15:13:47

SOLUTION LOT #: 11-34-400
SOLUTION CONCENTRATION:
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DIAGNOSTIC RESULT

DataMaster DMT:100153

Location:

Calibration Date: 08/10/2011 R T
- . P -

Certification Date:08/10/2011 s st T L W

Installation Date:

Test Date: 08/12/2011

Test Time: 07:46:56

VERSIONS

DMT: 1.00

PIC: 2.05

Modem: 2.1

Questions: 2.0

TEMPERATURES

Sample Chamber = 48.7°C

Breath Tube = 45.3°C

Digital Sim = 0.0°C

SETTINGS

Lamp Voltage =1.78 V

Cooler Voltage = 1.84 V

Bias Voltage =80V

Chopper Freq = 531 Hz

PUMP INFO
Flow Rate = 5.502 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0043 0.0077
MIN (V) 0.0028 0.0061

FILTER INFO

Filter 1 0.007 Zero = true
Filter 2 0.240 Zero = true
Filter 3 0.598 Zero = true

CALIBRATION CHECK
Xg = 0.075 0.00%
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STATE OF VERMONT

DataMater DMT: 100153

Date: 08/12/2011
Time: 08:03:51

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 11-38-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000 08:04
CALIBRATION CHECK PASSED 08:04
SIMULATOR VAPOR 34.0°C 0.022 08:05
SIMULATOR VAPOR 34.0°C 0.021 08:06
SIMULATOR VAPOR 34.0°C 0.021 08:07
SIMULATOR VAPOR 34.1°C 0.021 08:08
SIMULATOR VAPOR 34.1°C 0.021 08:09
SIMULATOR VAPOR 34.0°C 0.020 08:10
SIMULATOR VAPOR 34.1°C 0.021 08:11
SIMULATOR VAPOR 34.1°C 0.021 08:12
SIMULATOR VAPOR 34.0°C 0.020 08:13
SIMULATOR VAPOR 34.0°C 0.020 08:14
BLANK TEST 0.000 08:15
Average = 0.020

Std Dev = 0.000
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STATE OF VERMONT

SUPERVISOR NAME:
STEVEN R MERRILL

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
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VAPOR
VAPOR
VAPOR

BLANK TEST

0.07%
0.000

DataMater DMT: 100153
Date: 08/12/2011
Time: 08:18:53

SOLUTION LOT #: 11-33-080

SOLUTION CONCENTRATION: 0.080
BLANK TEST
CALIBRATION CHECK
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Time: 08:39:55

BLANK TEST

SIMULATOR VAPOR
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SIMULATOR VAPOR
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BLANK TEST

Average = 0.160
Std Dev = 0.000

SUPERVISOR NAME:
STEVEN R MERRILL

DataMater DMT: 100153

CALIBRATION CHECK
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STATE OF VERMONT

SOLUTION LOT #: 12-03-160
SOLUTION CONCENTRATION: 0.161
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ACCURACY & PRECISION REPORT 0.30[-} 24.0
: 0.20[4 16.0
STATE OF VERMONT 0.10[4 8.0
0.00 0.0
DataMater DMT: 100153 0 5 10 L5 20 25 30
—————————————————————————————————————————— 0.50 40.0
Date: 08/12/2011 0. 40 |z 390
Time: 09:00:34 0.30 l’ 24.0
|
SUPERVISOR NAME: Rl | 400
STEVEN R MERRILL 0.10yy 8.0
0.00 0.0
SOLUTION LOT #: 11-34-400 0 S 10 15 20 25 30
SOLUTION CONCENTRATION: 0.400 0.50 40.0
__________________________________________ 0. 40 [ 32.0
BLANK TEST 0.000 09:01 0.30{-} 24.0
CALIBRATION CHECK PASSED 09:01 0.20[] 16.0
SIMULATOR VAPOR 34.0°C 0.398 09:02 ol %
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DIAGNOSTIC RESULT

DataMaster DMT:100153

Location:

Calibration Date: 08/10/2011 Nansae 7
. . o -

Certification Date:08/10/2011 n wiao g T s -

Installation Date:

Test Date: 08/15/2011

Test Time: 08:16:20

VERSIONS

DMT: 1.00

PIC: 2.05

Modem: 2.1

Questions: 2.0

TEMPERATURES

Sample Chamber = 48.9°C

Breath Tube = 45.6°C

Digital Sim = 0.0°C

SETTINGS

Lamp Voltage =1.78 V

Cooler Voltage = 1.84 V

Bias Voltage =80V

Chopper Freq = 533 Hz

PUMP INFO
Flow Rate = 5.524 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0274 0.0315
MIN (V) 0.0264 0.0301

FILTER INFO .

Filter 1 0.031 Zero = true
Filter 2 0.265 Zero = true
Filter 3 0.622 Zero = true

CALIBRATION CHECK
Xg = 0.075 0.12%

DMT Serial Number #100153 Page 1 of 1 08/15/2011 8:18 AM



ACCURACY & PRECISION REPORT

STATE OF VERMONT
DataMater DMT: 100153

Date: 08/15/2011
Time: 08:45:26

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 11-38-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 34.1°C 0.020
SIMULATOR VAPOR 34.1°C 0.020
SIMULATOR VAPOR 34.1°C 0.019
SIMULATOR VAPOR 34.0°C 0.020
SIMULATOR VAPOR 34.0°C 0.020
SIMULATOR VAPOR 34.0°C 0.020
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SIMULATOR VAPOR 34.0°C 0.020
SIMULATOR VAPOR 34.0°C 0.020
SIMULATOR VAPOR 34.0°C 0.020
BLANK TEST 0.000
Average = 0.019

Std Dev = 0.000
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ACCURACY & PRECISION REPORT
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ACCURACY & PRECISION REPORT
0.10 ') 13.3
STATE OF VERMONT |
0.00 0.0
DataMater DMT: 100153 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.30 40.0
Date: 08/15/2011
Time: 09:46:53 0.20 26.7
SUPERVISOR NAME: 0.10 If 13.3
STEVEN R MERRILL
0.00 0.0
SOLUTION LOT #: 12-03-160 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.161 0.30 40.0
BLANK TEST - 0.000 09:47 _ 26.7
CALIBRATION CHECK PASSED 09:47 T
SIMULATOR VAPOR 33.8°C 0.162 09:48 | 13.3
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0.30

STATE OF VERMONT

DataMater DMT: 100153

Date: 08/15/2011
Time: 10:05:50

SUPERVISOR NAME:
STEVEN R MERRILL

SOLUTION LOT #: 11-34-400
SOLUTION CONCENTRATION: 0.400

BLANK TEST 0.000 10:06
CALIBRATION CHECK PASSED 10:06
SIMULATOR VAPOR 34.0°C 0.396 10:07
SIMULATOR VAPOR 34.0°C 0.395 10:08
SIMULATOR VAPOR 34.0°C 0.395 10:09
SIMULATOR VAPOR 34.0°C 0.395 10:11
SIMULATOR VAPOR 34.0°C 0.395 10:12
SIMULATOR VAPOR 34.0°C 0.395 10:13
SIMULATOR VAPOR 34.1°C 0.395 10:14
SIMULATOR VAPOR 34.0°C 0.395 10:15
SIMULATOR VAPOR 34.0°C 0.395 10:16
SIMULATOR VAPOR 34.0°C 0.395 10:18
BLANK TEST 0.000 10:18
Average = 0.395

Std Dev = 0.000
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