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State of Vermont Health Department Laboratory
195 Colchester Ave
Burlington, Vermont 05401
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Re:
Shipment of DataMaster DMT S/N: [©0)H ]  for the Vermont
Certification Project.
Instrument Preparation:
1. Removed Simulator & secured simulator arms with Ty-Wrap. 4/{/5_ 72

2. Removed breath tube. ~47= /-/2-/Z

3. Downloaded instrument files to USB thumb drive./x~2 ;-/z-/Z

4. Removed keyboard & stylus. /227 /-/z v &

5. Removed security screws & replaced with manufacturer
supplied screws. 2z /-/Z-/Z

6. Instrument bagged & packaged for shipment. ‘X7%" /-/2-/2

7. How many TSls are included with instrument? o

Notes:

Shipment in this Box Contains One DataMaster DMT with NO
accessories, and one Shipping Memo.
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Breath Record Summary
X = Interference, R = Refusal, V = Invalid, I Incomplete
Test Test Agency Operator Name Alcohol | Alcohol St Sim. Status Message
Date Time Val. 1 Val. 2 Conc. 1 Conc. 2
04/30/2010 20:38 VERGENNES PD BRENT H NEWTON 0.126 0.100
05/02/2010 18:23 VERGENNES PD BRENT H NEWTON 0.117 0.098
06/25/2010 02:26 VERGENNES PD JASON S OUELLETTE 0.118 0.096
06/30/2010 00:59 VERGENNES PD JASON S OUELLETTE 0.174 0.096
07/04/2010 22:559 VERGENNES PD BRENT H NEWTON 0.101 RESPONSE TIMEOUT
07/04/2010 23:07 VERGENNES PD BRENT H NEWTON 0.101 RESPONSE TIMEOUT
07/04/2010 23:38 VERGENNES PD BRENT H NEWTON 0.097 0.102
07/06/2010 01:34 VERGENNES PD NEIL F MOGERLEY 0.093 0.102
07/08/2010 22159 VERGENNES PD BRENT H NEWTON 0,183 0.100
07/17/2010 22:3% VERGENNES PD BRENT H NEWTON 0.095 0.101
07/24/2010 03:14 VERGENNES PD BRENT H NEWTON 0.100 RESPONSE TIMEOUT
07/24/2010 03:19 VERGENNES PD BRENT H NEWTON R 0.099
07/24/2010 03:39 VERGENNES PD BRENT H NEWTON 0.083 0.100
07/24/2010 04:09 VERGENNES PD JASON S OUELLETTE 0.123 0.099
07/31/2010 01:41 VERGENNES PD NEIL F MOGERLEY 0.132 0.099
08/11/2010 22143 VERGENNES PD JASON S OUELLETTE 0.117 0.099
08/26/2010 02:29 VERGENNES PD JASON S OUELLETTE 0.099 RESPONSE TIMEOUT
08/26/2010 02:37 VERGENNES PD JASON S OUELLETTE 0.086 0.082 0.100 0.100
038/05/2010 03:09 VERGENNES PD WILLIAM H WAGER 0.134 0.138 0.098 0.098
10/30/2010 23:19 VERGENNES PD WILLIAM H WAGER 0.143 0.097
11/26/2010 00:39 VERGENNES PD JASON S OUELLETTE 0.073 0.101
12/05/2010 02:53 VERGENNES PD WILLIAM H WAGER 0.142 0.101
12/22/2010 19527 VERGENNES PD JASON S OQUELLETTE 0.178 0.186 0.100 0.099
03/01/2011 00:46 VERGENNES PD BRENT H NEWTON 0.102 RESPONSE TIMEOUT
03/01/2011 01:18 VERGENNES PD BRENT H NEWTON 0.149 0.141 0.102 0.101
03/05/2011 05:58 VERGENNES PD NEIL F MOGERLEY 0.123 0.101
03/28/2011 17:20 VERGENNES PD BRENT H NEWTON 0.078 0.102
04/27/2011 23523 VERGENNES PD BRENT H NEWTON 0.193 0.172 0.102 0.101
05/07/2011 02§31 VERGENNES PD BRENT H NEWTON R 0.101
05/15/2011 00:34 VERGENNES PD BRENT H NEWTON 0.081 0.081 0.102 0.102
05/21/2011 20:47 VERGENNES PD NEIL F MOGERLEY 0.094 0.088 0.101 0,101
05/29/2011 23:47 VERGENNES PD JASON S OUELLETTE 0.220 0.100 0.101
06/10/2011 20:45 VERGENNES PD PATRICK R GREENSLET 0.096 0.092 0.101 0.101
06/23/2011 13224 VERGENNES PD BRENT H NEWTON 0.000 0,104
07/01/2011 00:19 NEW HAVEN VSP TIMOTHY P HANLEY 0.073 0.104
07/02/2011 01:39 VERGENNES PD PATRICK R GREENSLET 0.092 0.088 0.105 0.104
07/03/2011 01:56 NEW HAVEN VSP TIMOTHY P HANLEY 0.113 0.104
07/03/2011 03212 VERGENNES PD BRENT H NEWTON 0.185 0.197 0.102 0.102
07/15/2011 02:54 NEW HAVEN VSP PETER M DEMPSEY 0.152 0.103
08/22/2011 08:57 VDHL STEVEN E HARNOIS 0.000 0,103
09/03/2011 21:26 VERGENNES PD BRENT H NEWTON 0.166 0.163 0.102 0.100
10/01/2011 23:28 VERGENNES PD BRENT H NEWTON CALIBRATION CHECK ERROR
10/01/2011 23331 VERGENNES PD BRENT H NEWTON CALIBRATION CHECK ERROR
11/19/2011 03:04 VERGENNES PD PATRICK R GREENSLET R 0.099
11/24/2011 02:37 VERGENNES PD BRENT H NEWTON 0.148 0,098
01/01/2012 02:41 VERGENNES PD BRENT H NEWTON 0.166 0.176 0.098 0.097
01/02/2012 21:02 VERGENNES PD ADAM J ONEILL 0.156 0.098
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Vegemes P

X = Interference, R = Refusal, V = Invalid, I = Incomplete
Test Test Test Type Status Message
Date Time
07/04/2010 22:59 Breath Test RESPONSE TIMEOQOUT
07/04/2010 23:07 Breath Test RESPONSE TIMEOUT
07/24/2010 03:14 Breath Test RESPONSE TIMEOUT
08/26/2010 02:29 Breath Test RESPONSE TIMEOUT
03/01/2011 00:46 Breath Test RESPONSE TIMEOUT
10/01/2011 23:28 Breath Test CALIBRATION CHECK ERROR
10/01/2011 23:31 Breath Test CALIBRATION CHECK ERROR
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