ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:

_ AW\‘V

123306
Location: New Haven VSP
Calibration Date:  12/23/2011
Certification Date: 12/23/2011
Installation Date: - 01/12/2012
RPC Date: 05/24/2012
Supervisor Name: STEPHANIE J TAYLOR
Diagnostic Results Accuracy and Precision Check
Concentration =0.100 g/210L
Lot # = 12-45.100
VERSIONS Range =0.095.0.105
DMT: 1.01 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.2
Questionsg: 2.0 :
RF Detection Test
TEMPERATURES Passed .
Sample ‘Chamber = 49,0°C
Breath Tube = 48.1°C
Digdtal Sim = 34,0°C Passed
SEITINGS
Lamp Voltage = 1.66 V
Cooler Voltage = 1.77 V
Bias Voltage = 80V g ; 5 7 40.0
Chopper IF'req = 540 Hz 0 0l. Aloohol(g/ztol | s
PUMP INFO ——— Flow Ra}te(L/M)
Flow Rate = 4.922 II/M 08| e R ., ITIRION| (T (SPRRCNLY (PRRTRYY SRS e, 32. 0
DETECTOR INFO TR .
PUMP ON OFF 0.07 28.0
MAX (V)  0.2441 0.2482 :
MIN(V) 0.2427 0.2461 0.06 ......................................... it IR 2,1‘0
FILTER INFO 1 e e e e T Mt [ T ~120.,0
Filter 1  0.247 Zero = true j
Filter 2 0 < 71‘7 zero - true . 04 asuiierdaafeqinnarsasieed EOFICCTOITEIOL! HRIIPRerir, (e Koo, R SR R Tt DTNy S iue e 16 iy O
rilter 3 1.321 Zero = true
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CALIBRATION CHECK ! i
Xq = 0,126 0.49% .02 ] 1)1 PIET ) [EPRSIR) RO (SN, MR -8,
. 01 PP | Ronseniy H AR [ BR A SESCPRTREE RESRRERS, AE! RIS : ~14 .,
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Routine Performance Check Passed —— TR R W TR
L d 4
Performed by cilsanling Date 05/24/2012
Reviewed by Q(UQ)(% Date _ O \ TR / VR l/ NV
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