Breath Record History Jor10/501s

Test Test neenc Operator Name Alcohol Alcchol Sim. Sim. Status Message
Date Time g Y p val. 1 val. 2 Conc. 1 Conc. 2 g
05/05/2012 19:49:26| ADDISON COUNTY SHERIFF DALE BENWAY 0.094 Simulator Out of Range
07/07/2012 02:44:46| BRISTOL PD GEORGE R CROWE 0.000 0.099
07/08/2012 21:26:49| Bristol Police Department JOSHUA L OTEY 0.098 RESPONSE TIMEOUT
07/08/2012 21:32:36| Bristol Police Department JOSHUA L OTEY 0.209 0.098
07/22/2012 08:21:49] BRISTOL PD GECRGE R CROWE INVALID 0.097
07/22/2012 08:42:19| BRISTQCL PD GEORGE R CROWE INVALID 0.097
07/22/2012 09:02:58| BRISTOL PD GEORGE R CRCOWE 0.177 0.097
09/02/2012 05:44:33| BRISTOL PD GEORGE R CROWE 0.178 0.08%6
09/17/2012 19:21:20 BRISTOL ED JOSHUA 1 OTEY INCOMPLETE 0.085 Pump Error
09/17/2012 19:58:38] BRISTOL PD JOSHUA L OTEY INVALID 0.095
09/17/2012 20:19:25| BRISTOL PD JOSHUA L OTEY 0.139 0.095 0.094 Simulator Out of Range
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Status Status
Date Time Test Type Status Message

02/15/2012 15:47:10 Accuracy & Precision Records Simulator Timed Out
02/17/2012 11:16:52 Accuracy & Precision Records Blank Error
02/17/2012 15:09:39 Accuracy & Precision Records Simulator Temperature Too High
05/05/2012 19:50:59 DUI Subject Record Simulator Out of Range
06/27/2012 13:03:59 RPC Record RF NOT DETECTED
07/09/2012 21:30:10 DUI Subject Record RESPONSE TIMEQUT
09/17/2012 19:26:05 DUI Subject Record Pump Error
09/17/2012 20:25:29 DUI Subject Record Simulator Out of Range
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Status Status
Date Time Test Type Status Message

02/15/2012 15:47:10 Accuracy & Precision Records Simulator Timed Out
02/17/2012 11:16:52 Accuracy & Precision Records Blank Error
02/17/2012 15:09:39 Accuracy & Precision Records Simulator Temperature Too High
05/05/2012 19:50:59 DUI Subject Record Simulator Out of Range
06/27/2012 13:03:59 RPC Record RF NOT DETECTED
07/09/2012 21:30:10 DUI Subject Record RESPONSE TIMEQUT
09/17/2012 19:26:05 DUI Subject Record Punp Error
09/17/2012 20:25:29 DUI Subject Record Simulator Out of Range
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