ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122106

Leogation: Vergennes PD
Calibration Date:  01/03/2012
Certification Date:  01/04/2012
Installation Date:  01/12/2012

RPC Date: 10/30/2012
Sopervigor Name: BRENT HNEWTON

Diagnostic Resulis Accuracy and Precision Check
Coneentration =098 ¢210L
) Lat # = 12-73-100
VERSIONS Range =093 - 0.103
DMT: 1.01 Average =0.102 y/210L
PIC: 2,05 8id Doy ={.0000

Modem: 2.4
Queations: 2.1

BY Datection Test

TEMPERATURES Pasaed
Sample Chamber = 49,0°C
Breath Tube = 4§.,1°C Sample Acceptance Test
Digital Sim = 34.0°C Pagsert
SETTINGS
Lamp Voltage = 1.72 V
Cooler Voltage = 1,79 Vv
Bias Voltage = 80 V 0.10 § 40.0
Ch Fr = 535
opper freq 535 Hz 5.0l Aleohol (g/210L) N T T PO
PUMP TNFO —— I?lfsw Réte(L){M) : ; i
Flow Rate = 5.177 L/M Q.08 i SN S 32,0
DETECTOR INFO ) ‘ ;
FOMP ON orF 0.07 § 28,0
MAX (V) 0.5669 00,5685 . ; : ! ; : 5
MIN (V) 0.5650 0.5667 LT e T T  ERIT ‘ - A i '""“‘;""*"'i" w1 2400
- 0,08} . T ~~"LW»‘?[\~\§J = [ 20, 0
_FILTBR INFO -05 e
Filter 1 0.567 PZero = true : : [ j
Filter 2 0.922 Zero = frue O oo -116.,0
Filter 3 1.192 Zero = true ; ; ; : : i :
0.03) : e R N PPV
CALIBRATION CHECK ; ; | i : i
Xq = 0.087 0.61% .02 SR S 48,0
; e ok ] 0, 3 0.0
Routine Performance Check Passed P T ST,

Performed by Dats 10/30/2012
Raviewed by Dats
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