
· DataMaster DM! MO>nlthly Update Ctu~ck",lOst 
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Provided None this month 

Operators Logbook D 0 

Maintenance Logbook tllJ D 

Breath Summary Report ~ D 

Status Summary Report ® D 

Calibration Report D ~ 
Certification Report D ~ 

Installation Report D [z] 

Annual Preventative Maintenance 0 ~ 

Routine Performance Check & D 

Simulator Solution Change D ~ 

Other Reports D ~ 
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DATAMASTER DMT MAINTENANCE LOG 

DeparlfmenU Agency DataMaster DMT Serial Number 

TYPE OF SERVICE PERFORMED PERFORMED BY 
(Name and Title) 

.. _ .. R.eC .. _.L~O.hS1::ttlCk~ I . KE-\I U\\ DataMaster Simulator Solution 
Lot # 12-45-100 EtOHaq Cone: 0.100 
Range: 0.095 - 0.105 I . PI I b r H ] 
Preparation Date: 12/12/2011 E~pires: 12/12/2012 ~~.~~.~ .. _ .. _~::~._~~_ .. ~._ .. _.~:':._ .. 

" Sff\~\\ b 

OPENED;·iT2:7j;·2-· .... ···· .. ·······,··· .. · ... _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. _ .. ____________________________ _ 

I<e\lLN 
DataMaster Simulator Solution 
Lot # ] 2-13-] 00 EtOHaq Cone: 0.102 (CPC 

£ (1'\ 'X. L -::r: 6 Range: 0.097 - 0.107 . 
Preparation Date: 09/09/201 J Expires: 0910912012 

OPENED: G"'2 7·- 17-

ALe 803 REV 03 08/2011 

1 



DATAMASTER DMT MAINTENANCE LOG 

Department! Agency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED 

[For RPC or Simulator Solution Change Place Label Here] 

[ For RPC or Simulator Solution Change Place Label Here] 

[ For RPC or Simulator Solution Change Place Label Here] 

ALe 803 REV 03 08/2011 
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PERFORMED BY 
(Name and Title) 
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Status Record History Page 1 
11/02/2012 

Status Status Test Type Status Message Date Time 

10/02/2012 02:07:59 DUI Subject Record Simulator Out of Range 
10/02/2012 02:14:09 DUr Subject Record RESPONSE TIMEOUT 
10/12/2012 02:39:35 DUI Subject Record Simulator Out of Range 
10/14/2012 00:53:0$ DUI Subject Record Simulator Out of Range 
10/14/2012 00:56:22 our Subject Record Simulator Out of Range 
10/14/2012 00:59:31 DUI Subject Record Simulator out of Range 
10/17/2012 19:34:08 RPC Record SAMPLE ACCEPTANCE TEST FAILED 
10/17/2012 20:03:06 RPC Record SAMPLE ACCEPTANCE TEST FAILED 
10/17/2012 20:22:11 RPC Record SAMPLE ACCEPTANCE TEST FAILED 
10/17/2012 20:32:17 RPC Record Diagnostic Check Failed 
10/17/2012 20:34:50 RPC Record Diagnostic Check Failed 
10/18/2012 10:53:54 RPC Record SAMPLE ACCEPTANCE TEST FAILED 

......... f"r'I ..... ......... " .. ___ n~ 

111£1?I? 



Breath Record History Page 1 
11/01/2012 

Test Test Agency Operator Name Alcohol Alcohol Simp Sim. status Message Date Time Val. 1 Val. 2 Conc. 1 Conc. 2 

10/02/2012 02 06 30 MIDDLEBURY PD NEIL F MOGERLEY 0.096 Simulator Out of Range 
10/02/2012 02 09 42 MIDDLEBURY PD NEIL F MOGERLEY 0.173 0.098 RESPONSE TIMEOUT 
10/12/2012 02 38 05 MIDDLEBURY PD NEIL F MOGERLEY 0.095 Simulator Out of Range 
10/12/2012 02 41 02 MIDDLEBURY PD ~"IL F MOGERLEY 0.153 0.097 
10/14/2012 00 48 15 MIDDLEBURY PD NEIL F MOGERLEY 0.167 0.097 0.096 Simulator out of Range 
10/14/2012 00 54 48 MIDDLEBURY PD NEIL F MOGERLEY 0.096 Simulator out of Range 
10/14/2012 00 57 59 MIDDLEBURY PD NEIL F MOGERLEY 0.096 Simulator out of Range 
10/19/2012 04 26 47 MIDDLEBURY PO NATHAN HAYES 0.157 0.100 
10/24/2012 20 26 59 MIDDLEBURY PD KEVIN A EMILIO REFUSED 0.099 
10/24/2012 20 47 51 MIDDLEBURY PD KEVIN A EMILIO 0.235 0.100 

------ -----

DMT Serial Number #123206 Page lofl H/01l2012 10:12 PM 



Log On Record History Page 1 
11/02/2012 

Test Test Name 
Date Time 

-- -- 1I1I/nn'I'\"' ....... r 



ROUT1NE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

123206 
Middlebury PD 
01/03/2012 
01/0412012 
0111212012 
10/18/2012 
ROBERT DRISCOLL 

Sample Chamber = 48.9°C 
Breath Tube 43.7°C 
Digital Sim =: 33.9°C 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

=: 1. 73 V 
=: 1. 78 V 
= 80 V 
=: 541 Hz 

Flow Rate = 4.401 LIM 

DETECTOR INFO 
PUMP ON 
MAX (V) 0.2746 
MIN (V) 0.2734 

FILTER INFO 
Filter 1 0.276 
Filter 2 0.630 
Filter 3 1. 599 

CALIBRATION CHECK 
Xq = 0.081 0.11% 

OFF 
0.2772 
0.2754 

Zero = true 
Zero = true 
Zero =: true 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #123206 

Accuracy and Precision Check 
Concentration = 0.100 g1210L 
Lot # = 12-72-100 
Range = 0.095 - 0.105 
Average =0.101 g1210L 
Std Dev "" 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

123206 
Middlebury PD 
01/03/2012 
0110412012 
01/12/2012 
10118/2012 
ROBERT DRISCOLL 

sample Chamber = 48.7°C 
Breath Tube 44.7°C 
Digital Sim 34.0QC 

SETTINGS 
Lamp VoHage = 1. 73 V 
Cooler Voltage = 1.78 V 
Bias Voltage = 80 V 
Chopper Freq = 541 Hz 

PUMP INFO 
Flow Rate = 4.526 LIM 

DETECTOR INFO 
PUMP ON 
MAX (V) 0.2673 
MIN (V) 0.2652 

FILTER INFO 
Filter 1 0.271 
Filter 2 0.623 
Filter 3 1.593 

CALIBRATION CHECK 
Xq = 0.080 1.07% 

OFF 
0.2705 
0.2691 

Zero = true 
Zero = true 
Zero = true 

Routine Performance Check Failed 

Performed by 

Reviewed by 

DMT Serial Number #123206 

Accuracy and Precision Check 
COl1centmtiol1 = 0.100 g/210L 
Lot # = 12·72·100 
Range = 0.095 - 0.105 
Average = 0.l01 gf210L 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Failed () 

intermit. breath met l.SL sample ~J')') 
.. 1' 'iJrL 1° I .. 

0.10,..---,-----,----,----,----,-----,40. 0 

0.09 36.0 

0.08 32.0 

0.07 28.0 

0.06 ........... ! .................. 24.0 

20.0 

0.04 ........ +· ...... · .......... ·116.0 

0.03 12.0 

0.021 .. · ............ ·; .. ·· 8.0 

0.01 4.0 

O.OO~ __ ~~ ____ ~ __ ~ ______ ~ __ ~ ___ ~O.O 
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Date 10/1812012 

Date 

Page 10ft l0f181201210:S4AM 



ROUTINE PERFORMANCE CIU3:CK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 

123206 
Middlebury PD 
01/03/2012 
01/04/2012 
0111212012 
10/1812012 

Supervisor Name: ROBERT DRISCOLL 

Drngnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

sample Chamber ~ 49.1°C 
Breath Tube '" 43.SoC 
Digital Sim 34.0°C 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

'" 1. 73 V 
'" 1. 78 V 
'" 80 V 
'" 541 Hz 

Flow Rate = 4.511 LIM 

DETECTOR INFO 
PUMP ON 
MAX (V) 0.2652 
MIN(V) 0.2634 

FILTER INFO 
Filter 1 0.268 
Filter 2 0.622 
Filter 3 1.590 

CALIBRATION CHECK 
Xq = 0.080 0.64% 

OFF 
0.2681 
0.2667 

Zero '" true 
Zero = true 
Zero = true 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #123206 

Accuracy and Precision Check 
Concentration = 0.100 g/21OL 
Lot # = 12-72-100 
Range = 0.095 - 0.105 
Average = 0.101 gl210L 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 

DataMater DMT: 123206 
Location: Middlebury PD 

Date: 10/18/2012 
Time: 09:44:02 

SUPERVISOR NAME: 
ROBERT DRISCOLL 

SOLUTION LOT #: 12-72-100 
SOLUTION CONCENTRATION: 0.100 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 33.9°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
SIMULATOR VAPOR 34.0°C 
BLANK TEST 

Average 
Std Dev 

0.101 
0.000 

DMT Serial Number #123206 

0.000 
PASSED 
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ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TElMPERATURES 

123206 
Middlebury PD 
01103/2012 
0110412012 
01112/2012 
1011712012 
WILLIAM J AUSTIN 

Sample Chamber := 49.1°C 
Breath 'I'ube := 44.3·C 
Digital Sim := 34.0·C 

SETTINGS 
Lamp Voltage := 1.73 V 
Cooler Voltage := 1.78 V 
Bias Voltage = 80 V 
Chopper Freq = 541 Hz 

PUMP INFO 
FIO'fll Rate = 4.511 LIM 

DETECTOR INFO 
PUMP ON 
MAX (V) 0.2461 
MIN (V) 0.2437 

FILTER INFO 
Filter 1 0.248 
Filter 2 0.604 
Filter 3 1.575 

CALIBRATION CHECK 
Xq = 0.080 1.07% 

OFF 
0.2486 
0.2472 

Zero = true 
Zero = true 
Zero = true 

Routine Performance Check Failed 

Performed by 

Reviewed by 

DMT Serial Number #123206 

Accuracy and Precision Check 
Concentration = 0,100 gl210L 
Lot # "" 12·72·100 
Runge "" 0.095·0,105 
Average = 0.100 gl210L 
Std Dev = 0,0000 

RF Detection Test 
Passed 

Sample Acceptance Test 

Date 10117/2012 

Date 

Page 1 of! 10/17/20128:22 PM 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

Diagnostic Resultt'i 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2,4 
Questions: 2.1 

TEMPERATURES 

123206 
Middlebury PD 
01/03/2012 
01/04/2012 
01/1212012 
10/1712012 
Wll..LIAM J AUSTIN 

Sample Chmuber = 4B,9°C 
Breath Tube = 43.9°C 
Digital 8im = 34.0°C 

SETTINGS 
Lamp Voltage = 1.73 V 
Cooler Voltage - 1.77 V 
Bias Voltage ~ 80 V 
Chopper Freq = 541 Hz 

PUMP INFO 
Flo1-' Rate "" 4. 433 LIM 

DETECTOR INFO 
PUMP ON 
}1AX (V) 0.2474 
MIN(V) 0,2457 

FII.TER INFO 
Filter 1 0.249 
Filter 2 0.604 
Filter 3 1.577 

CALIBRATION CHECK 
Xq = 0.080 0.64% 

OFF 
0.2504 
0.2480 

Zero '" true 
Zero =< true 
Zero "" true 

Routine Performance Check Failed 

Performed by 

Reviewed by 

DMT Serial Number #123206 

Accuracy and Precision Check 
Concentration = 0.100 g/210L 
Lot # = 12·72·100 
Range = 0.095·0.105 
Averag~ =0.101 g/210L 
Sid Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 

Date 1011112012 

Date 

Page 1 ofl 10/17/20128:12 PM 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

123206 
Middlebury PD 
0110312012 
01104/2012 
01112/2012 
10/1712012 
WILLIAM J AUSTIN 

Sample Chamber = 48.BoC 
Breath Tube 46.0°C 
Digital Sim ~ 34.0°C 

SETTINGS 
Lamp Voltage 1.73 V 
Cooler Voltage = 1.78 V 
Bias Voltage = 80 V 
Chopper Freq = 541 Hz 

PUMP INFO 
Flow Rate'" 4.398 LIM 

DETECTOR INFO 
PUMP ON 
MAX (V) 0.1894 
MIN(V) 0.1876 

FILTER INFO 
Filter 1 0.192 
Filter 2 0.551 
Filter 3 1.534 

CALIBRATION CHECK 
Xq '" O.OBl 0.32% 

OFF 
0.1927 
0.1909 

Zero '" true 
Zero'" ·true 
Zero =: true 

Routine Performance Check Failed 

Performed by 

Reviewed by 

DMT Serial Number #123206 

Accuracy and Precision Check 
Concentration = 0.100 g/21OL 
Lot # = 12·72·100 
Range = 0.095·0.105 
Average = 0.101 g/210L 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 

Date 10/1712012 

Date 

Page 1 ofl 10/17/20127:34 PM 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.05 
!>1odem: 2.4 
Questions: 2.1 

TEMPERATURES 

123206 
Middlebury PD 
01103/2012 
01104/2012 
01112/2012 
10/1712012 
WILLIAM J AUSTIN 

Sample Chamber = 48.9°C 
Breath Tube = 36.5°C 
Digital Sim = 34.0°C 

SET'rINGS 
Lamp Voltage = 1.73 V 
Cooler Voltage = 1.78 V 
Bias Voltage "" 80 V 
Chopper Freq = 541 Hz 

PUMP INFO 
Flow Rate = 4,423 LIM 

DETECTOR INFO 
PUMP ON 
MAX (V) 0.2695 
MIN(V) 0.2673 

FILTER INFO 
Filter 1 0.271 
Filter 2 0.626 
Filter 3 1. 592 

CALIBRATION CHECK 
Xq = 0.081 0.54% 

OFF 
0.2730 
0.2707 

Zero = true 
Zero = true 
Zero ~ true 

Routine Performance Check Failed 

Performed by 

Reviewed by 

DMT Serial Number #123206 

Date 

Dare 

Page 1 ofl 

10/17/2012 

10/17/20128:32 PM 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

123206 
Middlebury PD 
01/03/2012 
0110412012 
01112/2012 
10/1712012 
WILLIAM J AUSTIN 

Sample Chamber = 49.1°C 
Breath Tube = 37.8°C 
Digital Sim =: 34.0°C 

SETTINGS 
Lamp Voltage = 1.73 V 
Cooler Voltage = 1.77 V 
Bias Voltage = 80 V 
Chopper Freq = 540 Hz 

PUMP INFO 
Flow Rate = 4.526 LIM 

DETECTOR INFO 
PUMP ON 
Ml\X(V) 0.2679 
MIN (V) 0.2661 

FILTER INFO 
Filter 1 0.271 
Filter 2 0.625 
Filter 3 1.591 

CALIBRATION CHECK 
Xq = 0.081 0.11% 

OFF 
0.2711 
0.2695 

Zero '" true 
Zero =: true 
Zero "" true 

Routine Performance Check Failed· 

Performed by 

Reviewed by 

DMT Serial Number #123206 

Date 

Date 

Page 1 of 1 

10/17/2012 

10117120128:35 PM 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
fustallation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DHT: 1.01 
PIc: 2.05 
Modem: 2.4 
Questions: 2.1 

TEM:PERA'l'URES 

123206 
Middlebury PD 
0110312012 
01/0412012 
0111212012 
10/17/2012 
WILLIAM J AUSTIN 

Sample Chamber ~ 49.1°C 
Breath Tube ~ 37.aoC 
Digital Sim ~ 34.0·C 

SETTINGS 
Lamp Voltage = 1.73 V 
Cooler Voltage == 1.. 77 V 
Bias Voltage = 80 V 
Chopper Freq = 540 Hz 

PUMP INFO 
Flo"l'T Rate = 4.526 L/H 

DETECTOR INFO 
PUHP ON 
:MAX (V) 0.2679 
MIN (V) 0.2661 

FILTlllR INFO 
Filter 1 0.271 
Filter 2 0.625 
Filter 3 1.591 

CALIBRATION CHECK 
Xq = 0.081 0.11% 

OFF' 
0.2711 
0.2695 

Zero == true 
Zero == t.rue 
Zero == true 

Routine Performance Check Failed 

Perfonned by 

Reviewed by 

DMT Serial Numlxlr #123206 

Date 

Date 

Page 1 ofl 

10/17/2012 

10/17/20128:36 PM 


