ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123306
Location: New Haven V5P
Calibration Date:  12/23/2011
Certification Date:  12/23/2011
Installation Date:  01/03/2013
RPC Date: 02/28/2013
Supervisor Name: STEPHANIE J TAYLOR
Diaguostic Resulis Accuracy and Precision Check
Coneentration =0.101 g/2101,
Lot # = 12-87-100
VIERS TONS Ranpe =0.096-0.106
DMT: 1.01 Averape =0.100 p/2101,
PIC: 2.05 Std Dev =().0000
Modem: 2.4
Questions: 2.1 i
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C '
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33.7°C Passed
SETTINGS
Lamp Voltage = 1.66 V
Cooler Voltage = 1.77 V
Bias Voltage = 00 Vv 0.10 — q i ' ; 40.0
Chopper Freq = 543 Hz e e ey |
0,00 |~ Meonet ia/zsaty | f3s.0
PUMP INFO Lok o L
Flow Rate = 4,761 L/M o0.08| ; i , ,,,,,,,,, i | 32.0
DETECTOR INFO ! :
PUMP ON OFF Ll 7 280
MAX (V)  0.3256 0.3301
MIN(V)  0.3238 0.3285 0:08 24.0
FILTER INIFO \\\\9 0.05 20.0
Filter 1  0.330 %ero = true 2 ,
Filter 2  0.788 Z%ero = Ltrue . 0.04 A i 16.0
Filter 3 1.381 Zero = true '
0. 03[t : 12.0
CALIBRATION CHECK
Xg = 0.125 0.35% bt ool b food 8.0
0. G b o | S T - 8
0,00 T;.r:u_fﬁ__ ,_j_,,lL _g_,,ﬂ, é _n_ L_I_ 0.0

Routine Performance Check Passed
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