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DepartmenVAgency: H1l\c\l..e bu.. 5 'PI::> DM serial#: J. 'LS ZCJCo 

Date:67 107 I I 3 

Provided None this month 

Operators Logbook D [gJ 

Maintenance Logbook ~ D 

Breath Summary Report ~ D 

Status Summary Report ~ D 

Calibration Report D ®-
Certification Report D [Jll 

Installation Report D ~ 

Annual Preventative Maintenance 0 ~ 
Routine Performance Check ~ D 

Simulator Solution Change ¢_ D 

Other Reports D @ 

List other report type and date: 



SOLUTION CHANGE 

DataMaster DMT: 
Location: 
Date: 
Performed by: 

123206 
Middlebnry PD 
04/23/2013 
WILLIAM J AUSTIN 

Accuracy and Precision Check 
Concentration ~ 0.099 g/210L 
Lot# ~ 12-90-100 
Range ~ 0.094 • 0.104 
Average ~ 0.099 g/210L 
Std Dev ~ 0.0000 

Simulator Temperature: 34°C 

Perfonned by 

DMT Serial Number # 123206 

Date 04/23/2013 
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ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.05 
Modern: 2 .4 
Questions: 2.1 

TEMPERATURES 

123206 
Middlebury PD 
01/03/2012 
Ol/04/2012 
01/12/2012 
06/26/2013 
WILLIAM J AUSTIN 

Sample Chamber 
Breath Tube 
Digital Sim 

= 49.0'C 
= 45.3°C 

33.9'C 

SET'fINGS 
Lamp Voltage = 1.73 V 
Cooler Voltage= 1.77 V 
Bias Voltage = 80 V 
Chopper Freq = 543 Hz 

PUMP INFO 
Flow Rate = 4.454 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) 0.2860 
MIN(V) 0.2839 

FILTER INFO 

OFF 
0.2900 
0.2884 

Filter 1 0.289 Zero = true 
Filter 2 0.646 Zero = true 
Filter 3 1.600 Zero = true 

CALIBRATION CHECK 
Xq = 0.081 0.21% 

Routine Performance Check Passed 

Performed by 

Reviewed by 

OMT Serial Number 11123206 

Accuracy and Precision Check 
Concentration =0.099 g/210L 
Lot # = 12-90-100 
Range = 0.094 -0.104 
Average = 0.100 g/210L 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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Page 1 ofl 0612612013 8:22 PM 



Breath Record History Page 1 
07/07/2013 

Test Test 
Agency Operator Name Alcohol Alcohol Sim. Sim. Status Message Date Time Val. 1 Val. 2 Cone .. 1 Cone. 2 

05/02/2013 18 27:20 MIDDLEBURY PD WILLIAM J AUSTIN 0.073 0.099 RESPONSE TIMEOUT 
05/10/2013 04 19:44 NEW HAVEN VSP EVAN S OOXSEE 0.146 0.098 
05/13/2013 01 57:00 MIDDLEBURY PD PAUL F SOKOLOWSKI REFUSED 0.098 
05/14/2013 02 12:38 MIDDLEBURY PD PAUL F SOKOLOWSKI 0.066 0.098 
06/01/2013 01 13:16 MIDDLEBURY PD VEGAR BOE 0.176 0.182 0.099 0.098 
06/01/2013 03 20:08 MIDDLEBURY PD NATHAN N HAYES REFUSED 0.099 
06/02/2013 00 35:20 MIDDLEBURY PD NATHAN N HAYES o. 080 0.099 
06/05/2013 02 51:29 MIDDLEBURY PD PAUL F SOKOLOWSKI INVALID 0.098 
06/05/2013 03 13:19 MIDDLEBURY PD PAUL F SOKOLOWSKI 0.166 0.170 o. 096 o. 097 
06/29/2013 17 53:19 ADDISON COUNTY SO OSCAR J GARDNER 0.147 0.099 

--------
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Status Record History Page 1 
07 /07 /2013 

Status Status Test Type Status Message 
Date Time 

05/0212013 18:31:33 DUI Subject Record RESPONSE TIMEOUT 
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DATAMASTER DMT MAINTENANCE LOG 

Department/Agency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED PERFORMED BY 
(Name and Title) 

OPENED: 

~~a~~~~~~~l~~~1·~i ,~~l\' 
-~---------- ----'---:--·-··-·--·--------------------------·-

Ui't:Nt:U: 

__ .. _ .. _ .. _ .. DataMaster Simulator Sf,\lution 

'-l· ,.,_I.(i"l [For Lot#12-90-100 EtOHaq Conc:0.099 
\..0 t.J. .. f. µ ------------· Range: 0.094 ~ 0.104 

Prepa_ration Date: lf,f1:/2012 Expires: 12/18/2013 

---------------- ----- ---- IOI /1?, 

Place Label Here] A "------------ w JI){,'// 

[For RPG or Simulator Solution Change Place Label He.re] 

~ - - --- ------ - ---- ·-··-··-··-··-· -··-··-··-··-··-··---··-··-··-··-··-··-··-··-··-··-··---··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-··-·· -- - - -- --- ---- - --- - - - - ---- - -- -

·--·-·------------------.-.--.-----.--------.-----·--·-------------------------·-·--·-----·--··-·--·--·--··-·--·--·--··-··-·--·· 

[ For RPC or Simulator Solution Change Place Label Here] 
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