ROUTINE PERFORMANCE CHECK. REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:
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DMT: 1.01

PLCs 2,05
Modem: 2.4
Questions: 2.1
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SETIINGS

Lanmp Voltage
Coolexr Voltage
Bias Voltage
Chopper I'req
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PUMP INFO

123306

New Haven V5P
12/23/2011

12/23/2011

01/03/2013

06/27/2013

STEPHANIE J TAYLOR

1.66 v
1.71 v
80 vV

544 Hz

Flow Rate = 4.782 L/M

DETECTOR INFO
PUMP ON

MAX (V)  0.4059
MIN(V)  0.4045

FILTER INFO
Filter 1
Pilter 2
Filtex 3

0.411
0.866
1.445

CALIBRATLION CHECK
0.,07%

Xq = 0,126

OF'F
0.4108
0.4094
sero = true
4ero = true
4ero = true

Routine Performance Check Passed
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Accuracy and Precision Check
Concentrafion =0.098 g/210L
Lot !l ) = 12.88-100

Range =(.093 - 0.103
Average =(L101 /2101,
Std Dev =0.0000

Pagsed

Sample Accepiance Test
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