ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 122106

Location: Vergennes PD

Calibration Date:  01/03/2012 : ;
Certification Date: 01/04/2012 el vt e
Installation Date:  01/12/2012 ALY (e
RPC Date: 03/01/2013

Supervisor Name: BRENT H NEWTON

Di ic Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# =12-80-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.101 g/210L
PIC: 2.05 Std Dev = 0.0000

Modem: 2.4
Questions: 2.1

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.72 Vv
Cooler Voltage = 1.79 V
Bias Voltage = 80 VvV 0.10 ; : : 40.0
Citppes TEsL & 535 Be o 00 Alcohol(g/210L) | = o
PUMP INFO Flow Rate(L/M)
Flow Rate = 5.190 L/M 0../08 erssssesssss sl st | . T &
DETECTOR INFO Y S S . s g N — J
PUMP ON OFF 0.07 o 280
MAX (V) 0.1898 0.1917
MIN (V) 0 L 1886 0 . 1904 0. 06 ST USN! FRNCXTIRCERS RERREREE ESIPIRERISNN, TARESTRTENTS) SRECEEDINER, BESSHGREITRY SEIINISSEINT): SRS 24 . O
FILTER INFO o . 05 URIOUS) | S | —|. [ — S WE—- ST - SO, T— 20 & 0
Filter 1 0.190 Zero = true
Filter 3 0.866 Zero = true
0 . 03 ................................... S I ST SO, | | RS, YNG . 1. (— B0 ouemmm—" 12 . 0
CALIBRATION CHECK
Xq = 0.087 1.11% 0, 02 [Fsssimicissssibians s s sssimigusscsssoiafin FRSRPTTR: . 8 RS, RCTRETEs = SRS 8.0
J\M Hn\ﬂ
. 0.00 | 0.0
Routine Performance Check Passed et o et e e
Performed by P e Date 03/01/2013
Reviewed by Date
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Breath Record History o308 013
Test Test Alcochol Alcohol Sim. Sim.
Date Time Agency Operator Name vVal. 1 val. 2 Conc. 1 Conc. 2 Status Message
02/15/20613 22:16:25] VERGENNES D BRENT H NEWTON 0.118 5.138 0.057 0.096
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