ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123306

Location: New Haven VSP

Calibration Date:  12/23/2011
Certification Date: 12/23/2011
Installation Date:  01/03/2013
RPC Date: 10/30/2013

Supervisor Name: STEPHANIE J TAYLOR
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Diagnostic Results Accuracy and Precision Check

Concentration =(.098 g/210L

Lot# =13-03-100
VERSIONS Range =0.093-0.103
DMe: 1,01 Average =0.099 g/210L
PIC: 2.05 8td Dev =0.0000
Modem: 2.4
Questions: 2.1 :

RF on Test
TEMPERATURES Passed
Sample Chamber = 48.6°C
Breath Tube = 48.1°C Sample A Test
Digital Sim = 33.7°C Passed :
SETTINGS
Lamp Voltage = 1.66 V
Cooler Voltage = 1.77 V
Bias Voltage = 80 VvV .10 I i 7 40,0
Ch = 543 H

oppar Freq z e Alcohol (g/210L) -
- H 20,

PUMP INFO Flow R:aLte(I:,/M)
Flow Rate = 4.959 L/M 0.08 32,0
DETECTOR INFQ | by
PUMP ON OFF el 5 | Sk
MAY (V) 0.4520 0.4563 ‘ : 2
MIN(V)  0.4504  0.4547 v:08 B 24.0
FILTER INFO Qw A 20.0
Filter 1  0.456 JZero = true -
Filter 2 0.904 Zero = true 0.04 g i 16.0
Filter 3 1.477 Zero = true i i {

0.03f i et o Bt ol 12.0
CALIBRATION CHECK i i |
Kq = 0.125 0.28% 0.02 ol 8.0

0.01 . 4.0
Routine Perf Check Passed 0.00 T L L LU oo
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 123306
Location: New Haven VSP

Cextification Date: 12/23/2011
Installation Date: 01/03/2013

Date: 10/30/2013
Time: 11:47:58

SUBJECT NAME:
TEST TEST

DOB: 02/04/1970 AGE: 43

GENDER: F

TEST OPERATOR NAME:
STEPEANIE TAYLOR
AGENCY:; NEW HAVEN VSP

BLANK TEST

CALIBRATION CHECK
SIMUTATOR VAPOR 33.7°C
SUBJECT SAMPLE (Vol=1.7L)
BLANK TEST

All alcohel values reported
Sim. Vapor Concentration
S5im. Vapor Range

Lot #: 13-03-100

0.000

in ¢/210L
0.098
0.083 - 0.

©11:48

11:49
11350
1157

103

DMT Serial Number #123306

0.10 i T 7 T 40.
Aleohol (g/210L) | i
Flow Rate(L/M) g ;
0.09 ‘ 1 f ke 36.
0.08 - 32
| ERRUEHENS, USSR (RIS T 28.
0.06 |24
0.05 , 20.
0.04 L 16.
0.03 : |12
|
0.02 : 4 6.0
0.01 f : ' 4.0
0.00 A ; i | 0.0
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