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DATAMASTER DMT MAINTENANCE LOG 

H,c1c\lc:-b'-'1'2J ·vv 1z~2oc,, 
DepartmenUAgenc DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED 

OPENED: 

UPl:Nt:U: 
i\ . 

·-··-··-··-·· DataMaster Simulator SolL\!!on 

PERFORMED BY 
(Name and Title) 

1 ·l.-.f-(\'7 [ For Lot# 12-90-100 EtOHaq Cone: 0.099 
\..6 tJ;..C- \:-> ---·-··-··--· Range: 0.094- 0.104 

---------------- _ _ _ _ :~~·~·-ra-tio_n_D_at-'e:f&.,.1f.l"'IB;"-8/J-l/~~?,1_2_E_xp_ir_es_: _12_11_s1_20_13 

Place Label Here] (\ ------------- &J 11Jl){;'11 
···--------------·----'--------------·-·--··- ~ --- ---------- - --- --- --- -- -- -

Data Master Simulator Solution 
- Lot# 13-16-100 EtOHaq Cone: 0.099 
'Range: 0.094- 0.104 ' 

Preparation Date: 9/26/2013 Expires: 09/26/2014 

. - --;v-~-a.-r;;-1-'j '<;-----
OPENED: 

iange Place Label Here] 

kGV'tN A· 
c::;_vvt 1L10 

----------------_-.. ~ .. ~ .. ~ .. -.. ~ /~ .. ~1?_2~ .. ~ .. -.. ~(.~?!1_.?!?~~~t~ .. !!.._~-~-·~·-~·-~--~-· --------------------------- --
------·------------·------------------·-··-------.. ----··--·-·--------·--·----'-··-··-··..,.-------·-·-----------·--··-·--·--··-·· 

[ For RPC or Simulator Solution Change Place Label Here] 

---·----------··-··-·--------.. --------------·-··--·--------: __________ ~---------------·-·--·---·-·--------------··-·--:. ______ _; 
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ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name; 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modenn 2. 4 
Questions: 2.1 

1'EMPERATURES 

123206 
Middlebury PD 
01/03/2012 
01/04/2012 
01/12/2012 
10/30/2013 
KEVIN A EMILIO 

Sample Chamber ~ 49.0°C 
Breath Tube ~ 43.3°C 
Digital Sim = 34.0'C 

SETTINGS 
Lump Voltage = 1. 73 V 
Cooler Voltage = 1. 78 V 
Bias Voltage = 60 V 
Chopper Freq ~ 541 Hz 

PUMP INFO 
Flow Rate= 4.551 I./M 

DETECTOR INFO 
PUMP ON 
l1AX(V) 0.2882 
MIN(V) 0.2864 

FILTER INFO 
Filter 1 0.291 
Filter 2 0.645 
Filter 3 1.594 

CALIBRA'rION CHECK 
Xg = 0.081 0.21% 

OFF 
0.2923 
0.2907 

Zero ~ true 
Zero ::: true 
Zero = true 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Numhor 11123206 

Accuracy and Precision Check 
Concentration = 0.099 g/2 JOL 
Lot# = 13-16-100 
Range =0.094-0.104 
Average =0.099 g/210L 
Sta Dev ~ 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 

0
0 .. 0190 .... -- Alconol lg/210LI ..... 1· ........ IL!I .. ,[ Ji! 40.0 

-- Flow Rate(L/M} ....... 36.0 

0.08··" l ....... ·.1.···1ll1ll''''32.0 
0.01 .. ..j- .

11

) 11 .11 11 28.0 

0.06· f ·· · · 1 . ..) + L 24.o 

+-]'-+ I 1-! 1 ........ 20.0 0.05. 

0.04 

0.03 

0.02 

0.01 . 

t~Ff ~- ~1 -Utt1-I-:: : 
i·rl ····ll!J/i········B.O l 1 . . .. ···j I . 1 · I 1 ·· ..... '. 0 

0, OOL..l.J!.L.l...JJWlL.W...U.IJUJJCW..lllL-L-.l..-....!-.l....JC-..!J_.._~O. 0 
0 5 10 25 30 35 4.0 45 50 55 60 

Date 10/30/2013 

Date 

Pago 1 ofl 1013012013 6:27 PM 



Breath Record History Page 1 
11/20/2013 

Test Test Agency Operator Name Alcohol Alcohol Sim. Sim. 
Status Message Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

07/03/2013 02 02 58 MIDDLEBURY PD BOE VEGAR 0.182 0.188 Q.098 o. 097 
08/10/2013 02 56 36 MIDDLEBURY PD KEVIN A EMILIO 0.090 0.087 Q.099 o. 098 
08/25/2013 02 28 10 MIDDLEBURY PD VEGAR BOE 0.161 0.099 
08/28/2013 03 39 42 MIDDLEBURY PD NATHAN N HAYES REFUSED Q.098 
08/31/2013 02 42 56 MIDDLEBURY PD VEGAR BOE 0.103 0.111 0.097 0.097 
10/10/2013 01 47 36 MIDDLEBURY PD VEGAR BOE 0.196 0.096 RESPONSE TIMEOUT 
10/11/2013 02 55 57 MIDDLEBURY PD PAUL F SOKOLOWSKI REFUSED o. 095 
10/13/2013 03 22 39 MIDDLEBURY PD VEGAR BOE 0.114 Q.098 
10/13/2013 20 06 10 MIDDLEBURY PD WILLIAM J AUSTIN 0.144 0.096 

DMT Serial Number #123206 Pagel ofl 11/20/2013 6:31 PM 



Status Record History Page 1 
11/20/2013 

Status Status Test Type Status Message 
Date Time 

10/1012013 01:51:45 DUI Subject Record RESPONSE TIMEOUT 

DMT Senal Number #123206 Page 1 ofl 11/20/2013 6:32 PM 


