ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123306

Location: New Haven VSP

Calibration Date;  12/23/2011 ’
Certification Date:  12/23/2011 o
Installation Date:  01/03/2013 R W
RPC Date: 06/26/2014

Supervisor Name: ALLISON M HARVEY

Diagnostic Results Ace Precision C
Concenfration = 0,097 /2101,
Lot # S = 144024100
VERS LONS Ranpe =0.092 - 0.102
DMT': L., 07, Average =0.101 g/2101,
PIC: 2.05 Bitd Doy =0.0000

Modem: 2.4
Questiong! 2.1

RT Detection Test

TEMPERATURES Passed
Sample Chamber = 468.6°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33,9°C Pagsed ‘
SETTTHNGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.77 V
Bias Voltage = 80V 0.10 : 7 : 7 ; 7 7 40.0
i = 544 | : ' ‘ i i i

Chopper Freq 5 1% ool ]— Alcohol (g/210L) | | o o0
PUMP INFO  — L-l:ow Ra:te(L/;M) ! : |
Flow Rate = 4.942 1/M 0.08 - ; | fessidoissafzssziag. 0
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PUMP oM ORI : ‘ j = = f : : : S
MAX (V) 0.5254 0.5291 i i | i i | | |
MIN(V)  0.5236  0.5278 .08 1 AN S " e M &0
FILTER INFO 0.05 . : 50.0
Pilter 1 0,528  f4exro = true /
'iltex 2 0.973 Zero = true 0.04 | / 16.0
Milter 3 1.536 Yero = true
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