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Breath Record History o106 5015

Test Test Agenc Operator Name Alcohol Alcochol Sim. Sim. Status Message
Date Time g b4 Val. 1 Val. 2 Conc. 1 Conc. 2 g
11/08/2014 02:24:39| MIDDLEBURY ED CONNOR. M_SOUSA 0.207 0.056
1170572014 02:45:25) MIDDLESURY BD CONNOR. 11 _SOUSEA 0.197 0.098
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TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

DataMaster Simulator Solytion
Lot # 13-16-100 FtOHag Conc: 0.099

" Range: 0.094 - 0,104
Preparation Date: 9/26/2013 Expires: 09/26/2014
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F ‘Lot# 14-05-100  EtOHag Conc: 0.098 .
[ Range 0.093-0.103
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