ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 123206
Location: Middlebury PD
Calibration Date:  01/03/2012 . .
Certification Date:  01/04/2012 X Ao o
Installation Date:  01/12/2012 R, R
APM Date: 12/17/2014
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Congentration =0.098 g/210L
Lot # =14-05-100
VERS IONS Range =0.093-0.103
DMT: 1.01 Simulator Vapor =0.097 g/210L
PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 49.1°C Sample Acce ¢ Test
Breath Tube = 44.6°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1.73 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 V 0.10 1 : :
Chopper Freq = 529 Hz : : :
6 e Alcohol (g/210L)
PUMP TNFO VFlow Rate (L/M)
Flow Rate = 4.508 L/M 0.08 AL L .. W S S——
DETECTOR INFO o TE )y T, SRR WS—
PUMP ON OFF *
MAX (V) 0.3801 0.3846
MIN(V)  0.3785 0.36829 L R T S B SRR T
FILTER INFO 0.05|- e
Filter 1 0.384 Zero = true
Filter 2 0.732 Zero = true 0.04
Filter 3 1.659 JZero = true
o | oy SO | 11 OO O O OSSR S
CALIBRATION CHECK
Xg = 0.080 0.86% [ ) (T ReAe. SRR | 31 | 1 | EUVHESNS | SNSRI SR, TSI R ——
U .01 /’\ ‘ """
APM PASSED 0.00 ‘\ -
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NTST Tetmemeter S UA-HHON  JY.0°C
gen lirhiy
Performed by FEE QD Date 12/17/2014
Reviewed by = l A Pl ( ; 2 ; Date \'L\\’-’(\‘Lb\“\
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