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Jan, 8. 2015 10:22AM

ANNUAL PREVENTATIVE MAINT ENAN CE

DataMaster DMT: 123306

Location; New Haven VSP

Calibration Date:  12/23/2011
Certification Date: 12/23/2011
Ingtallation Date:  01/03/2013
APM Date: ©12/17/2014
Performed by:

Diagnostic Rosults

VERSIONS

DMT: 1.01

PIC: 2.0S
Modewm; 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler vVoltage
Blas Voltage
Chopper Freq

1.66 vV
1.77 v
80 v

529 Hz

I B U W

PUMP INFO
Flew Rata = 4.821 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V)  0.5423 0.5468
MIN(V)  0.5402 0.5451

FILTER INFO :
Fllter 1 0.546 Zero = true
Filter 2 0.987 Zaro = true
Filter 3 1.538 Zero = true

CALIBRATION CHECK
Xqg = 0.126 0.07%

APM PASSED

ROBERT DRISCOLL

No. 0855 P 2

NEET Thetrmomeder  sins YA -H7OY 34, 1°C

Performed by S

Reviewed by

DMT S¢riaf Number #123306

Pagolafl

Simulator Vapor Test

Concentration  *© = 0.098 ¢/210L

.Lot# o =1405-100

Renge © =0,093-0.103

Simulator Vapor « 0,097 g/210L

RF Detection Test

Passed
Sample Acceptance Test
Pased
0.10 7 ; Y 40.0
Alcohol (g/210L)
0.09 Flow Rata (L/M) 36-0
0,08 [ 32.0
0.07 28.0
0.0% 24.0
0.05 20.0
0.04 16.0
0.03 2.0
0.02 8.0
6,0l e ol 4.0
0.00 [/‘\ 0.0
0 5’ 10 15 20 25 30
<
ity
‘Date 12/17/2014
Date
12/17/2014 11:38 AM




Jan. 8. 2015 10:22AM o No. 0855

Status Record History

Page 1
01/08/2015

Status Status
\ Status Meszsage
Date Time Test Type g
l1.’2/06/2014 00:48:116 | Check-In cConf{rmation Recaor Blank Brror
12713/2014 233123124 DPUY Subiject Record : REGEONGE TIMEOUT
1271372014 23128404 DUI Eubject Record RESPONSE TIMEOUT
12/1373014 23148154 DUI Subject Recoxrad RESPONBE TIMEOUT

N1/0R/2015 10-22 AM

AT Qavial NWarnhar #17290K Puca 1 nf 1
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B th R d Hist ‘ o
reac eCor 1S ory 13/08/2015
Test Test Alcohol Alcchol Sim. Sim.
: Agenc erator Name Status Message
Date Time 3 Y Cp val. 1 Yal. 2 Conc. 1 Conc. 2 g
1270372634 71:43:22 | ViEW BAVEN V9P EVAN 5 DOXSER 0.113 0,098
12/05/20%4 23:01:27| NER HAVEN vsSe TIMOTHY P HANLEY 0.138 Q.144 0.093 0.098
12/06/2014 (00:45:50] aZ012 TIMOTHY P HANLEY 0.080 0.097 Blapnk Error
12/13/2014 02:06;:24 | NER BAVEN V8D TIMOTHY P RANLIY 0.078 0.053
12/13/2014 23:20:17 | VERGENNES PD PATRICK R_GREENSLET 0.093 RESPONSE TIMEOUT
12/13/2014 23:24:51| VERGENNES PD BPATRICK R GREEWSLET 0.0393 RESFONSE TIMRCOT
17/13/201% 23:44117] VERGENNES ED PATRICK R_GREENSLET 0.152 0.098 RESPONSE TIMEOUT
12/22/2014 20:31:34] BRISTOL ¥D KYLE D YOUNG Q.15¢ Q.360C 0.098 " 3.097
22/24/2024- 07:59:4S3| NER HAVER vsSe BRETT FLANSBURG D.054 0.054 0.093 0,098
DMT Serial Number #123306 Pags 1 of 1




