BAC DATAMASTER CHECK-UP and MAINTENANCE LOG
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Department/Agency

DataMaster

Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY

dpsle

DataMaster Simulator Solution  _

Lot # 10-23-100 Cone: 0.100 Aq EtOH

Range at Installation: 0.095-0.105 -
Preparation Date: 02/02/2010
Expires: 02/02/2011

DataMaster Simulator Solution

lceviN 1.

S Lot # 10-17-100 EtOH,, Conc: 0.103
. Range at Installation: 0.098 — 0.108
T Preparation Date: 11/30/2009

Expires: 11/30/2010
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e DataMaster Simulator Solution

Lot# 10-17-100 EtOH,, Conc: 0.103
Range at Installation: 0.098 — 0.108
Preparation Date: 11/30/2009

Expires: 11/30/2010
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DataMaster Simulator Solution
Lot # 11-05-100 EtOH,, Conc: 0.102
Range: 0.098—0.108

Preparation Date: 8/19/2010
Expires: 8/19/2011
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PataMaster Simulator Solution oo
Lot # 11-20-100 o

B0 H, Cone: 0.097

Range: 9.092- 6.102
Preparation Date: 10/29/2017
Expirza: 10/29/2011
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ALC 803 Rev. 2 06/07
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DMT -- 100137-000074
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Departmeft/Agehcy
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DataMaster Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY

DataMaster Simulator Solution

Lot # 11-20-100
Range: 0.092- 0.102

EtOH,, Conc: 0.097

Preparation Date: 10/29/2010

Expires: 10/29/2011
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