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DataMaster DMT Monthly Update Check-list

Department/Agency: /?7//)/)[(:’/3[/@}7 /DQ DM serial #; /,,'2 ) Qa(j(,p

Date: O 3/01 | 12

Provided None this month

Operators Logbook | S

Maintenance Logbook /X
Breath Summary Report JX
Statﬁs Summary Report fﬁl |
Calibration Report - (]
Certification Report‘ []

' Instaliation Report" []
Anﬁual Preventative Maintenance L]
Routine Pgrforﬁance Chepk /K(

[]
[]

Simulator Solution Change

X% ORXYXOOOX

Other Reports

List other report type and date: '
Lepopr fov 9—// >—

DMT -- 123206-000008




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123206
Location: Middlebury PD
Calibration Date:  01/03/2012
Certification Date: 01/04/2012 Pl S
Installation Date:  01/12/2012 2o GNE L 4o
RPC Date: 0272712012
Supervisor Name: KEVIN A EMILIO
Diagnostic Results Accuracy and Precision Check
Concentration =(,100 g/210L
Lot# =12-45-100
VERSIONS Range =0.095 - 0.105
DMT: 1.01 Average ={0.100 g/210L,
PIC: 2.05 Std Dev = (,0000
Modem: 2.2
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 44,6°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1,73 V
Cooler Voltage = 1.77 V
Bias Voltage = 80 V 0.10 T : 7 40.0
Chopper Freq = 539 Hz o ool Aloohol (g/210L) o
PUMP INFO . ——— Flow Rate(L/M)
Flow Rate = 4.492 L/M 0.08 32.0
DETECTOR INFO
PUMP on OFF 0.07 28,0
MAX (V) 0.0982 0.1024 .
MIN(V)  0.0967 0.1006 0.06 \J\ 24.0
FILTER INFO 0.05 v, 20.0
Filter 1 0.101 Zero = true
Filter 2 0.464 Zerxo = true 0.04 16.0
Filter 3 1.467 Zero = true A
0.03 12.0
CALIBRATION CHECK
Xg = 0,081 0.11% 0.02 8.0
0.01 4.0
ool 1L LI 1

Routine Performance Check Passed

30
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Performed by e T Date 022712012
Reviewed by omT -I9%806.000000
DMT Serial Number #123206 Page 1 of 1

02/27/2012 3:10 PM




y Page 1
Log On Record History 03/01 5012
Test Test
Date Time Name
02/277/2012 14:18:30 Supervisor
DMT -- 123206-000010
AT AT Mo HIRAANE Paca 1 nf 1 03/01/2012 2292 PM




Stat R d Hist Tis01z
a. U.S eCOl? 1 S Ory 03/01/2012
Status Status
Date Time Test Type Status Message
02/271/2012 14155359 RPC Record User Abort
02/01/2012 20:01:59 DUI Subject Record RESPONSE TIMEOUT
DMT -- 123206-000011

IMT Rerial Numbar #123204 Pase 1 of 1 03/01/2012 2:20 PM




[ Page 1
Breath Record History o3 0875012
Test Test Alcohol Alcohol Sim. Sim.

Date Time Agency Operator Name val. 1 val. 2 Conc. 1 Conc. 2 Status Message

0270172012 19:53:03| MIDDLEBURY PD PAUL ¥ SOKOLOWSKL 0.175 TNCOMPLETE 0.093 6.098 RESPONSE_TIMEOUT
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DMT Serial Nomber #123206 Page 1 of 1

03/01/2012 2:19 P
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Middl by PP

DATAMASTER DMT MAINTENANCE LOG

133906

1

DMT -- 123206-000013

Depé?fment/Agency DataMaster DMT Serial Number
DATE | TYPE OF SERVICE PERFORMED PERFORMED BY
' (Name and Title)
DataMaster Simulatorv Solution K A b e L
___________________ Lot # 12-45-100  EtOH,q Cone: 0.100 YO )"O"’)LL‘\Q{“
9.7 . 0.095-0.105 .
i {f"” fe [ForRi }xiigffamn Duc 121272011 Expies 1o/12012.8C€ Label Here] BW A
ool _OPENED: [-l2IE Wz, lowirnn@i)
- F ,/ny
Toiodl  Per /M\foc_q(__/,z/lz
DataMaster Simulator Solution A
Lot#12-45-100  EtOH,, Conc: 0.100 ReC. co ‘SD”O\{A E::EV,{M
Range: 0.095 - 0.105 e\
2( 2-‘7//‘7/ Pr:ga;tlon Date: 12/12/2011 Expxres 12/12/2012 nange Place Label Here] “ ©
_________________ 'OPENED: 2/21/r2
| [For RPC or Simulator Solution Change Place Label Here]
[ For RPC or Simulator Solution Change Place Label Here] |
ALC 803 REV 03 08/2011





