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Status Record Summary (09/01/2010-07/21/2011)
X = Interference, R = Refusal, V = Invalid, I = Incomplete
Test Test Test Type Status Message
Date Time
0370172011 00: 46 Breath Test RESPONSE TIMEOUT
DMT Serial Number #100141

DMTPageD4PI -000050

07/21/201F  10:35
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—— DataMaster Simulator Solution

Lot # 10-17-100 EtOH,, Conc: 0,103

// / / 20 D e Range at Installation: 0.098 — 0.108 :
f Preparation Date; 11/30/2009 . . %)/)
‘ ‘ Expires: 11/30/2010 : g /U&o)

DatﬁMaster Simulator Solution
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Range: 0.095- 0,105
+Preparation Date: 12/7/2010
~<Expires: 12/7/2011
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DataMaster Simulator Solution
Lot # 11-24-100 EtOHaq Come: 0,100~ ===} ),
Range: 0.095~0.105 . . /

Preparation Date: 12/7/2010 oo
Expires: 12/7/2011 -
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