DataMaster DMT Monthly Update Check-list

Department/Agency: M\D‘DLE%M@ ’P“‘D DM serial #: | 2320 o

Date: 0 D D“"} / ] d“'
Provided None this month
Operators Logbook ] K
Maintenance Logbook /& ' []
Breath Summary Report [2( [:]
Sta%us Summary Report [] | , @
Calibration Report ] | K’
Certification Report- | [
Installation Repoﬁ | D
Anﬁual Proventative Maintonance ]
Routine P:erfom-lance Cﬁgck 4 []
Simulator Solution Change [] k1 -
Other R,éports ]:] k4

gList other report type and date:

PMT -Mow\'—HL;/. RePoLT FoL Q,)AQ“"L?L




Breath Record History 3 /02500t

Test Test Agenc operator Name Alcohol Alcohol Sim. Sim. Status Message
Date Time g ¥ 3 Val. 1 Val. 2 Conc. 1 Conc. 2 g
§2/0872014 57:01:52| MIDDLEBURY PD FEVIN A EMILIC 6.002 0.088 0.086 0.095

DMT Serial Number #123206 Pagelof 1 03/04/2014 5:28 PM



DATAMASTER DMT MAINTENANCE LOG
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Co

Department/Ag&ficy

DataMaster DMT Serial Number

'TYPE OF SERVICE PERF.ORMED

PERFORMED BY
(Name and Title)

"' Range:0.094 - 0.104
Preparation Date: 9/26/2013  Expires: 09/26/2014 18]’196 Place Label Here]

DataMaster Simulator Solution
lot#13-16-100  EtOHag Conc: 0.089

VIN 3{-'\
%ml L O

OPENED: Q,;/’/‘f

DMT
SKL¥EV .

RP - COMdchr-ec,Q

L For RPC or Simulator Solu’non Change Place Label Here]
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date;
RPC Date:
Supervisor Name:

Diagnostic Resulis

123206
Middlebury PD
01/03/2012
01/04/2012
01/12/2012
02/11/2014
KEVIN A EMILIO

Accuracy and Precision Check

Concentration = 0,099 g/210L
Lot# =13-16-100
VERSIONS Range =0,004 - 0,104
oMr: 1.01 Average ={.098 g/210L
PIC: 2.05 Std Dev = (L0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Pagsed
Sample Chamber = 48,7°C
Breath Tube = 44.8°C Sample Acceptance Test
Digital Sim— =-34,0°C Passed
SETTINGS
Lamp Voltage = 1.73 Vv
Coolaer Voltage = 1,77 V
Bias Voltage = 80 v 0.10 - : y : ; : 40.0
o = — *
hopper Freq 539 Hz 0.09]-] ——— Alcehol (g/210L) | 36.0
PUMP TNFO Flow Rate(L/M)
Flow Rate = 4.566 L/M .08 32.0
DETECTOR INFO i
PUMP e OFF 0.07 / 28.0
MAX (V)  0.3024 0.3073 AN
MIN(V)  0.3002 0.3055 0.06 v 24.0
FILTER INFO 0.05 20.9
Filter 1 0.307 Zero = true
Filter 2 0.656 Zexro = true Lo ¢ B B e e w1 0 | S L SET S 16.0
Filter 3 1.603 Zero = true
0,03 |t b e 12.0
CALIBRATION CHECK
¥qg = 06.081 0.00% 0. 02 b AL AL B B 8.0
0.01 4.0
3 0.00 h n 0.0
Routine Performance Check Passed 56 35 10 45 50 55 50

Performed by

m Date

Reviewed by

Date
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