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Breath Record History 11/05/5014
Test Test Alcohol Llcohol Sim. Sim.

ngencs

Date Time Agency Operator Name val. 1 Val. 2 Conc. 1 Conc. 2 Status Message
10/02/2014 D0:12:35] NEW HAVEN V&P ERETT F P FLANSBURG 0.126 0.096 RESPONSE TIMEOUT
10/02/2014 00:30:23] NEW BAVEN V3B ERETT P P FLANSBURG 0.123 G.097
10/04/2014 00:48:18 | NEW HAVEN VSP VATTHEW R DALEY 0.078 0.057
16/11/2014 04:29:46] NEW BAVEN V5P VATTHEW R DALEY G.173 0.170 0.097 6.097
10/11/2014 23:08:28| NEW HAVEN VSP JOSEPH T SZAREJKO 0.123 §.097
10/12/2014 01:21:48] NEW BAVEN VP RYLE JOUNG 6.017 0.229 0.097 0.096
106/12/2014 03:25:45] NEW HAVEN VSP KYLE D YOUNG 0.121 0.057
10/14/2014 72:13:55| NEW HAVEN V3P TIMOTHY HANLEY 0.087 0.094 0.095 0.097
10/158/2014 01:29:20] NEW HAVEN VSF KYLE D YOUNG 0.067 §.097
10/25/2014 02:04:32| NEW HAVEN V3P VATTHEW R DALEY 0.232 0.100
10/25/2014 23:25:29| NEW HAVEN V5B JOSESH T SZAREJKO 0.054 G.098
10/31/2014 01:54:46] NEW HAVEN VSP BRETT P FLANSBURG 5.086 5.080 0.100 0.100
DMT Serial Number #123306
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10/02/2014

00:17:10

DUI Subject Record

RESPONSE TIMEOUT
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DATAMASTER DMT MAINTENANCE LOG

Department/Agency DataMaster DMT Serial

Number

DATE

TYPE OF SERVICE P.ERFORMED

PERFORMED BY
(Name and Title)

Sy ‘ 

LN B v

[ For RPC or Simulator Solution Change Place Label Herg]

DataMaster Simulator Solution

Lot # 13-03-100 EtOHaq Conc: 0.098

Range: 0.093- 0.103

"""""""""""""""""""" Preparation Date: 04/03/2013 Expires: 04/03/2014

___________________________ OPENED: “/.2(9/ Y

_ AL

[ For RPC or Simulator Solution Change Place Label Here]

(YRR YR

DataMaster Simulator Solution

Lot # 14-02-100 EtOHaq Conc: 0.097
"""""""""" Range: 0.092 - 0.102

Preparation Date: 3/12/2014 Expires: 3/12/2015
___________________ \/;3 /2& AR

DOPENED; / // '

.......................... RPc

[ For RPC pataMaster Simulator Solution
Lot #14-05-100  EtOHaq Conc: 0.098
Range: 0.093 - 0.103 .

> Label Here]

opENED: /0 [22 /1

Preparation Date: 6/19/2014 Expires: 6/19/2015 e

[ For RPC or Simulator Solution Change Place Label Here]

ALC 803 REV 0

3 08/2011
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ROUTINE PERFOF NCE CHECK REPORT
DataMaster DMT: 123306

Location: , New Haven VSP

Calibration Date:  12/23/2011

Certification Daie: 12/23/2011

Installation Date:  01/03/2013

RPC Daie: 10/22/2014

Supervisor Name: STEPHANIE J TAYLOR

Diagnostic Results

Accuracy and Precision Check

Conesniration = 0,098 g/210L
Lot# =14-05-100
VERSONS Range =0.093 - 0.103
DMT: 1.01 Average =0.100 g/210L
PIC: 2.08 Std Dev = 0,0000
Modem: 2.4
Questions: 2.1 .
: RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.6°C
Breath Tube = 48.1°C Sample Accepiance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.66 V
Coolexr Voltage = 1.77 V
Bias Voltage = 80 vV 0.10 T 7 — 40.0
Ch i = 544 H ] ] - ] - ]
opper Freq 44 Hz 0. 00|/ —— Aleonol (a/2101) 6.0
PUMP TNFO ’E‘low Rate(L/M)
Flow Rate = 4.956 L/M 0.08 ‘ 7. -132.0
DETECTOR INFO
PUMP ON OFF 0.0 \ 280
MAX (V)  0.5683 0.5722 A
MIN(V)  0.5669 0.5707 0.06 \ oo]24.0
PILTER INFO 0.05] e N1 2000
Filtexr 1 0.572 ‘%ero = true
Filter 2 1.011 #%ero = true O B et Rl o [ & R [ e et “116.0
Filter 3 1.572 ‘%ero = true
0. 03 e e J L - 1200
CALIBRATION CHECK i i
Xq = 0.126 0.21% 0,02t 6.0
0.01}- 4.0
0.00 ﬂ ﬂ 0.0
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SOLUTION CHANGE

DataMaster DMT: 123306
Location; New Haven VSP
Daie: . 10/22/2014

‘Performed by:. ~ STEPHANIE J TAYLOR

Accuracy and Precision Check

Concentration =0,098 g/210L
Lot# =14-05-100

Range =0.093-0.103
Average =0.100 g/210L

Std Dev =(,0000

Simulator Terhpcraturc: 34°C

Performed by -

DMT Serial Number #123306
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