
Vermont Department of Health Laboratory to ^ , A(^P 
National Patent Analytical Systems 
DataMaster DMT Shipping Memo ' ^^^^^f '•• 

T o : • ^ | 0 P i H 

National Patent Analytical Systems 
2090 Harrington Memorial Road 
Mansfield, Ohio 44901 

From; 
State of Vermont Health Department Laboratory 
195 Colchester Ave 
Burlington, Vermont 05401 

: \o/tz/,f Date 

Re: 
Shipment of DataMaster DMT S/N: ItoHfT for the Vermont 
Certification Project. 

instrument Preparation: 
1. Removed Simulator & secured simulator arms with Ty-Wrap. 
2. Removed breath tube.CŜ /'̂ -/̂ "// 
3. Downloaded instrument files to USB thumb drive. /o-/Z ~'f 

4. Removed keyboard & stylus. /%&c)c~lz~(! 
5. Removed security screws & replaced with manufacturer 

supplied screws.?^^-/^-/'?-/''' 
6. Instrument bagged & packaged for shipment. tf^^ ^-/Z ~ r / 

7. How many TSIs are included with instrument? 

Notes: 

Shipment in this Box Contains One DataMaster DMT with NO 
accessories, and one Shipping Memo. 

Packed by: 0 ^ Witness by: K>M 
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Breath Record Summary 
X = Interference, R = Refusal, V = I n v a l i d , I = Incomplete 

Test 
Date 

Test 
Time 

Agency OperatoJr Name Alcoh o l 
V a l . 1 

Alcohol 
V a l . 2 

Sim. 
Cone. 1 

Sim. 
Cone. 2 

Status Message 

10/02/2010 02 49 WINHALL PD DERRICK S TIENKEN 0.131 0.093 0.092 STANDARD OUT OF RANGE 
10/02/2010 03 11 WINHALL PD DERRICK S TIENKEN 0.093 RESPONSE TIMEOUT 
10/05/2010 04 49 WS W W WS 0.000 0.093 
12/19/2010 19 49 WINHALL PD BENJAMIN K LACKEY 0.088 STANDARD OUT OF RANGE 
12/21/2010 20 30 WINHALL PD THOMAS J CROWE 0.088 STANDARD OUT OF RANGE 
12/22/2010 03 21 WINHALL PD THOMAS J CROWE 0.000 0.101 
01/26/2011 15 45 WINHALL PD DERRICK S TIENKEN 0. 082 0.086 0.094 0.094 
01/26/2011 19 05 WINHALL PD NEWTON LUCY 0.000 0.095 
01/31/2011 15 34 WINHALL PD LUCY A NEWTON 0.164 0.093 
02/11/2011 23 42 WINHALL PD DERRICK S TIENKEN 0.092 STANDARD OUT OF RANGE 
02/12/2011 14 55 WINHALL PD THOMAS J CROWE 0.000 0.108 
02/12/2011 19 15 WINHALL PD DDFGH D DFGG 0.000 0.107 
02/13/2011 19 39 WINHALL PD DERRICK S TIENKEN 0. 309 0.309 0.102 0.103 
02/19/2011 21 51 WINHALL PD DERRICK S TIENKEN R 0.105 
02/22/2011 03 26 WINHALL .PD DERRICK S TIENKEN 0.213 0.219 0.104 0.104 
03/07/2011 18 08 WINHALL PD THOMAS J CROWE 0.000 0.104 
03/07/2011 18 17 WINHALL PD GREGORY C GOULD 0.000 0.105 
03/10/2011 01 33 WINHALL PD DERRICK S TIENKEN 0.144 0.141 0.102 0.102 
03/12/2011 19 54 WINHALL PD DERRICK S TIENKEN 0.258 0.102 
03/13/2011 00 53 WINHALL PD DERRICK S TIENKEN 0.206 0.102 
03/20/2011 02 27 WINHALL PD DERRICK S TIENKEN I 0.101 RESPONSE TIMEOUT 
03/20/2011 02 50 WINHALL PD DERRICK S TIENKEN 0.230 0.102 
03/30/2011 21 04 WINHALL PD DERRICK S TIENKEN 0.102 0.100 
04/01/2011 19 56 WINHALL PD DERRICK S TIENKEN 0.113 0.099 
04/02/2011 20 48 SHAFTSBURY VSP WAYNE M GODFREY 0.177 0.099 
04/02/2011 22 52 SHAFTSBURY VSP WAYNE M GODFREY R 0.100 
04/03/2011 01 49 SHAFTSBURY VSP WAYNE M GODFREY I 0.102 0.099 0.099 
04/19/2011 02 42 WINHALL PD DERRICK S TIENKEN 0.097 STANDARD OUT OF RANGE 
07/05/2011 08 36 WINHALL PD DERRICK S TIENKEN 0.000 0.105 
07/28/2011 15 42 WINHALL PD DERRICK S TIENKEN 0. 000 0.103 
08/01/2011 21 56 WINHALL PD DERRICK S TIENKEN 0.094 STANDARD OUT OF RANGE 
08/07/2011 02 27 WINHALL PD GREG GOULD 0.096 STANDARD OUT OF RANGE 
08/07/2011 07 46 WINHALL PD THOMAS J CROWE 0.097 STANDARD OUT OF RANGE 
08/09/2011 09 56 VDHL STEVEN E HARNOIS 0.000 0.106 
08/19/2011 17 54 WINHALL PD DERRICK S TIENKEN 0.000 0.104 
09/01/2011 02 52 DOVER PD JEFF P HUDON R 0.103 
09/03/2011 18 56 WINHALL PD DERRICK S TIENKEN 0.000 0.104 
09/18/2011 19 15 WINHALL PD GREGORY C GOULD 0.131 0.124 0.103 0.103 
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S t a t u s Record Summary 
X = Interference, R = Refusal, V = Invalid, I = Incomplete 

Test 
Date 

Test 
Time 

Test Type Status Message 

10/02/2010 02:49 Breath Test STANDARD OUT OF RANGE 
10/02/2010 03:11 Breath Test RESPONSE TIMEOUT 
12/19/2010 19:49 Breath Test STANDARD OUT OF RANGE 
02/11/2011 23:42 Breath Test STANDARD OUT OF RANGE 
03/20/2011 02:27 Breath Test RESPONSE TIMEOUT 
04/19/2011 02:42 Breath Test STANDARD OUT OF RANGE 
08/01/2011 21:56 Breath Test STANDARD OUT OF RANGE 
08/07/2011 02:27 Breath Test STANDARD OUT OF RANGE 
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