ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100163

Location: Bennington County SO
Calibration Date:  09/14/2011
Certification Date: 09/15/2011
Installation Date:  04/10/2012

RPC Date: 07/11/2012

Supervisor Name: JOEL R HOWARD

Diagnostic Results ~ Accuracy and Precision Check
Concentration =0.101 g/210L
Lot # =12-64-100
VERS TONS Range =0.096 - 0.106
DMT: 1.01 Average =0.102 g/210L
PIC: 2.06 Std Dev =10.0000

Modem: 2.4
Questions: 2.1 i
RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 46.3°C Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage = 1.80 V
Cooler Voltage = 1.58 V
Bias Voltage = 80 V 0.10 7 T 3 T T T 40.0
= 559 H ) - ‘ - j ;
Chopper Freq Z o ool Alcohol (g/210L) | lac o
PUMP INFO :E‘low Rate (L/M) . ]
Flow Rate = 4.926 L/M 0. 08 fremd s S R i sohesns| 580
DETECTOR INFO - TR N (O N AOR. AN .
PUMP ON OFF .97 , 28.0
MAX (V) =0.2772 -0.2736
MIN (v) _0.2787 _0.2754 0‘06 BECHIIER SN (PSSR PR, Bt eey: TSI WNECTRHELTS HESeRsErn TINERS O WRIRETEP Y ¥ PRetyt f 25 TR AR 24_0
FILTER INFO L s Ry, il e s NS e i e il 20.0
Filter 1 -0.275 Zero = true _
Filter 2 -0.049 Zero = true T e e e e S S S s 16.0
Filter 3 0.351 Zero = true
0. 03 TR SRUIREINTE ISPPPryay: K NOUNE Je s PR, MSEEGIt: PR-OSI =, CBess e bk, xR 12 . O
CALIBRATION CHECK
Xq = 0 .078 0.45% 0.02 ......... T | — 8.0
i
Routine Performance Check Passed 0.00 n ﬂ : 0.0
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100163

Location: Bennington County SO

Calibration Date: ~ 09/14/2011 &

Certification Date: 09/15/2011 Ao o

Installation Date: ~ 04/10/2012 P £

RPC Date: 07/11/2012

Supervisor Name: JOEL R HOWARD

Diagnostic Results Accuracy and Precision Check
Concentration =0.101 g/210L
Lot # =12-64-100

VERS TONS Range =0.096 - 0.106

pMT: 1.01 Average =0.102 g/210L

PIC: 2.06 Std Dev =0.0000

Modem: 2.4

Questionsg: 2.1 T
RF Detection Test

TEMPERATURES Failed

Sample Chamber = 48.7°C

Breath Tube = 46,8°C

Digital Sim = 33.8°C

SETTINGS

Lamp Voltage = 1.80 V

Coolex Voltage = 1.58 V

Bias Voltage = 80V

Chopper Freq = 559 Hz

PUMP INFO

Flow Rate = 5.107 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.2852 -0.2825

MIN(V) -0.2868 -0.2837

FILTER INFO

Filter 1 -0.283 Bexro = true

Filter 2 -0.058 YZero = true

Filter 3 0.338 fZero = true

CALIBRATION CHECK

Xq = 0.078 0.45%

Routine Performance Check Failed
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Performed by — Date 07/11/2012
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