DataMaster DMT Monthly Update Check-list

K - DM serial # _ 00165

Departmént/Agenq'y: Minchoslor LD

Supervisor: L., Steere

| Opérators‘,LoAgbook | _ l.
Maintenance Logbook
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Installation Report
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Simulator Solution Change
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DATAMASTER DMT MAINTENANCE LOG

M esnohester PA : (0165

- Department/Agency DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
‘ {Name and Title)
' ' DataMaste: Sitiulat " '
. _ e LaS el simnlator Solution :
g - {;g;g’i oy 90 EtOHy, Cone: 0.102 - T [Stecen
{ . 7 ‘ y
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o ‘OPENEﬁ It 677’ 1l [ E——

LTastall | /) C. . .............

Data\{[astez Ext Std Solution ' N o E == :

. - {im# loloila 100 EtOH,, Conc: 0.101 %@\kér‘* Lo gt | :

; - ange: 0.106 . ?

7 \‘}’ | Preparation Dato: 0672942011 Epires: 06/29/2012 %C&&A""’ o\ @o\‘r Cg S@ &

OPENED' VI AR r—iﬁ/ Qo \;t‘,to CZ\K’@M

- ﬂ“”f"r ,.;,L/_gm‘ A #emgl?fg/ ) [f’f m::f lm;ff;c;/‘e_f _______________
| feefn [ For.RPC or Szmuiator Solution: Change Place Label Here]
- . I o (M:;UfJ HC’T y\;nh Turwc‘:’J o‘F‘F—‘:f_’-;Dw ‘l'nsh-vln;;hr o B
Pwaf{ii [m f‘ckef-t/’a_*_r_czr Yo ‘7127%"/&?1@1‘77‘":8 bk | L.
' “ ,ﬁ;,_ o [For RPC or Slmulator Solutson Change Place Labei Here] gf—?
[to] | Mﬂa(afeof S;J(} wae e "54 _______

bS35b0b00000330033303333333031

ALG 803 REV 03 08/2011




DATAMASTER DMT MAINTENANCE LOG
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DATAMASTER DMT MAINTENANCE LOG
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- Department/Agency DataMaster DMT Seriat Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
_ g . (Name and Title)

. DataMaster Simulator Solution
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Breath R d Hist o
m OOH, 1S OH.,% 01/07/2013
Test Test Alcohol Alcohol Sim. Sim.

: a
Date Time Agency Cperator Name val. 1 val. 2 conc. 1 Conc. 2 Status Messag
12/36/2012 20:358:25] SHAFTSBURY V8P LEWIS A HATCH 1V 0.108 0.098
1272472012 23:01:06] SHAFTSBURY V8P CEELS W BURNELYL REFUSED 0.085
12/24/2012 22:20:52| SHALTSBURY VSE CHRIS W BURNETT 0.038 RESPONSE TIMEQUT
DMT Serzal Number #100165

Page 1 of 1

01/07/2013 12:38 PM



Status Record History

Page 1
01/07/2013

Status Status
. Test Type Status Message
Date Time yp g
12/24/2012 22:24:14 DUI Subject Record RESPONSE TIMEQUT

DMT Serial Number #100165

Page 1 of 1

01/07/2013 12:40 PM




Log On Record History

Page 1
01/07/2013

Test
Date

Test
Time

Name

DMT Serial Number #100165

Page 1 of 1

01/07/2013 12:40 PM




CALIBRATION

REPORT

DataMaster DMT:; 100165
Calibration Date: 09/27/2011
Calibrated by: STEVEN R MERRILL

Lot: 11-37-100

Ca = 0.100

CAL = 0.%62517 0.800 <= CAL
bl = 0.000 0.000 = bl
b2 = 0.005 06.002 <= b2
b3 = 0.000 0.000 <= b3
Xqg = 0.083 0.050 = Xq
azi = 1.187029 1.050 = a2zl
a3l = 0.494135 0.300 <= a3l

Performed by

s

AN A A A A

1.200
0.004
0.010
0.004
G.200
1.3600
0.800

DMT Serial Number #100165

Date

Page 1 of 1

09/27/2011

01/07/2013 12:43 PM




CERTIFICATION REPORT

DataMaster DMT: 100165
09/27/2011

Calibration Date:

Certiftcation Date:  09/27/2011

Certified by:

Diagnostic Resulis

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES

Sample Chamber
Breath Tube
Digital sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

g
oy

PUMP INFO
Flow Rate = 5,376 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V} 0.0366 0.0388
MIN (V) 0.0352 0.0372

FILTER INFO

Filter 1 3.038 Zero
Filter 2 0.298 Zero
Filter 3 0.573 Zero

CALIBRATION CHECK
Xg = 0,093 0.09%

DMT Seriat Number #1001635

U
k.S
[o3}
te)

o
(o]

2o

STEVEN R MERRILL

true
true
true

Options

OPTIONS
Units
Alcohol....... .. iee e
Simulator
Tolerance Check.,.........
Standard Type. . .cveivscas
Nominal..... eeeen e
Digital Simulator........
Subject
Ask Questions.......vve..
Number of Tests....... P
Alcohol bisplay..........
Volume Display....ooeven
Query Refusal....,...... .
CoplesS.iiivenanecnaas fene
Simulator Before.........
Simulator Between........
Simulator After..........
Obsezvation Time.........
Supervisor
Number of Tests...cvevens
Calibration

Standard TYP&.rarirvavans

Nominal. .o vavencosaransos

Nominal {Dry Gas) cvevsesa

Number of Test8.c.veianne
Printer

Printer On....ievivnsonan

Software Configuration
Data Collection..........

TPage 1 of 2

4/210L

yes
wet

G.100
Guth34CNPe

yes
2
yes
yes
yes
3
yes
yes
no
6

10
wet
0.100
¢.100

yes

yes

01/07/2013 12:41 PM




Linearity Check Results DMT Linearity
True Value Reported Average Std Dev 0.50
0.019 g/210L G.020 g/210L 0.0000 )
Lot # 12-14-020 0.42
0.080 g/210L 0.080 g/210L. 0.0000 ©
Lot # 12-16-080 50.33
0.161 g/210L 0.159 g/210L 0.0000 §
Lot# 12-12-160 o g, 25— — o
0.400 /2101 0.392 g/210L 0.0010 3 /
Lot # 12-15-400 B 0,17 /
R2=1 0.08 g~
0.00 A/'
0.00  0.08 0,17 0.25 0.33 0.42  0.50
Acetone Interference Test DHT Reoults
Lot # 12-10-080A1
Interference Detected
.20 ; ; 10.0
Mouth Alcohol Test 18l Atcohol{g/210L) | & G 36.0
Mouth Alcohol Detected — Flow Rate({L/M)
'16 G4 GG U S S U 32 . D
N 1‘1 .................................. 28 . O
.12 o 24.0
RF Detection Test S 20.0
Passed .08 ~116.0
.06 iz.0
. 04 ............................................................................ 8 . 0
P U IUTROU NN I SRR S SN B 4.0
.00 / 6.0
0 5 10 15 20 25 30
Sample Acceptance Test -10 A S S 40.9
Passed Alcohol (g/210L} | ¢ & & 4
i <091t Wlow Rate(n/) | 1T 36.0
. OB S P PP PPY SO T PPRTUN SIVOIINY 32 . 0
1 J FNSUSSS USRS NSNS WSS S S S T
_06 T NS T f\ “““““““ 24.0
<Y ERSUSIE EUSVIES SN pn— \\ ------ 20.0
. 04 ........................ 1 6. O
.03 ........ v e e 12.0
. 02 e R P 1 7. FIE 5 PO .| DTN PPN SR 8 . 0
CERTIFICATION PASSED ey
.01 B TR L1110 | 4.0
oL
¢ 5 106 15 20 25 30 35 4G 45 50 55 60
27 R
Performed by A Date 09/27/2011
Reviewed by Date

DMT Serial Number #100163

Page 2 of 2

01/07/2013 12:41 PM




INSTALLATION REPORT

DataMaster DMT; 100165

Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date: 09/27/2011
Installation Date:  10/11/2011

Installed by: STEVEN E HARNOQIS

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.102 g210L
Lot # =12-13-100
VERSIONS Range =0.097 - 0.107
DMT: 1.00 Average = 0,100 /2101,
PIC: 2.06 Std Dev =(.0000
Modem: 2.1

Questions: 2.0 .
RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49,1°C
Breath Tube = 48,1°C Sample Acceptance Test
Digital Sim = 33,%°C Passed
SETTINGS
Lamp Voltage = 1.84 Vv 0.10 T — T : v £0.0
Coolexr Voltage = 1.80 V - -Al :h l:( /'2101:)
Bias Voltage = 80V 0.0gl-] T Arconoily 36.0
Chopper Freq = 544 Hz Flow Rate”ﬁ“’”
0,08 b . 32.0
PUMP INFO
Flow Rate = 5.357 L/M 0.07 | se.0
DETECTOR INFO '
PUMP  ON OFF 0.06 B 24.0
MAX {V) 6.0285 0.0319 {
MIN({V) 0.0270 0.0305 L e e I 10 - S S r\\ """" 20.0
FILTER INFO 0.04 ........ FIFERTPTN SUPPRNRNN I PRI FPPIFRTIY MR SR 16. 0
Filter 1 0.030 Zero = true
Filter 2 0.294 Zero = true 0.03 IR N 0 SO PO OO NS R IO SR 12.0
Filter 3 0.553 2Zerc = true
G.02 —=i8.0
CALIBRATION CHECK
= %
Xq = 0.093 0.09 .01 b 4.0
0.00 0.9

0 5 10 15 20 25 386 35 40 45 50 55 60

INSTALLATION PASSED

Performed by M’P Date 10/11/2011

Reviewed by Date

DMT Serial Number #100165 Page 1 of 1 01/07/2013 12:43 PM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 1001635
Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date: 09/27/2011
Installation Date:  10/11/2011
APM Date: 06/08/2012
Performed by: AMANDA BOLDUC
Diagnostic Results Simulator Vapor Test
Concenlration =0.101 g/210L
Lot# =12-64-100
VERSIONS Range =0.096-0.106
DMT: 1.01 Simulator Vapor =0.099 /2101,
FPIC: 2.06
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 48.9°C Sample Acceptance Test
Breath Tube = 48.1°C Passed
Digital Sim = 34.1°¢C
SETTINGS
Lamp Voltage = 1.84 Vv
Cooler Voltage = 1,80 V
Bias Voltage = 80 V 0.10 ; r 5 40.0
Chopper Freg = 550 Hz Alcohol (g/210L)
2.09 Flow Rate{L/M) 36.0
PUMP INFO
Flow Rate = 5.216 L/M P T:] [ D R S ~l32.0
DETECTOR INFO 0,07 b i
PUMP ON OFp
MAX{V}) -0.0850 -0,0811
MIN(V) ~0.0866 -0.0823 0.06 ﬂ """" : jgeee
FILTER INFO 0.05 A ~120.0
Filter 1 -0.082 Zero = true {
Filter 2 0.188 Zero = true [ | O B S B B et -116.0
Filter 3 4,449 Zero = true T
O- 03 B e T TT NP RPRPERRIPINNPPRY 0N — 12. 0
CALIBRATION CHECK
Xq = (.,092 0.57% 0,02 [ d 8.0
0.01] [\/ A 4.0
0,00 V/\\ ’ ' 0.0
APM PASSED 4] 5 10 15 20 25 30
Performed by Ao bl Date 06/08/2012
Reviewed by Date

DMT Serial Number #100165

Page 1 of I

01/07/2013 12:44 PM




