
DataMaster DMT Monthly Update Check-list 

-· DM serial #: 10 ") 
-~~~~---1 

Supervisor: :LJ. STeere . Date: 00 I 06 I./ 3 

Operators. Logbook 

Maintenance Logbook 

Breath Test History Report 

Status History Report 

·Log On History Report 

Calibration Report 

Certification Report 

Installation Report 

Annual Preventative Maintenance 

Routine Performance Check 

Simulafor Solution Change 

Other Reports 

List other report type and date: 

Provided None this month 
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DATAMASTER DMT OPERA TOR USE LOG 
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Department/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name 
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DATAMASTER DMT OPERA TOR USE LOG 

. DepartmenUAgency DataMaster DMT Serial Number 

Subject's Name Simulator Simulator 
Vapor 1 Vapor 2 Date DMT Operator's Name 
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DATAMASTER DMT OPERA TOR USE LOG 
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DATAMASTER DMT OPERATOR USE LOG 

Department/ Agency DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name Simulator Simulator 
Vapor 1 Vapor 2 
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DATAMASTER DMT MAINTENANCE LOG 

Mocnoke~7er Pol . /~!6f 
Department/ Agency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED PERFORMED BY 
(Name and Title) 

DataMaster Simulator Solution 1 c-:::::_ / o;; -- Lot# .12-13-100 EtOHaq Cone: 0.102 !---------------------------------- ---- 7fleve.vi 
1 
'/ ~;.:~;~~i~~0b~t;:00~1~~1201 I Expires: 09/09/2012 i~-~§-~--~~~-~~--~~~-~ 1--~-~~~_!__ F/a. v;JC!Jl/ 

__________ ~-~ ___ ------~-~~Ji§i};·7ol1TfTT··--·-··-·--· .. ·----- ---- --; ________________________________________________________________________________ _ 
_______________________ :t_~_1_T~)J_ ______ J2_e_1L _______________________________________________________ _ 

Pv~To cc:;e·I ( 

. Du-\ ~ ~~.---e . / \ \ ________________________________________ ._::-_~ __ -::-_ __ ~-----------_--------------------------------------------------------

'J-5\ [For RPC or Simulator Solution Change Place Label Here] 
\ . ---------------------------------------------------------------------------------------------------------·---------------------

DataMaster Ext. Std. Solution 1 ~ ~ h ~ \ ~ ---------------- - - ------ ----- - --- -- -- ---- ---------------- -- -- ---------------------------- ---+-------~---------------

\/ \ \_ _ Lot # 11-41-100 EtOHaq Cone: O .1 OJ I_ $2±:----'------~- _________ ~ ~---- l ~ 
., \ Range: 0.096 - 0.106 [ .__, 0 ' ,,-

\'} r;:::i~'~,,'~'.~12:~' ~".'~'.~612~!~~()-~;_,~-~ csu'-\ Sev ' 
- ' - vV:rIViJ::M i:' "1, ,';rf, 

. ____ f,~_;'2f~1L-f-~r1U€<'_<::>:_,-f __ A-_,#.e_<>:!•/"-h_l ___ f?._e-f-1:•;v1i __ l0_~f__J1'r.:,l~t _______________ 7 r..&-P~./-r:;-f_~.,,1 
_ 1_1..411 [For RPC or Simulator Solution Change Place Label Here] ;~ _ 
I '2/ ;J;i~)J-;.d n;:;-;;f,- "f~ ;;;-,,-J;;'(f .. f ;;; 'J';,;;fi--;_ ;:;;:;~;+,- - - - - - -~J:b. ~ 

________________ _ f'-c_iLJk~J _ __ft?:!.l..t~~j~grtf1'.~C!_r_'fb_~_J__1}:i__,.fu/~1r:f_TJ~,_1{_k_crc:_kLhe_~r::_.___ ~ ____ ~~ _ ~ __________________ _ 

-----------------------------------------------------------------------------------:...·-----------------·--------------··-··-·--·-

l/r; . [Fo~t~~}~jLo~~jT:_:~:~~~e_L~,~~l~er~~ st~~ 
- - - - - - - - - - _/_ - - - -----,------------------------------------------------·-----------------------.-.-------------'·-·------------------------------·- - - -- - - - - - - - -- - - -- - - - - - - - - - - - -

I [ ri . . He><(/''\_~/) 
(,,.,. -----------------------------··-:-··--------------------------------------------------------------------------.-------------------
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DATAMASTER DMT MAINTENANCE LOG 

/Jan?l·e{fd:-'\ P_7J 
Department/Agency 

~ \ /· r ,_. \ . . '<X2 I({.)c> · · " - ".. ' " 
DataMaster DMT Serial Number 

"\ 
\ 

ri 

·i 

i~ 

'~ 

TYPE OF SERVICE PERFORMED PERFORMED BY '4 
(Name and Title) 14 

DataMaster Simulator Solution 1 OD I" , { .:_'f.: 
Lot# 12-38-100 EtOHaq Cone: 0.101 !_______________________ re:. Veth'~ .,_)feer-C, ·t 
Range: 0.096 - 0.106 ~e Label Here] ' \ 
R~eparatio_n Date: 11/17/2011 Expires: 11/17/2012 ( ' 

oJ--l 1~ I! "J-:,::~ - ,. ____________________ _ 
., . • , , . ._ , [ For RPC 

- i--------------------·---------- -

------------------·--··-------··-··-·-- -.OPENED~'o.J;l0-~'·-~s:·"" ...... "": _______________________________ -------~- ~ -------------------
' f 

- - :) ·-\ 

·-··----··-··-·---------·-··----.-------------·-··-·---------------------------------~------------------------------------------

[For RPC or Simulator Solution Change Place Label Here] 
---------------------------------------------."---------------------------~: ___________________________________________________ _ 
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' ---------------- - --· - -- - -- -· - ·- - -- ..l ·- - --- - -- -------- ---- -- _ .. ____ ---------- ---------·--------------------------- ----------------------------- I 

• • 
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DataMaster Simulator Solution i 
______________ Lot# 12-64-100 EtOHaq Cone: 0.1O1 [________________ _ ______ _________ I 

[ 
c .. R Range: 0.096 - 0.106 f a . • 
I 01 I Preparation Date: 02/17/2012 Expires: 02/J 7/2013 ace Labvl Here] 

________________ :~::~::~::~::~::~:-~,:-~:~~~~~~~;~~~z~~l;··i?s.,,, ..... _ ..... .,. · [~::~::~::~::~::~::~::~::~::~::~:: __ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ : 
--,--Ac.c_t!_t4¥.t;y __ ·Lf.r.e.cJ~-s_,__(Jvi------d_-fZcA __________ . ___________________________________ _ 

________ $_ __ 0.lo}.1.~.u.. ____ (_&_:':!:!-!J-e..-----·-·-----------··----------------·-··--------------------------
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DATAMASTER DMT MAINTENANCE LOG 

10016') 
' Department/Agency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED 

DataMaster Simulator Solution 
------------------------- Lot# 12-64-100 EtOHaq Cone: 0.101 

[ For RPC Range: _0.096 - 0.106 
-----·-----------------·· Preparation Date: 02/17/2012 Expires: 02/17/2013 

PERFORMED BY 
(Name and Title) 

o~ /n/1?... 
----------------------------------------- -- ·0;~NE·D·;·o6Jt-;7~:;_··---·-"'·-:7xs::··- - :----------·---------------~-- ---------- -------------------

[For RPC or Simulator Solution Change Place Label Here] 
-----------------------------------------------------------------.: ___________ : ________________________________________________ _ 

o't/oJl1J ············· deck:ui. 'to . ])y; :7¢'.slc ........................ -~· < 
{ ---------------·--·-----------·-----'--------------·-----------,-----------------·--·-··----·--··-··-----·-------··-··----··-·· . ~ 

DataMaster Simulator Solution 
---------·-··-··-- Lot# 12-72-100 EtOHaq Conc:'0.100 

I J [ For RI Range: 0.095 - 0.105 . . 

/C:f /) // )_ ------·----------- ~~parati:~~a-~~~~/~~~-~---~-x~;~24~~-~3 
"---------------·--'---------------OPENED: tD/r::)ld- / ~ , 

1-------------------------------·--- --4 . 

~~e~i'bel Here] --~D-~-~--

-------- -- ----------------:-·-----:---F=f ~C:------.:-- ---- ----- -------~-----------;·-------------------------------

DataMaster Simulator Solution 
·-------·----------- Lot# 12-72-100 EtOHaq Cone: 0.100 · 

1
-I [ For RP( Range: 0.095 - 0.105 

tfl. I I{ / J --------------··--·- ~reparatiop Date: 04/24/2012 _Expires: 04/24/2013 

--~------------------------·--------OPENED: 02/1:)/13 ~: 

______________________ :._ _____________ ?_"_L: .. C __ ~ __________________ : ________________________________________________ _ 
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DATAMASTER DMT MAINTENANCE LOG 

McA-1()< :n es.-\e c ~ 1> \ o O\ laS-
oepartmenuAgency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED 

---------------·-··-··----------------··-·------------~--------------------------------------------------------------------::-·· 

[For RPG or Simulator Solution Change Place Label Here] 

PERFORMED BY 
(Name and Title) 
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[For RPC or Simulator Solution Change Place Label Here] 
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[For RPC or Simulator Solution Change Place Label Here] 
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• • • • • 
- - - - - - - - - -- - - --- --------------------------------------------------------------------------------·--·--·--------·--------------·--·--·--·--·--·- - -- - - - - - - -- - -- - - - - ----- - - - -- - . 
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Breath Record History Page 1 
06/06/2013 

Test Test 
Agency Operator Name Alcohol Alcohol Sim. Sim. Status Message Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

05/24/2013 01:05:06 MANCHESTER PD JASON J THOMAS 0.216 0.210 0.097 0.095 

DMT Serial Number #100165 Page 1 ofl 06/06/2013 5:25 PM 
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Status Record History Page 1 
06/06/2013 

Status Status Test Type Status Message 
Date Time 

DMT Sena! Number #100165 Pagel ofl 06/06/2013 5:27 PM 



Log On Record History Page 1 
06/06/2013 

Test Test 
Date Time 

Name 

DMT Sena! Number #100165 Page 1of1 06/06/2013 5:28 PM 



ANNUAL PREVENTATIVE MAINTENANCE 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
APMDate: 
Performed by: 

Diagnostic Results 

VERSIONS 
DMT: 1. 01 
PIC: 2.06 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Digital Sim 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

100165 
Manchester PD 
09/27/2011 
09/27/2011 
10/11/2011 
05/10/2013 
ROBERT DRISCOLL 

49.1°c 
48.1°C 
34.0°c 

1.84 v 
1.80 v 
80 v 
551 Hz 

Flow Rate = 5 . 372 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) -0.0766 
MIN (V) -0. 0780 

FI LTER INFO 

OFF 
-0.0732 
-0.0 746 

Filter 1 -0.074 Zero true 
Filter 2 0.200 Zero true 
Filter 3 0.470 Zero true 

CALIBRATION CHECK 
Xq = 0.093 0 . 09% 

APMPASSED 

Performed by 

Reviewed by 

DMT Serial Number #100165 

Simulator Vapor Test 
Concentration = 0.100 g/2 lOL 
Lot# = 12-72-100 
Range = 0.095-0.105 
Simulator Vapor = 0.098 g/210L 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 

0.10 

-- Alcohol (g/210L) 
0 . 09 ···· -- Flow Rate(L/M) 

0.08 

0.07 

0 . 06 ............ ........ + 

0.05 

0. 04 . 

0.03 

0.02 

0.01 

0.00 
0 5 10 15 

Date 05/ 10/2013 

Date 

Pagel of l 

40 . 0 

........ 36 . 0 

..... ..... .... ......... , ......... .... 32 . 0 

.......... 28 . 0 

24 . 0 

20 . 0 

1 6 . 0 

12 . 0 

8 . 0 

4 . 0 

0 . 0 
20 25 30 

05/10/2013 10:36 AM 


