ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100139

Location: Bennington PD

Calibration Date:  09/26/2011 F2e™ ;
Certification Date:  09/28/2011 NG o
Installation Date:  10/11/2011 = i e e B
APM Date: 05/31/2013

Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Coneentration =0.101 g/210L
Lot # =12-87-100
VERS IONS Range =0.096 - 0.106
DMT: 1.01 Simulator Vapor =0.101 g/210L
PIC: 2.05
Modem: 2.4 i
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Digital Sim = 34.1°C
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100139

Location: Bennington PD
Calibration Date:  09/26/2011
Certification Date: 09/28/2011
Installation Date:  10/11/2011

APM Date: 05/31/2013
Performed by: ROBERT DRISCOLL
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Diagnostic Results Simulator Vapor Test

Coneentration

Lot #

VERSIONS Range
DMT: 1.01 Simulator Vapor

PIC: 2.05 imiulator out of range
Modem: 2.4
Questions: 2.1
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TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

1.80 v
1.69 v
80 v

541 Hz

Wnuna

PUMP INFO
Flow Rate = 6.469 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0120 -0.0089
MIN(V) ~0.0134 -0.0106

FILTER INFO

Filter 1 -0.009 Zero
Filter 2 0.348 Zexo
Filter 3 0.966 Zero

true
true
true
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CALIBRATION CHECK
Xq = 0.082 0.64%

APM FAILED
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100139
Location: Bennington PD
Calibration Date:  09/26/2011

Certification Date: 09/28/2011 N

Installation Date:  10/11/2011 L

APM Date: 05/31/2013

Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Concentration =0.099 g/210L
Lot # =12-80-100

VERSTONS Range =0.094 - 0.104

DMT: 1.01 Simulator Vaper—=0:693 g/’

PIC: 2.05 imulator out of range

Modem: 2.4

Questions: 2.1

TEMPERATURES Keo 5‘/ 33 / 13
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Sample Chamber = 49.0°C
Breath Tube = 47.5°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage = 1.80 V
Cooler Voltage = 1.69 V
Bias Voltage = 80 V
Chopper Freq = 541 Hz

PUMP INFO
Flow Rate = 6.495 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) =0.0075 -0.0057
MIN(V) -0.0096 -0.0071

FILTER INFO

Filter 1 -0.007 Zero
Filtexr 2 0.351 Zerxo
Filter 3 0.968 Zero

true
true
true
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CALIBRATION CHECK
Xq = 0.083 1.06%

APM FAILED
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SOLUTION CHANGE

DataMaster DMT: 100139

Location: Bennington PD
Date: 05/31/2013
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.101 g/210L
Lot # = 12.87-100
Range =0.096 -0.106
Average =0.101 g/210L
Std Dev =0.0000

Simulator Temperature: 34.1°C

Performed by = o

DMT Serial Number #100139

Date

Page 1 of 1
U .2U 2¢n

il
AAMONS
LU A

05/31/2013

-

-
Ang UNT

05/31/2013 11:48 AM



