ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100163

Location: Bennington County SO

Calibration Date:  09/14/2011 -
Certification Date: 09/15/2011 T
Installation Date:  04/10/2012 3 AU
RPC Date: 07/17/2013

Supervisor Name: JOEL R HOWARD

Diagnostic Resulis Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =13.03-100
VERSIONS Range =0,093 -0,103
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =(.0000
Modem: 2.4

Questions: 2.1 .
RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.1°C le A Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.80 V
Cooler Voltage = 1.58 V
Bias Voltage = 80 V 0.10 ¥ 1 T g 40.0
Chopper Freq = 561 Hz Alcé)hol(g/lzloﬁ) A !
‘ 0.09 8 Aevscsce | 60

PUMP INFO ° Flow Rate(L/M) («/
Flow Rate = 5.141 L/M 0.08 P PR TN PO R (S (R S A’ -|32.0
DETECTOR INFO e 1
PUMP  ON OFF Bie a9
MAX (V) ~0.0713 -0.0689
MIN (V) _0-0723 -0.0701 0- 06 """""" JECOOMLIC, ARMMEY JEN . AR RSN St G Sum R — 24 .0
FILTER INFO 0,05 et i i G [ G nE 20.0
Filter 1 -0.070 Zero = true i
Filter 2 0.164 Zero = true VP R S R i 160
Filter 3 0.539 Zero = true
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100163
Location: Bennington County SO
Calibration Date:  09/14/2011
Certification Date: 09/15/2011
Installation Date:  04/10/2012
RPC Date: 07/17/2013
Supervisor Name: JOEL R HOWARD
Diagnostic Results

VERSIONS

pMT: 1.01

PIC: 2.06

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 48.1°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage = 1,80 V
Cooler Voltage = 1.57 V
Bias Voltage = 80 V
Chopper Freq = 562 Hz

PUMP INFO
Flow Rate = 5.190 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0902 -0.0880
MIN(V) =~0.0915 -0.0890

FILTER INFO

Filter 1 -0.089 Fero = true
Filter 2 0.135 Zero = true
Filter 3 0.517 Zero = true

CALIBRATION CHECK
Xq = 0.080 2.68%

Routine Performance Check Failed
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100163

Location: Bennington County SO :

Calibration Date:  09/14/2011 e

Certification Date: 09/15/2011 O .

Installation Date:  04/10/2012 QL

RPC Date: 07/17/2013

Supervisor Name: JOEL R HOWARD

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 p/210L
Lot # =13-03-100

VERSIONS Range =0.093-0.103

pMT: 1.01 Average =0.098 g/210L

PIC: 2.06 Std Dev =0.0000

Modem: 2.4

Questions: 2.1 .
Q mtecllon Iesi

TEMPERATURES Failed

Sample Chamber = 48.8°C

Breath Tube = 48.1°C

Digital Sim = 33.9°C

SETTINGS

Lamp Voltage = 1.80 Vv

Coolexr Voltage = 1.58 V

Bias Voltage = 80 V

Chopper Freq = 561 Hz

PUMP INFO

Flow Rate = 5.168 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) =0.0746 -0.0730

MIN(V) =-0.0764 -0.0746

FILTER INFO

Filter 1 -0.074 Zero = true

Filter 2 0.160 Zero = true

Filter 3 0.533 JZero = true

CALIBRATION CHECK

Xq = 0.079 2.24%

Routine Performance Check Failed

LDﬂT SWervisoe hod  fo Step ALy while_cunang  RPC 400 2 S }22113

Performed by e L Date 07/17/2013

Reviewed by Date

DMT Serial Number #100163 Page 1 of 1 07/17/2013 9:03 AM

Ut U gy



