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DataMaster DMT Monthly Update Check-list 

Department/Agency: /lJ0 ncle_, fer 

Supervisor: :V. 5Tee-it'e-

Operators. Logbook 

Maintenance Logbook 

Breath Test History Report 

Status History Report 

Log On History Report 

Calibration Report 

Certification Report 

Installation Report 

Annual Preventative Maintenance 

Routine Performance Check 

Simulatbr Solution Change 

Other Reports 

J.ist other report type and date: 
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DATAMASTER DMT OPERATOR USE LOG 
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Department/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name 
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DATAMASTER DMT OPERATOR USE LOG 

. Department/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name Simulator Simulator 
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DATAMASTER DMT OPERATOR USE LOG 

Department/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name Simulator Simulator 
Vapor 1 Vapor 2 
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DATAMASTER DMT OPERATOR USE LOG 

Department/Agency DataMaster DMT Serial Number , 

Date DMT Operator's Name Subject's Name Simulator Simulator 
Vapor 1 Vapor 2 
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DATAMASTER DMT OPERATOR USE LOG 

Department/Agency DataMaster DMT Serial Number 

Date DMT Operator's Name Subject's Name Simulator Simulator 
Vapor 1 Vapor2 
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DATAMASTER DMT MAINTENANCE LOG 

fr} 04 no /.e, 7 er /)cJ. . / o:::J / {J f 
DepartmenVAgency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED 

_____ ___ ::t~fTct.)L _fe_v:_ -·- ___ -·---- --··-··- ___ _ 
Pv~Tocc,.f( 

c __ \dv'\ __ ~-~~---- -----------------
[ For RPG or Simulator Solution Change Place Label Here] 

. 

--------·--·--···-··--·-:·-··-··-··:-··-··----------.. -·--------------------··--------------------------------------·----------,.. 

ALC 803 REV 03 08/2011 

1 

PERFORMED BY 
(Name and Title) 

. 



DATE 

DATAMASTER DMT MAINTENANCE LOG 

Department/Agency 

/od16'6 < ·. ' )< ' ' \ 
DataMaster DMT Serial Number 

' 

TYPE OF SERVICE PERFORMED PERFORMED BY 
(Name and Title) ,. 

Ofc.J),:a,"e;{-7/ee,-c, i 

[For RPC or Simulator Solution Change Place Label Here] 

• 
• I 

• 
rj 

I 
··.I 

:J 
\I 

----------------,_,,_,,_,,_,,_ -,_,,_,,_,,_,,_,,_,,_,,_,,_ -,_,,_,,_,,_,,_,, ___ ,,_ ,_,,,_,,_,,_,,_ , ____ , __ ,,_,,_,,_,,_, ------ -- ,_,,_,, ----------------------------- li 

. 

DataMaster Simulator Solution 

,ace Label Here) 

___ .. _,,.Lot# 12-64-100 EtOH,q Conc:0.101 
Range: 0.096 - 0.106 

[ For RI Preparation Date; 02117/2012 Expires: 02117/2013 

_____________ ;_ --~-~~ ~:·:~~£~~~~~~6~l~s;;;-J5s_.,, ______ · [~--~-~~-~~- ____________ ___ _ __ _ 
_ _ ft_c;,.~t.wy_-1:_f_l'ecJ:£Lan-dt_.gc,k_ __ '. ___________ _ 

_ __ '.;;o0_f!.~H. _(~t'.'vtfJ-~- _____________________ _ 

' 

rA ti \-v -r-f;~~i1~~~~~~t1~~~~~~b~~1~ 
___________ · _____ •:••:••:~:••:••:•IQri•:•·-~·:••:•:··-·•::••-••:•:••:••:••:•:-··•-••:••:••:··-

' 

' 
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DATAMASTER DMT MAINTENANCE LOG 

t:% .. c.hp, f&t tJ> 
Department/Agency · DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED 

DatnMaster Simulator Solution 
-----·---------------- Lot# 12-64-100 EtOH,q Cone: 0.101 

[ F RPC Range: o.096 -0.106 
·-·-----~~----··-··~·· Preparation Date: 02/17/2012 Expires: 02/17/2013 

[For RPC or Simulator Solution Change Place Label Here] 
. 

PERFORMED BY 
(Name and Title) 

; ' 

o~~~o •:••:••:••:_:~·~~~=··:1 :~:••:••:··=:•:••:••:~:···~··:···1-~5:~~:·-·•:••:•·:••:-•:••:••:••:••:•• Y~ 
DataMaster Simulator Solution 

·-··-··-··-··-··-·lot# 12-72-100 EtOHaq Cone: 0.100 

.J I [ For RI Range: 0.095 · 0.105 . . 

/l( /) J)_ _______ P_'°par~~~:;D-~~o~~~~~-:x~;-~24/2~13 
"---------------·-·-·-·-··-··-OPENED: 10/r3r1:;i.. I_~-,,, __ 

DataMaster Simulator Solution 
· ·-·:-··-··-··-··--·-· Lot# 12-72-100 EtOHaq Cone: 0.100 · 
1
. I [ For RP( Range: o.095-0.105 

():1.. 1 t{ 11 -------------------- ~reparation Date: 04/24/2012 Expir~s: 04/24/2013 

--:·"---·-------·-------·----------OPENED: o.2/1s/·13 A. 
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3 



DATAMASTER DMT MAINTENANCE LOG 

lbOllaS" 
DepartmenUAgency DataMaster DMT Serial Number 

DATE 

61'°\i') 

TYPE OF SERVICE PERFORMED PERFORMED BY 
(Name and Title) 

-,-------------- _______________________________ " ______________ :D.t·fL'.TfC.J-/ ________ _ 

DataMaster Simulator Solution 
lot# 12-87-100 EtOHaq Cone: 0.101 

[For RPC Range: 0.096 - 0.106 
Preparation Date:l0/31/2912 Expires: 10/31/2013 

oprnrn: 06/16/n 'l>.s: 

r!!)'i) . J':~[~~~W,~:""~~~t'"=~be1H=re1 Y~' 
-')_1 '.. LfO i.#~~~~,~~6::,;~~:~_;__;~;e;(S~-~~~~-~~~~~~~-

DataMaster Simulator Solution 
Lot# 12-88-100 EtOHaq Cone: 0.098 [For RPC 1k-L:~-b~IH~;~1-• 
Range: 0.093 - 0.103 · 

Preparation Date: 11/9/2012 Expires: 11/9/2013 

---------------- -- ----- - OPFN~--;,-:-;__0'1/-,r/rr----J:;-y~-----

r · ·--·- -- --------- -- ----------

f---- ---------- -- -------- ---- ---- ------------- --- --- --

___________ ____ $oluL•~q_v, ___ ~ __ C&'!~"Je- ____________________ _ 
/ Af "ff /7 -B 7-/e;o U," d'),/ 0 I ((,,,c, ~ 0,()'//;,. m. IOG , . 
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DATAMASTER DMT MAINTENANCE LOG 

DepartmenUAgency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED 

[For RPC or Simulator Solution Change Place Label Here] 

[ For RPC or Simulator Solution Change Place Label Here] 

[ For RPC or Simulator Solution Change Place Label Here] 

·-------·--··--·-··-------------·------------·--------------·----·--·------------------------------------·-------------.. -------

[For RPC or Simulator Solution Change Place Label Here] 

ALC 803 REV 03 08/2011 
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PERFORMED BY 
(Name and Title) 
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Breath Record History Page l 
10/04/2013 

Test Test 
Agency Operator Name 

Alcohol 

I 
Alcohol Sim. Sim. 

Status Message Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

09/14/2013 00 35 04 MANCHESTER JAMES BOSSONG 0.106 0.111 0.098 0.098 
09/12/2013 17 55 26 MANCHESTER PD DANIEL B STEERE 0.000 0.099 
09/11/2013 18 36 13 MANCHESTER PD JAMIE BLANCHARD 0.096 RESPONSE TIMEOUT 
09/11/2013 18 13 13 MANCHESTER PD JA."1IE BLANCHARD 0.095 Simulator Out of Range 

I 

I 
I 

I 

I 
I 

I 
I 

I 
i 
I 
I 

I 

-·--- - - - ----
DMT Serial Number #100165 Page 1of1 10/04/2013 11,02 PM 



-----·-·-· 

I Status Record History Page 1 
10/04/2013 

-

Status Status Test Type Status Message 
Date Time 

09/11/2013 16:39:31 DUI Subject Record RESPONSE TIMEOUT 
09/11/2013 18:14:51 DUI Subject Record Simulator out of Rang.;'! 
08/18/2013 02:09:34 DUI Subject Record Simulator out of Range ·-
08/18/2013 02:05:03 DUI Subject Record Simulator Out of Range 
06/08/2013 01: oi': 12 DUI Subject Record RESPONSE TIMEOUT 
12/24/2012 ·2r:2.r: 14 DUI Subject Record RESPONSE TIMEOUT 
10/13/2012 23:10:26 RPC Record SAMPLE ACCEPTANCE TEST FAILED 
09/02/2012 11:15:27 Check In Confirmation Record Simulator Out of Range -·-
08/17/2012 00:23:03 DUI Subject Record RESPONSE 'fIMEOUT 
07/08/2012 . ·ui:S3:17-- DUI Subject Record RESPONSE TIMEOUT -· 06/19/2012 16:16:55 RPC Record RF NOT DETECTED 
06/19/2012 16:07:24 RPC Record User Abort 
06/19/2012 15:54:29 RPC ReCOrd·----- RF NOT DE:TECTED 
06/19/2012 15:42:06 RPC Record RF NOT DETECTE:D 
05/27 /2012 17:21:10 DUI Subject Record Simulator Out of Range 
05/27/2012 17:16:46 our Subject Record Simulator out of Range 
05/24/2012 23:33:18 DUI Subject Record Simulator Out of Range 
05/24/2012 22:35:44 DUI Subject Record Simulator out of Range 
05/05/2012 02:25:06 DUI Subject Record RESPONSE TIMEOUT 
04/03/2012 12:02:51 DUI Subject Record RESPONSE TIMEOUT ·-02/25/2012 19:42:53 DUI Subject Record Blank Error --
01/28/2012 21:49:07 DUI Subject Record Simulator Timed Out 
12/12/2011 01:01:15 -Check-In confirmation Record Pump Error 
12/09/2011 23:14:26 DUI Subiect Record Simulator Out of Range 
11/04/2011 21:28:14 DUI Subject Record RESPONSE 'fIMEOUT 

--
DMf Serial Number #100165 Page 1of1 10/04/2013 11.06 PM 



Log On Record History Page 1 
10/04/2013 

Test Test Name 
Date Time 

·------

DMT Senal Number #100165 Page 1of1 10/04/2013 11 :07 PM 



SOLUTION CHANGE 

DataMaster DMT: 100165 
Location: 
Date: 
Performed by: 

Manchester PD 
09/1112013 
DANIEL B STEERE 

Accuracy and Precision Check 
Concentration = 0.10 I g/2 IOL 
Lot # = 12-87-100 
Range = 0.096 - 0.106 
Average = 0.098 g/210L 
Std Dev = 0.0000 

Simulator Temperature: 34.1°C 

Performed by 

DMT Serial Number //10016.5 

Date 09/12/2013 

Page 1 of I 09/12/2013 10:0.5 AM 



CHECK- IN CONFIRMATION TEST 

STATE OF VERMONT 

DataMater DMT: 100165 
Location: Manchester PD 
Certification Date : 09/27/2011 
Installation Date: 10 / 11/2011 

Date: 09/ 12/2013 
Time: 17:55:26 

SUBJECT NAME: 
TEST TEST 

DOB: 09/09/1989 AGE: 2 4 
GENDER : M 

TEST OPERATOR NAME: 
DANIEL B STEERE 

AGENCY : MANCHESTER PD 

BLANK TEST 
CALIBRATION CHECK 
S IMULATOR VAPOR 3 4.1°C 
SUBJECT SAMPLE (Vol=3 . 6L) 
BLANK TEST 

0 . 00 0 
PASSED 
0.099 
0.000 
0.000 

17: 5 6 
17:56 
17:56 
17:57 
17:58 

All a l cohol values r eporte d 
Sim. Vapor Concentration 
Sim. Vapor Range 

in g/210L 
0 . 101 

0 . 096 - 0.106 
Lot #: 12-87-100 

DMT Serial Number #100165 

-- Alcoho l (g/210L ) 
-- Flow Rate ( L/M) 

............... : ... 

i ' 
i l .. .) .............. '"!" 
! i 

o. 0 8 .......... . 

. ..L 
1-- I 

i . ····- ······ ·····1 ··· 
' 

0 . 07 

0 . 06 ........ . 

o. 05 .......... .... """!."' 
! 

I 

40 . 0 

I 
i···· ·····-.. "" 36 . 0 

I ... _ ............ 32 . o 

I 
... ' ... - ........ -... 2 8 . 0 

' 
' 

.............. 2 4. 0 

' 

'"""""!'"'" 
I 

....... 20 . 0 

! 
i 

o . 0 4 ................. T ................. i ....... ·-·- ·- .... ·· ·-· ·: •. ·· 

................... !, ·- ! 

....... 16.0 

0 . 03 ···{-···················· 

' .. , '''' J __ ·-
r _ J __ 

0 . 02 

0 . 01 

·r 
........ , ....... . 

' 
i 

..... . !· .. .......... 12 . 0 

I 
! 
' ••• ! 
i 
i 

......... 8 . 0 

.................. !""" ...... -...... !" ............. ...... 4 . 0 

o. oo .__ _ _ -'-- --"---..l..!..- --"----'-...1-- __, o .o 
0 5 10 15 20 25 30 

Page I of 1 09/1212013 5:59 PM 


