INSTALLATION REPORT

o7~ VERMONT

DataMaster DMT: 100155

Location: BENNINGTON COUNTY S
Calibration Date:  09/01/2010

Certification Date: 09/01/2010

Insiallation Date:  09/02/2010

Installed By: AMANDA BOLDUC

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube =48.11°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =179V
Cooler Voltage =1.74 V
Bias Voltage =806V
Chopper Freqg =535.1 Hz

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.098 g/210L
Lot# = 11-04-100
Average = 0.094 g/210L
Sid Dev = 0.001
RFI Interference Test

R¥I detected

Sample Acceptance Test
Passed

0.10 : . £0.0

PUMP INFO ' '
- Alcohol {g/210L)

Flow Rate = 5.564 L/M Flow Rate (L/M)

0.08 |pom 32,0
DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.3037 0.3055 NN

0.06 ok 24,0
MIN(V) 0.3014 0.3041
FILTER INFO ]
Filter 1 0.305 Zero = frue 0.04 - - M 16.0
Filter 2 0.586 Zero =true r
Filter 3 0.763 Zero = true

U . 02 .............. 8 N 0
CALIBRATION CHECK
Xq =0.0856 0.00% m\

¢.00 i 0.0
INSTALLATION PASSED : 3 L L = - 20
Performed byn »EMands U £ A Date 09/02/2010
Reviewed by?(@,m,w\,(() Q - L(_LCQ, Date A [ 3|10

hY 1]

DMT Serial Nember #100155
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Lot:

Ca = 0.102000
CAL = 0.967634
bl = 0.000000
b2 = 0.004694
b3 = 0.000000
Xg = 0.085635
a2l = 1.197851
a3l = 0.528267

Performed by r/é/ J g&;‘&"’“‘“

100155

09/01/2010

AMANDA BOLDUC

11-03-100
0.800 <= CAL <
0.000 <= bl <
0.001 <= b2 <
0.000 <= b3 <
0.050 <= Xq <
1,050 <= a2l <
0.300 <= a31 <

O OO O QK

VERMONT

DEPARTMENT OF HEALTH

.200
. 004
012
. 004
.200
.300
. 800

Date 09/01/2010

@wwa& Lﬁ)t{ 3 EQMMJJ p Lu.ca “bc@l’z ! G‘/l/w

DMT Serial Number #100155
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 100155

Date: 09/01/2010
Time: 11:36:135

SUPERVISOR NAME: ALB CAL CHECK

SOLUTION LOT #: 11-02-100
SOLUTION COMNCENTRATEION: 0.100

BLANK TEST G.000 11:37
CALIBRATION CHECK PASSED  11:37
SIMULATOR VAPOR 0.099 11:37
SIMULATOR VAPCR G.0588 11:38
SIMULATOR VAPCR G.098 11:39
STMULATOR VAPCR 6.098  11:40
SIMULATOR VAPCR 0.098 1i:41
SIMULATOR VAPOR 0.099 11:42
SIMULATOR VAPCR 0,098 11:43
STMULATCOR VAPOR 0.098 11:44
SIMULATOR VAPOR 0.098 11:45
STMULATOR VAPOR 0.088 11:486
BLANK TREST 0.000 11:47
Average = (.098

Std Dev = 0.0004

DMT Serial Number #100135
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CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Lot:

ca = 0.102000
CAL = 0.964215
bl = 0,000000
b2 = 0.,.0047799
b3 = 0.000000
Xq = 0.085459
a2t = 1.200837
a3l = 0.525488

100155

09/01/2010
AMANDS BOLDUC
11-03-100

0.800 <= CAL <
0.000 <= bl <
0.001 <= b2 <«
0.000 <= b3 <
0.050 <= Xg <
1.050 <= a2l <
0.300 <= a3l <

ﬁﬁta'\;\’ﬂ”ﬁfw(

(i oS

Performed by - /M)M”

DMT Serial Number #100155
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VERMONT

DEPARTMENT OF HEALTH
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Page 1 of 1 09/01/2010 10:50



CERTIFICATION REPORT

‘DataMaster DMT: 100155
Calibration Date:  09/01/2010
Certification Date; 09/01/2010

Certified by: AMANDA BOLDUC

Diagnostic Resulfs

VERSIONS
DMT 1.05
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.03°C
Breath Tube = 48.08°C

SETTINGS

Lamp Voltage =179V
Cooler Voltage =174 V
Bias Voltage =806V
Chopper Freq =539.6 Hz

PUMP INFO
Flow Rate = 5.634 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.0220 0.0244
MIN(V) 0.0199 0.0230

FILTER INFO

Filter 1 0.024 Zero=true
Filter 2 0.319 Zero =1rue
Filter 3 0.548 Zero = true

CALIBRATION CHECK
Xg=0.0846 L.12%

DMT Serial Number #160155

VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Coliection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.102
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 09/01/2010 14:32



Linearity Check Resulis DMT Linearity
True Value  Reported Average Sid Dev 0.50 ,
{.020 g/210L 0.018 g/210L 0.000
Lot # 10-34-020 0.40
0.081 g210L  0.078 g210L 0.000 //
Lot # 10-30-080 £0.30 .
0.160 g/210L  0.156 g/210L 0.001 g ‘
Lot # 10-31-160 80.20
0373 g/210L 0,363 g/210L 0.001 a /-/
Lot # 10-32-400 0.10
R?2=1.0000 0.00
0.00 0.10 0.20 0.30 0.40 0.50
Aceione Interference Test DMT Resalts
Lot # 10-33-08A
Interference Detected 9.10 . : 40.0
———— Alcohol {g/210L)
Mouth Alcoho! Test — Flow Rate{lL/M) |
Mﬂuth AlCOhOl Detectcd {) . {)8 TR PP VORI 32 . 0
2.06 : 24.0
RF Interference Test 0.04 v—\\ 16.0
RFT detected
0.02 8.0
%_-‘_
0.00 0,0
i 5 10 15 20 25 30
0.30 : : : : 40.0
Sample Acceptance Test —— Alcohol {g/210L)
Passed Flcow Rate {L/M)
0.08 e 32.0
9,06 b 24.0

CERTIFICATION PASSED

0.00 : M ; z 0.0

o 5 10 15 29 25 30 35 40 45

2
Performed by Hgasnde (Dol Date 09/01/2010

A
Reviewed by w{‘bﬂ\f\ M{’g Q; L\AOQ Date q / { / io

DMT 8erial Number #100155 Page 2 of 2 09/01/2010 14:32




